Google 


This  is  a  digital  copy  of  a  book  that  was  preserved  for  generations  on  library  shelves  before  it  was  carefully  scanned  by  Google  as  part  of  a  project 

to  make  the  world's  books  discoverable  online. 

It  has  survived  long  enough  for  the  copyright  to  expire  and  the  book  to  enter  the  public  domain.  A  public  domain  book  is  one  that  was  never  subject 

to  copyright  or  whose  legal  copyright  term  has  expired.  Whether  a  book  is  in  the  public  domain  may  vary  country  to  country.  Public  domain  books 

are  our  gateways  to  the  past,  representing  a  wealth  of  history,  culture  and  knowledge  that's  often  difficult  to  discover. 

Marks,  notations  and  other  maiginalia  present  in  the  original  volume  will  appear  in  this  file  -  a  reminder  of  this  book's  long  journey  from  the 

publisher  to  a  library  and  finally  to  you. 

Usage  guidelines 

Google  is  proud  to  partner  with  libraries  to  digitize  public  domain  materials  and  make  them  widely  accessible.  Public  domain  books  belong  to  the 
public  and  we  are  merely  their  custodians.  Nevertheless,  this  work  is  expensive,  so  in  order  to  keep  providing  tliis  resource,  we  liave  taken  steps  to 
prevent  abuse  by  commercial  parties,  including  placing  technical  restrictions  on  automated  querying. 
We  also  ask  that  you: 

+  Make  non-commercial  use  of  the  files  We  designed  Google  Book  Search  for  use  by  individuals,  and  we  request  that  you  use  these  files  for 
personal,  non-commercial  purposes. 

+  Refrain  fivm  automated  querying  Do  not  send  automated  queries  of  any  sort  to  Google's  system:  If  you  are  conducting  research  on  machine 
translation,  optical  character  recognition  or  other  areas  where  access  to  a  large  amount  of  text  is  helpful,  please  contact  us.  We  encourage  the 
use  of  public  domain  materials  for  these  purposes  and  may  be  able  to  help. 

+  Maintain  attributionTht  GoogXt  "watermark"  you  see  on  each  file  is  essential  for  in  forming  people  about  this  project  and  helping  them  find 
additional  materials  through  Google  Book  Search.  Please  do  not  remove  it. 

+  Keep  it  legal  Whatever  your  use,  remember  that  you  are  responsible  for  ensuring  that  what  you  are  doing  is  legal.  Do  not  assume  that  just 
because  we  believe  a  book  is  in  the  public  domain  for  users  in  the  United  States,  that  the  work  is  also  in  the  public  domain  for  users  in  other 
countries.  Whether  a  book  is  still  in  copyright  varies  from  country  to  country,  and  we  can't  offer  guidance  on  whether  any  specific  use  of 
any  specific  book  is  allowed.  Please  do  not  assume  that  a  book's  appearance  in  Google  Book  Search  means  it  can  be  used  in  any  manner 
anywhere  in  the  world.  Copyright  infringement  liabili^  can  be  quite  severe. 

About  Google  Book  Search 

Google's  mission  is  to  organize  the  world's  information  and  to  make  it  universally  accessible  and  useful.   Google  Book  Search  helps  readers 
discover  the  world's  books  while  helping  authors  and  publishers  reach  new  audiences.  You  can  search  through  the  full  text  of  this  book  on  the  web 

at|http: //books  .google  .com/I 


JOSEPH    GALE 


lis, 
ig  Gai 


ADVERTISE^IF.NTS. 


>K    Electrical  and  Scientific 
■Vf  ^\  Apparatus  and  Materials. 
■^jN.  Immense  Stock. 

'^<?    V  ^*VV  ELECTRIC  BELLS,  WIRES, 
INDICATORS, 
CARBONS,  CLAMPS, 
PHYSICAL 

PPARATUS. 


_    SSI 

.Afi 
119 


GASSNEB^S  DRY  BATTERY. 

O'HOLESALE  DEPOT: 

MAYFIELD,  COBB  &  CO.,  LIMITED, 
41  and  35a^  Queen  Victoria  Street,  London. 


M3D7  so-called  dry  demenu  have  been  introduced  frpm  lime  lo  time,  but  1 

ipE  Iht  desirability  of  such  a  Cell  (or  aaaj  purpo&es  i  in  tbe  Gainer  Dry  Ct 
pnvioiu  difficultltj  hive  been  overcome,  and  vre  nuw  poiMU  a  pernct  dry  Ct 
Gassner  Dry  Cell  has  been  on  its  trial  Tor  nearlv  two  vears.  and  is  alreadv  amir 
:...!_  ...-J  u..  .1 '-'his,  both  in  I 


Itsforn 


IK  Cell,  of  wl 


witho 


kbroad,  in  pUce  of 
t  shai^ne  iti  deJidenc 
g  a  time  from  begini 

il  completely  exhaust 


bdnE  completely  exhausted  the  Cells  can  be  completely  re 
conation  is  then  even  better  than  at  firsts  by  pasbini;  the  cm 
A  tamilar  manner  to  the  ciuirgiogof  aetorage  V""""" 


r  rcoQis,  ^c,  and  they  are  not  affected  by  severe  cold  i 


WRITE   J 
To  lace  Cover  a.) 


'    PARTICULARS 


I  o 


ADVEHTiS 

EMS,VTS. 

m 

to 

m 

Ul 

Z 

5 

Ul 

0 

z 

Compoimd  "Rob«y"  Engln*. 


<a 


!  i 

4  2 


O 

u 

O 

Economy  in  Fuel.  K 

Regularity  in  Running.       ., 


PRACTICAL  ELECTRICITY; 


LABORATORY  AND  LECTURE  COURSE, 
For  First  Year  Students  of  Electrical  Engineering ^ 

BASED  ON  THB 

Practical  Definitions  of  the  Electrical  Units. 

Wr  ErAYRTON,    F.R.S., 

Assoc.  MxH.  Ihst.  C.E., 
PRorsssoB  or  ApruBD  phtsics  at  the  citt  ahd  suilds  of  loztdon 

CENTRAL   IVSTITUTIOV. 


-^-:-J> 


WITE    NUJIEROU^  ltJ.USTBATI0N8. 


I^txtli  enitiott. 


CASSELL     &    COMPANY,     Limited: 
London,  parjs  *fc  Melbourne. 

1891. 
[all  BIGBT8  BBSEBYEP*] 


4'* 


* 


•  •  - 


cirr 

MRS.  C.  W.  PATTERSON 


PEEFACE. 
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This  book  is  intended  to  assist  students  in  acquiiing 
fif  experimentally  a,n  exact  workiag  knowledge  of  electric 

^  current,  difference  of  potentials,  resistance,  electromotive 

'^  force,  quantity,  capacity,  and  power.    It  does  not  merely 

contain  short  instructions  for  the  carrying  out  of  experi- 
ments such  as  may  be  found  in  existing  books  on  practical 
physics,  nor,  on  the  other  hand,  does  it  resemble  certain 
text-books,  mainly  of  value  as  electrical  dictionaries, 
whicb  give  a  little  information  about  everything  that 
can  be  comprised  under  the  head  of  electricity,  whether 
it  be  electric  eels,  the  history  of  the  invention  of  the 
telegraph,  the  aurora^  or  the  earliest  forms  of  f rictional 
machines. 

During  the  past  few  years  I  have  been  gradually 
developing  a  three  years'  laboratory  and  lecture  course 
for  students  of  electrical  technology,  and  this  book  com- 
prises the  substance  of  the  first  year's  course,  together 
with  some  additional  matter,  mainly  in  small  print 
Experience  has  shown  me  that  after  a  student  has  gone 
intelligently  through  this  course,  under  proper  direction, 
he  has  obtained  clear  notions  of  the  meaning  of  the 
ampere,  the  volt,  the  ohm,  the  coulomb,  the  farad,  and 
tlie  watt,  and  feels  himself  familiar  with  their  connection 
with  one  another,  and  with  the  modes  of  employing  them 
in  actual  practice.  He  has,  in  fact,  mastered  the  basis 
of  the  exact  commercial  measurement  of  electrical  quan- 
tities. It  is  to  be  hoped,  therefore,  that  this  book  may 
be  useful  to  other  teachers  as  a  basis  of  a  practical  course 
of  instruction ;  and  on  that  account  I  have  given,  at  the 
end,  two  or  three  samples  of  the  actual  instructions 
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which  are  attached  to  the  sets  of  apparatus  at  the  City 
and  Guilds  of  London  Central  Institution. 

The  subjects  of  magnetism,  electro-magnetism,  dy- 
namo machines,  electromotors,  self-induction,  <fec.,  are  but 
very  briefly  referred  to,  because  the  experimental  treat- 
ment of  these  subjects,  which  forms  my  course  for 
second-year  students,  will  be  found  in  a  subsequent  book 
on  "  Practical  Magnetism." 

One  of  the  great  diflSculties  experienced  by  people  in 
mastering  the  quantitative  science  of  electricity,  arises 
from  the  fact  that  we  do  not  number  an  electrical  sense 
among  our  other  senses,  and  hence  we  have  no  intuitive 
perception  of  electrical  phenomena.  During  childhood 
we  did  not  have  years  of  unconscious  experimenting 
with  electrical  forces  as  we  had  with  the  forces  connected 
with  the  sensations  of  heaviness  and  lightness,  loudness 
and  softness,  heat  and  cold.  Beyond  a  shock  or  two 
taken  perhaps  from  some  medical  galvanic  apparatus,  or 
from  a  Ley  den  jar,  our  senses  have  never  been  affected 
by  electrical  action,  and  hence  we  ought  to  begin  the 
study  of  electricity  as  a  child  begins  its  early  education. 
Quite  an  infant  has  distinct  ideas  about  hot  and  cold, 
although  it  may  not  be  able  to  put  its  ideas  into  words, 
and  yet  many  a  student  of  electricity  of  mature  years 
has  but  the  haziest  notions  of  the  exact  meaning  of  high 
and  low  potential,  the  electrical  analogues  of  hot  and 
cold.  That  it  is  desirable  that  students  should  learn 
physics,  as  they  learn  to  ride  the  bicycle,  by  experiment- 
ing themselves,  is  now  generally  admitted,  and  this  is 
especially  true  in  the  case  of  electricity,  since  it  is  by 
experimenting,  and  pnly  by  experimenting,  that  a  student 
ean  obtain  such  a  real  grasp  of  electricity  that  its  laws 
become,  so  to  say,  a  part  of  his  nature. 

Hence,  in  the  courses  of  electricity  which  I  arranged 
at  the  City  and  Guilds  of  London  Technical  College, 
Finsbury,  and  at  their  Central  Institution,  for  every 
hour  that  a  student  spends  at  lecture^  he  spends  several 
in  the  laboratory. 


PREFACE.  ▼ 

Headers  wlio  have  been  accustomed  only  to  the  ordi- 
nary  books,  commencing  with  certain  chapters  on  statical 
electricity,  continuing  with  one  or  more  on  magnetism, 
and  ending  with  some  on  current  electricity,  will  be 
surprised  at  the  arrraDgement  of  the  subjects  in  this 
book,  and  will  probably  be  astonished  at  what  they  will 
condemn,  at  the  first  reading,  as  a  total  want  of  order. 
But  so  far  from  the  various  subjects  having  been  thrown 
together  hap-hazard,  the  order  in  which  they  have  been 
arranged  has  been  a  matter  of  the  most  careful  considera- 
tion, and  has  been  arrived  at  by  following  what  appears 
to  me  to  be  the  natural  as  distinguished  from  the  scho- 
lastic method  of  stu4ying  electricity.  I  have  endeavoured 
to  treat  the  subject  analytically  rather  than  synthetically , 
because  that  race  of  successful  experimental  philosophers 
— children — adopt  this  method. 

For  example,  it  is  not  by  studying  geometrical  optics, 
much  less  physical  optics,  that  an  infant  graduaUy  learns 
to  appreciate  the  distance  of  objects ;  and  later  on  it  is 
not  by  studying  a  treatise  on  struts,  nor  by  listening  to 
a  course  of  lectures  on  structures,  that  the  child  finds 
out  that  the  table  has  legs,  hard  legs,  round  legs.  Feeling, 
looking,  trying,  in  fact  a  simple  course  of  experimental 
investigation,  gives  a  child  its  knowledge ;  and  this,  there- 
fore, I  venture  to  think,  is  the  method  we  should  adopt 
when  commencing  the  study  of  electricity. 

The  subject  of  current  is  treated  first,  because  in 
almost  all  the  industries  in  which  electricity  is  practi- 
cally made  use  of,  it  is  the  electric  current  that  is 
employed ;  secondly,  because  currents  can  be  compared 
with  one  another,  and  the  unit  of  current  (the  ampere) 
defined,  without  any  knowledge  of  potential  difierence 
or  resistance.  Potential  difference  is  next  considered, 
and  resistance  the  last  of  the  three,  because  the  very 
idea  of  resistance  implies  a  previous  acquaintance  with 
the  ideas  of  current  and  potential  difference,  since  the 
resistance  of  a  conductor  is  the  name  given  to  the  ratio 
of  the  potential  difierence  (measured  electrostatically)  at 
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its  torininals  to  the  current  passing  through  it.  And  it 
was  Ohm's  experimental  proof  that  this  ratio  was  con- 
stant for  a  given  conductor  at  a  constant  temperature, 
that  led  to  resistance  gradually  coming  to  be  considered 
as  a  fixed  definite  property  of  a  given  conductor  like  its 
weight  or  length.* 

The  legal  unit  of  potential  difference,  however,  the 
volt,  cannot  be  defined  until  the  unit  of  resistance,  the 
ohm,  has  been  considered,  arising  from  the  fact  that, 
whereas  Ohm's  law,  as  stated  by  himself,  furnished  us 
with  the  meaning  of  an  electrical  resistance,  and  with 
the  meaning  of  one  resistance  being  so  many  times 
another,  the  Paris  Electrical  Congress  started  in  their 
definitions  with  the  definition  of  the  unit  of  resistance, 
and  used  Ohm's  law  to  give  us  the  definition  of  a  volt, 
and  the  meaning  of  one  potential  difference  being  so 
many  times  another.  This  rather  complicates  the  logical 
sequence  in  the  mind  of  a  beginner,  and,  to  avoid  the 
difficulty  to  a  certain  extent,  I  have,  in  §  44,  page  89, 
taken  a  provisional  electrostatic  definition  of  a  volt, 
almost  identical  in  value  with  the  legal  one,  and  super- 
seded it  by  the  legal  one  in  §  81,  page  141. 

That  a  battery  has  a  fixed  E.  M.  F.,  has  been  deve- 
loped from  the  laws  of  energy,  and  therefore,  while 
potential  difference  is  treated  before  resistance,  E.  M.  F. 
is  treated  after. 

The  principles  underlying  the  action  of  the  electro- 
phorus,  and  accumulating  influence  machines,  such  as 
Thomson's  replenisher,  and  the  Wimshurst  machine,  are 
considered  late  in  the  book,  since  the  student  can  far 
better  understand  the  electrical  action  of  these  machines 
when  he  has  acquired  clear  ideas  regarding  capacity  and 
condensers. 

In  the  tables,  and  generally  throughout  the  book, 
the  legal  units  recommended  by  the  Electrical  Congress 
of  1883  have  alone  been  employed,  since,  although  the 

*  The  apparatus  for  proving  this  law  experimentally,  is  described 
and  illustrated  on  pages  134—136. 
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legal  ohm  is  possibly  0*19  per  cent,  smaller  than  the  true 
ohm,  it  is  very  much  nearer  than  the  B.  A.  unit,  which  is 
about  1*2  per  cent,  too  small.  Several  examples,  how- 
ever, have  been  introduced  to  illustrate  the  mode  of 
converting  results  obtained  by  using  the  old  units  into 
the  numbers  which  would  have  been  obtained  had  the 
legal  units  been  employed.  The  convenience  of  having 
specific  resistances,  <&a,  expressed  in  legal  ohms,  and  the 
E.  M.  Fs.  of  important  cells  in  legal  volts,  <kc.,  will  be 
apparent  when  I  quote  the  resolutions  passed  last  month 
at  the  meeting  of  the  British  Association  at  Birmingham, 
and  which  are  given  immediately  after  this  Preface. 

In  working  out  the  examples,  Mr.  Bottomley's  very 
useful  book  of  logarithms  has  been  used;  the  answers, 
therefore,  only  contain  four  significant  figures,  the  last 
of  which  is  only  approximately  correct. 

The  expression  difference  of  potentials,  or  even 
potential  difference,  is  a  cumbersome  one.  The  use  of 
the  capital  letters  P.  D.  as  an  abbreviation  for  potential 
difference,  employed  in  the  latter  half  of  this  book, 
corresponding  with  the  use  of  the  letters  R  M.  F.  for 
electromotive  force,  may,  I  hope,  find  favour  with  the 
Committee  on  Electrical  Nomenclature.  1  have  also, 
throughout  the  book,  used  capital  letters  to  stand  for 
currents,  and  small  letters  for  resistances,  as  this  dis- 
tinction enables  the  equations  and  formulae  to  be  much 
more  easily  understood. 

For  the  use  of  two  or  three  of  the  figures  I  an« 
indebted  to  the  kindness  of  Mr.  Cunynghame,  Mr.  Gray, 
and  the  Editors  of  the  Electrician  and  Electrical  Review, 
With  these  exceptions,  the  illustrations  are  representa- 
tions of  the  apparatus  that  has  been  devised  by  Mr. 
Mather  and  myself  for  the  first  year's  students  at  the 
Finsbury  Technical  College  and  the  Central  Institution, 
at  both  of  which  colleges  it  is  in  daily  use.  Hence,  by 
far  the  greater  number  of  the  figures  have  been  drawn 
for  this  book,  and  are  not  time-honoured  representations 
of  historical  apparatus. 
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It  will  be  observed  that  the  apparatus  required  for 
each  experiment  is  mounted  complete  on  a  board.  This  is 
to  enable  it  to  be  easily  carried  backwards  and  forwards 
between  the  laboratory  and  the  lecture-room  without 
disarranging  it.  At  first  sight  it  might  appear  that  the 
student  finding  each  set  of  apparatus  joined  up  quite 
complete,  with  current  laid  on  all  ready  for  the  carrying 
out  of  the  experiment,  would  prevent  his  learning  to 
adopt  expedients  for  overcoming  experimental  difficul- 
ties, and  would  retard  his  acquiring  habits  of  originality. 
For  first  year's  students,  however,  I  have  found  it  a  good 
plan  to  have  each  set  of  apparatus  complete  in  position  ; 
firstly,  because  it  is  only  with  some  such  arrangement 
that  fifty  or  more  students  can  commence  work  almost 
simultaneously,  and  in  the  course  of  two  or  three  hours 
have  all  performed  some  quantitative  experiment  -, 
secondly,  because  when  the  apparatus  is  so  arranged  that 
even  beginners  can  perform  several  experiments  success- 
fully, they  are  less  discouraged  with  the  difficulties  they 
subsequently  meet  with  when  selecting  and  arranging  the 
apparatus  for  conducting  some  investigation,  as  they  have 
acquired  faith  in  the  possibility  of  success. 

Here  and  there  the  apparatus  is  referred  to  as  having 
been  devised  by  the  author.  In  all  such  cases  the  word 
author  is  to  be  taken  in  the  plural  sense,  as  my  long 
association  with  Professor  Perry,  and  the  interchange  of 
ideas  that  has  taken  place  between  us  for  the  last  eleven 
years,  render  it  quite  impossible  to  distinguish  to  which 
of  us  the  appamtus  is  due. 

My  cordial  thanks  are  due  to  two  of  my  assistants, 
Mr.  Mather  and  Mr.  Kaine,  for  correcting  the  proofs,  and 
making  many  valuable  suggestions.  I  am  also  especially 
indebted  to  the  former  for  the  very  earnest,  thoughtful,  and 
painstaking  way  in  which  he  has  for  some  years  assisted 
me  in  developing  the  course  of  instruction  for  students  of 
electrical  technology,  of  which  the  present  book  represents 
the  elementary  iK,rtion.  ^   ^  AYKTON. 

October,  1886. 


BRITISH  ASSOCIATION  FOR  THE   ADVANCE- 

MENT  OF  SCIENCE. 

September  y  1886. 

Sir, — At  the  Birmingham  meeting  of  the  British 
Association,  a  meeting  of  the  Committee  on  Electrical 
Standaids  was  held,  and  on  the  motion  of  Sir  Wm. 
Thomson,  F.R.S.,  seconded  by  Prof.  W.  G.  Adams, 
F.R.S;,  it  was  agreed  that  the  Committee  should  recom- 
mend the  British  Government : — 

(1)  To  adopt  for  a  term  of  ten  years  the  Legal  Ohm 
of  the  Paris  Congress  as  a  legalised  standard  sufficiently 
near  to  the  absolute  Ohm  for  commercial  purposes. 

(2)  That  at  the  end  of  the  ten  years'  period  the  Legal 
Ohm  should  be  defined  to  a  closer  approximation  to  the 
absolute  Ohm. 

(3)  That  the  resolutions  of  the  Paris  Congress  with 
respect  to  the  Ampere,  the  Volt,  the  Coulomb,  and  the 
Farad  be  adopted. 

(4)  That  the  Resistance  Standards  belonging  to  the 
Committee  of  the  British  Association  on  Electrical 
Standards  now  deposited  at  the  Cavendish  Laboratory  at 
Cambridge  be  accepted  as  the  English  Legal  Standards 
conformable  to  the  adopted  definition  of  the  Paris  Con- 
gi-ess. 

I  remain, 

Your  obedient  servant, 

R.  T.  GLAZEBROOK, 

Secretary  Electrical  Standa/rda  Committer. 

Cavendish  Laboratory, 
Cambridge. 
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CHAPTER    I. 

THE   ELECTRIC   CURRENT   AND    ITS    MEASUREMENT. 

1.  What  is  meant  by  an  Electric  Current,  and  by  its  Direction  of  Flow 
— 2,  Properties  of  an  Electric  Current— 3.  Measuring  the  Strength 
of  a  Current— 4.  Conductors  and  Insulators — 5.  The  Strength  of 
an  Electric  Current :  by  which  of  its  Properties  shall  it  be 
Directly  Measured? — 6.  Definition  of  the  Unit  Current  —  7. 
Definition  of  the  Direction  of  the  Current — 8.  Objection  to  the 
Usual  Mode  of  Constructing  Voltameters— 9.  Description  of  a 
Practical  form  of  Sulphuric  Acid  Voltameter — 10.  Belatiye  Ad- 
vantages of  Voltameters  and  Galvanometers — 11.  Meaning  of  the 
Relative  and  the  Absolute  Calibration  of  a  Galvanometer — 11a. 
Measuring  the  Distribution  of  Magnetism  in  a  Permanent  Magnet 
— 12.  Experiment  for  Calibrating  a  Galvanometer  Relatively  or 
Absolutely— Id'.  Graphically  Recording  the  Results  of  an  Experi- 
ment—14.  Practical  Value  of  Drawing  Curves  to  Graphically 
Record  the  Results  of  Experiments. 

1.  What  is  meant  by  an  Electric  Current,  and  by  its 
Direction  of  Flow. — In  the  various  industries  in  which 
electricity  ia  employed,  as  in  the  telegraph,  telephone, 
electric  lighting,  electrotyping,  electroplating,  torpedo 
exploding,  and  in  the  working  of  machineiy  by  the  aid 
of  electromotors,  it  is  the  so-called  "  electric  current "  that 
is  made  use  of.  Hence  a  knowledge  of  the  laws  of  this 
electric  current,  a  clear  conception  of  its  so-called  proper- 
ties, combined  with  a  practical  acquaintance  with  the 
modes  of  measuiing  it,  must  be  of  especial  importance  for 
a  right  understanding  of  the  working  of  the  apparatus 
employed  in  the  above-mentioned  industries.  Indeed, 
such  knowledge  is  absolutely  necessary  if  the  user  of 
electrical  apparatus  is  desirous  of  employing  it  to  the 
best  advantage,  of  being  able  to  correct  faults  when  they 
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occur,  as  well  as  of  effecting  improvements  in  the  instru- 
ments themselves. 

It  is  customary  to  speak  of  an  electric  current  as 
if  it  had  an  independent  existence  apart  from  the 
"  conductor  "  through  which  it  is  said  to  be  flowing,  just 
as  a  current  of  water  is  correctly  spoken  of  as  something 
quite  distinct  from  bhe  pipe  through  which  it  flows.  But 
in  reality  we  are  sure  neither  of  the  direction  of  flow  of 
an  electric  current,  nor  whether  there  is  any  motion  of 
anything  at  alL  And  the  student  must  not  assume  that 
the  conventional  expression,  —  the  current  flows  from  the 
copper  pole  of  a  galvanic  battery  to  the  zinc  pole  through 
the  external  circuit,  —  implies  any  knowledge  of  the  real 
direction  of  flow  any  more  than  the  railway  expressions, 
"  up  train  "  and  "  down  ti*ain,"  mean  that  either  train  is 
necessarily  going  to  a  higher  level  than  the  other.  In 
the  case  of  a  stream  of  water  flowing  along  a  river-bed 
we  are  quite  certain  that  there  is  water  in  motion,  and 
every  one  is  agreed  as  to  which  way  the  water  is  flow- 
ing; a  cork  or  a  piece  of  wood  thrown  on  the  water 
indicates  by  its  motion  the  direction  in  which  the  water 
is  moving. 

Nor,  again,  must  an  electric  current  be  supposed 
to  be  like  waves  of  sound  travelling  along,  since  in  this 
latter  case,  although  there  is  no  actual  travelling  along  of 
matter,  still  the  direction  of  motion  of  the  wave  of  sound 
is  perfectly  definite.  Indeed,  a  wire  along  which  an 
electric  current  is  flowing  is  more  like  a  wire  at  each  end 
of  which  a  musical  instrument  is  being  played,  so  that 
the  sound  is  travelling  in  both  directions  along  the  wire 
at  the  same  time.  In  short,  the  statement  that  an  electric 
current  is  flowing  along  a  wire  is  only  a  short  way  of  ex- 
pressing the  fact  that  the  wire  and  the  space  around  the 
wire  are  in  a  different  state  from  that  in  which  they  are 
when  no  electric  current  is  said  to  be  flowing.  So  that 
when  a  body  and  the  space  around  the  body  possess  certain 
properties  that  they  do  not  usually  possess,  an  electric 
current  is  said  to  be  flowing  through  that  body. 
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2.  Properties  of  an  Electric  Current. — These  pro- 
perties are : 

(1)  A  suspended  magnet  put  in  nearly  any  position 
near  a  body  IJirough  which  an  electric  current  is  said  to 
be  flo\ying  will  be  deflected,  also  a  piece  of  iron  put  near 
this  body  will  become  magnetised,  the  action  in  both 
cases  being  produced  as  if  the  body  conveying  the  current 
had  become  magnetic. 

(2)  If  the  circuit  through  which  the  electric  current 
is  said  to  be  flowing  be  partly  soUd  and  partly  Uquid,  then 
the  liquid  will  generally  be  decomposed  into  two  parts, 
one  part  going  to  one  side  of  the  liquid  in  the  direction  in 
which  the  current  may  be  said  to  be  flowing,  and  the 
other  part  going  to  the  other  side  of  the  liquid  in  the 
opposite  direction  to  the  flow  of  the  current. 

(3)  The  body  conveying  the  current  becomes  more  or 
less  heated. 

In  popular  language  the  current  is  said  : 

(1)  To  deflect  the  mcbgnet^  and  magnetise  tite  iron, 

(2)  To  decompose  the  liquid. 

(3)  To  heat  the  body  throtigh  which  it  is  flowing. 
But  as  we  have  no  evidence  of  the  current  apart  from 

the  conductor  through  which  it  is  said  to  flow,  it  is  more 
accurate  to  say,  that  when  these  effects  are  found  to  be 
produced,  a  current  is  said  to  be  flowing  through  the 
conductor ;  than  to  say,  that  the  current  produces  these 
efiects.  The  latter  expression,  however,  for  brevity's 
sa^e,  is  generally  adopted ;  and,  indeed,  the  heat  generated 
in  a  wire  conveying  a  current  has  so  many  analogies  with 
the  heat  produced  in  a  pipe  by  the  friction  of  a  stream 
of  water  passing  through  it,  that  we  can  frequently 
assist  ourselves  by  thinking  of  an  electric  current  as  a 
stream  of  matter  passing  through  the  wire  as  water  would 
pass  through  a  pipe  filled  with  sponge  or  loosely-  packed 
with  sand.  But  the  analogy,  like  many  other  analogies, 
must  not  be  pressed  too  far,  especially  as  there  is  this 
very  great  difference  between  a  current  of  water  flowing 
in  a  pipe  and  a  current  of  electricity  in  a  wire,  viz.,  that 
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in  the  former  case  no  effects  are  produced  external  to  the 
pipe,  whereas  in  the  latter  the  whole  space  surrounding 
the  wire  is  affected. 

The  magnetic,  chemical,  and  heating  effects  of  a  current 
are  utilised  practically  in  a  number  of  electrical  instru- 
ments ;  for  instance : 

Hagnetio  Property. — ^Needle  telegraph,  the  Morse  in- 
strument, electric  bells,  arc  lamps,  dynamo  machines, 
electromotors,  and,  in  fact,  all  instruments  using  electro- 
m^kgnets. 

Chemical  Property — Electroplating,  electrotyping,  the 
cleansing  of  the  mercury  used  in  the  extraction  of  gold 
from  sand,  &c. 

Heating  Property.  —  Electric  lamps,  contrivances  for 
lighting  gas  or  oil  lamps  electrically,  fuses  for  tor- 
pedoes, &c 

The  heating  effect  of  the  current  is,  as  we  shall  see, 
the  effect  which  always  occurs  when  a  current  flows ;  that 
is  to  say,  it  is  impossible  for  a  current  to  flow  through 
a  body  without  some  heat  being  produced ;  and  not  only 
is  heat  produced  by  the  ordinary  currents  flowing  through 
telegraph  wires,  and  which  are  sometimes  not  much  more 
than  three-thousandths  of  the  strength  of  the  current  flow- 
ing through  an  incandescent  lamp,  but  even  the  currents 
used  with  the  Bell  telephone  worked  without  a  battery 
produce  a  definite  amount  of  heat  in  a  given  telephone 
circuity  even  though  such  telephone  currents  are  very 
weak  compared  with  the  currents  used  in  telegraphy. 
The  actual  measurement  of  the  heat,  however,  would  be 
extremely  difficult,  if  not  impossible,  to  carry  out  with 
existing  apparatus. 

8.  Measuring  the  Strength  of  a  Current. — As, 
then,  the  production  of  heat  always  accompanies  the 
passage  of  a  current,  it  might  seem  that  the  amount  of 
heat  produced  in  a  given  time  ought  to  be  taken  as  a 
measure  of  the  strength  of  the  current.  But,  in  addition 
to  the  difficulty  of  measuring  the  small  amount  of  heat 
produced  by  weak  currents,  the  only  way  we  have  of 
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aicasuiing  the  amount  of  heat  given  to  a  body  is  an  indirect 
one,  and  consists  in  measuring  its  rise  of  temperature  by 
means  of  a  thermometer.  But  as  a  thermometer  measures 
merely  rise  of  temperature,  and  not  the  amount  of  heat, 
and  as  the  rise  of  temperature  of  a  body  thi'ough  which  a 
current  is  passing  can,  without  varying  the  cuiTent,  be 
varied,  by  increasing  or  diminishing  the  facility  that  the 
body  may  have  for  cooling,  various  precautions  have  to 
be  adopted,  and  further  experiments  have  generally  to 
be  made  to  enable  us  to  deduce  from  the  observed  rise 
of  temperature  the  real  amount  of  heat  that  was  given 
to  the  body. 

In  order  to  ascertain  which  of  the  properties  of  a  cur- 
rent can  be  best  employed  for  measuring  its  strength, 
an  experiment  may  be  made  with  the  following  ap- 
paratus : — 

A,  B,  c,  D,  E  (Fig.  1)  are  instruments  so  arranged 
that  the  same  electric  current  will  be  sent  througli 
them  all  by  the  battery  b  b,  on  joining  the  wires  p  and  Q. 
A  is  a  coil  of  cotton-  or  silk-covered  wire,  with  a  magnet  m 
suspended  so  as  to  turn  freely  inside  the  coil,  the  whole 
arrangement  forming  what  is  called  ^  ^^ galvanoscope.^' 
B  is  an  ^^electromagnet"  consisting  of  a  coil  of  cotton-  or 
silk-covered  wire  wound  in  opposite  directions  round  the 
ends  of  a  piece  of  iron  of  horse-shoe  form,  c  is  a  "  sul- 
phuric acid  voltameter  "  consisting  of  two  platinum  plates 
dipping  into  moderately  dilute  sulphuric  acid  in  a  vessel  v, 
closed  by  an  air-tight  stopper  s,  through  which  passes  a 
glass  tube  t,  open  at  both  ends,  and  with  its  lower  end 
nearly  touching  the  l)ottoni  of  v.  This  tube  is  graduated 
in  fractions  of  a  cubic  inch.  D  consists  of  two  thin 
copper  plates  ^>, ;?,  dipping  into  a  solution  of  copper 
sulphate  (tlie  blue  vitriol  of  commerce),  and  is  called  a 
" copper  voUamsler"  E  is  a  coil  of  bare  wire  immersed 
in  paraffin  oil,  the  temperature  of  which  can  be  measured 
by  the  thermometer  t,  the  arrangement  being  called  a 
"  calorimeter" 

Oonnoct  the  two  wires  r  and  Q,  and  allow  the  current 
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to  pass  for  a  oonvenient  time  through  these  five  pieces  of 
apparatus,  theu  it  will  be  found  that : 

1st  The  liquid  has  risen  a  distance  di  in  the  tube  i 
of  the  voltameter  c,  indicating  that  the  passing  of  the 
current  through  the  liquid  £rom  one  of  the  platinum 
plates  to  the  other  has  caused  c^  cubic  inches  of  gas  to  be 
generated. 

2nd.  One  of  the  plates  in  the  copper  voltameter  has 
increased  in  weight  by  w^  grains. 

3rd.  The  mercury  in  the  thermometer  t  of  the  calori- 
meter £  has  risen  through  D^^. 

4th.  nrhe  magnetic  needle  m  of  the  galvanoscope  A  has 
all  the  time  been  kept  dedected  from  its  original  position 
through  a  number  of  degrees  Ni°. 

5tib.  If  at  any  time  during  the  passage  of  the  current 
the  armature  a  was  placed  carefully  on  the  ends  of  the 
horse-shoe  electromagnet  b  it  required  a  pull  of  Wi  lbs.,  as 
measured  by  the  spring  balance,  to  pull  it  off,  when  the 
handle  at  the  top  of  the  apparatus  was  slowly  turned. 

Next  increase  the  strength  of  the  current  passing 
through  the  apparatus  c,  D,  E,  A,  b,  by  increasing  the  num- 
ber of  cells  forming  the  battery  6  6  or  in  any  other  way, 
such  as  will  be  described  later  on,  then  each  of  the  effects 
previously  observed  with  these  instruments  will  be  in- 
creased, and  instead  of  the  results  Cj,  w^,  Di°,  Ni°,  Wj,  we 
shall  obtain  c,,  w,,  D,%  N,°,  w^  But  it  will  be  found  that 
the  new  values  do  not  all  bear  the  same  ratio  to  the  corre- 
sponding old  ones.  For  example,  if  c,  is  twice  C|,  then  N,° 
may  be  more  or  less  than  twice  Ni°,  but  will  generally  be 
less  than  twice,  while  D,^  and  w^  will  be  found  to  be  much 
greater  than  twice  D,°  and  Wj  respectively.  On  the  other 
hand,  if  the  strength  of  the  second  current  be  so  chosen 
as  to  make  d,°  exactly  twice  d,°,  then  generally  it  will  be 
found  that  tc,  is  rather  more  than  twice  Wi,  while  c,  and 
w,  are  much  less  than  twice  Ci  and  Wj  respectively. 

If,  then,  we  arbitrarily  define  the  strength  of  the 
current  as  being  directly  proportional  to  the  gas  evolved 
in   the   sulphuric   acid  voltameter,   we   must  conclude 
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that  if  c,  is  exactly  double  c^  we  have  doubled  the  cur- 
rent strength ;  but,  oh  the  other  hand,  if  we  prefer  to 
say  that  strength  of  current  is  directly  proportional  to 
the  angular  deflection  of  the  needle  m  in  the  galvano- 
scope  A,  then  we  must  conclude  that,  as  N,°  is  less 
than  twice  n  °,  we  have  not  quite  doubled  the  strength 
of  the  current;  whereas  if  we  prefer  to  say  that  cur- 
rent strength  shall  be  regarded  as  proportional  to  the 
force  required  to  detach  the  armature  a  of  the  electro- 
magnet B,  or,  instead,  proportional  to  the  rise  of  tem- 
perature of  the  liquid  in  the  calorimeter  E  in  a  giver, 
time,  then  we  must  conclude  that  the  strength  of  the 
current  has  been  much  more  than  doubled.  Which  of 
these  is  right  and  which  wrong  ?  As  long  as  no  one  of 
the  effects  varies  we  may  be  safe  in  concluding  that  the 
strength  of  the  current  is  constant,  but  if  the  different 
effects  to  which  we  have  been  refeiring  vary  from  one 
time  to  another,  then  which  of  them  shall  we  take  to 
represent  by  the  magnitude  of  its  variations  the  change 
that  has  taken  place  in  the  current  strength  1 

In  the  case  of  measuring  the  velocity  of  a  stream  of 
water,  or  the  number  of  gallons  of  water  per  minute  dis- 
charged by  a  river,  no  two  experimenters  could  differ.  One 
of  them,  of  course,  by  the  employment  of  better  con- 
structed measuring  instruments,  or  it  may  be  from  having 
greater  experience  in  making  such  measurements,  might 
get  answers  sUghtly  different  from,  and  more  accurate 
than,  those  obtained  by  the  other  experimenter.  But  they 
could  not  have  such  totally  different  conceptions  of  what 
should  be  meant  by  the  velocity  of  the  water  in  a  particular 
part  of  the  channel,  or  of  the  total  discharge,  in  gallons 
i)er  minute,  that  the  results  obtained  by  one  observer  were, 
Lpart  from  all  mere  errore  of  experiments,  twice  as  great 
as  those  obtained  by  the  other.  And  this  is  because  they 
would  be  dealing  with  the  actual  flow  of  a  material  sub- 
stance— water. 

4.  Conductors  and  Insulators. — ^The  various  pieces 
of  apparatus  in  Fig.  1  are  joined  by  bits  of  copper  wire, 
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but  as  long  as  there  is  even  one  break  in  the  continuity, 
as  at  PQ,  no  current  can  be  sent  by  the  battery  bh 
through  the  circuit,  because  the  air  separating  the  wire  P 
from  the  wire  Q  "  insy^atea  "  or  is  an  "  insulator,^*  If  p 
be  pressed  against  Q,  but  with  a  thin  piece  of  paper, 
or  silk,  or  indiarubber,  &c.,  between,  still  no  current 
will  flow,  because  all  these  substances  are  more  or  less 
good  insulcUors.  If,  however,  the  ends  of  the  wires  P 
and  Q  be  rubbed  clean  with  emery  paper,  or  be  scraped 
clean  with  the  back  of  a  knife  or  a  file,  and  then  pressed 
together,  the  current  will  flow,  since  there  is  good  "  conr 
ductivity  "  or  little  "  resistance  "  between  the  clean  sur- 
faces of  nietals  pressed  together. 

5.  The  Strength  of  an  Electric  Current:  by  which 
of  its  Properties  shall  it  be  Directly  Measured  ? — 
To  assist  us  in  deciding  whether  the  amount  of  the 
magnetic  action,  or  of  the  chemical  action,  or  the  amount 
of  heat  produced  in  a  given  time  shall  be  arbitrarily 
taken  to  be  that  magnitude  to  which  the  current  strength 
shall  be  defined  as  being  directly  proportional,  we  may 
observe  that  if  the  five  pieces  of  apparatus  A,  b,  c,  D,  E  em- 
ployed in  the  previous  experiment  be  selected  without 
special  reference  to  their  sizes  and  shapes,  c.^  and  w,  will 
be  found  to  be  the  only  two  out  of  the  five  quantities  that 
bear  the  same  ratio  to  their  respective  previous  values. 
And  in  both  the  voltameters  it  was  chemical  decompo- 
sition that  took  place ;  in  the  former,  this  decomposition 
being  the  splitting  up  of  the  liquid  into  gases ;  in  the  latter, 
the  splitting  up  of  the  copper  sulphate^  and  the  deposit  of 
copper  on  one  of  the  copper  plates,  together  with  an 
eating  away  of  the  other  copper  plate  to  give  back  to  the 
copper  sulphate  solution  the  amount  of  copper  taken  out 
of  it. 

In  A  and  b  the  effects  produced  are  both  magnetic, 
but  it  will  not  be  found  that  Ng®  bears  to  Ni°  the  same 
ratio  that  w^  bears  to  w^.  Consequently,  as  far  as  we 
have  seen  at  present,  the  amount  of  chemical  action  pro- 
duced in  a  given  time  by  a  current  appears  to  be  a  more 
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direct  measure  of  its  strength  than  the  magnitude  of  the 
magnetic  effect  produced.  ^ 

To  examine  this  point  still  further,  let  us  have  ttoo 
sulphuric  acid  voltameters  of  totally  different  shapes  and 
sizes,  two  copper  voltameters  also  of  different  shapes  and 
sizes,  the  copper  plates,  for  example,  being  much  larger 
and  either  much  nearer  together  or  much  farther  apart  in 
the  one  than  in  the  other,  also  two  galvanoscopes,  two 
electromagnets,  and  two  calorimeters,  the  two  instru- 
ments in  each  case  being  selected  so  as  to  be  distinctly 
different  in  size  and  form.  Then  in  sending  the  same 
current  through  them  all,  the  following  results  will 
be  observed :  In  the  two  sulphuric  acid  voltameters  quan- 
tities of  gas  equal  in  mass,  and  therefore  occupying  the 
same  volume  at  the  same  pi-essure  and  temperature,  will 
be  developed  in  the  same  time,  in  spite  of  the  platinum 
plates  being  of  a  very  different  size  and  at  a  very  different 
distance  apart  in  the  two  voltameters.*  Similarly,  in 
spite  of  the  difference  in  size  and  form  in  the  two  copper 
voltameters,  the  increase  in  weight  of  the  plate  of  the  one 
will  be  exactly  the  same  as  the  increase  in  weight  of  the 
corresponding  plate  of  the  other.f  But  in  the  case 
of  the  two  galvanoscopes,  the  two  electromagnets, 
and  the  two  calorimeters,  although  the  same  current  is 
passing  through  them,  the  effects  depend  on  the  shape, 
on  the  size,   and  on  very  many  details  in  the  arrange- 

*  Equality  of  pressure  may  be  obtained  by  using  for  Ihe  volta- 
meters two  vessels  of  the  same  size  as  well  as  two  tubes  of  the  same 
bore,  and  filling  the  vessels  with  the  same  quantity  of  dilute  sulphuric 
acid  of  the  same  specific  gravity.  In  that  case,  if  the  level  of  the  liquid 
in  the  two  tubes  be  the  same  to  start  with,  the  liquids  will  be  found 
to  rise  at  exactly  the  same  rate  in  them  on  the  same  current  being  sent 
through  the  two  voltameters. 

t  If  the  plates  in  one  of  the  voltameters  be  very  small,  the 
copper  deposited  may  drop  to  the  bottom  of  the  vessel,  instead 
of  adhering  to  the  plate.  In  measuring  the  increase  of  weight  of 
the  plate  this  copper  at  the  bottom  of  the  vessel  must  be  collected 
and  weighed.  In  making  the  experiment,  however,  it  is  better,  at 
any  rate,  in  the-  first  instance,  to  use,  in  both  copper  voltameters,  plates 
sufficiently  large  for  all  the  copper  that  is  deposited  to  adhere  jirmi$ 
to  the  plates.      {See  the  second  note  on  page  11«) 
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ment^  &c.  Hence,  to  specify  the  strength  of  a  current  by 
the  magnitude  of  the  deflection  of  the  needle  of  a  galvano- 
scope,  it  would  be  necessary  to  state  the  exact  mode  of  con- 
structing each  part  of  the  galvanoscope  in  great  detail,  as 
well  as  the  exact  position  of  the  instrument  relatively 
to  neighbouring  magnetic  pieces  of  iron.  Whereas,  to 
specify  the  strength  of  a  current  by  the  amount  of  gas 
produced  in  a  given  time  in  a  sulphuric  acid  voltameter, 
or  by  the  amount  of  copper  deposited  in  a  given  time  on 
one  of  the  pl9.tes  of  a  copper  voltameter,  neither  the 
shape  nor  size  of  the  plates,  nor  the  distance  between 
them,  need  be  taken  into  account  within  wide  limits. 

6.  Definition  of  the  Unit  Current. — We  shall, 
therefore,  define  the  strength  of  a  current  as  being 
directly  proportioned  to  the  amount  of  chemical  decompo- 
sition produced  in  a  given  tims;  and  the  current  that 
deposits  0*00111815  gramme,  or  0*017253  grain^  of  silver 
per  second  on  one  of  tlie  plates  of  a  silver  voltameter y  the 
liquid  employed  being  a  solution  of  silver  nitrate,  con- 
taining from  15  to  30  per  cent,  of  tJie  salt,  we  shall  call 
an  "  ampere, ^^  and  take  it  as  our  unit  current.* 

The  same  current  is  found  to  deposit  0*00032959 
gramme,  or  0*005084  grain,  of  copper  per  second  on  one 
of  the  plates  of  a  copper  voltameter,!  and  0*0003392 

*  The  silver  is  usually  deposited  on  the  inside  of  a  light  platinum 
bowl,  and  Lord  Rayleigh  finds  that  if  a  fairly  strong  solution  be  em- 
ployed, and  the  deposition  be  not  continued  for  more  than  a  quarter  of 
an  hour,  a  uniform  adherent  deposit  of  silver  will  be  obtained  if  the 
current  does  not  exceed  about  one  ampere  per  six  square  inches  ;  that 
is  to  say,  if  not  more  than  about  three-thousandths  of  a  grain  of  silver 
be  deposited  per  second  on  a  square  inch  of  the  surface  of  the  platinum 
bowl.  The  other  pole  should  consist  of  a  silver  disc  placed  horizontally, 
and  wrapped  in  filtering  paper  to  prevent  particles  of  oxide  of  silver 
which  may  become  detached  from  the  silver  plate  dropping  on  to  the 
platinum,  and  making  the  weight  appear  to  be  too  great.  The  edge  of 
the  silver  disc  should  be  about  equidistant  from  the  side  and  the 
bottom  of  the  bowl.    {See  §  207,  page  395.) 

t  In  order  that  a  current  may  be  measured  accurately  in  amperes 
with  a  copper  voltameter,  Dr.  Hammcrl  finds  that  the  plates  may  be 
conveniently  put  at  about  half  an  inch  from  one  another.  If  put  too 
near,  what  is  called  "polarisation  "  will  ooour  if  the  current  to  be 
measured  is  strong,  and  it  will  be  difficult  to  keep  it  constant  in 
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gramme,  or  0 '006232  grain,  of  zinc  per  second  on  one  of 
the  plates  of  a  zinc  voltameter,*  and  also  to  decompose 
0-00009326  gramme,  or  0001439  grain,  of  dilute  sul- 
phuric acid  per  second.  The  acid  in  the  sulphuric  acid 
voltameter  may  be  conveniently  diluted  with  water  unti\ 
the  specific  gravity  of  the  mixture  is  about  1*1,  which 
corresponds  with  about  15  j)er  cent  by  weight  of  pure 
sulphuric  acid  at  15°  0. 

The  volume  of  mixed  gas  (oxygen  and  hydrogen)  that 
is  produced  per  second  by  the  decomposition  corres- 
ponding with  a  current  of  one  ampere  equals  in  cubic 
centimetres 

0-1738  X  76  (273  -f  0.°) 

A  X  273  ' 

Yphere  0.°  is  the  temperature  of  the  mixed  gas  in  degrees 
Centigrade,  and  h  the  pressure  in  centimetres  of  mercury. 
If  the  volume  be  measured  in  cubic  inches,  the  tem- 
perature in  degrees  Fahrenheit,  and  the  pressure  in  inches 
of  mercury,  the  formula  becomes 

0-01058  X  30  (491  +  F.°-32°) 
h  X  491 

Eoca7nple  1. — How  many  amperes  would  deposit  5 
grammes  of  copper  in  half  an  hour,  the  current  being 
supposed  constant? 

strength.  The  plates  should  be  as  square  as  possible,  and  in  order 
that  the  deposit  of  copper  should  adhere  well  to  the  plate,  the  surface 
of  each  of  the  two  plates  immersed  in  tlie  copper  sulphate  solution, 
should  be  at  least  two  square  inches  for  each  ampere  of  current  to  be 
measured,  this  area  being  reckoned  only  on  the  sides  of  the  plates  op- 
posed to  one  another.  The  plate  on  which  the  copper  is  deposited, 
and  which  is  the  only  one  that  need  be  weighed,  should  be  made  of 
hard  thin  copper,  so  as  to  be  as  light  as  possible  for  its  area,  in  order 
that  the  weight  of  the  film  of  copper  deposited  on  it  may  be  accurately 
determined. 

*  The  chemical  equivalents  here  employed  in  calculating  the 
weights  of  copper  and  zinc  deposited  per  second  by  an  ampere  from  the 
weight  of  silver  deposited  by  that  current  are :  sUvcr,  107  'GG ;  copper, 
G3-47 ;  zinc,  05*33. 
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0*0003295  grammes  are  deposited  in  1  second  by  1  ampere. 
.  *.     5  grammes  are  deposited  in  I  second  by 

0^ol295  '^^^ 
5  grammes  are  deposited  in  30  x  60  seconds  by 

5 

0-0003295x30x60      ^""P^^^'^ 

Answer. — 8*430  amperes. 

Exam/ph  2. — How  many  grammes  of  copper  would 
be  deposited  by  a  steady  current  of  40  amperes  acting 
for  5  hours? 

1  ampere  acting  for  1  second  deposits  0*0003295  grammes. 
40  amperes  acting  for  60  x  60  x  5  seconds 

deposit      0-0003295  x  40  x  60  x  60  x  5  grammes. 

Answer, — 237*24  grammes. 

Example  3. — How  many  amperes  would  deposit  9 
grammes  of  copper  in  2^  hours,  the  current  being  con- 
stant 1  Answer, — 3*035  amperes. 

Example  4. — How  many  grammes  of  copper  would 
be  deposited  by  a  steady  current  of  - 1  *5  amperes  acting 
for  16  seconds?  Answer, — 0*007908  grammes. 

Example  5. — How  many  grammes  of  sulphuric  acid 
would  be  decomposed  by  a  steady  current  of  12  amperes 
acting  for  one  hour  1  Answer, — 4*028  grammes. 

Example  6. — How  many  amperes  would  deposit  18 
grammes  of  zinc  in  IJ  hour,  the  current  being  con- 
stant? Answer, — 8*428  amperes. 

Eocample  7, — If  the  mixed  gas  produced  in  a  sul- 
phuric acid  voltameter  be  at  20°  C,  and  the  barometer 
stand  at  77*5  centimetres,  what  volume  of  gas  would  be 
produced  in  half  a  minute  by  a  steady  current  of  18 
amperes  1 
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1  ampere  in  1  second  produces 

0-1738  X  76  X  (273 +  20)      ,.  .  ^      . 

-— - — — — cubic  centimetres  of  gas. 

77-6  X  273  ^ 

18  amperes  in  30  seconds  produce 

0-1738x76x293x18x30     ^. 

— 77.5  X  273 ^        centimetres  of  gas- 

ATiswer, — 98*77  cubic  centimetres  of  gas. 

Example  8. — If  the  temperature  of  the  mixed  gas  in 
a  sulphuric  acid  voltameter  be  19^*5  0.,  and  the  height 
of  the  barometer  75  centimetres,  what  current  would  pro- 
duce 50  cubic  centimetres  of  mixed  gas  in  one  minute  ? 

Answer. — 4*418  amperes. 

7.  Definition  of  the  Direction  of  the  Current. — 
The  next  thing  to  define  is  the  direction  of  the  current, 
which,  as  already  explained,  can  only  be  done  in  a  conven- 
tional way.  In  the  case  bf  a  sulphuric  acid  voltameter 
we  have  hitherto  only  spoken  of  the  total  quantity  of  gas 
given  off  at  both  platinum  plates,  but  if  these  gases  be  col- 
lected in  separate  tubes,  as  can  very  conveniently  be 
done  in  the  Hoffmann's  voltameter  (Fig.  2),  then  it  is 
found  that  at  one  of  the  plates  p  oxygen  gas  is  given  off, 
and  at  the  other  p  Jiydrogen,  exactly  in  the  proportions 
in  which  these  two  gases  have  to  be  combined  together  to 
form  water ;  viz.,  two  volumes  of  hydrogen  and  one  of 
oxygen.*  So  that  the  "  electrolytic  "  action  effected  by 
sending  a  current  from  one  platinum  plate  to  another 
in  dilute  sulphuric  acid,  is  exactly  the  same  as  if  the 
water  had  simply  been  decomposed.  That  sulphuric 
acid  must  be  added  to  distilled  water  in  order  that  an 
electric  current  may  flow  through  it  and  produce  oxygen 
and  hydrogen,  may  easily  be  shown  experimentally,  but 
we  are  not  sure  of  the  exact  action  of  the  sulphuric 
acid ;  it  may  be  that  the  sulphuric  acid  has  to  be  added 

*  That  the  gases  are  hydrogen  and  oxygen  can  be  proved  by  the  fact 
that  on  turning  the  stop-cocks  s,  s,the  one  H  when  lighted  will  bum  with 
a  pale  blue  flame,  and  the  other  o  will  ignite  a  glowing  piece  of  wood. 
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niereljr  to  make  the  non-conducting  distilled  water  more 
conducting  in  order  that  it  majr  become  pOBsible  to  send 
a  strong  current  through  the  mixture  with  ordinary  bat- 
teries ;  or  it  may  be  that  it  ia  the 
sulphuric  acid  tliat  is  decomposed 
by  the  current,  and  that  the  water 
is    decomposed    by    a    secondary 
chemical   action.      In  the   latter 
case  the  action  would  be  repre- 
sented  in  chemical    symbob   as 
follows : 

Electrical  decomposition 

H280«  =  H3-!-SO^. 

Subsequent  chemical  action 

HjO-l-SO,  =  H2S04+0. 
Whichever  may  be  the  true  ex- 
planation,the  effect  of  the  "electro' 
iygu "  of  dilute  sulphuric  acid  is 
liiat  two  volumes  of  hydrogen 
come  off  at  one  platinum  plate 
and  one  volume  of  oxygen  at  the 
other,  and  the  current  ia  said  to 
travel  through  the  liquid  towards 
the  plate  at  which  the  hydrogen 
ifl  given  off,  or  the  current  Jlowa 
through  the  liquid  vnth  the  hydro- 
gen, so  that  in  the  Hofimann's  vol- 
tameter, shown  in  Fig.  2,  the  cur- 
rent would  be  said  to  flow  through 
the  liquid,  in  the  short  horizontal  pig.  2. 

tube,  from  right  to  left. 

If  an  acid,  a  copper,  and  a  zinc  voltameter  be  all 
joined  together,  so  that  the  same  current  passea  through 
them,  then  it  will  be  found  that  the  hydrogen  in  the  first, 
the  copper  in  the  second,  and  the  zinc  in  the  third,  all 
travel  in  the  same  direction,  so  that  if  through  the  liquid 
in  an  acid  voltameter  the  current  be  said  to  go  in  the 
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direction  in  which  the  hydrogen  travels,  then  through  the 
liquids  in  a  copper  and  in  a  zinc  voltameter,  it  must  be 
said  to  go  in  the  direction  in  which  the  copper  and  the 
zinc  travel     With  this  definition  of  direction  of  current 


S 


Fig.  8. 

wo  find  that  if  a  compass  needle  be  placed  under  a  tele- 
graph wire  running  north  and  south,  the  north-seeking  * 

*  The  **north-9eeking"  end  of  a  magnet  is  the  one  that  points 
towards  the  geographical  north.  The  simple  expression  ** north"  end 
u  confusing,  since  m  England  it  refers  generally  to  the  end  of  a  mag- 
net that  points  to  the  north,  while  in  France  it  refers  to  the  end  that 
points  to  the  south,  the  French  using  that  definition  because  that  end 
18   attracted   by  the  earth's  magnetism   situated    in   the   southern 
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end  of  the  compass 
needle  is  deflected  to- 
wards the  east  when  i 
the  current  ia  flowing 
along  the  tel^raph 
wire  from  noi-th  to 
south. 

Or,  again,  if  a 
wire  convejing  a  cur- 
rent be  coiled  round 
a  piece  of  iron  shown 
end-on  to  an  observer, 
then  the  end  of  tlie 
iron  nearest  him  toill 
cuitagike  norlli'^eeking 
end  of  a  magnet  w/isn 
the  current  appears  to 
tlie  observer  to  flow 
round  t/ie  wire  in  tlie 
direction  opposite  to 
tAat  in  v)hic/t  tlie 
hands  of  a  clock  go  (or 
simply  contra  -  clock- 
wise).  If  the  observer 
now  look  at  the  other 
end  of  the  bar,  he 
will,  of  course,  see 
the  south-seeking  end, 
and  in  hb  new  posi- 
tion the  current  will 
now  appear  to  him  to 
flow  round  the  wire  Fig.  *. 

^r^'^^^''f''^J'^<""^^enigatlrad  one  another.  CaUlnK  the  ends 
of  m^eta  "rerf"  and  ;'««e"  »  equallj-  confu.ing,  a*  »^e  people 
uee  cmo  of  these  two  colonra,  and  others  the  other  eolour,  to  atand 
for  the  ume  end.  As,  however,  the  north -reeking  end  of  c  magnet  u 
mmallv  mu-ked  hy  matrument  maker,  with  a  wraSh  or  a  cnt,  it  wonld 
probably  ba  bagt  to  call  the  north-seeking  and  Bonth-aeeking  ends  of  a 
magnet  the  "marked  end"  and  "  vnmarM  end"  rap^Uielj. 
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in  the  same  direction  as  that  in  which  the  hands  of  a 
clock  go  (or  clockwise).  The  relative  magnetic  polarity 
of  the  iron  bar  and  the  direction  of  the  current^  as 
indicated  by  the  arrows,  are  shown  in  Fig.  3. 

Perhaps  the  simplest  method  for  remembering  the  con- 
nection between  the  magnetic  polarity  of  an  iron  bar  and 
the  direction  in  which  a  current  circulates  round  it  is, 
that  if  a  current  circulates  round  the  bar  in  the  direction 
in  which  the  iron  of  the  thread  of  a  corkscrew  (Fig.  4) 
mo^es  when  the  corkscrew  is  screwed  down  or  up,  the 
point  of  the  screw  will  move  towards  the  north-seeking 
magnetic  end  of  the  iron  bar. 

8.  Objection  to  the  Usual  Mode  of  Constructing 

Voltameters. — ^The  sulphuric  acid  voltameters,  as  usually 
pictured  in  books,  and  which  are  the  forms  obtainable  at 
shops,  are  extremely  unsuitable  for  practical  use,  as  it  is 
troublesome,  after  the  tubes  in  which  the  gas  is  collected 
are  full  of  gas,  to  fill  them  with  liquid  again  for  a  new  ex- 
periment The  apparatus  shown  in  Fig.  2  is  very  con- 
venient  when  it  is  required  to  collect  the  oxygen  and 
hydrogen  separately,  but  it  has  the  inconvenience  that, 
the  platinum  plates  being  small  and  far  apart,  it  requires 
the  employment  of  several  galvanic  cells  to  make  the  gas 
come  off  quickly ;  for  although  the  quantity  of  gas  pro 
duced  in  a  given  time  by  the  same  current  is  independent 
of  tlte  shape  and  size  of  the  plates,  the  ease  with  which 
this  current  can  be  generated  depends  very  materially  on 
the  size  of  the  plates  and  their  distance  apart,  and  if  we 
wish  to  produce  chemical  decomposition  quickly,  we 
ought  to  have  the  plates  large  and  very  near  together, 
and  the  liquid  employed  ought  to  contain  something  like 
33  per  cent,  of  strong  sulphuric  acid  by  weight,  the  mix- 
ture having  a  specific  gravity  of  about  1*26  at  15°  0. 

9.  Description  of  a  Practical  Form  of  Sulphuric 
Acid  Voltameter. — In  Fig.  5  is  shown  a  very  convenient 
form  of  voltameter,  designed  by  the  author,  consisting 
of  a  glass  vessel  closed  at  the  top  with  an  indiarubber 
stopper   I,   and  containing  moderately  dilute  sulphurio 
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acid.  The  two  platinum  plates  P  are  held  together  by 
indiai-ubber  bands,  but  prevented  from  touching  one 
another  by  small  pieces  o(  glass  tubing  put  between  the 
plates  at  the  top  and  bottom.  Wires  coated  with  gutta- 
percha, to  prevent  their  being  corroded  by  acid  being 
spilt  over  them,  go  from  the  plates,  one  to  the  "  key'"  K, 
which  K  raised  up  above  the  general  level  of  the  appa- 
ratus also  to  prevent  ■'""  *""'" ~-~t^A  \,„ 

drops  of  acid,  and  the 
the  terminal  binding  sci 
On  pressing  down  K, 
by  a  generator  attache 
binding  screws,  seen 
at  the  right-hand  side 
oftheflgure,tsaI  lowed 
to  pass  through  the 
apparatus.  The  gra- 
duated tube  (,  which 
passes  air-tight 
through  the  india- 
rubber  stopper,  and 
reaches  nearly  to  the 
bottom  of  the  vessel,  I 
terminates  at  the  up- 
per end  in  a  thisUe 
funnel,  so  that  if  the 
current  is  by  accident 

kept  on  for  a  longer  time  than  is  necessary  to  cause  the 
liquid  to  rise  to  the  top  of  the  graduated  tube,  the  liquid 
collects  in  the  funnel  instead  of  spilling  over.  This  tube 
is  also  sloped  so  that  the  rise  of  liquid  in  the  tube  may 
increase  the  pressure  of  the  gas  in  the  upper  part  of  the 
voltameter  as  little  as  possible.*  The  second  tube  might 
be  simply  terminated,  with  a  piece  of  indiarubber  tubing 

•  It  the  vessel  be  full  of  liquid  Bn  th»t  there  ia  no  gae  between 
the  top  of  the  liquid  and  ihe  incliarubber  Hopper  F  at  the  cammence- 
ment  of  tha  oiperimeut,  the  error  arising  from  the  lompremion  of  tho 
Kas  produced  by  tha  rise  of  liquid  in  the  TObc  (  mtij  be  nagloetad. 
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closed  with  a  pinch-cock,  on  opening  which  the  gas  is 
allowed  to  escape,  and  the  liquid  runs  back  out  of  the 
tube  t  If  this  is  done  suddenly,  however,  there  is  a 
tendency  for  small  particles  of  the  liquid  to  be  jerked  out 
of  the  lower  tube.  To  prevent  these  particles  being  thrown 
on  to  the  stand  of  the  apparatus,  the  tube  is  carried  up, 
and  its  cord  is  bent  over  into  the  thistle  funnel. 

10.  Belative  Advantages  of  Voltameters  and  Gal- 
vanometers.— The  disadvantage  of  employing  a  voltameter 
for  the  practical  measurement  of  currents  is,  that  it  re- 
quires a  strong  current  to  produce  any  visible  decompo- 
sition in  a  reasonable  time.  Even  the  current  of  one 
ampere,  which  is  about  that  used  in  an  ordinary  Swan 
incandescent  lamp,  would  require  two  hours,  fifty -eight 
minutes,  and  forty-five  seconds  to  decompose  one  gramme 
of  dilute  sulphuric  acid,  whereas  the  weak  currents  used 
in  telegraphy,  and,  still  more,  the  far  weaker  currents 
used  in  testing  the  insulating  character  of  specimens  of 
guttapercha,  indiarubber,  &c.,  might  pass  for  many  days 
through  a  sulphuric  acid  voltameter  before  their  presence 
could  be  detected,  much  less  their  strength  measured. 
Indeed,  not  to  mention  the  enormous  waste  of  time,  and 
the  difficulty  of  keeping  the  current  strength  which  it  was 
desired  to  measure  constant  all  this  time,  the  leakage  of 
the  gas  which  would  take  place  at  all  parts  of  the  appa- 
ratus that  were  not  hermetically  sealed,*  would  render 
such  a  mode  of  testing  quite  futile.  Hence,  although  the 
voltametric  method  is  the  most  direct  way  of  measuring 
a  current  strength,  and  although  it  is  constantly  made 
use  of  for  measuring  the  large  currents  now  used  indus- 
trially, still  the  very  fact  that  the  amount  of  chemical 
decomposition  produced  in  a  given  time  by  a  certain 
cuiTent  is  independent  of  the  shape  or  size  of  the  instru- 
ment, makes  it  impossible  to  increase  its  sensibility. 

*  A  glass  vessel  is  said  to  be  hermetically  sealed  when  any  opening 
that  previoiudy  existed  in  it  has  been  closed,  by  heating  the  glass  round 
the  opening  until  it  becomes  soft  and  sticky,  and  pressing  ilie  edges 
together. 
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Consequently  some  other  apparatus  must  be  ^nployed  for 
practically  measuring  small  currents,  and  the  hstw  of  the 
apparatus,  that  is,  the  connection  between  the  real 
strength  of  the  current  and  the  effect  produced  in  the  ap- 
paratus, must  be  experimentally  ascertained  by  direct 
comparison  with  a  voltameter. 

But  if  we  are  going  to  compare  together  the  indica- 
tions of  the  two  instruments  produced  by  various  currents, 
the  second  instrument  cannot  be  much  more  sensitive  than 
the  voltameter,  and  what  advantage  can  arise  from  em- 
ploying such  an  instrument  ?  This  leads  us  to  the  fact, 
that  whereas'  in  a  voltameter  there  is  only  one  way  by 
which  the  production  of  the  gas  can  be  more  easily  mea- 
sured, viz.,  by  diminishing  the  bore  of  the  graduated 
tube  t  (Fig.  5),  up  which  the  liquid  is  forcwi  by  the 
production  of  the  gas,  there  are  two  quite  distinct  ways 
in  which  the  magnitude  of  the  deflection  of  a  ^^galvano- 
meter"* needle  can  be  more  easily  read.  The  first  consists 
in  using  a  microscope  or  some  magnifying  arrangement, 
or  in  simply  lengthening  the  pointer,  both  of  which 
methods  correspond  with  using  a  tube  of  smaller  bore  in 
a  voltameter ;  the  second  consists  in  winding  a  long  fine 
wire,  instead  of  a  shorter  thicker  wire,  on  the  bobbin  of 
the  galvanometer,  and  which  causes  the  deflection  of  the 
magnet  to  be  greater  with  the  same  current.  This 
second  mode  has  no  analogy  with  any  possible  change 
in  a  single  voltameter. 

Now  experiment  shows  tliat  a  galvanometer  of  a  par- 
ticular shape  and  size,  andvjitk  a  definite  magnetic  needle, 
acted  on  by  a  definite  controlling  force,  jjrodvced  say  by 
the  earth^s  m>agnetism,  or  by  somefioced  perma/nent  magnet, 
h4zs  a  perfectly  definite  law  connecting  the  vnagnitude  of 
the  deflection  with  the  strength  of  the  current  producing  it, 

*  While  a  "  galvatwscope^  is  the  name  given  to  an  instrument  used 
for  ascertaining  whether  a  current  is  flowing,  or  merely  which  of  two 
currents  is  the  stronger,  a  "  galva/nometer"  is  the  name  given  to  an 
instrument  by  means  of  which  the  relative  strengths  of  currents  can  be 
compared.  Any  galvanoscope  when  calibrated  becomes  a  more  or  less 
Musitive  galvanometer. 
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altbougli  the  absolute  value  of  the  current  in  amperes 
necessary  to  produce  any  particular  deflection  can  be  in- 
creased or  diminished  by  using  fewer  turns  of  thick  wire 
or  more  turns  of  fine  wire  to  make  a  coil  of  the  same 
dimension.     If,  for  example,  with  a  particular  gauge  of 

wire  employed  to  fill  up  the  bobbin  it  requires  2^  times 

as  many  amperes  to  produce  a  deflection  of  40^  as  it  re- 
quires to  produce  a  deflection  of  20°,  then  if  a  much 
finer  gauge  of  wire  be  employed  to  fill  the  bobbin  there 

will  still  be  required  2f  times  as  many  amperes  to  pro- 
duce a  deflection  of  40°  as  are  required  to  produce  a  de- 
flection of  20°.  But  in  the  second  case  tooq  of  an 
ampere  may  be  all  that  is  required  to  produce  the  20° 
deflection,  whereas  five  amperes  may  be  required  to  pro- 
duce the  same  deflection  in  the  first.  The  law  of  the 
instrument  remains  the  same,  although  its  sensibility  may 
be  increased  5,000  times  by  using  finer  wire  to  wind 
on  the  bobbin. 

Thus,  while  we  take  advantage  of  the  absolute  charac- 
ter of  the  amount  of  chemical  action  to  furnish  us  with 
our  "  standard  current  meter/*  we  avail  ourselves  of  the 
variation  that  can  easily  be  made  in  the  deflection  of  a 
galvanometer  needle  corresponding  with  the  same  current, 
to  furnish  us  with  instruments  of  greater  and  greater 
degrees  of  delicacy. 

11.  Meaning  of  the  Relative  and  the  Absolute 
Calibration  of  a  Qalvanometer. — Two  distinct  things 
are  required  to  be  knoiRTi  with  reference  to  a  particular 
galvanometer :  first,  the  law  connecting  the  various  de- 
flections with  the  relative  strength  of  the  currents  required 
to  produce  them;  secondly,  the  absolute  values  of  the 
currents,  that  is,  the  number  of  amperes  required  for  the 
same  purpose,  or,  what  is  sufi&cient  if  the  first  has  been 
ascertained,  the  number  of  amperes  required  to  produce 
some  one  deflection.  The  first  is  sometimes  called  the 
*'  relaiive  calibration,"  the  second  the  "  absolute  calibra- 
tion "  of  the  galvanometer. 

A  galvanometer  with  its  bobbin  wound  with  thick 
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wire  may  be  compared  directly  with  a  voltameter, 
and  the  relative  calibration  of  the  galvanometer  de- 
termined ;  then  if  the  same  space  on  the  bobbin  be 
wound  with  any  other  gauge  of  wire  the  relative  cali- 
bration of  the  galvanometer  will  be  the  same,  and  there- 
fore known,  provided  that  neither  the  length  of  the 
suspended  magnet  nor  the  magnitude  of  the  controlling 
force  is  in  any  way  altered.  Or  if  a  galvanometer 
wound  with  thick  wire  be  compared  with  a  voltameter, 
and  its  absolute  calibration  determined,  and  if,  further, 
the  law  of  change  of  sensibility  with  gauge  of  wire  has 
also  been  ascertained  expeiimentally,  then  the  absolute 
calibration  of  the  same  galvanometer,  when  wound  with 
any  gauge  of  wire,  filling  the  same  space,  will  be  known 
without  further  experiments,  provided  that  the  length 
of  the  suspended  magnet  and  the  magnitude  of  the  con- 
trolling force  remain  unaltered. 

If  the  length  of  the  suspended  magnet,  or,  more  accu- 
rately, the  distance  between  its  ** magnetic  poles ^^  remains 
unaltered,  a  change  in  the  strength  of  its  poles  will 
neither  affect  the  relative  nor  the  absolute  calibration 
of  the  galvanometer.  FOr  when  the  current  is  sent  round 
the  galvanometer,  the  suspended  magnet  takes  up  a 
particular  position,  because  in  that  position  the  forces  on 
its  two  ends,  due  to  the  current,  balance  the  control- 
ling forco  produced  by  the  earth's  magnetism  or  by  some 
permanent  magnet.  And  as  any  variation  of  strength 
of  the  poles  of  the  suspended  magnet  will  alter  these  two 
sets  of  forces  exactly  in  the  same  ratio,  they  will  still 
balance  one  another  for  the  same  position  of  the  sus- 
pended magnet 

A  ma^et  whose  length  is  great  compared  with  ita 
breadth  and  thickness,  acts  as  if  all  the  magnetism  were 
concentrated  at  its  two  ends,  or  the  magnetic  poles  are  at 
its  ends.  If  the  breadth  or  thickness  be  not  small  com- 
pared with  its  length,  the  poles  are  not  quite  at  its  ends, 
and  the  distribution  of  magnetism  along  the  bar  may  he 
measured  as  follows. 
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11a.  HeaBnring:  the  Distribution  of  UaffnetiBm  in 
a  Permanent  Hagnet. — This  may  be  done  with  the 
apptiratua  shown  in  Fig.  5a,  where  H  H  is  the  permanent 
magnet  placed  on  a  board,  one  end  of  which  is  attached 


to  a  hinge,  while  the  other  end  can  be  raised  or  lowered 
by  turning  the  "  micrometer  screw  "  a,*  l  l  is  a  brass 
Imr,  supported  on  knife  edges  at  f,  like  the  beam  of  an 
ordinary  balance,  and  on  the  upper  surface  of  this  beam 
there  i^  a  series  of  equidistant  grooves,  in  any  one  of 
which  can  be  placed  a  knife  edge  made  like  a  hook,  and 
from  which  hangs  a  brass  box,  w,  containing  leaden  shot. 
A  soji  iron  ball,  b,  hangs  by  a  thread,  which  passes    - 

*  A  micrometer  icrew  is  a  screw  of  em&ll  pitch,  uttorately  out, 
ftod  provided  witli  &  large  liead»  tlie  circomference  of  wliicli  is  aoca< 
ntel;  Bubdivided.  If  the  distance  between  two  of  the  threads  of  the 
■mew  be,  say  ^th  of  an  inch,  and  the  ciroumferenoe  be  subdivided 
into  300  eqiwl  paxta,  the  screw  will  odTance^i^tbof  aninohwhenthe 
bead  ia  tunied  thiough  a  ipaoe  equal  to  on«  lUvidon. 
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through  a  small  vertical  hole  in  the  beam,  fi*om  a  brass 
pin  p,  to  which  the  thread  is  attached.  Before  the  magnet 
is  placed  on  the  board,  the  quantity  of  shot  in  this 
box  and  the  counterpoise  c  are  so  adjusted  that  when  the 
knife  edge  supporting  w  is  placed  in  the  groove  marked 
nought,  the  beam  rests  horizontal.  Turning  p  winds 
up,  or  unwinds,  a  little  of  the  thread,  and  so  slightly 
raises  or  lowers  the  ball.  The  experiment  is  performed 
by  first  cleaning  the  upper  surface  of  the  magnet  and  the 
lower  surface  of  the  ball  with  fine  emery  cloth,  and 
wiping  off  the  emery.  The  board  is  next  levelled,  the 
magnet  put  on  it,  and  the  pin  p  turned  until  the  ball  is 
just  in  contact  with  the  magnet,  when  the  left-hand  end 
of  the  beam  is  resting  at  the  bottom  of  the  slot  8  8,  m 
which  position  the  beam  is  horizontal.  The  knife  edge 
carrying  the  weight  is  now  placed  in  the  different  grooves 
on  the  upper  edge  of  the  beam  until,  by  trial,  two  are 
found  close  to  one  another,  such  that  if  the  knife  edge  is 
put  in  the  one  of  them  nearer  the  fulcrum  F  the  iron  ball 
remains  in  contact  with  the  magnet,  when  the  micrometer 
screw  s  is  turned  without  shaking,  so  as  to  lower  the 
magnet— or  in  other  words  the  left-hand  end  of  the  beam 
rises  up  as  the  magnet  is  lowered, — whereas  if  the  knife 
edge  carrying  w  be  put  in  the  next  groove,  the  magnet 
cannot  pull  the  ball  down  with  it  when  it  is  lowered — or 
turning  the  micrometer  screw  s  so  as  to  lower  the  magnet, 
fails  to  raise  the  left  hand  end  of  the  beam.  It  may 
then  be  assumed  that  if  the  knife  edges  were  put  about 
half-way  between  these  two  adjacent  grooves,  the  weight 
w  would  produce  a  force  exactly  equal  to  that  exerted  by 
the  magnet  on  the  ball,  and  which,  therefore,  is  known. 
Of  course  the  experiment  should  be  repeated  several 
times,  hanging  the  knife  edge  first  in  one  of  the 
grooves  and  then  in  the  other,  to  make  quite  sure  that 
tiie  two  right  grooves  have  been  found,  and  that  the 
detaching  of  the  magnet  was  not  produced  by  shaking. 

The  magnet  is  now  moved  along  the  board  to  a  new 
position,  and  the  force  which  is  exerted  when  the  iron 
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ball  is  pu  fc  in  contact  with  another  part  of  it  ascertained 
in  a  similar  way,  care  being  taken  that  in  all  cases  the 
thread  is  quite  vertical  If  experiments  be  made  at 
points  equidistant  from  one  another  all  along,  say,  the 
central  line  of  the  magnet,  it  will  be  found  that  the 
force  exei-ted  by  the  magnet  on  the  ball  is  very  large 
towards  each  end,  rapidly  diminishes  as  we  approach  the 
centre,  and  becomes  practically  nought  at  the  middle  of 
the  magnet.  If  similar  experiments  be  conducted  along 
a  line  parallel  to  the  long  edge  of  the  magnet,  but  much 
nearer  to  one  edge  than  the  other,  similar  results  will  be 
obtained,  but  the  forces  at  the  ends  of  the  magnet  will  be 
even  greater  than  before.  If  the  magnet  be  "  uniformly 
magnetised "  the  attraction  of  the  iron  ball  will  not  indi- 
cate any  difference  between  the  forces  at  two  points 
similarly  situated  relatively  to  the  two  ends  of  the 
magnet,  but  if  we  approach  our  bar  magnet  m  m  to  a 
suspended  compass  needle  we  find  that  the  north -seeking 
end  of  the  compass  needle  is  attracted  by  one  end  of  the 
bar  magnet  and  repelled  by  the  other,  and  so  for  the 
south-seeking  end  of  the  compass  needle. 

Hence,  although  the  forces  exerted  on  a  piece  of  soft 
iron  by  points  symmetrically  situated  relatively  to  the 
two  ends  of  a  uniformly  magnetised  steel  bar  are  the 
same  in  every  respect,  the  forces  exerted  by  the  two  ends 
of  the  large  magnet  on  one  end  of  a  compass  needle  are 
opposite  in  character. 

Further,  if  we  slip  the  bar  magnet  m  m  through  a 
stirrup  of  paper  suspended  by  a  filament  of  unspun  silk, 
and  place  it  so  that  it  is  balanced  and  turns  freely,  we 
can  find  which  is  its  north-seeking  and  which  is  its  south- 
seeking  pole,  by  observing  the  position  it  takes  up 
relatively  to  the  earth.  This  being  done  we  .note  that  it 
was  the  north-seeking  pole  of  our  la/rge  magnet  that 
aitra/ited  the  south-seeking  pole  of  the  compass  needle,  and 
repelled  the  norihrseeking  pole.  Hence  we  are  led  to  the 
general  rule  thai  simila/r  pole»  repel  one  anotlier,  dis- 
svmila/r  poles  aUra^:t  one  anotJier. 
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12.  Experiment  for  Caliiiratin;  a  aalTftOometei 
Belativel;  or  Absolutely. — Fig.  6  shows  a  volla^ 
meter  v,  connected  up  with  a  ^vanometer  G,  and  a 
"box  of  7-eaUtance  coils"  R,  ready  for  use  for  a  relative  or 
for  an  absolute  calibration  experiment.  The  course  of 
the  current  is  shown  by  the  thick  and  dotted  lines  ;  the 
thick  lines  representing  the  wires  above,  and  the  dotted 
lines  the  wires  underneath,  tlie  board  on  which  the  ap- 
paratus is  placed,  and  by  -means  of  which  it  can  be  moved 


about  front  place  to  place  without  disconnecting  the  in- 
strument. T  T  are  the  terminals,  or  binding  screws, 
to  which  the  wires  coming  from  the  battery,  dynamo 
machine,  accumulators,  or  other  source  of  electricity,  are 
attached.  The  galvanometer  in  this  case  consists  of  a 
vertical  circular  coil  of  wire  a,  at  the  centre  of  which  is 
suspended  a  very  short  magnetic  needle  carrying  a  long 
pointer  of  aliuninium  or  of  brass  wire,  or,  best  of  all,  made 
of  a  thin  thread  of  glass.  ^  is  a  shallow  circular  box,  with 
a  glass  lid.  A.  scale  is  fixed  to  the  bottom  of  the  box, 
and  from  tlie  centre  of  the  glass  lid  the  small  magnetic 
needle  bangs  by  a  filament  of  untpun  silk.  The  posi- 
tion of  tlie  pointer  on  the  scale  can  easily  be  read  off  if 
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the  ends  of  the  pointer  are  blackened,  and  parallax* 
can  be  avoided  by  fixing  the  scale  close  under  the 
pointer.  As  this,  however,  ia  liable  to  lead  to  one  or 
other  of  the  ends  of  the  pointer  touching  the  sc^e, 
if  the  instrument  is  not  very  well  made  and  carefully 
levelled,  it  is  better  to  avoid  parallax  by  fastening  the 
scale,  which  in  this  case  takes  the  form  of  a  mere  circu- 
lar ring,  to  a  disc  of  looking-glass,  and  by  the  observer 
always  taking  care,  when  making  a  reading,  to  hold  his 
^^^  head     so     that     the 

^^^  pointer  exactly  hides 

its  reflection  in  the 
looking  -  glass  under- 
neath it. 
,  Pig.  7  shows  the 
interior  of  the  reaiat- 
ance  box  b,  which  con- 
tains coila  of  wire  w', 
Jjc,  wound  on  wooden 
or  ebonite  bobbins  b, 
&c.  The  ends  of  these 
coila  are  soldered  to 
stiff  wires  w,  which 
I>ig.7.  again  are  fastened  to 

the  brass  pieces  c',  C", 
c',  &c,,  the  latter  being  screwed  to  the  wooden  or  ebonite 
top,  E  E,  of  the  resistance  box.  When  a  plug  p^  is 
inserted  tightly  between  the  contact  pieces,  c^  and  c* 
(which  can  be  best  done  by  giving  to  the  plug  a  down- 
ward screwing  motion)  the  current  flows  along  the  short 
path,  c^  p^  c',  across  the  metal  plug,  and  practically 
none  through  the  wire  wound  on  the  bobbin  w^.  If, 
however,  a  plug  p^  be  withdrawn,  then  all  the  current 
passes  through  the  coil  w',  and  none  across  the  space 

*  PbihUbt  ia  the  error  arising:  from  looking  nt  the  pointer  rather 
■ideWBjB,  instead  of  looking  ilirectly  down  on  it.  And  bo  caasing  i(« 
end  to  appear  to  he  over  a.  part  of  the  scale  a  little  to  tlie  right,  or  a 
Uttle  to  the  left,  of  ita  true  poaftion. 
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separating  c^  and  c^.  Hence,  by  taking  out  one  or  more 
plugs  the  path  for  the  ciuTent  may  be  lengthened  at 
will,*  and  the  strength  of  the  current  diminished.  The 
brass  pieces,  c^,  c^,  c^,  are  imdercuty  as  seen  in  the  figure, 
so  that  a  strip  of  clean  washleather  can  be  inserted 
between  them,  and  the  ebonite  cleaned.  If  the  ebonite 
between  the  brass  pieces  were  left  dirty  there  would  be 
leakage  of  the  electricity  across  the  film  of  dirt  when  the 
plug  was  removed,  and  the  resistance  between  two  of  the 
brass  pieces  would  be  a  little  less  than  that  of  the  coil  of 
wire  connecting  them.     (See  §  140,  page  266.) 

For  the  benefit  of  those  who  may  be  accustomed  to 
use  resistance  coils,  it  may  be  noticed  that  in  the  particular 
experiment  shown  in  Fig.  6,  it  is  quite  unnecessary  to 
know  the  length  or  gauge  of  the  wire  that  has  been 
wound  on  the  various  bobbins,  nor  is  it  at  all  necessary 
that  all  the  coils  should  be  made  of  the  same  wire,  since 
whatever  resistance  be  inserted  in  the  box  r,  the  cur- 
rent that  passes  through  the  voltameter  is  the  same  as 
the  current  that  passes  through  the  galvanometer,  so 
that  the  variation  in  strength  of  the  current  is  known 
from  the  voltameter  observations,  and  not  from  the 
length  of  wire  that  has  been  introduced  into  the  circuit. 
Indeed  the  resistance  box  in  this  experiment  may  be 
dispensed  with  altogether  when  there  is  any  easy  mode 
of  altering  the  current  strength  by  using  different  num- 
bers of  cells  or  a  different  kind  of  battery  to  produce 
the  current,  but  in  practice  this  result  is  generally  most 
easily  attained  by  the  use  of  a  box  of  resistance  coik. 

■ke  caUbratiL  is  performed  by  observing  for  a  num- 
ber  of  different  currents  the  rise  of  the  liquid  in  the  gra- 
duated tube  of  the  voltameter  v  (Fig.  6),  in  a  given  time, 
and  the  corresponding  steady  deflection  of  the  needle,  or  of 
the  pointer,  of  the  galvanometer.  More  accurate  obser- 
vations can  be  made  if,  instead  of  observing  the  different 
lengths  of  the  tube  through  which  the  liquid  rises  in  the 

*  FurtLer  details  of  the  oonstmotion  of  renstance  ooiU  will  be 
found  in  §  89,  pa^^  151 ;  §  94,  page  159;  §  96,  page  1G3. 
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same  time  corresponding  with  the  different  currents,  the 
times  be  noted  during  which  the  liquid  rises  through  a 
fixed  length  of  the  tube,  say  the  whole  of  it,  and  from 
these  results  a  calculation  be  made  of  the  distances 
through  which  the  liquid  would  have  risen  in  the  same 
time.  In  this  case  two  marks  only  are  necessary,  one  at 
each  end  of  the  tube. 

If  the  tube  t  (Fig.  5)  has  been  graduated  in  cubic 
centimetres  or  cubic  inches,  and  if  the  apparatus  be  so 
constructed  that  it  .can  be  kept  during  the  experiment 
under  water,  so  that  the  temperature  of  the  gas  is  the 
same  as  that  of  the  water,  and  therefore  can  be  easily 
measured  by  a  thermometer  dipping  into  the  water,  then 
the  actual  currents  in  amperes  producing  any  particular 
deflection  on  the  galvanometer  will,  from  what  is  given 
previously  on  page  12,  be  known,  or  the  galvanometer  will 
have  been  calibrated  absolutely.  If,  however,  the  tube 
has  been  divided  into  portions  having  equal  volumes,  but 
of  uriknovm  value  in  cubic  centimetres,  or  in  cubic  inches, 
or  if,  what  is  approximately  the  same  in  the  case  of  a 
well-drawn  tube,  the  divisions  merely  mark  off  equal 
lengths  of  the  tube,  then  the  result  of  the  experiment  will 
merely  give  the  relative  calibi-ation  of  the  galvanometer. 

13.  Oraphically  Recording  the  Results  of  an  Ex- 
periment.— The  results  of  this  experiment,  and  indeed  of 
all  experiments,  are  best  recorded  graphically  by  points 
on  a  sheet  of  squared  paper,*  that  is,  paper  subdivided 
into  a  number  of  small  squares,  by  a  large  number  of 
straight  lines  drawn  at  right  angles  to  one  another.    The 

*  Prior  to  the  commencement  of  the  courses  at  the  Finsbiiry 
Technical  College,  in  1879,  squared  paper  was  practically  used  in 
England  only  for  the  recording  of  results  of  original  experiments. 
And  as  these  results,  rather  than  the  training  of  the  experimenter, 
were  the  most  important  part  of  the  investigation,  the  paper  was 
very  accurately  divided,  and  sold  at  a  high  price  totally  out  of  the 
reach  of  students.  It  became,  therefore,  necessary  to  have  squared 
paper  specially  made,  cheap,  and  at  the  same  time  sufficiently  accu- 
rately divided  for  students  purposes ;  and  such  paper,  machine-ruled, 
can  now  be  obtained  at  between  a  farthine  and  a  halfpenny  per  sheet, 
or  at  about  one-twentieth  of  the  oost  of  the  older  squared  paper. 
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distances  of  the  points  from  o  Y  (Fig.  8)  should  be  taken 
to  represent  the  deflections  on  the  galvanometer  G,  and 
the  distances  of  the  same  points  from  o  x  the  correspond- 
ing amounts  of  gas  produced  in  a  given  time,  that,  is,  the 
corresponding  values  of  the  current.  In  Fig.  8  the  two 
sets  of  lines  at  right  angles  to  one  another,  which  divide 


Fig.  8. 

the  paper  into  squares,  have  been  omitted  to  avoid  con- 
fusion. They  will,  however,  be  seen  on  referring  to 
Fig.  93,  page  245. 

It  may  be  asked  how  distances  along  a  line  can  re- 
present the  angular  deflections  on  a  galvanometer,  or 
the  amount  of  gas  produced  in  a  given  time.  What  is 
meant  is  this  :  the  line  o  x  is  subdivided  into  a  number 
of  equal  divisions  by  the  ruling  on  the  squared  paper ; 
one  or  any  convenient  number  of  these  subdivisions  is 
taken  arbitrarily  to  stand  for  1°,  then  any  deflection  is 
represented  by  this  number  of  divisions  that  we  hate 
arbitrarily  taken  to  stand  for  1°,  multiplied  by  the  num- 
ber of  degrees  on  the  deflection.  Similarly  one  or  any 
convenient  number  of  the  divisions  along  o  Y  is  taken 
arbitrarily  to  stand  for  one  cubic  centimetre  of  gas,  or 
the  volume,  it  may  be,  contained  in  unit  length  of  the 
tube,  then  any  number  of  cubic  centimetres,  or  the 
volume  contained  in  any  length  of  the  tube,  will  be  re- 
presented by  the  number  of  divisions  along  o  Y  tliat  has 
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been  taken  to  stand  for  one  cubic  centimetre,  or  for  unit 
length  of  the  tube,  multiplied  into  the  number  of  cubic 
centimetres,  or  into  the  length  of  the  tube. 

In  selecting  the  scale,  that  is,  in  determining  the 
number  of  divisions  along  o  x  or  along  o  t,  that  is  to  be 
taken  to  represent  1^  deflection,  or  unit  volume  of  the 
tube,  we  must  remember  that  it  is  desirable  that  the  curve, 
which  we  are  about  to  draw,  shall  be  as  large  as  possible, 
since  the  larger  it  is  the  more  accurately  we  can  draw  it. 
The  scale  should,  therefore,  be  so  selected  that  the  maxi- 
mum deflection  of  the  galvanometer  that  has  been  used 
in  the  experiment  should  be  represented  by  nearly  the 
whole  of  o  X,  and  the  corresponding  maximum  quantity 
of  gas  developed  in  the  given  time  by  nearly  the  whole 
of  o  T,  since  with  this  aiTangement  the  curve  would  occupy 
nearly  the  whole  of  the  sheet  ot  squared  paper.  For  ex- 
ample, suppose  that  the  length  o  x  is  divided  by  the  ruling 
of  the  paper  into  170  equal  divisions,  and  o  Y  into  100, 
and  suppose  that  the  maximum  galvanometer  deflection 
was  60°,  and  that  when  that  deflection  was  produced  the 
liquid  ascended  from  the  zero  mark  at  the  bottom  of  the 
tube  to  the  top  mark  in  twenty-two  seconds,  then,  if 
one  minute  be  the  fixed  time  decided  on,  the  most  suit- 
able scales  for  distances  measured  along  o  x  and  along 
o  Y  would  be  selected  as  follows : — 

170 

-— -  =  2*8   about 
oO 

60 

22  =  ^-^       " 

2*8  divisions  per  1^  would  be  a  little  awkward  to  em- 
ploy when  deflections  of  17^,  29^^,  «ka,  had  to  be  repre- 
sented \  2J  divisions  per  1°,  or  25  divisions  per  10^, 
would  therefore  be  better.  37  divisions  along  OY,  to 
represent  the  whole   length  of   the  tube    would  just 
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enable  the  maximum  volume,  corresponding  with  2*7 
lengths  of  the  tube  in  the  minute,  to  be  represented  by 
the  -whole  of  o  y  j  but  37  divisions  for  the  whole  length 
would  be  a  little  awkward  to  employ  when  other  lengths 
of  the  tube  hiid  to  be  represented ;  probably,  therefore, 
30  divisions  along  o  T,  to  stand  for  the  whole  of  the  tube, 
would  be  more  convenient. 

Having  obtained  a  sufficient  number  of  points  by  ex- 
periment, a  curve  should  be  drawn  connecting  these  points. 
Such  a  curve  can  be  best  drawn  by  bending  an  elastic 
piece  of  wood,  and  holding  it  so  as  to  pass  as  nearly  as  pos- 
sible through  all  the  points  that  are  plotted  on  the  squared 
paper  to  record  the  results,  and  then  using  the  bent  piece 
of  wood  as  a  ruler,  along  which  to  draw  a  line.  But  unless 
the  experiment  has  been  performed  with  great  accuracy 
— to  attain  which  requires,  not  merely  the  careful  at- 
tention of  those  engaged  in  making  the  experiment,  but  a 
certain  amount  of  practice  in  experimenting — it  must  not 
be  expected  that  a  curve  so  di*awn  will  pass  through  all 
tlie  points ;  some  of  them,  5,  are  sure  to  be  a  little  too 
low,  meaning  that  the  deflection  on  the  galvanometer  has 
been  read  too  high,  or  that  the  rise  of  liquid  in  the 
graduated  tube  has  been  read  too  low,  from,  perhaps, 
an  error  having  been  made  in  taking  the  time,  or  from 
the  current  not  having  been  kept  on  for  a  sufficient  time 
before  the  pinch-cock  c  (Fig.  5)  was  closed  for  the  gas  to 
have  commenced  to  come  off  regularly.  Some  of  the 
points  e  (Fig.  8),  on  the  other  hand,  are  sure  to  be  too 
high,  meaning  that  the  deflection  on  the  galvanometer 
has  been  read  too  low,  or  the  rise  of  liquid  in  the  graduated 
tube  too  high ;  or  it  may  bo  that  the  experiments  were 
fairly  well  made,  and  that  6  and  e  are  merely  plotted 
incorrectly,  and  so  do  not  repi-esent  the  results  of  the  ex- 
periment. 

14.  Practical  Value  of  Drawing  Curves  to  Graphic- 
ally Record  the  Results  of  Experiments.  —  It  may 

be  asked,  But  is  it  not  possible  that  the  points  b  and  6, 
although  not  on  the  curve,  may  be  quite  correct?     Tlie 

I? 


V 
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answei  is.  No,  because  experience  makes  us  quit^  sure,  from 
the  fact  that  the  connection  between  the  deflection  of  the 
galvanometer  G  and  the  current  strength  must  be  a  con- 
iinumis  one,  that  the  points  correctly  representing  the 
true  connection  must  all  lie  on  an  elastic  curve^  or  on 
such  a  curve  as  can  be  obtained  by  bending  a  thin  piece 
of  wood  or  steel,  and,  consequently,  that  if  no  mistake 
has  been  made  in  plotting  the  points  h  and  e,  some  mis- 
take must  have  been  made  in  taking  the  observations. 
But  what  is  even  more  important,  we  are  also  sure  that 
the  points  h'  and  e  on  the  curve,  obtained  by  drawing 
lines  through  h  and  e  respectively  parallel  to  o  T,  give 
far  more  accurately  the  relative  strengths  of  the  currents 
producing  respectively  the  two  deflections  in  question, 
than  the  currents  obtained  directly  from  the  experiment 
itself.  Drawing  the  curve,  theriy  corrects  the  results  ob- 
tained by  the  experiment.  But  it  does  something  more 
than  that — it  gives,  by  what  is  caMed  *Hnterpolationj"  the 
results  that  would  have  been  obtained  from  intermediate 
experiments  correctly  made,  that  is  to  say,  it  tells  us  what 
would  be  the  relative  strengths  of  tibe  currents  that 
would  produce  deflections  intermediate  between  the  de- 
flections that  were  actually  observed.  For  example, 
suppose  it  be  required  to  know  the  strength  of  current 
which  will  produce  a  deflection  of  43°,  for  which  deflection 
no  experiment  has  been  made,  compared  with  that  which 
will  produce  a  deflection  of^  say  27°,  for  which  deflection 
also  no  experiment  has  been  made,  then  all  that  is  neces- 
sary is  to  draw  a  line  parallel  to  o  T,  through  the  point 
A  in  ox  corresponding  with  43°,  similarly  to  draw  a 
line  parallel  to  OT,  through  the  point  b  in  ox,  corre- 
sponding with  27°,  and  observe  the  lengths  of  the  lines 
between  o  x  and  the  points  p  and  Q,  where  they  cut  the 
curve,  tlien  the  strength  of  the  current  which  produces 
the  deflection  43°  on  this  particular  galvanometer  bears 
to  the  strength  of  the  current  that  produces  the  deflection 
27°  the  ratio  of  the  length  A  p  to  the  length  B  Q. 

If  the  curve  is  an  absolute  and  not  merely  a  relative 
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calibration  curve,  then  the  scale  on  which  it  is  drawn 
will  be  known,  and  therefore  the  number  of  amperes  cor- 
responding w^ith  either  A  p  or  b  Q. 

The  method  of  plotting  the  results  of  experiment  on 
squared  paper,  and .  drawing  a  curve  through  them  to 
graphically  record  the  result,  has  a  third  important  use  in 
that  ii  enables  U8  to  see  the  nature  of  tJie  law  connecting  tlie 
current  toith  the  deflection,  which  might  easily  escape 
observation  if  only  a  few  disconnected  experiments  had 
been  made.  For  example,  suppose  that  the  results  ob- 
tained in  some  particular  case  are  : — 


Deflection. 
10 
17-3 
22-8 
29-6 
37-4 


•••     ••• 


*••     ••« 


Relative  Strength  of  Current. 

24. 

41-6. 

64-7. 

70-8. 

89-7. 


then  plotting  the  results  on  squared  paper  a  straight  line 
is  obtained,  and  from  this  we  see  at  once  that  this  par- 
ticular galvanomieter  has,  somehow  or  other,  been  so 
made  that  the  angular  deflection  of  the  needle  is  directly 
pit)portional  to  the  strength  of  ihe  current. 
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.O  ALV  ANOM  ETERS. 

15.  Tangent  Galvanometer — 16.  Scale  for  a  Tangent  Gkilvanometer— 
17.  Mode  of  Making  a  Tangent  Scale — 18.  Best  Deflection  to  use 
with  a  Tangent  Qalvanometer — 19.  When  the  Tangent  Law  is 
Tnie— 20.  I^ceding  Conditions  are  fulfilled  in  the  Tangent  QtA- 
vanometer — 21.  Adjusting  the  Ooil  of  a  Tangent  Galvanometer — 

22.  Variation  of  the  Sensibility  of  a  Galvanometer  with  the 
number  of  Windings  and  with  the  Diameter  of  the  Bobbin — 

23.  Thomson's  Ghdvanometer  for  Large  Gurrents — 2i.  Values 
in  Amperes  of  the  Deflections  of  a  Tangent  Galvanometer  con- 
trolled only  by  the  Eurth's  Magnetism — 25.  Galvanometers  having 
an  Invariable  Absolute  Calibration  —  26.   Calibrating  any  Gal* 

.  vanofneter  by  Direct  Comparison  with  a  Tangent  Galvanometer— 
27.  Pivot  and  Fibre  Suspensions— 28.  Sine  Law :  under  what 
Conditions  it  is  True  —  29.  Preceding  Conditions  are  fulfilled 
in  the  Sine  Galvanometer— dO.  Calibnrating  a  Galvuiometor  by 
the  Sine  Method — SL  Calibration  by  the  Sine  Method  of  the 
Higher  Parts  of  the  Scale— 32.  Calibration  by  the  Sine  Method 
with  a  Constant  Current  —33.  Method  of  Making  a  Sine  Scale — 
34.  Portable  Galvanometer  .with  Approximately  Invariable  Abso- 
lute Calibration — 35.  Construction  of  Galvauometers  in  which  the 
Angular  Deflection  va  Proportional  to  the  Current—^.  Shielding 
Galvanometers  from  Extraneous  Magnetic  Disturbance — 37.  Direct 
Beading  Galvanometers— 38.  Advantages  of  the  Previous  Types 
of  Galvanometers — 39.  Ammeter. 

15.  Tangent  Oalvanometer.  —  Uedng  the  particular 
galvanometer  of  the  shape  shown  as  G  (Fig.  6),  experi- 
ment proves  that  the  calibration  curve  has  the  shape 
shown  in  Fig.  9,  page  37,  if— 

(1st)  The  controlling  force  be  produced  by  the  needle 
moving  in  a  "  uniform  magnetic  field"  like  that  produced 
by  the  earth's  magnetism,  and  in  which  the  force  acting 
on  a  given  magnetic  pole  is  uniform  in  magnitude  and 
direction ; 

(2nd)  The  diameter  of  the  bobbin  round  which  the 
wire  is  wound  be  large  compared  with  the  length  of  the 
suspended  magnetic  needle ; 
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(3rcl)  The  centre  of  this  needle  be  at  the  centre  of 
the  bobbin ; 

(4th)  Tho  plane  of  the  bobbin  be  bo  placed  titat  it 
contains  th6-"tnagnetic  axis"  of  the  needle,  thai  is,  the 


3,  when  no  current  is  passing 

And  it  is  easy  to  ascertain  by  measurement  that 
if  any  three  points,  p,  q,  r,  be  taken  on  this  citrvei 
the  lengths  a  p,  b  q,  c  r,  parallel  to  0  y,  bear  to 
one  another  the  ratios  of  the  tangents*  of  the  angles 

*  To  find  the  tangent  of  onr  angle  A  o  B  (Fig.  10).  In  eUAer  line 
O  A  or  O  B  take  anypoint  f,  and  drop  a  perpendicular  7  Q  on  the  other. 
Then   in  the  triuif le  P  O  Q  we  have  two  perpendieuUn  '.  one,  P  4, 
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represented  oy  o  a,  o  b,  and  o  0  respectively.    Sutdi  a  ^1- 
vanometer  is,  therefore,  called  a  "  iangetU  galvdatomeUr," 


and  it  may  lie  liencefortli  used  without  reference  to  any 
voltameter  for  the  comparison  of  current  strengths, 
aa  they  will   be   simply  proportional   to   the   tangent* 

nppoajfc  to  the  given  anRle  ;  the  other, 
i>  t),  mljactnt  to  it ;  nod  a  third  nde, 
o{i|Hwit«  the  right  angle,  called  the 
hupotenme.    The  ratio  oC  the  oppmitt 


The  ratio  of  the  o|n>OBite  sid«  to  the 
hypoUnvM  is  called  the  nne  of  that 
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of  the  angles   through  which   the   m^pietic  needle  ia 
deflected. 

16,  Scale  tor  a  Tangent  Oalvanometer. — The  scales 
of  tangent  galvanometers  are  frequently  simply  divided 
into  degrees,  and  a  refereace  has  conBtantly  to  be  made 
to  a  table  of  tangents  to  enable  the  galvMiometer  to  be 
need.  A  better  plan  is  to  divide  the  scale,  not  into  equal 
divisions,  but  into  divisions,  the  lengths  of  which  become 
smaller  and  smaller  as  we  depart  from  the  zero  or  tin- 


deflected  position  of  the  needle,  in  such  a  way  that  the 
number  of  divisions  in  any  arc  is  proportional,  but  not 
necessarily  equal,  to  the  tangent  of  the  angle  cori'e- 
sponding  with  that  arc.  Or  the  scale  may,  as  shown  in 
Fig.  11,  be  divided  into  degrees  on  one  side,  and  on 
the  tangent  principle  on  the  other. 

17.  Mode  of  leaking  a  Tangent  Scale. —Fig.  12 
shows  the  method  of  constructing  such  a  tangent  scale. 
The  lengths  A  B,  d  c,  CD,  &c.,  along  the  line  a  r,  which  is  a 
tangent  to  the  circle  at  the  point  a,  are  all  made  equal 
to  one  another ;  hence  if  from  the  centre,  o,  of  tlie  circle 
straight  Imes,  o  A,  o  B,  o  c,  &c.,  be  drawn,  cutting  the  cir; 
cumference  of  the  circle  in  the  points  a,  1,  2,  3,  &c,  the  , 
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numbers  1,  2,  3,  4,  &c.,  will  be  respectively  proportional 
to  the  tangents  of  the  angles  A  o  1,  A  o  2,  A  o  3^  kc 


For  tan.  A  o  1  = 


tan.  AG  2  = 


tan.  A  o  3  = 


AB 
o  A 
AO 
O  A 
2  AB 
OA 
A  D 


OA 

__    3  AR 

OA 

and  so  on. 
Beginners  are  apt  to  think  that,  because  the  divisions 
on  such  a  tangent  scale  are  very  much  crowded  together 
in  the  higher  part  of  the  scale,  the  value  of  a  current  can 
be  more  accurately  ascertained  by  taking  a  reading  on 
the  degree  side,  and  then  finding  the  value  of  the  tangent 
in  a  table  of  tangents,  than  by  reading  it  off  on  the  tangent 
scale.  But  this  seeming  greater  accuracy  is  quite  delusive, 
since  what  has  to  be  ascertained  in  either  case  is  the 
tangent  of  the  angle,  not  merely  the  angle,  and  although 
on  the  degree  side  of  the  scale  the  angle  can  be  read  much 
more  accurately  than  can  be  its  tangent,  or  a  number  pro- 
portional to  its  tangent,  on  the  other  side,  this  only  indi- 
cates that  the  error  of  a  tenth  of  a  degree  in  a  large  angle, 
although  a  much  smaller  proportional  error  than  a  tenth 
of  a  degree  in  a  smaller  angle,  produces  a  far  greater  pro- 
portional error  in  the  tangent.  For  example,  if  20° •! 
be  read  instead  of  20°,  the  error  is  ^i^t  whereas  if  85° •! 
be  read  instead  of  85°,  the  error  is  only  -g^,  or  less 
than  a  quarter  of  the  preceding  error.  But  the  tangents 
are  in  the  first  case  0*3659,  and  0*3640,  the  error  in  the 
tangent,  therefore,  is  yjio*  or  about  tqTj  whereas  the 
tangents  in  the  second  case  are  11*66  and  11*43,  so  th.it 
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the  proportional  error  is  1^7,  or  about  1^,  which  is 
nearly  four  times  as  great  as  before.  Hence  in  this  case, 
when  the  proportional  angular  error  is  diminished  to  one- 
quart  3r,  the  corresponding  proi)ortional  error  in  the  tan- 
gents is  increased  four  times.  The  crowding  together  of 
the  divisions  on  the  tangent  scale  at  the  higher  readings 
is,  therefore,  a  correct  indication  of  the  inaccuracy  likely 
to  occur  in  taking  readings  in  that  part  of  the  scala 

.    18.  Best  Deflection  to  use  with  a  Tangent  Oal- 

vanometer.— It  can  be  shown  that  if  one  current  strength 
has  to  be  naeasured  by  a  tangent  galvanometer,  the  restdt, 
other  things  being  the  same,  will  be  most  accurate  when 
the  deflection  produced  is  45^ ;  or  if  two  currents  are  to 
be  measured,  the  measurements  will  be  most  accurate 
when  the  deflections  are  as  nearly  as  possible  at  equal 
distances  on  the  two  sides  of  45^. 

19.  When  the  Tangent  Law  is  True. — Any  galvano- 
meter may  now  be  calibrated  either  relatively  or  abso- 
lutely, by  comparison  with  a  tangent  galvanometer ;  and 
if  the  galvanometer  to  be  calibrated  be  a  very  sensitive 
one,  a  tangent  galvanometer  with  a  bobbin  wound  with 
fine  wire  should  be  selected.  Before,  however,  entering 
into  the  calibration  of  other  galvanometers  in  this  way,  it 
may  be  well  to  consider  under  what  circumstances  a  gal- 
vanometer will  be  a  tangent  galvanometer,  especially  as 
beginners  are  too  apt  to  think  that  if  the  law  of  some 
galvanometer  is  unknown  to  them,  then  it  must  be  the 
tangent  law. 

The  apparatus  shown  in  Fig.  13  enables  us  to  decide 
under  what  conditions  a  force  acting  on  a  body  turning  on 
a  pivot  is  proportional  to  the  tangent  of  the  angle  through 
which  the  body  is  deflected  from  the  position  it  had  before 
the  force  acted  on  it.  A  short  piece  of  wood,  N  n',  turning 
on  a  pivot,  o,  is  acted  on  by  a  weight,  w,  which  produces  a 
force  constant  both  in  magnitude  and  direction.  Variable 
weights,  w',  are  put  into  the  scale-pan  hanging  at  the  end 
of  a  long  cord,  which  passes  over  a  distant  pulley,  /?,  and 
which  is  attach  m1  at  its  other  end  to  the  piece  of  wood 
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at  H.  llie  height  of  the  pulley^  p,  ia  such  that  the  long 
portion  of  the  cord  \A~horizoiiial  ifhen  m  n'  is  vertical, 
that' is,  when  there  is  no  weight  in  the  scale-pan,  which 
in  the  figure  is  shown  holding  a  weight,  w'.  ■  And  owing 
to  the  pulley  being  di^amt  from  k  n',  the  long  portion  of 
the  cord  remains  nearly  horizontal,  oven  when  the  piece 


of  wood  N  n'  is  deflected  through  an  angle.  Under  these 
circumstances  experiment  shows  that  the  weights  w'  put 
successively  into  the  scale-pan  are  proportional  to  the 
distance  s  F,  intercepted  between  the  position  a  on  the 
scale  where  the  coi-d  supporting  w  cuts  the  scale  when 
s  n'  is  vertical,  and  the  poijit  p  where  the  pointer  p  n  cuts 
the  scale  when  n  n'  is  deflected  by  the  weight  put  into  the 
scale-pan.  Now  this  length  a  p  divided  by  s  o  ie  the 
tangent  of  the  angle  through  which  hn'  ia  deflected,  and. 


Chap.  lil  WHEN  TUE  TANGENT  LAW  IS  TRUE.  43 

therefore,  since  «f  o  is  a  constant  len^h, «  p  is  proportional 
to  the  tangent  of  the  angle  through  which  N  N'  is  deflected. 
Hence  with  the  apparatus  the  tangent  law  holds.  What 
are  the  conditions  of  the  apparatus  1    They  are : — 

-1st.  The  controlling  force  is  unaltered  inmctgnitvde 
and  direction  by  the  motion  of  i!t^\ 

2nd.  Tlie  deflecting  force  always  acts  in  the  same 
direction,  and  <U  right  angles  to  the  controlling  force. 

Hence,  whenever  these  two  conditions  are  fulfilled ! 
the  deflecting  force  will  be  measured  by  the  tangent  of 
the  angle  of  deflection. 

20.  Preceding  Conditions  are  Fnlfilled  in  the  Tan- 
gent Galvanometer. — ^The  first  condition,  constancy  in 
magnitude  and  direction  of  the  controlling  force,  is  prac- 
tically fulfilled  in  all  galvanometers  where  the  controlling 
force  is  produced  by  a  distant  magnet,  since  such  a  mag-  ''■ 
net  produces  a  practically  unifonn  magnetic  field  through- 
out the  space  in  which  the  galvanometer  needle  can 
move,  for,  as  the  lengtli  of  the  needle  is  small  compared 
with  its  distance  from  the  poles  of  the  controlling  magnet, 
the  /controlling  force  exerted  on  the  needle  cannot  be 
mateiially  altered  in  magnitude  and  direction  when  it  is ' 
deflected.  In  all  galvanometers,  therefore,  in  which  the 
controlling  force  is  due  to  the  attraction  produced  by  the 
earth's  magnetism,  condition  (1)  is  absolutely  fulfilled. 
Next  with  reference  to  condition  (2) — with  all  flat  coils 
the  magnetic  force  due  to  a  current  passing  round  them 
is  perpendicular  to  the  plane  of  the  coil  for  all  points  in 
the  place  of  i^e  coil.  But  the  direction  of  this-  force- 
rapidly  alters  as  we  proceed  outside  the  coil,  unless  we 
are  near  the  axis,  in  which  case  the  direction  of  the  force 
remains  practically  perpendicular  to  the  plsuie  of  the  coil. 
And,  iiideed,  for  all  points  on  the  axis  itself  the  magnetic 
force  is  strictly  perpendicular  to  the  plane  of  the  coil,  that 
is,  acts  along  the  axis.  In  Fig.  14  are  seen  a  number 
of  lines,  called  "  lines  of  force/*  These  lines  tell  us  the 
paths  along  which  a  magnetic  pole  would  be  pulled,  or 
pushed,  by  the  action  of  a  current  passing  round  a  circular 
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wire  or  coil*  perpendicular  to  the  pa[>er,  &nd  cutting  it  in 
the  two  email  circles  o  c.  It  will  be  seen  that  at  any  point 
p  on  the  axis  a  a  of  the  coil  the  direction  is  everywhere 
perpendicular  to  the  plane  of  the  coil,  also  that  near  the 
axis  the  direction  is  nearly  perpendicular  to  this  plane  for 


a  considei-able  distance,  while  near  the  coil  itself  the 
direction  of  the  force  changes  rapidly.  Hence,  if  we  eua- 
pend  at  the  centre  of  a  coil  a  very  short  magnetic  needle, 
m  m,  having  a  length  not  greater  than  one-tenth  or  one- 

•  Thia  wire  or  coil,  the  plane  of  wWoli  ia  in  raaJitj  perpend ienUr 
to  that  of  the  paper,  ia  repreaented  in  the  Sgaie  in  a  Idiid  of  abtiqne 

perepective  by  a  double  line. 
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twelfth  the  diameter  of  the  coil,  the  deflecting  force  due 
to  a  current  passing  round  the  coU  will  be  perpendi- 
cular to  the  plane  of  the  coil,  even  after  the  needle  is 
deflected,  and  will  be  also  perpendicular  to  the  controlling 
force,  if  the  controlling  force  acts  in  the  plane  of  the 
coil,  that  is,  if  the  coil  is  so  placed  that  its  plane  contains 
the  magnetic  axis  of  the  suspended  needle  when  no  cur- 
rent is  passing  through  the  coil. 

In  fact,  if  the  coil  occupies  the  position  of  the  semi- 
circular wire  seen  in  Fig.  13,  and  if  this  wire  is  in  the 
"  plane  of  the  magnetic  meridian,*^*  the  conditions  neces- 
sary for  the  deflecting  force  being  proportional  to  the 
tangent  of  the  deflection  will  be  fulfilled. 

We  have  seen,  from  the  experiment  described  in  §  15, 
page  36,  that  the  tangent  of  tiie  deflection  of  the  needle 
of  a  tangent  galvanometer  is  direbtly  proportional  to  the 
current  strength,  or  simply  to  the  Current ;  hence,  we 
may  conclude  that  the  force  acting  on  a  magnetic  pole  at 
a  fixed  point  on,  or  near,  the  axis  of  a  circular  Coil  is 
directly  proportional  to  the  current  flowing  rolind  that 
coil.  Later  on  we  shall  see  that  this  law  is  true  for  a 
fixed  magnetic  pole  in  any  position  relatively  to  the  coil 
acted  on  by  a  current  flowing  round  a  coil  of  any  shape. 

It  is  not  necessary  that  the  coil  of  a  tangent  gidva- 
nometer  should  be  circular,  but  in  order  to  obtain  the 
straightness  of  the  lines  of  force  in  the  neighbourhood  of 
the  axis,  as  seen  in  Fig.  14,  and  not  merely  for  <  points 
actually  on  the  axis,  of  which'  Ve  could  only  avail  our- 
selves by  using  an  infinitely  ishoH  magnet,  the  diameter 
of  all  parts  of  the  coil  must  be  large.  Hence,  if  an 
elliptic,  or  other  non-circular  bk>ir,'were  used,  its  smallest 
diameter  would  have  to  be '  large/  and  consequently  its 
largest  diameter  unnecessarily  so. 

From  what  has  been  said,  and  from  an  examination 
of  Fig.  14-,  it  will  be  seen  that  for  very  small  deflections 
of  the  needle  any  galvanometer,  no  matter  what  be  the 

*  The  "plane  of  the  moffnetic  meridian**  at  any  place  is  that 
f«rtioal  plane  in  which  lies  the  axis  of  a  compass  needle. 
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size  of  the, needle  and  of  the  coil,  or  how  near,  be  the- con- 
trolling  magnet^  will  be  a  tangent  galvanometer.  And 
^further,  since  the  tangents  of  very  small  angles  ai:e  simply 
proportional  to  the  angles,  the  deflections,  of  the  needle, 
.as  long  as  they  are  very  smcUl,  in  any  galvanometer  are 
directly  proportional  to  the  strengths  of  the  currents  pro- 
ducing them. 

21.  Adjusting  the  Coil  of  a  Tangent  Galvanometer. 

•: — Returning  now  to  ordinary  tangent  galvanometers  to 
be  used  for  large  deflections,  how  can  we  adjust  the  coil 
so  as  to  be  sure  that  its  plane  contains  the  axis  of  the 
:nQe41e1  Owing  to  the  coil  having  a  certain  breadth,  it 
is  impossible  to  see  the  needle  when  looking  down  oh  to 
the' coil;  indeed,  it  is  for  this  reason  that  the  long  light 
pointer  attached  to  the  needle  is  placed  at  right  angles 
to  the  needle.  It  would  not  be  right  to  assume  that  be- 
cause the  instrument  has  been  so  turned  that  the  pointe;r 
points  to  the  zero  on  the  scale,  therefore  the  plane  of  the 
coil  contains  the  magnetic  axis  of  the  needle,  for  even  if 
the  scale  has  been  attached  to  the  instrument  so  that  the 
line  of  zeros  is  at  right  angles  to  the  plane  of  the  coil,  it 
does  not  follow  that  the  pointer  itself  is  at  right  angles 
tp  the  needle.  The  two  may  even  have  been  placed  at 
right  angles  to  one  another  by  the  maker,  and  yet  the 
pointer  may  have  been  bent  subsequently,  so  that  they 
are  not  at  right  angles  at  present ;  or  no  experiment  may 
have  been  made  by  the  maker  to  test  this,  as  he  is  aware 
■that  the  user  will  probably  make  a  test  and  pdjust  the 
pointer  for  himself.  This  test  may  most  simply  b^  made 
as  follows  : — ^Tum  the  instrument  until  the  pointer  points 
to  0^,  send  any  convenient  current  through  it,  and  observe 
the  deflection,  then  reverse  the  direction  of  the  current 
without  altering  its  strength,  and  observe  the  deflection  on 
the  other  side.  If  these  deflections  are  exactly  equal,  then 
the  plane  of  the  coil  contains  the  axis  of  the  needle  when 
the  pointer  points  to  0^,  and  the  instrument  is  properly 
adjusted.  But  if,  on  the  other  hand,  one  deflection  is, 
say,  47°  to  the  left,  and  the  other,  say,  44°  to  the  right^  the 
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rpomtet  ia.not  at  right  angles  to  the  magnetic,  aixjs  of  the 
-.needle, .  anipposing,  of  course^  that^  the  scale  has  been  so 
.fixed  that  the  line  of  zero?  i^. exactly  ait  right  angles  to 
•  the  pl^me  of  the  .coiL  Next,  turn  the  in^tru^ei^t  $i  little 
.about,  its  centre  in  the  direction  opposite  to  that  in 
which  the  needle  moved  when  the  greater  deflection  was 
obi  ained.  The  pointer  will  now,  of  course,  not  point  to 
zero ;  let  it  stand  at  1°  to  the  left,  ^gain  send  a  current, 
'first  in  one  direction,  obtaining  a  deflection,  say,  46^  to 
the  left,  and  in  another  direction,  when  it  gives  a  deflec- 
tion, o^  say,  45°  to  the  right.  Now  remembering  that  the 
pointer  started  from  1°  to  the  left,  the  tme  deflections  of 
the  needle  are  respectively,  46°  - 1°,  or  45°  to  the  left, 
and  45° +  1°,  or  46°  to  the  right.  Hence,  the  fault  is 
now  on  the  other  side,  or  the  left  deflection  is  smaller  than 
the  right,  and  we  have,  consequently,  turned  the  instru< 
ment  too  much.  Turn,  therefore,  the  coil  round  a  very 
little  in  the  opposite  direction,  so  that  when  no  current 
is  passing  through  the  instrument  the  pointer  stands  at, 
s&y>  ^°  to  the  left,  and  send  as  before  reverse  currents 
of  equal  strength,  obtaining  apparent  deflections,  45^°  to 
the  left  and  44^°  to  the  right,  which,  corrected  for  the 
initial  zero .  error,  correspond  with  equal  deflections  of 
45°  to  either  side. 

The  instrument  will  now  be  correct  when  it  is  so 
placed  that  for  no  current  the  pointer  stands  at  ^°  left, 
and  it  can  be  so  used,  but  not,  however,  with  the  tan- 
gent scale.  To  enable  us  to  employ  the  side  of  the 
dial  graduated  in  tangents,  as  well  as  to  avoid  having  to 
remember  the  ^°  left  error,  do  not  alter  the  position  of 
the  instrument,  but  bend  the  pointer  until  it  points  to 
.0°  for  the  same  position  of  the  instrument  in  which 
it  previously  pointed  to  J°  left  The  instrument  will 
now  behave  as  a  correct  tangent  galvanometer  when  the 
pointer  stands  at  0°  for  no  current. 

We  have  spoken  of  reversing  the  direction  of  the  cur- 
rent without  altering  its  value.  Th:s  may  be  done  by 
causing  the  current  to  pass  through  any  galvanoscope, 
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the  law  of  which  may  be  quite  unknown ;  and  taking  care 
that  the  deflection  of  the  needle  after  the  current  has 
been  reversed  is  the  same  in  amount  as  it  was  before 
the  current  was  reversed ;  indeed,  if  we  reverse  the 
connections  of  the  galvanoscope  at  the  same  time  that 
we  reverse  the  connections  of  the  battery  or  other  cur- 
rent generator  employed  in  the  experiment,  it  will  not  be 
even  necessary  to  know  that  the  coil  and  needle  of  this 
auxiliary  galvanoscope  are  symmetrical,  or  that  the 
strength  of  a  current  producing  a  deflection  to  the 
right  is  the  same  as  that  of  a  current  producing  a  de- 
flection to  the  left. 

22.  Variation  of  the  Sensibility  of  a  Galvanometer, 
with  the  number  of  Windings  and  with  the  Dia- 
meter of  the  Bobbin. — A  tangent  galvanometer,  on  the 
bobbin  of  which  a  short  thick  wire  has-been  coiled,  can  be 
calibrated  absolutely  by  direct  comparison  with  a  volta- 
meter. To  obtain  a  more  delicate  tangent  galvanometer, 
we  must  replace  this  thick  wire  with  many  turns  of  fine 
wire,  and  the  numbers  of  amperes  or  fractions  of  an 
ampere  producing  any  particular  deflection  on  this  deli- 
cate galvanometer  will  also  be  known  if  we  know  the 
exact  change  in  the  sensibility  produced  by  replacing  the 
thick  wire  with  many  turns  of  fine.  The  apparatus  shown 
in  Fig.  15  is  for  the  purpose  of  enabling  this  to  be  ex- 
perimentally tested,  as  well  as  for  testing  the  variation  in 
sensibility  produced  by  altering  the  diameter  of  the  coil. 
^  ^  is  a  flat  cylindrical  box,  containing,  as  in  Fig.  6,  a 
scale  fastened  to  its  bottom,  and  a  short  needle  carrying 
a  long  light  pointer,  suspended  by  a  short  piece  of  unspun 
silk,  fastened  to  the  centre  of  a  circular  piece  of  glass, 
forming  the  cover,  c  c  is  a  bobbin  of  large  diameter,  and 
such  that  its  centre  is  exactly  the  same  height  above  the 
base-board  b  B  as  is  the  centre  of  the  suspended  magnetic 
needle,  e  c  is  a  smaller  bobbin,  of  which  the  diameter  is 
exactly  half  that  of  the  larger  bobbin,  but  still  large  com- 
pared with  the  length  of  the  suspended  magnet.  The 
centre  of  the  smaller  bobbin  is  also  on  the  same  level 
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ae  the  suspended  magnet  'when  the  base-board  &  6  of  the 
smaller  bobbin  is  placed  on  that  of  the  larger.  On  the 
larger  bobbin  c  c  are  wound  two  distinct  coile  of  iuBulated 
wire,  one  consisting  of  twelve  convolutions,  and  having  its 
ends  attached  to  two  of  the  binding  screws,  1 ,  2,  the  other 


¥lg.  IS. 

of,  four  convolutions,  and  having  its  ends  attached  to  the 
other  two  binding  screws,  3,  4,  If  the  binding  screw  2  at 
the  end  of  the  first  coil  be  joined  by  a  piece  of  wire,  as 
shown  in  the  figure,  to  the  binding  screw  3  attached  to 
the  beginning  of  the  second,  the  current  will  go  12  -(■  4, 
or  sixteen  times  round  the  bobbin  ;  whereas  if  the  wire 
connect  the  end  of  the  first  coil,  2,  with  the  end  of  the 
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second.  4'.  and  the  current  enter  and  finally  leave  the 
bobbin  by  the  two  binding  screws  1,  3,  attached  respec- 
tively to  the  beginnings  of  the  two  coils,  then  the  current 
will  go  twelve  times-  round  the  bobbin  in  one  direction 
and  four  times  in  the  other,  or  practically  12-4,  or 
eight  times  round  the  bobbin.  Now,  experiment  shows 
that  if  the  controlling  magnet  be  untouched,  and  a  cur- 
rent of  constant  strength  be  passed  successively  first  four, 
then  eight,  then  twelve,  then  sixteen  times  round  the 
bobbin,  which  is  kept  fixed  in  position  during  the  expe- 
riment, the  tangents  of  the  corresponding  defiections  pro- 
duced will  be  as  four  to  eight,  to  twelve  to  sixteen,  that  ia^ 
simply  proportional  to  the  number  of  times  the  current 
passes  round  the  bobbin.  The  constancy  of  the  current 
can  be  tested  by  the  deflection  on  the  auxiliary  galvano- 
scope  G,  and  if  the  insertion  in  the  circuit  of  the  greater 
or  less  number  of  coils  on  the  bobbin  c  G,  or  any  other 
cause,  tends  to  make  it  vary  in  strength,  its  constancy 
can  he  maintained  by  sliding  the  screw  clip  s  along  ihe 
stretched  wires  w  w,*  by  means  of  which  the  length  of  the 
wire  in  the  circuit  can  be  increased  or  diminished,  and 
the  current  strength  diminished  or  increased.  If  we  next 
experiment  with  the  bobbin  c  c  of  half  the  diameter,  and 
on  which  a  coil  of  four  convolutions  is  wound,  we  find 
that  if  the  two  bobbins  be  placed  so  as  to  be  in  one  plane, 
and  if  their  centres  coincide  with  that  of  the  suspended 
magnet,  the  tangent  of  the  deflection  produced  by  a 
certain  current  flowing  round  the  smaller  one  is  twice  as 
great  as  the  tangent  of  the  deflection  produced  by  the 
same  current  flowing  four  times  round  the  larger  bobbin ; 
and  also  if  the  same  current  pass  four  times  round  the 
smaller  in  one  direction,  and  eight  times  round  the  larger 
in  the  opposite  direction,  that  no  deflection  is  produced. 
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From  this  we  learn  that  the  tan&rent  of  the  deflection 
produced  by  a  current,  that  is,  the  sensibility  of  tlie 
inatrv/inent  is  directly  proportional  to  the  number  oj 
comH>lutions  of  wire,  and  inversely  proportional  to  their 
diameter.  On  the  bobbin  c  c  the  sixteen  convolutions  of 
wire  all  occupy  practically  the  same  position  relatively  to 
the  suspended  magnet.  If,  however,  many  turns  are  to 
be  wound  on  a  bobbin,  the  bobbin  will  have  a  certain 
depth  in  the  direction  of  the  diameter  of  the  coil,  and  a 
certain  width  at  right  angles  to  the  plane  of  the  coiL  The 
error  introduced  by  the  depth  of  the  coil  is  that  of  making 
the  convolutions  of  wire  have  different  diameters,  and 
the  effect  of  this  we  have  just  seen.  The  error  intro- 
duced by  the  width  of  the  coil  can  be  seen  by  observing 
how  the  deflection  produced  by  a  constant  current  varies 
as  the  bobbin  oc  is  moved  parallel  to  itself  along 
its  axis.  The  additional  error  introduced  by  the  non- 
centring  of  the  coil  and  the  needle  may  also  be  experi- 
mentally investigated  by  examining  how  the  deflection 
produced  by  a  constant  current  alters  as  the  bobbin  is  slid 
in  its  own  plane. 

It  is  not  necessary  in  this  book  to  consider  exactly 
how  to  correct  these  errors,  nor  the  error  arising  from 
the  diameter  of  the  bobbin  in  all  actual  tangent  galva- 
nometers not  being  infinitely  large  compared  with  the 
length  of  the  needle ;  and  it  will  be  sufficient  to  state 
that  with  a  tangent  galvanometer  made  with  a  single 
bobbin  having  a  rectangular  channel,  within  which  the 
coils  of  insulated  wire  are  to  be  wound,  Prof.  Silvanus 
Thompson  has  shown  that  the  tangent  law  is  most  ac- 
curately fulfilled  when  the  depth  of  the  channel  in  the 
radial  direction  bears  to  the  breadth  in  the  axial  direction 
the  ratio  of 

or  about  eifi^il':Wi'.fimi'  ">"  "' """il'  :^'"  «;'  '•  '>'^' 
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itself  along  its  axis,  it  is  found  that  the  tangent  of  the  de- 
flection produced  bj  the  same  current  when  a  coil  of  radius 
r  is  made  to  occupy  different  positions  parallel  to  itself  at 
distances  a?,  measured  along  the  axis  from  the  centre  of 
the  needle,  is  proportional  to 


that  is,  the  sensibility  of  the  galvanometer  is  proportional 
to  this  expression. 

Example  9. — A  tangent  galvanometer  is  made  with 
two  coils  of  equal  diameter,  the  first  consisting  of  500 
convolutions  of  wire,  the  second  of  one  convolution.  If 
a  current  of  0*25  ampere  sent  through  the  first  cause  a 
deflection  of  45%  what  current  sent  through  the  second 
in  the  opposite  direction,  while  the  same  current  was 
still  flowing  through  the  first,  would  cause  the  deflection 
to  become  one  of  10°  ] 

Let  X  be  the  unknown  number  of  amperes : 

Then  ^QQ  x  0'25-a;  _  tan.  10° 
500  X  0-25  "~  tan.  45° 

Answer, — 103  amperes. 

Example  10. — A  galvanometer  is  about  to  be  con- 
structed of  two  coils :  the  first,  six  inches  in  diameter, 
consists  of  350  convolutions  'of  wire ;  the  second  has 
two  convolutions  only.  A  current  of  0*4  ampere  sent 
through  the  first  causes  a  deflection  of  30°.  What  must 
be  the  diameter  of  the  second  coil,  in  order  that  a  cur- 
rent of  80  amperes,  in  the  opposite  direction,  sent  through 
it,  while  0*4  amperes  is  still  flowing  through  the  first, 
may  cause  the  deflection  to  become  5°  % 

Let  X  be  the  diameter  of  the  second  coiL 
Since  the  efiect  of  the  current  is  directly  proportional 
to  the  number  of  convolutions,  and  inversely  proportional 
to  the  diameter — 
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0-4  X  350      80  X  2 

6  X  tan.  5° 


0-^  X  350  tan.  30° 

6 

Answer. — 8  incbes  nearly. 

Example  11. — A  galvanometer  is  about  to  be  con- 
structed of  two  ix)ils :  tbe  first,  seven  incbes  in  diameter, 
consists  of  600  convolutions  of  wire ;  tbe  second  is  to 
be  5*5  incbes  in  diameter.  A  current  of  0*1656  ampere 
sent  tbrougb  the  first  causes  a  deflection  of  40^.  Of 
bow  many  convolutions  of  wire  must  tbe  second  coil 
consist)  in  order  tbat  wbile  0*1656  ampere  is  still  flowing 
tbrougb  tbe  first,  a  current  of  65  amperes  flowing  tbrougb 
tbe  second  may  cause  tbe  deflection  to  become  8°  ? 

Anstoer, — One  convolution. 

23.  Thomson's  Oalvanometer  for  Large  Currents. — 

A  tangent  galvanometer,  with  a  scale  graduated  in  tan- 
gents, and  controlled  by  a  permanent  magnet  rigidly  fixed 
to  the  instrument,  has  been  arranged  by  Sir  William 
Thomson,  and  is  shown  in  Fig.  16.  It  has  the  peculiarity 
that  tbe  needle,  scale,  and  permanent  magnet  Mean  be 
slid  along  a  board  p,  and  so  withdrawn  parallel  to  itself 
fisurtber  and  farther  from  the  action  of  the  coil  o ;  hence  a 
wide  range  of  sensibility  can  be  given  to  the  instrument,  in 
accordance  with  tbe  last  formulas.  To  prevent  the  current 
which  flows  in  the  long  wires  connecting  the  galvano- 
meter with  tbe  rest  of  the  circuit  acting  directly  on  tbe 
suspended  magnetic  needle,  these  coming  and  going  wires 
are  twisted  together  into  a  form  of  cable,  which  is  shown 
in  the  figure,  and  which  is  supplied  with  the  instrument. 
The  advantage  of  this  galvanometer  is  that,  first,  owing 
to  its  being  a  tangent  galvanometer  tbe  ratio  of  two 
current  strengths  can  be  very  accurately  compared; 
secondly,  from  the  method  of  sliding  the  needle  away  from 
the  coil,  two  currents,  widely  diflering  in  strength,  can  be 
compared.     The  disadvantage  is  that^  on  account  of  the 
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small  action  that  the  coil,  even  with  a  very  strong  cur- 
rent flowing  round  It,  can  exeH  on  the  needle,  when 
they  are  at  opposite 
ends  of  the  base- 
board, the  continuing 
force  of  the  perma- 
nent magnet  has  to 
he  kept  small ;  hence 
the  instrument,  as  we 
shall  see  afterwards, 
cannot  be  made  very 
"  dead  beat "  {see  §  38, 
page  78),  and  fur- 
ther, the  indications 
are  much  disturbed 
by  any  external  mag- 
net In  fact,the  in- 
3  stmment  is  rather  for 
jj  use  ill  a  laboratory, 
^  where  the  magnetic 
field  is  constant  in 
strength,  and  known, 
than  in  a  dynamo 
room  or  workshop, 
where  large  pieces  of 
iron  and  powerful 
magnets  ai*  being 
moved  about. 

24.  Values  in 
Ampeies  of  the  De- 
flections of  a  Tan- 
^e&t  GalTanometer 
controlled  only  by 
the  Earth's  Uag- 
netiBin.  —  The  sensi- 
bility of  a  tangent 
galvanometer  dejjenda  not  merely  on  the  bobbin,  but  also 
on  the  strength  of  the  controlling  field.     If,  however,  the 
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^'horizontal  eomponerU  0/  the  earth's  magnetic  force ^**  in 
London  be  alone  employed  as  the  controlling  force,  and 
if  the  instrument  be  used  with  the  centre  of  the  coil  and 
the  centre  o£  the  needle  coinciding,  then  the  connection 
between  the  current  A  in  amperes,  the  deflection  d  in 
d^rees,  the  radius  r  of  the  coil  in  inches,  and  the  number 
of  convolutions  N  of  wire  on  the  bobbin,  is  given  by 
the  fcdlowing  equation  for  1886  : 

^  _   0-73735  X  r  X  tan,  eg, 

N  ' 

the  coefficient  0-73735  for  1886  becoming  073844  for 
1887,  0-73963  for  1888,  and  0-74062  for  1889.  From 
this  it  follows  that  in  the  year  1887  a  deflection  of 
45°  will  be  given  by  one  ampere  when  there  are  five 
convolutions  of  wire  on  a  bobbin  6*772  inches  in 
radius. 

Eooample  12. — How  many  amperes  would  deflect  the 
needle  of  a  tangent  galvanometer  60°  in  the  year  1886, 
the  controlling  force  being  the  horizontal  component  of 
the  earth's  magnetism,  and  the  galvanometer  having 
a  bobbin  five  inches  in  radius,  wound  with  six  con- 
volutions of  wire  t 

The  number  of  amperes  is    . 

Answer. — 1-064  amperes. 

Example  13. — Through  what  angle  would  0*598 
ampere  deflect  the  needle  of  a  galvanometer  with  a 
bobbin  seven  inches  in  radius,  wound  with  five  con- 
volutions of  wire,  in  the  year  1888,  the  controlling 
force  being  the  horizontal  component  of  the  earth's 
magnetism  f 

*  The  horisfmiat  component  of  the  earth*t  moffnetie  force  ia  tlubt 
portion  of  the  earth'i  force  wUeh  a«ti  on  a  oom|>aB8  needle. 
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HftTiiic^  tan.  d^  d  maj  be  fbond  eidier  hj  looking  in  a 
table  of  tangents  or  in  tbe  following  waj : — 

Take  a  sbeet  of  squared  paper,  and  on  it  adect  two 

axes,  or  lines  of  reCmaice,  o  x,  ot,  at  i^it  angles  to  one 

anotber.     CSboose  any  number  of  tbe  dirisionB  on  your 

paper  to  repiesent  unity,  taking  care  tbat  tiiere  are  more 

tban  100  dE  tbese  laiger  diTisions  akmg  ox,  and  at  least 

58  along  OT.     Tbese  numbers  are  cboacn  because  tbe 

tangent  of  tbe  angle  required  is  af^roximati^  giTen  by 

57 '7 
the  ratio  tkt-*    Along  ox  mark  off  o  a,  equal  to  100  of 

the  divisions,  then  on  tbe  line  tbrongb  a,  parallel  to 
o  Y,  mark  off  ab  as  nearly  as  possible  equal  to  57*7  of  the 
diyisiona.     Join  o  &     Then  b  o  a  is  tbe  an^  dL 

Fortan.  boa  =  — 

OA 

67-7 


100 

The  angle  d  may  now  be  found  by  means  of  a  pro- 
tractor. 

EooampU  14. — ^If  ibe  boriaontal  component  of  the 
earth's  magnetism  in  1887  be  the  controlting  force  in  a 
tangent  galvanometer,  the  bobbin  of  which  is  11  inches 
in  diameter,  how  many  conv<dutions  of  wire  must  be 
wound  on  the  bobbin  in  order  tbat  a  current  of  1015 
amperes  may  give  a  deflection  of  45^  t 

Answer* — 4  convolutiona 
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Eseample  15. — If  the  horizontal  component  of  the 
earth's  magnetism  in  1885  be  the  controlling  force  in  a 
tangent  galvanometer,  the  bobbin  of  which  is  wound 
with  eight  convolutions  of  wire,  what  must  be  the  radius 
of  the  bobbin  in  order  that  a  current  of  0'384  ampere 
may  give  a  deflection  of  50°  1        Answer. — 3  J  inches. 

Tan.  bOP  may  be  found  either  in  a  table  of  tangents 
or  in  the  following  way : — 

Take  a  sheet  of  squared  paper ;  on  it  take  axes  o  x, 
ot;  with  a  protractor  make  the  angle  box,  equal  to 
50%  and  produce  o  b  as  fai*  as  the  paper  will  allow.  Let 
A  B  be  the  farthest  line  from  o,  parallel  to  o  y,  which  cuts 

B  o.   Then  tan.  50°  =  —  . 

OA 

Count  the  number  of  divisions  and  fractions  oi  a 
division  in  a  B  and  o  a,  and  divide  the  one  by  the  othei. 

If  the  angle  be  large,  great  care  must  be  taken  to  lay 
it  down  accurately  with  the  protractor,  since  a  small 
error  in  a  large'  angle  will  introduce  a  large  error  in  the 
tangent 

Example  16. — About  how  many  times  the  horizontal 
component  of  the  earth's  magnetism  must  the  controlling 
force  be  in  a  tangent  galvanometer,  having  a  bobbin  ^Ye 
inches  in  radius  wound  with  six  convolutions  of  wire,  in 
order  that  a  current  of  20  amperes  may  make  a  deflection 
of  45°  ?  Answer. — Nearly  32^  times. 

26.  Galvanometers  having  an  Invariable  Absolute 

Calibration. — In  order  that  the  absolute  calibration  of 
any  galvanometer  may  remain  invariable,  the  magnetic 
field  in  which  the  suspended  magnet  moves  must  remain 
constant  in  strength  ;  and  if  the  galvanometer  is  to  be 
moved  about  near  masses  of  iron,  or  near  the  large  power- 
ful electromagnets  of  dynamo  machines,  probably  the 
most  satisfactory  of  all  the  methods  that  have  been  tried 
for  securing  approximate  constancy  of  the  controlling 
field  is  either  to  attach  a  powerfid  permanent  magnet 
to  the  in«trument|  or  stiQ  better  to  substitute  the  force  of 
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a  Spring  for  a  magnetic  controlling  force.*  In  eitLev 
case  tills  controlling  force  must,  of  course,  be  large 
compared  with  any  magnetic  forces  that  are  likely 
to  be  exerted  by  outside  magnets  on  the  suspended 
needle,  and  must  be  very  many  times  as  large  as  that 
due  to  the  earth's  magnetism.  But,  in  that  case,  un- 
less the  instrument  is  only  to  be  employed  to  measure 
the  most  powerful  cun-ents,  the  coil  must  be  near  the 
needle,  so  that  the  condition  (Na  1,  page  36)  for  obtain- 
ing the  tangent  law  cannot  be  complied  witL  And  gene- 
rally the  necessity  of  having  a  coil  of  very  large  diameter 
compared  with  the  length  of  the  needle  makes  a  tangent 
galvanometer  unsuitable  for  a  portable  galvanometer,  or 
else  necessitates  the  employment  of  so  short  a  needle  that 
its  oscillations  are  much  impeded  by  the  mass  of  even  an 
extremely  light  pointer  attached  to  it  Hence  with  all 
portable  galvanometers,  and  especially  in  the  case  of  those 
which  may  be  used  near  masses  of  iron  or  dynamos 
without  serious  error,  it  is  better  to  abandon  any  attempt 
to  obtain  the  tangent  law,  and  calibrate  the  galvano- 
meter by  direct  comparison  with  a  tangent  galvanometer. 
26.  Calibrating  any  Galvanometer  by  Direct  Com- 
parison with  a  Tangent  Galvanometer. — Fig.  17  shows 
the  simplest  way  of  doing  this,  o  is  the  standard 
tangent  galvanometer,  D  the  galvanometer,  which,  if 
rough  and  portable,  is  sometimes  called  a  ''detector,'' 
requiring  to  be  calibrated,  v  is  a  vessel  containing  two 
zinc  plates  dipping  into  a  small  quantity  of  a  solu- 
tion of  zinc  sulphate,  which  is  used  for  vaiying  the 
strength  of  the  currents  passing  through  G  and  D  by 
altering  the  distance  between  the  bottoms  of  the  plates. 
The  wires  coming  from  the  generator  of  electricity 
are  attached  to  the  terminals,  one  only  of  which,  t, 
is  seen  in  the  figure,  and  a  key  placed  between  o  and 
D  enables  the  current  to  be  made  or  broken.  As  the 
same  current  passes  through  a  and  d,  it  is  quite  unneces- 

*  For  further  information  on  shielding  gtUvanomeUn  from  extro' 
neouB  magnetic  ditturbancct  iee  §  36,  p.  73;  §58,  p.  108;  and  $202,  p.  39a 
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responding  deflections  of  the  ueedlea  of  g  and  of  d,  then, 
since  the  tme  value  of  the  current  is  proportional  to  the 
tangent  of  the  deflection  in  o,  a  calibration  curve  can  be 
drawn  for  d,  in  which  horizontal  distajices  represent  the 
observed  angular  deflection  of  the  needle  of  d,  and  verti. 
cal  distances  the  relative  strengths  of  the  currenta  pro- 
ducing these  deflections.      If  the  number   of  amperes 


pi'oJuciDg  any  particular  deflection  in  a  is  also  known, 
then  D  will  be  calibrated  absolutely. 

It  frequently  happens  that,  on  account  of  the  great 
increase  in  sensttivenesB  produced  by  putting  the  wires 
conveying  the  current  close  to  tie  needle,  a  rough  galva- 
nometer with  a  few  turns  of  wire  is  even  roore  sensitive 
than  a  tangent  galvanometer  with  many  turns.  Under 
such  circumstances  it  would  be  difficult  to  compare  them, 
as  a  large  deflection  on  d  would  only  correspond  with  a 
small  one  on  g,  and  a  smaller  deflection  on  i>  would  not 
produce  deflections  on  o  large  enough  to  be  read  at  all 
accurately.  This  difficulty  may,  however,  be  overcome  by 
putting  a  piece  of  wire  a  (Fig.  1 7),  a  "ahum  "  as  it  is  called. 
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between  the  terminals  of  d,  and  which  allows  a  portion 
of  the  current  to  pasQ  through  it  instead  of  through 
D.  As,  however,  for  the  same  shunt  the  same  fraction 
of  the  total  current  is,  as  we  shall  see  later  on  (page  178), 
always  shunted  past  d.  the  sensibDity  alone  of  d,  and 
not  the  law  connecting  current  strength  with  de- 
flection, is  altered  by  using  such  a  shunt.  The  use  of 
a  shunt,  therefore,  alters  t£e  absolute  but  not  the  rela- 
tive calibration  of  a  galvanometer ;  consequently,  if  D  is 
absolutely  calibrated,  the  same  shunt  must  always  be 
employed  when  it  is  desired  to  use  the  absolute  calibra- 
tion curve  of  that  galvanometer. 

27.  Pivot  and  Fibre  Suspensions. — ^The  galvano- 
meters G  and  D  differ  also  in  another  particular,  namely,  in 
the  way  in  which  the  magnetic  needle  is  supported.  In  D 
the  little  magnet  has  a  jewel  in  its  centre,  and  rests  on  a 
sharp  pivot,  as  in  an  ordinary  pocket  compass ;  whereas 
in  o  the  needle  is  supported  by  a  fine  fibre  of  wnspun 
silk,  the  upper  end  of  which  is  rolled  round  a  brass  pin 
A,  by  turning  which  the  needle  can  be  lowered  on  to  the 
card  8  «,  on  which  the  scale  is  engraved,  when  the  instru- 
ment is  being  carried  about,  or  raised  again  so  as  to  be 
in  the  centre  of  the  coil  when  the  instrument  is  in  use. 
The  fibre  suspension  introduces  far  less  friction  to  the 
motion  of  the  needle  than  the  best  jewel  and  pivot,  and, 
in  addition,  costs  far  less ;  but  with  a  fibre  suspension  it 
is  generally  necessary  that  the  instrument  should  have 
levelling  screws,  such  as  are  seen  attached  to  g.  Fig.  17, 
and  that  it  should  be  levelled  before  being  used. 

There  is  one  form  of  fibre  suspension,  however,  which 
is  used  by  Sir  Wm.  Thomson  in  his  ^^ma/n7ie  galvano- 
meter/* and  which,  although  not  employed  in  other  in- 
struments, has  advantages  that  make  it  worthy  of  more 
general  adoption  in  portable  galvanometers.  To  a  silk 
fibre  stretched  between  a  fixed  support  and  one  end  of  a 
spring,  there  is  attached  the  magnetic  needle  and  pointer, 
or  other  indicating  arrangement,  and  when  these  are  well 
balanced,  the  whole  instrument  may  be  tilted  through 
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several  degrees  without  any  practical  alteration  of  the 
deflection.     {See  %  53,  page  103.) 

28.  Sine  Law :  Under  what  Conditions  it  ia  Trn& 
— When  the  controlling  force  acting  on  the  needle  of  a 
galvanometer  remains  constant  in  magnitude  and  direc- 
tion on  the  needle  being 
deflected  (a  result  that 
will  always  practically 
happen  when  the  control- 
ling force  is  produced  by 
the  attraction  of  a  distant 
magnet),  there  ia  a  very 
simple  plan,  su{^;ested  to 
the  author  by  Prof.  Carey 
Foster,  for  calibrating  the 
galvanometer  relatively 
by  employing  what  is 
known  as  the  "  »ine  prin- 
ciple," in  a  particular  way, 
and  which  does  not  require 
the  nse  of  any  other  gal- 
vanometer at  all.  We 
have  already  seen  under 
what  conditions  a  force 
acting  on  a  body  is  pro- 
portional to  the  tangent  of 
the  angle  through  which 
the  body  ia  deflected,  and 
in  a  siioilar  way  the  ap-  Fig.  is. 

paratus  shown  in  Fig.  18 

will  enable  us  to  decide  under  what  circumstances  a  force 
acting  on  a  body  is  directly  proportional  to  the  "  sine  " 
of  tlie  angle  of  deflection,  n  o  is  a  piece  of  wood,  in  this 
case  not  necessarily  short,  turning  on  a  pivot  at  o,  and 
having  suspended  from  its  lower  end  a  weight  w,  which 
produces  a  force  constant  both  in  magnitude  and  direc- 
tion. The  same  end  of  the  piece  of  wood  n  o  is  also 
acted  upon  by  a  force  produced  by  a  cord  carrying  the 
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scale-pan  in  which  is  placed  the  weight  w',  the  magnitude 
of  which  can  be  varied.  Now  experiment  shows  that,  if 
different  weights  be  successively  put  into  the  scale-pan, 
and  if  in  each  case  the  framework  ab  carrying  the 
pulley  c  be  turned  about  the  centre  o,  so  that  the  piece 

of  wood  N  o  always  occupies  the  same 
position  relatively  to  A  b,  the  weights 
are  proportional  to  the  horizontal  dis- 
tance (s5.  Fig.  19),  measured  along 
the  scale  between  the  point  where  the 
cord  carrying  w  cuts  now,  and  where 
it  cut  it  when  w  was  nought.  But  s  8, 
or  PN,  which  i^  equal  to  it,  divided 
by  N  o,  the  half-length  of  the  deflected 
lever,  is  equal  to  the  sine  of  the  angle 
PON,  through  which  N  o  has  been  de- 
flected. It  is  also  obvious  that  turning 
AB,  so  that  it  always  takes  up  the 
same  position  relatively  to  N  o,  is  only 
a  means  of  causing  the  angle  between 
the  cord  carrying  w'  and  no  to  be 
constant,  in  order  that  the  only  change 
in  the  force  exerted  by  the  string 
carrying  w'  may  be  that  caused  by  the 
change  of  weight,  not  by  any  change 
in  the  direction  of  the  pull.  From 
this  we  conclude  that  in  order  that  a 
force  acting  on  a  body  turning  on  an 
axis  may  be  directly  proportional  to 
the  sine  of  the  angle  through  which  the 
body  is  deflected  : 

1.   The   controlling  force   must   he 
constant  in  magnitude  and  direction. 


w 
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trolling  force  is  produced  by  the  earth's  magnetism,  or  by 
any  distant  fixed  magnet,  this  force  will  be  constant  in 
magnitude  and  direction,  and  independent  of  the  needle 
changing  its  position ;  also  the  deflecting  force  produced  by 
the  current  passing  round  the  bobbin,  can  be  made  to  have 
an  invariable  direction  relatively  to  the  needle,  if  the 
bobbin,  or  the  framework  of  the  instrument  to  which  the 
bobbin  is  attached,  be  turned  round  after  the  deflected 
needle ;  for  it  will  be  found  that,  although  on  turning  the 
bobbin  the  needle  turns  away  from  the  bobbin,  it  does 
not  turn  as  £ast  as  the  bobbin.     Under  these  circum- 
stances, the  sine  of  the  angle  thi'ough  which  the  needle 
has  been  deflected  from  the  position  of  rest  which  it  had 
when  no  current  was  passing  through  the  bobbin,  will  be 
directly  proportional  to  the  current  strength.     Now,  if 
the  coiL  be  placed  so  as  to  have  a  fixed  position  relatively 
to  the  needle,  both  when  no  current  passes  through  the 
coil  and  when  a  given  current  passes  through  the  coil, 
then  the  angle  through  which  the  coil  has  to  be  turned  from 
the  first  position  to  the  second,  is  the  same  as  the  angle 
through  which  the  needle  has  been  deflected  ;  and  hence, 
in  the  so-called  sine  galvanometei-s,  there  is,  'in  addition 
to   the   scale  moving  with  the  bobbin,  an  independent 
foced  scale,  to  show  through  what  angle  the  coil  has  been 
turned.    This,  however,  is  not  absolutely  necessary,  since, 
if,  after  the  coil  has  been  turned  until  it  has  the  fixed 
position  relatively  to  the  needle,  the  current  be  inter- 
rupted, without  the   position   of  the   instrument  being 
disturbed,  then  the  needle  will  swing  back,  and,  after  a 
few  oscillations,  will  take  up  its  original  undeflected  posi- 
tion, the  angle  between  which  and  its  deflected  position 
will  be  the  augle  of  which  the  sine  has  to  be  taken. 

As  a  current  passing  through  a  coil  has  usually  the 


64  PRACTICAL   ELECTRICITY.  TChap.  II. 

position  is  not  at  all  necessary  for  the  fulfilment  of  the 
sine  law,  and  therefore  special  precautions  need  not  be 
adopted,  as  in  the  case  of  the  tangent  galvanometer  (see 
ante,  page  45),  to  insure  the  axes  of  the  needle  and  of 
the  coil  being  at  right  angles  when  the  pointer  stands  at 
zero  on  the  scale. 

Any  galvanometer  which  is  controlled  by  a  distant 
magnet^  and  which  can  be  turned  round  a  point  that  is 
approximately  the  centre  of  the  needle,  can  be  used  as  a 
sine  galvanometer,  and,  therefore,  can  be  calibrated  by 
the  employment  of  the  sine  principle.  All  that  is  neces- 
sary to  be  done  to  make  a  measurement  is  as  follows : — 
Place  the  instrument  so  that  the  pointer  points  to  some 
fixed  mark  on  the  scale ;  0°  is  a  convenient  mark,  but  not 
a  necessary  one;  then  send  any  convenient  curreut 
through  the  galvanometer,  obtaining  a  deflection  of,  say, 
d°.  Turn  the  instrument  until  the  pointer  again  points 
to  the  fixed  mark  on  the  scale.  Stop  the  current,  and 
observe  through  what  angle  Dj^  the  needle  comes  back. 
Di°  will,  of  course,  be  larger  than  di°.  Now  tuni  the  in- 
strument round,  so  that  the  pointer  points  to  its  original 
mark  on  the  scale,  0°  for  example,  and  repeat  with  a 
second  current,  obtaining  in  the  same  way  deflections 
^2°>  i>2^*  Then  the  currents  producing  the  deflections 
rfi°  and  c^°  respectively  with  the  galvanometer,  are  pro- 
portional to  the  sines  of  d^^  and  D^^. 

30.  Calibrating  a  Galvanometer  by  the  Sine  Method. 

— Fig.  20  shows  an  apparatus  arranged  for  calibrating 
the  galvanometer  in  this  way.  Three  little  blocks  of  wood, 
two  only  of  which,  c  c,  can  be  seen  in  the  figure,  are 
temporarily  fixed  so  as  to  allow  the  galvanometer  to  be 
turned  round  without  shifting  its  position,  a  precaution 
of  practically  no  consequence  if  the  controlling  force  be 
due  to  the  earth's  magnetism  alone,  but  desirable  if  the 
whole  or  part  of  the  controlling  force  is  produced  by  a 
not  very  distant  magnet.  Of  course  the  magnet  must  be 
BO  far  away  that  neither  the  magnitude  nor  direction  of 
its  attraction  on  the  suspended  needle  is  altered  by  the 
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turning  of  the  needle ;  but  this  need  not  be  very  far,  unless 
the  needle  employed  is  long,  v  is  a  vessel  containing  two 
zinc  plates  for  adjusting  the  strength  of  the  current  in 
the  manner  described  in  a  previous  experiment,  w  is 
one  of  the  wires  leading  to  the  current  generator,  and 
T  is  the  terminal  to  which  the  other  is  attached. 

To  calibrate  a  galvanometer  by  the  employuient  of 
the  sine  principle,  requires  the  current  in  each  case  to 
remain  constant  long  enough  for  the  instrument  to  be 


turned  round  after  the  needle,  until  the  two  are  in  a 
fixed  position  relatively  to  one  another.  But  when  once 
the  calibration  curve  has  been  drawn,  a  galvanometer  so 
calibrated  can,  of  course,  be  used  to  measure  currents  as 
transient  as  a   galvanometer    calibrated   in    any    other 

31.  Calibration  by  the  Sine  Method  of  the  Higher 

Parte  of  the  Scale.— If  the  first  deflection  is  more  than  almut  45° 
it  is  found  impnssilile  to  use  the  sine  principle  in  the  ordinary  way. 
bwnnae,  on  attfimpting  to  turn  the  coil  otter  the  deflectert  needle, 
80  aa  to  bring  the  flied  mark  on  the  scale  under  the  pointer,  the 
needle  moves  so  far  round  in  advance  of  the  coil  thnt  at  Ittat  the 
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attraction  of  the  earth  or  other  controlling  magnnt  begins  to 
assist  the  current  instead  ot  opposing  it.  Tbb  equilibrium  then 
becomes  unstable,  and  the  needle  swings  right  round.  The  ciili- 
bntfionljt  the  higher  parts  ot  the  stale,  however,  may  be  effected  by 
the  sine  method,  bj'  using  currents  whi<^h  produce  a  first  deflection  of 
less  than  43°,  in  the  following  way  : — Select  acme  other  starting- 
point,  aay  40°  on  the  scale,  for  the  zero,  that  is,  let  the  galvano- 
meter be  turned,  so  that  the  pointer  points  to  -|-  40",  when  nci 
cnrrent  is  flowing ;  now  send  a  current  through  the  gali'anometcr. 
deflecting  the  pointer  to,  say,  +  60"   (Fig.  21).     Next,  ti 


nntil  the  0"  division, 
or  whatever  fiied 
mark  was  previously 
used  in  §§  29  and 
30,  comes  under  the 
pointer.  Lastly,  stop 
the  current  and  li't 
the  pointer  now  lake 
up  a  position — 30" 
say ;  then,  when  the 
galvanometer  is 
FiE.  SI.  placed  in  the  ordi- 

nary position, 80  tbat 
the  pointer  points,  say,  to  0°,  when  no  current  is  pHSsing,  the 


sin.  (G0°— 40") 
or,  generally,  the  current  that  will  deflect  the  pointer  to  any  angle 


.in.  (.1--10»)  -  ■ 
where  d"  is  the  angle  through  vhich  the  pointer  comes  back  on 
stopping  the  current. 

After  experiments  have  been  made  in  the  way  described 
in  {{  29  and  30.  and  a  curve  drawn  with  the  vahica  of  d'-  as  ab- 
scissEB,  and  ot  d"  as  ordinates  for  values  of  d"  up  to  about  45", 
experiments  may  be  made  in  the  way  just  descrihed,  and  thecurve 
extended  by  using  for  the  ordinates  the  values  of 
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a  uniform  magnetic  field,  the  moment  of  the  controlling  force*  is  pro- 
portional to  p  N,  that  is,  to  the  sine  of  the  angle  through  which  the 
needle  is  deflected.  If,  then,  a  galvanometer  is  so  placed  that  tha 
pointer  points  to  0**  when  no  current  is  passing,  it  follows  that,  in 
order  that  a  current  shall  produce  a  deflection  of  d^^  it  must  pro- 
duce a  force  whose  moment  is  proportional  to  sin.  rf®.  When, 
however,  the  instrument  is  turned,  as  shown  in  Fig.  21,  the  cur- 
rent which  is  deflectinj^  the  needle  to  d?  produces  a  force'  whose 
moment  is  proportional  to  sin.  {d^ — 40**).  Now,  what  is  the  rela- 
tive strength  of  this  current  measured  by  the  method  described  in 
§§29  and  30?  It  is  proportional  to  the  sin.  d*'.  Hence,  a  current 
proportional  to  sin.  d°  deflects  the  needle  to  d°  when  the  con- 
trolling force  has  a  moment  proportional  to  sin.  {d^ — 40°).  Con- 
sequently, a  current  proportional  to 

sin.  D®  X  sin.  d^ 

sin.  (d'^—A^ 

will  deflect  the  pointer  to  d^  when  the  controlling  force  has  a 
moment  proportional  to  sin.  d^y  that  is,  when  the  pointer  points  to 
0®  when  no  current  is  passiug. 

82.  Calibration  by  the  Sine  Method  with  a  Con- 
stant Current. — The  following,  due  to  Mr.  liilather,  is  perhaps 
the  neatest  of  the  methods  of  calibrating  a  galvanometer  on  the 
sine  principle,  since,  by  means  of  it,  the  calibration  can  be 
effected  throughout  the  whole  range  of  the  scale,  and  no  other 
apparatus  than  the  galvanometer  to  be  calibrated,  and  a  current 
generator,  such  as  a  "  BanielVs  cell^''  which  will  give  fairly  con- 
stant currents,  is  required.  Send  a  current  through  the  galvano- 
meter, such  as  will  produce  a  deflection  of  about  30**  when  the 
galvuiometer  is  so  placed  that  the  pointer  points  to  0^  when  no 
current  is  passing.  Next,  without  varying  the  current,  turn  the 
galvanometer  until  the  pointer  points  to  about  35°.  Stop  the 
current  and  observe  the  position  taken  up  by  the  pointer  when  it 
i^omes  to  rest.  Turn  the  galvanometer  round  farther  and  farther, 
and  repeat,  observing  in  each  case  the  position  of  the  pointer 
when  the  current  is  flowing,  and  the  position  the  pointer  takes  up 
when  the  current  has  been  broken.  Also  make  a  series  of  obser- 
vations with  the  galvanometer  placed  in  such  positions  that  the 
first  deflection  is  less  than  30°.  In  some  one  position  of  the 
galvanometer  let  rf°  be  the  angular  deflection  from  0°  when  the 
current  is  flowing,  and  2°  when  the  current  has  been  interrupted ; 
then  it  follows,  from  what  was  stated  in  §  31,  that  this  current, 
^hich  we  may  call  our  unit  current,  passing  round  the  galvano- 

*  The  "  momenJt  of  a  force  about  a  point "  is  the  product  of  the 
magnitude  of  the  force  into  the  length  of  the  perpendicidar  let  faU 
from  the  point  on  the  line  representing  the  direction  of  the  force. 
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meter  coils,  ie  able  to  produce  a  deflecting:  torce  vhose  moment  it 
proportional  to  sin,  (d^ — j")  when  the  needle  is  defleoteJ  to  tP, 
Hence  it  follows  that  the  current  which  would  be  necesaary  tc 
produce  a  force  whose  moment  should  he  proportional  to  sin.  d" 

for  the  same  poaition  of  the  needle  must  he '- — '■ —  times  om 

nnit  current,  that  is,  mnat  be  proportional  to 


sin.  (iP— i") 
but  Buch  a  current  would  deflect  the  pointer  to  d^  when  the  galva- 
nometer was  so  placed  that  the  pointer  pointed  to  0'  for  no  current 
passing.    Hence,  to  obtain  the  calibration  curve,  we  have  simply  to 
plot  values  of  <1°  for  the  abscissa,  and  the  corresponding  valuea  of 


.in.  (<•—•) 
for  the  ordinates. 


Fig.  22. 

which  the  needle  swings  bade,  we  may  construct  a  sine 
the  following  way : — On  af.  Fig.  22,  any  tangent  of  U 
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on  which  the  scale  is  to  be  made,  mark  off  equal  parts  A  b,  B  o, 
OD,  &C.  From  b,  c,  d,  &c.,  draw  perpendiculars  to  a  p,  b  1,  o  2, 
p  3,  &c.)  meeting  the  circle  in  1,  2,  3,  &c. 

Then  the  sines  of  the  angles  a  o  1,  a  o  2,  a  o  8,  &c.,  are  propor- 
tional to  the  numbers  1,  2,  3,  &c.  For  drop  perpendiculars  1  0,  2  ^, 
8.,&c.,onoA:  Then  sin.  Aoi  ==  If 

o  1 
ba 

OA 

since  b  a  equals  la,  and  o  a  equals  o  1. 
Similarly  sin.  A  o  2    =  — 

^  OA 

and  so  on. 

Therefore,  the  sines  of  the  angles  are  proportional  to  A  b,  A  0, 
A  D,  &c. 

Therefore,  they  are  proportional  to  the  numbers,  1,  2,  3,  &c. 

If  we  wish  to  divide  the  whole  quadrant  into  an  exact  number 
of  subdivisions  in  this  way,  we  must  commence  by  marking  off 
on  the  tangent  A  p  a  length  a  f,  equal  to  the  radius  of  the  circle, 
and  then  subdivide  a  f  into  any  desired  number  of  equal  parts  in- 
stead of  taking  a  b,  b  c,  &c.,  any  equal  lengths. 

If,  when  using  this  scale,  it  be  found  on  sending  two  currents 
through  the  galvanometer  that  the  needle  deflects  through  the 
angles  a  o  2,  a  o  3  respectively,  the  mistake  must  not  be  made  of 
considering  that  the  currents  are  in  the  proportion  of  two  to  three, 
for  this  will  only  be  the  case  when  ao2,  ao3  are  the  angles 
through  which  the  needle  swings  back  after  the  galvanometer  has 
been  turned  in  each  case. 

34.  Portable  Galvanometer  with  Approximately 
Invariable  Absolute  Calibration. — A  type  of  portable 
galvanometer  (Fig.  23),  to  which  was  attached  a  very 
powerful  ^^permanent  magnety^  having  its  needle  made 
of  a  number  of  small  pieces  of  soft  iron,  was  made  and 
calibrated  absolutely  by  M.  Deprez,  in  1880.  The  scale 
was  divided  simply  into  degrees,  and  a  table  of  numbers 
giving  the  value  in  amperes  of  the  various  deflec- 
tions was  attached  to  the  instrument.  This  instrument 
rendered  considerable  service  in  the  early  days  of 
commercial  electric  lighting,  but  there  were  two  dis- 
advantages in  connection  with  its  use :  first,  as  the  scale 
was  divided  simply  into  degrees,  the  deflection  with- 
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out  tlie  uee  of  the  table  of  values  gave  no  indication  of 
the  strength  of  the  current  measured ;  aiid,  secondly,  it 
was  necessaiy  to  refer  to  thia  table  twice  over  when 


measuring  two  different  currents,  as  the  deflection  was 
not  dii-ectly  proportional  to  the  current.  The  current, 
in  fact,  increased  more  rapidly  than  the  angular  deflec- 
tion, a  result  which  is  generally  found  to  occur  in  ordi- 
nary galTanometeFB,  and  which  arises  from  the  deflection 
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of  the  needle  causing  it  to  move  into  a  position  in  which 
the  current  passing  round  the  coil  acts  with  less  £orce 
on  the  needle  than  when  it  is  in  the  zero  position  or 
parallel  to  the  plane  of  the  coil 

36.  Gonstniction  of  Galvanometers  in  which  the 
Angular  Deflection  is  Proportional  to  the  Current. 
— We  have  already  seen  (page  43)  that  the  current  is 
proportional  to  the  tangent  of  the  deflection  of  the 
galvanometer  needle,  when  neither  the  magnitude  noi 
direction  of  the  controlling  force  is  altered  as  the  needle 
moves  into  a  new  position  on  being  deflected,  and  when, 
in  addition,  the  direction  of  the  controlling  force  is  at 
right  angles  to  the  direction  of  the  force  with  which  the 
current  passing  round  the  coil  acts  on  the  needle. 

In  order,  therefore,  that  the  angular  deflection  may  be 
directly  proportional  to  the  cun^ent,  we  must  either 
cause  the  needle  on  being  deflected  to  move  into  a  posi- 
tion in  which  the  current  passing  round  the  coH  acts 
more  powerfully  on  it,  or  into  a  position  in  which  the 
controlling  force  becomes  weaker;  or  we  may  arrange 
that  both  these  results  may  be  produced. 

The  first  condition  may  be  obtained  in  a  rough  way 
by  employing  the  very  defect  of  construction  previously 
referred  to  in  the  adjustment  of  the  tangent  galvano- 
meter, and  which  made  the  deflection  on  one  side  of  the 
zero  larger  than  that  produced  by  the  same  current  on 
the  other — viz.,  not  putting  the  coil  so  that  its  plane  was 
parallel  to  the  suspended  magnet  when  no  current  was 
passing  through  the  coil.  The  needle,  when  deflected  to 
that  side  on  which  the  greater  deflection  is  obtained,  will, 
instead  of  moving  from  a  stronger  to  a  weaker  part  of 
the  magnetic  field  produced  by  the  current,  move  at  firat 
into  a  stronger  part,  and  then  afterwards  into  a  slightly 
weaker  part.  The  efiect  of  this  arrangement  is  to  make 
the  propoiiiional  law  connecting  current  and  deflection 
true  for  a  much  larger  deflection  from  the  undeflected 
position  of  the  needle  than  if  we  commenced  with  the 
needle  parallel  to  the  plane  of  the  coil  for  no  cun*ent 
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But  this  arrangement  has  the  disadvantt^e  that  it  can 
only  be  used  for  currents  deflecting  the  needle  to  one 
side  of  the  scale,  for,  if  the  current  be  flowing  in  the 
opposite  direction,  the  defect  of  want  of  proportionality 
between  current  strength  and  deflection  will  be  in- 
creased. 

This  plan,  by  means  of  which  the  proportionality  on 
one  side  of  the  scale  ia  sacrificed  to  increase  that  on  the 
other,  has  been  employed  by  the  author,  and  later  on  by 


MM.  Cai'pentier  and  Deprez,  for  making  proportional 
galvanometers. 

If  the  "controlling  fitld"  be  a  uniform  fleld,  such  as 
is  produced  by  the  earth's  magnetism,  that  is,  if  the  con- 
trolling force  acting  on  the  jiole  of  a  given  niagnet  is  the 
same  both  in  magnitude  and  direction  at  all  points,  then 
the  aiTangement  shown  in  Fig.  24,  and  which  has  been 
worked  out  by  Messrs.  Walmsley  and  Mather,  two  of 
the  assistants  at  the  Finsbury  Technical  College,  may  be 
employed.  The  instrument  consists  of  two  coils  shaped 
as  shown,  and  the  special  device  consists  in  fixing  them 
so  that  they  are  separated  by  a  distance  a  little  less  than 
the  length  of  the  needle.  The  instrument  is  placed  so 
that  when  no  current  is  passing  through  the  coils  the 
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needle  hangs  symmetrically  between  them,  and  it  i* 
found  that  direct  proportionality  of  current  and  deflec- 
tion up  to  45°  to  50°  is  obtained  from  the  fact  that,  with 
the  arrangement  indicated,  the  needle,  on  being  de- 
flected, moy<|s  into  a  position  in  which  the  current  acts 
more  powerfully  on  it,  or  shortly  into  a  more  powerful 
part  of  the  ^^  deflecting  fl^ldJ^  Galvanometers  of  this 
type  are  shown  in  use  in  Figs.  15  and  20. 

36.  Shielding  Oalvanometers  from  Extraneoas 
Magnetic  Disturbance. — If,  however,  the  instrument  is 
to  be  portable,  and  if  it  be  desired  that  the  deflections  of 
the  needle  should  be  unafiected  by  the  moving  about  of 
neighbouring  magnets  or  pieces  of  iron,  the  galvanometer 
must  be  '*  shieldtdy^  and  this,  as  stated  in  §  25,  can  be  done 
by  attaching  a  powerful  permanent  magnet  to  the  instru- 
ment, the  action  of  which  on  the  suspended  magnet  is  far 
stronger  than  that  likely  to  be  caused  by  any  other  neigh- 
bouring magnet.  When  using  such  a  permanent  magnet, 
there  are  two  well-defined  ways  employed  by  the  author 
for  obtaining  direct  proportionality.  The  first  consists  in 
winding  the  insulated  wire  on  the  two  halves  of  a  brass 
bobbin  A  (Fig.  25),  separated  by  a  brass  tube  T,  in  which 
the  pivoted  soft  iron  needle  canying  the  pointer  moves, 
and  attaching  soft  iron  pole-pieces  P  P,  hollowed  out  as 
shown  in  the  figure,  to  the  permanent  magnet  M  M.  The 
wire  is  wound  on  the  bobbin  (which  in  the  figure  is 
shown  unwound),  much  as  cotton  is  wound  on  a  reel ;  non3 
is  wound  on  the  tube  T,  and  the  coils  on  the  two  halves 
of  A  are  electrically  connected  with  a  wire  passing  by  the 
side  of  T ;  into  the  ends  of  the  brass  bobbin,  soft  iron 
cores  F  F  are  screwed,  the  outer  ends  of  which  are  seen 
in  the  figure.  The  other  ends  of  these  soft  iron  cores 
project  a  considerable  distance  into  the  brass  tube, 
and  the  result  is  that  on  the  needle  being  deflected 
from  the  position  it  occupies  when  no  current  is  pass- 
ing round  the  coils,  and  which  is  along  a  diameter 
of  the  tube  t  at  right  angles  to  the  axis  of  A  a,  its 
ends  come  nearer  the   noses  of  these  soft   iron   cores 
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inside  the  bobbin  A  a.  Hence  the  deflecting  force 
grows  much  stronger  as  the  soft  iron  needle  is  deflected. 
The  alteration  in  the  strength  of  the  controlling  force 
depends  on  the  exact  curvature  given  to  the  ends  of  the 
soft  iron  pole-pieces  p  p,  which  embrace  the  brass  tube  T. 


If  the  curvature  of  the  pole-pieces  is  much  greater  than 
that  of  the  tube  T,  and  the  pointed  edges  of  the  pole- 
pieces  be  pressed  against  the  tiibe  so  as  to  approach  the 
needle  as  nearly  as  possible,  then  the  action  of  the  con- 
trolling field  will  somewhat  increase  in  strength  when 
the  needle  is  deflected,  since  the  ends  of  the  needle  will 
come  nearer  the  iron  of  the  pole- pieces  when  the  needle 
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is  deflected ;  whereas,  if  the  curvature  of  the  ends  of  the 
pole-pieces  be  much  less  than  that  of  the  tube — if,  in  fact, 
the  ends  of  the  pole-pieces  be  nearly  flat — then  the  action 
of  the  controlling  field  will  become  weaker  as  the  needle 
is  deflected. 

When  no  soft  iron  cores  vf  are  employed,  the 
"  straight  line  "  or  ^^proportional"  law  can  be  produced  by 
taking  advantage  of  the  fact  that  the  deflecting  field 
increases  in  strength  as  the  needle  is  deflected,  in  conse- 
quence of  its  poles  entering  more  into  the  coils  wound 
on  the  two  halves  of  the  bobbin  A  A.  In  that  case  the 
ends  of  the  pole-pieces  p  p  should  only  be  very  slightly 
curved.  For  the  purpose,  however,  of  making  the 
final  adjustment  for  sensibility,  to  be  described  a  little 
farther  on,  the  use  of  the  soft  iron  cores  r  f  screwed, 
more  or  less,  into  the  ends  of  the  bobbin  is  found  to  be 
very  convenient,  and,  as  already  explained,  their  pre- 
sence  leads  to  the  deflecting  force  much  increasing  in 
strength  as  the  needle  is  deflected.  The  result  of  this 
is  that  the  cprrection  is  too  great,  that  is  to  say,  instead 
of  the  angular  deflection  increasing  less  rapidly  than  the 
current,  which  is  the  ordinary  result  obtained  with  gal- 
vanometers, the  deflection  would  increase  much  more 
rapidly  than  the  current,  giving  a  flab  instead  of  a  steep 
calibration  curve.  To  avoid  this  over-correction  the  cur- 
vature of  the  pole-pieces  must  be  considerable. 

The  final  result  then  obtained  is  as  follows : — If  the 
cores  F  F  are  too  far  in,  the  calibration  curve  is  flat,  that 
is,  the  angular  deflection  increases  more  rapidly  than  the 
current ;  if  too  far  out,  the  calibration  curve  is  steep,  or 
the  angular  deflection  increases  less  rapidly  than  the 
current ;  but  between  these  two  limits  there  are  several 
positions  of  the  cores  giving  nearly  perfect  proportionality 
between  deflection  and  current.  Within  these  limits  the 
cores  may  be  adjusted,  and  the  sensibility  of  the  instru- 
ment altered.  If  they  be  screwed  out,  it  will  require  a 
larger  current  to  produce  the  same  deflection ;  while,  on 
the  other  hand,  if  they  be  screwed  in,  the  opposite  eflect 
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will  be  produced.  Hence,  within  these  limits,  any  defloc- 
tion  may  be  made  to  correspond  ^wrmaneiitly  with  any 
current. 

87.  Direot-Eeadinff  Qalvanometers.  —Hence,  by  the 
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employment  of  these  cores,  we  can  not  only  construct 
an  instrument  in  which  the  deflection  shall  be  directly " 
proportional  to  the  current,  but  we  can  use  a  dial 
graduated  in  amperes  instead  of  in  degrees,  and  so  ob- 
tain   a    "  direct  -  reading    galva/noineter "    as   shown    in 
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Fig,  26.*  For,  although  it  would  be  very  difficult  to  fill 
the  bobbin  with  a  particular  gauge  of  wire,  so  that  with 
a  particular  controlliag  magnet  a  given  number  of 
amperes  ahall  produce  exactly  a  particular  deflection,  it 


is  easy  by  trial  to  approximate  to  this,  and  then  finally 
adjust  the  instrument  by  screwing  the  soft  iron  cores  a 
little  in  or  out  until  any  particular  deflection  on 
the  dial  is  produced  by  exactly  the  niiiwber  of  amperen 
of  currents  marked  opposite  that  deflection  on  the  dial. 
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And  should  the  permanent  magnet  lose  its  strength  from 
time  to  time,  when  the  instniment  will  of  course  become 
more  sensitive,  we  can,  by  screwing  out  the  cores,  re- 
adjust it  so  that  it  will  still  continue  to  be  a  correct 
direct-reading  galvanometer. 

Another  plan,  and  probably  a  still  better  one  tor 
obtaining  all  the  above  results,  is  to  make  the  opening 
in  the  bobbin  A  through  which  the  pivoted  needle  is 
inserted,  in  the  construction  of  the  instrument,  much 
smaller,  as  shown  in  Fig.  27,  so  that  the  wire  can  be 
coiled  almost  continuously  from  one  end  of  the  bobbin  to 
the  other  without  the  gap  in  the  bobbin  necessitated  by 
the  tube  T  (Fig.  25).  With  the  arrangement  of  Fig.  27 
the  deflective  force  is  but  slightly  increased  as  the  needle 
is  deflected  ;  hence,  to  obtain  the  proportional  line  the 
controlling  force  must  be  made  to  diminish  as  the  needle 
turns,  which  result  can  be  obtained  by  curving  the  ends 
of  the  soft  iron  polo-pieces  in  the  way  shown  in  p  p  (Fig. 
27)  that  is,  by  making  them  convex  instead  of  concave 
to  the  coil,  as  was  done  with  the  previous  arrangement. 

38.  Advantages  of  the  Previous  Types  of  Galvano- 
meters.— All  these  instruments  have  the  advantages  that 
their  indications  are  "  shieldedj^  that  is,  are  not  seriously 
aflected  by  the  presence  of  neighbouring  magnets  or 
pieces  of  iron ;  secondly,  if  the  needle  is  well  balanced 
the  instrument  can  be  used  in  any  position  without  any 
error  being  introduced  in  the  readings  ;  and,  thirdly,  as 
the  needle  is  very  light  (or,  more  strictly,  has  only  a  very 
small  "  moment  of  inertia  ")*  and  as  it  is  moving  in  a  very 
powerful  magnetic  field,  the  oscillations  of  the  needle  are 
very  quick,  and  die  out  very  rapidly,  so  that  if  the 
current  that  is  being  measured  has  a  sudden  change  in 
its  strength,  the  needle  moves  sharply  from  one  point  of 
the   scale   to   another   point,    where   it   stops   dead    in 

♦  The  momerU  of  inet-tia  of  a  body  about  any  axis  is  found  by 
imagining  the  body  divided  up  into  a  large  number  of  very  small  parts, 
and  taking  the  sum  of  the  products  of  the  mass  of  each  part  into  the 
square  of  its  distance  from  the  axig^ 
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response  to  the  change  in  the  current  strength,  or  the 
instrument  is  "  dead-beat ";  whereas,  if  a  needle  of  large 
moment  of  inertia  were  employed  moving  in  a  weak 
magnetic  field,  then  on  any  change  taking  place  in  the 
current  strength  the  needle  would  simply  begin  to 
oscillate  over  the  scale,  and  many  changes  might  take 
place  in  the  current  strength,  the  current  even  remaining 
constant  at  each  of  its  various  values  for  a  very  decided 
time  before  the  needle  would  come  to  rest  and  allow  any 
measurements  to  be  taken.  The  advantage  of  employing 
a  dead-beat  instrument  is  very  marked  when  the  current 
produced  by  a  dynamo  worked  by  a  gas-engine  has 
to  be  measured.  If  the  instrument  is  dead-beat  every 
change  in  the  current  produced  by  the  slight  change 
of  speed  of  the  gas-engine  at  each  explosion  of  the  gas  is 
accurately  recorded  ;  indeed,  the  slight  change  of  speed 
that  occurs  each  time  the  joint  in  the  driving  belt,  if  it 
be  a  "  lap-joint,^^*  and  not  a  "  butt-joint ,"  passes  over  the 
driving  pulley,  is  observed  ;  whereas,  if  the  instrument  be 
not  dead-beat  these  fluctuations  in  the  current  merely 
cause  the  needle  to  keep  up  a  constant  vibration  over  the 
scale,  and  so  prevent  any  accurate  readings  being  taken. 

Other  forms  of  current  galvanometers  are  given 
farther  on  (page  377),  and  another  method  of  shielding 
by  putting  the  galvanometer  in  an  iron  box,  with  veiy 
thick  sides,  is  considered  in  §  53,  page  103,  and  by  giving 
the  needle  a  motion  of  translation  in  §  202,  page  390. 

39.  Ammeter. — Such  a  dead-beat  direct -reading  gal- 
vanometer is  frequently  called  an  " ammeter"  hence  the 
name  on  the  dial  of  Fig.  26,  and  we  may  temporarily 
regard  such  an  ammeter  as  our  commercial  instrument 
for  measuring  current  strengths  in  amperes. 

Other,  and  more  modem,  types  of  ammeters  are  described 
farther  on  (page  382),  where  also  are  stated  the  advantages 
and  disadvantages  of  some  of  the  most  important  kinds. 

*  A  lap-joint  is  made  by  putting  one  end  of  the  leather  belt  over 
the  other,  and  lacing,  or  riveting,  them  together;  while  in  a  butt- 
joint  the  ends  are  simply  brought  together,  but  not  put  one  over  th© 
other. 
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CHAPTER   111. 

DIFFERENCE  OF  POTENTIALS,  ELECTRIC  QUANTITY,  DENSITY, 

AND  THEIR  MEASUREMENT. 

40.  Difference  of  PotentiaLi — 41.  Potential  of  the  Earth  Arbitrarily 
taken  as  Nought — 42.  The  Difference  of  Potentials  between  Two 
Conductors  does  not  Measure  the  Difference  in  their  Electric 
Charses  —  43.  Volt  —  44.  Measuring  Potential  Difference  by 
Weighing — 45.  Increasing  the  SensibiBty  of  the  Weight  Electro- 
meter by  Using  an  Auxilmry  High  Potential — 46.  Bough  Electro- 
meter— 47.  Action  of  a  Gold-leaf  Electroscope — 48.  Objections  to 
the  Ordinary  Methods  of  Constructing  Gold-leaf  Electroscopes — 
49.  Conduction  and  Induction — 50.  Potential  Uniform  at  all 
Points  inside  a  Closed  Conductor — 51.  No  Force  inside  a  Closed 
Conductor  due  to  Exterior  fSectrification — 52.  A  Metallic  Box 
not  a  Magnetic  Screen  unless  made  of  Very  Thick  Iron — 53. 
Marine  Galvanometer— 54.  Beflecting  Galvanometers — 55.  Angular 
Motion  of  the  Beflected  Bay  is  Twice  the  Angular  Motion  of  the 
Mirror — ^56.  Connection  between  the  Motion  of  the  Image  on  a 
Plane  Scale  and  the  Angular  Deflection  of  the  Mirror — 57.  Static 
Electrical  Apparatus  should  be  Enclosed  in  a  Metallic  Case  — 
58.  Quantity  of  Electricity — ^59.  Comparison  of  Quantities  of 
Electricity — 60.  Quantity  of  Electricity  produced  by  Bubbing 
Two  Bodies  Together  —  61.  Object  of  Bubbing  Two  Bodies 
Together  to  Produce  Electrification— 62.  Proof-plane — 63.  Electric 
Density— 64.  Density  is  Nought  on  the  Inner  Surface  of  a  Closed 
Conductor — 65.  Potential  of  a  Conductor  Depends  Partly  on  the 
Amount  of  Electricity  on  it  —  66.  Potential  of  a  Conductor 
Depends  Partly  on  its  Shape— 67.  Potential  of  a  Conductor  De- 
pends Partly  on  its  Position — 68.  Modes  of  Varying  the  Potential 
of  a  Conductor — 69.  Examples  showing  the  Difference  between 
Potential  Density  and  Quantity  —  70.  Static  and  Current 
Methods  of  Measuring  Potential  Differences  Compared — 71.  When 
a  Potential  Difference  Galvanometer  may  be  Employed — 72.  Volt- 
meter. 

40.  Diflference  of  Potentials. — When  a  cunent  of 
electricity  is  flowing  through  a  wire  it  has  the  same 
strength  at  all  cross-sections  of  the  wire  ;  if,  for  example, 
the  wire  be  cut  anywhere,  and  a  galvanometer  be  put  in 
the  circuit,  the  galvanometer  will  always  show  the  same 
deflection  while  the  same  current  is  flowing.  In  the 
£ame  way  in  the  case  of  a  water-pipe,  the  quantity  of 
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water  passing  every  cross-section  of  the  pipe  per  second 
is- exactly  the  same  as  soon  as  the  flow  of  water 
becomes  a  ^^  steady  ^^  one.  Just  at  the  commencement, 
when,  for  example,  some  water  has  entered  at  one  end 
of  the  pipe,  and  none  has  flowed  out  at  the  other — when 
the  pipe  is  filling,  in  fact — the  flow  at  different  cross- 
sections  may  be  different;  so  also,  in  many  cases,  just 
at  the  moment  after  completing  an  electric  circuit,  the 
current  will  differ  at  different  cross-sections.  But  as  soon 
as  the  flow  in  each  case  becomes  a  steady  one  this  dif- 
ference disappears,  and  the  strength  of  the  water  current, 
that  is,  the  number  of  gallons  of  water  passing  per 
minute  (not,  of  course,  the  velocity  of  the  particles  of 
water)  is  the  same  at  all  parts  of  the  pipe,  even  if  the 
pipe  be  broad  at  some  points  and  narrow  at  others,  so 
also  the  strength  of  the  electric  current  flowing  through 
a  single  circuit  is  "  uniform  "  *  at  all  parts  of  the  circuit, 
independently  of  the  thickness  of  the  conductor  and  of 
the  material  of  which  it  is  made. 

But,  although  the  stream  of  water  is  the  same  at  all 
parts  of  the  pipe,  the  pressure  per  square  inch  of  the 
water  is  by  no  means  the  same,  even  if  the  pipe  be  quite 
horizontal  and  of  uniform  gauga  This  pressure  per 
square  inch  of  the  water  on  the  pipe,  which  is  the  same 
as  the  pressure  per  square  inch  of  one  portion  of  the 
water  on  another  portion  at  the  same  part  of  the  pipe, 
becomes  less  and  less  as  we  proceed  in  the  direction  of 
the  flow,  along  a  horizontal  pipe  of  uniform  sectional  area. 
It  is,  in  fact,  this  difference  of  pressure,  or  "  loss  of  heady" 
as  it  is  sometimes  called,  that  causes  the  flow  to  tfiie  place 
against  the  friction  of  the  pipe,  the  difference  of  pressure 
at  any  two  points  in  the  case  of  a  steady  flow  through  a 
horizontal  pipe  of  uniform  sectional  area  being  equal  to 

*  Uniform  refers  to  space,  constant  to  time.  The  height  of 
the  houses  in  a  street  is  generally  not  uniform,  but  it  is  constant 
as  long  as  there  is  no  change  made  in  the  height  of  the  houses. 
If  water  be  run  out  of  a  cistern  the  level  at  all  parts  of  the  surface 
of  the  water  is  uniform,  but  it  is  not  constant,  since  it  steadily  falls  as 
the  water  runs  out. 
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the  frictional  resistance  of  that  length  of  pipe  for  that 
particular  flow. 

Quite  analogous  with  this  there  is,  ia  the  case  of 
an  electric  current  flowing  through  a  conductor,  a 
"  difference  of  potentials  "  at  two  points  in  the  conductor, 
and  this  difference  of  potentials  is  necessary  to  overcome 
the  "  resistance  "  of  the  conductor,  or  opposition  that  it 
oflers  to  the  passage  of  an  electric  current  through  it. 


The  pressure  per  square  inch  of  the  water  at  any 
jioint  in  a  tube  conveying  a  stream  can  be  ascertained  by 
attaching  a  vertical  stand-pipe  to  the  tube,  and  seeing  to 
what  height  the  water  is  forced  up  in  this  stand-pipe,  and 
if  at  a  number  of  points  a,  b,  c,  d,  e,  p  (Fig.  28)  in  a 
glass  tube  1 1,  conveying  a  stream  of  wat«r,  a  series  of 
vertical  glass  stand-pipes  s,,  Sj,  &c.,  be  fixed,  the  height 
to  which  the  water  is  forced  up  in  tJiem  will  show  the 
distribution  of  pressure  along  the  pipe.  If  the  tube  1 1 
be  horizontal,  straight,  and  of  uniform  cross  section,  and 
if  the  flow  of  water  be  a  steady  one,  then  the  tops  of  the 
water  in  the  stand-pipes  will  he  found  to  all  lie  i 
straight  line,  from  which  it  follows  that  the  difl^ 
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of   pressure  between  any  two  points  is  proportional  to 
the  distance  between  the  points. 

If  the  screw  pinch-cock  s  be  fully,  or  nearly  fully,  open, 
and  that  at  s'  fully  open,  the  stream  of  water  through 
the  tube  1 1  will  be  rapid,  and  the  tops  of  the  columns  of 
water  in  the  stand-pipes  will  lie  in  a  straight  line  such  as 
Ti  Tj  Tp  If  the  cock  s  be  screwed  up  a  little  so  as  to 
squeeze  the  bit  of  indiarubber  tube  (that  at  s'  still  re- 
maining fully  open)  the  flow  will  be  diminished,  and  the 
line  joining  the  tops  of  the  columns  of  water  in  the  stand- 
pipes  will  make  a  less  angle  with  the  horizontal,  or 
occupy  a  position  TjTjTj.  As  the  cock  s  is  screwed 
up  more  and  more  the  line  is  tilted  up  more  and  more, 
until  at  last,  when  the  cock  is  shut  and  the  water  turned 
off  altogether,  the  line  becomes  horizontal,  t^^T/^t^,  and  is  at 
the  same  level  as  the  top  of  the  water  in  the  cistern. 
The  inclination  of  this  line  to  the  horizontal,  therefore, 
diminishes  as  the  flow  of  water  diminishes,  and  becomes 
nought  when  the  flow  ceases  altogether. 

So,  in  the  same  way,  the  ^^  electric  potentiaV*  at  different 
points  of  a  wire  conveying  a  current  can  be  measured 
statically  by  an  apparatus  that  will  be  described  farther  on 
(§  ^^9  P^6  i^O))  ^^<^  if  ^  number  of  measurements  be  made 
of  llic  potential  at  different  points  of  a  circuit  conveying  a 
current,  it  will  be  found  that  the  results  are  smaller  and 
smaller  as  we  proceed  in  one  direction ;  and,  farther,  if 
the  conductor  be  all  of  uniform  gauge,  and  made  of  the 
same  material,  and  the  electric  current  be  a  steady  one, 
it  will  be  found  that  the  difference  of  potential  between 
any  two  points  is  proportional  to  the  length  of  the 
conductor  between  these  points. 

This  analogy  between  the  distribution  of  water- 
pressure  and  of  electric  potential,  is  a  very  useful  one  for 
students  in  enabling  them  to  grasp  the  idea  of  electric 
potential ;  but,  like  many  other  analogies,  it  must  not  be 
pressed  too  far;  for  example,  a  bend  in  a  pipe,  even 
with  a  steady  flow  of  water,  is  found  to  cause  a  falling  off 
in  the  water-pressure ;  whereas,  a  bend  in  a  wire  has  no 
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effect  on  the  electric  potential  if  ,a  steady  current  is 
flowing;  or,  again,  if  there  be  a  sudden  expansion  or 
contraction  in  a  pipe,  there  is  a  sudden  alteration  of 
the  water-pressure,  which  has  no  analogy  in  any  sudden 
alteration  of  the  electric  potential  at  a  point  in  a  circuit 
where  the  sectional  area  of  the  conductor  changes 
abruptly. 

In  fact,  the  flow  of  water  or  of  gas  in  a  pipe  can  be 
diminished  to  any  extent  by  a  contraction  of  one  point 
onlyy  which  may  be  practically  effected  by  partially  closing 
a  tap.  For  example,  if  the  screw  pinch-cock  s'  be  par- 
tially closed,  a  great  resistance  to  the  flow  of  the  water 
will  be  introduced  at  this  point,  shown  by  the  fact  that 
the  line  joining  the  tops  of  the  columns  of  water  in  the 
stand-pipes  now  breaks  up  into  two  portions  Tg  Tg  Tg  and 
Tg'  Tg'  Tg',  parallel  to  one  another,  but  the  one  much  below 
the  other  ;  whereas,  if  an  electric  circuit  consist  of  many 
yards  of  wire,  no  appreciable  alteration  of  the  current  will 
be  produced  by  making  only  half  an  inch  of  the  wire 
have,  say,  one-tenth  of  its  previous  sectional  area.  If, 
however,  the  current  be  so  strong  as  to  fuse  the  wire,  then 
the  current  will  become  nought,  just  as  the  stream  of 
water  or  gas  becomes  nought  on  the  tap  being  entirely 
closed,  and  the  analogy  of  fluid  and  electric  flow  will 
again  hold. 

41.  Potential  of  the  Earth  Arbitrarily  taken  as 
Nought. — Unfortunately  the  statical  measurement  of 
electric  potential  is  not  nearly  as  simple  as  the  statical 
measurement  of  fluid  pressure,  in  consequence  of 
the  forces  produced  by  the  mutual  attractions  of  any 
two  ordinary  bodies  charged  with  electricity  being  very 
small.  Potential  has  also  to  be  measured  relatively,  in 
the  way  that  temperature  is  usually  measured,  and  not 
from  a  zero,  or  starting-point,  as  can  be  employed  in  the 
measurement  of  length  or  weight.  The  same  length  may 
be  called  one  yard,  or  three  feet,  or  thirty-six  inches,  or 
91*44 centimetres, but  a  length  that  is  nought  on  anyone 
of  these  systems  of  measurement  is  nought  on  them  all ; 
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whereas,  not  only  is  the  temperature  which  is  called  15° 
on  the  Centigrade  scale  called  59°  on  the  Fahrenheit,'  but 
the  temperature  that  is  called  0°  on  the  former  is  called 
32°  on  the  latter.  In  the  measurement  of  temperature, 
then,  we  take  the  temperature  of  some  definite  body  and 
call  it  0°,  and  we  do  not  imply  by  doing  so  that  no  lower 
temperature  can  be  obtained ;  so,  in  the  measurement  of 
potential  we  take  the  potential  of  a  certain  body  and 
call  that  potential  nought — the  electric  potential  that  is 
arbitrarily  taken  as  nought  being  that  of  the  earth. 

In  thus  taking  the  potential  of  the  earth  as  the 
potential  level  to  measure  from,  no  assumption  is  made  as 
to  the  earth  having  no  charge  of  electricity  on  it ;  indeed, 
so  far  from  that,  experiment  shows  that  the  earth 
produces  exactly  the  same  electrical  effects  as  it  would  if 
it  were  "  negatively  "  or  "  resinously  "  electrified  :  that  is, 
electrified  in  the  same  way  as  is  a  piece  of  ebonite  after 
being  rubbed  with  a  piece  of  dry  fiannel,  and  oppositely 
electrified  to  a  piece  of  dry  smooth  glass,  which,  after 
being  rubbed  with  a  piece  of  dry  silk,  is  said  to  be 
"  positively,^*  or  "  vitreously,**  electrified. 

Measuring  potentials  relatively  to  that  of  the  earth 
is  simply  like  measuring  heights  above  the  Trinity  water- 
mark, or  measuring  longitude  east  or  west  of  Greenwich. 

42.  The  Difference  of  Potentials  between  Two  Con- 
ductors does  not  Measure  the  Difference  in  their  Electric 
Charges. — The  fact  that  two  conductors  differ  in  poten- 
tial tells  us  nothing  about  the  quantities  of  electricity  in 
either  of  them,  nor  whether  these  quantities  are  positive  or 
negative,  nor  even  whether  either  of  the  bodies  is  charged 
with  electricity  at  all  {see  8,  §  69,  page  124).  All  that  we 
can  deduce  from  the  fact  that  two  conductors,  made  of  the 
same  material,  differ  in  potential  is  that  if  they  be  joined 
by  a  wire  there  will  be  a  flow  of  electricity,  or  a  current 
from  one  to  the  other,  until  this  difference  of  potential  is 
destroyed ;  and  we  say  that  the  one  from  which  ^* positive  " 
electricity  flows  has  <iie  "  higher  potential"  or  a  "  positive 
potential"  relatively  to  the  other.     In  the  same  way,  by 
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knowing  the  fact  that  the  pressure  of  the  gas  in  two 
gas-holders  is  different,  we  have  no  information  as  to  the 
quantities  of  gas  in  either  of  the  vessels,  but  we  merely 
are  sure  that,  if  the  vessels  be  joined  by  a  pipe,  gas  will 
flow  from  the  vessel  in  which  the  pressure  is  greater  into 
that  in  which  it  is  less  as  long  as  any  difference  in 
pressure  remains.  So,  in  the  same  way,  if  two  vessels 
standing  on  the  table  contain  water,  and  if  we  merely 
know  that  the  level  of  the  water  in  one  of  them  is  higher 
than  that  in  the  other,  we  can  tell  nothing  about  the 
number  of  gallons  of  water  in  the  two  vessels ;  but  what 
we  do  know  is,  that  quite  irrespectively  of  the  size  of  the 
vessels,  or  of  the  quantity  of  water  in  them,  if  the  two 
vessels  be  joined  together  by  a  pipe  anywhere  below  the 
lower  water-level,  water  will  flow  from  that  in  which  the 
level  is  higher  into  that  in  which  it  is  lower  until  this 
difference  of  level  is  destroyed. 

So,  again,  we  can  form  no  conception  from  the  fact 
that  one  body  is  hotter  than  another  as  to  the  amount  of 
heat  either  will  give  out  in  cooling  down  to  the  freezing 
temperature,  or  even  which  of  the  two  will  give  off  the 
greater  amount  of  heat  when  so  cooled ;  the  existence  of 
a  difference  of  temperature  between  two  bodies  only 
justifies  us  in  concluding  that  if  the  bodies  be  so  placed 
that  heat  can  pass  from  one  to  the  other,  heat  will 
pass  from  the  hotter  to  the  colder  as  long  as  any  dif- 
ference of  temperature  exists. 

Difference  of  potential  in  electricity  is  therefore 
analogous  with  difference  of  pressure  in  gases,  with 
difference  of  level  in  liquids,  and  with  difference  of 
temperatv/re  in  hea;t. 

From  what  has  been  said,  it  follows  that  if  two 
conductors  of  the  same  material  be  in  electric  connection 
with  one  another,  and  if  no  current  be  flowing  from  one 
to  the  other,  the  potential  of  the  two  bodies  must  be  the 
same.  Hence  the  potential  at  all  points  of  a  conductor  on 
which  electricity  is  at  rest  must  be  uniform. 

43.  Volt. — If  two  conductors,  having  different  electrio 
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potentials,  be  brought  into  the  immedrate  neighbourhood 
of  one  another,  what  is  called  ^^ inductive  action"  will 
take  place  between  them  :  that  is  to  say,  the  presence 
of  each  will  disturb  the  distribution  of  electricity  on  the 
other,  and  there  will  be  an  attractive  force  tending  to 
make  the  bodies  approach  one  another.  The  magnitude 
of  this  force  is  connected  in  a  perfectly  definite  way 
with  the  difference  of  potentials  between  the  bodies, 
their  sizes  and  shapes,  and  their  positions  relatively  to 
one  another,  but  this  connection  is  in  general  a  com- 
plicated one.  If,  however,  the  opposed  surfaces  of  the 
two  conductors  be  planes  parallel  to  one  another,  this 
force  will  be 

4-508  X  10-^°  X  V« 
— grammes 

for  each  square  centimetre  of  the  opposed  surfaces,  where 
V  is  the  potential  difference  in  ^^ volts"  between  the 
conductors,  and  d  the  perpendicular  distance  in  centi- 
metres between  the  surfaces. 

If  the  force  be  measured  in  grains,  the  distance  in 
inches,  and  the  unit  of  attracted  area  be  one  square  inch, 
then  the  force  becomes 

6-955  X  10-«  X  V 


In  order  that  this  formula  may  be  rigorously  true,  it 
is  necessary  that  the  bit  of  the  plane  surface  on  which 
we  are  considering  the  attraction  should  be  situated  at  a 
distance  from  the  edge  of  the  plane  which  is  large  in 
comparison  with  d. 

The  particular  values  of  the  constants  employed  in 
the  last  two  expressions  have  not  been  selected  arbitrarily. 
The  selection  of  special  units  for  the  measurement  of 
force,  distance,  area,  and  potential  difference  determines 
the  values  of  the  constants  in  each  particular  case,  so 
that  while  the  first  set  applies  to  grammes,  centimetres, 
and  volte,  the  second  set  appUes  to  grains,  inches,  and 
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volts.  For  a  certain  set  of  units  of  force,  distance,  area, 
and  potential  difference  (viz.,  dynes,  ceutimetres,  squai'e 
centimetres,  and  absolute  electrostatic  units  of  potential 
difference),  the  constants  become  atill  simpler,  and,  indeed, 
the  magnitude  of  the  electrostatic  unit  of  potential  differ- 
ence was  selected  so  as  to  make  the  fundamental  equations 
of  attraction  as  simple  as  possible.    This  unit  of  potential 


Pig.  39 

difference,  however,  is  not  used  practically  for  several 
reasons,  one  of  wliich  is  that  it  is  much  too  large  for 
such  purposes;  hence,  the  equations  just  given,  and 
which  are  expressed  in  what  are  called  engineer's  units, 
contain  what,  at  fii-st  sight,  might  appear  to  be  arbitraiy 
constants. 

44.  Ifeasnrin^  Potential  Difference  by  Weig:hinp. 
^We  can,  therefore,  measure  the  potential  difference 
between  two  conductors  by  weighing  the  attraction,  and 
Fig,  29  shows  a  rough  lecture  model  of  a  "  weigJU  electro- 
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meter  "  for  effecting  this  result.  A  is  a  metallic  plate  insu- 
lated from  the  ground,  but  in  electric  connection  with  any 
conductor  p,  and  therefore  having  the  potential  of  P.  B 
is  a  plate  suspended  by  fine  wires  from  one  end  of  the  beam 
of  a  balance  which  is  well  insulated  from  the  ground,  but 
in  metallic  connection  with  c  and  d,  and  with  a  body  q. 
B,  c,  and  D  have  therefore  the  potential  of  Q.  c  d  is 
in  reality  a  square  or  circular  plate,  with  a  hole  cut  in 
it,  which  is  nearly  filled  up  by  B,  as  seen  in  Fig.  30,  the 
distance  between  the  outer  edge  of  B 
and  the  inner  edge  of  c  d  being  about 
three-quarters  of  a  millimetre,  or  0  03  of 
an  inch.  The  use  of  the  "  guard  ring^^ 
as  it  is  called,  c  D,  is  to  cause  the  law 
given  above  to  be  accurately  true  for  all 
parts  of  B  when  the  lower  surface  of  b  is 
in  the  same  plane  as  the  lower  surface  Pig.  30. 

of  c  D  (see  the  last  paragraph  but  one, 
page  87) ;  and  the  instrument  is  so  adjusted  that  when  the 
pointer  points  to  nought  on  the  scale,  that  is,  when  the 
balance  indicates  the  equality  of  the  weight  in  the  right- 
hand  scale-pan  and  the  attraction  of  b,  the  lower  surfaces 
of  B  and  c  D  are  in  one  plane. 

Such  an  apparatus  can  be  used  to  measure  a  large 
difference  of  potential  absolutely  in  volts,  and  we  might 
define  2,000  volts  as  the  difference  of  potential  between 
A  and  B  when,  the  distance  between  a  and  b  being  half  a 
centimetre,  and  the  area  of  b  100  square  centimetres,  the 
force  acting  on  b  was  0 '721 28  grammes.  As  will  be  seen, 
however,  later  on  (§81,  page  141),  it  is  more  convenient 
to  define  a  volt  in  terms  of  the  ampere  (the  standard 
of  current)  and  the  "  ohm  "  (the  standard  of  resistance). 

Example  17. — If  in  the  apparatus  shown  in  Fig."  29 
the  suspended  plate  b  were  square,  and  its  edge  1  -4  centi- 
metres long,  and  if  the  distance  between  it  and  the  fixed 
plate  A  were  3  millimetres,  what  potential  difference  in 
volts  must  be  maintained  between  A  and  B  so  that  the 
attractive  force  may  be  1  milligramme  % 
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From  what  has  preceded,  we  see  that  the  attractive 
force  on  each  square  centimetre  of  the  area  of  the  sus- 
pended plate  is 

4-508  X  10-^®  V 

0  •3» grammes, 

thtjrefore  the  force  on  the  whole  suspended  plate  is 

4-508  X  lO-^^V^ 
l-4»x -— grammes, 

and   this,   by    the   question,  has  to  be  equal  to  0*001 
grammes.     Hence 

0-3  X  10^         /  0001 


V  = 


V0( 


1-4  V     4-508 

Answer. — 319-2  volts. 


Example  1 8. — If  the  movable  plate  be  circular,  what 
must  be  its  diameter  so  that  when  at  a  distance  of  1 
millimetre  from  the  fixed  plate  a  difference  of  potentials 
of  10  volts  shall  produce  an  attraction  of  y^  gramme  ? 

Let  X  be  the  diameter  of  the  circular  movable  plate  in 
centimetres,  then  its  area  equals 

4 

Hence,  as  the  potential    difference    is    10     volts,    the 

force  is 

TO?      4-508  X  10-^0  X  10« 

T  ^ O^P grammes, 

and  this  is  to  be  equal  to  ^hjs  y  therefore 

"•OF"" 


a  =  2  X  01  X  10* 


V 


TT  X  4-508 
Answer. — 53*14  centimetres. 

Example  19. — If  the  suspended   plate   be  3*5  square 
centimetres  in  area,  what  must  be  its  distance  from  tho 
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fixed  plate  so  that  1 20  volts  may  produce  an  attittction  oi 
yi^  gramme  ? 

If  OS  be  the  distance, 

„  ,      4-508  X  10-10  X  |20«        1 

3-5  X =  — -, 

X*  500 


.•.      «=  120  X  10-»  -v/3-5  X  4-508  x  500 

Answer. — 1*066  millimetre. 

Example  20. — What  force  will  be  produced  on  a 
movable  plate  of  4*3  square  centimetres  4  millimetres 
distant  from  the  fixed  plate,  if  the  potential  difference  be- 
tween them  is  75  volts? 

Answer — 0*06816  milligrammes. 

46.  Increasing  the  Sensibility  of  the  Weight  Elec- 
trometer by  using  an  Auxiliary  High  Potential.— 
It  would  be,  however,  quite  impossible  with  such  an  apparatus 
to  measure  a  potential  difference  of  one  or  two  volts,  since  unless 
the  distance  between  the  plates  was  very  small — in  which  case  want 
of  perfect  parallelism  of  the  plates  woidd  introduce  a  serious  error 
— tbe  force  of  attraction  even  with  a  fairly  large  suspended  plate 
would  be  extremely  small.  By  employing  the  following  device, 
however,  the  distance  between  the  plates  may  be  several  milli- 
metres, and  the  force  of  attraction  some  grains  when  a  potential 
difference  of  one  or  two  volts  between  the  bodies  p  and  q  (Fig.  29) 
has  to  be  measured. 

Let  the  fixed  plate  a  be  charged  permanently  to  a  very  high 
and  constant  potential,  V  volts,  by  being  connected  with  a  body  h 
which  is  at  that  potential,  Y  being  measured  relatively  to  a  metallic 
case  (not  shown  in  the  figure)  which  encloses  the  apparatus.  First 
let  the  suspended  plate  b  and  the  guard  ring  c  o  be  connected  with 
one  of  the  bodies  p,  having  a  potential  r^,  in  volts,  relatively  to. the 
case  of  the  apparatus,  then  if  /i  is  the  force  in  grains  when  the 
suspended  plate  of  area  a  square  inches  is  in  the  plane  of  the  guard 
ring,  and  at  a  distance  d  inches  from  the  fixed  plate, 

a  (V-f,)« 
/i  =  6-955  X  10-»  X     ^  ^a   ^^  ■ 

From  this  equation  it  will  be  seen  that  even  if  /^  is  larger  than 
it  was  when  p  and  q  were  connected  with  a  and  b  respectively,  d 
may  now  be  very  much  larger  than  the  distances  previously  em- 
ployed to  separate  the  plates,  since  V-  ri  is  very  great  compared 
withfi. 
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Next  connect  a  with  the  suspended  plate  b  and  the  guard  ring 
c  D,  then  if  the  potential  of  o.  be  vq  volts  relatively  to  the  outside  of 
the  apparatus,  and  if /2  be  the  attraction  ingrains  for  the  same  dis- 
tance d  between  th3  plates, 


/a  5=  6-966  X  10-»  x 
Hence 

V-i;,-  (V-  vi)  or  Vi-v^  = t     _,  .  _  {^-  -v^. 

-v/6-955x  10-»Xa 

If /i  and /a  be  measured  in  grammes,  d  in  centimetres,  and  a  in 
square  centimetres,  then  reasoning  in  the  same  way,  we  obtain 

d  __ 

y4-508  X  10-10  X  a   ^ '^        ^"^  ' 

Of  course  v^a  ~  v^i  ^^  ^  ^^  larger  than  would  have  been  the 
square  root  of  the  force  of  attraction  if  p  and  q  had  been  respectively 
connected  simply,  one  with  the  fixed  plate  a,  and  the  other  with  the 
movable  plate  and  guard  ring,  and  if  the  high  potential  of  u  had 
not  been  used ;  but/j  and  /2,  tiie  two  forces,  will  be  each  large,  and 
can  be  accurately  measured,  and  what  is  especially  important,  d 
will  be  large,  and  the  error  arising  from  want  of  perfect  parallelism 
of  the  plates  entirely  eliminated. 

Another  and  simpler  method  of  using  the  preceding  apparatus 
consists  in  keeping  the  attractive  force  constant,  and  in  varying,  by 
means  of  a  micrometer  screw,  the  distance  between  the  fixed  and 
movable  plates,  so  that  this  constant  force  (which  must  of  course 
be  known  in  grains  or  grammes)  is  exerted  between  the  plates 
when  the  lower  surface  of  the  movable  one  is  in  the  same  plane  as 
the  lower  surface  of  the  guard  ring.  If  then  d\  and  d^  be  the 
distances  in  centimetres  respectively  when  the  same  force  /  in 
grains  is  produced  when  b  is  connected  respectively  with  p  and  q, 
K  being  connected  with  r, 

/=  6-956  xlO-»-^  '- 


d^ 


/=  6-956  X  10-» 


_o«(V-<^2y 


_  «„\a 


d 


2 


a 


fi-t'2=  (^a-^)  V - 


6-955  X  10'»Xa 
If  ci  — V2  is  very  small,  so  also  will  be  ^-  £?i,  but  d^  and  d^  will 
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themselves  be  large,  so  that  no  error  will  be  produced  on  acoount  of 
want  of  perfect  parallelism  of  the  fixed  and  movable  plates. 

Two  electrometers  on  this  principle  have  been  invented  by  Sir 
William  Thomson ;  in-  the  one,  the  "  absolute  electrometer,'*  the 
force  exerted  on  the  movable  plate  b  (Fig.  29)  is  known  in  grammes 
or  grains,  so  that  the  potential  difference  is  measured  absolutely  in 
volts;  in  the  other,  the  ** portable  electrometer,**  the  value  of  this 
force  is  not  known,  but  it  is  always  the  same  when  the  lower  sur- 
face of  the  movable  plate  b  is  in  the  same  plane  as  the  lower 
surface  of  the  guard  ring  c  d.  With  this  latter  arrangement  we 
cannot  determine  a  potential  difference  t'l  -  v^  absolutely  in  volts, 
but  we  can  use  the  instrument  as  a  relative  electrometer,  and 
measure  the  ratio  of  Vi  to  V2  by  taking  a  third  or  earth  reading, 
obtained  by  reducing  the  potential  of  a  b  to  nought  bj'  connecting 
it  to  the  metallic  case  of  the  instrument :  then  if  d^  is  the  distance 
in  inches  between  the  fixed  and  movable  plates, 

a  (Y-  0)2 
/=  6-966  X  10-9  -^      ^^    '  grains. 

Combining  this  with  the  two  other  equations  for/,  we  have 

A  / 7 

V    6-955  X 


Vi  —  0  =  («?i  -  d^) 


10-»  X  a 


f?j-0  =  (rfa  -  ds) 


V^ 


7 


6-958  X  10->  X  « 

f  2      d2  —  d^ 

With  Sir  William  Thomson's  absolute  and  portable 
electrometers,  a  potential  difference  of  one  volt  can  just 
be  measured. 

A  far  more  sensitive  relative  electrometer,  but  one 
which  is  not  at  all  portable,  as  hitherto  constructed,  is 
Sir  William  Thomson's  **  quadrant  electrometer,^^  which 
owes  its  great  sensibility  to  the  fact  that,  unlike  the  last 
two  instruments,  the  sensibility  of  the  quadrant  electro- 
meter is  increased  by  increasing  the  potential  of  the 
auxiliary  electrified  body.  The  quadrant  electrometer  in 
its.  most  perfect  form  is  too  complicated  an  instrument 
to  be  employed  by  a  beginner,  but  a  description  of  the 
details  of  the  construction  of  a  simplified  type  is  given 
in  §  76,  page  130. 
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46.  Rough  Eleobrometer. — A  "gold-kaf  eUclroscope" 
is  a  rough  electron!  eter  or  potential  difference  measurer. 
This  instrument,  aa  generally  made,  has  a  variety  of  de- 
fects, which  will  he  referred  to  later  on,  but  a  form  devised 
by  the  author,  and  in  which  these  defects  are  eliminated, 
is  ahowii  ill  Fig.  31.     It  conBiatH  of  a  glass  shade  a  o 
resting    on     a    wooden 
base,  and  covered  inside 
with  strips  of  tin-foil  t 
so  aa  to  leave  only  suffi- 
cient of  the  glass  bare  to 
enable  the  gold-leaves  to 
■he  visible.     These  strips 
of  tin-foil  are  bent  round 
the  bottom  of  the  glass 
shade,     and     connected 
electrically  with  a  brass 
ring  round  the  bottom 
of    the   outside  of    the 
shade.       To    this    ring 
three     horizontal    brass 
legs    are    attached    for 
fixing  the  shade  to  the 
base,  and  in  one  of  them 
is  a  binding-screw  s  for 
;  holding  any  wire  which 
we  wish  to  electrically 
connect   with    the    tin. 
Y\t.  31.  foil  coating.     Inside  the 

shade  a  o,  a  thin  rod 
of  flint-glnfis  g  g,  shaped  as  shown,  is  cemented  into 
two  holes  in  the  base,  and  at  the  centre  of  this  i-od  is 
cemented  a  little  metallic  tube  (  (,  carrying  a  thick  wire 
w  w,  and  the  gold-leaves  l.  This  wire  w  w  passes 
through  the  top  of  the  insti-ument  without  touching  it, 
and  may  carry  at  it«  top  a  little  knob  or  a  little  binding- 
screw.  V  is  a  vessel  containing  pumice-stone  soaked  in 
strong  sulphuric  acid,  which  has  the  effect  of  keeping  the 
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intorior,  and  consequently  the  glass  rod  g  g^  quite  dry. 
When  the  instrument  is  not  in  nse,  the  little  ebonite 
stopper  py  sliding  a  little  stiffly  on  the  wire,  is  pushed 
down,  and  so  closes  the  hole  in  the  top  of  the  instrument. 

47.  Action   of  a   Gold-leaf  Electroscope. — It  has 

been  stated  (§  43,  page  87)  that  when  two  conductors  in 
the  immediate  neighbourhood  of  one  another  are  at 
different  potentials  they  tend  to  approach  one  another 
with  a  force  which  depends  solely  on  the  potential  dif- 
ference, and  on  the  shape  and  relative  position  of  the 
conductors.  Hence  it  follows  that  when  the  gold-leaves 
and  the  tin-foil  coating  of  the  electroscope  are  at  different 
potentials,  there  will  be  for  each  potential  difference  a 
certain  definite  force  pulling  each  gold-leaf  towards  the 
tin- foil  coating  on  its  own  side.  This  causes  the  gold-leaves 
to  diverge,  and  consequently  to  be  slightly  raised  until 
the  forces  due  to  their  weight  exactly  balance  the  forces 
of  attraction  between  them  and  the  tin-foil  coating. 

For  a  given  gold-leaf  electroscope,  then,  the  di- 
vergence of  the  gold-leaves  depends  simply  on  the  poten- 
tial difference  between  the  gold-leaves  L,  and  the  tin-foil 
coating  t  ;  and  the  value  of  any  particular  divergence 
of  the  leaves,  noted  on  a  fixed  graduated  scale  attached 
to  the  electroscope,  but  not  shown  in  the  figure,  can 
be  ascertained  in  volts  for  any  particular  electroscope 
by  comparison  with  a  weight  electrometer  previously  de- 
scribed, or  it  can  be  calibrated  by  the  method  described 
in  §  191,  page  354. 

Experiment  shows  that  a  well-made  electroscope, 
with  the  leaves  made  of  thin  pure  gold — not  "  Dutch 
gold,"  which  is  often  employed  for  this  purpose — will 
show  a  perceptible  divergence  for  a  potential  difference  of 
about  100  volts. 

If  w  w  be  connected  with  the  screw  s  by  means  of  a 
piece  of  wire,  no  difference  of  potentials  can  be  set  up 
between  the  gold-leaves  and  the  outside,  hence  no  diver- 
gence of  the  gold-leaves  can  be  produced  even  by  putting 
the  electroscope  on  an  insulating  stand,  and  charging  it 
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SO  that  sparks  can  be  drawn  from  any  part  of  the  electro- 
scope on  the  finger  being  approached. 

If  the  wire  w  w  be  connected  with  any  body  A,  and 
the  binding-screw  s  with  any  body  b,  then  the  divergence 
of  the  gold-leaves  serves  to  show  the  potential  difference 
between  A  and  b  in  accordance  with  the  absolute  cali- 
bration curve  of  the  particular  instrument.  If  then  B 
be  a  gas-  or  water-pipe  in  connection  with  the  earth,  the 
potential  of  the  tin-foil  coating  will  be  nought,  and  the 
divergence  of  the  gold-leaves  will  measure  simply  the 
potential  of  A. 

In  a  moist  country  like  England  the  divergence  of  the 
gold-leaves  will  approximately  measure  the  potential  of 
w  w,  or  of  any  conductor  electrically  connected  with  w  w, 
relatively  to  the  earth  without  connecting  s  with  the 
earth  by  means  of  a  wire,  since  the  film  of  moisture  which 
condenses  on  the  dusty  wooden  base  makes  a  more  or  less 
good  electric  connection  between  s  and  the  ground,  so 
that,  unless  special  precautions  be  taken  to  insulate  the 
wooden  base  from  the  ground,  the  tin-foil  coating  may 
be  regarded  as  being  approximately  at  the  potential  of 
the  earth.' 

48.  Objections  to  the  Ordinary  Methods  of  Con- 
structing  Gold-leaf  Electroscopes. — In  the  gold-leaf 

electroscopes  commonly  met  with  in  shops,  the  rod  w  w, 
carrying  the  gold-leaves  l,  is  supported  from  the  top  of 
the  instrument,  as  if  the  sliding-plug  p  (Fig.  31)  were 
permanently  kept  pressed  down,  and  the  glass  rod  g  g 
removed.  The  consequence  is  that  there  is  a  great 
tendency  for  electricity  to  leak  down  the  outside  of  the 
glass  shade,  on  account  of  the  moisture  and  dust  on  it. 
And  farther,  even  if  the  inside  of  the  glass  shade  were 
clean  and  dry,  and  had  no  tin- foil  pasted  on,  much  more 
electricity  would  leak  along  its  surface  thjin  would  leak 
along  the  surface  of  the  thin  flint-glass  rod  g  g.  For  the 
breadth  of  the  surface  at  right  angles  to  the  direction  of 
leakage  is  much  greater  in  the  case  of  the  shade  than  in 
tho  case  of  the  rod,  or  simply  the  width  of  the  road 
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along  which  leakage  takes  place  is  much  greater  for  the 
surface  of  the  glass  shade  than  ior  the  surface  of  the  rod. 
To  avoid  this  leakage,  it  is  the  practice  of  electrical 
instrument  makers  to  endeavour  to  render  the  surface 
of  the  shade  as  insulating  as  possible  by  coating  it  with 
shellac  varnish,  which  is  less  hygroscojnc,  or  attractive 
of  moisture,  than  the  glass,  and  by  not  using  any  tin-foil. 
But  the  effect  of  rendering  the  glass  shade  insulating  is 
to  cause  some  conductor  outside  the  instrument  (the 
table,  or  the  walls  of  the  room,  or  it  may  be  the  body  of 
the  experimenter)  to  replace  electrically  the  tin-foil 
coating.  T  seen  on  the  glass  shade  in  Fig.  31.  Hence, 
the  gold-leaf  electroscope,  when  constructed  of  the  form 
usually  met  with  in  shops,  measures  when  dry  the  dif- 
ference of  potentials  between  the  gold-leaves  and  some 
vague  body  outside  the  apparatus.  And  whenever  we 
use  it,  we  are  landed  on  the  horns  of  a  dilemma — if  we 
leave  the  outside  of  the  shade  damp  (as  it  frequently  will 
be  in  England  unless  it  be  dried  near  a  fire),  the  potential 
of  the  outside  of  the  glass  becomes  practically  that  of  the 
earth,  and  the  indications  of  the  instrument .  have  a 
definite  meaning.  But  the  insulation  of  the  glass  being 
much  lowered  by  this  coating  of  moisture,  the  mere  con- 
necting of  any  charged  body  by  a  wire  with  the  knob  of 
the  electroscope  tends  to  discharge  the  body,  or  lower  its 
potential.  On  the  other  hand,  if  we  take  precautions  to 
clean  and  dry  both  surfaces  of  the  glass  shade,  this 
leakage  difficulty  may  be  overcome,  but  then  a  most 
serious  vagueness  is  introduced  as  to  which  of  the 
various  .conductors  outside  the  electroscope  is  the  one 
with  whose  potential  the  potential  of  the  body  under 
test  is  being  compared.     {See  §  57,  page  108.) 

49.  Conduction   and   Induction. — A  conductor  can 

be  electrified  either  by  a  transfer  of  electricity  between 
it. and  another  condiictor,  or  merely  by  an  alteration  in 
the  distribution  of  the  electricity  on  its  surface  without 
any  transfer  of  electricity  to  another  conductor.  .  In 
the  former  case  the  body  is  said  to  be  electrified  "6y 
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condiictionJ*  or  "  conductively  ;  "  in  the  latter  "  hy  tw- 
dtictian"  or  "  inductively.**  Loading  or  unloading  a  ship 
would  be  analogous  with  electric  conduction,  while  shift- 
ing some  of  the  cargo  from  the  bow  to  the  stern  would 
be  analogous  with  induction.  Acting  inductively  on  a 
charged  insulated  conductor  neither  increases  nor  dimi- 
nishes the  charge  on  the  conductor  as  a  whole,  although 
it  alters  the  distribution  of  the  charge  (see  1—7,  §  69, 
page  123).  If  the  conductor  be  previously  uncharged, 
then  acting  inductively  on  it  produces  no  charge  on  it  as 
a  whole,  but  merely  induces  equal  and  opposite  charges 
on  its  two  sides  or  ends  {see  8,  §  69,  page  124).  An  in- 
ductive method  may,  however,  be  conveniently  employed 
to  charge  a  conductor  by  connecting  it  with  the  earth 
by  a  wire,  while  an  electrified  body  is  held  near  it,  then 
removing  the  earth  connection,  and  lastly,  the  electrified 
body.  If  this  electrified  body  has  a  positive  potential, 
the  charge  induced  in  the  conductor  will  be  negative. 
Instead  of  connecting  the  conductor  with  the  earth  by  a 
wire,  one's  own  body  may  be  used,  and  the  conductor 
touched  .with  the  finger. 

When  the  gold-leaves  of  an  electroscope  are  charged 
inductively  in  this  way,  care  must  be  taken  not  to  in- 
duce too  great  a  charge  in  the  knob,  as  otherwise  on 
removing  the  electrified  body,  the  leaves  will  diverge  so 
widely  as  to  be  torn  asunder. 

50.  Potential  Uniform  at  All  Points  Inside  a 
Closed  Conductor.^ We  have  seen  that  when  electricity 
is  at  rest  on  a  conductor  the  potential  at  all  points  of  the 
conductor  is  the  same.  The  following  experiment  will 
show  that  not  only  is  this  the  case,  but  that  tlie  potential 
at  all  points  inside  a  closed  hollow  conductor  is  uni/ormy 
and  has  the  same  va^ue  as  at  any  point  on  the  surface  of 
the  conductor: — Attach  one  end  of  a  fine  wire  to  the 
knob  of  the  electroscope,  and  the  other  to  the  end  of 
a  clean  dry  glass  rod,  which  is  to  be  used  as  an  insulating 
hai^dle  for  holding  the  end  of  the  wire  by.  Then,  if  this 
eiid  be  touched  against  tl^e  outer  surface  of  a  conductor, 
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charged  conductiyely  or  inductiyely,  or,  after  being  intro- 
duced inside  the  conductor  through  a  hole  in  its  surface, 
it  be  first  touched  against  the  inside  surface,  and  then  be 
held  merely  inside  the  hollow  conductor  without  touch- 
ing it,  or  be  moved  about  inside  the  hoUow  conductor, 
the  divergence  of  the  gold-leaves  will  be  exactly  the 
same,  proving  what  is  stated  above.  The  hole  in  the 
surface  of  the  conductor  through  which  the  test  wire  is 
introduced  may  be  fairly  large — as  large,  for  example,  as 
the  opening  at  the  top  of  a  cofiee-pot — without  altering 
what  has  just  been  stated,  excepting  for  points  in  the  air 
just  inside  the  pot  close  to  the  opening,  where  the 
potential  will  be  somewhat  different  from  the  uniform 
potential  inside  the  pot.  If,  however,  the  opening  be 
small,  then  the  potential  even  just  inside  the  opening 
will  be  found  to  be  the  same  as  the  uniform  potential  of 
the  pot,  so  that  if  the  metallic  surface  of  the  conductor  be 
not  continuous,  but  be  made  of  tmre  gauze,  or  even  of 
bits  of  wire  like  a  birdcage,  the  potential  is  found  to  be 
uniform  inside,  unless  the  meshes  of  the  wire  gauze  be 
very  large. 

51.  No  Force  Inside  a  Closed  Conductor  Due  to 
Exterior  Electrification. — Since  the  potential  at  all 
points  inside  a  hollow  closed  conductor  is  uniform  and 
equal  to  the  potential  of  the  surface  of  the  conductor,  as 
far  as  exterior  electrification  is  concerned,  it  follows  that 
if  there  be  electrified  bodies  inside  a  hollow  conduc- 
tor, either  some  or  all  insulated  from  the  conductor,  the 
raising  or  lowering  of  the  potential  of  the  conductor 
relatively  to  the  earth  will  not  alter  in  the  slightest  the 
potential  difference  between  any  two  bodies  inside.  In 
fact,  no  matter  what  electrified  bodies  there  may  be  in- 
side the  conductor,  the  relative  internal  distribution  of 
potential  will  be  quite  unaffected  by  electrifying  the  con- 
ductor outside,  either  conductively  or  inductively.  This 
experiment  was  first  tried  by  Faraday  on  a  large  scale ; 
he  found  on  taking  his  most  delicate  electrical  appa- 
ratus inside  a  room  which  he  had  had  built  of  wood 
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twelve  feet  cube,  covered  with  tin-foil  to  mate  it  con- 
ducting, aad  insulated  so  that  it  could  be  charged,  that  he 
was  totally  unable  to  detect  the  slightest  evidence  of  this 
room  being  electrified  outside,  even  when  it  was  so  power- 
fully electrified  that  sparks  were  being  given  ofi'  by  the 
walls  of  the  room,  nor  could  he  detect  any  evidence  of 
any  electric  disturbance 
produced     outside     the 
room.     This  important 
fact  may  be  expressed 
by  saying  that  there  is 
no  electric  force  inside  a 
coTiductor  due  to  exterior 
electrification,  or  a  vie- 
tallic    shell,   no    matter 
how     tidn,     completely 
BcTeens     inside     bodies 
from  exterior  eleetryica- 

Thia  fact  may  be 
tried  experimentally, 
thus— c  c  (Fig.  32)  is  a 
cage  made  of  rather  fine 
wii-e  gauze,  and  sup- 
ported on  an  insulating 
stand.  Inside  this  cage 
are  suspended  one  pair 
of  pith  balls,  by  means 
F'«.  32.  of  silk  fibres,  which  are 

fairly  insulating,  and 
one  pair  by  pieces  of  cotton,  which  is  relatively  a  fairly 
good  conducting  substance.  Outside  the  cage  one  or 
more  pairs  of  pith  balls  are  suspended  by  pieces  of 
cotton.  Then  it  wOl  be  found  that,  whereas  the  pith 
balls  outside  the  cage  can  be  made  to  diverge  from 
one  another,  either  by  bringing  an  electrified  body  near 
the  cage  so  as  to  electrify  it  inductively,  or  by  giving 
it  a  charge,  it  is  impossible  by  any  method  to  produce 
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the  slightest  divergence  of  either  of  the  pairs  of  the  pith 
balls  inside  the  cage. 

The  converse  of  this,  however,  is  not  universally 
true,  that  is,  a  metallic  box  may  or  may  not  screen 
bodies  placed  outside  it  from  the  action  of  an  electrified 
body  put  inside  the  box.  Four  distinct  cases  must  be 
considered. 

1.  If  the  box  be  connected  with  the  earth  the 
screening  action  will  be  perfect  whether  the  box  be  small 
or  large. 

2.  If  the  metallic  box  be  not  connected  with  the 
earth,  and  be  not  much  larger  than  the  electrified  body 
inside  it,  the  screening  action  will  be  very  small. 

3.  If  the  box  be  not  connected  with  the  earth,  but 
if  the  dimensions  of  the  side,  which  is  between  the  body 
inside  it  and  the  body  outside,  be  fairly  large  compared 
with  the  distance  between  the  bodies,  the  screening  action 
will  be  considerable. 

4.  If  the  dimensions  of  the  side  referred  to  in  3  be 
very  large,  then  the  screening  action  will  be  as  perfect 
as  with  arrangement  1. 

52.  A  Metallic  Box  not  a  Magnetic  Screen  unless 
made  of  Very  Thick  Iron. —  Contrasted  with  the  ex- 
periment made  with  the  apparatus  shown  in  Fig.  32, 
the  following  may  be  tried  : — B  b  (Fig.  33)  is  a  wooden 
stand  covered  with  a  glass  shade,  and  having  inside  it  a 
small  magnetic  needle  m,  suspended  by  a  fibre  of  unspun 
silk  from  a  fixed  wire  bridge.  Attached  to  the  needle  is 
a  long  pointer  JO  jo,  by  means  of  which  the  deflection  of 
the  needle  is  read  off  on  a  scale  fastened  at  the  base  of  the 
instrument.  The  magnetic  needle  takes  up  a  particular 
position  due  to  the  earth's  magnetic  attraction,  from  which 
it  may  be  deflected  by  means  of  the  magnet  M,  which  can 
be  fixed  in  any  desired  position.  If,  now,  when  the 
needle  m  has  been  deflected  30°  or  40°  from  the  position 
it  occupied  due  to  the  earth,  screens  of  copper- wire  c  c, 
brass  wire  b  h,  &c.,  be  successively  put  over  the  stand  and 
glass  shade  B  B,  and  thus  iriterposed  between  m  and  m,  it 
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will  be  found  that  not  the  slightest  change  will  be  produced 
in  the  deflection  of  m,  or,  in  other  words,  the  insertion  of 
these  screens  does  not  in  any  way  diminish  the  magnetic 
attraction  between  h  and  in.  And  this  will  be  found  to' 
l>e  still  the  case  even  wlien  a  screen  made  of  iron  wire  is 
interposed.  In  making  this  latter  experiment  it  is  some- 
times found  that  the  interposition  of  a  screen  made  of 
iron  wii-e  does  vary  the  deflection,  but  on  examination  it 
will  be  found  that  this  variation  is  due  to  the  iron  wire 
itself  having  been  previously  magnetised,    and    having 
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retained  some  of  its  previous  magnetism  from  its  being 
hard,  and  not  to  ita  shielding  m  from  h.  The  proof  of 
this  is  that  turning  round  the  screen  will  alter  the  deflec- 
tion of  »*,  and  henoe  that,  while  with  one  position  of  the 
iron  screen  the  deflection  of  m  is  diminished,  with  another 
it  will  be  much  increased.  This  diatnrbing  effect  arising 
from  residual  magnetism  on  the  screen,  can  he  avoided 
by  constructing  the  screen  of  sojl  iron  wire,  and  malting 
it  red-hot  just  befoi-e  the  experiment. 

If,  however,  n  wide  plat«  of  thick  soft  ii-on  be  in- 
serted between  u  and  m,  the  deflection  of  m  from  its 
position  due  to  the  earth's  magnetism  will  be  diminished, 
and  if  B  B  be  inserted  inside  an  iron  box,  whose  sides 
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have  the  tliictoiess  of  the  sides  of  an  ordinary  iron  safe, 
then  not  merely  will  this  box  screen  m  from  the  action  of 
If,  hut  alsirfrom  the  earth's  magnetic  action. 

53.  Harine  Galvanometer. — This  plan  of  sci-eening 

a  suspended  ma^etic  needle  from  outside  magnetic  attrac- 
tion, by  inserting  the  former  in  an  iron  box  with  very 
thick  sides  to  it,  has  been  employed  by  Sir  W.  Thomson 
in  his  "marine  galvanometer,"  an  instrument  intended  to 
be  used  on  board  steam-ships,  where  the  motion  of  the 
large  masses  of  iron  composing  the  engines,  the  shaft  of 
the  screw,  &c,  would  seriously  disturb  the  deflection  of 
an  ordinary  unshielded  galvanometer.  Oscillations  of 
the  needle  that  might  bo  produced  by  the  rolling  of  the 
ship  are  avoided  by  suspending  the  needle  by  a  fibre 
attached  above  and  below,  and  passing  through  the 
centi-e  of  gravity  of  the  needle,  as  described  in  §  27, 
page  60. 

54.  Beflectinf  OalTanometeis.  —  With  the  marine 
galvanometer,  and  generally  with  all  Sir  W.  Thomson's 
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galvanometers,  a  very  small  deflection  of  the  needle  can 
be  observed  without  the  employment  of  a  long  pointer 
(which  would  be  unwieldy,  and  by  adding  to  the  mo- 
ment of  inertia  of  the  suspended  arrangement,  would 
render  the  needle  sluggish),  as  well  as  without  the  em- 
ployment of  a  microscope,  by  the  reflection  of  a  ray  of 
light  from  a  small  piece  of  loolting-gtass  fastened  to  the 
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magnetic  needle,  and  turning  with  it.  In  Pig.  34,  s  is  the 
mirror,  reflecting  a  ray  of  light  from  a  lamp  on  to  a  scale 
(,  shown  more  in  detail  in  Fig.  35,  the  double  convex 
lens  L  being  for  the  purpose  of  making  an  image  of  the 
slit  m  in,  on  the  scale  t,  which  could  not  be  done  by 
a  plane  mirror  a,  as  shown  in  the  figure.  To  avoid  the 
direct  light  of  the  lamp  producing  a  general  illumination 
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of  the  scale,  and  preventing  the  reflected  image  being 
clearly  seen,  the  lamp  is  sometimes  shut  up  in  a  box  as 
shown,  but  a  complete  box  is  not  absolutely  necessary,  the 
mere  front  of  the  box,  as  seen  ia  Fig.  36,  being  sufficient 
to  keep  off  direct  light. 

The  handle  a  (Fig.  35)  works  a  rack  and  pinion  for 
moving  the  scale  horizontally,  so  as  to  bring  the  zero 
mark  on  the  scale  opposite  the  spot  of  light  or  image.  If 
aslitnii,  iiin(Fig.  35)  alone  be  employed,  it  must,  of  course, 
be  made  very  narrow  so  as  to  obtain  a  sharp  line  of  light 
on  the  screen ;  but  a  better  plan  is  to  use  a  wide  slit,  or, 
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rather,  a  round  hole,  aiid  to  streteh  a  fine  vire  across  it 
vertically,  the  image  of  thia  wife  on  the  screen,  and  not 
the  edges  of  the  spot  of  light,  being  used  to  read  by.  Be- 
cause not  merely  can  the  spot  of  light  be  large,  in  which 
case  the  numbera  on  the  graduated  scale  can  be  easily 
seen  by  it,  but  any  flickering  of  the  flame,  produced  by 
a  draught,  although  causing  the  spot  of  light  on  the  scale 
to  flicker  in  a  corresponding  manner,  does  not  produce 
any  flickering  of  the  image  of  the  wire. 


Pig.  36. 

An  objection  to  the  use  of  a  plane  mirror  a  and  the 
lens  L,  is  that  the  image  on  the  scale  is  necessarily  very 
much  latter  than  the  object,  and  hence  not  nearly  as  well 
illuminated.  A  better  plan  is  to  use  a  concave  mirror, 
with  which  an  image  can  be  formed  on  the  scale  without 
the  use  of  a  lens  at  all,  the  distance  between  the  lamp  and 
the  mirror  being  then  equal  to  the  radius  of  the  mirror. 
But,  perhaps,  the  best  method  is  that  due  to  Mr.  Mud- 
ford,  a  former  student  of  the  Pinshury  Technical  College, 
which  consists  in  using  the  concave  mirror  and  putting  a 
double  convex  lens  l  l  between  the  wire  w  and  the  flame  p, 
as  shown  in  Fig.   36.     With  this  arrangement   a  good 
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image  is  obtiuned  vith  a  comparatively  small  Same.  The 
lens  should  be  placed  close  behind  the  wire,  and  the  flame 
should  be  at  about  the  principal  focus  of  the  lens,  so  that  the 
effect  is  to  produce  a  general  illumination 
of  the  lens,  which  is  found  to  give  very 
good  results  if  it  has  a  focal  length  of 
about  four  inches.  Instead  of  a  wire, 
Mr.  Mather  has  found  that  a  vertical 
scratch  on  the  lens  produces  a  very  good 
image,  and  may  be  employed  instead  of 
Oie  wire  placed  just  in  front  of  the  lens. 

A  paraffin  lamp,  with  an  ordinary  flat 
flame,  is  commonly  employed  with  reflect- 
ing instruments,  the  edge  of  the  flame 
being  turned  towards  the  lens ;  but  a  gaa- 
jet,  ^own  partially  in  section  in  Fig.  37, 
and  constructed  by  Mr.  Mudford,  may  be 
conveniently  substituted  for  the  paraffin 
lamp.  To  obtain  a  fairly  intense  light, 
this  burner  is  constructed  on  the  regene- 
rative principle,  that  is,  the  air  is  heated 
before  coming  in  contact  with  the  flame. 
This,  result  is  obtained  by  having  no 
Opening  for  tlie  air  at  the  bottom,  and 
causing  it  after  entering  the  holes  H  to 
pass  down  between  the  outor  cylinder  J  j 
and  the  hot  inner  cylinder  o  o,  at  the 

I  bottom  of  which  a  ring  is  cut  away  to 
allow  it  to  get  to  the  flame.     The  ray  of 
ng.37.  light  passes  out  l^rough  a  small  disc  of 

glass  at  T,  and  to  avoid  the  glass  being 
blackened  by  the  flame  being  accidentally  turned  up  too 
high,  the  burner  should  be  governed,  a  Sugga's  two  cubic 
feet  steatite  float  burner  answering  well  for  this  purpose.* 
56.  Angular  Motion  of  tlie  Befleoted  Ray  la  Twice 
the  Angular  Motion  of  tho  Klrror.— Let  i  o  (Fig.  38)  be 
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and  angle  i  o  p'  =  anf;le  b'  o  r' ; 
therelore,  eublracting  the  Bret  from  the  second,  we  have 

angle  p'  o  p  ?^  angle  r'  o  b-  angle  p'  o  p, 


its  two  poaitions,  and  is,  therefore,  the  angle  through  which  the 
mirror  ie  turned ;  hence,  iBhen  a  mirror  ii  ivmtd  through  any  angle, 
tht  reflected  raff  tumi  through  tmice  that  angle. 

66.  Conneotion  between  the  Motion  of  the  Image  on 
a  Plane  Scale  andthe  Angular  Deflection  of  the  Mirror. 

— Let  the  mirror  1>e  parallel  to  the  scale  when  no  current  ia  pasBiog, 
and  let  the  imago  be  reflectad  to  K  and  r'  for  ciurents  c  and  c'  re- 
spectively ;  then,  since  the  deflection  o£  the  magnet  in  a  mirror 
gnlvaaometer  is  alwavs  small,  and  since  we  have  seen  (§  20,  page 
46]  that  for  small  defioctions  the  current  is  always  proportional 
to  the  tangent  of  (he  deflection,  no  matter  what  be  the  shape  of 
the  coil  or  the  shape  or  size  of  the  needle,  provided  its  magnetic 
axis  is  parallel  to  the  plane  of  the  coil  when  no  current  is  passing, 
it  follows  Umi  (Fig.  38) 

C :  C  :  r  tan.  1^^.  -,  tan.  '-^^ 
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tan.  I  o  B  '  tan.  i  o  r'. 


or 


IB  UL 


Hence,  when  i  b  and  i  b'  are  nearly  equal,  we  may  say  that 

0  IB  .XI 

3?  =  — /  approximately, 

but  for  very  accurate  observations  this  approximation  must  not  be 
employed. 

57.  Static  Electrical  Apparatus  should  be  Enclosed 
in  a  Metallic  Case. — In  constructing  static  electrical 
apparatus,  we  must  carefully  consider  what  are  the  ac- 
tions we  wish  to  take  place,  and  what  to  avoid ;  for  ex- 
ample, in  the  case  of  a  gold-leaf  electroscope  we  wish  the 
divergence  of  the  gold-leaves  to  measure  the  potential 
difference  between  one  conductor  attached  to  the  knob 
w  (Fig.  31),  and  another  attached  to  the  screw  s.  If,  then, 
w  and  s  be  joined  by  a  piece  of  wire  so  as  to  be  at  the 
same  potential,  we  wish  that  no  divergence  of  the  leaves 
shall  be  able  to  be  produced  either  by  electrifying  the 
electroscope  as  a  whole  conductively,  or  by  electrifying 
it  inductively  by  bringing  a  charged  body  near  it.  And 
it  will  be  found,  if  the  tin-foil  coating  T  cover  nearly 
all  the  glass  shade,  only  just  sufficient  space  being  left 
without  tin-foil  to  see  the  gold-leaves  through,  that  it  is 
impossible  in  any  way  to  produce  a  divergence  when  w  is 
electrically  connected  with  s ;  whereas,  if  there  be  not  in- 
foil,  or  if  the  tin-foil  only  cover  a  portion  of  the  shade, 
that  a  divergence  of  the  leaves  can  be  easily  produced 

Want  of  care  in  this  particular  prevented  Piazzi 
Smyth  from  being  able  to  determine,  by  his  experiments 
on  atmospheric  electricity,  made  on  the  Peak  of  Teneriffe, 
even  whether  this  electricity  was  positive  or  negative. 
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S8.  Quantity  of  Electricity,— We,  have  seen  that  it 
is  possible  to  electrify  a  non-conductor,  sucb  as  ebonite, 
by  rubbing  it  with  a  piece  of  dry  clean  flannel,  and  ex- 
periment shows  that  it  can  be  either  highly  electrified  by 
a  prolonged  rubbing,  so  that  the  gold-leaves  of  the  elec- 
troscope diverge  widely  when  the  ebonite  is  held  at  a  foot 
oi"  two  away  from  the  knob  of  the  electroscope,  or  it  may 
be  only  slightly  electrified  by  being  only  just  touched 
with  the  flannel,  in  which  case  the  ebonite  may  be 
brought  quite  close  to  the  knob,  or  may  even  be  made  to 
toach  the  knob,  without  any  perceptible  divergence  of  the 
leaves  being  produced.  The  rubbed  ebonite  may,  there- 
fore, be  said  to  possess  a  greater  or  smaller  "  eleclrie 
charge,"  or  the  "  qtumtity  of  electricity  "  in  the  ebonite  in 
the  first  case  may  be  said  to  be  greater  than  in  the  second. 
Strictly  speaking,  however,  as  we  have  no  conception  o£ 
the  existMice  of  electricity  apart  from  the  body  which  is 
said  to  be  electrified  (as  we  have  of  a  pint  of  water  apart 
from  the  pint  pot),  it  is  more  correct  to  speak  of  the 
"amount  of  a  hody'g  electrification  "  than  of  its  charge  of 
electricity,  or  of  the  quantity  of  electricity  in  it.  But 
just  as  it  is  very  convenient  to  speak  of  an  electric  current, 
as  if  it  had  an  independent  existence  apart  from  the  con- 
ductor through  which  it  is  said  to  be  flowing,  so  it  is 


colivenient  to  speak  of  a  diarge,  or  a  quantity  of  elec- 
tricity, as  if  electricity  existed  independently. 

In  order  to  decide  what  we  mean  by  saying  that  one 
quantity  of  electricity  is  two  or  three  times  as  great  as 
another  quantity,  or  simply  one  quantity  is  two  or  three 
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times  another,  we  shall  adopt  the  following  arbitrary 
definition : — 

When  one  conducting  body  A  is  entirely  aurrotmded  by 
another  conductvng  body  B  (Fig.  39),  tits  quantify  of  elec- 
tricity in  A,  or  the  electric  charge  in  A,  is  directly  propor- 
tional to  the  potential  difference  between  A  and  B  as  long  as 
the  position  of  A,  relatively  to  b,  is  absolutely  fioced. 

For  example,  if  A  be  an  insulated  conducting  body 
suspended  in  a  room  b,  the  walls,  ceiling,  and  floor  of 
which  are  made  of  conducting  material,  then  the  quantity 
of  electricity  on  A  is  directly  proportional  to  the  potential 
difference  between  A  and  b  as  long  as  the  position  of  A  in 
the  room  is  unaltered. 

If  not  only  A  be  inside  the  room  b,  but  if  in  addition  there  be 
another  electrified  body  c  fixed  in  position  in  the  room,  as  in  Fig.  134, 
page  341,  it  can  be  shown  that,  if  the  potential  difference  between  a 
and  B  be  represented  by  a  b,  and  the  potential  difference  between 
c  and  b  be  represented  by  c  b,  the  total  charges  on  a  and  on  c  may 
each  be  regarded  as  being  composed  of  two  parts — ^the  total  charge 
on  a  being  equal  to  the  charge  a  would  have  if  the  potential  differ- 
ence between  it  and  b  were  a  b,  and  c  were  connected  with  b,  plut 
the  charge  a  would  have  if  it  were  connected  with  b,  and  if 
the  potential  difference  between  c  and  b  were  c  b,  c  being  now,  of 
course,  insulated  from  b.  Also  the  total  charge  on  c  is  the  charge 
c  would  have  if  the  potential  difference  between  it  and  b  were  c  b, 
and  A  were  connected  with  b,  plus  the  charge  c  would  have  if  it 
were  connected  with  b,  and  the  potential  difference  between  a  and 
B  were  ab,  a  being  now,  of  course,  insulated  from  b. 

If,  however,  A  be  moved  about  inside  B,  then  the 
potential  diflTerence  between  A  and  B  gives  us  no  indica- 
tion of  the  relative  charges  on  A.  Or,  again,  even  if  A 
and  c  be  at  rest  inside  b,  the  potential  diflferences  be- 
tween A  and  B,  and  between  c  and  B,  give  by  themselves 
no  idea  of  the  relative  amounts  of  electricity  on  A  and 
on  c.  In  exactly  the  same  way,  although  the  prenr>ure  of 
gas  in  a  given  vessel,  at  a  constant  temperature,  is  pro- 
portional to  the  weight  of  gas  in  the  vessel,  the  pressure 
of  gas  in  a  vessel  whose  temperature  is  varied  in  some 
unknown  way,  or  the  pressures  of  the  gas  in  diflferent 
vessels  of  unknown  volumes,  give  no  indications  of  the 
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vaiious  weights  of  the  gases.  The  height  of  the  baro- 
meter, for  example,  tells  us,  by  itself,  nothing  about  the 
total  weight  of  air  in  the  room. 

59.  Comparison  of.  Quantities  of  Electricity. — In 

order  that  the  indications  of  a  difference  of  potential 
measurer  may  be  directly  proportional  to  the  charge  on 
a  body  connected  with  it,  or  rather  to  the  charge  on 
the  body  in  excess  of  what  it  might  have  inductively 
when  its  potential  is  nought,  the  body  must  be  fixed  in 
size  and  shape,  and  in  its  position  relatively  to  other 
bodies.  So,  in  the  same  way,  in  order  that  the  indica- 
tions of  a  pressure  gauge  may  be  directly  proportional  to 
the  weight  of  a  gas,  it  is  necessary  that  the  vessel  con- 
taining it  should  be  fixed  in  size  and  kept  at  a  constant 
temperature.  In  order,  therefore,  to  compare  the  weights 
of  the  same  kind  of  gas  in  different  vessels  at  different 
temperatures  by  means  of  measurements  of  pressure,  we 
must  first  equalise  the  temperatures,  and  then  succes- 
sively entirely  empty  the  gas  in  each  vessel  into  a 
standard  vessel,  and  measure  the  pressure  that  each  of 
the  quantities  of  gas,  when  put  into  the  standard  vessel, 
will  produce  by  itself. 

To  empty  all  the  gas  out  of  a  vessel  into  a  standard 
gas-holder,  to  which  the  pressure  gauge  is  attached,  for 
the  purposes  of  thus  ascertaining  the  weight  of  gas  in 
the  first  vessel,  would  be  an  extremely  difficult  and  in- 
convenient process ;  whereas,  to  empty  all  the  electricity 
out  of  a  body  into  a  standard  body,  attached  to  an  elec- 
troscope, is  an  extremely  simple  one.  Because,  since  there 
is  no  electricity  at  the  bottom  of  the  inside  of  a  conduct- 
ing pot  (see  §  64,  page  118),  it  follows  that  if  a  charged 
body  be  put  inside  a  conducting  pot  and  touched  against 
the  bottom,  it  will  give  up  all  its  charge  to  the  pot,  and 
when  drawn  out,  without  touching  the  sides  of  the  pot, 
will  be  found  to  be  completely  discharged. 

Hence,  using  this  principle,  we  can,  with  the  appa- 
ratus shown  in  Fig.  40,  compare  the  electric  charges  that 
ftre  given,  say,  to  the  metallic  bodies  b,  b,  when  hung  up 
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by  their  ailk  cords,  and  cliarged,  say,  to  the  same  poten- 
tuil.  All  that  has  to  be  done  is  to  put  first  one  of  tbem 
inside  tbe  insulated  tin-pet  P,  touch  it  against  P  near  the 
bottom,  and  observe  tbe  divergence  d,,  of  the  gold-leaves 


of  tbe  electroscope.  Then,  after  withdi-awing  tbe  first 
body  and  discharging  the  electroscope,  place  the  second 
one  in  the  metal  pot  p,  toncb  it,  as  in  the  case  of  the 
other  body,  near  the  inaide  of  tbe  bottom  of  p,  obtaining 
a  divergence  of  the  gold-leaves,  say  d^  Then  d,  and  rf^ 
will,  according  to  the  proper  calibration  curve  of  the 
electroscope,  measure  the  potentials  of  the  pot  p  in  the 
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two  cases,  and  hence  will  measure  the  relative  quantities 
of  electricity  on  the  two  bodies  b. 

From  what  has  been  said  it  will  be  seen  that  if  either 
of  the  bodies  had  touched  p  on  the  outsidey  this  result 
would  not  have  been  obtained ;  also  that  we  must  not,  for 
example,  stand  close  to  p  when  making  the  fii:st  mea- 
surement, and  not  close  to  p  when  making  the  second, 
since  the  essence  of  the  test  is  that  the  charges  on  the 
two  bodies  b  shall  be  successively  entirely  transferred  to 
the  conductor  p,  and  that  p  shall  be  absolutely  fixed  in 
external  shape  and  in  position  relatively  to  other  bodies. 

Further  information  regarding  the  unit  of  electric 
quantity,  and  more  exact  modes  of  measuring  quantities  of 
electricity,  will  be  found  in  Chapter  VIL,  §  155,  page  289. 

60.  Quantity  of  Electricity  produced  by  Rubbing 
Two  Bodies  Together.  —  On  putting  the  insulated 
charged  body  b,  in  the  last  experiment,  into  the  pot  p, 
it  is  noticed  that  cbfter  B  has  been  lowered  so  far  into  the 
pot  tluit  it  is  well  wilder  cover  of  the  sides  {which  occurs 
wlien  B  cannot  be  easily  seen  froni  outside),  no  further 
increase  is  prodv^xd  in  the  divergence  of  the  gold-leaves 
by  fwrther  lowering  B,  or  even  by  touching  B  against  t/ie 
sides  or  bottom  of  the  poL  Hence,  in  order  to  measure 
the  charge  on  a  body,  it  is  not  absolutely  necessary  to 
discharge  that  body  into  p,  since  experiment  shows  that 
the  potential  of  p  remains  the  same  whether  b  is  dis- 
charged into  p,  or  whether  b  is  merely  well  inside  p. 
The  fact  is  that  as  soon  as  b  is  well  under  cover  of  the 
sides  of  p,  there  is,  as  was  first  shown  by  Faraday,  a 
charge  induced  on  the  inside  of  the  pot  p,  exactly  eqtuU 
to  the  charge  on  b,  but  of  the  opposite  sign,  and  another 
charge  on  the  outside  of  the  pot,  also  equal  to  the  charge 
en  B^  but  of  the  same  sign.  This  latter  charge  remains 
unaffected  by  touching  b  against  the  pot,  as  this  has  only 
the  effect,  if  b  be  a  conductor,  of  allowing  the  charge  on 
B  to  neutralise  the  charge  which  has  been  induced  on 
the  inside  of  the  pot  equal  to  that  on  b,  but  opposite  in 
sign. 
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This  important  fact  that,  as  soon  as  B  has  been 
lowered  a  certain  distance  into  the  pot,  the  potential  of 
the  pot  becomes  equal  to  what  it  would  have  been  if  all 
the  charge  on  B  had  been  given  up  to  the  pot,  enables  us 
to  measure  the  charge  on  an  insulator,  which  cliarge 
could  not  easily  be  all  communicated  to  P,  even  on 
touching  the  insulator  against  p. 

Consequently  this  apparatus  may  be  conveniently  em- 
ployed for  testing  the  amounts  of  positive  and  negative 
electricity  that  are  simultaneously  produced  when  two 
bodies  are  rubbed  together.  E  and  p  (Fig.  40)  are  re- 
spectively discs  of  ebonite  and  of  wood,  the  latter  being 
covered  with  cat's-fur.  The  ebonite  is  a  good  insulator ; 
the  cat's-fur  and  wood  make  but  poor  insulators;  both  discs 
are,  however,  as  seen  in  the  figure,  mounted  on  long,  thin, 
insulating  glass  handles.  If,  now,  the  glass  handles  be 
cleaned  and  diied,  and  if  the  ends  of  them  be  held  in  the 
hands,  the  two  discs  may  be  rubbed  together  without  prac- 
tically any  of  the  charge  of  electricity  produced  in  the  ebo- 
nite or  in  the  cat's  fur  being  lost.  When  either  of  these 
discs  is  held  inside  the  metal  pot  p,it  is  found  that  the  gold- 
leaves  will  diverge ;  but  there  is  this  difference  between 
the  divergence  that,  whereas  when  the  divergence  is  pro- 
duced by  the  rubbed  cat's-fur  being  held  inside  the  pot, 
this  divergence  cfui  be  increased  by  bringing  either  near 
the  pot,  or  near  the  knob  of  the  electroscope,  or  near  the 
wire  connecting  them  a  piece  of  dry  clean  glass  rod  that 
has  been  previously  rubbed  on  dry  silk,  on  the  other 
hand,  if  the  gold-leaves  are  diverging  because  the 
rubbed  ebonite  is  held  inside  the  pot,  the  divergence  of 
the  gold-leaves  is  diminislied  by  the  approach  of  the 
piece  of  rubbed  dry  clean  glass.  Hence,  the  electricities 
are  of  the  opposite  sign,  that  on  the  rubbed  cat's-fur  being 
like  the  electricity  on  rubbed  glass,  which,  as  already 
stated  in  §  41,  page  85,  is  called  vitreous  or  positive, 
while  that  on  the  rubbed  ebonite  is  called  resinous  or 
negative. 

But  more  than  that,  experiment  shows  that  if,  by 
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means  of  the  insulating  handles,  both  the  rubbed  discs  be 
held  vjell  inside  the  pot,  either  both  not  touching  the 
pot,  or  both  touching  it,  or  one  or  other  touching  it,  or 
touching  one  another,  the  divergence  of  the  gold-leaves 
is  absolutely  nought.  Hence  we  conclude  that  the  charges 
of  electricity  in  the  ebonite  a/nd  ca£s-fur^  which  Jiave  been 
rubbed  together,  are  not  only  opposite  in  kind,  but  are 
equal  in  anuyunt. 

Before  trying  this  experiment  it  is  well  to  make  sure 
that  there  is  no  residual  charge  of  electricity  in  the  ebo- 
nite disc.  This  can  be  ascertained  by  seeing  whether 
any  divergence  of  the  gold-leaves  is  produced  on  insert- 
ing the  disc  into  the  pot  before  it  is  rubbed  with 
the  cat's-fur.  If  it  is  found  that  such  a  divergence  is 
produced,  then  the  disc  should  be  discharged  by  being 
passed  through  the  flame  of  a  spirit-lamp  before  it  is 
rubbed  with  the  disc  of  cat's-fur. 

When  this  apparatus  is  not  in  use,  the  plug  p  at  the 
top  of  the  electroscope  should  be  pushed  down  to  pre- 
vent dust  and  moisture  entering  the  electroscope;  and 
the  two  halves  of  the  indiarubber  stopper  i  should  be 
inserted  in  the  neck  of  the  glass  bottle  belonging  to  the 
insulating  stand,  to  prevent  dust  and  moisture  settling  on 
the  glass  rod  of  this  stand. 

61.  Object  of  Bubbing  Two  Bodies  Together  to 
Produce  Electrification. — The  sole  object  of  rubbing 
together  the  two  bodies  when  one  or  both  of  them  is 
more  or  less  a  non-conductor,  is  to  bring  the  various 
parts  of  the  surfaces  of  the  two  bodies  successively  into 
intimate  contact  The  energy  expended  in  the  friction 
is  not  only  far  greater  than  the  electric  energy  developed, 
but  is  in  no  way  a  measure  of  the  latter.  This  may  be 
experimentally  seen  from  the  fact  that  if,  after  rubbing 
a  ix)d  of  ebonite  with  a  piece  of  cat's-fur,  the  two  be 
brought  together  towards  the  knob  of  the  electroscope 
with  the  fur  wrapped  round  the  ebonite  as  it  is  during 
the  operation  of  rubbing,  practically  no  divergence  of  the 
gold-leaves  will  be  observed ;  whereas  if  the  ebonite  and 
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the  cat's-fur  be  separated  after  being  rubbed  together, 
the  ebonite  will  produce  a  marked  divergence.  In  fact, 
as  will  be  more  clearly  seen  later  on  (§  189,  page  352),  the 
electric  energy  stored  up  in  the  rubbed  ebonite  after  being 
separated  froTti  tliefur  is  not  the  equivalent  of  the  work 
done  in  the  rubbingy  but  of  the  small  amount  of  work 
done  in  the  separation  against  the  electric  attraction  of 
tlie  negative  electricity  in  tJie  ebonite  for  the  positive  in 
the  fur. 

If  the  bodies  are  both  conductors,  simply  touching 
them  together  without  rubbing  is  all  that  is  necessary 
to  produce  the  full  electrification,  and  no  increase  in  the 
charges  will  be  produced  by  rubbing  the    two    bodies 


Fig.  41. 

together.  Of  course,  if  the  bodies  are  conductors,  one  or 
both  of  them  must  be  held  by  insulating  handles,  other- 
wise the  charges  of  positive  and  negative  electricity  re- 
siding in  them  respectively  during  contact  will  flow 
together  through  the  body  of  the  operator,  and  neutralise 
one  another  on  the  conductors  being  separated. 

62.  Proof- plane. — The  preceding  experiments  for 
measuring  potential  differences  and  the  charges  of  elec- 
tricity in  bodies,  must  be  carefully  distinguished  from 
another  experiment,  with  which  the  student  is  prob- 
ably more  familiar — viz.,  that  of  successively  touching 
various  parts  of  the  surface  of  a  charged  conductor  with 
a  small  disc  of  metal  m  fixed  at  the  end  of  an  insulating 
handle  H,  shown  in  Fig.  41,  and  called  ^^^  proof -plane,** 
and  testing  the  various  electric  states  of  this  proof-plane 
by  touching  it  against  the  knob  of  the  electroscope  each 
time  after  it  has  been  touched  against  some  particular 
part  of  the  8ui*face  of  the  charge;!  conductor. 
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63.  Electric  Density. — What  this  experiment  decides 
is  the  various  potentials  of  the  proof-plane  at  the  different 
times  when  it  is  being  touched  against  the  knob  of  the 
electroscope,  and  not  the  potentials  of  the  various  parta 
of  the  surface  of  the  conductor  against  which  it  has  been 
touched.  The  proof-plane  when  touching  the  charged 
conductor  has  the  potential  of  the  conductor;  and, 
further,  if  when  in  contact  with  the  conductor  it  be 
pressed  flat  against  the  surface,  the  quantity  of  electricity 
that  was  previously  on  the  bit  of  the  surface  of  the 
conductor  now  covered  by  the  proof-plane  rests  on  the 
surface  of  the  proof-plane,  instead  of  on  the  surface  of 
the  conductor.  When  the  proof-plane  is  removed  by  the 
insulating  handle,  it  will  carry  away  with  it  the  charge 
of  electricity,  provided  that  in  taking  the  proof-plane 
away  it  be  moved  vnthout  tilting  along  a  line  per- 
pendicular to  the  surface.  But  its  potential  alters  as  it 
is  being  moved,  so  that  while  when  the  proof-plane  is  in 
contact  with  the  charged  conductor,  its  potential,  quite 
irrespectively  of  the  quantity  of  electricity  that  happens 
to  be  on  it,  is  simply  that  of  the  charged  conductor,  its 
potential,  but  not  its  charge  of  electricity,  varies  as  it  is 
moved;  and,  finally,  when  the  proof-plane  has  been 
moved  out  of  the  influence  of  the  charged  conductor,  and 
is  then  put  into  contact  with  the  knob  of  the  electro- 
scope, its  potential  becomes  simply  proportional  to  the 
charge  of  electricity  on  it. 

Hence  the  divergence  of  the  gold-leaves,  which  (accord- 
ing to  the  calibration  curve  of  the  electroscope)  measures 
directly  t/ie  potential  of  the  proof-planCy  measures  in- 
directly the  electric  cha/rge  residing  on  it,  and  which 
previously  resided  on  that  sm^all  bit  of  the  surface  of  the 
charged  conductor  tJiM  was  covered  up  by  the  proof-plane. 
This  quantity  of  electricity  is  proportional  to  the 
"  electric  density f^*  or  the  quantity  of  electricity  residing 
on  a  unit  of  area  at  that  part  of  the  surface  of  the 
charged  conductor  touched  by  the  proof -plane.  And  the 
density  is  called  positive  or  negative,  according  as  the 
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charge  taken  away  on  the  proof-plane  is  positive  or 
negative. 

Experiments  made  thus  with  a  proof-plane  show  that, 
in  the  case  of  an  electrified  flat  sheet  of  metal  which  is 
far  away  from  other  conductors,  the  density  is  very  much 
larger  near  the  edges  than  it  is  at  points  far  removed 
from  the  edges,  and  is  less  and  less  the  farther  the  point 
is  from  the  edge.  If,  however,  two  flat  sheets  of  metal 
such  as  A  and  B  (Fig.  29,  page  88)  be  placed  parallel  to 
one  another,  and  near  together,  the  density  at  any  point 
on  either  of  the  opposed  surfaces  is  found  to  be  the 
same  in  value,  but  is  positive  on  the  surface  of  one  of 
the  plates  and  negative  on  the  other.  At  points  near 
the  edge  of  the  upper  surface  of  A  the  density  will  be  a 
little  less  than  when  it  is  nearer  the  middle  of  that  surface, 
but,  if  the  potential  of  B  and  of  the  guard  ring  c  d  be 
the  same,  the  density  at  all  points  on  the  lower  surface 
of  B  will  be  absolutely  the  same. 

In  the  case  of  a  charged  conically-shaped  conductor, 
such  as  is  shown  in  Fig.  118,  page  316,  the  density  is  very 
great  at  the  pointed  end,  and  comparatively  small  at  the 
rounded  end.  The  use  of  the  special  apparatus  on  which 
the  conical  body  is  supported  for  enabling  accurate  ex- 
periments on  density  to  be  made  is  described  in  §  171, 
page  316. 

64.  Density  is  Noug^ht  on  the  Inner  Surface  of  a 

Closed  Conductor. — Experiments  made  with  a  proof- 
plane  in  the  way  just  described  show  that  the  density  is 
nought  on  the  inner  surface  of  a  nearly  closed  hollow 
conductor,  and  even  when  the  conductor  is  only  partially 
closed  the  density  is  found  to  be  nought  at  any  point  on 
the  inner  surface  from  which  bodies  outside  the  con- 
ductor are  not  easily  visible.  For  example,  the  density 
on  the  parts  near  the  bottom  of  the  interior  of  a  charged 
metal  coffee-pot,  or  even  on  the  parts  near  the  bottom  of 
the  interior  of  a  charged  shallow  metal  tea-pot  with  the 
lid  open,  is  practically  nought,  but  will  be  no  longer 
nought  if  one  end  of  a  metal  rod,  say  the  end  of   a 
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poker,  be  held  inside  the  pot  without  touching  it.  And 
not  merely  on  the  inner  surface  of  a  pot  made  of 
continuous  metal  will  the  density  be  found  to  be  nought, 
but  in  the  case  of  a  pot  made  of  wire-gauze,  even  with 
&irly  wide  meshes,  the  density  is  also  nought  at  all  parte 
on  the  inner  surface  except  close  to  any  very  large 
opening.  But  in  this  case,  as  in  the  other,  if  a  metal 
rod  be  held  partly  inside  and  partly  outside  the  pot^  the 
distribution  of  density  will  be  quite  altered. 

From  the  preceding  experiments  we  see  thcU  electricity 
at  rest  resides  only  on  the  sv/rface  of  a  conductor,  and 
therefore,  as  far  as  the  effects  of  electricity  at  rest  are 
concerned,  it  is  immaterial  whether  our  conductors  are  of 
solid  or  hollow  metal  or  whether  they  be  simply  made  of 
wood  and  coated  with  tin-foil  or  gold-leaf. 

65.  Potential  of  a  Conductor  Depends  Partly  on 
the  Amount  of  Electricity  on  it. — This  is  easily  seen 
from  the  fact  that  the  divergence  of  the  gold-leaves  can 
be  varied  by  charging  more  or  less  a  conductor  in  electric 
connection  with  them. 

66.  Potential  of  a  Conductor  Depends  Partly  on 
its  Shape. — ^That  altering  the  shape  of  a  conductor  alters 
its  potential  may  be  proved  thus  : — p  (Fig.  42)  is  a  metal 
plate  fixed  to  the  wire  w  w  of  the  electroscope  in  place  of 
the  knob,  and  M  is  an  insulated  piece  of  metal  carried  by 
a  clean  dry  glass  handle  H,  by  means  of  which  m  may 
be  laid  on  p,  or  separated  more  or  less  from  p.  If  now 
M  be  laid  on  p,  and  a  charge  given  to  p  and  M  as 
one  conductor,  the  leaves  will  diverge,  indicating  the 
common  potential  of  P  and  m  ;  and  it  will  be  found  that 
on  sliding  M  over  p,  or  tilting  m  up,  without  in  either 
case  separating  m  from  p,  the  divergence  of  the  gold- 
leaves  diminishes.  But  on  putting  m  back  into  its 
original  position,  the  divergence  of  the  gold-leaves  regains 
its  original  value,  proving  that  the  alteration  of  the  form 
of  the  compound  body  m  p,  without  altering  the  amount 
of  electricity  on  it^  alters  its  potential. 

67.  Potential  of  a  Conductor  Depends  Partly  on 
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its  PoBition. — The  fact  that  the  potential  of  a  conductor 
can  be  changed  by  varying  ita  position  relatively  to  other 
bodies  can  be  proved  also  with  the  apparatna  shown  in 
Fig.  42.  If,  U  having  been  removed  to  BOme  difitunce 
from  p,  a  charge  be  given  to  p,  it  will  be  found  that 
on  approaching  M,  held  by  ita  insulating  handle,  towards 
p,  the  divergence  of  the  gold-leaves  or  the  potential  of  P 


diminishes.  Further,  if,  when  u  is  near  P,  u  be  con- 
nected with  the  tir-foil  coating  of  the  electroBcoi»e,  or 
with  the  earth  with  which  the  tin-foil  coating  is  atrea,dy 
connected,  the  divergence  of  the  gold-leaves  will  dimi- 
nish much  more.  And,  lastlj-,  if  m,  still  in  connection 
with  the  tin  foil  coating,  be  placed  very  near  the  plate  P, 
and  pHi-allel  to  P,  hut  without  touching  it,  the  divergence 
of  the  gold-leaves  will  be  almost  nought,  sliowing  that 
the  potential  of  p  has  practically  become  that  of  the  tin- 
foil coating,  or  nought.  On  removing  u,  the  divergence 
will  regain  its  original  value,  showing  that  the  potential  of 
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p  was  diminished,  not  by  P  having  been  discharged  (which 
is  also,  of  course,  one  way  of  diminishing  its  potential,  and, 
therefore,  care  must  be  taken  that  M  does  not  touch  p) 
but  by  the  mere  approximation  of  the  piece  of  metal  M 
connected  with  the  tin-foil  coating. 

68.  The  Potential  of  a  Conductor  can  therefore  be 
Varied  by — 

1.  Altering  tJie  charge  of  electricity  on  it. 

2.  Altering  the  external  shape  of  the  conductor  without 
altering  the  charge  of  electricity  on  it. 

3.  Altering  its  position  relatively  to  other  bodies. 

In  the  same  sort  of  way  the  pressure  of  a  gas  (say 
oxygen)  in  a  gasometer  can  be  varied  by — 

1.  Altering  tlie  weigJd  of  the  oxygen  in  tJie  gasometer. 

2.  Altering  the  size  of  the  gaso'm^ter  vntJwut  altering 
t/te  weight  of  oxygen  in  it. 

3.  Altering  the  temperature. 

69.  Examples  showing  the  Difference  between 
Potential,  Density,  and  Quantity. — To  familiarise  the 
student  with  the  difference  between  potential,  den- 
sity, and  quantity,  the  following  examples  may  be 
considered.  A  (Fig.  43)  is  an  insulated 
piece  of  metal  charged  positively,  and  far 
away  from  other  bodies,  so  as  to  be  beyond 
the  range  of  their  inductive  action ;  then 
its  potential,  the  density  on  its  two  sides, 
and  the  quantity  of  electricity,  or  charge 
on  it  (the  approximate  modes  for  measur-  Fig.  43. 
ing   which    have    been    described,    §    59, 

page  112),  are  given  in  the  following  table ;  a  positive 
potential  meaning  that  if  the  body  were  joined  to  the 
ground  by  a  wire,  or  *^ put  to  earth,"  as  it  is  technically 
called,  positive  electricity  would  flow  to  the  ground  from 
this  body. 

Now,  let  a  large  body  b,  in  metallic  connection  with 
the  earth  (Fig.  44),  be  brought  near  a  on  its  right  side, 
then  2  will  represent  the  electric  state  of  A.  Let  b  be 
brought  nearer  to  A ;  A*s  state  will  now  be  given  by  3. 
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',  on  the  other  hand,  a  and  b  be  separated  more  and  more, 
e  Btate  will  be  more  and  more  like  that  given  in  I. 
Nest  let  a  large  positively  chained  body,  c  (Fig.  45),  be 


brought  near  A  on  its  left  side,  4  will  then  represent  a'h 
state.  Bring  c  nearer  to  A,  but  not  so  near  that  a  spark 
or  a  brush  discharge  *  can  pass  between  a  and  c ;  a's  state 


will  be  changed  to  S.     Now,  while  c  is  near  a,  let  a  be 

connected  electrically  with  the  ground  (Fig.  46) ;  positive 

electricity  will  pass  from  a   to  the  ground,  and  6  will 

•  See  notes  to  {  192,  pugs  358,  Mid  }  196,  page  361). 
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then  be  the  potential,  density,  and  charge  of  A.  Lastly, 
let  A  be  disconnected  from  the  ground,  and  then  let  c  be 
i-emoved  to  a  great  distance  from  A,  when  7  will  be 
arrived  at. 

STATE  OF  THE  CONDUCTOR  A. 


• 

.8 

m 

Densitt. 

a 

43 

Fotentiol. 

Charge. 

t 

Ci^t  side. 

Left  Bide. 

1 

+ 

+ 

+ 

+Q»8ay 

2 

44 

-f-»  but  less  than 
in  1. 

-\-y   but   greater 
than  in  1. 

•\',  but  less  than 
ini. 

+  Q  as 
before. 

3 

-j-,  but  small. 

4-»    and    much 
greater  than  in  i. 

+,  but  much  less 
than  in  1. 

+  Q. 

4 

45 

■+-,  and  greater 
than  in  1. 

-|-,   and   greater 
than  in  I. 

4-,  but  less  than 
mi. 

+  Q. 

1 

5 

-\^f    and    still 
greater  than  in  i. 

•{-,    and    much 
greater  than  in  i. 

Almost  nought. 

+  Q. 

6 

46 

Nought. 

Nought. 

— 

— q,8ay 

7 

Negative. 

Negative. 

— ,  but  less  than 
in  6. 

—  q  as 
in  6. 

Bringing  up  the  positively  charged  body  c  near  the 
body  A  in  Fig.  45  has  exactly  the  same  sort  of  effect 
as  heating  considerably  the  left  end  of  an  elongated 
gas-holder,  and  slightly  cooling  the  right  end.  The 
pressure  of  the  gas  at  all  points  in  the  gas-holder  is 
of  course  uniform,  but  greater  than  before  any  heat  was 
applied,  just  as  the  potential  of  all  parts  of  A  in  ^  is 
uniform,  but  greater  than  in  i.  The  quantity  of  gas 
in  the  gas-holder,  like  the  quantity  of  electricity  in  A, 
remains  unaltered,  whereas  the  density  or  weight  of  a 
cubic  inch  of  the  gas  at  the  cold  end  is  greater  than 
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before,  while  the  density  at  the  hot  end  is  lean  than 
before,  j  list  as  the  density  at  the  right  side  of  A.  is  greater, 
and  at  the  left  side  less  than  in  i. 

8.  Next  let  P,  an  insulated  uncharged  conductor,  b*) 
brought  near  M,  a  negatively  charged  body,  then  the 
potential  of  p  is  negative,  since  negative  electricity  woukJ 
go  from  it  to  the  ground  if  it  were  put  to  earUi  by  a 
conducting  wire ;  the  density  on  the  side  next  m  is 
positive,  and  on  the  side  away  from  h  is  negative,  and 


the  charge  on  P  is  nought,  since  no  electricity  has  been 
put  into  it  or  taken  away  from  it. 

9.  Without  moving  p  or  h,  let  P  be  connected  with 
the  eai-th,  then  its  potential  is  nought,  the  density  on  thw 
side  next  m  is  positive  and  greater  than  before,  nought  on 
the  side  away  from  M,  and  the  chai'ge  on  p  is  positive, 
+  Q.  say. 

10,  Now  let  thewii-e  connecting  p  with  the  ground  be 
removed,  and  let  p  and  m  be  separated  slightly,  then  the 
potential  of  p  is  positive ;  the  density  on  the  side  next  H 
is  ]>ositive,  but  not  so  great  as  it  was  before  p  and  u  were 
separated  ;  on  the  side  of  p  away  from  M  there  is  a  slight 
positive  density,  and  the  cliarge  on  P  remains  +  q. 
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11,  Let  M  be  brought  nearer  P  than  in  P,  then  the 
potential  of  P  becomes  negative,  because  negative  elec- 
tricity will  go  out  of  p  if  it  be  put  to  earth ;  the  density 
on  the  side  next  M  will  be  positive,  and  greater  than 
in  9,  while  the  density  on  the  side  away  from  m  will  be 
slightly  negative,  and  the  charge,  as  before,  -|-  Q. 

p  is  therefore  in  such  a  condition  that  its  potential 
will  be  nought  without  being  connected  with  the  ground 
if  M  be  brought  to  the  same  distance  from  p  that  it  was 
in  9 ;  its  potential  will  be  positive  if  m  is  farther  away,  as 
in  10^  and  negative  if  m  is  nearer,  as  in  11. 

AH  this  can  be  very  well  seen  experimentally  if  M 
(Fig.  42)  be  charged  negatively,  and  p  be  connected  with 
the  tin-foil  coating  of  the  electroscope  for  a  moment  and 
then  insulated  when  m  is  at  a  certain  distance  d  from  p, 
and  parallel  to  P.  Then,  when  m  is  at  a  greater  distance 
than  d  from  p,  the  gold-leaves  will  diverge  with  positive 
electricity,  or  the  potential  of  p  is  positive ;  whereas  if  M 
be  at  a  less  distance  than  d  from  p,  the  gold-leaves  will 
diverge  with  negative  electricity,  or  the  potential  of  p  is 
negative ;  and  when  m  is  at  a  distance  d  from  P,  the  gold- 
leaves  will  not  diverge  at  all,  or  the  potential  of  p  is 
nought.  In  the  above,  m  is  supposed  to  be  moved  parallel 
to  itself,  and  along  a  line  perpendicular  to  p,  otherwise 
the  distance  from  p  will  not  accurately  determine  its 
position  relatively  to  that  of  p. 

70.  Static  and  Current  Methods  of  Measuring 
Potential  Differences  Compared. — To  measure  the 
pressure  of  steam  or  of  water,  a  static  pressure  gauge 
is  a  very  convenient  and  sensitive  instrument ;  whereas, 
on  ax^count  of  the  extreme  smallness  of  the  forces 
produced  by  the  attractions  of  ordinary  charges  of 
electricity,  a  static  method  of  measuring  a  small  electric 
potential  is  either  most  insensitive,  or  requires  the 
employment  of  a  delicate  piece  of  apparatus  that  can 
only  well  be  used  in  a  laboratory,  hence  such  a  measure- 
ment cannot  at  present  be  performed  with  any  portable 
apparatus.     In  fact,  a  static  portable  electrometer,  that 
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will  measure  accurately  a  small  fraction  of  a  volt^  is  at 
present  a  great  desideratum. 

But  just  as  tlie  pressure  of  water  at  any  given  point 
in  the  side  of  a  vessel  containing  it  can  be  ascertained 
by  measuring  the  flow  of  water  that  is  produced  through 
a  particular  pipe  inserted  in  an  opening  in  the  side 
of  the  vessel  at  the  point  in  question,  so  tlie  potential 
difference  between  two  bodies  can  be  ascertained 
by  measuring  the  current  that  is  produced  through 
a  particular  wire  used  to  electrically  connect  these 
two  bodies;  for  it  can  be  shown  experimentally  (see 
§  75,  page  135)  that  if  the  current  passing  through 
a  particular  wire  be  measured  in  amperes,  and  the 
potential  difference  maintained  at  the  ends  of  the  wire 
be  measured  in  volts,  by  means  of,  say,  a  quadrant 
electrometer,  the  number  of  amperes  is  directly  pro- 
portioned to  the  number  of  volts.  In  the  case  of  water 
this  current  method  would  be  most  troublesome  to  carry 
out  practically,  on  account  of  the  alteration  of  flow 
produced  by  bends  and  irregularities  in  the  sectional  area 
of  the  pipe,  and  especially  because  slight  changes  in  the 
mode  in  which  the  water  enters  the  pipe,  arising  from 
slight  differences  in  the  way  in  which  the  pipe  is 
attached  to  the  vessel,  produce  decided  changes  in  the 
current  But  in  the  case  of  electricity  this  current 
method  of  measuring  potential  difference  is  most 
convenient^  since  for  a  given  potential  difference  the 
current  flowing  through  a  wire  depends  only  on  the  wire 
and  on  its  temperature,  and  not  at  all  on  the  shape  the 
wire  is  made  to  assume,  or  on  the  form  of  the  coil 
in  which  the  wire  is  wound ;  nor  does  the  current  depend 
on  the  exact  way  in  which  the  ends  of  the  wire  are 
joined  to  the  two  bodies,  provided  only  that  the  contact 
at  each  end  is  a  clean  metallic  ona  A  galvanometer^ 
ilien^  which  directly  measures  current  may  be  used  to 
indirectly  measv/re  potential  difference. 

Both  in  the  case  of  measuring  water-pressure  and 
electric  potential,  the  production  of  a  current  through 
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the  test-pipe  or  wire  tends  to  diminish  the  very  thing  we 
desire  to  measure.  Hence,  unless  there  be  some  efficient 
means  of  keeping  up  the  water-pressure,  or  the  electric 
potential  difference,  we  must  be  content  to  employ  only 
a  small  current,  and  use  a  proportionately  delicate  in- 
strument to  measure  it.  In  some  cases — as,  for  example, 
with  two  insulated  ordinary  metallic  bodies  charged 
to  a  different  electric  potential — ^the  current  method  of 
measuring  this  potential  difference  would  be  practically 
impossible,  as  the  potential  difference  which  it  was  our 
object  to  measure  would,  by  joining  the  bodies  together 
with  the  wire  of  a  galvanometer,  be  entirely  neutralised 
before  the  needle  of  the  most  delicate  galvanometer 
began  to  move.  In  such  a  case  the  static  method  is  the 
only  one  that  can  be  employed. 

71.  When  a  Potential  Difference  aalvanometer 
may  be  Employed. — In  all  cases,  however,  where  there 
exists  some  means  of  keeping  the  potential  difference 
constant  between  two  bodies  even  after  they  are  allowed 
to  discharge  one  into  the  other  through  the  coil  of  a 
galvanometer,  this  galvanometric  method  of  measuring 
potential  difference  can  be  employed.  If  the  coil  of  the 
galvanometer  is  made  of  a  long  fine  wire,  there  is  much 
less  chance  of  the  potential  difference  being  altered  by 
the  application  of  the  galvanometer  than  if  it  were  made 
of  a  short  thick  wire,  and  for  that  reason  potential 
difference  galvanometers  are  wound  with  a  long  fine  wire. 
In  certain  special  cases,  before  the  application  of  our 
galvanometers,  the  two  bodies  whose  potential  difference 
we  desire  to  measure  are  already  joined  by  a  short  thick 
wire — as,  for  example,  two  parts  near  together  in  a 
circuit  carrying  a  current — and  in  such  cases  the  wire 
used  for  the  coil  of  the  galvanometer  employed  to 
measure  the  potential  difference  between  these  two 
points  need  not  be  very  long  or  fine.  Generally,  how- 
ever, a  long  fine  wire  must  be  used  in  making  a  potential 
difference  galvanometer. 

For  practical  purposes  a  potential  difference  galvano- 
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meter  must,  like  an  ammeter,  be  calibrated  absolutely ;  \l 

only  in  this  case  it  is  not  the  number  of  amperes,  or 
fraction  of  an  am2)ere,  passing  through  the  instrument^ 
and  producing  any  particular  deflection,  that  we  desire 
to  know,  but  the  number  of  volts  that  must  be  main- 
tained at  the  terminals  of  the  instrument  to  produce  this 
current. 

72.  Voltmeter. — The  permanent  magnet  proportional 
galvanometer  described  in  §  37,  page  76,  may  be  wound 
with  fine  wire  instead  of  with  thick,  and  calibrated  in 
volts  by  ascertaining,  by  means  of  a  standard  electrometer, 
for  example,  the  number  of  volts  necessary  to  be  main-  I 

tained  at  its  terminals  to  produce  various  deflections  of  | 

its  needle ;  such  a  dead-beat  potential  galvanometer  when  * 

direct-reading  is  called  a  *^  voltmeter y^  and  it  may  be 
taken  temporarily  as  our  commercial  instrument  for 
measuring  potential  differences. 

Other  and  more  modem  forms  of  potential  difference 
galvanometers  are  described  in  Chapter  VIII.,  and  the 
advantages  and  disadvantages  of  some  of  the  various 
types  entered  into.  Methods  of  practically  calibrating 
voltmeters  are  also  &:iven  in  §  213,  page  408,  to  §  215. 
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CHAPTER    IV. 

RESISTANCE   AND    ITS   MEASUREMENT. 

73.  Resistance— 74.  Ohm's  Law— 75.  Experimental  Proof  of  Ohm's 
Law  —  76.  Comparing  Resistances  —  77.  Simple  Substitution 
Method  of  Comparing  Resistances — 78.  Plug  Key — 70.  Potential 
Difference  Method  of  Comparing  Resistances — 80.  Ohm — 81.  Yolt, 
Practical  Definition  of — 82.  British  Association  Unit  of  Resis- 
tance— 83.  Variation  of  Resistance  with  Length — 84.  Construction 
of  Coib ;  Multiples  of  the  Ohm — 85.  Variation  of  Resistance  with 
Sectional  Area— 86.  Variation  of  Resistance  with  the  Material— 87. 
Variation  of  Resistance  with  Temperature — 88.  Construction  of 
a  Differential  Galvanometer — 89.  Construction  of  Plug  Resistance 
Boxes — 90.  Law  of  the  Variation  of  Resistance  with  Temperature 
— 91.  Resistance  of  Metals  per  Cubic  Centimetre  and  per  Cubic 
Inch — ^92.  Resistance  of  Metals  for  a  given  Length  and  Diameter, 
or  for  a  given  Length  and  Weight — 93.  Comparison  of  Electric 
and  Heat  Conductivities — 94.  Material  Used  in  Resistance  Coils— r 
95.  Mode  of  Winding  Resistance  Coils — ^96.  Calibrating  a  Galvano- 
meter by  Using  Known  Resistances — 97.  Wheatstone's  Bridge — 98. 
Superiority  of  tlie  Wheatstone  Bridge  over  the  Differential  Gal- 
vanometer, and  conditions  affecting  the  Sensibility  of  the  Bridge 
—  99.  Commercial  Form  of  Wheatstone's  Bridge — 100.  Bridge 
Key — 101.  Use  of  a  Shiint  with  tbe  Bridge — 102.  Meaning  of  the 
Deflection  on  a  Bridge  Galvanometer — 103.  Shunts — 104.  Multi- 
plying Power  of  a  Shunt — 105.  Combined  Resistance — 106.  Con- 
struction of  a  Shunt  Box — 107.  Increase  of  the  Total  Current 
produced  by  the  Employment  of  a  Shunt. — The  Use  of  Shunts  with 
a  Differential  Galvanometer — 108.  Sliding  Resistance  Boxes— 109. 
Measuring  a  Resistance  during  the  Passage  of  a  Strong  CmTent 
— 110.  Ohmmeter — 111.  Amount  of  Heat  generated  by  an  Elec- 
tric Current— ^112.  Cooling  Correction  of  the  Observed  Rise  of 
Temperature  Curve — 113.  Measuring  a  Current  by  the  Rate  of 
Production  of  Heat — 114.  Work  done  in  an  Electric  Circuit — 115. 
Work  done  hj  a  Current  Generator.  Electromotive  Force — 116. 
Variation  of  External  Resistance,  Current,  and  Potential  Differ- 
ence at  the  Battery  Terminals. 

73.  Resistance. — Whenever  an  electric  current  is 
passing  through  a  circuit,  a  certain  amount  of  obstruction, 
or  ^^  resistance,^*  is  offered  to  the  cun-ent,  and  we  have 
seen  that,  by  the  insertion  of  a  longer  or  shorter  piece  of 
wire,  or  of  a  longer  or  shorter  column  of  liquid  into  a 
circuit,  the  current  can  be  diminished  or  increased  in 
strength.     Any  number  of  amperes  can  he  sent  through 
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any  body,  provided  that  we  ?uive  a  sufficiently  powerfvl 
generator,  and  promded  that  tJie  body  is  not  fused  or 
otherwise  destroyed  by  tJie  current  before  tJie  current  lias 
reached  the  required  strength.  Hence,  we  cannot 
measure  the  magnitude  of  the  electric  resistance  of  a 
body  by  the  smalbiess  of  the  current  strength  unless  we 
know  something  about  the  power  of  the  generator,  just 
as  the  number  of  gallons  of  water  per  minute  passing 
through  a  pipe  furnishes  no  indication  of  the  resistance  of 
the  pipe  unless  we  know  the  difference  of  pressure  main- 
tained at  the  two  ends  which  is  driving  the  water 
through  the  pipe.  If,  however,  the  same  electric  potential 
difference  be  maintained  at  the  ends  of  one  wire  A  as 
is  maintained  at  the  ends  of  another  b,  then  t^ie  resistances 
of  these  wires  will  be  inversely  proportioned  to  tJie  number 
of  amperes  flowing  through  them,  respectively ;  or  more 
generally,  the  resistance  is  proportional  to  the  ratio  of 
the  potential  difference  maintained  at  the  ends  of  the  wire 
to  the  strength  of  the  current  flowing  through  it. 

74.  Ohm's  Law. — Experiments  originally  made  by 
Ohm  in  1827,  and  verified  to  a  high  degree  of  accuracy 
by  an  elaborate  series  of  expeiiments  made  at  the 
Cavendish  Laboratory  at  Cambridge  some  yeara  ago,  show 
that  this  ratio  of  potential  difference  to  current  is  abso- 
lutely constant  for  a  definite  piece  of  mstal  at  a  constant 
temperature,  and  may  be  called  simply  the  "  resistance  " 
of  that  piece  of  metal. 

75.  Experimental  Proof  of  Ohm's  Law. — To  test 

Ohm's  law  it  is  necessary  to  employ  a  more  delicate 
statical  potential  difference  ineasurer  than  a  gold  leaf 
electroscope,  and  a  form  of  Sir  W.  Thomson's  quadrant 
electrometer,  constructed  by  Dr.  Edelmann,  of  Munich, 
and  shown  in  the  following  figures,  may  be  con- 
veniently employed  for  this  purpose.  The  instrument 
rests  on  a  metallic  bracket  l  (Figs.  47,  48),  screwed 
to  the  wall,  and  is  levelled  by  means  of  the  three 
levelling  screws.  G  G  (Figs.  47  and  48)  are  four  quar- 
ters  of  a  brass  cylinder  insulated   from   one   another, 
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and  held  in  position   by   ebonite   collars  rr  and    bb 
(Fig.  48)      These  quarter  cylinders  are  connected  together 


in  opposite  pairs  by  means  of  two  pieces  of  wire,  the 
first  and  third  being  also  attached  to  the  "  electrode  "*  a 
(Fig,  47),  and  the  second  and  fourth  to  the  electrode  b, 

"  "  Electrode  "  is  the  nnmB  given   to  a  wire  or  rod  bj  means  <rf 
whioh  a  oumiit  enters  oi  leares  a  piece  of  ap|iftntiu. 
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Suspended  inside  this  system  of  quarter  cylinders,  there 
hangs,  by  means  of  a  fibre  of  unspun  silk,  a  movable 


piece  of  aluminium  w  w,  shaped  as  shown  in  elevation  in 
Fig.  48,  in  plan  in  Tig.  49,  and  in  perspective  in  Fig.  50, 
and   which   may  be  called  the  needle.      This  movable 
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arrangement,  or  needle,  has  attached  to  its  bottom  a 
looped  platinum  wire,  to  which  is  fastened  a  small  piece 
of  sheet  platinum,  p  (Figs.  47,  48,  and  50),  dipping  into 
a  small  quantity  of  sulphuric  acid,  contained  in  the 
glass  vessel  t,  and  electrically  connected  with  the 
wire  J?  by  means  of  the  platinum  wire  r,  which  dips 
into  the  acid.  Into  a  small  collar  q  (Fig.  50),  at  the 
top  of  this  needle,  there  is  fixed  a  little  stem  of  tortoise- 
shell,  carrying  the  mirror  8,  which  reflects  a  ray  of 
light  through  the  window  /  (Figs.  47  and  48),  on  to  a 
distant  scale,  in  accordance  with  Sir  W.  Thomson's  re- 
flecting arrangement  already  described 
in  §  54,  page  103. 

The  movable  arrangement  ww  is 
kept  at  a  high  potential  by  one  end 
of  what  is  called  a  "  dry  pile "  {see 
§  197,  page  372)  being  attached  to  the 
wire  /),  which  passes  through  a  collar 
E,  let  into  the  outer  glass  vessel  z,  the  fiT^ 

other  end  of  the  dry  pile  being  attached 
to  the  brass  framework  d  d  of  the  instrument.  When  all 
the  four  quarter  cylinders  are  brought  to  the  same  potential 
by  connecting  the  electrodes  A  and  b  together  with  a  piece 
of  wire,  then  no  matter  how  highly  the  needle  be  charged, 
it  will,  except  for  the  extremely  small  torsion  produced 
by  the  silk  fibre,  which  can  be  made  insignificant  by 
turning  round  the  head  p,  rest  in  any  position  if  turned 
round  a  vertical  axis  passing  through  its  centre.  But 
when  all  the  four  quarter  cylinders  are  at  the  same  poten- 
tial, we  want  the  spot  of  light  to  stand  at  nouglit  on 
the  scale,  hence  it  is  necessary  to  give  directive  force 
to  the  needle  ;  this  is  done  by  means  of  a  small  magnet 
na  fastened  to  it,  as  seen  in  Figs.  48  and  50,  and 
a  controlling  magnet  which  turns  the  needle  so  that 
it  rests  in  the  symmetrical  position  shown  in  Fig.  49, 
when  all  the  four  quarter  cylinders  are  at  one  potential. 
The  deflection  of  the  needle,  or  the  motion  of  the  spot  of 
light  on  the  scale,  which  is  proportional  to  this  deflection, 
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ia  very  nearly  directly  proportional  to  the  difference  of 

potential  between  tlio  opposite  pairs  of  quarter  cylinders 

as  long  as  the  potential  difference  between  the  needle 

WW  and  the  outeide  of  the  instrument  in  constant,  and 

the  magnetic  controlling  force  produced  by 

the  ouUide  conti-olling  magnet  ia  unaltered 

in  magnitude  or  direction. 

The  complete  formula  for  a  given  position. 
of  tlie  controlling  magnet  may  l>e  proved  to 
be  as  follows  :^Let  N  be  the  potential 
difference  between  the  needle  and  the 
framework  of  the  instrument,  P  the  poten- 
tial of  one  pair  of  quai-ter  cylinders  rela- 
tively to  the  fi-araework  D,  and  Q  the 
potential  of  the  opposite  pair  of  quarter 
cylinders  also  relatively  to  the  framework, 
d  the  deflection  of  the  spot  of  light  on  the 
scale  from  the  zero  position,  then 
^,._  ^  rfa:{P~Q){N-^(P+Q)}, 

from  which  it  follows,  first,  that  the  sensi- 
biliiy  of  the  instrument  increases  as  K  increases; 
secondly,  that  d  becomes  more  and  more  nearly  pro- 
portional to  P — Q  as  N  becomes  larger  and  lai^r. 

Tliia  formulft  ia  calculated  on  the  Bnpposition  that  the  vertical 
edges  of  the  needle  W  are  never  very  near  the  verljcal  edges  of  the 
Btutionar;  quarter  cylinders.  With  such  a  ghart  needle  oa  ia  shown  in 
the  figure,  And  which  correctlj  illustrates  the  apparfttua  as  made  bj 
Dr.  Edelmann,  this  condition  ia  far  from  heing  fulfilled  when  the 
needle  is  deflected.  Hence  the  instrument  nould  he  improved  if  each 
half  of  tiie  needle  were  maile  broailcr,  even  though  the  moment  of  in- 
ertia would  thereby  be  increased,  the  couBideration  which  has  prohahl; 
inflneDced  Dr.  Bdelmann  in  making  it  ao  oarrow.  Another  improve- 
ment would  canabt  in  supporting  the  glass  vessel  T  from  ebonite  rods 
instead  of  by  the  ebonite  ring  H  9,  since  leakage  tfliea  place  from  the 

to  the  quarter  cylinders  a,  a,  and,  conaequcntl;,  if  cither  pair  be  left 
entirely  insulated,  even  for  a  short  time,  tho  spot  of  light  rapidly  ' 
moves  off  the  scale,  from  the  potential  of  this  insulated  pair  of  quarter 
cylinders  being  raised  by  the  electricity  leaking  into  them. 

Fig.  51  shows  diagrammatical ly  the  quarter  cylinders 
CC,   c'o'  of  the  Edelmann    electrometer   joined   to   thti 


terminals  T,  T'of  a  rcRiatance  k  throngli  which  a 

wtnt  by  the  battery  b,  and  its  sti-engtli  nieosured  by  the 


galvanometer  g.  Ah  the  wire  r  isi  long  and  rather  fine, 
in  order  that  the  potential  difference  at  its  terminalB  may 
be  large  enough  to  be  measured  with  the  electrameter,  it 
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would  be  necessary,  if  we  wished  to  vary  the  current 
considerably,  by  increasing  the  resistance  in  circuit,  to 
introduce  a  resistance  in  the  circuit  several  times  as 
great  as  the  resistance  offered  by  the  wire  R,  A  simpler 
plan  than  employing  such  large  resistances  consists 
in  varying  the  number  of  cells  used  to  send  the  current, 
and  this  is  easily  done  by  keeping  one  wire  attached 
to  the  binding  screw  Sq  and  attaching  the  other  wire  to 
the  screw  s^  or  Sg,  &c.,  according  as  we  wish  the  current  to 
be  sent  by  one  or  two,  (fee.  cells.  If  the  current  be  varied  it 
will  be  found  that  if  simultaneous  readings  of  the  electro^ 
meter  and  galvanometer  are  taken  for  the  different  currents 
that  the  ratio  of  potential  difference  to  current  is  constant, 

76.  Comparing  Resistances.  —  The  simplest  way 
of  insuring  that  the  same  potential  difference — ^that  is, 
the  same  number  of  volts — shall  be  maintained  at  the 
ends  of  two  wires  is  to  join  the  wires  in  parallel 
circuit,  as  shown  in  Fig.  52,  or  what  may  be  called 
simply  "  in  paralleV^  The  number  of  amperes  flowing 
in  the  two  circuits  can  be  measured,  of  course,  by  pro- 
perly calibrated  galvanometers  put  in  the  two  circuits, 
but  the  coils  of  each  of  these  galvanometers  must  be  made 
of  such  a  short  piece  of  thick  wire  that  the  insertion  of 
the  galvanometer  in  either  of  the  circuits  does  not 
weaken  the  current  in  that  circuit,  otherwise  the 
number  of  amperes  will  not  be  inversely  proportional 
simply  to  the  resistances  of  the  wires  A  and  B,  but  to  the 
resistances  of  the  two  circuits,  increased  by  the  addition 
of  the  resistances  of  the  respective  galvanometers. 

It  may  here  be  noticed  that  a  properly  calibrated 
galvanometer  always  measures  the  current  flowing 
through  the  circuit  in  which  it  has  been  placed.  But  it 
does  not,  of  course,  follow  that  the  current  is  the  same 
as  it  was  before  the  insertion  of  the  galvanometer,  there- 
fore if  it  is  the  latter  we  desire  to  measure  care  must  be 
taken  that  the  insertion  of  the  galvanometer  shall  not 
diminish  the  current.  Just  in  the  same  way  when 
measuring  temperature,  a  thermometer  put  into  a  vessel 
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of  liquid  always  measures  quite  accurately  the  joint 
temperature  of  the  liquid  and  thermometer ;  but  except 
in  the  very  exceptional  case  of  the  thermometer  bulb 
and  the  liquid  being  at  the  same  temperature  before  the 
insertion  of  the  thermometer  bulb  (so  that  the  mercury 
neither  rises  nor  falls  when  the  thermometer  is  inserted), 
the  thennometer  will  either  slightly  raise  or  slightly 
lower  the  previous  temperature  of  the  liquid,  unless  the 
volume  of  the  bulb  be  very  small  compared  with  the 
volume  of  the  liquid,  or,  more  accurately,  unless  the 
thermal  capacity  of  the  bulb  and  liquid  in  it  is  very 


small  compared  with  that  of  the  liquid  and  vessel 
combined  into  which  it  is  placed.  And  for  that 
reason,  tliermometers  with  extremely  small  bulbs,  contain- 
ing very  little  mercury,  have  frequently  to  be  employed. 

So  a  current  galvanometer  should  have  as  small  a 
resistance  as  possible,  and,  for  a  similar  reason,  as  we 
have  already  seen,  a  potential  difference  galvanometer 
should  have  as  high  a  resistance  as  possible,  so  as  to  fulfil 
the  general  law  which  must  be  carefully  attended  to  in 
all  experiments — the  test  Tnuat  not  alter  the  thing  tested. 

By  comparing,  then,  the  currents  sent  through  two 
wires,  at  the  ends  of  which  the  same  potential  difference 
is  maintained,  their  resistances  can  be  compared,  and  in 
this  way  two  resistances  can  be  made,  for  example,  equal 
to  one  another.  But  as  the  insertion  of  the  galvano- 
meter will  generally  increase  the  resistance  of  the  circuit 
in  which   it   is   placed,    two   galvanometers   of   known 
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resistances  and  with  known  absolute  calibration  curves 
should  be  employed. 

77.  Simple  Substitution  Method  of  Comparing 
Resistances. — The  folio  wing  ^^  simple  substitution  metliod" 
is,  however,  much  simpler  to  be  used  when  one  resistance 
has  to  be  made  equal  to  another,  as  it  requires  the 
employment  of  only  one  galvanometer  of  unknown 
resistance,  and  of  which  even  the  relative  calibra- 
tion need  not  be  known,  much  less  its  absolute 
calibration ;  in  fact,  a  simple  galvanoscope,  that  merely 
indicates  more  or  less  as  regards  the  current,  is  all 
that  is  needed.  Put  any  convenient  electric  generator 
in  circuit  with  a  galvanoscope  and  a  wire  whose  re- 
sistance we  wish  to  reproduce,  and  observe  the  deflection. 
Next  remove  this  wire,  and  put  in  its  place  another 
wire,  with  which  a  smaller  deflection  is  obtained,  on  the 
same  galvanoscope  using  the  same  generator.  Now 
gradually  diminish  the  length  of  the  second  wire  until  the 
original  deflection  is  reproduced,  then  the  resistance  of  the 
new  wire  will  be  exactly  equal  to  that  of  the  old.  In  mak- 
ing the  experiment,  it  is  desirable  to  select  for  the  second 
wire  one  which,  as  already  stated,  gives  a  smaller  deflec- 
tion, and  therefore  has  a  larger  resistance  than  the  first, 
so  that  by  shortening  it  its  resistance  may  be  made  equal 
to  the  first.  We  shall  see,  however,  later  on,  that  even  if 
the  deflection  with  the  second  wire  be  too  large  instead 
of  too  small,  so  that  it  has  too  small  and  not  too  large  a 
resistance,  the  resistance  of  the  second  may  be  increased 
and  made  equal  to  that  of  the  first  wire  by  passing  it 
through  a  draw-plate,  so  that  it  becomes  thinner  and  of 
smaller  diameter.  But  this  is  not  nearly  so  easy  an  adjust- 
ment as  shortening  a  wire  that  has  been  selected  with  too 
great  a  length. 

To  detect  any  possible  change  in  the  sensibility  of 
the  galvanoscope,  or  in  the  power  of  the  generator  during 
the  test — a  change  in  either  of  which  would,  of  course, 
destroy  the  accuracy  of  the  test — it  is  well  after  the  second 
wire  has  been  altered,  until  the  first  deflection  on  the 


Chap.  IV.l  SIMPLE   SUBSTITUTION   METHOD.  139 

galvanoscope  has  been  nearly  reproduced,  to  substitute  the 

first  wire  for  the  second,  and  see  whether  the  deflection 
now  obtained  with  the  first  wire  in  circuit  is  exactly  the 
same  as  was  originally  obtained.  If  it  be  found  to  be 
slightly  different,  then  the  final  adjustment  of  the  second 
wire  must,  of  course,  be  made  with  the  new  deflection 
of  the  galvanometer  obtained  with  the  first  wire  in 
circuit,  and  not  with  the  deflection  that  waa  origin- 
ally obtained  when  the  first  wire  was  in  circuit.  While 
making  the  preceding  test,  care  must  be  taken  not  to 
alter  tbe  sensibility  of  the  galvanometer  by  accidentally 


moving  the  controlling  magnet,  and  it  is  well  not  to  keep 
tlie  current  flowing  continuously  for  too  long  a  time,  as 
the  battery  is  liable  to  become  what  is  called  "polarised," 
and  the  current  in  consequence  diminished. 

The  preceding  method  of  comparing  the  equality  of 
two  resistances  is  exactly  analogous  with  what  is  known 
as  Boi'da's  method  of  double  weighing,  by  means  of 
which  the  true  weight  of  a  body  can  be  accurately  deter- 
mined, no  matter  how  unequal  be  the  lengths  of  the 
two  portions  of  the  beam,  or  how  unequal  the  weights 
of  the  pans  of  the  balance  employed. 

78.  Plug  Key. — In  order  to  connect  the  galvanoscope 
and  current  generator  quickly  and  conveniently  with 
either  the  known  or  the  unknown  resistance,  the  plug  key, 
shown  in  Fig.  53,  may  be  employed.  It  consists  of  three 
pieces  of  brass  a,  b,  (md  c  fastened  to  a  slab  of  ebonite 
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or  wood  E  E.  By  inserting  the  conical  brass  plug  p  into  the 
hole  H,  the  current  produced  by  the  battery,  one  end  of 
•  which  is  attached  to  B,  will  pass  through  the  unknown  re- 
sistance, whereas  if  it  be  inserted  in  A  it  will  pass  through 
the  known  resistance  and  not  through  the  unknown. 

79.  Potential    Difference    Method    of   Comparing 

Resistances. — Another  method  of  comparing  two  resist- 
ances, depending  directly  on  the  definition  of  resistance, 
consists  in  sending  a  current  through  the  two  wires  ab  and 
CD  placed  "  in  series"  or  end  on  (Fig.  54),  and  comparing, 
by  means  of  a  suitable  galvanometer,  the  potential  dif- 
ference between  a  and  b  with  that  between  c  and  D. 
For   since  the  same  current  passes  through  these  two 


Fig.  5i. 

wires,  and   since   resistance  is  the   ratio   of    potential 
diflference  to  current,  it  follows  that — 

resistance  of  AB    potential  difference  between  A  jEtnd  B 
resistance  of  CD^  potential  difference  between  C  and  D 

80.  Ohm. — The  legal  unit  of  resistance,  as  settled 
by  the  International  Electrical  Congress,  at  their  meet- 
ing held  in  Paris  in  1884,  is  that  of  a  column  of  'pure 
mercury  106  centimetres  long,  1  square  milltTnetre  in 
sectional  area,  at  a  temperature  of  0°  C.  This  is  called 
the  "  ohm,"  and  is  the  only  one  of  the  electrical  units 
that  has  yet  been  legalised.  All  the  others  have,  how- 
ever, been  accurately  defined  in  terms  of  the  ohm  and 
the  ampere,  but  as  the  exact  rate  of  chemical  action 
corresponding  with  the  ampere  (although  now  generally 
accepted  as  being  that  given  in  §  6,  page  11)  has  not 
yet  been  defined  legally,  it  cannot  be  said  that  a  practical 
unit  of  current  has  yet  been  legally  adopted,  and  the 
same  remark  applies  to  the  volt  and  to  all  the  electrical 
units  depending  on  the  ampere. 
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81.  Volt,  Practical  Definition  of. — ^A  volt  is  the 
difference  of  potentials  that  must  be  maintained  at  the 
ends  of  a  wire  of  one  ohm  resistance,  so  that  a  current 
of  one  ampere  may  pass  through  it ;  or  generally,  if  V 
be  the  potential  difference  in  volts  maintained  at  the  end 
of  a  conductor  having  a  resistance  of  o  ohms,  and  if 
A  be  the  current  in  amperes  flowing  through  it 

o 

82.  British  Association  Unit  of  Resistance. — Pre- 
vious to  1884,  the  unit  of  resistance  used  most  exten- 
sively in  Great  Britain  and  elsewhere  was  the  British 
Association,  or  "  B.  A,**  unit,  called  also  previously  to 
1884  an  ohm.  The  name  ohm  is,  however,  now  restricted 
to  the  legal  unit,  and  the  older  one  is  called  a  B.  A.  unit. 
The  value  of  this  latter  was  decided  on  by  the  Electrical 
Committee  of  the  British  Association,  after  years  of 
extremely  careful  and  painstaking  work,  and  copies  of 
the  standard  were  first  issued  in  1865,  since  which  time 
they  have  been  multiplied  almost  indefinitely.  The  ideal 
B.  A.  unit  (as  distinguished  from  the  actual  one,  which, 
as  will  be  explained  farther  on,  is  slightly  wrong)  is  a 
derived  unit,  and  not  an  arbitrary  on^,  that  is  to  say,  it  is 
selected  so  that  the  equations  connecting  current,  resist- 
ance, potential  difference,  work,  &c.,  shall  be  of  the 
simplest  kind,  without  arbitrary  co-efficients.  The  great 
value  of  this  so-called  ahsohUey  or  British  Association, 
system  of  electrical  units  was  fully  accepted  at  the  meet< 
ing  of  the  International  Electrical  Congress  at  Paris  in 
1881,  and  it  was  decided  that  for  purposes  of  reference, 
that  particular  length  of  a  column  of  mercury  one  milli- 
metre square  in  section  which  at  a  temperature  0®  Centi- 
grade was  found  to  have  most  nearly  the  true  B.  A  unit 
of  resistance,  should  be  called  the  ohm,  and  legalised. 
Doubts  having  arisen  as  early  as  1878  as  to  whether 
there  had  not  been  some  mistake  made  by  the  British 
Association  Committee  in  their  original  determination, 
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tke  whole  work  was  repeated,  and  it  was  eventually 
agreed,  at  the  meeting  of  the  Conference  in  1884,  that 
the  length  of  mercury  which,  having  one  square  milli- 
metre in  section,  had  at  0°  C.  one  ohm  resistance  should 
be  internationally  accepted  as  106  centimetres,  the  deci- 
mal of  a  centimetre  which  required  to  be  added  to  make 
this  length  perfectly  accurate  being  left  for  further 
experiment  and  consideration.  And  in  England  it  has 
been  also  decided  that  for  the  purposes  of  issuing  practical 
standards  of  electrical  resistance,  the  number  of  B.  A. 
units  adopted,  from  the  means  of  a  large  number  of 
experiments,  as  the  resistance  of  a  column  of  mercury 
100  centimetres  1  square  millimetre,  at  0°  Centigi-ade, 
which  is  the  *^  Siemens*  unit  of  resistance^*'  shall  be 
0-9540. 

Therefore  it  follows  that 

1  legal  ohm  =  1*0112  B.  A.  units. 
1  B.  A.  unit  =  0*9889  legal  ohm. 

Example  21. — With  a  potential  difference  of  108 
volts  maintained  at  the  terminals  of  an  Edison  incande- 
scent lamp,  0*75  ampere  passes  through  it,  what  is  the 
lamp  resistance?  Answer, — 144  ohms. 

Example  22. — ^If  the  potential  difference  be  reduced 
to  105  volts,  and  the  resistance  of  the  lamp  remain  the 
same,  what  current  will  now  pass  through  it  ] 

4nswer, — 0*729  ampere. 

Example  23. — If  a  wire  have  127*4  B.  A.  units'  resist- 
ance, what  is  its  resistance  in  legal  ohms  1 

Answer, — 126*0  ohms. 

Example  24. — If  a  wire  of  uniform  section  have  27 
B.  A.  units'  resistance,  how  much  per  cent,  must  be  cut  off 
it  so  that  it  may  have  26  ohms'  resistance  1 

27  B.  A.  units  =  27  x  0*9889  ohm. 

Answer, — 26*7  ohms. 
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Answer.— T^O  reduce  to  the  36  obma  we  must  cut  off 
iJt"  °''  about  2-6  per  cent 

Example  25. — "What  percentage  error  would  be  nuiJe 
ia  ftssuming  that  the  B.  A.  unit  was  the  eame  aa  the 
legal  ohml 

Answer. — The  resistance  would  be  assumed  to  be 
about  1*1  per  cent,  larger  than  it  really  was. 

To  familiarise  the  student  with  the  practical  value  of 


an  ohm,  it  may  be  mentioned  that  a  copper  wire  one  foot 
long,  Yncg*'^  "^^  ^^  ^^^  •"  diameter,  has  roughly  10  ohms' 
resistance,  which  is  also  roughly  the  resistance  possessed  by 
a  utile  of  iron  wire  one-fifth  of  an  inch  in  diameter. 

83.  Variation  of  Besietance  with  Length. — The 
apparatus  shown  in  Fig.  S5  is  adapted  for  ascertaining 
this,  and  consists  of  a  thin  platinum  wire  of  uniform 
sectional  area,  stretched  along  the  giaduated  bar  between 
the  two  points  w,  w',  and  through  which,  on  pressing  down 
the  key,  a  constant  current  flows,  produced  by  some  cur- 
rent genei-ator  attached  to  the  two  wires  which  come 
fi-om  the  binding  screws  at  the  farther  side  of  the  figurft 
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To  one  end  w  is  joined  one  terminal  b  of  a  tangent 
galvanometer,  the  coil  of  which  ia  wound  with  a  very  fine 
wire,  and  to  the  other  terminal  b'  is  attached  a  flexible 
wire,  by  which  it  can  be  electrically  attached  to  any 
other  point  of  the  stretched  platinum  wire  by  means  of 
the  binding  screw  a'.  Experiment  shows,  that  if  the 
sensibility  of  the  tangent  galvanometer  is  kept  unchanged 
by  the  adjusting  magnet  h  not  being  moved,  the  tangent 


Pis,  58. 

of  the  deflection  is  directly  propuiiional  to  the  distance 
w  s'.  Now,  the  resistance  of  the  wire  forming  the  coil  of 
the  tangent  galvanometer  is  very  great  compared  with 
that  of  the  sti-etched  platinum  wire  w  w',  hence  it  follows 
(see  §  71,  page  127)  that  the  potential  diflerence  between 
the  points  w  and  a'  of  the  stretched  wire  is  unaffected  by 
the  presence  of  the  galvanometer.  Consequently  we  may 
conclude  that  the  tangent  of  the  deflection  measures  the 
potential  difference  that  would  exist  between  the  points  w 
and  a'  if  the  galvanometer  were  not  present  Hence, 
Then  a  constant  current  is  flowing  through  a  particular 
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wire,  the  potential  difference  between  two  points  is 
directly  proportional  to  the  length  of  wire  between  those 
two  points,  SO  that  potential  difference  divided  by  cur- 
rent which  we  have  defined  as  the  measure  of  resistance, 
is  directly  proportional  to  the  length  of  wire. 

This  experiment  can  be  performed  for  greater  lengths 
of  wire  by  replacing  the  stretched  wire  shown  in  the 
last  figure  by  lengths  of  the  same  wire  wound  for  con- 
venience round  in  a  screw  groove  turned  on  a  wooden 
cylinder.  Fig.  56  shows  such  an  arrangement,  consisting 
of  six  coils  of  iron  wire  of  lengths,  say  5,  10,  20,  30,  40, 
and  50  feet  respectively,  all  the  wire  being  drawn  to 
have  exactly  the  same  diameter,  say  0*0096  inch. 

From  what  has  preceded  it  follows  that,  if  distances 
DA,  OB,  &c.  (Fig.  57) measured  horizontally  from  a  point 


O,  represent  the  resistance  of  a  circuit  from  some  fixed 
point  up  to  various  points  of  the  circuit,  and  if  vertical 
distances  op,  aq,  &c.,  represent  the  potentials  at  these 
points,  t/ie  points  P,  Q,  R,  s,  ^c,  will  lie  in  one  straight 
line  when  the  cu/rrent  is  steady^  and  the  tangent  of  the 
angle  this  line  makes  with  o  c  will  measure  the  strength 
of  the  current,  this  strength  being  in  amperes  if  the  re- 
sistances are  measured  in  ohms,  and  the  potentials  in 
volts. 

84.  Construction  of  Colls;  Multiples  of  the  Ohm. 
— We  are  now  in  a  position,  if  we  have  a  single  wire 
having  one  ohm  resistance  to  start  with,  to  construct,  in 
the  following  way,  by  the  simple  substitution  method,  coils 
having  a  resistance  of  any  number  of  ohms  we  please. 
First,  mjike  a  second  coil  having  one  ohm  resistance,  then 
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put  these  two  ohm  coils  in  series  as  in  Fig.  54,  page  140, 
when  the  resistance  of  the  two  will  be,  as  we  have  seen, 
two  ohms.  Now  make  a  single  coil,  having  two  ohms' 
resistance  by  comparison,  then  using  this  in  series  with 
one  of  the  one-ohm  coils,  we  shall  have  a  resistance  equal 
to  three  ohms,  compared  with  which  we  can  then  make 
a  single  coil  having  three  ohms'  resistance,  and  so  on. 

85.  Variation  of  Resistance  with  Sectional  Area. 
— For  the  purpose  of  testing  experimentally  how  the 
resistance  of  a  wire  depends  on  its  sectional  area,  which 
may  be  done  by  the  simple  substitution  method,  a  board 
somewhat  like  that  shown  in  Fig.  56  is  employed,  but 
having  wires  of  exactly  the  same  length  (say  twenty-one 
feet)  and  the  same  material  (iron)  wound  round  each  of  the 
cylinders.  The  sectional  areas  of  these  wires  are  how- 
ever different,  being  proportional  to  the  squares  of  the 
diameters,  which  may  be  0-0195,  0-0158,  0-0136,  0-0106, 
0-009,  0  0078  of  an  inch. 

86.  Variation  of  Resistance  with  the  Material. — 

On  the  cylinders  of  a  third  board  are  wound  wires  of 
exactly  the  same  length  (say  twenty-one  feet),  and  drawn 
to  have  exactly  the  same  diameter  (say  0*012  of  an  inch), 
but  made  of  the  following  materials :  copper,  platinum, 
brass,  iron,  lead,  and  Glerman  silver,  from  which  the  effect 
of  difference  of  material  can  be  ascertained. 

As  in  selecting  a  piece  of  wire  there  are  three 
distinct  things  that  have  to  be  considered — its  length, 
its  thickness,  and  the  material  of  which  it  is  made — 
it  is  important  that  the  change  in  the  resistance  pro- 
duced by  a  change  in  each  of  these  three  things 
should  be  separately  measured  ;  and  generally,  in  experi- 
menting, wlien  it  is  possible  to  change  several  of  the  con- 
ditions under  which  the  experiment  is  made,  it  is  of  the 
utmost  importance  that  ordy  one  of  the  conditions  sliovld 
be  varied  a^  one  time.  The  effect  produced  by  the  varia- 
tion of  one  condition  should  be  fully  inquired  into  before 
any  one  of  the  other  conditions  is  in  any  way  altered, 
otherwise  it  will  be   generally   quite  impossible   after- 
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■wards  to  gather  fi»m  the  results  what  portion  of  the 
variation  in  the  effect  is  produced  by  any  particular 
change  in  the  conditions. 

87.  Variation  of  Beeietance  with  Temperature.— 
We  have  already  said  that   the  resistance   of  a  wiro 


depends  on  its  temperature,  and  the  apparatus  shown  in 
Fig.  58  is  ari-anged  especially  for  testing  thia.  A  coil 
of  Bilk-covered  iron  wire  is  wound  on  a  long,  thin,  hollow 
wooden  bobbin,  the  top  of  which  is  seen  at  a.  This  bobbin 
is  placed  in  a  long  thiji  glass  tube,  which  itself  is  placed 
in  water  contained  in  tlie  vessel  v,  the  temperature  of 
which  can  be  raised  by  the  Bimsen  gas-burner  B.  8  is 
the  top  of  a  piece  of  stout  brass  wire  attached  to  a  flat 
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piece  of  wood  in  the  vessel  v,  and  by  means  of  which 
the  water  can  be  stirred  up  and  its  temperature  made 
fairly  uniform  throughout.  The  temperature  of  the  coil 
of  wire  is  shown  by  the  thermometer  t,  the  bulb  of  which 
is  inside  the  thin  hollow  wooden  bobbin ;  but  as  even 
with  this  arrangement  there  may  be  a  difference  of  tem- 
perature between  the  wire  and  -the  thermometer  balb, 
if  the  heating  of  the  water  is  performed  rapidly,  it  is 
better,  before  making  a  measurement  of  the  resistance 
in  the  manner  about  to  be  described,  to  withdraw  the 
Bunsen  lamp,  and  wait  a  few  minutes  for  the  interior  of 
the  water-bath  all  to  settle  down  to  a  uniform  tempera- 
ture, which  is  indicated  by  the  two  thermometers  t 
inside  the  wooden  bobbin,  and  t'  in  the  water-bath  out- 
side the  bobbin  indicating  the  same  temperature.  The 
double  screen  D  D  is  for  the  pui'pose  of  preventing  the  heat 
radiated  from  the  lamp  warming  the  apparatus  used  for 
measuring  the  resistance,  the  action  of  which  is  based 
on  the  mode  of  measuring  resistance  shown  in  Fig.  62, 
page  137.  From  what  was  there  said,  it  follows  that  if 
the  currents  flowing  through  A  and  B  are  equal,  then  the 
resistances  of  A  and  B  are  also  equal  This  equality  of  the 
currents  might  be  ascertained  from  the  deflections  of  two 
galvanometers  placed  in  the  circuits  A  and  B,  these 
deflections  not  being  necessarily  equal,  but  having  values 
which  the  absolute  calibration  curves  of  the  galvano- 
meters show  to  correspond  with  equal  currents. 

This  test  could,  however,  more  easily  be  made  if,  instead 
of  using  two  separate  galvanometers,  a  galvanometer  were 
employed  containing  two  distinct  coils  c,  c'  (Fig.  59),  one 
placed  in  the  circuit  A,  and  the  other  in  the  circuit  b, 
and  if  the  positions  of  these  coils  relatively  to  a  sus- 
pended magnetic  needle  were  so  adjusted,  that  on '  equal 
currents  passing  through  them  their  effects  on  this 
needle  exactly  balanced  one  another,  so  that  the  resultant 
deflection  of  the  needle  was  nought.  With  such  an  ar- 
rangement a  deflection  nought  of  the  needle  would  indicate 
that  the  resistances  of  the  complete  circuit  a,  including 
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that  of  the  coil  c,  was  equal  to  the  resistance  of  b,  in- 
cluding that  of  the  coil  c'.  Further,  if  these  coils  not 
only  had  equal  and  opposite  effects  on  the  needle  when 
equal  currents  were  passing  through  them,  but  had  also 
equal  resistances,  then  a  deflection  nought  of  the  needle 
would  indicate  not  merely  that  the  resistances  of  the  cir- 
cuits A  and  B,  but  also  that  the  resistances  of  the  re- 
mainders of  the  two  circuits  A  and  B,  after  excluding  the 
resistances  of  the  two  coils  c  and  c',  were  also  equal. 

Hence,  with  the  conditions  of  equal  magnetic  effect 
and  eqiial 
resistance  of 
the  two  coils 
c  and  c',  it 
follows  that 
when    there 

is  no  deflec-  -pi^ 

tion  of   the 

galvanometer  needle,  the  two  wires,  A  and  b,  short  or  long, 
used  to  join  the  point  p  with  the  ends  of  the  coils,  have 
equal  resistances. 

The  instrument  for  measuring  resistance,  constructed 
on  this  principle,  is  called  a  "  deferential  galvanometer^" 
and  such  a  galvanometer  is  seen  to  the  left  of  Fig.  68. 

^  In  the  apparatus  shown  in  Fig.  68,  these  two  wires, 
A  and  B  of  Fig.  69,  are  our  experimental  coil  of  iron  wire 
in  the  water-bath,  and  the  wire  in  the  resistance  box  r, 
hence,  as  the  resistance  of  the  wire  in  the  water-bath 
varies  by  being  warmed,  we  can,  by  varying  the  resistance 
in  R  so  as  to  always  obtain  no  deflection  of  the  needle  of 
the  differential  galvanometer,  measure  the  change  of  re- 
sistance produced  by  the  variation  of  temperature. 

88.  Construction  of  a  Differential  Galvanometer. — 

The  actual  way  in  which  the  two  conditions,  equality  of 
magnetic  effects,  and  equality  of  resistance  of  the  wires 
of  the  two  coils  of  the  differential  galvanometer 
are  fulfilled,  is  as  follows  : — Two  reels  of  silk-covered 
copper  wire  are    chosen,    so   that  the  diameter  of  the 
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wire  on  eacli  is  as  nearly  as  possible  the  same,  and 
the  two  wires  are  wound  side  by  side  on  the  galva- 
nometer  bobbin  until  it  is  nearly  full;  the  wires  are 
then  tested  and  cut,  so  that  the  resistance,  but  not  of 
course  necessarily  the  length,  of  each  wire  is  the  same. 
A  current  is  now  sent  in  opposite  directions  through  the 
two  coils  in  series,  when  it  will  be  found  that,  although 
the  wires  have  been  wound  on  side  by  side,  one  of  them 
will  have  a  greater  magnetic  effect  than  the  other, 
partly  perhaps  because,  being  a  trifle  thicker,  it  has  to  be 
longer  than  the  other,  so  as  to  have  the  same  resistance, 
or  partly  because  it  is,  on  the  whole,  nearer  the  suspended 
needle  than  the  other.  To  remedy  this,  a  small  portion 
of  the  wire  having  the  greater  magnetic  effect  is  un- 
wound, and  without  being  cut,  which  would  of  course 
destroy  the  equality  of  the  resistances  of  the  two  coils, 
the  portion  so  unwound  is  coiled  up  out  of  the  way  in 
the  base  of  the  instrument.  In  this  way,  by  unwinding 
more  or  less  from  the  coil  that  was  magnetically  the  more 
powerful,  a  very  good  balance  can  be  obtained.  In  the 
use  of  differential  galvanometers  in  which  the  needle  is 
suspended  by  a  silk  fibre  (as,  for  example,  it  is  in 
Fig.  58,  where  the  silk  fibre  is  inside  the  tube  t),  a  final 
and  most  delicate  adjustment  can  be  obtained  by  raising 
or  lowering  one  of  the  levelling  screws  8  8  slightly,  so  as 
to  tilt  the  needle  nearer  to  or  farther  from  one  of  the 
coils.  And  the  spirit-level  L  should  then  be  permanently 
adjusted  so  that  the  bubble  is  in  the  centre  of  the  glass 
cover  of  the  level,  after  the  instrument  has  been  tilted 
in  the  manner  just  described.  The  plugs  p*,  p*,  seen 
in  the  figure,  are  for  the  purpose  of  enabling  the  two 
coils  of  this  differential  galvanometer,  which  is  known 
as  Latimer  Clark's  differential  galvanometer,  to  be  joined 
so  as  to  oppose  one  another's  effect,  or  to  assist  one 
another  when  it  is  desired  to  use  the  instrument  as  an 
ordinary  galvanometer  instead  of  a  differential  one,  and 
the  plugs  p\  p*  are  for  the  purpose  of  shunting  either  coil 
of  the  differential  galvanometer  (see  §  107,  page  185). 
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89.  Construction  of  Plug^  Resistance  Boxes. — ^The 

general  construction  of  a  resistance  box  was  explained  in. 
§  12,  page  28 ;  but  in  the  one  shown  in  Fig.  58,  the  coils 
used  to  connect  the  various  pieces  of  brass  on  the  top  of 
the  box  are  not  equal)  but  may  conveniently  have  the 
following  values  going  round  them  consecutively,  starting 
from  one  of  the  binding  screws : 

01,  0-2,  0-2,  0-5,  1,  2,  4,  10,  20  ohms. 

There  is  also  an  "  infinity  plug^^*  that  is,  two  of  the  pieces 
of  brass  are  not  connected  by  a  coil  at  all.  Hence,  if  wo 
take  out  the  first  and  second  plugs,  the  rest  being  left  in, 
the  resistance  in  the  box  will  be  0*1  +  0*2  or  0-3  ohms  ; 
if  we  take  out  the  first  and  fourth,  replacing  the  second, 
it  will  be  O'l  +0*5  or  0*6  ohms,  <fec.  So  that  with  the 
coils  above-mentioned,  any  resistance  between  0*1  and  38 
ohms  can  be  obtained  with  the  nine  coils.  The  brass 
plugs  and  the  holes  into  which  they  fit  are  made  conical^ 
and  the  plugs  should  be  well  ground  into  the  holes  during 
manufacture.  To  prevent  a  resistance  being  introduced 
between  the  plug  arid  the  two  pieces  of  bmss  on  each 
side  of  it,  a  good  contact  is  necessary,  and  to  insure  this, 
a  plug,  when  put  into  the  hole,  should  receive  a  slight 
screwing  motion,  when  it  will  be  found,  with  well-made 
plugs,  that,  although  there  is  no  screw  thread  on  the 
plug,  the  whole  resistance  box  can  be  easily  lifted 
up  by  taking  hold  of  one  plug  after  it  has  properly  been 
put  in.  Such  closeness  of  contact  it  would  be  extremely 
difficult  to  secure  by  simply  pressing  down  the  plug, 
unless  a  large  downward  pressure  were  employed,  and  a 
corresponding  tugging  when  taking  it  out,  which  would 
soon  wrench  off  the  ebonite  head.  The  ebonite  heads 
are  usually  screwed  on  to  the  tops  of  the  brass  plugs,  but 
to  prevent  the  head  unscrewing  in  use,  a  pin  should 
always  be  driven  through  the  ebonite  top  and  the  head 
of  the  brass  plug  after  they  have  been  fitted  together. 

The  holes  in  the  Qgure,  seen  in  the  brass  pieces 
themselves,   are  for  the  purpose  of  holding  the  plugs. 
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when  they  are  not  placed  between  the  pieces  of  brass  to 
short-circuit  the  intervening  coil  ;  but  the  use  of  the 
holes  in  the  brass  pieces  cannot  be  recommended,  since, 
when  the  resistances  corresponding  with  the  holes  that 
are  unplugged  arc  being  rapidly  counted,  a  plug  stuck 
in  one  of  the  pieces  of  brass  is  liable  to  be  mistaken  for 
a  plug  between  two  pieces  of  bi*ass,  and  hence  coils 
which  are  actually  in  circuit  are  liable  to  be  missed  out 
in  the  counting  up.  Further,  unless  the  pieces  of  brass 
are  very  large,  the  ebonite  head  of  a  plug  stuck  into  one 
of  them  prevents  the  next  plug  being  properly  inserted,  or 
removed,  when  the  resistance  of  the  next  coil  is  to  be 
subtracted  from  or  added  to  the  resistance  in  circuit. 

90.  Law  of  the  Variation  of  Resistance  with 
Temperature. — Experiments  made  with  the  apparatus 
seen  in  Fig.  58,  show  that  the  resistance  of  copper 
increases  about  0*388  per  cent,  per  1°  0.,  or  1  per 
cent,  for  a  rise  of.  temperature  of  2° '57  0.  This  increase 
of  resistance  is  not  due  simply  to  the  wire  becoming 
longer,  for  if  the  change  of  resistance  were  due  merely 
to  alteration  of  size,  then,  since  the  co-efficient  of  increase 
of  length  by  temperature  is  the  same  as  the  co-efficient 
of  increase  of  diameter,  and  as  the  resistance  is  directly 
proportional  to  the  length,  and  inversely  proportional  to 
the  square  of  the  diameter,  it  follows  that  as  far  as  mere 
size  is  concerned,  increase  of  temperature  should  diminish 
the  resistance.  The  fact,  however,  that  the  expansion 
of  a  metal  by  heating  has  the  effect  of  separating  all 
the  particles  of  which  the  metal  is  composed  fi*om  one 
another,  may  have  something  to  do  with  the  greater 
difficulty  a  current  has  in  passing  through  a  hot  wire  than 
through  a  cold  one.  But  even  this  rough  figurative  expla- 
nation must  be  received  with  caution,  since  the  resistance 
of  a  liquid  which  also  expands  in  all  directions  with 
increase  of  temperature,  diminishes  as  the  temperature 
rises  instead  of  increasing  as  is  the  case  with  metals. 

Very  careful  experiments  made  on  the  increase  of 
resistance  of   metals  with  temperature,  show  that   the 
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increase,  although  roughly  proportional,  is  not  absolutely 
proportional  to  the  increase  of  temperature,  the  resistance 
increasing  in  fact  more  rapidly  than  the  temperature  for 
aU  pure  metals  except  mercury,  so  that  the  expression 
connecting  resistance  with  temperature  must  contain  a 
term,  involving  at  least  the  square  of  the  temperatura 
The  actual  result  obtained  by  Dr.  Matthiessen  for  most 
pure  metals,  excepting  iron,  is  approximately 

R=r  (1  +  0003824 1  +  0-00000126 1% 

where  r  is  the  resistance  at  0°  0.,  and  B.  the  resistance  at 
any  temperature  t^  C. 

For  mercury  the  formula  is 

R=r  (L  -h  00007485 <- 0-000000398  &) ; 
for  the  gold-silver  alloy  in  Table  L, 

R=r  (1  +  00006999  t  -  0000000062  ^) ; 
for  German  silver, 

R=r  (1  +  00004433  t  +  0000000152  ^)  ; 

for  the  platinum-silver  alloy  in  Table  L, 

R=r(l  -f  0-00031  <). 

Carbon  is  an  exception  to  the  otherwise  universal 
law,  that  the  resistance  of  elementary  substances,  as  dis- 
tinguished from  compounds,  increases  as  the  temperature 
rises.  This  fact  is  a  reason  for  thinking  that  very 
possibly  carbon  is  really  a  compound  body. 

91.  Resistance  of  Metals  per    Cubic    Centimetre 

and  per  Cubic  IncL^-The  following  table,  deduced  from 
Dr.  Matthiessen's  results,  and  expressed  in  terms  of  the 
1884  legal  standard  (see  §  80,  page  140),  gives  the  value  at 
0^  0.  of  the  resistance  in  microhms,  or  millionths  of  an 
ohm,  of  a  cubic  centimetre  and  of  a  cubic  inch,  which 
means  the  resistance  from  one  face  to  the  opposite  face 
across  the  cube. 
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TABLE  No.  I. 

Chemically  Pure  Substanees  arranged  in  order  of  Inereaeing  Meeittanee 
for  the  tame  Length  and  Sectional  Area. 

LEGAL  MICKOHMB. 


Kame  of  Hetal. 


Silver,  annealed 

Copper,  annealed 

Silver,  hard  drawn    .     .    .    . 

Copper,  hard  drawn .... 

Gold,  annealed 

Gbld,  hard  drawn     .... 

Alnipminnij  annealed    .    .     . 

Zinc,  pressed 

Flatmum,  annealed  .... 

Iron,  annealed 

Gold-silver  alloy  (2  oz.  gold, 
1  oz.  silver),  hard,  or  an- 
nealed       

Nickel,  annealed 

Tin,  pressed 

Lead,  pressed 

German  silver,  hard,  or  an- 
nealed       

Platinum-silver  aUoy  (1  oz. 
platinum,  2  oz.  silver), 
hard,  or  annealed      .    .    . 

Antimoby,  pressed   .... 

Mercury • 

Bismuth,  pressed ..... 


Sesistance  in  Microhms 
at  0^  Centigrade. 


Cubic 
Centi- 
uetre. 


1-604 
1-698 
1-634 
1*634 
2-068 
2*094 
2-912 
6*626 
9-067 
9-716 


10-87 
12-47 
13-21 
19*63 

20*93 


24-39 
36-60 
94-32 
131*2 


Cubic 
inch. 


0-6921 

0-6292 

0-6433 

0-6433 

0-8102 

0-8247 

1*147 

2*216 

3*666 

3-826 


4-281 
4-907 
6-202 
7*728 

8*240 


9*603 
13*98 
3716 
61*66 


Belative 

Beaist- 

anoe. 


063 
086 
086 
369 
393 
936 
741 
6*022 
6*460 


7*228 
8*286 
8*784 
13*06 

13*92 


16-21 
23-60 
62*73 
87-23 


From  the  preceding  table  we  see  that  of  the  various 
metals,  annealed  silver  is  the  one  having  the  leasts 
and  bismtUh  the  one  having  the  greatest,  resistance  for  a 
given  length  and  sectional  area. 

The  resistances  of  "commercial"  metals  are  always 
higher  than  the  valties  given  in  the  preceding  table,  and  the 
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difference  Is  often  very  considerable.  As  copper  can^ 
however,  now  be  easily  obtained  having  as  much  as  95 
per  cent,  of  the  "  coriductwity  "  of  pure  copper  (which 
means  that  the  resistance  of  a  wire  of  commercial  copper 
exceeds  that  of  a  wire  of  the  same  length  and  sectional 
area  made  of  pure  copper  by  not  more  than  .5*3  per 
cent),  copper  of  less  conducting  power  than  this  should 
not  be  bought  for  electrical  purposes. 

Conductivity  is  the  reciprocal  of  resistance,  so  that  if 
ri  and  r,  be  the  resistances,  and  o^  and  e^  the  conduc- 
tivities, 


From  the  preceding  table,  the  resistance  of  a  wire  of 
any  length  and  sectional  area,  at  0°  0.,  can  be  easily  found, 
by  emplo3ring  the  formulae  given. 

Example  26. — ^To  find  the  resistance  of  a  wire  52 
metres  long,  1  square  millimetre  in  section  at  22^  0., 
made  of  pure  copper,  hard  drawn. 

Resistance  required  )  __  1-634  ^  52  x  100 
in  ohms  j         \Q^  \ 

Too 

X  (1+0-003824  X  22  +  000000126  x  22»). 

Answer. — 0*9221  ohms. 

Example  27. — To  find  the  resistance  of  a  wire  110 
feet  long  ^th  of  an  inch  in  diameter  at  46^  C,  made  of 
pure  annealed  platinum. 

Resistance  required  )  __3*565       110  x  12 
in  ohms  )         10^  tt        1 

4  ^  203 

X  (1  +  0003824  X  46  -h  000000126  x  462). 

Answer, — 2-825  bhm& 

Example  28. — At  what  temperature  will  a  wire  3J 
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miles  long  xV^h  of  a  square  inch  in  section,  made  of 
German  silver,  have  a  resistance  of  22*23  ohms  ? 

««  oo       S-240      3-5  X  5280  x  12 

22-23  = X 

10«  1 


12 

x(l  +  0-000443 «  +  0-000000152  -f  t^). 

Solving  this  quadratic  eqiJation  for  t,  we  find  t  equals 
37°-5  C. 

Example  29. — If  the  resistance  of  a  sample  of  com- 
mercial metal  is  97*5  ohms,  whereas  the  resistance  of 
the  same  piece  of  metal,  if  quite  pure,  would  be  94-3  ohms 
at  the  same  temperature,  what  is  its  percentage  conduc- 
tivity in  terms  of  that  of  the  pure  metal  ? 

The  conductivity  of  the  sample  of  'J  __     1 
commercial  metal  J~~  97*5 

The  conductivity  of  the  same  iT)  _     1     . 
pure  would  )~~  94 '3  ' 

.  •.  if  a;  be  the  percentage  conductivity, 

1  X  1 

X 


97-5      100      94-3 

.  -.  oj  =  96-72. 

Answer, — 96*72  per  cent,  conductivity. 

92. — Resistance  of  Metals  for  a  given  Length  and 
Diameter,  or  for  a  given  Length  and  Weight. — It  is 
frequently  convenient  to  know,  not  merely  the  resistance 
of  a  cubic  centimetre,  or  of  a  cubic  inch,  but  of  a  wire  of 
a  given  length  and  diameter,  or  of  a  given  length  and 
weight.  The  following  numbers,  giving  the  resistance 
at  0°  0.  of  pure  substances,  are  deduced  from  Dr.  Mat- 
thiessen's  experiments,  and  are  expressed  in  terms  of  the 
1884  legal  ohm.  The  substances  are  arranged  in  order 
of  increasing  resistance  for  the  same  length  and  weight, 
the  order  for  increasing  resistance  for  the  same  length  and 
sectional  area  being  that  given  in  Table  No.  I.,  page  154. 
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TABLE  No.  n. 

Chemieally  Pure  Substances  at  0®  Centiffrade,  arran^  in  order  of 
Increasing  Itesistance  for  the  same  Length  and  Weight. 

LEGAL   OHMS. 


Resistance 
of  a  wire 

1  foot  long, 
weighing 
1  grain. 

Resistance 

Resistance 

Resistance 

Name  of  Metals  arranged 

of  a  wire 

of  a  wire 

of  a  wire 

in  order  of  increasing 

1  foot  long. 

1  metre 

1  metre 

resistance  for  the  same 

t^thof  an 

long. 

long. 

length  and  weight. 

inch  in 
diameter. 

weight 
1  gramme. 

1  millimetre 
in  diameter. 

Ohms. 

Ohms. 

Ohms. 

Ohms. 

Altimininm,    AnnAalAd 

0-1074 

17-63 

0  0749 

0-03710 

Ch)pper,  annealed  .    . 

0-2041 

9-612 

0-1424 

0-02034 

Copper,  hard  drawn  . 

0-2083 

9-831 

0-1453 

0-02081 

Silyex^,  annealed     .    . 

0-2190 

9-048 

0-1627 

001916 

Silyer,  hard  drawn     . 

0-2389 

9-826 

0-1662 

0-02080 

Zinc,  pressed     .    .    . 

0-6766 

33-85 

0-4023 

0-07163 

Gk>ld,  annealed .    .    . 

0-5786 

12-38 

0-4036 

0-02620 

Gold,  hard  drawn  .    . 

0-6884 

12-60 

0-4104 

0-02668 

Iron,  annealed  .    .    . 

1-086 

68-46 

0-7670 

01237 

Tin,  pressed  .... 

1-380 

79-47 

0-9632 

0-1682 

Gold-silver  alloy  (2  oz. 

gold,   1  oz.  silver), 

hard,  or  annealed    . 

2-364 

66-37 

1-660 

0-1384 

German    silver,  hard, 

or  annealed    .    .     . 

2-622 

126-91 

1-830 

0-2666 

Platinum,  annealed    . 

2-779 

64-49 

1-938 

0-1163 

Lead,  pressed    .    .     . 

3-200 

2-232 

0*2498 

Antimony,  pressed     . 

3-418 

213*6 

2-384 

0  4621 

Platinum-silver  (1  oz. 

platinum,  2  oz.  sil- 

ver), hard,  or    an- 

• 

nealed  

4-197 

146-70 

2-924 

0-3106 

Bismuth,  pressed   .     . 

18-44 

789-3 

12-88 

1-670 

Mercury 

18-61 

672-3 

12-91 

1-211 

From  this  we  see  that  of  the  metals  alu/minitim  has 
the  least  resistance  for  a  given  length  and  weight,  and 
mercury  the  greatest ;  whereas  we  saw  from  Table  No.  I, 
page  154,  that  for  a  given  length  and  sectional  area  it  was 
annealed  silver  that  had  the  least  resistance,  and  hismuUi 
the  greatest. 
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Example  30. — What  will  be  the  weight  of  an  iron 
wire  100  yards  long,  having  a  resistance  of  1  ohm  at 
0°  C.  1 

An  iron  wire  1  ft.  long  weighing  1  grain  has  1*085 

ohms  at  0°  C,  therefore  an  iron  wire  x  ft.  long  weighing 

X  grs.  has  x  X  1  085  ohms  at  0°  0.     Hence  an  iron  wire 

x^ 
X  ft.  long  weighing  y  grs.  has  —  x  1  '085  ohms  at  0°  C. 

In  the  question  x  is  300,  and  the  resistance  is  1  ohm. 
Therefore 

—  X  1-085  =  1; 

y 

.\  y=  3002  X  1-085  grs. 

Answer. — 13  lbs.  15  oz. 

Example  31. — What  will  be  the  length  of  a  platinum 
wire  weighing  2*8  grains,  and  having  a  resistance  of 
0-7891  ohms  at  250°  C.  ?  Answer.— 7 ^  inches. 

Example  32. — Which  has  the  greater  resistance,  a 
copper  wire  20  feet  long  0*015  inch  in  diameter,  or  a 
platinum-silver  wire  10  feet  long  0*037  inch  in  diameter, 
at  0°  C.  1 

The  resistance  of  the  copper  wire  will  be  to  that  of 

.       ,  ,.  20  X  9*612 .   ^    10  X  146*7      ^      ^^r 

the  platinum  as tt— r —  is  to — — ,  and  as  this 

^  -0152  .0372 

ratio  is  0-7973,  it  follows  that  the  former  has  rather  more 
than  three-quarters  of  the  resistance  of  the  latter. 

Example  33. — What  will  be  the  resistance,  at  95°  C, 
of  a  copper  wire  20  metres  long  weighing  12  grammes, 
and  having  92  per  cent,  of  the  conductivity  of  pure 
copper  1  Answer. — 7*092  ohms. 

93.  Comparison  of  Electric  and  Heat  Conductivi- 
ties.— The  reciprocals  of  the  numbers  given  in  column 
4  of  Table  No.  I.  will  express  the  relative  electric  con- 
ductivities of  the  metals  for  the  same  length  and  sec- 
tional area.     These  numbers  are  given  in  column  2  of 
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Table  No.  III.  On  comparing  these  with  the  conductivi- 
ties of  the  metals  for  heat  for  the  same  length  and  sec- 
tional area  as  given  in  column  3  of  Table  No.  III.,  and 
which  are  the  numbers  obtained  by  Wiedemann  and  Franz, 
we  observe  that  the  metieds  arrange  themselves  approxi- 
mately, but  not  absolutely,  in  the  same  order  for  the  two 

conductivities. 

TABLE  No.  III. 


Selative 

Conduetivitiea  per 

Cubic  Unit. 

Name  of  Metal. 

Electric. 

Heat, 

Silver,  annealed 

»            •••         ••■ 

100 

100 

Copper        „ 
Gold            „ 

k«           •••           ••• 

941 

74-8 

1  •           •••           •• • 

73 

54-8 

Platinom     ... 

•            •  •  •            •  •  ■ 

16-6 

9-4 

Iron 

«            • ••           ••• 

15-6 

10-1 

Tin,  pressed 

»•            •• •           ••• 

U-4 

16-4 

Lead 

•■■• 

»•           •••           ••« 

7-6 

7-9 

Bismuth 

... 

••           svt           ••• 

M 

1-8 

As  we  experiment  with  worse  and  worse  conductors, 
we  find  that  the  electric  conductivity  diminishes  much 
more  rapidly  than  the  heat  conductivity.  For  example, 
the  electric  conductivity  of  copper  is  about  lO^o  times  the 
conductivity  of  vulcanised  indiarubber,  whereas  the  heat 
conductivity  of  copper  is  only  about  10*  times  that  of 
vulcanised  indiarubber.  HencSy  while  we  can  obtain  in- 
suloitora  for  electricity,  or  bodies  which  relatively  to  the 
metals  do  not  practically  condvjCt  electricity  a/t  all,  insula- 
tors for  lieat  are  unknoion, 

94.  Material  Used  in  Resistance  Coils. — We  see 
then  that  it  is  not  merely  sufficient  to  know  the  length 
and  diameter  of  a  wire  as  well  as  the  material  of  which 
it  is  made,  but  we  must  know  also  the  temperatwre  of  the 
wire  if  we  wish  to  be  sure  about  its  resistance.  Fixity  of 
length,  diameter,  and  material,  are  easy  enough  to  obtain, 
but  constancy  of  temperature  it  is  much  more  difficult  to 
secure,  |)artly  on  account  of  change-s  of  temperature  of 
the  room,  and  partly  on  account  of  the  slight  heating  of 
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a  coil  of  wire  produced  by  a  current  passing  through  it 
Consequently,  in  the  construction  of  resistance  coils  it  is 
important  to  use  a  metal  of  which  the  resistance  changes 
as  little  as  possible  with  temperature,  and  which  is  not  too 
costly.  To  ascertain  what  that  metal  was,  Dr.  Matthies- 
sen,  in  1862  and  1863 — that  is,  in  the  early  days  of  re- 
sistance coils — made,  on  behalf  of  the  Electrical  Standards 
Committee  of  the  British  Association,  a  large  number 
of  very  accurate  experiments  on  the  change  of  resist- 
ance with  temperature,  and  a  few  of  his  results  are 
contained  in  the  following  tabla 

TABLE  No.  IV. 

Appkoximatb  Pbrcbntaob  Vabiation  in  Hesistance   per  1^0. 

at  about  20**  c. 

Platinum-silver  alloy  (I  oz.  platmum,  2  oz. 

silver^,  hard,  or  annealea        .        .        .  0*031 

German  mlver,  hard,  or  annealed  .        .        .  0*044 
Gk>ld-silver  alloy  (2  oz.  gold,  1  oz.  silver)  ^  hard, 

or  annealed 0*065 

Mercury •"*       .  0*072 

Bismnth,  pressed    ......  0*354 

Gold,  annealed   ) 

Zinc,  pressed      > 0*365 

Tin,  pressed       ) 

Silver,  annealed     ..••••  0*377 

Lead,  pressed 0*387 

Copper,  annealed 0*388 

Antimony 0*389 

Iron about  0*5 

From  this  we  see  that,  whereas  (of  the  substances  ex- 
perimented on  by  Dr.  Matthiessen)  an  alloy  of  platinum- 
sUveVj  hard  or  annealed,  is  the  one  of  which  the  re- 
sistance changes  least  by  temperature,  German  silver^ 
which  is  a  very  much  cheaper  alloy,  is  nearly  as  good  in 
this  respect.  Hencey  nearly  aU  resistance  coils  are  made 
of  German  silver,  except  when  greater  lightness  and  port- 
ability are  required,  in  which  case  the  alloy  of  one  part 
of  platinum  and  two  of  silver  by  weight  is  employed. 

A  new  alloy,  called  "  platinoid,^*  consisting  of  German 


Ch»p.IT.]  MATERIAL  FOR  RESISTANCE  COILB.  161 

silver,  with  one  or  two  per  cent  of  metallic  tungsten 
added,  has  been  recently  found  by  Mr.  J.  Bottomley  to 
have  a  reaiatence  per  cubic  centimetre  of  about  34  mi- 
(TohmB,  or  about  60  per  cent,  higher  than  that  possessed 


by  German  silver  ;  and,  what  is  still  more  important,  its 
percentage  variation  of  resistance  per  1°  C.  is  only  about 
0021,  or  less  than  half  that  of  German  silver.  We  may, 
therefore,  expect  that  platinoid  will  supei-aede  both  Ger- 
man silver  and  platinum- silver   for  resistance  coils,   if 


162  PRACTIOAL   BLECTBICITT.  fChap  !▼. 

its  resistance  be  found  to  be  equally  unchanged  by  lapse 
of  time. 

Iron,  we  see,  is  the  worst  of  the  substances  shown  in 
the  table  to  be  used  in  the  construction  of  resistance 
coils,  as  far  as  the  temperature  error  is  concerned ;  but  it 
is  not  unfrequently  used  when  cheap  resistance  coils  are 
required  for  large  currents,  and  when,  as  sometimes  is 
the  case,  great  constancy  of  resistance  is  not  necessary. 

The  resistance  coil,  when  used  as  an  accurate  standard^ 
is  wound  inside  a  brass  box  b,  shown  in  Fig.  60,  so  that 
it  may  be  inserted  in  a  vessel  of  water  v  v,  and  its 
temperature  accurately  noted  by  means  of  the  thermo- 
meter t.  The  brass  box  b  for  holding  the  coil  is  made 
cylindrical  inside  and  outside,  with  a  large  diameter  and 
small  thickness,  so  as  to  expose  as  much  surface  as 
possible  to  the  water,  in  order  that  the  coil  inside  may 
acquire  the  temperature  of  the  water  as  quickly  as  pos- 
sible ;  and  the  vessel  y  v  containing  the  water  may  with 
advantage  have  doable  sides,  with  an  air-space  between 
them,  as  seen  in  the  figure,  to  prevent  transference  of 
heat  between  the  water  and  outside  space. 

The  tubes  tt  are  to  prevent  the  coils  being  short 
circuited  by  water  getting  through  the  holes,  by  which 
the  rods  w  w  attached  to  the  ends  of  the  resistance  coil 
are  brought  out.  These  tubes  are  made  of  brass,  but 
they  are  lined  with  tubes  of  ebonite  to  prevent  electric 
contact  between  these  brass  tubes  and  the  rods  ww. 
Electric  connection  with  these  rods  is  made  by  dipping 
their  ends  e  e  into  little  wooden  cups  containing  mercury. 

Example  34. — At  what  temperature,  approximately, 
would  a  German  silver  coil,  which  had  one  British  Asso- 
ciation unit  of  resistance  at  16^0.,  have  the  resistance 
of  one  legal  ohm  ? 

1  legal  ohm  =  1-0112  B.A.  units, 

therefore  the  temperature  must  be  raised  sufficiently  to 
increase  the  resistance  of  the  coil  by  1*12  per  cent. 
Therefore,  since  the  resistance  of  German  silver  increases 
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0'044  per  cent  per  degree,  as  stated  in  the  last  table,  if  i  i 
be  the  temperature  above  16°  to  which  the  coil  must  be- 
nusedy  it 

0-044  X  t  =  M2, 

or  /  =  25°'5  approximately.  -  • 

Answer. — ^The  B.A.  coil  will  have  a  resistance  of  one 
legal  ohm  at  4r-5  0. 

Example  35. — ^A  set  of  resistance  coils  made  of  plati- 
num-silver are  correct  at  14^0.  Between  what  limits  of 
temperature  approximately  may  they  be  used  without 
correcting  the  results,  if  the  temperature  error  is  not  to 
exceed  \  per  cent,  1 

The  resistance  of  platinum-silver  increases    about ! 
0r031  per  cent,  per  1°  0.,  as  stated  in  the  last  table ; 
therefore,  if  ^  be  the  number  of  degrees  above  or  below  : 
14°  0.,  within  which  the  coils  may  be  used  without  the  • 
error  exceeding  \  per  cent, 

0O31  X  t  =  0-25, 

AiMwer, — ^The  limits  of  temperature  are  approxi- 
mately 6°  and  22°  0.       . 

Fcca/mple  36.— If  the  greatest  change  of  temperature 
at  some  particular  place  between  summer  and  winter  is  i 
from  — 8°  to  25°  0.  in  the  shade,  what  is  the  greatest  per- 
centage variation  in  the  resistance  of  a  set  of  German- 
silver  coils)    Amioert — 1*45  per  cent,  approximately.       ' 

Example  37. — ^At  what  temperature  would  a  metre  of  ] 
mercury  one  square  millimetre  in  section  have  one  ohm 
resistance  1  Ansiver. — 83°*3  C. 

96.  Mode  of  Winding  Besistanoe  Ctoils. — ^Noi  only  « 
must  a  special  metal  be  employed  in  making  resistance 
coils,  but  the  wire  must  not  be  wound  on  the  bobbin  in 
the  ordinary  way.  If  it  were  wound  on  the  bobbin  as 
cotton  is  on  a  reel,  then  each  bobbin  in  a  resistance  box 
would  act  as  a  magnet  when  a  current  passed  throi^h  « 
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it,  and  a  box  full  of  electro-magnets  would  be  a  most 
inoonvenient  thing  to  have  near  a  delicate  galvanometer 
used  in  testing  resistances,  since  one  would  be  constantly 
in  doubt  as  to  whether  the  deflection  observed  on  putting 
on  the  current  was  due  to  want  of  adjustment  in  the 
resistance,  or  to  the  temporary  magnetisation  of  the 
adjacent  resistance  box.  Hence,  the  wire  of  a  resistance 
coil  is  wound  back  on  itself  as  shown  in  Fig.  7,  page  28, 
80  that  the  cun^nt,  in  passing  through  the  wire,  first  goes 
several  times  round  the  bobbin  in  one  direction,  and 
then  an  equal  number  of  times  in  the  opposite  direction, 
and  the  two  magnetic  effects  neutralise  one  another. 

The  disturbing  magnetic  effect  that  might  otherwise 
have  arisen  when  using  resistance  coils,  is  overcome  by 
this  double  mode  of  winding ;  but  the  magnetic  action  of 
a  current  passing  round  an  ordinary  reel  of  wire,  or  a 
coil  wound  for  a  galvanometer  or  for  an  electromagnet^ 
<bc.,  must  be  carefully  taken  into  consideration  when 
anything  of  this  form  has  to  be  tested  for  resistance.  As 
such  coils  are  frequently  wound  before  being  tested,  they 
must,  when  it  is  desired  to  test  them,  be  placed  so  far 
away  from  the  galvanometer  that  the  mere  passage  of  the 
current  round  the  coil  produces  by  itself  no  deflection  of 
the  galvanometer  needle,  when  no  current  is  allowed  to 
pass  through  the  galvanometer. 

96.  Calibrating  a  Galvanometer  by  Using  Known 
Besiatances. — From  Ohm's  law  (§  74,  page  130),  it  follows 
that  the  current  passing  through  any  circuit  is  inversely 
proportional  to  its  resistance  if  a  constant  potential 
difference  be  maintained  at  the  ends  of  the  circuit.  Con- 
sequently if  a  constant  potential  diflerence  be  maintained 
at  the  terminals  T  T  (one  only  of  which  is  seen  in  Fig. 
61)  of  the  circuit,  consisting  of  the  key  K,  the  detector  d, 
and  the  resistance  box  r,  the  current  passing  through  the 
detector  will  be  inversely  proportional  to  the  sum  of  the 
resistances  of  the  key,  detector,  and  resistance  box.  Such 
a  constant  potential  diflerence  can  be  maintained,  as  will 
be  Men  in  §  139,  page  261,  by  attaching  to  the  terminals  tt 
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en  accumulator  or  &ay  galvanic  cell,  the  reristaace  of 
which  is  amoll  (x>mpu«d  with  the  rest  of  the  recdatauce 
in  the  circuit. 

To  perform  the  calibration,  it  is,  perhaps,  best  to  first 
employ  such  a  resiatauce  in  the  box  r  that  the  defection 
on  the  detector  is  about  10° ;  let  this  be  r„  and  let  the 


galvanometer  resistance  be  g,  and  let  the  deflection  be 
d'l.     Next  employ  a  resistance  r„  snch  that 
r,  +  g  =  ^{r,+  g), 

then  the  current  will  be  doubled  since  the  resistance  of 
the  key  k  b  practically  nought,  if  the  platimum  amtact 
poiriia  be  eleai^d  by  mterlijig  a  piece  of  paper  between 
them,  then  pressing  them  together,  and  pulling  out  the 
paper  with  the  poiTils  pressed  together.  (Emeiy  paper 
should  not  be  used  as  it  rubs  away  the  platinum,  and 
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still  less  should' the  contacts  be  scraped  with  a  knife  or  a 
.file.)  Let  the  deflection,  with  this  value  of  r^  be  d^^ 
Next  employ  a  resistance  r^  such  that 

or   T3=  Jn-i^, 

then  the  current  will  be  trebled.  Let  this  produce  a 
deflection  of  d^°,  &c.  In  this  way  a  series  of  deflections 
will  be  obtained,  corresponding  with  currents  propor- 
tional to  1,  2,  3,  4,  &c,f  and  a  relative  calibration  curve 
can  be  drawn  in  the  way  already  described. 

The  Wheatstone  Bridge. 

97.  Wheatfltone's  Bridge. — The  diflerential  gdvano- 
meter,  in  its  simple  form,  is  a  very  convenient  apparatus 
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for  testing  the  equality  of  two  resistances,  but  there  is  a 
still  better  method  for  accurately  and  rapidly  comparing 
any  two  resistances,  which  was  originally  devised  by  Mr. 
Christie,  and  brought  into  public  notice  by  the  late  Sir 
Charles  Wheatstone,  and  hence  has  been  called  a 
*^WIieat8tone*8  bridge^'  or  &  "  Wheaistone^a  balance.'* 

The  principle  of  the  Wheatstone's  bridge  is  seen  from 
Fig.  62,  and  is  as  follows  : — In  passing  from  p  to  Q,  either 
along  the  wire  p  s  Q,  or  along  p  t  q,  there  are  points  having 
all  potentials  between  the  potential  of  p  and  that  of  Q, 
therefore  it  follows  that  for  every  point  in  the  circuit 
p  s  Q,  there  must  be  a  point  on  the  circuit  p  t  q,  having 
the  same  potential.  Let  s  and  t  be  two  such  points ; 
then,  if  they  were  joined  with  a  galvanometer,  no  current 
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would  flow  through  it,  or  if  joined  to  the  opposite  quarter 
cylinders  of  the  electrometer  described  in  §  75,  page  130, 
there  would  be  no  deflection.  Let  A  be  the  current 
flowing  along  p  s,  and  which  also  must  be  the  current 
flowing  along  sQ,  since  no  current  passes  through  the 
galvanometer,  and  B  the  current  flowing  along  p  t  q,  and 
let  a,  6,  c,  c?  be  the  resistances  respectively  of  p  s,  s  Q,  pt, 
T  Q ;  then,  since  the  potential  diflerence  between  P  and  s 
is  tibe  same  as  the  potential  diflerence  between  p  and  t, 

Aa  =  Ba 

Similarly,  since  the  potential  diflerence  between  s  and  q 
is  the  same  as  the  potential  diflerence  between  t  and  Q, 

Ab  =  Bd. 

Therefore,  combining  these  two  equation^  we  have 

a  _e 

which  is  the  law  of  the  Wheatstone's  bridga 
The  last  equation  may  be  written  in  the  form 

a  _  6 

and  this  is  the  equation  that  we  should  have  obtained  for 
no  current  through  the  galvanometer,  had  its  terminals 
joined  P  and  Q,  and  the  current  genei'ator  been  placed 
between  s  and  T.  Hence  when  balance  is  obtained  with  a 
Wheatstone's  bridge,  the  balance  ivill  not  be  distv/rbed  by 
intercha/nffinff  the  galvanometer  and  battery. 

In  order,  then,  to  tell  the  value  of  one  of  the  resist- 
ances, say  a,  by  the  Wheatstone's  bridge  method,  we  must 
know  the  value  of  either  of  the  adjacent  ones,  say  6,  in 
ohms,  and  the  ratio  only  of  the  other  two,  say  c  and  d. 
Hence  one  mode  of  using  the  bridge  to  measure  the  resist- 
ance of  a  is  to  keep  the  ratio  of  c  to  c?  constant,  and  simply 
vary  the  resistance  of  b  until  no  current  passes  through 
the  galvanometer.    Another  method  consists  in  keeping  b 
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constant,  and  varying  the  ratio  of  c  to  d  For  example, 
the  resistances  c  and  d  may  be  the  resistances  of  different 
lengths  of  the  same  kind  of  wire,  in  which  case  we  know 
that  c  will  be  to  c?  simply  as  the  ratio  of  these  lengths, 
whatever  be  the  absolute  resistance  in  ohms  of  the  two 
parts.  A  form  of  Wheatstone's  bridge,  in  which  p  t  q,  of 
Fig.  62,  was  one  piece  of  stretched  wire,  and  the  ratio  of 
c  to  d  varied  by  moving  the  connection  of  the  wire  lead- 
ing to  one  terminal  of  the  galvanometer,  was  originally 
employed  by  the  Electrical  Committee  of  the  British 
Association,  and  is,  for  this  reason,  sometimes  called  the 
British  Association  bridge ;  at  other  times,  the  **  metre 
bridge"  from  the  stretched  wire  being  a  metre  long.  The 
wire  may  be  made  of  platinum,  or  bettor  still,  of  platinum- 
iridium,  which,  being  very  hard,  prevents  the  wire  being 
worn  at  any  part. 

A  convenient  form  of  metre  bridge  is  shown  in  Fig.  63. 
It  has  three  stretched  wires  w  to,  each  a  metre  in  length, 
and  so  arranged  that  either  one  of  them  alone,  or  two  of ' 
them  in  series,  or  all  three  in  series,  can  be  made  use  of 
to  form  the  two  sides  c  and  d  of  the  Wheatstone's  bridge 
(Fig.  62).  When  the  plug  s  is,  as  in  the  figure,  placed  in 
the  hole  H,  the  current  simply  passes  through  the  stretched 
wire  which  is  nearest  to  the  observer.  If  on  the  other 
hand  the  plug  E  be  put  in  the  hole  h,  then,  since  the 
brass  plate  p  is  permanently  connected  with  the  plate  p 
by  a  thick  copper  strip  under  the  base  of  the  instrument, 
the  middle  stretched  wire  is  short-circuited,  and  the  wire 
nearest  to  the  observer  is  in  series  with  the  one  farthest 
from  him.  Lastly,  if  the  plug  be  removed  altogether 
the  three  wires  are  in  series. 

The  object  of  thus  lengthening  the  wire  is  to  increase 
the  sensibility  of  the  test  when  desired,  and  a  still  further 
increase  in  the  sensibility  can  be  effected  by  removing  the 
short-circuit  pieces  s^  s,,  and  inserting  coils  of  known  re- 
sistance in  place  of  them.  For  example,  suppose  that  the 
ratio  of  the  unknown  to  the  known  resistance  be  f ,  then 
the  slide  k  must  be  placed  so  as  to  divide  the  stretched 
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wire  into  two  parts  having  this  ratio.     Hence,  if  one  ol 
the  three  wires  only  be  used,  the  lengthx  of  the  two  parts 


«rhich  will  give  exact  balanoe  will  be  60  and  40  centi- 
metres, and  an  eiTor  of  1  centimetre  in  the  poeition  of 
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the  slider  will  correspond  with  an  error  in  the  determina- 
tion of  the  ratio  of 

61^       60 

X  100  per  cent.,  or  4  per  cent 

1'5 

If,  on  the  other  hand,  the  three  wires  in  series  be  em- 
ployed, then  the  lengths  into  which  the  three  metres  of 
wire  must  be  divided  to  obtain  exact  balance  will  be  180 
and  120  centimetres,  and  an  error  of  one  centimetre  in 
the  position  of  the  slider  will  correspond  with  an  error  in 
the  determination  of  the  ratio  of 

181        180 


119        120 


X  100  percent.,  or  1*4  per  cent 


1-5 

If  now  two  coils,  each  having  a  resistance  equal  to, 
say,  1,000  centimetres  of  the  stretched  wire  be  inserted 
in  place  of  the  short  circuit  pieces  s^  and  Sg,  an  error  of 
a  centimetre  in  the  position  of  the  slider  will  only  corre- 
spond with  an  error  of 

1381        1380 

919         92^  ^  jQQ  ^^  ^^^^  ^^  Q.jg  ^^  ^^^ 
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Contact  between  the  platinum-tipped  knife-edge  k 
and  one  or  other  of  the  stretched  wires,  is  produced  by 
depressing  the  knob  K,  which  causes  the  lever  to  which 
this  knife-edge  is  attached  to  turn  on  an  axis  a  a.  On 
removing  the  pressure,  the  lever  is  pressed  up  by  a  spring 
underneath  it;  and  the  slider  should  never  be  moved 
with  the  knife-edge  k  depressed,  as  this  would  scrape  the 
stretched  wire  and  alter  its  diameter.  In  order  to  enahle 
k  to  make  contact  with  either  the  first,  second,  or  third 
wire,  the  knob  k  is  not  fastened  rigidly  to  the  lever,  but 
can  slide  along  it  in  a  slot^  and  can  be  so  placed  that 
the  near  end  of  the  spring  S  rests  in  either  of  the  three 
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grooves  on  the  top  of  the  lever  corresponding  with  the 
three  positions  of  k  when  it  is  in  contact  with  the  three 
^stretched  wires  respectively. 

98.  Superiority  of  the  Wheatstone's  Bridge  over 
the  Differential  Galvanometer,  and  Conditions  affecting 
the  Sensibility  of  the  Bridge. — Ths  Wheatstone^s  bridge 
is  superior  to  the  diferential  galvanometer^  in  that  not 
merely  can  two  resistances  be  ascertained  to  be  equal  to 
one  another,  but  the  value  of  any  resistance  in  terms  of 
another  can  be  exactly  measured,  so  that  if  we  possess  one 
single  resiistance  the  value  of  which  is  known  exactly  in 
ohms,  we  can,  without  knowing  the  resistance  of  any  other 
wire,  measure,  by  means  of  the  metre  bridge,  the  value  in 
ohms  and  fractions  of  an  ohm  of  any  unknown  resistanca 

Practically,  however,  the  sensibility  of  the  bridge  is  limited  by 
the  galvanometer  not  being  sensitive  enough  to  indicate  the  smaU 
current  that  passes  through  it  when  the  ratio  of  a  to  6  is  not  quite 
equal  to  that  of  0  to  <^  (Fig.  62,  page  166),  and  when  both  ratios 
•are  far  from  unity.  In  met  it  can  be  shown  that  the  bridge  is  moat 
sensitive  when  all  the  four  resistaneesj  a,  b^  e,  d,  are  equal  to  one 
another.  If,  however,  it  is  impossible  to  make  them  equal,  then  it 
is  desirable  to  consider  whether  the  galvanometer  or  the  battery 
{see  §  129,  page  226)  have  the  higher  resistance,  because  ^r^a^r 
.senstbilitff  will  be  obtained  by  using  the  one  that  has  the  higher  resist^ 
once  to  eonneet  the  junction  of  the  two  greater  of  0,  b,  e,  d,  with  the 
junction  of  the  two  less,  than  if  the  galvanomet^  and  battery  be 
joined  up  in  the  opposite  way.    For  example,  if 

a=      1  ohm 
b  =  100  ohms 
0=     4  ohms 
d  =  400  ohms, 

and  the  resistances  of  the  galvanometer  and  battery  be  37  ohms 
and  5  ohms  respectively,  one  terminal  of  the  galvanometer  ought 
to  be  connected  with  tiie  junction  of  a  and  >,  and  the  other  with 
the  junction  of  b  and  d.     {See  also  §  238,  page  467.) 

Further,  it  is  important  te  consider  whether  we  should  select  a 
galvanometer  wound  with  fine  wire  or  one  wound  with  thick  wire, 
hi  order  to  obtain  the  most  accurate  measurements  with  a  Wheat- 
stone's  bridge.  Oalculation  and  experiment  show  that  if  nothing 
but  the  gauge  of  wire  used  in  winding  the  bobbins  of  the  galvano- 
meter be  varied,  that  is  to  say,  if  the  bobbins  and  the  space  on 
them  occupied  by  the  covered  wire  remain  the  same,  as  well  as 
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Uie  streng^  and  direction  of  the  controlling  field  and  the  suspen- 
sion of  tiie  galvanometer,  then  with  a  given  testing  hattery, 
and  with  given  values  of  the  four  **  arms  "  of  the  bridge,  a,  b,  e,  d, 
the  greatest  deflection  will  be  produced  on  a  galvanometer  on 
making  a  definite  change  in  one  of  the  four  armSf  say  a,  if  the  wire 
wound  on  the  galvanometer  bobbin  be  such  that  the  reiistanee 
of  the  ffoivanometer  equals  the  product  of  the  sum  of  the  resistances  of 
the  two  arms  on  one  side  of  it  into  the  sum  of  the  resistances  of  the  two 
arms  on  the  other  side  of  it^  divided  by  the  sum  of  the  resistances  of  the 
four  arms.  For  example,  if  the  galvanometer  connect  the  junction 
of  a  and  e  with  the  junction  of  b  and  d,  the  wire  used  in  winding 
the  galvanometer  bobbins  ought  to  be  selected  of  such  a  thickness 
that  the  galvanometer  when  wound  has  a  resistance  of 

{a-\-b){e-{-d) 
a-{-b^e-\-d* 

Of  course  this  does  not  mean  that  a  roughly-made  pivot  galva- 
nometer having  this  resistance  will  give  better  results  than  a  delicate 
fibre-suspended  reflectinggalvanometer  with  a  much  greater  or  a 
much  less  resistance.  The  formula  can  only  be  used  on  the 
assumption  that  nothing  but  the  gauge  of  wire  employed  in  winding 
the  galvanometer  eon  be  varied,     (See  §  237,  page  466.) 

99.  Commercial  Form  of  Wheatstone's  Bridge. — 
In  the  Wheatstone  bridges,  as  commonly  constructed, 
the  resistances  of  all  three  branches  are  made  up  of 
coils,  the  values  of  which  are  known  in  ohms,  and  the 
apparatus  is  frequently  made  of  the  form  shown  in  Fig. 
64,  where  the  e  and  d  of  Fig.  62  are  each  replaced  by 
three  coils  of  10,  100,  and  1,000  ohms,  called  the  "j^ro- 
portumal  cods"  and  the  b  of  Fig.  62  is  made  up  of  the 
following  coils,  1,  2,  2,  5, 10,  10,  20,  50,  100,  100,  200, 
500,  1,000,  1,000,  2,000,  5,000.  With  these  latter  six- 
teen coils,  any  integral  resistance  between  1  and  10,000 
may  be  formed,  and  this  special  arrangement,  although 
not  requiring  the  least  number  of  coils  to  enable  any 
resistance  between  1  and  10,000  to  be  obtained,  is  found 
m  practice  to  be  the  most  convenient.  With  this  bridge, 
then,  we  can  measure  any  resistance  between  i\^(^  X  1, 
or  YTxth  of  an  ohm,  and  ^4^^  X  10,000,  or  one  million 
one  hundred  and  ten  thousand  ohms. 

In  Fig.  64,  the  battery  seen  at  the  left-hand  side 
is  indicated  symbolically  by  three  thin  lines,  which  stand 
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for  the  copper  plates,  and  by  three  shorter  and  thicker 
lines,  vhich  stand  for  the  zinc  plates  or  rods.  The  cells 
are  understood  to  be  coupled  by  the  zinc  plate,  or  rod,  of 
the  upper  cell  being  joined  to  the  copper  plate  of  the 
second,  and  the  zinc  plate  of  the  second  to  the  copper 
plate  of  the  third  ;  so  that  the  six  lines  in  Fig.  64  are  a 
symbolical  representation  of  the  battery  shown  in  the 
next  figure  (Fig.    65).     This  symbolical  representation, 


which  is  commonly  used  to  stand  for  a  battery,  will  be 
employed  in  the  rest  of  this  book,  and  will  be  found  still 
fhrther  explained  in  §  135,  page  240. 

The  resistance  coils  sold  in  boses  are  always  made 
BO  that  the  resistance  of  each  is  an  exact  number  of 
ohms  or  certain  special  fraction  of  an  ohm  at  the  same 
temperature,  which  is  specified  on  the  bos,  and  the 
trouble  of  adjusting  a  number  of  coils  to  ful£l  this  con- 
dition causes  resistance  boxes  to  be  rather  costly.  It  is 
undoubtedly  more  convenient  that  the  resistance  of  each 
coil  ^onld  be  an  exact  number  of  ohms  or  a  certain 
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special  fraction,  but  it  would  be  £ar  cheaper  if  the  coils 
were  made  approximately  to  have  the  resistance  1,  2,  5 
ohms,  <&c.,  and  their  actual  resistances  in  ohms  and  frac- 
tions of  an  ohm,  when  tested  at  some  one  temperature, 
were  marked  on  the  box. 

100.  Bridge  Key. — In  using  a  Wheatstone's  bridge  it 
is  desirable  to  send  the  current  through  the  four  arms  of 
the  bridge  a,  h,  c,  d  (Fig.  62),  before  it  is  allowed  to  pass 
through  the  galvanometer,  and  this  is  especially  impor- 
tant when  testing  the  resistance   of   the    copper  con* ' 
ductor  of  a  long  submarine  cable,  since  the  current  in  such 
a  case  takes  an  appreciable  time  to  reach  its  maximum 
value  and  become  steady,  due  to  the  cable  acting  as  a 
"coTwferwcr"  {see  %  162,  page  301).    Hence,  if  the  galva-  i 
nometer  circuit  were  completed  when  the  battery  was  ' 
attached  to  the  bridge,  an  instantaneous  swing  of  the 
galvanometer  would  be  produced,  even  if  a  bore  to  h  the 
ratio  of  c  to  c?.      And  although,  since  the  ratio  of  re- 
sistances having  been  effected,  the  deflection  of  the  galva- 
nometer would  become  nought  as  soon  as  the  current  in 
the  four  branches  of  the  bridge   became  steady,  great ; 
delay  in  the  testing  would  be  caused  by  this  first  swing  • 
of   the  needle.     A  similar  difficulty  would   occur  in  -: 
measuring  the  resistance  of  an  electromagnet  or  even  of  ' 
any  coil  without  an  iron  core,  if  it  were  not  wound  doubly 
as  are  the  coils  in  resistance  boxes  {see  Fig.  7,  page  28) ; 
because  whenever  a  coil  is  so  wound  that  a  current  pass- 
ing through  it  produces  magnetic  aotion,  a  short  interval 
of  time  has  to  elapse,  after  putting  on  the  battery,  before  ■ 
the  current  reaches  its  maximum,  or  steady,  value,  arising  . 
from  what  is  caUed  the  ^*  self-i/ndtiction**  of  the  coil. 

A  key  for  sending  the   current  through  the  four  : 
arms  of  the  bridge  before  it  is  allowed  to  pass  through  > 
the  galvanometer,   is  shown  at  K  (Fig.  65),  and  is   a 
modification  of  the  one  originally  employed  by  the  Elec- 
tncal  Committee  of  the  British  Association.     On  press- : 
ing  down  the  button,  contact  is  first  made  between  the 
flexible  piece  of  brass  a  and  the  flexible  piece  of  brass  B.  , 


Cli^.tV.]  BBIDGE   KEY.  175 

This  completes  the  battery  circuit,  and  causes  tiie  cut- 
rent  to  flow  through  the  four  arma  of  the  bridge  shown 
symbolically  in  Fig.  65  by  the  spiral  lines.  On  the 
button  being  still  further  pressed  down,  b  is  brought 
into  contact  witii  a  little  knob  of  ebonite  e  on  the  top 
of  the  flexible  pece  of  brass  c     This  does  not  Gomplete 


any  other  electric  circuit ;  but  on  the  button  being  still 
further  depressed,  c  is  brought  into  contact  with  D,  and 
the  galvanometer  circuit  is  completed. 

This  form  of  key  is  to  be  preferred  to  the  ordinary 
bridge  key,  because  all  the  connections  are  above  the 
base  of  the  key  and  in  sight,  whereas  when  the  connec- 
tions are  made  under  the  base,  it  frequently  happens 
tAat  the  pieces  of  gutt«,percha-covered  wire  used  to 
make  the  connections  are  either  badly  insulated,  or  are 
loosely  connected  at  their  ends  with  the  terminals  of  the 
key,  and  so  introduce  unnecessary  resistance. 
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101.  Use  of  a  Shnnt  with  the  BridgOr — It  is  desirable 
to  employ  also  another  key  k  (Fig.  65),  which  may 
be  quite  simply  made  of  a  twisted  bit  of  hard  brass  wire, 
bent  so  as  to  press  up  against  a  sort  of  bridge  of  hard 
brass  wire,  since  the  resistance  at  the  contact  is  in  this 
case  of  no  consequence.  When  the  key  is  not  depressed, 
a  portion  of  the  current  is  shunted  past  the  galvanometer 
through  any  convenient  shunt  «,  the  resistance  of  which 
need  not  be  known,  as  it  does  not  enter  into  the  calcula- 
tions. The  object  of  this  shunt  is  merely  to  diminish  the 
sensibility  of  the  galvanometer  when  the  first  approxi- 
mation is  being  made  to  the  value  of  the  unknown  re- 
sistance. As  soon  as  this  has  been  done  the  key  k  should 
be  depressed,  and  a]l  the  current  in  the  galvanometer 
circuit  arising  from  want  of  perfect  balance  allowed  to 
pass  through  the  galvanometer  itself,  and  the  resistances 
adjusted  until  perfect  balance  is  obtained.  Another  de- 
vice to  expedite  the  testing,  and  also  to  prevent  power- 
ful currents  being  sent  through  the  galvanometer,  consists 
in  not  holding  the  key  K  down  when  the  first  rough 
approximation  is  being  made,  but  merely  giving  it  a  tap, 
which  has  the  effect,  when  the  balance  is  far  from 
perfect,  of  giving  the  needle  of  the  galvanometer  a  slight 
impulse  to  one  side  or  the  other,  according  as  the  ratio 
of  a  to  5  is  larger  or  smaller  than  that  of  c  to  c^,  instead 
of  causing  the  needle  to  violently  swing  against  the  stops 
on  one  side  or  the  other  as  it  would  do  if  the  key  k  were 
held  down  before  balance  was  arrived  at. 

102.  Meaning  of  the  Deflection  on  a  Bridge  Oalva- 
nometer. — A  considerable  amount  of  time  will  be  saved 
in  testing  if  the  meaning  of  a  deflection  of  the  galvano- 
meter needle,  say  to  the  right,  be  once  for  all  definitely 
ascertained,  and  a  note  be  made  whether  it  means  that  the 
ratio  of  a  to  6  is  too  large  or  too  small.  The  simplest 
way  of  recording  this,  if  we  assume,  for  example,  a  to 
be  the  unknown  resistance,  is  to  put  the  words  ^^i/nr 
crease  b  "  and  "  diminish  h  "  one  on  each  side  of  the  gal- 
vanometer, these  being  the  directions  to  be  followed 
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according  as  the  needle  deflects  towards  one  or  other  of 
them.  The  position  of  these  two  directions  must,  of 
course,  be  reversed  if  the  terminals  of  the  testing  battery 
be  reversed. 

Shunts. 

103.  Shunts. — We  have  already  seen,  for  example,  in 
the  apparatus  shown  in  Fig.  17,  page  59,  and  again  when 
using  a  Wheatstone's  bridge  (§  101,  page  176),  that  it  is 
sometimes  convenient  to  use  a  wire  as  a  by-path  or  shunt 
to  convey  a  portion  of  the  current,  the  remainder  only 
passing  through  the  galvanometer.  We  will  now  consider 
what  must  be  the  relative  resistances  of  the  shunt  and 
galvanometer  to  allow  any  particular  fraction  of  the  whole 
current  to  pass  through  the  galvanometer.  Let  8,  ghe 
the  resistances  in  ohms  of  the  shunt  and  galvanometer, 
and  S,  G  the  currents  in  amperes  passing  through  them 
respectively ;  then,  if  V  be  the  potential  diflerence  in  volts 
at  the  terminals  of  the  shunt  and  galvanometer,  it  fol- 
lows from  Ohm's  law  (§  74,  page  130)  that 


G  =  -. 

9 

G      • 

or  the  current  strengths  in  the  galvanometer 
are  inversely  as  their  resistances. 

and  shunt 

Also,  by  a 
that 

'well-known  rule  in  proportion, 
G             « 

it  follows 

J 

S  +  0~  »  +  9 

and 

S             9     . 

S-hG      8-\-g' 
but  S  -h  G  is  the  sum  of  the  currents  flowing  through  the 
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shunt  and  the  galvanometer  respectively,  and  therefore  is 
equal  to  the  whole  current  in  the  circuity  A  amperes  say, 
hence 

A^s  +  g 

and  S  g 

A^  8  +  g 

104.  Multiplying  Power  of  a  Shunt — 
Since  A  =  l±^xG, 

8 

the  fraction —  is  frequently  called  the  **  multiplying 

power  of  the  shunt/*  that  is,  the  quantity  that  the  cur- 
rent flowing  through  the  galvanometer  must  be  multiplied 
by  to  obtain  the  total  current. 

As  an  example  of  the  last  equation,  let  us  suppose 
that  we  desire  that  G  shall  be  one>tenth  of  A,  then 


8 

1 

s  -\-  g 

^10' 

or  8 

1 

or,  again,  if  we  wish  that  G  shall  be  one-thousandth  of  A, 
then  \ 

_8 1_ 

1 

or  8  =  -T^rzg. 

105.  Combined  Resistance. — It  would  be,  of  course, 
possible  to  substitute  for  the  two  resistances  8  and  g^ 
which  are  in  parallel,  a  single  wire  of  resistance  x  such 
that  for  the  same  potential  diference^  V,  at  its  terminals, 
the  current  flowing  through  it  should  be  equal  to  the  sum 
of  the  currents  flowing  through  the  two  parallel  circuits 
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To  find  X  we  have 

.V 

the  current  that  would  flow  through  it  =  — » 

the  current  flowing  through  s 
the  current  flowing  through  g 


■ ;  • 


V 

• 

■ 

V 

• 

• 

-^ 

9' 

• 

since 

V 

■x 

= 

?- 

V 

7* 

X 

^ 

*9 

»  +  9 

• 

1 

or  if  two  wires  be  in  parallel,  then  the  product  of  their 
resistances  divided  by  their  sum  represents  the  resistance 
of  a  single  wire  through  which  a  current  will  pass,  equal 
to  the  sum  of  the  currents  passing  through  the  two  wires, 
for  the  aa/me  potential  difference.  Such  a  single  resistance 
is  called  the  '*  combined  resistances^'  or  the  ^^pa/raMel 
resistance"  of  the  two. 

From  what  has  preceded  we  see  that  when  G  is  a 
tenth  of  A, 

sal 


8  +.g  "10 

or  the  combined  resistance  of  the  shunt  and  galvanometer 
is  one-tenth  of  the  resistance  of  the  galvanometer. 

In  the  same  way,  if  there  be  any  number  of  resistances 
a,  h,  c,  dy  &c.,  in  parallel^  and  a;  be  a  single  resistaniJe, 
such  that  with  the  same  potential  difference  at  its  termi- 
nals the  current  that  will  flow  through  x  is  equal  to  the 
sum  of  the  currents  that  flow  through  all  the  resistances 
a,  6,  c,  df  &c.,  the  combined  resista/nce 


x  = 


0  +  6  +  0+^  +  **" 
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If  A,  B,  0,  D,  Ac.,  be  the  currents  flowing  through 
the  various  circuits,  and  X  be  the  total  current,  then    , 


1 

A 

a 

X 

1 

1 

1 

1 

■« 

+  6 

+1  + 

d 

+  &a 

\. 

- 

*• 

1 

• 

B 

-•■ 

• 

F 

X 

1 

.  1 

.  1-. 

1 

> 

• 

a+b+-c+d  +  ^' 

Bstample  38. i — ^What  must  be  the  resistance  of  a  diunt 
so  that  -f-  of  the  whole  current  shall  pass  through  a  galva- 
'nometer  haying  452  ohms'  resistance! 

Hfere  8      _  4 

*  +  ^""  5' 

.-.         8=  4g, 

iiw^we?*^— ^1,808  ohms. 

Eocample  39. — ^If  the  resistance  of  a  shunt  be  1  ohm, 
and  that  of  the  galvanometer  2  ohms,  what  fraction  of  the 
total  current  passes  thi^ugh  the  galvanometer  and  what 
through  the  shunt )        ,    .  ,  _  .,  r.. 

We  have      —  = — = — » 
ih^r^fore,  substituting  the  values  givep,  />   • 

■  A     .3*    . 

Answer, — One-third  of  the  current  passes  through  th0 
galvanometer,  and  two-thirds  through  the  shunt. 

Example  40. — If  a  galvanometer  have  1,980  ohms' 
resistance,  and  a  shunt  be  attached,  so  that  the  current 
passing  through  the  galvanometer  is  only  y^th  of  the 
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tot&l  cnrrenty  what  will  be  the  resistance  of  the  shunty 
and  by  how  many  ohms  will  the  resistance  of  the  dreoit 
be  diminished  by  employing  the  shunt) 

Here  s     __    1 

•  H-fl^^lOO' 

or,  in  this  case^  =  20  ohms; 

and  -^1 — =  19-8  ohms : 

.  *.  the  diminution  of  the  resistance  of  the  circuit  pro- 
duced by  applying  the  shunt  is  1,980  -  19-8,  or  1,960-2 
ohms. 

106.  Construction  of  a  Shunt  Box. — ^The  three  coils, 
having  respectively  the  ^th,  -^th,  and  9^th  of  the  re- 
sistance of  the  galvanometer,  are  usually  inserted  in  a 
small  box  h  (Fig.  66),  which  accompanies  the  galvanometer. 
The  terminals  of  the  galvanometer,  as  well  as  the  two  wires 
which  connect  the  ^vanometer  with  the  rest  of  the  cir- 
cuit, are  joined  to  the  binding  screws  s  s  on  the  shunt 
box,  and  each  of  the  three  shunt  coils  has  one  of  its  ends 
connected  with  the  brass  piece  c,  while  the  other  ends 
are  connected  respectively  with  the  brass  pieces  D,  e,  and 
F.  If,  then,  the  brass  plug  p'  be  inserted  in  the  hole  be- 
tween the  brass  bar  a  b  and  the  brass  piece  c,  all  the 
current  will  pass  from  A  B  to  c,  through  the  plug,  and 
none  through  the  galvanometer,  since  the  resistance  of 
A  B  to  c  through  the  plug  is  extremely  small  compared 
with  .that  through  the  ^vanometer.  If,  on  the  other 
hand,  the  plug  be  inserted  in  the  hole  between  A  b  and  d^ 
as  in  the  figure,  the  current  will  pass  from  ab  to  d 
th;rough  the  plug,  and  from  d  to  c  through  the  coil  in 
the  shunt  box,  which  connects  with  a  And  as  this  coil 
has  ^th  of  the  resistance  of  the  galvanometer,  -^th  of  the 
total  current  will  pass  through  the  galvanometer.     Simi- 
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larly,  if  the  ping  be  inserted  in  tbe  hole  between  a  b  and 
B,  or  A,  B  and  f,  li^th  or  TiAnitb  of  the  wbole  current  will 
pass  throagh  the  galvanometer. 

In  order  to  obtain  very  good   "  awrfeux  inaulalion  " 
(MS  §  1 40,  page  267),  the  brass  pieces  a,  b,  o,  d,  e,  and  r  are^ 


in  the  particular  shunt  box  shown  in  the  figure,  mounted 
on  ebonite  pillars  p,  p,  p,  p,  and  to  avoid  the  insertion  of  the 
plug  into  one  or  other  of  the  holes  pushing  these  pillars 
outwards,  and  so  preventing  the  plug  making  firm  contact 
with  the  pieces  of  brass  on  each  side  of  it,  there  is  a 
spring  cap  ee,  sliding  on  the  plug,  which  passes  over  the 
two  vertical  pins  on  each  side  of  the  hole,  and  so  holds 
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the  brass  pieces  together  against  the  wedging  acticm 
which  tends  to  force  them  asunder  when  the  plug  is  pressed 
in.  The  plug  has  a  long  ebonite  handle  i,  which  should 
be  held  by  the  flat  part  at  the  end  to  prevent  leakage 
taking  place  along  the  surface  of  the  handle  and  through 
the  body  of  the  experimenter  to  the  ground. 

107.  Inerease  of  the  Total  Current  produced  by  the 
Employment  of  a  Shunt — The  Use  of  Shunts  with  a 
Differential  Galvanometer. — The  insertion  of  a  shunt 

8  Q 

diminishes  the  resistance  of  the  circuit  from  a  to  — r~  • 

In  some  cases  this  produces  practically  no  effect  on  the 

total  current,  so  that  the  current  flowing  through  the 

g 
galvanometer  will  be  —r —  of  the  current  that  waa  flow- 
ing through  it  before  the  insertion  of  the  shunt.     But  in 
other  cases  this  variation  of  the  resistance  in  circuit  ma- 
terially afiects  the  total  current,  so  that,  although  G  is 

8 

always  — ^ —  ^^  *^®  total  current,  this  total  current  may 
be  so  increased  by  the  diminution  of  the  total  resist- 

8 

ance  that  the  fraction  — \ —  of  the  new  total  current  is 

8-^-9 

practically  as  large  as  the  previous  total  current,  or,  in 
other  words,  shunting  the  galvanometer  may  produce  prac- 
tically no  diminution  in  the  current  passing  through  it. 

liis  effect  produced  on  applying  a  shunt,  which 
is  often  entirely  overlooked  by  beginners,  may  be  ex- 
perimentally investigated  with  the  apparatus  shown  in 
Fig.  67.  B  is  a  battery  consisting  of  six  cells  fitted  with 
terminal  binding  screws,  so  that  one,  two,  or  any  number 
of  cells  up  to  six  can  be  used ;  M  is  a  galvanometer  of 
very  small  resistance,  and  r^,  r^,  R3,  R4,  resistance  coils 
in  the  main  circuit,  o  is  a  galvanometer  of  some  500 
ohms'  resistance,  also  in  the  main  circuity  but  fitted  with 
a  shunt  &  Any  one  of  the  coils,  r^,  b^  R3,  or  r^,  can  be 
cut  out  of  circuit  by  turning  the  handle  h  so  that  a  small 
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bridge-piece  b  of  fiexible  braas  makes  contact  between  two 
metallic  buttons  k  k,  which  are  attached  respectively 
to  the  two  ends  of  the  coil.*  The  resistance  in  the  shunt  s 
can  be  varied  either  l^  taking  out  or  inserting  the  plugs 
in  its  base  in  the  usual  way,  or  by  turning  the  handle 
which  varies  the  resistance  in  a  way  to  be  explained  a 
little  farther  on.  Then  it  is  found  that  if  the  reeistance 
in  the  main  circuit  is  fEurly  lai^,  say  1,000  ohms,  alter- 
ing the  resistance  of  s  alters  the  deflection  of  o,  but  does 


not  sensibly  alter  that  of  h  ;  while,  on  the  other  hand,  if 
the  resistance  in  the  main  circuit  is  small,  that  is,  if  the 
four  bridge  pieces  at  the  topa  of  the  four  coils  are  turned 
so  as  to  rfiortrcircuit  all  the  four  coils,  then  the  value  of 
8  may  be  altered  within  wide  limits  without  altering  the 
value  of  the  deflection  of  g,  but  the  deflection  of  h  will 
be  large  when  the  resistance  in  S  is  small,  and  small  when 
the  resistance  in  s  is  large.  It  is  necessary  to  be  able  to 
vary  the  number  of  cells  from  one  to  six  in  order  that 

a  coil   Vfts   the  one   origionll;   « 


I        V 
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in  all  the  experiments,  each  made  with  a  particular  value 
of  the  resistance  in  the  main  circuit,  and  for  a  series  of 
values  of  the  shunjb,  the  largest  deflection  of  G,  which  is 
obtained  when  the  galvanometer  is  unshunted,  may  be 
about  the  same. 

We  have  merely  referred  to  the  two  extreme  cases, 
a  veiy  laige  and  a  veiy  smaU  resistance  respectively  in 
the  main  circuit ;  but  readings  should  be  taken  of  the 
deflection  of  g  for  a  series  of  values  of  the  resistance  of 
the  shunt,  with  each  of  several  values  of  the  resistance  in 
the  main  circuit ;  and  a  series  of  curves  should  be  drawn 
connecting  deflections  of  g  with  values  of  s,  each  curve 
for  a  different  resistance  in  the  main  circuit. 

The  mathematical  working  out  of  this  experiment, 
together  with  the  consideration  of  the  construction  of 
" constant  total  tywrrent  shunts"  will  be  found  farther  on 
(§  137,  page  253). 

We  have  seen  (§  87,  page  149)  that  if  the  two  coils  c 
and  c'  (Fig.  59)  of  the  differential  galvanometer  have 
equal  resistances,  and  if,  in  addition,  they  be  so  adjusted 
relatively  to  the  needle  that  no  deflection  is  produced 
when  equal  currents  flow  round  the  coils,  no  deflection  will 
be  produced  when  A  and  B  have  equal  resistances,  and  a 
difference  of  potentials  is  set  up  between  p  and  q  by  any 
convenient  current  generator.  If,  now,  one  of  the  coils, 
say  o,  be  shunted  with  a  shunt,  having,  say,  one-ninth  of 
the  resistance  of  c,  then  the  parallel  resistance  of  c  and 
its  shunt  will  be  one-tenth  of  the  resistance  of  c  alone. 
Therefore  if  the  resistance  of  A  be  also  diminished  to  one- 
tenth  of  what  it  was,  the  total  resistance  of  the  branch 
p  A  c  Q  will  become  one-tenth  of  what  it  previously  was, 
hence  ten  times  as  much  current  will  pass  through  A  and 
through  B,  but  of  this  larger  current  only  one-tenth  part 
will  pass  round  the  coil  c,  and,  consequently,  there  will 
still  be  no  deflection  of  the  needle.  We  can  generally 
conclude  that  if  one  coil,  c,  having  a  resistance  g  ohms,  of 
a  differential  galvanometer  be  shunted  with  a  shunt  of  s 
ohms,  no  deflection  will  be  produced  when 
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resistanee  of  A  a 

resistance  of  B  "~  «  +  ^ 

If,  therefore,  we  have  a  box  of  resistance  coils,  the 
resistance  of  which  can  be  varied  from,  say,  1  to  10,000 
ohms,  we  can,  by  the  addition  of  a  tenth  shunt  to  one  of 
the  coils  of  a  differential  galvanometer,  measure  resist- 
ances varying  between  0*1  and  100,000  ohms. 

108.  Sliding  Resistance  Boze& — The  resistance  box 
8  (Fig.  67)  is  different  from  any  of  the  forms  used  in 
the  previous  experiments.  Mg.  68  shows  this  resistance 
box  in  plan,  and  from  that  it  will  be  seen  that  there 
are  two  ways  of  altering  the  resistance,  the  one  by 
inserting  plugs  into  the  holes  between  f  and  Q,  or 
by  removing  these  plugs  in  the  manner  previously  de- 
scribed, the  other  by  turning  one,  or  both,  of  the  slid- 
ing handles  h  h.  Turning  these  handles  can  be  effected 
without  looking  at  the  box,  and  hence  such  sliding 
resistance  boxes  are  commonly  employed  for  "  diiplex 
tdegrciphy"  or  the  sending  of  two  messages  simulta- 
neously, in  opposite  directions,  along  one  telegraph  wire, 
in  connection  with  which  the  signaller  requires  to  vary 
the  resistance  without  having  to  take  his  attention  off 
the  message  he  is  sending  or  receiving. 

Between  each  pair  of  adjacent  studs  s,,  s^  «„  &a,  in 
one  half  of  the  box  are  coils,  each  having  the  value  of  40 
ohms,  while  between  each  pair  of  adjacent  studs  s^,  Sg,  S3, 
&c,,  in  the  other  half  of  the  box  are  coils,  each  having  the 
value  of  400  ohms.  Hence,  with  the  arms  in  the  positions 
shown  in  the  figure,  the  current  entering  at  the  binding 
screw  T  has  first  to  pass  through  as  many  of  the  coils 
between  p  and  Q  as  are  unplugged,  next  thi*ough  eight 
coils,  each  of  40  ohms,  then  from  the  arm  h  to  the  arm  H, 
and  lastly  through  five  coils,  each  of  400  ohms,  and  out 
by  the  terminal  t.  In  addition,  therefore,  to  any  re- 
sistance that  may  be  unplugged  between  p  and  Q,  there  is 
a  resistance  of  2,320  ohms  in  circuit. 

Itesistance    boxes    with    sliding    arms    are    much 
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cheaper  to  constniet  than  plug  resistance  boxes,  as  the 
labour  and  expense  of  grinding  the  plugs  into  the  coni- 
cal holes  is  saved.  As,  however,  it  is  verj*  difficult  to 
avoid  an  unknown  small  reeiBtance  being  introduced  at 


the  contact  of  a  stud  and  the  revolving  arm,  well-made 
plug  resistance  boxes  are  far  better  for  accurate  work. 

109.  MeaBnring  a  Besistanoe  during  the  Passage 
of  a  Strang  Current. — -In  cases  where  a  conductor  is 
wanned  by  the  passage  of  a  strong  current,  and  so  has 
its  resistance  altered,  it  is  not  sufficient  to  know  what 
the  resistance  of  the  conductor  was  when  cold,  but  we 
must  know  what  it  is  while  the  current  is  passing  Uir&ugh 
U.    This  cannot,  of  course,  be  done  with  a  Wheatstone'a 
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bridge  or  a  differential  galvanometer,  but  an  approxi- 
mation to  the  true  resistance  can,  in  some  cases,  be  made 
by  stopping  the  current  that  was  passing  through  the 
conductor,  and  then  measuring,  as  quickly  aa  possible,  its 
resistance  with  a  Wheatstone's  bridge  or  differential 
galvanometer  in  the  ordinary  way  (aee  §  97,  page  167). 
This,  at  the  best,  can  give  but  an  approximation,  and 
when  the  conductor  cools  very  rapidly  on  the  stoppage 
of  the  current,  as,  for  example,  in  the  case  of  the  fila- 
ment  of  an  incandescent  lamp,  the  result  so  obtained 
would  differ  very  seriously  from  the  true  value.  Further, 
this  method  could  not  be  employed  at  all  when  it  is 
desired,   for  example,  to  measure  the  resistance  of  an 


"electric  arc,"  that  is,  the  intensely  heated  space  between 
the  carbon  points  in  an  "  arc  lamp,"  because  the  are 
ceases  to  exist  immediately  the  current  producing  it  is 
stopped. 

In  such  a  case,  the  following  method  must  be  em- 
ployed. By  means  of  an  electrometer,  or  a  voltmeter 
V  (Fig.  69),  meofiure  the  potential  difference,  in  volts, 
at  the  ends  of  the  conductor  c,  whose  i-esistaiice  we  desire 
to  know,  and  simultaneously  measure  with  an  ammeter 
the  current  A,  in  amperes,  passing  through  the  con- 
ductor ;  then,  if  o  be  the  unknown  resistance  of  c  in 
ohms,  we  have,  from  the  definition  of  resistance, 


This  method  can,  of  course,  be  employed  in  all  cases, 
but  is  especially  useful  when  a  conductor  has  a  fairly 
strong  current    passing  through  it,  and   we   desire   to 


p.  ITO     BBSISTAHCK  WITH  A  STRONG  CCRRENT.  189 

s  iiie  resistance  of  the  coaductor  while  this  strong 
current  ia  passing  through. 

If  the  iuBtmment  osed  to  measure  the  potential 
difference  be  an  electrometer,  through  which  no  curreat 
passes,,  the  deflection  of  the  ammoter  will  measure  the 
true  current  passing  through  the  conductor  only ;  but,  on 
the  other  hand,  if  a  voltmeter  be  employed,  through 
which  some  current  passes,  then  it  must  not  be  forgotten 
that  the  current  passing  through  the  ammeter  is  the 
sum  of  the  current^  passing  through  the  conductor  e  and 
the  voltmeter.  As  a  rule,  this  will  not  introduce  any 
serious  practical  error,  as  the  resistance  of  the  voltmeter 
being  very  large  compared  with  that  of  e,  the  current 


passing  through  the  voltmeter  is  very  small  compared 
with  that  passing  through  c  If,  however,  this  be  not 
quite  the  case,  on  account  of  the  resistance  of  c  being 
large,  then  the  current  pfesing  through  the  voltmeter 
must  be  subtracted  fi-om  that  measured  by  the  deflec- 
tion of  the  ammeter  to  obtain  the  value  of  A  in  the 
above  formula.  Or,  more  simply,  interrupt  the  volt- 
meter circuit  and  now  obaerve  the  ammeter  reading. 

If,  however,  the  resistance  of  e  be  large,  the  making 
and  breaking  of  the  voltmeter  shunt  circuit  may  very 
possibly  alter  not  merely  the  current  passing  through 
the  ammeter,  but  even  that  passing  through  c,  so  that  the 
reading  given  by  the  ammeter  when  the  voltmeter  shunt 
circuit  is  broken,  although  indicating  quite  accurately 
the  current  tlten  passing  through  c,  would  not  give  the 
amount  that  was  passing  through  o  when  the  voltmeter 
reading  was  taken.  Therefore,  from  these  two  observa- 
tions tiie  resistance  of  c  could  not  be  -accurately  deter- 
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mined,  tmlesa  tlie  resistance  of  the  voltmeter  were  known, 
and  the  current  passing  through  it  calculated  and  allowed 
for.  In  such  a  case  it  is  better  to  make  the  voltmeter 
a  shunt  to  both  the  ammeter  and  e,  as  showa  in  Fig.  70  ; 
for,  with  l^is  arrangement,  the  resistance  of  c,  plus  that 
of  the  ammeter,  will  be  correctly  found,  and  if  the  re- 
sistance of  the  ammeter  be  either  small  compared  with 
that  of  e,  or  if  it  be  correctly  known,  then  the  resistance 
of  c  can  also  be  found  by  a  simple  subtraction. 

The  determination  of  the  resistance  of  a  battery  by 
means  of  simultaneous  readings  on  an  ammeter  and 
voltmeter  will  be  found  described  in  §  116,  page  205. 

110.  Ohmmeter. — The    necessity   of  observing  two 


instruments  at  the  same  time  is  a  disadvantage  in  the 
employment  of  the  method  of  testing  just  described,  and 
hence  the  following  instrument,  called  (ui  "  okmmeter," 
was  devised  by  the  author  for  measuring,  by  a  single 
observation,  the  resist&nce  of  any  part  of  a  circuit  through 
which  a  strong  current  is  passing.  The  ohmmeter  con- 
tains two  coUs  acting  on  the  same  soft  iron  needle  ;  one 
of  these  coils,  c  c  (Fig.  71),  attached  to  the  terminals  t  t 
(Fig.  72),  is  made  of  a  sliort  piece  of  thick  Trire,  and  is 
placed  in  series  with  the  resistance  o  to  be  measured  ; 
while  the  other,  c  c  (Fig.  71),  attached  to  the  terminals 
tt  (Fig-  72),  is  composed  of  veiy  £ne  wire,  and  is  put 
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as  a  shunt  to  the  unknown  resistance.  Hence  the  main 
current  A  produces  its  effect  by  means  of  the  thick  wire 
eoil,  and  the  difference  of  potentials  V  at  the  terminals 
of  the  unknown  resistance  by  means  of  the  fine  vire 
coil ;  these  coils  are  placed  at  right  angles  to  one  another, 
and  in  consequence  of  this,  it  may  be  shown  that  the  action 
on  the  needle  is  due  to  the  ratio  of  V  to  A,  that  is,  to 
the  value  of  0.     When  no  current  is  passing  through 


either  coil  the  needle  will  rest  in  any  position,  but  on 
sending  a  current  through  the  thick  coil  alone  the 
pointer  at  once  moves  to  nought.  And  by  properly  pro- 
portioning the  shapes  of  the  coils,  and  by  winding  the 
wire  on  them  in  a  definite  way,  it  ia  possible  to  make 
the  angular  deflection  of  the  needle  from  the  zero 
position  directly  proportional  to  the  resistance  o.  The 
thick  wire  coil  may  be  always  kept  in  the  main  cir- 
cuit, or  in  any  branch  circuit,  then  on  attaching  the 
terminals  ( i  to  any  two  points  on  the  same  circuit  by 
means  of.  wires  the  needle  will  at  once  move  to  a 
number  on  the  dial,  which  will  indicate  the  resistaoco 
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in  ohms   at  the  time  in  question  of  that   part  of   the 
circuit  between  the  two  points. 

On  account  of  the  alteration  of  resistance  by  heating, 
it  is  very  difficult,  unless  very  thick  German  silver  wire  is 
employed,  to  construct  resistance  coils  for  use  with  strong 
currents,  so  that  the  resistance  shall  not  be  changed  by 
the  passage  of  the  currents.  But  the  use  of  an  ohm- 
iiQeter  permits  the  employment  of  an  iron  wire,  or  even 
of  a  bit  of  wet  rope,  as  a  temporary  resistance  for  ex- 
perimental  purposes,  the  resistance  of  the  iron  wire  or 
of  the  wet  rope  being  determined  with  the  ohmmeter  at 
the  moment  the  experiment  is  being  mada 

Heat  Generated  and  Work  Done  bt  an  Electric 

Current. 

111.  Amount  of  Heat  (Generated  by  an  Electric 
Current. — ^When  considering  the  effects  produced  by  a 
current  earlier  in  the  book,  we  saw  that  the  rise  of 
temperature  of  the  calorimeter  in  a  given  time  was  not 
proportional  to  the  current  strength.  We  will  now 
l^Zne  this  more  fully,  and  Tor  doing  tins  the 
apparatus  shown  in  Fig.  73  may  be  conveniently 
employed.  It  consists  of  a  coil  of  German  silver  wire 
dipping  into  a  small  metal  vessel  of  paraffin  oil,  the 
temperature  of  which  can  be  observed  by  means  of  a 
delicately  graduated  thermometer  t,  the  bulb  of  which 
.dips  into  the  oil.  T  is  supported  by  an  indiarubber 
stopper,  through  which  it  passes,  and  which  itself  fits 
into  a  small  wooden  cap,  seen  in  the  figure,  which 
forms  the  top  of  the  vessel  containing  the  paraffin 
oil.  This  little  vessel  is  supported  in  the  middle  of -a 
very  much  larger  metal  vessel,  seen  in  the  figure, 
made  with  double  sides,  double  top,  and  double  bottom, 
the  space  between  the  two  being  filled  with  water.  This 
water  jacket,  as  it  is  called,  is  for  the  purpose  of  pre- 
venting heat  passing  from  the  body  of  the  experimenter, 
or  from  any  adjacent  lamp,  into  the  parafiin  oil,  which 
would  interfere  with  the  experiment^  seeing  that  our 
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object  IB  to  measure  the  heat  produced  in  the  yessel  of 
paraffin  oil  solely  by  the  current  passing  through  the 
coil  of  Oerman  Bilver  wire  immersed  in  it.  It  might,  at 
first  si^t,  appear  that  the  simplest  plan  of  avoiding  this, 
aa  well  as  of  avrading  the  loss  of  heat  froot  the  vessel 


of  paraffin  oil,  would  be  to  surround  it  by  a  sort  of  coac 
of  cotton-wool  or  of  fur.  Ag,  liowever,  it  i*  impossible  to 
make  svtk  a  coat  which  shaU  prevent  ail  loss  of  heat, 
t/iere  being  no  iit^idators  for  heat  (see  g  93,  page  159),  and 
as  titis  lo»g,  aWtOMgh  gmall,  would  he  vague  in  anumnt,  ii 
i«  better  to  allow  a  greater  loss  provided  that  llie  loss  is 
knoum  ia  amount ;  this  result  is  obtained  by  using  a 
water  jacket,  and  by  maintaining  this  water  jaokot  at 


1 
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constant  temperature,  which  can  be  tested  by  means  of 
the  thermometer  t'  dipping  into  the  water  of  the  jacket. 
The  two  wires  to  the  left  side  of  the  figure  go  to  the 
current  generator,  which,  on  pressing  down  the  key, 
sends  a  current  through  the  coil  of  wire  in  the  calori- 
meter, the  galvanometer,  and  a  longer  or  shorter 
portion  of  the.  stretched  wire  shown  at  s  in  the  figure. 
The  length  of  this  stretched  wire  put  in  the  circuit  can 
be  regulated  by  a  loose  flexible  wire,  not  shown  in  the 
figure,  which  is  attached  at  one  end  to  the  free  binding 
screw  of  the  galvanometer,  and  at  the  other  end  to  one 
of  the  binding  screws  s. 

It  will  be  seen  that  in  the  experiments  shown  in 
Figs.  6,  16,  and  73,  the  current  strength  is  varied  by 
inserting  a  shorter  or  a  longer  length  of  wire  in  the 
circuit,  whereas  in  the  experiments  shown  in  Figs.  17 
and  20  the  same  result  is  much  more  simply  attained 
by  altering  the  distance  between  two  zinc  plates,  or 
rods,  dipping  into  a  small  quantity  of  a  saturated  solu- 
tion of  zinc  sulphate.  The  reason  of  this  is  that  in  the 
first  and  third  experiments  the  current  must  be  kept 
quite  constant  for  a  minute  or  so  while  the  gas  is 
being  steadily  generated  in  the  first  case,  and  the  heat  is 
being  generated  in  the  calorimeter  in  the  third,  where- 
as in  the  last  two  experiments  it  is  only  necessary 
to  keep  the  current  constant  just  long  enough  to  take 
a  reading  of  the  galvanometers.  Now  it  would  be 
somewhat  difficult  to  maintain  a  current  quite  constant 
for  some  little  while  by  means  of  plates  dipping  into 
liquid,  unless  some  plan  of  fixing  the  plates  in  any  par- 
ticular position  were  employed  ;  and  even  then,  as  will 
be  seen  later  on,  a  liquid  resistance  would  not  be  as 
constant  in  value  as  that  produced  by  a  given  length 
of  wire.  Hence  the  latter  plan  should  always  be 
adopted  when  it  is  necessary  to  maintain  the  current 
constant  for  any  length  of  time. 

In  Fig.  73,  M  is  a  controlling  magnet,  and,  as 
already  explained,  if  M  bo  placfd  near  the  galvanometer, 
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the  latter  must  be  calibrated  with  M  in  the  same  position 
as  it  is  in  when  the  galvanometer  is  used,  since 
changing  the  position  of  a  magnet  when  it  is  near  a 
galvanometer  not  only  alters  the  absolute,  but  generally 
also  the  relative  calibration  curve. 

To  carry  out  the  heating  experiment,  a  cei-tain 
current  is  allowed  to  pass  through  the  apparatus,  and 
the  deflection  on  the  galvanometer  is  observed.  The 
current  being  kept  constant,  the  time  rise  of  tempera- 
ture of  the  liquid  in  the  calorimeter  is  measured  by  the 
thermometer  T,  the  liquid  being  kept  constantly  stirred 
with  the  stirrer  R  to  prevent  its  becoming  hotter  in  one 
part  than  in  another.  The  time  rise  of  temperature 
is  obtained  by  making  a  series  of  si/multaneous  observa< 
tions  of  time  and  temperature ;  for  example,  successive 
observations  of  the  thermometer  may  be  made  by  one 
observer  at  times  which  are  noted  on  a  watch  by  another. 
A  curve  can  now  be  drawn  having  its  abscissae,  or 
distances  measured  along  one  line,  proportional  to  the 
times  measured  from  the  instant  of  closing  the  cir- 
cuit, or  better,  from  the  instant  that  the  first  observation 
of  temperature  is  made  after  the  current  has  become 
steady,  and  its  ordinates,  or  distances  measured  along  a 
line  perpendicular  to  the  former,  proportional  to  the 
temperature  at  the  ends  of  each  of  the  periods  of  time. 
From  this  curve,  which  experiment  shows  to  be  concave 
to  the  axis  along  which  time  is  reckoned,  the  tempera- 
ture of  the  thermometer  T  at  any  instant  of  time,  or  the 
rise  of  temperature  during  any  interval  of  timB,  can  be 
seen.  This  time  rise  of  temperature  curve  does  not,  how- 
ever, represent  the  time  production  of  heat,  since^ 
while  the  calorimeter  is  gaining  heat  from  the  coil  in 
it  through  which  the  currcmt  is  passing,  it  is  losing  heat 
on  accotmt  of  radiation  a/nd  convection,*     Now  it  is  the 

*  Badiation  is  the  transference  of  heat  from  one  body  to  another 
without  the  intervening  space  becoming  warm,  as,  for  example,  the  way 
in  which  the  sim  warms  the  earth ;  conduction  is  the  transference  of 
heat  from  one  part  of  a  body  to  another,  due  to  all  the  intervening 
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rate  of  production  of  heat  that  we  want  to  ascertain, 
not  the  time  rise  of  temperature,  which,  without  alter- 
ing the  current  strength,  or  the  coil  through  which  it 
is  passing,  or  the  liquid  in  which  the  coil  is  placed, 
can  be  made  greater  or  less  by  diminishing  or  increas- 
ing the  facility  of  the  liquid  for  cooling. 

112.  Cooling  Correction  of  the  Observed  Rise 
of  Temperature  Curve. — Hence  we  must  make  ex- 
periments and  ascertain  the  amount  of  heat  that  was 
lost  while  the  temperature  was  rising,  and  this  may 
be  done  with  great  accuracy  by  stopping  the  current 
and  observing  the  time  fall  of  temperature^  since  the 
calorimeter  is  now,  while  cooling,  surrounded  by  the  same 
body  at  the  same  temperature  as  it  was  while  it  was 
being  warmed.  From  observations  on  the  time  fall  of 
temperature,  a  time  cooling  curve,  which  will  be  found 
convex  to  the  axis  along  which  time  is  reckoned,  can 
be  constructed.  This  second  curve  must  be  used  to 
correct  the  first,  and  so  to  obtain  a  third  curve  in- 
dicating  what  the  rise  of  temj^erature  would  have 
been  had  there  been  no  loss  of  heat.  To  obtain  this 
third  curve  divide  the  time  into  a  number  of  small  equal 
intervals  ;  then,  starting  from  the  lowest  part  of  the 
heating  curve,  observe  what  was  the  observed  rise  of 
temperature  in  the  first  short  interval  of  time ;  next, 
referring  to  the  cooling  curve,  observe  what  was  the 
observed  loss  of  temperature  iu  the  same  interval  of  time 
and  for  about  the  same  value  of  a  mean  temperature. 
This  observed  rise  and  observed  loss  must  then  be 
added  together,  and  the  sum  will  measure  what  the  rise 
of  temperature  would  have  been  during  the  first  interval 
of  time  had  there  been  no  loss  of  heat.  This  gives  us  a 
new  point  indicating  what  the  temperature  would  have 

portions  of  the  body  becoming  necessarily  warmed,  as,  for  example,  the 
way  in  which,  when  one  end  of  a  cold  iron  poker  is  inserted  in  the 
fire,  the  other  end  gradually  becomes  warmed  ;  convection  is  the 
transference  of  heat  from  one  place  to  another  by  the  bodily  con- 
veyance of  heated  liquid  and  gas ;  as,  for  example,  the  wuy  in  whioh 
the  top  of  a  chimney  over  a  lighted  fire  becomes  warm. 


CJhnp.  TV.]  CORRECTION   POE  COOLING.  197 

been  had  there  been  no  cooling.  Do  the  same  for 
the  second,  third,  fourth,  &c.,  intervals,  and  add  what 
the  rise  in  temperature  during  each  interval  would 
have  been  without  cooling  to  what  the  temperature  would 
have  been  at  the  commencement  of  that  interval  without 
cooling. 

In  examining  this  third  curve  we  find,  that  it  is  a 
straight  line,  which  means  that  for  a  constant  current 
the  amount  of  heat  produced  in  every  second  would, 
were  there  no  loss  of  heat,  be  able  to  raise  the  tempera- 
ture bj  the  same  amount  Hence  the  amount  of  heat 
actually  produced  in  every  second  is  a  constant  quantity, 
and  this  constant  rate  of  production  is  measured  by 
the  tangent  of  the  angle  between  this  line  and  the  line 
along  which  time  is  measured. 

Next  vary  the  current  by  changing  the  length  of  the 
wires  (Fig.  73)  in  circuit,  which,  as  stated  above,  is 
done  by  connecting  the  free  terminal  of  the  galvano- 
meter with  a  different  binding  screw  at  s,  and  obtain  the 
corrected  curve  as  befora  On  comparing  the  slopes  of  the 
straight  lines  so  obtained  from  the  two  experiments,  it  will 
be  found  that  they  are  not  proportional  to  the  respective 
current  strengths  as  measured  by  the  galvanometer,  but 
to  the  squares  of  the  current  strengths.  And  the  same  re- 
sult will  be  obtained  if  any  other  two  current  strengths 
be  employed  in  the  experiment.  We  conclude,  therefore, 
from  this  experiment,  that  the  IvecU  generated  in  a  con- 
diictor  by  a  current  in  a  given  time  is  proportional  to  the 
square  of  Hue  curi'ent  strength,  or  simply  to  the  square 
oftJie  currei\t* 

113.  Measuring  a  Current  by  the  Bate  of  Pro- 
duction of  Heat. — ^This  method  of  measuring  the  rise 
of  temperature  by  the  heat  generated  in  a  coil  of  wire 
may  be  conveniently  employed  when  the  currents  are 
so  stix)ng  as  to  raise   the   temperature   several   degrees 

*  In  practice  it  is  found  best  to  take  the  observations  on  cooling  at 
the  end  of  the  experiment,  after  the  complete  series  of  observations 
id  the  heating  produced  by  the  various  currents  has  been  carried  out. 
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in  a  time  so  short  that  in  it  no  appreciable  loss  of 
heat  can  occur,  since  in  that  case  the  two  currents  will 
be  simply  proportional  to  the  square  roots  of  the  ele- 
vations of  temperature  in  the  same  time,  and  no  cooling 
experiments  need  be  made.  And  the  method  is  espe- 
cially useful  when  we  desire  to  measure  an  "  alternating 
cwrreTd^^  that  is,  a  current  the  direction  of  which  is  being 
rapidly  reversed,  since  in  such  a  case  neither  a  voltameter 
nor  a  galvanometer  with  a  controlling  permanent  magnet 
can  be  used  to  measure  the  current  strength.  As  to  the 
voltameter,  the  compound  gas,  of  which  we  measured 
the  volume  in  the  experiment  described  in  §  3  and 
§12,  was,  as  seen  from  the  experiment  described  in  §  7, 
composed  of  hydrogen  steadily  given  off  at  one  of  the 
platinum  plates,  and  oxygen  steadily  given  off  at  the 
other,  so  that  if  the  cun^ent  were  rapidly  reversed  many 
times  a  minute,  a  little  hydrogen  would  firat  be  formed 
at  one  of  the  plates,  then  a  little  oxygen  at  the  same 
plate,  which,  combining  with  the  hydrogen  previously 
formed,  would  re-form  water,  so  that  on  the  whole 
no  gas  would  be  produced  which  could  be  collected  and 
measured. 

If  the  coil  of  wire,  having  a  resistance  of  o  ohms 
in  the  vessel  in  Fig.  73,  be  replaced  by  another  coil  of 
wire  having  a  different  resistance  of  o'  ohms,  it  will  be 
found  that  for  the  same  current  and  for  the  same  quantity 
of  liquid  in  the  calorimeter,  the  corrected  elevations  of 
temperature  in  the  two  cases  in  the  same  time,  which  are 
proportional  to  the  amounts  of  heat  produced,  will  be 
in  the  ratio  of  o  to  o'.  Combining  this  with  the  result 
previously  obtained  with  different  currents  flowing 
through  the  same  coil,  it  follows  that  the  heat  generated 
in  a  conductor  by  a  cv/rreni  in  a  given  time  is  propor^ 
tional  to  the  jyroduct  of  the  square  of  tlie  current  into  the 
resistance  of  the  conductor,  , 

If  the  water  equivalent  of  the  calorimeter,  that  is, 
the  weight  of  water  that  is  raised  as  much  in  tempera- 
ture as  is  the  calorimeter  with  its  contents  by  the  addi- 


Chap.  IV.]  HEAT  OEKERATED   IN  A  CIRCUIT.  199 

tion  of  the  same  amount  of  heat,  be  determined,  we  can 
measure  the  actual  amount  of .  heat  produced  per  minute 
by  a  given  number  of  amperes  flowing  through  a  given 
number  of  ohms.  And  experiment  shows  when  the 
unit  of  heat  is  taken  as  the  amount  of  heat  that  will 
raise  1  lb.  of  water  from  0°  0.  to  1°  C,  that  A  amperes 
flowing  through  r  ohms  produce  per  mirnUe  0*0315  A^r 
units  of  heat^  or,  generally,  if  H  be  the  number  of  units 
produced  in  t  minutes, 

H  =  00315  A2r«. 

If  we  take  as  the  unit  of  heat  the  heat  required  to 
raise  one  gramme  of  water  from  0°  C.  to  1°  0.,  and  if  ^  be 
measured  in  seconds,  then 

H  =  0-239  A.2r«. 

114.  Work  done  in  an  Electric  Circuit. — If  two 
conductors  at  different  potentials  be  joined  by  a  wire, 
electricity  will  flow  from  the  one  of  higher  potential  tc 
that  of  lower  as  long  as  any  potential  difference  exists 
between  them,  exactly  as,  when  a  reservoir  containing 
water  at  a  higher  level  than  the  surrounding  country 
has  an  opening  made  in  the  bottom  of  it,  water  will  flow 
out  of  the  reservoir  from  the  higher  to  the  lower  level 
until  all  the  water  has  fallen  to  the  same  level.  In 
order  J  therefore^  to  keep  up  a  constant  electric  cv/rrent  we 
must  employ  a  Tiuichine  thai  will  transport  electricity 
from  a  place  of  low  to  a  place  of  high  potential,  just  as,  to 
keep  up  a  steady  stream  of  water,  we  must  have  some 
machine  or  pump,  or  it  may  be  the  evaporating  power 
of  the  sun,  to  keep  raising  the  water  from  a  low  to  a  high 
level.  With  any  such  pump  a  certain  portion  of  the 
power  expended  on  it  would  be  spent,  not  in  actually 
raising  water,  but  in  overcoming  the  friction  opposed  by 
the  channels  inside  the  pump  to  the  passage  of  the  water, 
and  the  portion  of  the  power  so  spent  would  be  con- 
verted into  heat,  so  that  the  work  the  water  could  do  in 
falling  would  be  less  than  that  spent  on  the  pump  by  the 
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amount  that  had  been  wasted  in  heat  in  the  pump. 
Consequently,  the  number  x)f  feet  to  which  a  pump 
could  raise  a  pound  of  water  would  be  less  than  the 
number  of  foot-pounds  of  wot*k  expended  on  the  pump 
to  raii^e  the  pound  of  water,  and  experiment  shows  that 
,  this  difference  would  be  greater  the  more  quickly  the 
poun^  6f  '^ater  was  raised. 

^(HWa  generator  of  an  electric  current,  for  example,  a 
iralyanio  battery,  a  dynamo  machine,  a  magneto  machine, 
fr  a  thermop^il?  is'  e^ploj^ed  for  th;  same  sort  of  object 
,  as  a  pump)  viz.,  to  raise  electricity  from  a  low  to  a  high 
potential,  in  opposition  to  the  tendency  the  electricity 
apparently  possesses  to  flow  from  a  place  of  high  to 
a  place  of  low  potential.  The  work  the  electricity  so 
raised  in  potential  can  do  per  second,  or  per  minute, 
in  the  external  circuit,  in  the  form  of  an  electric  cur- 
rent, may  be  partly  done  in  turning  an  electromotor, 
or  may  be  partly  done  in  decomposing  the  substances 
in  a  voltameter,  but  in  both  cases  a  poi'tion  must 
be  done  in  heating  the  external  circuit;  or  the  whole 
of  the  work  may  be  done  in  merely  heating  the  external 
circuit,  and  since  we  know  from  the  experiment  de- 
scribed in  §  113,  page  198,  that  the  heat  generated  by  the 
current  is  proportional  to  the  product  of  the  square  of 
the  current  into  the  resistance,  it  follows  tha^  when 
all  the  work  done  in  a  circuit  is  done  in  the  form  of 
heat,  the  total  work  done  is  proportional  to  the  square  of 
the  current  into  the  resistance  But  we  also  know  that 
in  this  simple  case  the  current  is  proportional  to  the 
potential  difference  at  the  terminals  of  the  generator 
divided  by  the  resistance  of  the  external  circuit.  Hence, 
in  this  case,  the  work  must  he  proportional  to  the  pro- 
dtict  of  tJie  current  into  the  2wtential  difference. 

To  express  this  result  numerically,  let  the  current  A 
be  measured  in  amperes,  the  potential  difference  V  in 
volts,  the  resistance  r  in  ohms,  the  work  W  in  foot- 
pounds, and  the  time  t  in  minutes.  Then,  since,  as  we 
have  already  seen  (§  113,  page  199)  that  H,,  the  heat 
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generated,  equals  0'0315  A^rt^  and  since  Joule  has 
shown  that  the  quantity  of  heat  required  to  raise  1  lb. 
of  water  from  0°  0.  to  1°  C.  (that  is  our  unit  of  heat)  i? 
equivalent  to  1,400  foot-pounds  of  work,  it  follows  that 

W  =  1,400  x"0-04i5A2|^< 
=  44-25  A3  r  L 

Also  we  know  that  when  all  the  work  done  in  the  circuit 
is  expended  in  producing  heat, 

A=I. 
r 

.-.    W  =  44-25  AV<. 

And  this  result  is  true  in  aU  cases  whenever  a  steady 
current  flows  through  any  circuit,  whether  it  consist  of 
merely  a  resistance  or,  in  addition,  of  an  electromotor,  or 
of  both  an  electromotor  and  a  voltameter  in  addition  to 
mere  resistance.  Consequsntlyy  whenever  a  steady  cur- 
rent of  A  amperesflows  through  a  circuit,  at  the  terminals 
of  which  V  volts  are  maintainedy  tJie  work  done  in  foot- 
pounds  per    minute    is    44  25    AV,    and    the    horse- 

44*25  AV 

power    expended    on   the  circuit  AV,  or  ztt?  or 

00,000  746 

0' 00 134  AV,  since  one  horse-power  corresponds   with 

33,000  foot-pounds  per  minute.    (See  also  Chap.  IX.) 

Example  41. — If  4  amperes  flow  through  a  resistance 
of  4^  ohms  for  twenty  minutes,  how  many  foot-pounds 
of  work  are  done  I  Answer, — 63,720. 

Example  42. — If  three-quarters  of  an  ampere  flows 
through  an  Edison  lamp  when  108  volts  are  maintained  at 
its  terminals,  how  many  foot-pounds  of  work  per  minute 
are  expended  on  the  lamp  1  Answer, — 3,584 J. 

Example  43. — A  horse-power  being  33,000  foot- 
pounds per  minute,  how  many  such  Edison  lamps  as  are 
referred  to  in  the  last  question  would  be  made  to  incan- 
desce with  the  expenditure  of  2^  horse-power  ? 

Ansiver, — 23. 
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Example  44. — If  a  lamp  through  which  half  an  ampere 
is  flowing,  and  at  the  terminals  of  which  85  volts  are 
maintained,  emit  10  candles  of  light,  how  many  candles 
per  horse-power  are  being  produced  1 

The  horse-power  expended  equals 

44-25  X  ^  X  85  , 

33,000         ' 

therefore  one  candle  requires  an  expenditure  of 

44-25  X  i  X  85  , 

^^^  A/^ horse-power: 

330,000  ^         ' 

therefore  one  horse-power  will  produce 

330,000 

— -— — ; illummation. 

44-25  X  J  X  85 

Answer, — 175-5  candles'  illumination  nearly. 
As  already  stated,  it  can  be  shown  in  all  cases 
that  the  total  work  done  in  the  external  circuit  equals 
44 '25  AV  foot-pounds  per  minute,  whether  there  be 
electromotors  or  voltameters  or  not  in  this  circuit.  If, 
however,  there  be  either  of  these,  the  total  work  done 
will  be  more  than  44-25  A^  r  foot-pounds  per  minute 
where  r  is  the  total  resistance  of  the  external  circuit, 
that  is, 

44-25  AV.  >  44-25  A^r. 

In  fact,  44-25  A^  r  foot-pounds  per  minute  represents 
the  portion  of  the  energy  that  is  turned  into  heat,  and 
the  difference  represents  the  amount  of  electric  energy, 
measured  in  foot-pounds  per  minute,  that  is  transformed 
into  some  form  of  energy  other  than  heat. 

Electromotive  Force. 

115.  Work  done  by  a  Current  Generator.  Electro- 
motive Force. — In  order  that  a  given  amount  of  work  may 
be  done  on  the  external  circuit,  a  greater  amount  of 
work  must  be  dcme  by  the  generator  itself,  on  account  of 
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the  resistance  of  the  generator  against  which  the  current 
has  to  be  sent,  just  as  a  pump  has  to  do  more  work 
than  the  energy  stored  up  in  the  water.  Consequently,  if 
b  be  the  resistance  of  the  generator  in  ohms,  44*25  A^  b 
foqt-pounds  per  minute  must  be  expended  in  sending  the 
current  through  the  generator  itself,  and,  consequently, 
the  total  work  done  by  the  generator  in  foot-pounds  pei 
minute  equals 

44-25  A2  (r  +  b). 

Now  if  v  be  the  potential  difference,  that  would  send 
the  current  A  amperes  through  b  ohms, 

A         ^ 

^=? 
or  A^b  =  Av. 

Hence  the  total  work  done  by  the  generator  equals 

44*25  A  (V  -{-  v)  foot-pounds  per  minute. 

Further,  we  know  that  when  a  current  passes  through 
a  voltameter,  the  amount  of  chemical  action  that  is  pro- 
duced in  a  given  time  is  proportional  to  the  current ; 
indeed,  it  was  the  amount  of  chemical  action  per  minute 
that  gave  us  our  original  definition  of  current  strength. 
And  a  galvanic  battery  is  but  a  form  of  voltameter, 
hence  we  may  conclude  that  the  amount  of  each  of  the 
various  chemical  actions  that  take  place  in  a  battery  in 
a  given  time  is  proportional  to  the  current,  if  no  action 
takes  place  when  no  current  is  passing,  a  condition  that 
is  approximately  fulfilled  in  a  good  galvanic  battery. 
Also  we  know  that  the  amount  of  chemical  action 
that  takes  place  in  a  given  time  in  a  battery  represents 
the  amount  of  fuel  burnt  in  that  time,  and  therefore  is 
proportional  to  the  total  amount  of  work  done  by  the 
battery  in  the  same  time.  The  total  work,  therefore, 
done  by  the  battery  per  minute  is  proportional  to  A ; 
but  we  have  seen  that  it  is  also  proportional  to 
A  (Y+<?),  consequently,  V+t?  must  be  a  C07i8tant  for  a 
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particular  battery.  This  constant  is  called  the  "  electro- 
motive /orcey"  and  is  shortly  represented  by  the  letters 
"  K  M.  F"  If  the  current  passing  through  the  battery 
is  very  large  its  chemical  constitution  changes  somewhat, 
so  that  the  same  current  passing  through  it  for  the  same 
time  does  not  produce  the  same  chemical  decomposition 
as  beforej  hence  the  work  now  done,  compared  with  the 
work  previously  done,  ceases  to  be  in  the  ratio  of  the 
present  value  of  the  current  to  the  former  value,  or,  in 
other  words,  V+  v  or  the  E.  M.  F.  is  no  longer  constant. 
However,  excluding  such  extreme  cases,  we  can  say 
that  the  current 


A  = 


V 
r 


orA=-; 

E 

or  A  = 7 

r  -f  6  "*         . 

Hence  V  =  — ^  E, 

if  E  stands  for  the  electromotive  force  of  the  battery. 

116.  Variation  of  External  Resistance,  Current,  and 
Potential  Difference  at  the  Battery  Terminals. — When 
r,  the  external  resistance,  is  extremely  great  compared 
with  5,  and  the  current,  as  seen  from  the  third  equation 
above,  is  very  small,  V,  the  **  terminal  potential  diferen^ie," 
is,  as  seen  from  the  last  equation,  a  maximum,  and 
becomes  equal  to  E.  And  as  long  as  r  is  fairly  large 
in  comparison  with  6,  the  current  remains  small,  and  V 
remains  nearly  equal  to  E.  When  r  diminishes  so  as  to 
become  small  compared  with  5,  A  increases  rapidly,  until 
when  r  is  nought  A  becomes  a  maximum,  an(\  equals 

E 

— .     V,  then,  is  nought. 

b 
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The  preceding  is  all  given  concisely  in  the  following 
table  :— 


' 

V 

A 

IM^ly. 

E 

O 

with*. 

Very  litUe  Ibbb 
than  E. 

SinaU. 

p,my 

■    ,f.- 

E 

Small  compared 
with  *. 

SmaU. 

Great. 

0. 

0. 

Maximum,    and 

The  apparatus   shown  in  Fig.   74, 

battei-y  B,  a  delicate  ammeter  A, 
a  voltmeter  V,  and  a  variable  re- 
sistance R,  enables  all  the  pveced- 
ing  to  be  tried  experimentally. 

First,  make  B.  equal  to  in- 
finity, then  the  reading  on  tlie 
voltmeter  gives  E. 

Secondly,  make  E  have  any 
suitable  value,  so  that  the  cur- 
rent can  be  easily  read  accurately  jijg.  ji_ 
on  the  ammeter ;   let   it  be  A 

amperes,  and  the  corresponding  potential  difference  at  the 
terminals  of  the  battery  V  volts  ;  then, 

V  =  E  -  A  6, 
where  b  is  the  batt«ry  resistance  ; 
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The  resistance  of  the  battery  can  in  this  way  be 
determined  without  knowing  r  the  vahie  of  R,  that  is, 
without  employing  resistance  coils  of  known  value,  and 
this  is  the  best  method  of  measuring  the  resistance 
of  a  current  generator  when  the  resistance  is  very  small, 
as  in  the  case  of  an  "  accumulator,^* 

Thirdly,  take  various  values  of  r,  and  see  whether  the 

E 

current  always  equals amperes,  and  the  terminal 

r  -\-  o 

potential  difference  E  —  A  6  volts. 

As  a  rough  analogy,  the  terminal  potential  difference 
of  a  battery  may  be  likened  to  the  force  exerted  by  a 
locomotive  engine  in  dragging  the  carriages,  which  is,  of 
course,  equal  to  the  pull  on  the  coupling  connecting  the 
engine  with  the  first  carriage,  while  the  current  strength 
may  be  likened  to  the  speed  of  the  train,  and  the  external 
resistance  to  the  mass  of  the  carriages  composing  the 
train.  If  the  train  be  long  and  heavy,  corresponding 
with  a  great  external  resistance,  the  pull  exerted  by 
the  engine  is  great,  but  the  speed  of  the  train  is  slow. 
Whereas  if  there  be  only  a  few  carriages  the  pull  is 
less  but  the  speed  is  greater,  and  in  the  extreme  case, 
when  the  engine  is  running  alone  the  pull  exerted  on  the 
coupling,  which  is  now  hanging  loose,  is  nought,  and  the 
speed  of  the  train  is  the  greatest.  Also  the  pull  exerted 
by  the  engine  on  the  first  carriage  is  always  less  than  the 
total  force  exerted  by  the  engine,  unless  the  engine  is 
attempting  to  pull  so  heavy  a  train  that  it  does  not  move, 
corresponding  with  infinite  external  resistance  and  cur- 
rent nought,  because  if  the  engine  is  moving  at  all,  some 
of  its  pulling  power  is  employed  in  moving  itself.  And 
so  with  a  battery,  if  any  current  at  all  is  flowing,  the 
terminal  potential  difference  must  always  be  slightly  less 
than  the  electromotive  force. 

Example  45. — A  DanielFs  cell  has  an  E.  M.  F.  of  1  07 
volts,  and    an   internal   resistance   of    2^   ohms;  what 
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current  will  it  send  through  an  external  resistance  of 
32  ohms)  Answer, — 0*031  ampere  nearly. 

Example  46. — ^A  battery  having  an  E.  M.  F.  of  15 
volts,  and  an  internal  resistance  of  25  ohms,  is  sending  a 
current  through  an  external  resistance  of  5  ohms  ;  what 
is  the  potential  difference  at  the  battery  terminals  ] 

Answer, — 2 J  volts. 

Example  47. — ^What  current  must  the  battery  in  the 
last  question  send  so  that  its  terminal  potential  difference 
may  be  7*5  volts  1  Ansioer, — 0*3  ampere. 

Example  48. — If  a  battery,  having  an  E.  M.  F.  of  8 
volts,  have  its  terminal  potential  difference  reduced  to 
2  volts  dn  sending  a  current  of  2  amperes,  what  is  its 
internal  resistance  t  Answer, — 3  ohms. 

Example  49. — ^A  battery  has  a  terminal  potential 
difference  of  15  volts  when  sending  a  current  of  2 
amperes,  and  12  volts  when  sending  a  cun*ent  of  3 
amperes ;  what  is  its  internal  resistance  ? 

If  E  be  the  unknown  E.  M.  F.  of  the  battery,  and  6 
its  resistance, 

we  have  15  =  E  -  26, 

alsol2  =  E-36, 

cr      6  =  3  ohms. 

Atiswer, — 3  ohms. 
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CHAPTER  V. 

OUBBENT    OEKEBATOBS. 

117.  Current  Generators— 118.  Batteries— 119.  DauiclVs  Cell— 120. 
Minotto's  Cell — 121.  Gravity  Daniell — 122.  Chemical  Action  in 
the  Darnell's  CeU— 123.  Local  Action— 124.  Grove's  CeU— 125. 
Bimsen's  CeU — 126.  Ledanoh^  Cell — 127.  Potash  Bichromate 
Cell — 128.  Measuring  the  Electromotive  Force  of  a  Current 
Generator  — 129.  Measuring  the  Resistances  of  Batteries — 
130.  P.  D.— 131.  Comparing  the  Electromotive  Forces  of  Bat- 
teiies— 132.  PoggendorfTs  Method  of  comparing  Electromotive 
Forces — 133.  Electromotive  Force  of  a  Cell  is  Independent  of 
its  Size  and  Shape — 134.  Calibrating  a  Galvanometer  by  Em- 
ploying Known  Resistances  and  a  Cell  of  Constant  E.  M.  F. 
— 135.  Arrangements  of  Cells — 136.  Arrangement  of  a  given 
Number  of  Cells  to  produce  the  Maximum  Current  through  a 
given  External  Resistance  >-137.  Variation  produced  in  the  Total 
Current  by  Shimting  a  Portion  of  the  Circuit— 138.  Constant 
Total  Cunrent  Shunts— 139.  Independence  of  the  Currents  in 
Various  Circuits  in  Parallel.  ' 

117.  Current  Generators. — The  current  genercUors  in 
practical  use  may  be  divided  into — 

1.  "Batteries." 

2.  "  Accumulators  **  or  "  Secondary  batteries.* 

3.  "  Magneto  machines.'' 

4.  "Dynamos." 

5    "  Thermopiles." 

All  of  these  are  simply  contrivances  for  conveii;ing 
various  forms  of  energy  into  electric  energy.  In  thermo- 
piles heat  energy  is  directly  transformed  into  electric 
energy,  just  as  in  a  steam-engine  heat  energy  is  directly 
transformed  into  mechanical  energy,  or  energy  of  visible 
motion.  In  dynamos  and  magneto  machines  there  is  a 
direct  transformation  of  mechanical  energy  into  electric 
energy,  whereas  in  accumulators  and  batteries  it  is 
stared  up,  or  potential,  chemical  energy  that  is  converted 
into  electric  energy. 
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118.   Batteries. — A  "  battery  "  is  the  name  given  to 
a  collection  of  "galvanic  eelh,"  ari-anged  eo  as  to  pro- 
duce a   lai'ger  current     i 
than  could  be  obtained     | 
with  a,  single  cell  under 
the   particular  circum- 
stances.   Fig.  75  shows 
a  battery  composed  of 
five    cells  of  the  veiy 
simplest  form,  each  cell 
consisting  o£  a  plate  of 
zinc  z  and  a  plate  of 
copper  c,  dipping  into 
dilute   sulphuric    acid. 
Such  a  cell  is  frequently 
called  a  "  simple  Voltaic 
dement."      The  copper 

plateof  one  cell  is  joined  ^ 

hj  means  of  a  copper  ij 

wiro  to  the  zinc  plate  * 

of  the  next,  so  that  the 

Ari'angements  of  Cells, 
§135,  page  239),  and  on 
joining  the  two  terminal 
copper  wires  marked  + 
and  —  in  the  figure, 
directly  together,  or  to 
the  terminals  of  a  gal- 
vanometer, voltameter, 
or  other  indicator  of 
the  direction  of  the 
current,  the  current  is 
found  to  flow  in  the 
direction  of  the  arrows 

{aee  Definition  of  the  Direction  of  the  Current,  S 1,  pago  1 4). 
A  great  number  of  cells  have  been  devised  from  time 
to  time,  but  the  most  imiK>i-tant  are  the 
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1.  "CanieU's"  cell 

2.  "  Orove'B  "  cell 

3.  "Bnnsen's"  oelL 

4.  "  Leclanclid  "  cell 

6.  "Potash  bichromate"  eell. 
Other  cells,  Huch  as  the  "  Lalande  Chaperon,"  the  "Rom." 
the  "  Upward,"  the  "  Regent"  &c.,  may  be  used  for  th© 


comparatively  cheap  production  of  large  currents,  when  ft 

dynamoisnotavailable,  but  such  celts  cannot,  as  &r  as  the 
author  is  aware,  compare  with  the  dynamo  in  economy. 

119.  Daniell'B  Cell.— The  "Daniell'a"  cell  consists 
of  a  copper  pkite  C,  Fig.  76,  dipping  into  a  solution  of 
copper  sulpliate  contained  in  a  glass,  or  glazed,  highly 
vitrified  stoneware  jar,  J,  and  a  sine  plate,  or  rod,  z,  to 
which  a  copper  wire,  or  atrip,  w,  is  soldered,  dipping  into 
either  dilute  sulphuric  acid  or  a  solution  of  sine  tuythate, 
the  two  Bol  utions  being  separated  by  a  porotis  partition  p, 
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made  of  unglazed  earthenware,  and  called  a  "porous 
pot"  The  E.  M.  F.  of  a  DanielFs  cell,  and  of  all  its 
modifications,  is  roughly  Tl  volts,  but  it  varies  from 
about  1*07  volts  to  1*14  volts,  depending  on  the  densities 
of  the  solutions  of  copper  and  zinc  sulphate.  With  equi- 
dense  solutions,  and  with^plates  of  pure  zinc  and  copper, 
the  E.  M.  F.  is  1'104  volts.  This  value  is  increased  by 
increasing  the  density  of  the  copper  sulphate  solution, 
and  diminished  by  increasing  the  density  of  the  zinc 
sulphate  solution,  and  is  scarcely  at  all  affected  by  the 
ordinary  atmospheric  changes  of  temperature.  (See 
§  215,  page  411.) 

The  resistance  of  the  cell  varies  with  the  area  of  the 
copper  and  zinc  plates  immersed  in  the  liquids,  the  dis- 
tance between  the  plates,  and  the  thickness  and  constitu- 
tion of  the  walls  of  the  porous  cell.  With  a  cell  about 
7  inches  high,  of  the  relative  dimensions  shown  in  the 
above  figure,  the  resistance  may  be  as  low  as  j^  of  an 
ohm  when  the  solution  in  which  the  zinc  plate  is  im- 
mersed is  dilute  sulphuric  acid  of  a  specific  gravity  of 
about  1-15  at  15°  C.  Occasionally,  however,  porous  pot 
Daniell's  cells,  with  smaller  plates,  are  used,  having  a 
resistance  of  as  much  as  10  ohms.  The  E,  M,  F,  of  the 
Danielle  or  of  any  other  form  of  celly  is  quite  independent 
of  the  size  of  the  va/rious  parts  of  the  cell,  or  of  the  cell  as 
a  wJwh,  and  depends  solely  on  the  materials  employed  in 
its  construction.     {See  §  133,  page  236.) 

•120.  Minotto's  Cell.— In  the  ''Minotto's''*  ceU  the 
porous  pot  is  replaced  by  a  layer  of  sand  or  sawdust, 
and  it  is  constructed  as  shown  in  Fig.  77.  At  the  bot^ 
tom  of  a  glass,  or  glazed  and  highly  vitrified  stoneware 
jar  J,  there  is  placed  a  disc  of  sheet  copper  c,  to  which  is 
attached  one  end  of  an  insulated  copper  wire,  which 
passes  up  through  the  cell.  Above  this  plate  are  placed 
some  crystals  of  copper  sulphate  c  s,  and  on  the  top  a 
piece  of  thin  canvas  c,  separating  the  copper  sulphate  from 
the  layer  of  sand  or  sawdust  s,  and  on  the  top  of  the  saw- 

*  Often  wrongly  spelt  ^* M€noUC9,** 
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dust  rests  the  zinc  plate  z,  separated  from  the  sand  or  saw- 
duet  by  a  piece  of  tliin  canvas  c.  The  cell  is  completed  by 
pounng  in  some  solution  of  zinc  sulphate,  so  as  to  cover 
the  zinc  disc,  but  not  so  much  as  to  I'each  up  to  the  brass 
binding  screw  b,  cast  into  the  top  of  a  little  column  of 
zinc,  forming  part   of  the   zinc   disc.      Before  putting 

^ n^^^v^^  'I*  t^^  sand  or  sawdust, 

I  it  should  be  soaked  in  a 
'  solution  of  zinc  sulphate, 
and  squeezed  partially 
dry,  because,  if  put  into 
the  cell  quite  dry,  a  long 
time  must  elapse  before 
the  liquid  will  soak 
through  the  sand  or  saw- 
dust, and  until  this  hajv 
jiena  the  cell  will  not 
come  into  action. 

It  is  better  to  employ 
sand  in  stationary  Min- 
otto's  cells,  as  it  sinks 
down  as  the  copper 
sulphate  is  consumed,  but 
if  the  cells  have  to  be 
moved  about,  then  it  is  better  to  use  sawdust 

131.  Gravity  DanielL — In  some  types  of  Daniell's 
cells,  no  form  of  j>oroos  partition  is  employed,  and  the 
copper  sulphate  and  zinc  suljihate  are  kejit  separated  solely 
by  the  action  of  gravity,  the  zinc  sulphate  solution  being 
put  at  the  top,  as  it  is  the  lighter  of  the  two.  Such  cells 
are  called  "ffravilj/  DanieWe,"  and  examples  of  them  ai'e 
shown  in  Figs.  78,  79,  and  80.  Fig.  78  shows  two  foi-ms 
of  the  "  Meidiiiger  "  cell,  in  each  of  which  the  copper  plate 
is  put  inside  a  small  inner  glass  tumbler  rfd,  so  that  the 
particles  of  zinc  sulphate,  which  may  become  detached 
from  the  zinc  plate,  may  fall  clear  of  the  copper  plate, 
and  be  prevented  from  coming  into  contact  with  it. 
In  the  type  of  Meidinger  shown  on  the  left,  the  crystals 
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of  copper  sulpbate  are  in  a  glass  tube  h,  with  only  a 
small  hole  at  the  bottom,  while  in  the  tyjie  to  the  right 
the  crystals  are  contuned  in  an  inverted  flask  open 
at  the  neck.  In  both,  the  zinc  plate  z  z,  which  is  in 
the  form  of  a  cylinder,  is  supported  on  a  shoulder  h  b, 
formed  by  a  contraction  of  the  lower  part  of  the  outer 
glass  vessel.  The  Callaud  cell,  Fig.  79,  is  a  simplifica^ 
tion  of  the  Meidinger,  being  without  the 


the  copper  sulphate  ciystals,  and  the  small  glass  tumbler 
to  hold  the  copper  plate. 

In  the  "  Lockwood"  cell,  Fig.  80,  the  zinc  plat«  is 
made  like  a  kind  of  wheel  with  spokes,  so  as  to  expose  a 
lai^e  surface  to  the  liquid,  and  is  sujiported  by  three 
higg  resting  on  the  edge  of  the  glass  vessel.  The 
copper  plate  is  made  of  thick  copper  wire,  bent  into 
the  form  of  a  double  spiral,  with  the  crystals  of  copper 
sulphate   placed  between  the  spirals,  Uie  upper   spiral 
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being  found  to  retaiil  the  travelling  up  of  the  copper 
sulphate  solution  to  thfi  zinc  plate  if  the  cell  be  kept 
sending  even  only  a  weak  current.  For  the  lower  spiral, 
a  copper  disc,  similar  to  that  uned  with  the  Minotto's 
cell  (§  120,  page  2U),  may  be  substituted,  and  for  the 
upper  one,  a  perforated  copper  disc,  without  interfeiing 
with  the  action  of  the  Lockwood  cell.  All  gravity  cells 
have  the  disadvantage  that  they  cannot  be  moved  about, 


Fig.  7»,  Fig.  80. 

otherwise  the  liquids  mix,  and  the  sulphate  of  copper 
solution  coming  into  contact  with  the  zinc  plat«,  deposits 
copper  on  it.  This  impairs  the  action  of  the  cell  by 
causing  the  zinc  plate  to  act  electrically  like  a  copper  one. 
Indeed,  without  any  shaking,  the  liquids  mix  by  difiii- 
aion,  even  when  a  porous  pot  is  employed,  and  hence  a 
Daniell's  cell  is  found  to  keep  in  better  order  if  it  be 
always  allowed  to  send  a  weak  current  when  not  in 
use,  since  the  current  uses  up  the  copper  sulphate  solu- 
tion  instead  of  allowing  it  to  diffuse^ 
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122.  Chemical  Action  in  the  Danieirs  Cell.— TVi^ 

DanidVs  ceU,  and  all  its  modifications,  produce  a  cwr- 
rent  by  the  formation  of  zinc  sulphaie,  and  t/ie  using  up 
of  copper  sulphate,  the  zinc  plate  being  eaten  up  to  form 
t/te  zinc  sulphate,  and  tlie  copper  plate  growing  by  tJie 
deposit  of  metallic  copper  on  it.  Chemically,  the  action 
may  be  represented  as  follows — the  "  water  of  crystalli- 
sation "  of  the  copper  and  zinc  sulphate  crystals,  as  well 
as  the  water  employed  to  form  the  solutions,  being 
omitted  for  the  sake  of  simplicity : — 

Before  sending  a  current  ^3 

A(Cu)-f/(CuS04)  I     «(ZnSOJ-h«(Zn), 

aftei  sending  a  current  s 

(A+l)(Cu)+(^l)(CuSOJ   g     (jii+l)(ZnS04)  +  («-l)(Zn); 

o 

k  and  n  being  any  arbitrary  quantities  of  copper  and 
zinc  used  in  the  copper  and  zinc  plate,  and  I  and  m  any 
arbitrary  quantities  of  the  copper  sulphate  and  zinc  sul- 
phate employed.  Substituting  the  "  atomic  weights  "  for 
the  various  substances  employed,  we  find  that  for  every 
26  ounces  of  zinc  that  are  dissolved  off  the  zinc  plate,  about 
1 00  ounces  of  copper  sulphate  crystals  are  decomposed,  and 
al)Out  25  ounces  of  copper  added  to  the  copper  plate.  If 
dilute  sulphuric  acid  be  employed  in  place  of  a  solution 
of  zinc  sulphate,  the  resistance  of  the  cell  is  lower,  and  the 
E.  M.  F.  higher,  but  the  latter  is  not  so  constant  as  when 
zinc  sulphate  alone  is  used,  because,  if  we  start  with  dilute 
sulphuric  acid,  zinc  sulphate  will  be  gradually  formed 
by  the  action  of  the  cell,  and  the  increase  of  the  amount 
of  zinc  sulphate  we  have  already  seen  lowers  the  E.  M.  F. 
The  chemical  action  in  that  case  will  be  as  follows  : — 

g 
Before  sending  the  current        v 

A(Cu)-|-/(CuS04)  I  m(HaS04)-|-n(Zn), 

after  sending  the  current  s 

(A+l)Cu+(M)(CuS04)    I  m(HaS04)+(ZnS04)+(«-l)(Zn) 

o 
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Wheny  therefore,  constancy  of  E.  M.  F,  is  desired,  a 
solution  of  zinc  sulphate  should  be  used,  and  not  dilute 
sulphuric  acid. 

If  the  copper  sulphate  solution  becomes  too  weak,  the 
water  is  decomposed  instead  of  the  copper  sulphate,  and 
hydrogen  is  deposited  on  the  copper  plata  This  deposition 
of  hydrogen  lowers  the  E.  M.  F.,  and  care  should  therefore 
be  taken  to  keep  up  a  suflScient  supply  of  crystals  of  copper 
sulphata  Indeed,  it  was  for  the  purpose  of  preventing 
the  deposition  of  hydrogen  on  the  copper  plato  which 
occurs  with  a  simple  voltaic  element,  that  Prof.  Daniell 
was  led  to  use  copper  sulphate  as  a  "  depolariser,"  and 
thus  invent  the  "two-fluid  cell"  This  polaiisation  is 
easily  seen  by  dipping  two  pieces  of  clean  copper,  Cj  and 
Cg,  and  a  piece  of  zinc,  into  dilute  sulphuric  acid,  a  part 
of  each  of  the  three  pieces  being  inside  the  liquid  and  a 
part  outside,  but  the  three  pieces  not  touching  one 
another,  either  inside  or  outside  the  liquid.  If  the  two 
pieces  of  copper,  C^  and  Cg,  be  first  joined  by  wires  with 
a  delicate  galvanometer,  no  current  will  be  observed ;-  but 
if  one  of  them,  Cj,  be  connected  for  a  time  with  the  zinc 
by  a  wire,  so  that  a  current  flows  from  0^  to  the  zinc 
through  this  wire,  and  from  the  zinc  to  C^  through  the 
liquid,  it  will  be  found  on  stopping  this  current  and  con- 
necting Cj  and  O2  again  with  the  galvanometer,  that  a 
current  now  flows  round  it  from  Co  to  0^  that  is,  from 
Cj  to  Cg  through  the  liquid.  Using  Oj,  therefore,  as  the 
copper  plate  in  a  simple  voltaic  element,  causes  it  to  act 
subsequently  as  a  zinc  plate  to  a  clean  copper  plate. 
And  the  longer  C^  is  used  as  the  copper  plate  of  the 
simple  voltaic  cell,  which  is  sending  a  current  through 
a  piece  of  wire  to  the  zinc  plate,  the  more  like  a  zinc 
plate  does  0^  become,  and  the  weaker  grows  the  cur- 
rent that  Oj  with  the  zinc  plate  can  send  through  a 
given  external  resistance,  while  the  stronger  becomes 
the  current  that  C^  and  a  clea/n  piece  of  copper  will 
send  through  a  given  resistance.  This  change  in  the 
behaviour  of  C^  is  due  to  a  deposition  of  hydrogen  on 
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it,  which  deposition  gradually  disappears  when  C^  and 
Og  are  left  connected.  Both  then  when  the  ^^ primary 
current**  flows  from  the  zinc  to  Cj  through  the  liquid, 
and  subsequently  when  the  "  secondary  current "  flows 
from  Cj  to  Og  also  through  the  liquid,  the  hydrogen 
moves  in  the  direction  of  the  current,  the  result 
obtained  with  a  sulphuric  acid  voltameter  (see  §  7, 
page  15). 

If  the  solution  of  zinc  sulphate  in  a  Daniell's  cell 
(Figa  77,  80)  becomes  too  strong  by  the  evaporation  of  the 
water,  the  zinc  sulphate  crystallises  on  the  sides  of  the  cell, 
and  the  liquid  passes  up  by  capillary  attraction  between 
the  film  of  crystals  and  the  side  of  the  vessel,  crystallising 
again  abova  At  last  the  film  passes  over  the  edge  of  the 
jar  and  forms  on  the  outside,  thus  making  a  kind  of 
syphon,  which  draws  off'  the  liquid.  This  action  may,  to 
a  great  extent,  be  prevented  by  warming  the  edges  of  the 
glass  or  stoneware  jars,  and  of  the  porous  pots,  before  the 
cells  are  made  up,  and  dipping  them  while  warm  into  some 
paraffin  wax  melted  in  warm  oil.  It  is  desirable  also  with 
those  DanielFs  cells  in  which  the  zinc  is  inside  the  porous 
pot,  as  in  Fig.  76,  to  dip  the  bottom  of  the  porous  pot  into 
the  melted  paraffin  wax,  otherwise  particles  of  metallic 
copper  will  be  gradually  deposited  in  the  pores  at  the 
bottom  of  the  porous  pot  on  which  the  zinc  rests,  and 
the  cell  will  become  "short-circuited"  that  is,  a  strong 
current  will  be  sent  through  this  copper,  and  the  mate- 
rial in  the  cell  will  be  used  up  rapidly,  exactly  as  would 
be  the  case  if  the  zinc  and  copper  plates  were  .perma- 
nently connected  by  a  short  piece  of  thick  copper  wire 
outside  the  cell. 

123.  Local  Action. — ^Another  cause  of  "local  action,'* 
or  the  production  of  useless  currents,  is  impurities,  such 
as  bits  of  coke,  in  the  zinc.  If  a  piece  of  coke  and 
a  piece  of  pure  zinc  be  put  into  dilute  sulphuric  acid, 
then,  as  long  as  the  coke  and  zinc  do  not  touch  one 
another,  either  in  the  liquid,  or  outside,  no  appreciable 
chemical  action  will  take  place ;  but  if  now  the  parts  of 
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the  coke  and  zinc  that  are  ia  the  liquid,  or   the  parts 
that  are  outside,  be  touched  together,  a  rapid  evolution 
of  hydrogen  gas  will  take  place,  together  with  the  forma- 
tion of  zinc  sulphata     And  exactly  the  same  effect  ia 
produced  when  a  piece  of  zinc  containing  impurities  is 
dipped   into   dilute    acid.      This    local   action,  however, 
can  be   prevented   by   coating  the  suiface  of  the  zinc 
with  an  "amalgam"  of  zinc  and  mercury,  or  "amalga- 
mating "  the  zinc,  as  it  is  shortly  called,  this  amalgam 
covering  up  the  impurities.    To 
amalgamate  a  piece  of  zinc,  it 
should   be   dipped   into   dilute 
sulphuric    acid,    to    clean    the 
surface,  when  a  little  mercury 
should  be  rubbed  over  the  zinc 
with  a  piece  of  rag  tied  to  a 
stick.     A  plate  of  commercial 
zinc     amalgamated,     although 
much  cheaper  than  a  plate  of 
pure  zinc,    does    not   give   an 
£.  M.  F.    as  constant  aa  is  ob- 
tained with  ft  pure  zinc  plate. 

124.  Grove's  Cell— In  the 
"Grove's"  cell  the  copper  plftte 
iutheDaniell's  cell  is  replaced  by 
Pi^  gj  a  sheet  o{  platinum,  p.  Fig.  81, 

and  the  solution  of  copper  sul- 
phate by  strong  nitric  acid.  Dilute  sulphuric  acid,  in  the 
proportion  of  about  one  pint  of  acid  to  ten  pinto  of 
water,  is  used  in  place  of  zinc  sulphate  solution,  since,  with 
the  Grove's  cell,  we  wish  to  obtain  the  highest  E.  M.  F., 
and  the  lowest  resistance  rather  than  very  great  con- 
stancy. The  E.  M.  F.  is  about  I  93  volte,  and  with  good 
porous  cells  the  resistance  is  very  lovi,  being  only  about 

A 
where  d  is  the  distance,  in  inches,  between  the  platinum 
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and  the  zinc  plates,  and  A  the  area,  in  square  inches,  of  ^ 
the  platinum  plate  immersed  in  the  nitric  acid.  If,  as  is 
frequently  the  case,  the  zinc  plate  z  z  is  cast  in  the  shape 
shown  in  Fig.  81,  A  must  be  reckoned  on  both  sides 
of  the  platinum  plate  P.  When  the  cell  has  the  dimen- 
sions indicated  in  the  figure,  the  resistance  is  about  0*15 
ohms  when  the  nitric  acid  is  strong,  and  the  dilute  sul- 
phuric acid  has  but  little  zinc  sulphate  in  it.  After  a 
Gi-ove's  cell  has  been  sending  a  current  for  some  time,  the 
nitric  acid  becomes  weakened,  as  water  is  formed  by  the 
action  of  the  cell,  and  a  considerable  quantity  of  zinc 
sulphate  is  also  dissolved  in  the  dilute  sulphuric  acid, 
both  of  which  have  the  effect  of  diminishing  the  E.  M.  F., 
and  increasing  the  resistance  of  the  celL 
The  chemical  action  is  as  follows  : — 


o 


Before  sending  a  current 

*(Pt)-|-^(HNOJ  I     m(H2S0J-|-«(Zn), 

after  sending  a  current  Pk 

*(Pt)  +  (/-  2)  (HNO,)  «     (m  -  1)  (HjSO^)  -h  (ZnSOJ 

-|-(Na04)-f2(H20)  o  ^-(„-l)(Zn); 

o 

the  water  originally  in  the  cell  being  omitted  for  simpli- 
fication. Peroxide  of  nitrogen,  NgO^  comes  off  as  a 
dark  brown  gas,  extremely  unpleasant  and  unhealthy 
when  breathed  for  any  time  ;  a  Grove's  battery  should, 
therefore,  always  be  placed  either  in  the  open  air  or 
under  a  chimney  when  in  use. 

The  large  E.  M.  F.,  combined  with  the  small  resist- 
ance, makes  Grove's  cells  very  valuable  when  a  very  strong 
current  has  to  be  produced ;  hence,  before  the  perfection 
of  the  dynamo  and  of  secondary  batteries,  they  were 
largely  used  for  the  production  of  the  electric  light. 

125.  Bunsen's  CelL— The  ''Bumen'a  "  cell  differs  from 
the  Grove's  only  in  having  a  cylinder,  or  block,  of  carbon 
in  place  of  the  sheet  of  platinum,  as  seen  in  Fig.  82, 
which  shows  a  common  form  of  circular  Bunsen's  cell, 
C  being  the  carbon,  and  Zn  the  zina     A  Bunsen*s  cell  is 
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cli«a|ier  to  construct  than  a  Grove'a  coll,  as  carbon  is  so 
mucli  less  expensive  than  platinum  ;  it  is,  however,  more 
cumbersome,  and  more  nitric  acid  is  required  to  fill  it,  as 
the  nitric  acid  soaks  into  the  pores  of  the  carbon.  The 
E.  M.  P.  of  a  Bunaen's  cell  is  also  somewhat  lower  than 
that  of  a  Grove's,  although  the  chemical  action  in  the 
two  cells  is  nearly  the  same. 

The  carbons  for  the  Eunsen's  cells  are  either  cut  out 


of  relorl  carban,  or  are  made  by  baking  in  a  furnace  fine 
coke-dust  and  caking  coal  in  an  iron  mould  ;  then,  in 
accordance  with  a  process  invented  by  Bunsen,  the  baked 
mass  is  soaked  repeatedly  in  thick  syrup  or  gas-tar,  and 
re-baked  to  impart  solidity  and  conducting  power  to  it. 

1S6.  Leclanchd  Cell— The  "  LecUncM"  cell  consists, 
as  seen  in  Fig.  83,  of  a  zinc  rod  to  the  left  of  the  figure, 
immersed  in  a  solution  of  ordinary  gal  ammoniae,  and  a 
plate  of  carbon  put  inside  a  porous  pot,  and  packed 
tightly  with  a  mixture  of  the  needle  form  of  martganeee 
peroxide  and  broken  gae-earbtm.      Both  the  manganese 
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peroxide  and  the  gas-carbon  must  be  sifted  ta  remove  the 
dust,  in  order  that  as  much  surface  as  possible  m&y  be 
exposed  to  tbe  action  of  the  liquid.     The  |>oroug  pot  is 
merely  for  the  purpose  of  holding  the  mixture  in  posi- 
tion, and  not  for  keeping  two  liquids  separated,  as  in  the 
cells  previously  described  ;  for,  in  fact,  tltere  is  only  one 
liquid   on  both    sides  of    the 
porous  pot— the  solution  of  sal 
ammoniac.     The  upper  part  of 
the  porous  pot  is  closed  with 
pitch,  in  which  a  small  hole  is 
left,  so  that  a  little  water  or  a 
little  solution  of  sal  ammoniac 
may  be  poured  in  to  stai-t  the 
actioa 

The  chemical  action  is  as 
follows  :  - 
Before  sendine  r  cnrrent 

iC+;[SInOa)  +  wi(f)H,Cl]  +  .i(Zii). 
after  sending  a  current 

tC  +  (i-2)(MnOi)-|-(Bi-2)(NH4Cl) 

Ammonia,  NH3,  therefore, 
comes  off  from   the  cell,  and  Fig.  83. 

substituting  the  atomic  weight 

we  see  that  for  every  50  grains  of  zinc  used  up  about  82 
grains  of  sal  ammoniac  are  consumed,  and  about  134  grains 
of  manganese  peroxide,  MnO^,  are  reduced  to  the  lower, 
or  sesqui-oxide,  Mn^O^.  If  too  little  sal  ammoniac  l)e  pre- 
sent, zinc  oxide  is  formed  instead  of  zinc  chloride,  and 
the  solution  becomes  milky.  When  this  happens,  more 
sal  ammoniac  should  be  added.  Connection  with  the 
carbon  rod  is  made  by  means  of  a  lead  cap  cast  on  it ; 
and  to  prevent  a  salt  of  lead  being  formed  between  the 
cap  and  the  carbon,  which  would  introduce  a  high  resist- 
ance, the  end  of  the  carbon  rod  is  heated  for  an  hour  in 
parafiin  wax,  at  a  tempemture  of  110°  C,  before  the  cap 
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is  cast  on,  then  two  quarter-inch  holes  are  drilled  side- 
ways through  the  carbon,  and  the  cap  cast  on,  the  lead 
which  runs  into  these  holes  serving  as  rivets. 

The  R  M.  F.  of  a  Leclanch^  cell  is  1*47  volts,  but 
it  falls  rapidly  when  the  cell  is  used  to  send  a  strong 
current.  It  will,  however,  regain  its  value  if  the  cell  be 
left  for  some  time  unused,  and  it  does  not  sensibly 
diminish  when  the  cell  is  put  on  one  side,  even  for  some 
months.  Hence,  while  the  Leclanclie  cell  i8  much  in- 
ferior to  the  DanieWa  for  the  purpose  of  sending  a  steady 
current  for  am  hov/r  or  two,  it  is  tmich  superior  to  the 
Daniell  for  the  sending  of  vntemiittent  currents  at  any 
time  du/ring  the  course  of  m>any  months— for  exa/mple, 
such  cu/rrents  as  are  employed  for  the  ringing  of  electric 
bells, 

127.  Potash  Bichromate  Cell. — These  cells  are  some- 
times made  without  a  porous  cell,  as  seen  in  Fig.  84,  and 
sometimes  with,  as  seen  in  Fig.  85.  The  plates  employed 
are  of  carbon  and  zinc,  and  in  Fig.  84  the  two  outer 
plates  are  of  carbon,  and  dip  continuously  into  the  liquid, 
while  the  middle  plate  is  of  zinc,  and  is  only  pushed 
down,  by  means  of  the  handle  a,  into  the  liquid  when 
it  is  desired  that  the  cell  shall  send  a  current,  and  with- 
drawn as  soon  as  the  current  is  interrupted.  The  follow* 
ing  is  the  best  composition  to  give  to  the  liquid  : — 

Potash  bichromate        lib. 

Strong  sulphuric  acid 2  lbs. 

Water     ...        ...         •..         •••        ...       iziDs. 

or,  as  it  is  inconvenient  to  weigh  the  sulphuric  acid  and 
the  water,  ten  pints  of  the  same  composition  may  be 
made  as  follows  : — Add  with  constant  stirring  to  0*832 
pints  of  sulphuric  acid,  having  a  specific  gravity  of  about 
1*836,  0*955  lbs.  of  pulverised  commercial  potash  bichro- 
mate, KgCri;^?  J  ^'^^  when  the  formation  of  the  chromic 
acid,  OrOs,  and  potash  sulphate,  KgSO^  produced  by 
the  mixture,  is  completed,  pour  in  slowly  9*2  pints  of 
cold  water.  The  liquid  will  become  gradually  warm, 
and  the  crystalline  precipitate  be  entirely  dissolved. 
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The  chemical  action  produced  hy  this  mixing  may  be 
represented  ae  foilows  : — 

KjCfjO^  +  THgSO,  =  SCrOg  +  K^jSO^  +  H,0 
+  6HjS0„ 
and  €be  chemical  action  that  takes  place  in  the  cell  dur- 
ing the  passage  of  the  current  consists  in  the  formation 


of  chromium  sulphate,  Crj3(S0J  ;  zinc  sulphate,  ZnSO^; 
and  vater,  H^O,  and  may  be  represented  thus  : — 
aCrO,  +  6H»S0.  +  3Zn  =  Cr23(SOJ  +  SZnSO. 
+  6HjO. 

Thia  cell  gives  rise  to  no  disagreeable  fumes,  has  a 
high  R  M.  P.  of  something  like  two  volts,  and  a  low  in~ 
temal  resistance.  The  E.  M.  F.,  however,  lupidly  falls 
■when  the  cell  is  employed  to  send  a  strong  current  con- 
tinuously, but  recovers  its  original  value  when  the  cell 
has  remained  out  of  action  for  some  time. 

With  the  type  of  potash  bichromate  cell,  having  a 
porous  pot^  the  zinc  z  (^g.  85)  is  frequently  cast^  in  the 
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form  of  a  block,  on  to  a  stout  copper  wire,  carrying  the 
binding  screw,  and  both  the  block  and  the  wire  are  weU 
amalgamated.  In  the*  porous  pot  containing  the  zinc, 
there  is  put  a  small  quantity  of  mercury  to  maintain  the 
amalgamation,  and  either  dilute  sulphuric  acid,  in  which 
case  the  chemical  action  is  the  same  as  in  the  cell  with- 
out the  porous  pot,  or,  instead,  a  solution  of  common 
salt,  NaCl,  when  zinc  chloride,  ZnClg,  is  formed  instead 
of  zinc  sulphate,  and  sodium  sulphate,  Na^SO^  in  addi- 
tion to  the  chromium  sulphate.  The  complete  chemical 
action  is  in  this  latter  case  : — 

Before  sending  the  current  -^ 

A:C+ ^Cr034-  3/H2SO4  (^     mNaCl-f  n  Zn, 

After  sending  the  current  g 

kO  +  (^2)Cr03  -h  5     (»,_6)  NaCl  -h  3Na2S04  -f 

3  (^2)H2S04-|-  CrgSCSOj  £  3ZnCl2-f  GHgO  -\-  {»-3)  .Zn. 

When  the  supply  of  potash  bichromate  becomes  ex- 
hausted, the  orange  colour  of  the  solution  turns  blue,  and 
when  this  change  of  colour  is  observed,  more  potash 
bichromate  should  be  added.  If,  however,  the  cell  be- 
gins to  fail  when  the  orange  colour  still  remains,  then 
more  sulphuric  acid  is  needed. 

As'  no  other  form  of  current  generator  than  galvanic 
cells  need  be  employed  for  any  of  the  experiments  that 
precede  this,  or,  indeed,  for  many  that  follow,  the  descrip- 
tion of  dynamos,  thermopiles,  &c.,  will  be  deferred. 

128.  Measuring  the  Electromotive  Force  of  a 
Current  Generator.  —  An  electrometer,  or  voltmeter, 
measures  the  potential  difference  at  its  terminals,  and, 
as  shown  in  §  116,  page  204,  the  potential  difference  at 
the  terminals  of  a  generator  of  constant  E.  M.  F.  is  equal 
to  its  E.  M.  F.  when  no  current  is  flowing,  and  practically 
differs  but  very  little  from  its  E.  M.  F.  when  but  an 
extremely  small  current  is  flowing.  Hence,  to  measure 
the  E.  M.  F.  of  a  generator  of  constant  E  M.  F.,  we  must 
arrange  that  either  it  shall  send  no  current  at  all,  or,  at 
any  rate,  but  a  very  small  one.  The  first  condition 
can  be  fulfilled  when  an  electrometer  is  employed,  and 
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the  second  even  with  a  voltmeter  if  it  has  a  very  large 
resistance.  In  order  to  ascertain  how  large  this  resist- 
ance may  be,  we  must  consider  the  equation 

r  -f-  6 

and  from  that  we  see  that  in  order  that  Y  may  be 
practically  equal  to  E  it  is  necessary  that  r  and  b  should 
be  practically  equal  to  r;  that  is,  r  must  be  large  compared 
with  h,  and  hence  the  battery  must  be  sending  a  very 
small  current  through  the  voltmeter,  compared  with  what 
it  could  produce  if  its  terminals  were  joined  with  a  short 
bit  of  thick  wire.  (See  §  131,  page  231,  and  following  sec- 
tions, for  further  details  about  measurement  of  E.M.Fs.) 
129.  Measuring  the  Eesistances  of  Batteries. — 
We  have  already  seen,  in  §  116,  page  205,  one  way  of 
determining  the  resistance  of  a  Jbattery  without  the  aid 
of  a  resistance  box,  by  making  simultaneous  measure- 
ments with  an  ammeter  and  voltmeter.  This  method  is 
particularly  suitable  to  be  employed  with  current  gene- 
rators of  very  low  resistance,  such  as  accumulators,  since 
such  generators  would  send  a  very  powerful  current 
through  any  coil  having  a  resistance  comparable  with 
their  own,  and  this  current  would  tend  to  heat  such  a 
coil,  and  alter  its  resistance,  unless  it  were  made  of  very 
thick  wire.  Hence,  it  would  be  very  difficult  to  employ, 
with  such  a  generator,  resistance  coils  having  perfectly 
constant  and  known  resistances,  unless  their  value,  com- 
pared with  the  resistance  of  the  generator,  was  so  high 
thatp  the  slightest  proportional  error  in  the  value  of  the 
coils  would  make  a  serious  error  in  the  determina- 
tion of  the  resistance  of  the  generator,  just  as  a  large 
eiTor  would  probably  be  introduced  if  an  attempt  were 
made  to  weigh  a  few  grains  of  some  powder  in  a  weigh- 
ing machine  suitable  for  weighing  a  hundredweight. 
Beginners  are  apt  too  frequently  to  forget  thai,  although 
a  coil  of  10,000  ohms,  and  another  of  youth  of  an  ohm, 
may  be  put  in  boxes  of  about  the  same  size,  there  is  the 
P 


226  PRACTICAL   ELECTRICITY.  TChap.  V. 

same  sorfc  of  diffei*ence  between  these  resistances  as  be- 
tween twelve  pounds  and  one  grain,  or  between  thirty 
tons  and  one  ounce,  and  hence  that  apparatus  which  is 
arranged  to  measure  the  one  is  totally  unsuited  to 
measure  the  other. 

With  current  generators  of  constant  E.  M.  F.,  and 
having  higher  resistances,  the  following  methods,  with 
which  resistance  coils  of  known  value  are  employed, 
may  be  used. 

1st.  Let  C  and  C,  as  determined  from  the  deflections 
on  a  galvanometer  and  reference  to  the  relative  calibra- 
tion curve,  be  the  relative  strengths  of  the  currents  pro- 
duced by  the  generator  when  resistances  r  and  r'  in 
ohms  are  introduced  in  the  circuit ;  then,  if  &  be  the 
resistance  in  ohms  of  the  generator,  g  that  of  the  galva- 
nometer, and  E  the  E.  M.  F.  in  volts — which  latter  need 
not,  however,  be  known — 

E 

6  -H  r -f-fl' 


• 

E 

^ 

C 

• 

or 

b  +  r' 
b  +  r' 

c 

b  +  r  +g       C 

.       f._GV+g)-Oir+g) 

If  r  and  r'  be  so  chosen  that  C  is  twice  C,  then 

b  =  r'  —  2r'-g. 

2nd.  Let  C  and  C  be  the  relative  strengths  of  the 
currents  produced :  first,  when  the  galvanometer  is  un- 
shunted,  and  a  resistance  r  ohms  introduced  in  the  main 
circuit ;  secondly,  when  the  galvanometer  of  resistance  g 
ohms  is  shunted  with  a  shunt  of  8  ohms,  and  when  a  re- 
sistance /  ohms  is  in  the  main  circuit,  then 

E       ^  __8_  E  _  C^ 


Chap,  v.]    MBASUBING  THE  KBSISTANCES  OF  BATTERIES.      227 

C'{a+g)-C8. 

If «  and  r'  be  so  selected  by  trial  that  C  equals  C, 
then  we  have 

l^^{r-r')-gr' 

g 

The  objection  to  both  these  methods  is  that  on  ac- 
count of  the  variation  in  the  current  strength,  and  on 
account  of  the  time  that  each  of  the  two  currents  0  and 
C  has  to  be  allowed  to  flow  until  the  deflection  of  the 
galvanometer  needle  becomes  steady  in  each  case,  the 
E.  M.  F,  and  resistance  in  some  types  of  cells  is  liable  to 
undergo  a  change  from  polarisation.  On  this  account 
the  "  condenser  method  of  measturing  the  resistance  oj 
current  generators,^  described  in  §  184,  page  342,  is  to  be 
preferred. 

Example  60. — ^A  Daniell's  battery  produces  a  deflec- 
tion of  38°  on  a  tangent  galvanometer  when  a  resistance 
of  27  ohms  is  inserted  in  the  circuity  and  a  deflection  of 
46°  when  this  resistance  is  reduced  to  12  ohms.  What 
is  the  resistance  of  the  battery  if  that  of  the  galvanometer 
be  2\  ohms  % 

Inserting  these  values  in  the  equation,  we  have 

J  _  tan.  38°  x  (27  -h  2|)  -  tan.  46°  x  (12  +  ^) 

"  tan.  46° -tan.  38°. 

Answer. — 31 J  ohms  about 

Example  51. — ^With  a  galvanometer  having  a  resist- 
ance of  half  an  ohm,  and  constructed  so  that  the  angular 
deflection  is  directly  proportional  to  the  current,  a  bat- 
tery of  20  Grove's  cells  in  series  produces  a  deflection  of 
28  divisions  when  a  resistance  of  two  ohms  is  inserted, 
and  14  divisions  when  a  resistance  of  eight  ohms  is  in- 
serted.   What  is  the  resistance  of  the  battery  % 
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If  6  be  the  resistance  of  the  entire  battery, 

6  =  8-2x2-1 

Anstver. — 3^  ohms. 

Example  52. — When  four  ohms  are  introduced  into 
the  circuit  of  a  sine  galvanometer,  having  6  ohms'  re- 
sistance, and  a  Leclanch^  cell,  a  deflection  is  produced 
corresponding  with  a  necessary  rotation  of  the  sine  gal- 
vanometer through  22°.  When,  however,  the  sine  galva- 
nometer is  shunted  with  two  ohms,  the  rotation  required 
is  only  8°.     What  is  the  resistance  of  the  Leclanch6  cell  1 

Substituting  the  values  in  the  equation,  we  have 

^  _   sin.  22°  X  (4-h6)  X  2  -sin.  8°  x  {(2-h 6)  x  4-h2  x  6} 

sin.  8°  X  (2 -h  6)  -  sin.  22°  x  2 

Answer. — 4  ohms  about. 

Example  53. — ^The  same  deflection  is  produced  on  a 
galvanometer  of  2i  ohms'  resistance,  when  8  ohms  are  in 
circuit,  as  when  only  2  ohms  are  in  circuit,  and  the  gal- 
vanometer is  shunted  with  2  ohms.  What  is  the  resist- 
ance of  the  current  generator  ? 


j^  2x(8-2)-21x2 


21 

Answer. — 2^  of  an  ohm. 

In  making  measurements  of  the  resistance  of  lot- 
teries by  any  of  the  foregoing  methods,  care  must  be  taken 
not  to  introduce  into  the  circuit  resista,nces  that  are  very 
large  compared  with  the  resistance  of  the  battery  which 
we  desire  to  find,  since  any  error  in  such  a  high  resistance 
will  probably  introduce  a  large  error  into  the  answer.  For 
example,  suppose  it  be  desired  to  use  a  galvanometer 
which  happens  to  be  so  delicate  that  on  attaching  the 
battery  directly  to  its  terminals,  so  large  a  deflection  is 
produced  that  it  requires  a  considerable  resistance  to  be 
introduced  into  the  circuit  to  reduce  this  deflection  to 
readable  limits,  then  it  would  be  better  to  reduce  the  prac- 
tical sensibility  in  some  other  way  than  by  adding  resistance 
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in  the  main  circuit.  This  may  be  done  either  by  putting 
a  magnet  near  the  galvanometer  or  by  sliunting  it  In 
the  latter  case  the  shunted  galvanometer  would  take  the 
place  of  the  simple  galvanometer  in  the  first  method 
given  above  for  determining  the  resistance  of  a  battery, 
and  of  the  unshunted  galvanometer  in  the  second  method  ; 
the  second  experiments  referred  to  in  the  second  method 
being  performed  with  the  galvanometer  shunted  with  a 
different  shunt 

For  example,  suppose  we  desire  to  determine  the  re- 
sistance of  a  battery  that  we  know  to  be  about  one  ohm, 
and  the  only  galvanometer  available  is  a  very  delicate  one, 
having  1,000  ohms'  resistance,  how  should  we  proceed) 
The  deflection  can  be  reduced  to  readable  limits  either  by 
inserting  a  large  resistance  into  the  circuit,  or  by  putting 
a  magnet  near  the  galvanometer,  or  by  shunting  it.  As 
the  resistance  of  the  galvanometer  is  1,000  ohms,  which 
is  large  compared  with  that  of  the  battery,  introducing 
another  large  resistance  into  the  circuit  for  the  purpose 
of  diminishing  the  deflection  would  only  increase  the 
probable  error  due  to  the  large  resistance  in  the  circuit 
Putting  a  magnet  near  the  galvanometer  would  be  better 
than  this,  but  a  still  better  method  would  be  to  shunt 
the  galvanometer,  because,  if  it  be  very  sensitive,  a  suit- 
able deflection  may  be  obtained  with  a  shunt  perhaps  of 
one  or  two  ohms,  and  with  one  or  two  ohms  in  the  main 
circuit  Suppose  with  a  shunt  of  two  ohms,  and  a  re- 
sistance of  three  ohms  in  the  main  circuit,  a  deflection 
extending  over  about  half  the  scale  is  obtained,  then  this 
arrangement  can  be  well  used,  either  for  the  first  or  for 
the  second  method  of  measuring  the  battery  resistance. 
For  carrying  out  the  first  method,  we  may  make  two  tests, 
the  first  with  the  three  ohms,  and  the  second  with,  say, 
one-and-a-half  ohms  in  the  main  circuit,  the  galvano- 
meter being  shunted  in  each  case  with  the  two  ohms,  and 
having,  therefore,  a  combined  resistance  with  the  shunt  of 

- — — — -  ohma     For  carryini?  out  the  second  method  we 
2  +  1000  ^^^ 
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might  make  the  sarme  first  test  as  before,  but  the  second 
might  be  made  with  an  interposed  resistance  of  perhaps 
one-and-a-half  ohms  in  the  main  circuit,  and  with  the 
galvanometer  shunted  with,  say,  one  ohm  instead  of  the 
two  ohms  previously  employed. 

To  ascertain  what  is  the  formula  to  be  employed 
in  this  case,  let  r  and  r'  be,  as  before,  the  resistances  put 
into  the  main  circuit  in  the  two  tests,  and  s  and  b*  the  two 
shunts  employed,  then 

»  E  «  R  0 

•  ^^ 


t^g    6+r+  1^        »'^g  6+r'+-f^       ^ 

a-Vg  s  +  g 

or  i. .  ('>'+9)(f>+r')+'>'g  ^  0 
.'    {»  +  g){b +r)  +  sg       C' 

.       f.  ^  Gs'{{s+g)r+sg}-C'»{(s'+gy+s'g] 

0's{s'+g)-G8'{8+g) 

If  the  battery  be  one  that  does  not  polarise  quickly, 
that  is,  be  one  in  which  the  E.  M.  F.  does  not  fall  rapidly 
when  the  battery  sends  strong  currents,  then  the  best  way  of 
carrying  out  the  first  method  of  measuring  the  resistance 
of  the  current  generator  with  a  delicate  galvanometer,  is 
to  put  no  resistance  r  in  the  main  circuit,  but  to  shunt  the 
galvanometer  with  a  shunt  that  has  a  very  small  resist- 
ance compared  with  the  battery,  and  yet  is  not  so  small 
but  that  a  suitable  deflection  may  be  obtained.  Now  intro- 
duce such  a  resistance  r'  into  the  circuit  that  the  current 
through  the  galvanometer  becomes  halved,  then  this  re- 
sistance is  necessarily  equal  to  b,  since  b  was  practically 
the  whole  of  the  resistance  in  the  circuit  before  the  intro- 
duction of  r'. 

130.  P.  D. — Throughout  the  remainder  of  this  book 
the  letters  "  F,  DJ*  will  be  used  to  stand  for  potential 
diflference,  in  the  same  way  as  the  letters  E.  M.  F.  are 
universally  now   employed  to  stand  for  electromotive 
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force.  As  these  letters  P.  D.  are  here  proposed  as  a 
new  abbreviation,  the  ordinary  cumbersome  expression, 
'difference  of  potentials,"  has  been  used  up  to  this  point  in 
the  book,  in  order  to  familiarise  the  reader  with  the  mean- 
ing of  an  expression  that  he  will  frequently  meet  with. 

131.  Comparing  the  Electromotive  Forces  of 
Batteries. — ^The  relative  electromotive  forces  E  and  E' 
of  the  batteries,  or  other  current  generators  of  constant 
E.  M.  F.,  can  be  compared  by  observing  the  resistance 
through  which  they  will  send  equal  cun*ents.  Let 
b  and  6'  be  the  resistances  of  the  batteries  themselves, 
and  r  and  r'  the  resistances,  including  in  each  case  that 
of  the  galvanometer,  which,  added  to  the  resistances 
h  and  b'  respectively,  cause  the  currents  in  the  two  cases 
to  be  equal^  then 

E     _     E^ 

E       6  -f  r 

E'-ft'+r'* 

If  the  galvanometer  is  sensitive,  so  that  r  and  r\ 
which  each  include  the  resistance  of  the  galvanometer, 
are  large  compared  with  b  and  6'  respectively,  then 

—  =  —  approximately. 
E  T 

The  preceding  method  of  compa/ring  j&.  M,  Fs,  has 
the  advantage  that  tfie  law  of  the  galvanometer  need  not 
be  knovm. 

If  the  curreuts  be  not  the  same,  let  0  and  C  be  the 
relative  current  strengths  obtained  from  the  deflection  of 
the  galvanometer  and  reference  to  the  calibration  curve, 
then 

E  E^         0 

6  -h  r  *    6'  ^-  r'  ""  C  ' 

E   __   6-hr    ^  0 

®^   'B'~   b'-^r'  '   0'* 
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And,  as  before,  when  r  and  r'  are  large  compared  with  b 
and  b'  respectively, 

E        r       C  .      ,  , 

—  =  —  .   —  approximately. 

E'       r'      C 

Another  method  for  determining  the  ratio  of  E  to  E' 
consists  in  first  joining  the  batteries  up  together  so  that 
they  assist  one  another  in  sending  a  current,  and  secondly 
in  joining  them  up  so  as  to  oppose  one  another's  action. 
Let  C  and  C  be  the  relative  strength  of  the  currents  in 
the  two  cases  ascertained  from  the  deflection  of  the 
galvanometer  and  the  relative  calibration  curve,  then  if 
p  be  the  total  resistance  in  circuit  in  the  two  cases,  we 
have,  since  p  remains  constant, 

E  +  E'       E  -  E'       0 


) 


P        '        P  C' 

E  +  E'       C 

or ,  =  —  , 

E  -  E'       C 

E'  ~  0  -  d'' 

This  method  has  the  advantage  that  the  resistances 
of  neither  of  the  batteries  nor  of  the  galvanometer  need 
be  known  ;  but  it  has  the  disadvanta^ge  that  the  sending 
of  currents  in  opposite  directions  through  the  battery 
which  has  the  smaller  electromotive  force  is  very  likely 
to  alter  this  electromotive  force  during  the  experiment. 

Example  54. — Two  batteries  having  internal  resist- 
ances of  10  and  15  ohms  produce  the  same  deflection 
on  a  galvanometer  of  40  ohms,  when  250  and  305  ohms 
are  respectively  introduced  into  the  circuit  What  is 
the  ratio  of  their  E.  M.  Fs.  1 

Substituting  the  values  in  the  equation,  we  have 

E  __  10  +  40  +  250 
E'"  15  +  40  +  305' 
.  •.    E'=  1-2  E. 
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Example  55. — The  same  two  batteries  produce  the  same 
deflection  on  a  much  more  delicate  galvanometer,  having 
120  ohms'  resistance,  when  5,000  and  6,031  ohms  are  re- 
spectively introduced  into  the  circuit.  What  is  the  ratio 
of  their  E.  M.  Fs.  % 

Using  the  complete  formula,  we  have 

E  __  10  -h  120  -h  5000 
E'""  15 +  120 +  6031' 
or   E' =  1 -2  E  as  bef ore. 
Using  the  approximate  formula, 

E  _  5000  ' 

E'  "  6031 ' 

or  E'  =  1-206  E, 

from  which  we  see  the  error  made  by  omitting  the  re- 
sistances of  the  batteries  and  of  the  ^vanometer  in  the 
calculation. 

ExaTnple  56. — A  magneto-electric  machine  running  at 
a  certain  speed,  and  having  a  resistance  of  two  ohms, 
produces  on  a  tangent  galvanometer  a  deflection  of  30° 
when  a  resistance  of  2,100  ohms  is  introduced  in  circuit 
with  it  and  the  galvanometer,  which  has  three  ohms'  re- 
sistance. A  Daniell's  cell,  on  the  other  hand,  having  an 
E.  M.  F.  of  1  07  volts,  and  one-and-a-half  ohms'  resistance, 
produces  a  deflection  of  45°  when  84  ohms  is  introduced 
in  the  circuit.  What  is  the  E.  M.  F.  of  the  magneto 
machine  ? 

If  E  be  the  E.  M.  F.  of  the  machine, 

J_ 

T,       1  r.^       2100  v/3       ,^  .      ^  , 

jIj  =  I'Urf   — — - — — -X  --—  volts  approximately. 
3  +  1-5  +  84        1  fi'  ^ 

Ansv}€T, — 14-7  volts  approximately. 

Example  57. — What  about  is  the  E.  M.  F.  of  a 
Grove's  cell^  if,  when  joined  so  as  to  assist  a  Darnell's 
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cell  having  an  E.  M.  F.  of  11  volts,  a  rotation  of  38° 
of  a  sine  galvanometer  is  necessary  to  be  made  to  bring 
the  needle  to  the  fixed  mark,  whereas,  when  the  Grove's 
cell  is  reversed,  a  rotation  of  about  SJ"  in  the  opposite 
direction  is  necessary  I  Ansiver.  ~l  83  volts. 

132.  Poggendorff's  Method  of  Comparing  Electro- 
motive YoTCee. — With  many  types  of  cells  the  electro- 
motive force  is  fairly  constant,  even  for  wide  Vaiiationain 
the  current  passing  througli  tbe  cells,  and  in  such  a  case 
any  of  the  previous  methods  can  be  employed  for  com- 
paring their  electromotive  forces.  But  with  other  types, 
a  very  small  current  passing  through  the  cell  is  sufficient 


to  diminish  the  electromotive  force.  In  such  a  case 
the  following  method,  due  originally  to  Poggendorflj  may 
be  employed.  From  what  has  preceded  we  know  that 
if  a  current  of  A  amperes  flow  along  a  wire,  j  k,  the 
potential  difference,  or,  shortly,  the  P.  D.,  in  volts  between 
any  two  points,  L  m,  is  equal  to  the  product  of  A  into  the 
resistance  r  of  the  wire,  in  ohms,  between  the  points  L 
and  M.  Hence  if  l  and  u  (Fig.  86)  be  joined  by  another 
circuit  containing  a  cell  or  battery  of  E.  M.  F.  equal  to  E 
and  a  galvanoscope,  g,  and  if  one  or  both  of  the  ends  of 
this  second  circuit  be  moved  along  the  wire  J  k  composing 
the  first  circuit  until  no  current  passes  through  the  gal- 
vanoscope a,  then  we  know  that  E  is  equal  and  opposite 
to  the  P.  D.  between  L  and  m,  or 
E=.  Ar. 
If,  now,  a  second  battery  of  E.  M.  F.  equal  to  E',  and  a 
second  galvanoscope,  g',  be  attached  to  two  other  points, 
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V  V,  of  the  wire  J  K  (Fig.  87),  the  points  u  and  v  being 
so  selected  by  trial  that  no  current  passes  through  this 
galvanoecope,  and  if  r'  be  the  resistance  of  the  wire  U  V, 
then 

E'  =  Ar', 


and  hence  the  two  E.  M.  Fs.  can  be  compared  without  our 
knowing  the  value  of  the  current  flowing  through  the 
wire  J  K.  If  the  generator  is  of  such  a  nature  as  to 
produce  a  constant  current  through  the  wire  J  K,  then 


Fig.  87. 

there  is  no  occasion  to  use  two  galvanoscopes,  as  the 
points  L  and  u  can  be  Srst  ascertained  with  the  first  ceU, 
and  then  the  points  u  v  with  the  second,  such  that  in 
each  case  no  current  passes  through  the  galvanoscope. 
If,  however,  the  current  in  J  K  is  liable  to  fluctuate, 
then,  since  the  essence  of  the  test  depends  on  the  same 
currents  flowing  from  L  to  H  as  from  u  to  v,  it  is  better 
to  use  two  galvanoBCopes,  and  make  the  two  tests  of  no 
currents  through  the  galvanoscopes  simultaneously. 

Of  course,  care  must  be  taken  to  attach  the  cells 
or  batteries  whose  E.  M.  F.  we  desii*  to  compai-e,  in  such 
a  way  that  their  E.  M.  Fs.  tend  to  oppose  the  potential 
diflerences  between  l  and  m  and  between  u  and  v  respec- 
tively, since,  if  either  of  the  cells  or  batteries  be  attached 
in  the  opposite  way,  no  two  points,  l  and  m  or  U  and  v, 
can,  of  course,  be  found  such  that  the  current  passing 
through  the  galvanoscope  attached  to  them  is  nought. 

If  the  wire  J  k  is  everywhere  uniform  in  material. 
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section,  and  temperature,  the  resistances  r  and  r'  are 
simply  proportioned  to  the  lengths  L  M  and  u  v,  so  that 
the  E.  M.  Fs.  of  the  batteries  are  simply  proportioned  to 
the  lengths  of  l  m  and  u  v. 

The  great  advantcbge  of  Poggendorff^a  method  of  com- 
paring E.  M.  Fs.  is  that  the  comparison  is  made  when  neither 
qftfie  batteries  is  sending  a  cv/rrent ;  hence  the  same  result 
is  obtained  as  if  the  comparison  had  been  made  with 
an  electrometer,  and  the  resistances  of  the  cells  under 
compaiison  need  not  be  known.  And,  further,  the  sen- 
sibility of  the  test  may  be  far  greater  than  could  be  ob- 
tained with  any  electrometer,  since  the  method  is  a 
^  null "  method,  that  is,  we  aim  at  obtaining  a  deflection 
naughty  instead  of  measuring  the  deflections  corresponding 
with  the  currents  produced  by  the  batteries;  conse- 
quently the  galvanoscope  may  be  made  as  sensitive  as 
we  please. 

If  the  galvanometers  G  and  G'  be  both  sensitive,  the 
accuracy  of  the  method  will  be  the  greater  the  longer 
are  the  wires  L  m  and  u  v,  because  any  given  small  error 
in  the  position  of  one  of  the  sliders  corresponding  with 
say  a  millimetre  in  the  length  of  the  wire,  will  represent 
a  less  proportional  error  in  the  length,  and  so  r  and  r'  can 
the  more  accurately  be  compared.  Hence  it  is  desirable 
to  make  the  wire  3K  as  long  as  possible^  and  to  send 
through  it  a  steady  current,  so  weak  that  the  P.  D.,  at 
its  extreme  endsy  is  just  equal  to  the  larger  of  the  two 
E.  M.  Fs.  to  be  compared.     {See  §  215,  page  413.) 

133.  Electromotive  Force  of  a  Cell  is  Independent 
of  its  Size  and  Shape.— The  DanielFs  cell  (Fig.  88)  is 
so  arranged  that  the  copper  plate  c,  which  dips  into  a 
solution  of  copper  sulphate,  may  be  made  to  approach, 
or  recede  from,  the  zinc  plate  z,  which  dips  into  a  solution 
of  zinc  sulphate  contained  in  a  porous  cell.  By  turning 
the  screw  p,  the  slider,  carrying  the  wire  supporting  c, 
can  be  clamped  in  any  position,  and  electric  connection 
can  be  made  with  the  binding  screws  B  b.  Experiments 
made  with  this  cell  show  that,  although  the  resistance  qf 


IILF.    INDEPKNDENT   0?   B 


the  cell  is  varied  hy  movinff  the  copper  plate,  the  E.  M.  F. 
remains  exactly  the  same.     Further,  if  the  screws  a  8  be 


loosened,  and  the  copper  and  zinc  plates  be  raised  up  as 
shown  in  the  lower  figure,  so  that  only  the  Utile  projee- 
tiona  at  tlie  bottom  of  these  plates  are  in  contact  with  t/ie 
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liquids,  tits  E,  M.  F.  is  still  unaltered.  This  experiment 
may  be  quickly  made  by  using  Poggendorft's  method  to 
compare  the  E.  M.  F.  of  the  cell  with  movable  plates 
with  that  of  a  DanielFs  cell  with  fixed  plates,  since, 
as  already  explained,  Poggendorft's  method  is  indepen- 
dent of  the  resistance  of  the  cells  compared.  The  con- 
denser method  of  comparing  E.  M.  Fs.,  described  in  §  183, 
page  341,  may  conveniently  be  used  in  place  of  Poggen- 
dorff  s  method. 

134.  Calibrating  a  Oalvanometer  by  Employing 
Known  Resistances  and  a  Cell  of  Constant  E.  M.  F. 
— We  have  seen,  in  §  26,  page  68,  that  a  galvano- 
meter can  be  calibrated  by  direct  comparison  with  a 
tangent  galvanometer ;  also  in  §  30,  page  64,  that  when 
the  controlling  force  is  that  produced  by  a  uniform 
magnetic  field,  and  when  also  the  galvanometer  can  be 
easily  turned  backwards  and  forwards  round  its  centre, 
the  employment  of  the  sine  principle  enables  us  to  cali- 
brate it  without  the  use  of  any  other  galvanometer.  We 
have  also  seen,  in  §  96,  page  164,  that  when  we  have  no 
other  galvanometer  at  hand  that  has  been  already  cali- 
brated, and  when  the  galvanometer  cannot  be  moved 
without  interfering  with  its  adjustment,  which  is  generally 
the  case  when  we  are  employing  a  galvanometer  with  fibre 
suspension  and  levelling  screws,  we  may  calibrate  the  gal- 
vanometer by  employing  known  resistances,  when  a  con- 
stant P.  D.  is  maintained  at  the  terminals  of  the  circuit. 

The  same  thing  may  be  done  without  having  a  con- 
stant P.  D.  between  the  terminals  (Fig.  61,  §  96,  page 
165),  if  we  have  a  coll  of  constant  E.  M.  F.  of  E  volts 
instead.  Let  h  ohms  be  the  resistance  of  the  cell,  then,  if 
di°9  c?2°,  c?3°,  &c.,  be  the  deflections  on  the  galvanometer, 
when  rj,  rg,  r^  &c.,  ohms  are  the  resistances  respectively 
in  R,  we  know  that  the  currents  producing  these  deflec- 
tions are  respectively 

E  E  E  a 

,    ,    5  &c.,  amperes, 
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80  that  an  absolute  calibration  curve  can  be  drawn  for 
this  galvanometer. 

If  the  E.  M.  P.  of  the  cell  is  not  known  in  volts,  but 
if  we  are  sure  that  it  is  constant,  we  can  draw  the  rela- 
tive calibration  curve,  although  not  the  absolute  one. 

In  order  to  see  quickly  the  kind  of  law  connecting 
deflection  and  curi-ent  for  any  particular  galvanometer, 
it  is  convenient  in  making  this  experiment  to  select 
values  of  K,  such ,  that  b  +  'J  +  r^^  equals  ^  (h  +  g  +  r,), 
{h  +  g  +  r^)  equals  \  (b  +  g  +  r,),  ic,  since  in  that 
case  the  second  current  is  double  the  first,  the  third 
thrice  the  first,  &c.  Of  course  r,  should  be  chosen  so 
that  the  deflection  corresponding  with  this  resistance  is 
a  conveniently  small  one,  for  example,  about  10°  in  an 
ordinary  galvanometer  having  a  scale  reading  up  to  90°. 

135.  Arrangements  of  Cells. — A  battery  may  be 
formed  of  galvanic  cells,  or  elements,  as  tliey  are  some- 
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times  called,  in  a  variety  of  ways.  All  the  cells  may 
be  "in  aeries,"  as  in  Fig.  89,  or  they  may  be  joined  up 
all  "in  parallel,"  as  in  Fig.  90,  or  "partly  in  series 
and  partly  in  parallel,"  -as  in  Fig.  91.  lliese  three 
arrangements  are  symbolically  shown  in  a,  b,  c  (Fig.  92), 
where  the  long  thin  lines  stand  for  the  plates  in  th» 
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battery  from  which  the  positive  electricity  flows  ;  or, 
with  the  definition  of  direction  of  current  we  have 
already  adopted,  the  current  flows  in  the  circuit  out- 
side the  battery  from  the  plate  represented  by  the  long 
thin  line  to  that  represented  by  the  short  thick  line, 
while  in  the  battery  itself  the  current  flows  from  the 
short  thick  line  to  the  long  thin  one. 

For  example,  in  the  DanielPa  cell,  which  consists, 
as  previously  described  in  §  119,  page  210,  of  a  plate  of 
copper  in  a  solution  of  copper  sulphate,  separated  by  a 


Pig.  B2. 

porous  diaphragm  of  imglazed  earthenware  from  a 
plate  of  zinc  in  a  solution  of  zinc  sulphate,  the  long 
thin  line  represents  the  copper  plate,  and  the  short  thick 
one  the  zinc  plate';  the  wavy  line  in  each  case  stands 
for  the  copper  wires  attached  to  the  copper  and  zinc 
plates  respectively.  In  the  Grove's  cell,  consisting,  as 
we  have  seenin  g  124,  p^e  218,  of  a  platinum  plate 
in  strong  nitric  acid,  separated  by  a  porous  cell  from 
a  plate  of  zinc  in  dilute  sulphuric  acid,  the  long  thin 
line  represents  the  platinum  plate,  and  the  short  thick 
line  the  zinc  plate.  In  a  Bunsen's  cell,  which,  as  ex- 
plained in  g  125,  page  219,  differs  only  from  a  Grove's  in 
that  the  platinum  plate  is  replaced  by  a  carlx>n  one,  the 
long  thin  line  stands  for  the  Cttrbon  plate. 

When  all  the  ceils  are  in  series,  the  total  current 
produced  hy  the  battery  passes  through  each  cell ;  there- 
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fore  it  follows,  from  what  has  preceded  (§  115,  page  203), 
that  the  R  M.  F.  of  the  battery  is  equal  to  the  sum  of  the 
£.  M.  Fs.  of  each  of  the  cells.  If,  on  the  other  hand,  the 
cells  are  joined  up  all  in  parallel,  the  current  divides  itself 
between  the  cells ;  and  if  the  cells  are  all  made  with  the 
same  materials,  but  not  necessarily  of  the  same  size  nor  of 
the  same  internal  resistance,  the  total  chemical  action,  and 
therefore  the  total  amount  of  fuel  burnt  per  second,  is 
exactly  the  same  as  if  the  entire  current  went  through 
one  of  the  cells.  Hence  the  E.  M.  F.  of  the  battery  is 
simply  that  of  any  one  of  the  component  cells.  The 
resistance,  however,  of  the  battery  will  be  less  than 
that  of  one  cell,  as  the  road  for  the  current  through  the 
battery  is  made  wider  by  putting  cells  in  parallel ;  and 
if  the  cells  have  each  the  same  resistance  of  b  ohms,  and 
if  there  be  p  of  them  in  parallel,  the  resistance  of  the 

battery  is  —  ohms.     If  the  cells  be  partly  in  series  and 

partly  in  parallel,  we  must  combine  the  last  two  sets  of 
conclusions,  so  that  if  the  E.  M.  F.  of  each  cell  be  e  volts, 
and  if  there  be  8  cells  in  series,  and  p  in  parallel,  the 
total  E.  M.  F.  of  the  battery  E,  and  the  total  resistance 
B,  will  be  given  by 

'E  =  86  volts, 

B  =  —  ohms: 
P 

so  that  if  A  be  the  current  in  amperes  which  the  battery 

sends  through  an  external  resistance  r, 

86 


A  = 


^8b 

P 


In  order  to  experimentally  test  the  accuracy  of  these 
results,  a  number  of  cells,  frerfily  put  together,  and  having 
their  corresponding  plates  of  the  same  size,  the  plates  in 
the  diflTerent  cells  at  the  same  distance  apart,  and  the 
amount  of  liquid  in  each  cell  the  same,  should  be  joined 
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up  in  a  varietj  of  ways,  and  the  resistances  of  the  com- 
binations measured,  as  well  as  the  £.  M.  Fs.  of  the  bat 
teries  compared  with  the  £.  M.  F.  of  a  single  cell,  selected 
at  random  from  the  battery,  by  one  or  other  of  the  methods 
of  testing  previously  given.  The  cells  should  be  of  such 
a  type  that  the  K  M.  F,  of  each  cell  is  a  constant,  a  con- 
dition very  satisfactorily  fulfilled  with  Daniell's  cells^  and 
to  avoid  the  cell  used  as  the  standard  having  a  higher  or  a 
lower  E.  M.  F.  than  the  average  E.  M.  F.  of  the  cells 
employed,  different  cells  may  be  selected  from  the  com- 
bination as  the  standard  cell  in  the  different  experi- 
ments. 

Examiple  58.  —  To  find  the  current  that  twelve 
Daniell's  cells,  each  having  a  resistance  of  0*6  ohm  and 
an  £.  M.  F.  of  I'l  volt,  can  send  through  an  external 
resistance  of  5  ohms  if  t^e  cells  be  formed  four  in  series 
and  three  parallel : 

4  X  M 


A  = 


5  -h  ^  X  Q'^ 


Answer, — 0*76  ampere. 

Example  59. — How  many  such  Daniell's  cells  must  be 
used  in  series  to  send  a  current  of  1  ampere  through  an 
external  resistance  of  8  ohms,  if  one  line  of  ceUs  in  series 
only  be  employed  ? 

Let  X  be  the  required  number  of  cells,  then 

—      a?  X  I'l 

"■  8  +  fc  X  0-6' 

,  •.  ic  =  16. 

Exa/mple  60. — If  in  the  last  question  the  current  be 
2  amperes  instead  of  1,  then  how  many  cells  will  be 
required) 

_      a;  X  I'l 

""  8  -f  a  X  0-6' 

,-,  «=-16a 
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Therefore  no  number  of  such  cells  put  in  one  line  in 
series  could  send  this  current  In  fact,  if  one  cell  be 
short-circuited  with  a  piece  of  thick  wire,  the  current  it 

will  send  will  be  -r-r,  or  1*83  amperes,  and   this  is  the 

maximum  current  one,  or  any  number  of  cells,  arranged 

simply  in  series,  can  send.     For  if  there  be  n  of  them 

arranged  in  series,  and  the  whole  be  short-circuited,  the 

fh  X  1*1 
current  will  be  — r   or  1*83  amperes,  or,  simply,  the 

current  sent  by  one  cell  when  short-circmted.  Hence,  if 
there  be  any  external  resistance,  the  current  sent  by  one 
row  of  these  cells  in  series,  no  matter  how  many  there 
may  be  in  the  row,  will  be  less  than  1  *83  amperes. 

Example  61. — Forty  exactly  similar  cells,  each  having 
dXL  internal  resistance  of  f  ohm,  when  joined  in  series  send 
a  current  of  0*5  amperes  through  an  incandescent  lamp 
of  80  ohms'  resistance :  how  many  cells  in  series  would 
be  required  to  produce  the  same  current  through  each  of 
two  such  lamps  arranged  in  parallel  1 

Let  0  be  the  £.  M.  F.  of  one  cell  in  volts,  then 

40  X  e  _ 

80  -f  40  X  0-75  "  *' 

.-.  (3=  1-375  volts; 
therefore,  if  a;  be  the  required  number  of  cells, 

X  X  1-375 


80 

~  +  a  X  0-75 


=  1, 


since  the  resistance  of  the  two  lamps  in  parallel  will  be 

80 

—  ohms,  and  they  will  require  together  1  ampere, 

,\  X  =z  64. 

136.  Arrangement  of  a  Given  Number  of  Cells  to 
produce  the  Maximum  Current  through  a  given  Ex- 
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ternal  Besistance. — If  N  be  the  total  number  of  cells 
employed  in  a  battery,  p  being  arranged  in  parallel,  and 
8  in  series, 

and  the  formulae  on  page  241  may  be  written 

86 


A  = 


r  A 

N 


If,  therefore,  we  desire  to  ascertain  what  arrangement  of 
a  definite  number  of  cells,  each  having  a  fixed  K  M.  F.  of 
e  volts,  and  internal  resistance  b  ohms,  will  give  the 
greatest  current  through  a  Jioced  external  resistance  of  r 
ohmSf  we  must  ascertain  what  value  of  s  will  make  the 
last  expression  a  maximum.  But  to  do  this  by  trial  by 
calculating  the  value  of  A  corresponding  with  each  of 
a  very  large  number  of  values  of  s  would  be  extremely 
laborious,  and  a  far  better  plan  for  those  who  are  not 
acquainted  with  the  differential  calculus  is  as  follows  : — 

Give  numerical  values  to  e,  r,  and  — ,  let  them  for  example 

be  2,  3,  and  4,  then  the  expression  becomes 

28 

. 

3  +  4sV 

next  draw  a  curve  having  the  values  of  s  for  the  abscissae, 
and  the  corresponding  value  of  the  expression  ior  the 
ordinates,  and  ascertain,  from  the  shape  of  the  curve,  for 
what  value  of  s  the  expression  has  its  maximum  value, 
then  that  value  of  «  is  the  value  required.  In  selecting 
values  for  s,  a  certain  amount  of  practice  is,  of  course, 
necessary,  in  order  to  select  the  best  values,  but  one  may 
be  guided  by  remembering  that  if  on  taking  two  or  three 
values  of  s  we  obtain  practically  the  same  value  for  the 
expression  for  A,  it  can  be  no  use  taking  intermediate 
values  of  s. 

The  curve  obtained  for  A  has  the  general  shape  shown 
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in  Fig.  93,  the  values  of  A  being  calculated  on  the  sup- 
position that  e,  r,  and  ~,  have  the  valufs  2,  3,  and  4  re- 


spectively, and  we  find  that  the  value  of  »  that  malces  A 
a  maximum  is  about  085,  and  this  b  the  value  of  a 
which  makes  .sj 
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or,  in  other  words,  the  proper  arrangement  of  a  given 
number  of  cells  to  send  the  maximum  current  through 
a  given  external  resistance  is  that  which  makes  the  re- 
sistance of  the  battery  equal  to  the  external  resistance. 

The  curve  falls  more  slowly  for  values  of  8  greats 
than  that  which  makes  A  a  maximum  than  for  values  less 
than  this,  and  this  tells  us  that  the  current  will  be  not 
so  much  lessened  by  making  s  too  large  as  it  will  be  by 
making  it  too  small ;  hence  if  the  number  of  cells  and  the 
resistance  of  each  are  such  that  it  is  impossible  to  arrange 
the  battery  so  that  its  internal  resistance  is  equal  to 
the  fixed  external  resistance,  it  is  better,  when  the  ex- 
ternal resistance  is  midway  between  the  resistances  the 
battery  has  when  arranged  in  these  two  ways,  to  select  the 
arrangement  that  puts  rather  too  many  cells  in  series 
than  the  one  that  puts  rather  too  many  in  parallel.  For 
example,  suppose  we  have  twelve  cells,  each  having  a  re- 
sistance of  3  ohms,  and  we  desire  to  arrange  them  so 
that  they  send  a  maximum  current  through  an  external 
resistance  of  3|  ohms,  if  we  arrange  them  three  in  series 
and  four  in  parallel,  the  resistance  of  the  battery  will  be 

3x3       ^,    , 
— -^  or  2+  ohms, 
4 

on  the  other  hand,  if  we  put  them  four  in  series  and 
three  in  parallel,  the  resistance  will  be 

and  the  given  external  resistance  of  3|^  ohms  is  exactly 
half-way  between  2 J  and  4.  Let  us  consider  the  cur- 
rents produced  by  these  two  arrangements  of  the  cells. 
With  the  first, 

^"^IT2i'''^''^ 

if  e  be  the  E.  M.  F.  of  each  cell  in  volts.  With  the  second 
arrangement^ 
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A  ^^ 

A  =  ^-^  amperes. 

24  32 

The  first  reduces  to  — -  e  and  the  second  to  — i  6  ampere, 

43  57         ^ 

Q 

and  of  these  the  second  is  the  greater  by  ^tTt  «  of  an 

ampere. 

Example  62. — What  is  the  least  number  of  Grove's 
cells,  each  having  an  E.  M.  F.  of  1  '8  volts,  and  an  inter- 
nal resistance  of  0*09  ohm,  that  must  be  arranged  in 
series  to  send  half  an  ampere  through  a  50  volt  incan- 
descent lamp ) 

This  question  may  be  solved  in  two  ways — we  may 
either  first  find  the  resistance  of  the  lamp  and  then  the 
number  of  such  Grove's  cells  that  it  is  necessary  to  put 
in  series  to  send  half  an  ampere  through  this  external 
resistance — or  we  may  consider  what  is  the  P.  D.  at  the 
terminals  of  such  a  Grove's  ceU,  when  half  an  ampere  is 
passing  through,  and  hence  deduce  how  many  such  cells 
must  be  put  in  series  so  that  when  half  an  ampere  is 
passing  through  them,  the  P.  D.  at  the  teiminals  of  the 
battery  is  50  volts. 

1.  The  resistance  of  the  lamp  =  —  ohms, 

=  100  ohms, 
•  *  •     if  n  be  the  required  number  of  cells, 

1  _         n  X  18 

2  "■  n  X  0-09  +  100' 
.  • .  w    =  28-6. 

Hence,  28  cells  would  produce  rather  too  small  a  current, 
and  29  rather  too  much.  We  should  have,  therefore,  to 
choose  between  using  28  cells  and  having  the  lamp  not 
quite  bright  enough,  or  using  29  cells  and  having  it  a 
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little  too  bright,  or  using  29  cells  aud  interposing  a 
small  resistance  by  means  of  a  piece  of  wire  or  in  any 
other  convenient  way. 

2.  If  n  be  the  number  of  cells  in  series,  then  from 
§116,  page  206,  the  P.  D.  maintained  at  the  terminals 
oi  the  battery  equals 

n  X  1-8- J w  X  009. 

And  this  is  to  equal  50. 
Hence, 

nxl'8-in  X  0-09  =  50, 

which  is  the  same  equation  as  was  used  before,  and  thero- 
fore  must  lead  to  the  same  value  of  n. 

Example  63. — If  29  cells  were  used  in  series  in  the 
last  question,  what  must  be  the  value  of  the  added  i-e- 
sistance,  so  that  the  current  through  the  lamp  may  be 
exactly  half  an  ampere  ] 

Let  X  be  the  required  resistance  in  ohms,  then 

J  29  X  1-8 


2       29  X  0-09  +  100  +  X 
.  •,    X  =     0-895  ohm. 

Example  64. — If  four  incandescent  lamps;  each  re- 
quiiing  half  an  ampere,  and  60  volts  P.  D.  maintained 
at  the  terminals,  are  to  be  fed  with  Grove's  cells,  each 
having  an  E.  M.  F.  of  1  -8  volts,  and  an  internal  resist- 
ance of  O'l  ohms,  what  arrangement  of  cells  and  of 
lamps  will  require  the  least  number  of  cells  to  be  used  ? 

First,  let  the  four  lamps  be  put  in  series,  and  let  all 
the  cells,  n  in  number,  be  in  series,  iiien  the  P.  D.  at  the 
terminals  of  the  battery  must  be  4  x  50,  and 

»  X  1-8  -  in  X  O'l  =  4  X  50, 

.  •.     w=  114-3. 

Next^  let  all  the  lamps  be  put  in  parallel,  and  all  the 
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cells  in  series,  then  the  total  current  required  will  be 
4  X  i  or  2  amperes,  therefore 

n  X  l-8-2n  x  0-1  =  50, 

.  •.  »  =  31-2; 

hence,  32  cells,  with  a  small  resistance  interposed,  would 
give  the  required  current,  and  this  arrangement  of  all 
the  lamps  in  parallel  would  only  require  about  one- 
quarter  of  the  number  of  cells  necessary  if  all  the  lamps 
were  in  series. 

Various  other  cases  might  be  tried;  for  example, 
the  lamps  two  in  series,  and  two  in  parallel,  or  the  cells 
two  in  parallel  and  half  in  series ;  but  it  would  be  found 
that  all  the  cells  in  series,  and  all  the  lamps  in  parallel, 
is  the  best  arrangement. 

Example  65. — If  40  such  lamps  as  are  referred  to  in 
the  last  few  questions  instead  of  4  had  to  be  fed  with 
Grove's  cells,  what  would  be  the  best  arrangement  of  the 
cells  and  of  the  lamps  ? 

First,  let  us  try  all  the  lamps  in  parallel,  and  all  the 
cells  in  series,  which  arrangement  we  found  was  the  best 
in  the  previous  case,  then,  as  the  total  current  required 
will  be  40  X  ^  or  20  amperes,  and  the  P.  D.  at  the  ter- 
minals of  the  battery  50  volts, 

w  X  1-8  -  20n  X  0-1  =  50, 

or    n     =  --  250, 

a  negative  answer.  Thi^  means  that  no  number,  no  matter 
how  great,  of  such  Grove's  cells,  if  the  cells  were  an-anged 
in  series,  could  feed  20  such  lamps  if  arranged  in  parallel ; 
and  the  reason  of  this  is  clear,  because,  if  one  Grove's 
cell  were  simply  short-circuited,  the  current  that  it  would 
produce  would  be 

—  or  18  amperes, 

hence,  no  number  of  such  Grove's  cells  arranged  in  series 
can  produce  more  than  18  amperes,  even  if  short-cir* 
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cuited,  and  lience  they  can  only  produce  less  than  18 
amperes  if  there  be  any  external  resistance,  whereas  we 
want  them  to  produce  20  amperes. 

Secondly,  let  us  try  half  the  lamps  in  parallel  and  two 
in  series.  In  that  case  the  total  current  must  be  10 
amperes,  and  the  P.  D.  100  volts. 

Hence  we  have 

n  X  l'8-lOn  X  0-1  =  100, 

or  71  =  125. 

We  may  now  try  all  the  lamps  in  parallel  and  half 
the  cells  in  series,  and  two  in .  parallel.  Let  n  be  the 
number  in  series,  that  is,  half  the  total  number,  then 

n  X  1-8-20   Vl^L^  =  50, 

2 

.  • .     n  =  62-5. 

Consequently  the  total  number  of  cells  required  is  125. 
Hence,  whether  we  put  the  40  lamps  two  in  series  and 
20  in  parallel,  and  use  all  the  cells  in  series,  or  put  half 
the  cells  in  series  and  two  in  parallel,  and  use  all  the 
lamps  in  parallel,  exactly  the  same  number,  125,  of  cells 
is  required. 

There  is  one  other  arrangement  that  might  be  tried, 
viz.,  all  the  lamps  and  all  the  cells  in  series,  but  from 
what  we  saw  in  the  first  part  of  example  No.  64,  we  may 
anticipate  that  this  will  be  a  very  bad  arrangement. 
With  this  arrangement  the  current  required  will  be  half 
an  ampere,  the  P.  D.  40  x  50  volts, 

.'.     nx  1-8-iw  X  0-1  =  2,000, 

or   n  =  1,142-9. 

Hence  1,1 43  cells  would  be  required  with  this  arrangements 

Example  66. — How  many  Daniell's  cells,  each  having 
an  R  M.  F.  of  1  -1  volts,  and  an  internal  resistance  of 
0*8  ohmsy  would  be  required  to  feed  two  Edison  incan- 
descent lamps,  each  requiring  0-75  of  an  ampere,  and  110 
volts  at  its  terminals  ) 
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One  such  DanielFs  cell,  short-circuited,  would  produce 

I'l 

—    or  1'375  amperes, 

hence,  if  we  put  the  lamps  in  series,  one  row  of  Daniell's 
cells  in  series  will  produce  sufficient  current.  If,  how- 
ever, we  put  the  two  lamps  in  parallel,  then,  since  the 
total  current  must  be  1*5  amperes,  we  must  have  two 
rows  of  cells. 

First,  let  the  lamps  and  cells  be  in  series,  then 

n  X  11 -0-75  w  X  0-8  =  220, 

or  TO  =  440. 

Second,  let  the  cells  be  half  in  series  and  two  in 
parallel,  and  let  n  be  the  number  in  series,  the  lamps 
being  still  in  series,  then 

w  X  M-0-75!^—  =  220, 

2 

or    71  =  275. 

Hence,  the  total  number  of  cells  necessary  will  be  550, 
or  this  arrangement  is  worse  than  the  preceding. 

Third,  let  the  cells  be  half  in  series  and  two  in 
parallel,  but  let  the  lamps  be  also  in  parallel,  then 

nxM-r5^^Q-^  =  110, 

2 

or    TO  =  220. 

Hence,  the  total  number  of  cells  required  is  440,  or  the 
same  as  in  the  first  case. 

Fourth,  let  the  cells  be  three  in  parallel  and  to  in 
series^  and  let  the  two  lamps  be  still  in  parallel,  then 

TO  X  1*1 -r  1*5  =  110, 

3 

.  •.    TO  =  157  1, 
and  the  total  number  of  cells  required  would  be  472. 
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Therefore,  arrangements  Nos.  1  and  3  require  the 
least  number  of  cells,  but  with  any  arrangement  the 
number  of  DanielFs  cells  required  is  very  large  in  con- 
sequence of  the  high  resistance  of  the  cells,  and  of  the  fact 
that  the  greater  part  of  the  energy  is  expended  in  send- 
ing the  current  through  the  cells  themselves. 

Example  67. — How  many  lamps  in  parallel,  each  re- 
quiring 80  volts,  and  0*6  of  an  ampere,  can  be  fed  with 
42  accumulators  in  series,  each  having  1*95  volts  E.M.F. 
on  discharging,  and  0  005  ohms'  internal  resistance  ? 

Let  I  be  the  number  of  lamps,  then,  since  the  total 
current  will  be  ^  x  0*6,  we  have 

42  X  1-95 -Z  X  0-6  x  42  x  0005  =  80. 

Ansioer. — 15. 

Example  68. — If  the  number  of  accumulators  in  the 
last  question  be  increased  by  one,  by  how  many  may  the 
number  of  lamps  be  increased  ) 

Answer, — ^The  number  of  lamps  may  now  be  29*8, 
that  is,  may  be  30  all  a  trifle  too  dull,  or  29  a  trifle  too 
bright,  unless  a  small  resistance  be  introduced.  The  ad- 
dition, therefore,  of  one  accumulator  practically  doubles 
the  number  of  lamps  that  can  be  fed  by  them. 

Example  69. — If  there  be  44  accumulators  in  series, 
and  if  46  lamps  be  fed  by  them,  each  lamp  requiring,  as 
before,  80  volts  at  its  terminals,  and  0*6  of  an  ampere 
passing  through  it  when  properly  glowing,  how  much 
per  cent,  will  the  current  passing  through  the  lamps  be 
too  great  or  too  small  ? 

80 
The  resistance  of  each  lamp  Is  —  or  133*3  ohms,  hence 

133*3 
the  resistance  of  all  the  lamps  will  be   —-—    or   2*899 

ohms,  consequently   the  current  passing  through  them 
will  be 
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4txl'95 
44  X  0-005  -f  2-899  *™P®^^ 
or  27-61         „ 

The  current  that  ought  to  pass  through  the  lamps 
is  46  X  0*6,  or  27*6  amperes.  Hence  the  cun*ent  is 
about  0*3  per  cent,  too  small 

137.  Variation  produced  in  the  Total  Current  by 
Shunting  a  Portion  of  the  Circuit. — ^We  can  now  cal- 
culate the  erUire  effect  produced  on  the  current  passing 
through  a  galvanometer  of  resistance  g,  by  shunting  the 
galvanometer  with  a  shunt  of  resistance  s.  Let  E  be 
the  E.  M.  E.  in  volts,  and  b  the  resistance  in  ohms,  of  a 
battery,  r  the  resistance  in  ohms  of  the  rest  of  the  cir- 
cuit, excluding  the  galvanometer,  and  g  the  resistance  of 
the  galvanometer ;  then,  before  shunting,  the  current  G^, 
in  amperes,  that  passes  through  the  galvanometer,  is 
simply  the  whole  current  Aj,  that  passes  through  the  bat- 
tery, and  this  equals 

E 

, amperes. 

h+r+g       ^ 

After  shunting,  the  current  Ag,  now  flowing  through  the 
battery,  becomes  ^ 

amperes, 


6  +  r  + 


^9 

8+9 


g 

and  the  fraction of  this  passes  through  the  galva- 

s  -\-  g 

nometer;  therefore,  if  Gg  be  the   current  now  passing 

through  the  galvanometer, 

8  E 


^3    = 


8+g 

gE 

'  (•  f  g){b  +  r)  -h  sg 
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If  6  +  **  be   very    large  compared   wiih  g^   then, 
approximateljy 

trj    =     . , 


and  A3  = 


'■^9 

6  +  r 

£ 

6  +  r' 

E 

*+r' 

« 

A„ 

also  A|    = 


that  is  to  say,  the  current  passing  through  the  battery 
and  through  r  is  practically  unchanged  by  shunting  the 
galvanometer,  and,  therefore,  after  the  galvanometer  has 

been  shunted,  it  is  not  merely  the  fraction of  A^ 

s  '\-  g 
g 

but  of  Aj,  that  passes  through  the  galvanometer. 

«  -I-  ^ 
On  the  other  hand,  if  5  -h  ^  be  small  compared  with 

g^  then,  approximately, 


G,  = 


8g 
E 


and  Gi  =  Ai  =  — , 

9 
.  • .     Gg  =  Gi  approximately. 

8  g 
Hence,  as  long  as  — ^-  is  large  compared  with  ft  +  r, 

s  -\-  g 

that  is,  as  long  as  the  shunted  galvanometer  is  the  major 
part  of  the  whole  resistance  in  the  circuit,  shunting  the 
galvanometer  produces  no  diminution  in  the  current 
flowing  through  it     And  it  is  not  until  the  resistance 
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of  the  shunted  galvanometer  is  reduced  to  a  value  com- 
parable with  6  +  r,  that  the  galvanometer  dedection  is 
seriously  diminished. 

Example  70. — If  the  resistance  of  a  galvanometer  be 
1,000  ohms,  what  must  be  the  resistance  of  a  shunt  to 
diminish  the  current  passing  through  the  galvanometer 
to  one-half,  first,  when  the  resistance  of  the  rest  of  the 
circuit  is  100,000  ohms;  secondly,  when  it  is  only  100 
ohms) 

In  the  first  case  we  have 

«E  1  E 


{8  +  g){b^r)  +  8g       2   h  ^- r  ^  g 
or  substituting 

8_ ^     1  1_ 

(s  -h  1,000)  X  100,000  -f  «  X  1,000  "   2   ^    101,000' 

.  •.  «  =  990*1  ohms; 

that  is,  8  is  only  a  little  less  than  1,000  ohms,  which 
is  the  resistance  of  the  galvanometer. 
In  the  second  case 

8  1  1 

=    -     X  —    , 


(«  +  1,000)  X  100  -h  «  X  1,000        2        1,100 

.  • .    8  =.  90*9  ohms, 

or  not  as  much   as   one-tenth  of  the  galvanometer  re- 
sistance. 

Excmhple  71. — What  must  be  the  resistance  of  a 
galvanometer  relatively  to  that  of  the  rest  of  the  circuit, 
so  that  shunting  the  galvanometer  with  a  quarter  of  its 
own  resistance  may  halve  the  current  passing  through  it  1 

From  what  has  preceded,  we  have 

8  1  1 

{9-\'g){h  +  T)  +  8g  2  h  +  r+g 
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and  since  8  =  ^^ 

4 

4  1 

r    i    X 


r  -{-  g 


Example  72, — In  example  No.  38,  given  on  page 
180,  what  resistance  must  be  added  to  the  main  circuit, 
so  that  the  insertion  of  the  shunt  shall  not  alter  the  total 
cuiTent  1 

To  solve  this  question  we  must  consider  by  how  much 
the  resistance  of  the  circuit  has  been  diminished  by  the 
insertion  of  the  shunt,  this  diminution  being,  of  course, 
equal  to  the  difference  between  the  resistances  of  the 
galvanometer  shunted  and  unshunted. 

The  shunted  galvanometer  has  a  resistance  of 

1,808  X  452 


> 


1,808  +  452 
or    361 '6  ohms, 

therefore  the  resistance  of  the  circuit  has  been  diminished 
by  462— 361*6,  or  90*4  ohms,  and  this  resistance  must  be 
added  if  we  wish  that  the  total  current  shall  be  kept 
constant. 

Example  73. — ^What  resistances  must  be  added  to  the 
main  circuit  to  keep  the  total  current  constant  when  a 
galvanometer,  having  1,000  ohms' •  resistance,  is  shunted 
with  the  three  shunts  which  respectively  allow  -Ar^h, 
yjTjth,  and  -nftnytt  of  *^©  current  to  flow  through  the 
galvanometer  1 

If  «  be  the  resistance  of  the  shunt,  and  g  the  resist- 
ance of  the  galvanometer,  the  diminution  of  the  resistance, 
produced  by  shunting  the  galyo^ometer  ib 

I 
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g  -  — ^-,   or    ^ 


s-¥  g       8  -^  g 

From  what  has  been  given  in  §  104,  page  178,  the  I'esist- 

1000     1000 
ances  of    the  three  shunts  must  be  — t-»  >    and 

ohms  respectively.     Therefore,  the  resistances  that 

«/«/«7 

must  be  added  are 

1^^^'     or  900  ohms, 


1222  +  1000 


1000?_  ^r  990  , 


1222  + 1000 

99 
10008 

1222  + 1000 

999 


or  999 


138.  Constant  Total  Current  Shunts.— There  are  two 
ways,  differing  somewhat  from  one  another,  by  means  of  winch  a 
box  of  shunts  can  be  so  arranged  that  the  insertion  of  the  shunt 
coil,  parallel  to  the  galvanometer,  also  introduces  a  compensating 
resistance  in  the  main  circuit,  and  so  keeps  the  main  current  un- 
altered in  strength.  The  first  of  these  is  due  to  Mr.  Kempe,  and 
the  second  to  Mr.  Bymer  Jones. 

Fig.  94  shows  symbolically  Mr.  Kempe's  arrangement,  and  it 
will  be  seen  that  the  insertion  of  a  plug  into  one  of  the  holes 
A,  B,  C,  for  the  purpose  of  introducing  a  shunt  parallel  to  the 
galyanometer  G,  fJso  adds  one  or  more  of  the  resistances  rj,  r.,  rg, 
to  the  main  circuit,  whereas,  if  the  plug  be  inserted  in  the  hole 
which  is  not  lettered,  the  galvanometer  is  unshunted,  and  all  the 
three  coils  ri,  r^  rj,  are  cut  out  of  the  circuit.  A  plan  of  the 
actual  shunt  box  is  seen  in  Fig.  95. 

To  determine  what  should  be  the  values  of  these  resistances, 
we  have  to  remember  that,  if  i}|,  n^  fig  be  the  three  multiplying 
B 
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powers  of  the  Bbnnta,  so  that  the  three  currents  Oi,  O,.  Qg,  passing 
Uiroiigh  die  galvanometer  arc  respoctively  equal  to  -  - ,  — ,  — , 
vhere  C  is  the  total  cumnt  in  each  case,  the  resislaoces  of  the 


•hunted  galvanometer  a 


1  the  three  otsea  ?-,?_,-£,  if  j 


be  the  resistance  of  the  galvanometer  itself.    In  order,  therefore, 
that  the  total  resistance  in  the  circuit  may  be  constant,  we  mutt 


r^-^,;  =  g  - 

ff  +  'i 
"1    ' 

and     r,  =  9  - 

S'  +  '^+'s 

From  which  it  may  be  shown  that 
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^M»ieer.~«,  =  6008,  »,  =  60-964,  .j  =  616'667,  r,  =  45-466, 
r,  =  604-646,  and  r,=  4,446  000  ohnu. 

Fig.  96  showi,  sfinbolicBU7,  Mr.  Ryiner  Jones's  arraiigement. 
To  uae  it  lu>a  plugs  nave  alwiayi  U>  be  iasorted  in  the  holes  marked 
with  tlie  corresponding  figurea.  If  the  ploga  be  inserted  in  the 
two  holes  marked  1,  we  have  u  shunt  equal  to  a  and  a  resistance 
added  to  the  main  circuit  equal  to  h+  c  +d.  I(  the  pings  be  in- 
serted in  the  two  holes  marked  2,  then  we  have,  a  shimt  eaoal  to 
a-i-  b  and  a  resistance  e  +  a  added  to  the  main  lurenit,  Ac.  Hence, 
U  follows  that 
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« 

err 

9 

a-k-b 

= 

9 

a'\-b-{-e 

— 

9 

t 

b-^-e-^-d 

— 

X9» 

p-^d 

— 

xy, 

d-^-e 

,1,-1 

xy, 

from  which  a,  &,  e,  d,  e  can  be  easily  calculated  for  any  particular 
values  of  ^,  w,,  fts,  and  n,* 

If  one  of  the  plugs  be  inserted  in  the  hole  marked  4,  the  cir- 
cuit will  be  completed  through  the  galvanometer  unshunted. 

Example  76. — If  the  galvanometer  have  a  resistance  of  5,000 
ohms,  and  we  wish  either  the  -^th,  or  the  x^th,  or  the  -nsV^^^ 
of  the  total  current  to  pass  through  the  galvanometer,  what  must 
be  the  resistances  of  a,  b,  e,  d,  and  e  9 

Answer,— n  =  6006,  b  =  46-600,  e  =  606060,  d  =  4,444-94, 
and  0  =  66-06  ohms. 

Fewer  coils  are,  therefore,  required  with  this  second  arrange^ 
ment,  but  it  has  the  alight  disadvantage  that  it  requires  two  plugs 
to  be  inserted  instead  of  only  one  as  with  Mr.  Kempe's  arrange- 
ment. 

1S9.  Independence  of  the  Currents  in  Various  Cir- 
cuits in  Parallel. — IBVom  what  has  preceded  it  follows 
that  if  a,  c,  dj  &c.  (Fig.  97)  be  circuits  in  parallel 
with  the  batteiy  &,  the  currents  A,  C,  D,  ^.,  passing 
through  the  circuits  respectively,  will  be  each  indepen- 
dent of  the  stoppage,  or  variation,  of  any,  or  of  all, 
of  the  other  currents,  as  long  as  the  combined  resistance 
of  the  circuits,  that  is, 

1 

I  -h  1  +  1  4  Ac., 
a      e      a 
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is  hxge  compared  with  the  reBigtance  of  the  battery,  b. 
Because  the  current  through  any  one  of  the  circnits 
simply  depends  on  the  potential  difference  at  the  terminals 
of  the  battery,  and  on  the  resistance  of  the  particular 
circuit  The  latter  ia,  of  course,  not  alt«red  by  altering 
the  resistance  of  any  or  of  all  the  other  circuitB,  and  the 
potential  difference  at  the  terminab  of  the  batt«ry  re- 
mains constant  when  the  above  relationship  of  resistance 
is  fuiaUed. 

Practically,  therefore,  in  all  oases  where  a  generator 
of  very  small  irUemal  reeuUmce  is  employed,  the  currents 
in  various  parallel  circuits  fed 
by  it  are  all  independent  of  one 
another.  And  this  is  one  of  the 
great  advantages  of  the  very 
small  resistance  of  "accumu- 
lators," or  "  tecondary  hallerisi," 
or  "storage  cells,"  as  they  are 
differently  called,  for  electric 
lighting,  in  that  any  one  of  a 
number  of  lights  fed  in  parallel  pjg.  97. 

by  these  cells  can  be  turned  on 

or  off  without  materially  altering  the  intensity  of  the 
light  given  off  by  any  one  of  the  remainder. 

It  also  explains  why  Grove's  cells,  which,  as  stated  in 
§  124,  pi^  219,  have  a  small  resistance  compared  with 
Daniell's,  Minotto's,  and  other  well-known  cells,  were 
used  in  the  early  days  in  telegraph  offices,  when  the 
(liferent  messages  used  to  be  sent  along  several  tele- 
graph wires  with  (me  battery.  The  trouble  and  expense, 
however,  involved  in  keeping  the  Grove's  cells  in  order 
caused  the  plan  of  working  several  telegraph  wires  with 
one  battery  to  be  abandoned  in  favour  of  having  a  sepa- 
rate battery  of  much  higher  resistance  to  work  each  line 
independently.  But  the  invention  of  aecumulators  by 
Plant*,  and  the  improvementa  that  have  been  effected  in 
them  by  Paure,  Swan,  Sellon,  Volckmar,  and  others, 
during  the  last  few  years,  are  leading  to  a  return  to  the 
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old  plan  of  several  telegraph  wires  being  worked  with 
onf^  current  generator. 

Eocam/ple  76. — If  three  telegraph  wires,  having  re- 
sistances of  200,  250,  and. 300  ohms  respectively,  in- 
cluding in  each  case  the  resistance  of  the  ^*  receiving 
vnatrument"  or  the  instrument  by  means  of  which  the 
messages  are  received,  be  worked  by  one  battery  having 
a  resistance  of  20  ohms,  by  how  much  por  cent,  will  the 
current  passing  along  the  first  line,  wh^  no  current  is 
passing  along  either  the  second  or  the  third  lines,  be 
altered  :  1st,  by  a  current  being  sent  along  the  second 
also ;  2nd,  by  a  current  being  sent  along  both  the  second 
and  the  third  lines,  in  addition  to  the  one  sent  along 
the  first  ? 

If  E  be  the  E.  M.  F.  of  the  battery  in  volts,  then  the 
current  0^,  flowing  along  the  first  line  when  no  current  is 
lowing  along  either  the  second  or  the  third,  is 

20T200  ""^^"^ 

If  a  current  is  also  being  sent  along  the  second  wire, 
the  total  current  flowing  through  the  battery  is 

E 

amperes, 


g^      200  X  250 


200  +  250 

and  of  this  the  current  Cgi  flowing  along  the  first  line,  is 

250         ,.  E 


200  +  250  20  +  ^QQ  X  2^Q 

200  +  250 

250  E 
20  (200 + 250)r +"200  "xTsO  ^^^^^ 

Similarly,  if  a  current  is  also  being  sent  along  the  third 
line,  the  current  Oj^,  flowing  along  the  first  line,  is 
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200  E 

-   X :; —  amperes. 


—  +  —  -h    L        20  +  1 

200      250      300  1.1.1 

"• T 


200      250       300 
Therefore,         Oj  =  — -  amperes, 

0,=     ' 


236 


and     Co  =  ,, 

*         2494 

Hence,  Cj  is  diminished  by  about  6*8  per  cent,  by  allow- 
ing a  current  to  flow  along  the  second  line,  and  by  about 
1 1  '7  per  cent  by  allowing  a  current  to  flow  along  both 
the  second  and  the  third  lines. 

Example  77. — If  two  telegraph  lines  each  have  a 
resistance  of  500  ohms,  including  the  resistances  of  the 
receiving  instruments,  what  may  be  the  greatest  resist- 
ance of  the  battery  employed  to  send  the  current  along 
both,  so  that  the  cuiTent  flowing  along  either  shall  not 
be  diminished  by  moi*e  than  1  per  cent  by  sending  a 
current  also  along  the  other  ? 

Let  E  be  the  E.  M.  F.  in  volts,  and  b  the  resistance 
of  the  battery  in  ohms,  then  the  current  flowing  along 
either  line,  when  no  current  is  being  sent  along  the 
other,  is 

and  the  current  flowing  along  either  line,  when  a  cur- 
rent is  also  being  sent  along  the  other,  is 

2      6T260  """P^"^ 
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Now  we  want  6  to  be  of  such  a  value  that 

_E 1  E        is  not  greater    ^      ^         ^ 

6  +  600      2      b+  250         than  100         b  +  600' 

Consequently,  the  largest  permissible  value  of  b  will  be 
found  by  making 


E  1    ^         E  IE 


6  +  500        2        6  +  250        100        6  +  600 

99               1  1     .,  1 

or         X    =     -    X 


> 


100         6+500  2  6  +  250 

Answer. — 6*1  ohms. 

Example  78. — There  are  two  telegraph  lines^  one 
having  a  resistance  of  400  ohms,  and  the  other  of  500 
ohms,  including  the  resistance  of  the  receiving  instru- 
ments. The  receiving  instrument  on  the  first  line  is  so 
arranged  that  it  will  work  without  adjustment,  with  cur- 
rents varying  between  6  and  6*2  thousandths  of  an  am- 
pere. What  must  be  the  K  M.  F.  of,  and  resistance  of, 
the  common  battery,  for  the  two  lines,  so  that  the  cur- 
rent flowing  along  the  first  line  may  be  always  between 
these  limits,  whether  or  not  a  current  is  being  sent  along 
the  second  line  1 

If  E  be  the  E.  M.  F.  in  volts,  and  6  the  resistance  in 
ohms  of  the  battery,  the  maximum  current  flowing  along 
the  first  line  will  be 

and  the  minimum  current 

600  E 

amperegy 


400  +  600  400  X  600 

"*■  400  +  600 

600  E 


or 


900  6  +  200,000 
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The  first  current  must  not  exceed  5*2  thousandths  of 
an  ampere,  and  the  second  must  not  be  less  than  5 
thousandths  of  an  ampera  Taking,  therefore,  the  limit- 
ing values,  we  may  say  that 

E        _      52 


And 


h  +  400        10,000 
5E 


9  6  +  2,000      1,000 

Solving  these  two  equations  for  E  and  6,  we  find 
that 

E  =  2-19  volts  about, 

and     6   =  21  ohms         „ 

In  practice,  larger  E.  M.  Fs.  than  this  must  be  used 
to  allow  for  leakage  along  the  line^  in  consequence  of 
which  only  a  portion  of  thp  'jurrent  that  leaves  Ihe  send- 
ing or  signalling  end  arrives  at  the  receiving  end. 

Eoccmiple  79. — If  10  of  the  30  lamps  in  example  68, 
page  252,  be  turned  out,  what  will  be  the  P.  D.  at  the 
terminals  of  the  remaining  20  ? 

Answer, — 81*27  volts. 

Example  80. — If  50  or  more  incandescent  lamps  in 
parallel,  each  requiring  0*8  amperes  and  100  volts  to 
glow  properly,  be  fed  with  55  accumulators  in  series, 
each  having  an  E.  M.  F.  of  1  '98  volts  when  discharging, 
what  must  be  the  resistance  of  each  accumulator,  and 
what  is  the  maximum  number  of  lamps  that  can  be 
lighted,  so  that  the  P.  D.  at  their  terminals  never  ex- 
ceeds 101,  and  is  never  less  than  99  volts? 

The  resistance  of  each  lamp  may  be  taken  as  -r-^ 

or  125  ohm&  Hence,  considering  the  case  of  the  least 
number  of  lamps,  50,  which  will  correspond  with  the 
highest  number  of  volts,  101^  we  have,  if  &  be  the  resist- 
ance of  one  accumulator, 


266  PRACTICAL  ELECTRICITT.  CChap.  VI. 

55  X  1-98  _  101 
556  +  125-125' 
50         50 

from  which  it  follows  that  b  =  0  003555  ohm& 

Next,  considering  the  case  of  the  largest  number  of 
lamps  n,  which  will  correspond  with  the  lowest  number 
of  volts  allowed,  viz.  99,  we  have 

55  X  1-9     ^  ^ 

556 -fl??        l^ 
n  n 

Substituting  in  this  the  value  previously  found  for  6, 
and  solving  for  n,  we  find  that 

n  =  63-92. 

Hence,    64   lights    would    be    practically    the    largest 
number. 


CHAPTER   VI. 

INSULATION. 

140.  Snifaoe  Leakage,  and  Leakage  throagh  the  Mass — 141.  Coating 
Insulating  Stems  with  Paraffin  Wax,  or  Shell-lac  Varnish  —142. 
Sealing  up  One  End  of  a  Gable  when  under  Test — 143.  Construc- 
tion of  an  Insulating  Stand — 144.  Laws  of  Siuface  Leakage,  and 
of  Leakage  through  the  Mass — 145.  Corrugating  the  Sides  of 
Ebonite  Pillars  — 146.  Common  Fault  made  in  Constructing 
Ebonite  Pillars — ^147.  Telegraph  Insulators — ^148.  Testing  Insu- 
lators during  Manufacture — 149.  Measuring  High  Besistanoes — 
-  160.  Subdividing  a  P.D.  into  Known  fractions— 151.  Constant 
of  a  Galvanometer — 152.  Very  Delicate  Galvanometers— 153. 
Thomson's  Astatic  Galvanometers — 154.  Importiuice  of  the  Gal- 
vanometer being  Well  Insulated. 

140.  Surface  Leakage,  and  Leakage  through  the 

HaSB. — ^There  are  two  ways  in  which  electricity  may 
pass  from  one  body  to  another  ;  it  may  either  creep  along 
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a  layer  of  dirt  and  moisture  on  the  surface  of  an 
insulating  rod,  or  it  may  pass  through  the  mass  of  the 
insulating  material.  The  former  may  be  called  "  sv/rface 
leahctge^ ;  and  the  latter,  ^^ leakage  tfvrough  the  masa,^^ 
In  the  case  of  a  charged  body  supported  on  a  rod  of  glass 
or  ebonite,  stir/ace  leakage  is  the  main  thing  to  guard 
against ;  whereas,  with  a  long  submarine  cable,  consisting 
of  a  copper  conductor  surrounded  with  guttapercha  or 
with  indiarubber,  and  immersed  in  the  sea,  the  main  loss 
of  electricity  is  through  the  guttapercha  or  indiarubber. 
If,  however,  the  piece  of  insulated  cable  be  very  short, 
then  the  surface  leakage  at  the  ends,  arising  from  the 
electricity  creeping 
from  the  ends  of  the 
copper  conductor 
over  the  ends  of  the 
guttapercha  covering  Fig.  96. 

to  the  water  or  the 

iron  sheathing  which  is  outside  the  guttapercha,  may 
be  the  cause  ^of  the  most  important  part  of  the  loss. 
Hence,  when  it  is  desired  to  test  the  actual  passage 
of  the  electricity  from  the  conductor  through  the  in- 
sulating material,  it  is  usual,  in  order  to  diminish  the 
surface  leakage  to  a  minimum,  to  cut  the  end  of  the 
core  like  a  pencil,  as  shown  in  Fig.  98,  so  as  to  expose 
a  long  freafdy  bared,  clean,  dry  surface  of  guttapercha 
or  indiarubber.  The  insulation  of  the  end  can  be  still 
further  improved  by  coating  the  surface  with  a  thin 
layer  of  clean  paraffin  wax,  which  has  been  first  melted 
by  heating,  to  a  temperature  not  however  much  above 
that  of  boiling  water,  otherwise  the  wax  would  be  par- 
tially decomposed,  and  its  resistance  diminished.* 

141.  Coating  Insulating  Stems  with  ParafiSn  Wax 
or  Bhell-lac  Varnish. — Coating  the  surface  of  any  insu- 
lating stem  which  is  exposed  to  the  air  with  paraffin  wax 

*  To  avoid  the  paraffin  wax  being  overheated,  it  is  well  to  warm 
the  vessel  containing  it  by  means  of  a  vxUer  bath  in  the  same  way  that 
glue  is  usually  heated  in  an  ordinary  glue-pot. 
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has  not  only  the  advantage  that  it  renders  the  surface 
much  less  "  hygroscojnc"  or  attractive  of  moisture,  but 
it  enables  the  wax  to  be  easily  partially  scraped  off  at  any 
time,  and  a  new  clean  dry  surface  exposed.  Shell-lac 
varnish,  made  by  dissolving  shell-lac  in  alcohol,  may  be 
employ;d  in  th/ place  of  Wffin  ^^  bat,  ik  Jany 
cases,  it  is  not  as  good,  partly  because  shell-lac,  being 
hard  and  brittle,  cannot  be  easUy  scraped  so  as  to  expose 
a  new  clean  surface,  and  partly  because,  at  the  present 
day,  it  is  very  difficult  to  buy  really  good  shell-lac,  the 
material  of  commerce  being  much  adulterated.*  If, 
however^  a  glass  rod  ccm  he  kept  free  from  dust,  and 
artificially  dried,  then  it  is  better  to  put  neither  paraffin 
wax  nor  any  ki/nd  ofva/mish  on  it, 

142.  Sealing  up  One  End  of  a  Cable  when  under 
Test. — The  insulation  of  a  cable  may  be  tested  by 
measuring  with  a  very  delicate  galvanometer  the 
current  that  a  battery  of  high  E.  M.  F.  can  send 
through  the  indiarubber,  guttapercha,  or  other  insu- 
lating material  used  in  its  construction.  To  do  this 
it  is  only  necessary  to  have  one  end  of  the  copper 
conductor  bare,  hence  it  is  desirable  after  pointing  the 
guttapercha  at  the  other  end,  as  shown  in  the  last  figure, 
to  seal  it  up  altogether  by  dipping  it  into  paraffin  wax 
two  or  three  times,  so  as  to  cause  a  lump  of  paraffin  wax 
to  adhere  to  it,  which  can  be  best  done  when  the  paraffin 
wax  has  cooled  until  it  is  approaching  the  temperature 
of  solidification. 

143.  Construction  of  an  Insulating  Stand. — In 
Fig.  29  the  plate  a,  and  in  Fig.  40  the  pot  p,  are 
supported  on  a  special  form  of  insulating  stand,  in  which 

*  Dr.  A.  Muirhead,  who  has  had  great  experience  in  the  use  of 
Rhell-lao  in  the  construction  of  condensers,  recommends  the  following 
process  for  obtaining  good  insulating  Yamish.  Obtain  "  button  "  lac, 
pick  out  the  cleanest  lumps,  and  dissolve  them  in  absot/ute  alcohoL 
Allow  the  solution  to  stand  for  some  time,  uid  use  only  the  wpper  part 
of  the  solution.  When  the  highest  insulation  is  required,  first  dissolve 
the  button  lac  in  ordinary  alcohol,  and  precipitate  it  bv  allowing  the 
solution  to  trickle  into  distilled  water,  then  dissolve  the  precipitate 
in  abflolute  aloohoL 
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the  glass  rod  is  kept  Jreefrom  dust  and  a/rtificially  dried. 
This  device  for  obtaining  high  insulation  is  far  superior  to 
the  old-fashioned  plan  of  using  a  simple  rod  of  glass  or 
ebonite,  since  such  a  rod,  whether  it  was  coated  with 
varnish  or  not,  required  perpetual  cleaning  and  drying  to 
prevent  the  electricity  leaking  down  its  surface.  The 
special  arrangement  shown  in  these  figures,  and  which 
has  been  designed  by  the  author  for  experiments  on 
statical  electricity,  consists  of  a  glass  vessel  made  of  any 
convenient  kind  of  glass,  and  having  at  its  bottom  a 
tubulure  of  glass  attached  vertically  at  the  centre.  This 
tubulure,  or  collar,  of  glass  is  ground  inside  like  the 
inside  of  the  neck  of  a  glass-stoppered  bottle,  and  into  this 
tubulure  the  ground  end  of  a  rod  of  highly  insulating 
glass  fits,  much  in  the  same  way  as  a  glass  stopper  does 
into  a  bottle.  On  to  the  top  of  this  glass  rod  anything  can 
be  fixed ;  for  example,  the  plate  A  (Fig.  29),  and  the 
pot  p  (Fig.  40),  are  supported  in  position  by  a  little 
collar  of  metal,  which  is  soldered  to  the  bottom  of  A  and 
of  p,  and  which  slips  fairly  tightly  over  the  top  of  the 
glass  rod.  Before  the  glass  rod  is  inserted  a  little  strong 
sulphuric  acid  is  poured  in,  and  rests  on  the  expanded 
bottom  of  the  glass  vessel,  exposing  a  large  surface  of 
acid  for  absorbing  the  moisture  contained  in  the  air  in 
the  vessel.  When  the  instrument  is  not  in  use  a  split 
indiarubber  stopper  i,  seen  in  Fig.  40  resting  on  the 
base  of  the  instrument,  is  inserted  to  close  up  the  neck 
of  the  glass  vessel,  which  is  contracted  at  the  top,  partly 
for  this  purpose,  and  partly  to  avoid  a  too  rapid  inter- 
change of  air  between  the  inside  and  the  outside  of  the 
glass  vessel  when  the  instrument  is  in  use. 

The  advantages  of  this  insulating  stand  are  : — 
1.  The  rod  can  be  easily  taken  out  and  cleaned.  To 
clean  such  a  rod  hold  it  by  the  end,  and  wash  it  by 
means  of  a  clean  brush  with  soda  and  warm  water  to 
remove  the  grease ;  then  rub  it  with  another  brush  while 
a  stream  of  warm  ordinary  water  flows  over  it,  to  remove 
the  soda ;  and,  lastly,  let  a  stream  of  distilled  water  flow 
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over  it  to  remove  the  trace  of  salt  which  is  dissolved  in 
ordinary  water.  The  rod  should  be  dried  before  a  fire ;  or, 
better,  by  being  hung  up  xinder  a  glass  shade,  or  in  some 
confined  space  free  from  dust,  in  which  there  is  a  vessel 
containing  a  little  strong  sulphuric  acid.  On  no  account 
dry  the  glass  rod  by  rvhhing  U  with  a  cloth,  nor  touch  U 
with  ihejmg&rs  except  ai  the  extreme  end, 

2.  The  rod  may  be  made  of  dense  flint  glass  which 
insulates  weU,  while  the  vessel  may  be  made  of  any  kind 
of  glass  that  can  be  easily,  and,  therefore,  cheaply 
blown,  without  reference  to  its  insulating  qualities. 

3.  As  the  rod  is  easily  taken  out,  the  sulphuric  acid 
can  be  put  into  the  vessel  without  splashing  the  rod ;  or 
the  old  acid,  after  it  has  become  weak  by  absorbing 
water-vapour,  may  be  emptied  out,  and  fresh  acid  put  in 
without  fear  of  dirtying  the  rod.  This  it  would  be 
difficult  to  do,  even  with  another  opening  in  the  vessel, 
if  the  rod  were  immovable. 

144.  Laws  of  Surface  Leakage,  and  of  Leakage 
through  the  Mass. — The  film  of  dirt  and  moisture  on  a 
rod  acts  like  an  exceedingly  thin  layer  of  conducting 
matter,  therefore  for  stems  equally  damp  and  dirty  (and 
the  cleanest  glass  stem  rapidly  becomes  damp  and  dirty 
when  exposed  to  the  air),  the  surface  resistance  or  insu- 
lation 

I 

where  I  is  the  length,  and  d  the  diameter  of  the  stem, 
since  resistance  is  directly  proportional  to  the  length,  and 
inversely  as  the  sectional  area  of  the  conducting  layer. 
The  stem  also  conducts  through  its  mass,  and  its  resist 
tance  in  ohms  is 

4 

where  g  is  the  resistance  in  ohms  between  the  opposite 
faces  of  a  cubic  unit  of  the  glass  or  other  material,  of 
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which  the  insulating  stem  is  made,  I  its  length,  and  d  its 
diameter.  If  I  and  ci?  be  in  centimetres,  g  must  be  the 
resistance  of  a  cubic  centimetre ;  or,  if  I  and  c?  be  in 
inches,  g  must  be  the  resistance  of  a  cubic  inch. 

The  approximate  values  of  g  in  ohms  per  cubic  centi- 
metre, for  some  good  insulators,  are  given  in  Table 
No.  Y.  The  resistance  of  an  insulator  increases  up  to 
a  certain  limit  with  the  time  the  current  is  kept  on,  or 
with  the  time  of  ** electrification"  as  it  is  shortly  called, 
so  that  the  values  in  the  table,  which  have  been  obtained 
after  several  minutes'  electrification,  represent  approxi- 
mately this  maximum  value.  The  resistance  of  insula- 
tors also  varies  with  the  temperature,  but  while  the 
resistance  of  conductors  increases  with  elevation  of 
temperature,  the  resistance  of  insulators  diminishes  with 
elevation  of  temperature. 

TABLE  No.  V. 


Subetanoe. 

Tempers 
ture  — 
Centigrade. 

Approximate  Be- 
sistanceinobms 
per  oubic  centi- 
metre     after 
several  minutes* 
electrification. 

Authority. 

Mica  .... 
Guttapercha   . 

Shell-lac.    .    . 

Hooper'sVulca- 
nised   India-  - 
rubber     .     . 

Ebonite  •    .     . 

Paraffin  Wax  . 

20^ 

24° 

28** 

24^ 

46^ 
46 

84  X  10" 

460  X  1012 

9,000  X  10" 

15,000  X  1013 

28,000  X  1013 
34,000  X  1013 

Author. 
(  Standard  adopted 
{  by  Mr.  Latimer 
(           Clark. 

Author. 

Tests  of  Cables. 

Author. 
>» 

The  resistance  of  dense  flint  glass  has  not,  as  far  as 
the  author  is  aware,  been  measured  at  as  low  a  tempera- 
ture as  40°  C.  after  a  long  period  of  electrification.  At 
100^  C,  Mr.  Thomas  Gray  found  that  it  was  about 
206  X  10^2  ohms  per  cubic  centimetre,  at  60**  C.  about 
1,020  X  101^,  and  that  it  increased  very  rapidly  as  the 
temperature  diminished.      Some  experiments  made  by 
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the  author  showed  that,  after  several  hours'  electrifica- 
tion, the  resistance  per  cubic  centimetre  at  ordinary 
temperatures  had  a  far  greater  value  than  this. 

In  the  above  formulae  for  the  surface  resistance  and 
resistance  of  the  mass  of  a  rod,  the  more  I  is  increased,  that 
is  to  say,  the  longer  the  stem  is  made,  the  larger  both  the 
surface  and  the  mass  insulation  become ;  while,  on  the 
other  hand,  the  larger  the  value  of  d,  the  smaller  are  both 
the  surface  and  the  mass  insulation,  the  latter,  however, 
diminishing  much  more  rapidly  than  the  former,  as  c^  is 
increased.  Consequently,  while  for  a  long  thin  rod  of 
fairly  good  insulating  material  the  main  loss  of  electricity 
will  be  over  the  surface,  for  a  very  short  thick  rod,  for  a 
sheet,  in  fact,  of  insulating  material  (for  that  is  what  a 
rod  ultimately  becomes,  a«  it  is  made  shorter  and  thicker), 
the  main  leakage  will  be  through  the  material  if  the  elec- 
tricity is  conveyed  to  the  different  parts  at  each  side  of 
the  sheet  by  means  of  a  piece  of  tm-foil,  stuck  on  both 
sides  of  the  sheet  of  insulating  material,  and  if  sufficient 
of  the  surface  of  the  insulating  material  near  the  edges 
of  the  sheet  be  left  uncovered  to  prevent  surface  leakage. 
(See  construction  of  condensers,  §  173,  page  318.) 

145.  Corrugating  the  Sides  of  Ebonite  Pillars. — 
In  order  to  increase  the  value  of  Z  in  the  case  of  an  in- 
sulating stem  without  making  it  very  tall  and  weak,  it 
may  be  made  with  corrugations^  as  shown  in  Fig.  99. 
These  rings  have  not  only  the  advantage  that  ^  is  in- 
creased,  but  the  thin  edges  may  be  very  easily  wiped 
with  a  clean  cloth,  and  the  insulation  thereby  improved. 
Further,  although  these  edges  may  be  dirtied  if  the  rod 
be  touched  or  taken  hold  of,  the  cavities  between  them 
will  probably  be  left  clean,  and  hence  a  continuous  line 
of  dirt  will  not  be  formed  from  the  top  to  the  bottom  of 
the  pillar,  as  would  probably  be  the  case  if  the  surface 
of  the  pillar  were  smooth  without  corrugations. 

146.  Common  Fault  made  in  Constructing  Ebonite 
Pillars. — A  common  fault  made  in  constructing  insu- 
lating stems  of  ebonite,  and  which  should  be  most  care* 
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fully  gnarded  against,  consiate  in  diiJling  a  hole  right 
through  the  stem,  and  then  inaerting  into  the  top  of 
this  hole  the  screw  which  holds  on  the  terminal,  and  into 
the  bottom  the  screw  which  holds  the   pillar   to   th« 


Pig.  98. 

base.  This  continuous  hole  malces  it  impossible  by 
any  amount  of  cleaning  and  paraffining  of  the  outdde 
of  the  stem  to  obtain  good  insulation,  for  even  if  the 
sides  of  this  hole  between  the  ends  of  the  screws  were 
quit*  clean,  the  length  of  ebonite  sarfoce  separating  the 
ends  of  the  screws  would  be  small  compared  with  the 
length  of  the  pillar  outside,  and  so  the  leakage  from 
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screw  to  screw  inside  the  ebonite  piUar  wonld  be  greater 

thau  along  the  ontside ;  but  when  in  addition  the  sides 
of  this  hole   are,  aa  is  frequently  the  case,  dirty,  the 
insulation  of  the  pillar  is  immensely  diminished  by  the 
hole  being  bored  right  through.     The  hole  should,  there- 
tore,  on  no   iiccount  be  drilled  through ;   and    in    the 
case  of  any  old  apparatus  in  which  this  mistake  has  been 
made,  the  screvs  should  be  taken  out,  and  the  sides  of 
the  hole  carefully  cleaned  with  a  small  brush,  such  as 
is  sold  for  cleaning  glass  tubes,  using  first   soda   and 
wann  wat«r,  then  warm  water  without  soda,  and,  lastly, 
allowing  a  stream  of  distilled  water 
to  flow  through  the  hole ;   finally, 
when  the  sides  of  the  hole  are  quite 
dry,  melted  pu-afiin  wax  should  l>e 
poured  in,  so  that  there  is  a  little 
block  of  paraffin  wax  filling  up  the 
hole  between  the  ends  of  the  screws, 
147.  Telegraph  InsnlatoTB. — In 
the    case    of    the   earthenware,    or 
porcelain,  insulators    used   to   sup- 
port telegraph  wires,  length  of  sur- 
face, combined  with  small  periphery 
of  a  transverse  section,  is  obtained 
by  means  of  the  "  donbk  cup  inau- 
Itttor"  (Fig.  100).      This  form    of 
insulator,  which  was  originally  pi-o- 
posed  by  Mr.   Latimer   Clark,  has 
also  the  advant^e  that  the  inner 
Fig.  100.  surface  2,  2   of  the   outer  cup,   as 

well  as  the  inner  4, 4,  and  outer 
surface  3,  3  of  the  inner  cup,  are  kept  tolerably  clean 
and  dry.  Before  the  electricity  escaping  from  the  wire, 
which  is  bound  in  the  groove  at  the  upper  part  of 
the  insulator,  can  reach  the  iron  stalk,  by  means  of 
which  the  insulator  is  attached  to  the  wooden  or  iron 
bracket  on  the  telegraph  pc»t,  it  must  leak  down  the 
outside  of  the  outer  cup  \,  1,  then  up  the  inside  of  the 
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outer  cup  2,  2,  then  down  the  outside  of  the  inner  cup 
3,  3,  and,  lastly,  up  the  inside  of  the  inner  cup  4,  4. 

The  porcelain,  or  earthenware,  cups  should,  as  origi- 
nally suggested  by  the  late  Mr.  Cromwell  Varley,  be 
moulded  separately,  and  cemented  together  after  they 
are  baked,  in  order  that  a  possible  flaw  in  the  one  may 
not  be  accompanied  by  a  flaw  in  the  other,  which  would 
probably  be  the  case  if  they  were  moulded  in  one  and 
then  baked.  The  lips  of  the  cups  should  be  shaped  as 
shown  in  the  figure,  for,  with  this  shape,  Mr.  Yarley 
found  that  the  drops  of  water  hanging  on  the  lip  during, 
or  after,  rain,  were  simply  blown  a  little  way  up  inside 
the  cups,  instead  of  being  broken  and  the  moisture 
scattered  all  over  the  inside  of  the  insulator,  moistening 
all  parts. 

148.  Testing  Insulators  during  Manufacture. — In 

order  to  test  the  quality  of  insulators,  a  hundred  of  them 
are  placed,  inve^^ted^  so  that  they  can  hold  water,  in  a 
shaUow  metal-lined  trough,  conteining  sufficient  water  to 
come  to  within  half  an  inch  of  their  lips,  and  water 
having  been  poured  into  both  the  cups  so  as  to  reach  to 
about  the  same  height,  the  insulators  are  left  in  the  water 
for  at  least  forty-eight  hours,  to  give  time  for  the  water  to 
soak  into  any  cracks  in  the  earthenware  or  porcelain.  The 
metal  stalks  of  all  the  insulators  are  fastened  together 
with  copper  wire,  and  the  resistance  between  this  copper 
wire  and  the  water  in  the  trough,  or,  what  is  electrically 
the  same  thing,  the  metaUic  lining  of  the  trough,  will 
measure  the  parallel  resistance  to  leakage  through  the 
earthenware  or  porcelain  of  which  the  cups  are  made, 
and  over  the  surface  of  the  lips  of  the  cups.  To  diminish 
the  surface  leakage  as  much  as  possible,  the  lips  are 
dried,  just  before  the  test  is  made,  by  large  red-hot  rollers 
being  rapidly  rolled  backwards  and  forwards  over  the 
troughs  along  iron  rails  fastened  on  the  tops  of  the  sides 
of  the  troughs,  this  operation  being  performed  so  quickly 
that  the  lips  of  the  insulators  are  dried  before  any  appre- 
ciable quantity  of  the  water  in  the  trough  or  in  the 
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insulator  cnps  is  evaporated,  and  the  air  in  the  neigh* 
bourhood  of  the  cups  thus  rendered  steamy.  Then, 
before  the  lips  have  had  time  to  cool,  and,  therefore, 
before  any  fresh  moisture  can  settle  on  them,  the  parallel 
resistance  is  measured. 

The  resistance  of  one  double  cup  insulator  made  of 
porcelain,  and  tested  in  this  manner,  varies  from  five 
hundred  thousand  million  to  four  million  million  ohms, 
depending  on  the  size  of  the  cups,  and  the  quality  of  the 
clay  of  which  the  cups  are  made.  Taking  two  million  "meg- 
ohms" that  is  two  million  million  ohms,  «as  the  average 
resistance  of  each  of  a  batch  of  100,  the  100  should  have 
a  parallel  resistance  of  twenty  thousand  megohms.  If  a 
set  of  100  are  found  to  have  a  parallel  resistance  much 
below  the  other  sets  of  100  of  the  same  type,  it  is  either 
due  to  faulty  drying  of  the  lips,  or  to  the  presence  of  one 
or  more  cracked  porcelain  cups  in  the  batch,  or  to  one  or 
more  of  the  porcelain  cups  having  been  badly  baked 
Under  these  circumstances  a  red-hot  iron  roller  idiould  be 
again  rolled  backwards  and  forwards  over  the  trough, 
when,  if  the  same  low  resistance  is  again  obtained,  the 
wire  should  be  unwound  from  the  iron  stalks,  and  each 
insulator  should  be  tested  roughly  and  quickly^  by  touch- 
ing the  stalk  with  one  of  the  copper  wires  connected 
with  the  measuring  apparatus,  the  other  wire  coming 
from  the  measuring  apparatus  being  still  attached  to  the 
metallic  lining  of  the  trough.  In  touching  the  stalk 
with  the  wire,  care  must  be  taken  to  hold  the  india- 
rubber  or  guttapercha  covering  at  some  little  distance 
from  the  end,  and  the  insulating  coating  must  be  cut 
like  a  penci>,  as  shown  in  Fig.  98,  page  267 ;  otherwise 
the  leakage  to  earth  along  the  outer  surface  of  the  in- 
sulated wire  will  be  mistaken  for  leakage  through  the 
porcelain  of  an  insulator.  In  this  way  the  defective  in- 
sulator or  insulators  may  be  detected  and  removed  from 
the  batch. 

This  rough  method  of  picking  out  defective  insulators 
may  with  advantage  be  employed  before  the  stalks  of  the 
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insulators  are  wired  together,  and  the  parallel  resiscance 
of  the  batch  of  100  tested  accurately.  For  supposing  one 
million  megohms  were  taken  as  the  ^'  specified "  or  con- 
trcust  minimum  resistance  of  each  insulator,  then,  if  ninety- 
nine  of  them  happened  to  be  each  of  them  better  than 
the  specified  standard,  having,  say,  each  three  million 
megohms,  whereas  one  of  them  was  much  below  the 
standard,  and  had  only,  say,  twenty  thousand  megohms, 
the  parallel  resistance  of  the  100  would  be  12,048 
megohm&  But  as  this  would  be  more  than  the  specified 
resistance  of  a  good  hundred,  which  would  be  ten  thousand 
megohms,  it  follows  that,  although  the  batch  contained 
an  insulator  having  only  the  -fhs^  ^^  ^®  resistance  of 
each  of  the  remaining  ninety-nine,  the  batch  would  be 
allowed  to  pass  if  the  insulators  were  only  tested  in 
hundreds,  and  were  not  subjected  individually  to  any 
test  But  such  an  insulator,  which  had  only  the  xirj^ 
of  the  resistance  of  each  of  the  rest,  should  certainly  be 
rejected^  since,  although  the  defect  at  present  is  only  a 
small  one,  it  is  extremely  probable  that  this  defect  will 
go  on  increasing,  so  that  if  it  be  put  up  with  others 
on  a  telegraph  line,  more  electricity  will  eventually  leak 
through  this  insulator  to  the  ground  than  will  escape 
over  the  siuf ace  of  all  the  insulators  which  support 
several  miles  of  the  telegraph  wire. 

149.  Measuring  High  Resistances. — ^With  an  or- 
dinary Wheatstone's  bridge  we  can  test  resistances  up  to 
1*11  million  ohms,  but  not  above  that,  consequently  resist- 
ances of  thousands  of  megohms  are  usually  tested  in  quite 
a  different  way,  by  measuring  the  current  that  a  known 
P.  D.  will  send  through  them.  As,  however,  the  gal- 
vanometer must  be  extremely  sensitive  to  enable  such 
small  currents  to  be  measured  by  means  of  it,  and  as  the 
absolute  value  of  the  deflection  of  such  a  very  delicate 
or  sensitive  galvanometer  is  liable  to  vary  from  day  to 
day,  we  do  not  attempt  to  calibrate  the  galvanometer 
absolutely  in  amperes,  or  rather  in  miUionths  of  an  am- 
pere.    Further,  it  is  not  necessary  to  know  the  value  in 
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volts  of  the  p.  D.  employed,  since,  if  we  compare  the 
current  sent  by  this  P.  D.  througli  the  nnknowu  resist- 
ance with  that  Bent  by  the  same  P.  D.,  or  by  a  known 
portion  of  it,  through  a.  known  resistance,  the  value  of 
the  unknown  resistance  can  be  ascertained.  - 

150.  Subdividing  a  P.  D.  into  Known  Fractions. — 
The  simplest  arrangement  for  obtaining  a  known  fraction 
of  a  P.  D.  ia  to  cause  a  steady  cuirent,  by  means  of  a 
battery  b  (Fig.   101),  to  flow  through  a  very  high  resist- 
ance L  H ;   then  the  P,  D.  between  any  two  points  s't, 
bears  to  the  P.  D,  be- 
tween any  other  two 
points    L  M,  the  ratio 
that   the   resistance  q 
of  the  part  s  T  beai-s  to 
the  resistance  p  of  the 
whole  L  M.     The  P.  D. 
between  the  points  l  h 
Fig.  lOL  may   be    employed    to 

send  a  current  through 
the  unknown  reaiatance  a;,  and  the  P.  D.  between  the 
points  s  T,  through  a  known  resistance  r. 

It  is  not,  of  course,  necessary  that  both  the  points 
B  and  T  should  be  distinct  from  L  and  a ;  one  of  them, 
for  example,  s,  may  be  the  same  as  l. 

161.  Constant  of  a  Galvanometer.^ — If  the  unknown 
resistance  x  be  very  large,  the  galvanometer  must  be  very 
sensitive ;  hence  either  the  known  resistance  r  must  be 
also  very  large,  or  q  must  be  very  small  compared  with  p, 
or,  lastly,  the  galvanometer  must  be  shunted  in  taking 
what  ia  called  "the  constant  of  the  galvanometer."  If  the 
resistance  l  m  be  very  accurately  subdivided,  then  there  is 
no  objection  to  taking  q  as  small  as  we  like ;  indeed,  taking 
g  very  small  has  in  such  a  case  an  advantage  over  shunting 
the  galvanometer,  arising  from  the  fact  that  the  smaller  q 
is,  and  the  higher  the  resistance  of  the  galvanometer  circuit 
(the  coils  of  which  are  attached  to  the  two  points  s  and 
t)j  the  more  accurately  is  the  parallel  resistance  between 
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s  aad  T  equal  simply  to  q.  If,  on  tiie  other  hand,  the 
resistance  l  m  be  not  very  accurately  divided,  then  it  is 
not  advisable  to  take  the  points  s  and  t  too  near  together, 
since  a  very  small  absolute  error  in  the  value  of  q  will 
make  a  vety  large  error  in  the  ratio  oiqiap  vhen  q  is 
very  small.  In  that  case,  shunting  the  galvanometer  is  a 
better  method  of  diminishing  the  galvanometer  deflection. 
Let  C  and  0'  be  the  relative  strengths  of  the  currents 
passing  through  the  galvanometer  when,  first,  the  P.  D. 
between  l  and  h  is  employed  in  sending  a  current 
through  X  with  the  galvanometer  imshunted  (Fig.  102), 


and  when,  second,  the  P.  D.  between  s  and  t  is 

a  current  through  r,  the  galvanometer  of  resistance 

being  shunted  with  a  resistance  s  (Fig.  103),  then 


^•-T-'C-.-^)- 


Generally     ^    may  be  neglected  in  comparison  with 

r,  and  g  in  comparison  with  x.     In  which  case  veiy 
approximately  we  have 
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If  we  have  not  a  large  subdivided  resistance,  lh 
(Figs.  102, 103),  then  we  must  employ  a  battery  of  many 
cells  in  series  when  sending  the  current  through  the  high 
resistance  x,  and  a  small  battery,  one  cell  perhaps,  when 
sending  the  current  through  the  known  resistance  r.  In 
such  a. case  the  ratio  of  the  electromotive  forces  of  the 
large  number  of  cells  to  that  of  the  small  number  wUl  be 
approximately  proportional  to  the  numbers  of  cells 
employed,  but  it  may  be  more  accurately  ascertained  by 
one  of  the  methods  already  described  (§§131,  132,  pages 
231,  234)  for  comparing  electromotive  forces.  Let  N  be 
the  ratio  of  the  electromotive  forces,  and  let  b  and  b'  be 
the  resistances,  in  ohms,  of  the  two  batteries,  then  if  0 
and  C  be  the  relative  strengths  of  the  current,  as  before, 

N  »  1  0 

x  +  b  +  g  '^  8  +  g       r+6'+  JI-       ^ 

8-^-g 

>.  «  =  N  X  ^  X  '-^(r+b'+  -^)  -  (b+ff). 

0 .         8      \  8  -i-  g^ 

so 
Or,  as  usuaUy  6'  +  —7;-  is  small  compared  with  r,  and 

as    6  +  ^   is  also   smsJl  compared   with    a;,   we  have 
approximately 

05  =  N  X  —  X X  r. 

O  8 

Example  81. — Using  a  galvanometer,  the  deflection 
of  which  is  directly  proportional  to  the  current  passing 
through  it,  and  having  a  resistance  of  7,500  ohms,  a 
deflection  of  220  divisions  on  the  scale  is  produced  when 
p  is  10,000  ohms,  and  the  current  is  sent  through  the 
unknown  resistance.  On  the  other  hand,  when  9  is  100 
ohms,  and  the  current  is  sent  through  a  known  resistance 
of  10,000  ohms,  a  deflection  of  300  scale  divisions  is 
obtained  with  the  galvanometer  shunted  with  7*508 
ohms.     What  is  the  value  of  the  unknown  resistance  1 

Using  the  complete  formula  we  find  that  the  uDr 
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known  resistance  is  1,364,561,591,  while  the  approximate 
formula  gives  as  the  result  1,363,636,364.  For  all 
practical  purposes  it  would  be  sufficient  to  know  that  the 
resistance  was  1,364  megohms,  which  result  would  be  ob- 
tained quite  as  accurately  &om  the  second  answer  as  from 
the  first. 

Example  82. — ^With  100  cells  and  the  unknown  re- 
sistance a  deflection  of  192  scale  divisions  is  obtained, 
whereas  with  one  cell  and  a  known  resistance  of  25,000 
ohms  in  circuit  a  deflection  of  243  scale  divisions  is  pro- 
duced when  the  galvanometer  is  shunted  with  the  one- 
hundredth  shunt  What  is  the  value  of  the  unknown 
resistance  %       Answer, — 316  megohms  approximately. 

Example  83. — If  one  cell  give  a  deflection  of  100 
scale  divisions  when  10,000  ohms  are  in  circuit,  and  the 
galvanometer  is  shunted  with  the  one-thousandth  shunt, 
now  many  cells  must  be  used  to  test  a  resistance  of 
10,000  megohms  if  a  deflection  of  not  less  than  50  scale 
divisions  is  to  be  obtained  1 

Anstoer. — 500  cells  approximately. 

Example  84. — If  one  cell  give  a  deflection  of  127 
scale  divisions  when  12,000  ohms  are  in  circuit,  and  the 
galvanometer  is  shunted  with  the  one-thousandth  shunt, 
through  what  resistance  would  one  cell  give  a  deflection  of 
one  scale  division  if  the  galvanometer  were  unshuntedl 

Answer, — 1,524  megohms  approximately. 

152.  Very  Delicate  Galvanometers. — For  measuring 
accurately  the  current  that  100  Daniell's  cells  will  send 
through,  say,  20,000  megohms^  which  is  only  the  one  two- 
hundred-millionth  part  of  an  ampere,  we  must  employ  a 
galvanometer  which  is  far  more  sensitive  than  anything 
that  has  hitherto  been  described  in  this  book.  To  obtain 
this  high  degree  of  delicacy  three  conditions  must  be 
fulfilled  :— 

1.  The  number  of  turns  of  wire  on  the  galvanometer 
bobbin  must  be  very  larga     (See  §  217,  page  418.) 


PRACTICAI.  BLECTTRICITT.  [Ch^.  TL 

,  The  suspended  magnetic  needle  must  be  strongly 


3.  The  controlling  force  must  be  very  weak. 
In  order  to  fulfil  condition  No.  1,  and,  at  the  same 
time,  to  keep  all  the  turns  of  ivire  dose  to  the  suspended 
nu^et,  very  fine  wire  must  be  used    in  winding  the 
bobbin.     No.  2  is  fulfilled  by  making  the  needle  of  hard 
steel ;  a   piece   of  watch,  spring  heated  to  redness  and 
cooled  suddenly  by  being  dipped  in  water  answers  well. 
By  the  proper  adjustment  of  an  auxiliary  magnet  the 
controlling  force  due  to  the 
earth    or  other   controlling 
magnet    may   be    rendered 
very    weak     for     any    one 
position   of    the   suspended 
needle  of  the  galvanometer, 
but   unless   the   controlling 
magnet   be  very  large  and 
far  away  it  is  difficult  to 
obtain  a  sufficiently  uniform 
field     for     the     controlling 
Fig.  lU.  force    acting    on    the    sus- 

pended magnet  to  be  weak 
throughout  the  whole  range  of  motion  of  the  suspended 
magnet.  A  better  plan  is  to  make  the  suspended  ar- 
rangement of  two  magnets  N  S,  N'  8'  rigidly  fastened, 
with  their  poles  reveraed,  to  a  stiff  vertical  wire  (Fig. 
104).  If  these  two  magnets  N  S,  N'  S'  be  of  exactly  the 
same  length  and  strength,  and  if  their  poles  be  in  exactly 
the  same  vertical  plane,  the  earth's  magnetism  will  have  no 
effect  on  the  arrangement,  hence  it  will  rest  indifferently 
in  any  position  about  a  vertical  axis  as  far  as  the  earth's 
attraction  is  concerned.*     But  if  one  of  these  magnets  be 

'  Ab  it  IB  extremely  difficult  to  &x  the  magnetic  needles  to  the 
vertjoal  wire  so  that  their  magnetic  luea  are  m  the  some  Terticnl 
plane,  the  practical  test  for  the  needles  being  equallj'  atroDK  ia  not 
that  the  arrangement  will  rest  indiSerentlj  in  any  position  when  it  is 
acted  on  b;  the  earth's  magnetism  alone,  but  that  the  needles  plooe 
thenuelveti  eatt  and  u«if,  since  tiuH  is  the  only  position  in  which  the 
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inside  one  coil  of  wire,  and  if  the  other  be  inrade  another, 
and  if  the  current  flow  in  opposite  direcUons  round  these 
coils,  "  the  mametU  of  Uie  deflecting  eonpk"*  acting  on 
tlie  combination  will  be  the  sum  of  the  moments  of  the 
couples  acting  on  the  two  needles  separately,  and  hence 
may  be  made  as  large  as  we  please.  Such  an  arrangement 
is  called  an  "asfatic  oombinalion  "  of  magnets,  and  with 
it  a  galvanometer  of  great  delicacy,  called  an  "  astalic  gal- 
vanometer," may  be  made. 

In  practice  a  small  directive  force  is  produced  partly 
by  one  of  the  needles  being  a  slightly  stronger  raagnet 
than  the  other,  and  partly  by  a  controlling  magnet  H 
(Fig.  108)  being  plac^  nearer  one  of  the  needles  than 
the  other,  (md  so  acting  more  strongly  on  that  one. 

163.  Thomaon's  .static  Galvanometers. — ITHually 
in  Sir   William   Thomson's    astatic   galvanometers   the 

forces  acting  on  the  airangement  due  (o  the  earth's  magnetuni  balance 
one  another.  Actually  the  needles  place  themselves  so  that  tbeit  aiea 
are  equally  iuolined  to  the  east  and  west  line,  but  the  inclination  ia  so 
alight  that  they  appear  to  lie  east  and  west    In  Fig.  106  the  equilibiiam 


F^.  105.  Fig.  106. 

position  is  shovn,  the  needles  being  i 

Mirpose  of  clearness,  being  drawn  n 

the;  would  be  in  practice.     Fie.  106  shoirB  the  arrangement  slightly 

turned  round,  when  it  is  seen  that  eqailibrium  cannot  exist. 

*  When  two  equal  forces  opposite  in  direction  and  parallel  to  one 
another,  but  not  in  the  same  line,  act  on  a  body,  they  constitute  a 
"eonpU"  whOBO  "nunacM"  is  the  product  of  either  force  into  the 
perpendicular  distance  between  them. 
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mirror  is  fastened  to  one  of  the  magnets,  and  an 
aJI/wminiwin  vane  to  the  other,  to  produce  ^^domtping^^ 
or  resistance  to  quick  vibrations  of  the  needle,  in  con- 
sequence of  which  it  is  rapidly  brought  to  rest  when 
deflected ;  and  the  mirror  and  Uie  vane  are  attached  to 
a  vertical  wire—^made,  like  the  vane,  of  aluminium  for  the 
sake  of  lightness — suspended  by  a  fibre  of  unspun  silk. 
This  arrangement,  however,  has  two  disadvantages :  the 
one  that,  as  the  mirror  and  the  vane  are  much  larger 
than  the  magnet,  the  inner  windings  of  the  wire  in  the 
coils  cannot  be  brought  close  to  the  little  magnets ;  the 
other  that,  in  order  to  allow  the  reflected  ray  {see 
Fig.  38,  page  107)  to  emerge  from  the  coil  when  the 
mirror  is  deflected,  the  hole  in  the  coil  must  be  enlarged 
at  the  front,  that  is,  made  trumpet-shaped,  which  causes 
the  wire  to  be  still  &rther  removed  from  the  suspended 
magnet.  A  better  plan  is  to  dispense  with  the  aluminium 
Vane  and  attach  the  mirror  and  the  magnets  to  a  vertical 
strip  of  mica  s  s  (Fig.  107),  as  such  a  strip  produces  suffi- 
cient damping  to  render  the  galvanometer  deieul  beat.  Fur- 
ther, by  attaching  the  mirror  o  to  the  part  of  the  vertical 
strip  that  is  between  the  coils,  as  shown  in  the  figure^ 
the  space  inside  the  coils  which  is  not  wound  with  wire 
need  only  be  large  enough  to  allow  sufficient  clearance 
for  the  free  motion  of  the  magnets  when  they  are 
deflected,  so  that  the  convolutions  of  wire  can  be  brought 
close  to  the  magnet  and  the  instrument  made  very 
delicate.  Also  the  arrangement  enables  a  larger  mirror 
to  be  employed  and  a  brighter  image  obtained  on  the  scale. 
The  astatic  combination  shown  in  Fig.  107  consists 
of  f oiur  small  magnets  m,  in  the  centre  of  one  pair  of 
coils,  with  their  marked  poles,  say,  all  turned  to  the 
right,  and  four  similar  small  magnets  m,  in  the  centre  of 
the  other  coil,  with  their  marked  poles  all  turned  to  the 
left.  The  strip  of  mica  s  s,  to  which  these  two  sets  of 
magnets  are  fastened,  hangs  by  a  fibre  of  unspun  silk 
from  a  small  hook  at  the  end  of  a  screw,  which  can  be 
raised  or  lowered  by  turning  the  nut  n.    To  prevent  the 
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screw  also  turning  and  twigtiug  the  fibre  when  the  nut  n 
is  turned,  there  is  a  small  vertical  groove  cut  in  the  side 
of  the  screw,  in  which  runs  a  smaU  pin  attached  to  the 
framework  of  the  galvanometer. 

In  order  to  insert  the  astatic  combination  of  magnetic 
needles  in  the  instrument,  two  of  the  coils  must  be  re- 
moved.    This  is  much  facilitated  if  the  coils  be  mounted 


in  hollow  boxes  b  b,  attached  by  hinges  to  the  frame- 
work of  the  galvanometer,  as  seen  in  Fig.  107,  which 
shows  two  of  these  boxes  containing  the  coils  turned 
back  so  that  the  interior  of  the  galvanometer  may  be  seen. 
To  prevent  the  coils  teucbing  the  suspension  when  the 
boxes  are  closed,  strips  of  paraffin  wax  or  guttapercha,  t, 
are  inserted. 

All  reflecting  galvanometers  which  have  not  an  ad- 
justment for  centring  the  fibre  should  be  provided  with 
two  adjustable  spirit-levels  ll,  attached,  at  right  angles 
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to  one  another,  to  the  base  of  the  galvanometer.  When 
the  instrument  is  made,  the  levelling  screws,  on  which 
the  galvanometer  rests,  should  be  adjusted  until  the  sus- 
pended needles  hang  quite  freely  inside  the  coils,  then 
the  levels  should  be  adjusted  until  the  bubble  of  air  is 
in  the  middle  of  each  tube.  On  all  future  occasions  when 
the  instrument  is  used,  the  levelling  screws  should  be 
turned  round  until  the  bubbles  are  in  the  centres  of  the 
tubes,  and  then  we  may  be  sure  that  the  needles  are 
hanging  freely  inside  the  coils.  If  the  whole  apparatus 
could  be  made  perfectly  true,  the  mere  levelling  of  the 
base  with  an  ordinary  carpenter's  level  when  the  galvano- 
meter was  al>out  to  be  used  would  be  sufficient  to  insure 
perfect  freedom  of  the  needles ;  but  if  the  aluminium  wire 
be  not  perfectly  sti'aight,  or  if  the  coils  be  not  perfectly 
symmetrical,  from  the  wire  perhaps  having  bulged,  the 
mere  levelling  of  the  base  would  not  suffice. 

154.  Importance  of  the  Oalvanometer  being  Well 

Insulated. — In  many  cases  when  a  high  resistance  has  to 
be  measured  it  is  the  resistance  between  some  insulated 
body  and  the  earth ;  for  example,  the  resistance  of  the 
layer  of  guttapercha  between  the  copper  conductor  of 
a  cable  and  the  water.  It  is  impossible,  of  course,  to 
insert  the  galvanometer  between  the  guttapercha  and 
the  water,  hence  it  must  be  placed  between  the  batteiy 
and  the  insulated  body,  llie  currents,  therefore,  that 
will  pass  through  the  galvanometer  will  be  the  sum  of 
the  current  that  passes  through  the  resistance  that  we 
desire  to  measure,  and  the  current  that  will  leak  to 
earth  from  the  terminal  of  the  galvanometer  that  is 
attached  to  the  insulated  body,  if  this  terminal  be  not 
well  insulated.  The  value  of  this  leakage  current  can  be 
ascertained  by  disconnecting  the  galvanometer  from  the 
body  whose  insulation  we  desire  to  test,  and  testing  the 
insulation  of  the  galvanometer  alone ;  but  a  better  plan 
is  to  endeavour  to  render  these  leakage  currents  prac- 
tically nought  by  having  all  parts  of  the  galvanometer 
well    insulated,   as  well  as  the  wire    connecting    the 
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galvanometer  with  the  insulated  body.  To  insiilate  the 
coils  of  the  galvanometer  from  the  earth  the  hollow 
boxes  B  B  (Fig.  107)  in  which  the  coils  are  held,  as  well 
as  the  pillars  p  p,  are,  in  the  best  galvanometers,  made 
of  ebonite.  The  ends  of  the  coils  should  be  fastened 
to  ebonite  pillars  p  p^  inside  the  outer  brass  case  of  the 
instrument,  and  the  wires  employed  to  connect  the 
galvanometer  with  other  apparatus  can  be  attached  to 
the  terminals  at  the  top  of  these  pillars  either  by  passing 
the  wires  through  openings  in  the  brass  case,  which 
openings  may  be  closed  by  little  doors  when  the  galvano- 
meter is  not  in  use,  or,  better  still,  the  flexible  wires  may 
be  attached  to  terminals  T  T,  at  the  ends  of  horizontal 
stiflf  brass  wires  w  w,  the  other  ends  of  which  are  screwed 
Into  the  terminals  1 1,  at  the  tops  of  the  ebonite  pillars 
p  p,  as  seen  in  Fig.  107.  These  stiff  brass  wires  pass 
through  holes  H  H,  in  the  brass  cover  Q,  which  is  shown 
removed  from  the  gidvanometer  in  Fig.  108,  without 
touching  it,  and  by  pushing  in  the  ebonite  collars  e  e, 
which  slide  on  the  wires  w  w,  the  holes  h  h  can  be  closed 
up,  either  when  the  galvanometer  is  not  in  use,  or  when 
it  is  employed  for  experiments  not  requiring  the  highest 
insulation  of  the  terminals.  When  it  is  desired  to 
remove  the  cover,  the  wires  w  w  are  first  unscrewed  from 
the  terminals  1 1  and  withdrawn,  then  the  small  screws 
at  the  bottom  of  the  cover  (Fig.  108),  which  screw  into  the 
brass  lugs  at  the  base  of  the  galvanometer  (Fig.  107), 
are  loosened. 

G  (Fig.  108)  is  a  window  let  into  the  cover  for  the 
light  to  pass  through  on  its  passage  to  and  from  the 
mirror ;  9  is  a  screw  held  against  the  worm-wheel  to  by 
a  spring  r,  and  by  turning  the  handle  the  controlling 
magnet  if  can  be  turned  round,  and  the  spot  of  light 
brought  to  the  centre  of  the  scale.  By  raising  or  lower- 
ing M  the  sensibility  of  the  galvanometer  is  increased  or 
diminished. 

In  some' eases  the  unknown  resistance  is  so  large — 
when  it  is,  for  example,  the  insulation  resistance  of  a 
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^  short  bit  of  good  cable — that  even  the  method  of  testing 
described  in  §  151,  page  279,  is  riot  sensitive  enough  to 
give  its  value ;  in  such  a  case  the  "  leakage  method  of 
measu/ring  resistance  "  described  in  §  185,  page  344,  must 
be  resorted  to. ' 


CHAPTER  VII. 

QUANTITY   AND   CAPACITY. 
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rators— 184.  Condenser  Method  of  Measuring  the  Besistance  of  a 
Current  Grenerator — 185.  Measuring  a  Besistance  by  the  Bate  of 
Loss  of  Charge — 186.  Bate  of  Loss  of  Charge  from  Leakage 
through  the  Mass  depends  on  the  Nature  of  the  Dielectric,  and 
not  on  the  Shape  or  Size  of  the  Condenser — 187.  Galvanometric 
Method  of  Measuring  Besistance  by  Loss  of  Charge — ^188.  Multi- 
plying Power  of  a  Shunt  used  in  Measuring  a  Discharge — 189. 
Production  of  Large  Potential  Differences  — 190.  Condensing 
Electroscope — 191.  Calibrating  a  Gold-Leaf  Electrracope — 192. 
Electrophorus — 193.  Ebonite  Electrophorus  arranged  to  give 
Negative  Charges — 194.  Accumulating  Influence  Machines— 195. 
Thomson's  Beplenisher — 196.  Wimshurst  Influence  Machine — 
197.  Dry  PUes. 

155.  Coulomb. — A  "  coulomb  "  is  the  unit  of  electric 

quantity,  and  it  is  defined  as  the  quantity  of  electricity 

that  Jldws  per  second  past  a  cross  section  of  a  conductor 

eorweyi/ng  an  ampere.     In  the  case  of  a  stream  of  water 

T 
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through  a  pipe  we  can  measure  the  current  by  putting  a 
bucket  under  the  end  of  the  pipe,  and  actually  measuring 
the  number  of  cubic  feet  or  gallons  of  water  that  flow 
out  per  minute,  but  in  the  case  of  an  electric  current 
there  is  no  end  to  the  pipe  or  conductor,  since  the 
electric  circuit  is  necessarily  a  closed  one,  and  if  we 
attempted  to  cut  the  wire  for  the  purpose  of  inserting 
some  apparatus  in  order  to  catch,  so  to  say,  the  electricity, 
we  should  stop  the  current.  What  we  have,  therefore, 
to  do  in  order  to  measure  a  quantity  of  electricity  is  to 
discharge  the  body  containing  it  through  the  coil  of 
a  galvanometer,  and  observe  the  current  produced  during 
the  discharge.  This  discharge  of  electricity,  and  the 
current  produced  by  it,  last  a  very  short  time,  and, 
further,  the  current  changes  in  value  rapidly  during  the 
discharge.  For  example,  suppose  that  an  insulated  con- 
ductor containing  K  coulombs  of  electricity,  and  charged 
to  a  potential  of  V  volts,  be  discharged  by  being  con- 
nected with  the  ground  through  the  coil  of  a.  galvano- 
meter ;  then,  as  the  electricity  flows  out,  the  potential  of 
the  conductor  will  fall,  hence  the  P.  D.  between  it  and  the 
ground,  and  consequently  the  current,  will  rapidly  grow 
less,  until,  when  the  discharge  is  nearly  completed,  and 
the  potential  is  nearly  reduced  to  that  of  the  earth,  the 
current  will  be  extremely  small.  The  effect,  therefore, 
of  sending  such  a  discharge  of  electricity  through  a 
galvanometer  coil  is  to  cause  the  needle  of  the  galvano- 
meter to  be  suddenly  deflected,  after  which  it  returns 
through  the  zero  position,  at  which  it  finally  stays  at 
rest  after  a  few  swings.  Although  the  current  duriug 
the  discharge  is  rapidly  growing  less  and  less,  and 
although,  therefore,  the  impulses  given  to  the  needle 
during  successive  equal  short,  intervals  of  time  during 
the  discharge  become  feebler  and  feebler,  it  is  possible, 
when  tlie  whole  discharge  is  completed  before  tlie  needle 
begins  to  move,  to  sum  up  the  effects  of  all  these  impulses, 
and  so  to  estimate  the  number  of  coulombs  of  electricity 
that  pass  during  the  discharge  from  the  instantaneous 
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deflection  or  "  elongation,^*  or  "  throw  "  of  the  needle,  as  it 
is  sometimes  called.  The  magnitude  of  this  first  angular 
deflection  of  the  needle  k°  depends — 

1.  On  K  the  number  of  coulombs  that  pass. 

2.  On  the  moment  of  inertia  of  the  needle  and 
pointer,  or  other  indicating  arrangement. 

3.  On  the  moment  of  the  controlling  forces,  that  is,  the 
forces  which  resist  the  needle  moving  away  from  the  zero 
position,  and  which  tend  to  pull  it  back  to  that  position. 

4.  On  the  moment  of  the  forces  that  "  damp  "  the 
vibrations,  that  is,  the  forces,  due  to  air  or  "7nagnetic 
friction"  that  simply  resist  the  motion  of  the  needle  (see 
§  156,  page  294). 

5.  On  the  moment  of  the  deflecting  forces  exerted 
on  the  needle  by  a  given  constant  current  flowing 
through  the  coil. 

'  Increasing  either  1  or  5  will  increase  the  magnitude 
of  the  first  swing,  which,  on  the  other  hand,  will  be 
diminished  by  increasing  either  2,  3,  or  4.  If  the 
needle  be  set  swinging  when  no  current  is  flowing,  the 
quickness  of  the  vibration  will  depend  on  the  largeness 
of  3,  and  on  the  smallness  of  2  and  4,  so  that  if  P  be 
the  "  periodic  time  of  vibration  "  of  the  needle  in  seconds, 
that  is,  the  number  of  seconds  that  interve7ie  between  the 
moment  w/ien  the  needle  passes  any  position  and  the 
moment  when  it  next  passes  tlie  sama  position  stinnging  in 
the  same  direction^  P  will  be  increased  by  diminishing  3,  or 
by  increasing  2  or  4.  On  the  other  hand,  if  a°  be  the 
angular  deflection  produced  when  a  steady  current  of 
A  amperes  flows  through  the  coil,  a°  will  be  increased  by 
increasing  5,  or  by  diminishing  3,  but  will  be  unaflected 
by  altering  2  or  4. 

Taking  all  these  eflects  into  consideration,  it  can  be 
shown  that,  when  both  k°  and  a°  are  smaU,  and  when  the 
damping  is  very  smaU, 

ItP 

A  Sin.   rr 

=  —  X  A  X.         2 
tan.  al^ 
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If  a  reflecting  galvanometer  be  employed,  k°  and  a® 
will  necessarily  be  both  small,  because,  with  a  scale  say 
two  feet  long,  put  four  feet  away  from  the  mirror,  the 
spot  of  light  will  be  deflected  from  the  centre  to  the  end 
of  the  scale  by  the  mirror  turning  through  an  angle  of 
only  7°.  Indeed,  with  a  reflecting  galvanometer,  as 
explained  in  §  66,  page  108,  we  may,  with  considerable 
accuracy,  replace  the  angular  deflections  by  the  number 
of  divisions  on  the  scale  through  which  the  spot  of  light 
is  deflected.     Let  these  be  k  and  a  respectively,  then 

P      A      A; 
K  =  —  X  -o  X  —  very  approximately. 
IT        2       a 

In  order  that  we  may  employ  this  formula  without  error 
to  measure  a  quantity  of  electricity  directly  in  coulombs, 
it  is  necessary  to  employ  a  "  ballistic  galvanometer." 

156.  BalllBtic  Galvanometer. — In  order  to  employ 
an  ordinary  reflecting  galvanometer  as  a  ballistic  galvano- 
meter,  the  **  ai/r  vowe"  should  be  removed  to  diminish 
the  damping  as  much  as  possible,  or  if  the  support  for 
the  mirror  and  the  magnets  be  the  air  vane  as  in  s  s 
(Fig.  107),  it  should  be  replaced  by  a  vertical  aluminium 
wire  ;  and,  in  addition,  the  needle  should  be  weig/Ued,  as 
this  not  only  still  further  diminishes  the  damping  action, 
but  makes  the  vibrations  much  slower,  and  so  enables 
the  periodic  time  P  to  be  accurately  determined.  Also 
this  increase  in  the  periodic  time  tends  to  prevent  t/te 
needle  starting  be/ore  tlie  disc/iarge  has  been  completed, 
which  is  the  fundamental  condition  that  must  be  fulfilled 
in  order  that  this  formula  may  be  true.  A  very  suitable 
form  of  galvanometer  to  be  used  as  a  ballistic  galvano- 
meter is  shown  in  Fig.  109,  in  which  r,  r  are  the  coils,  and 
inside  which  is  suspended  a  bell-shaped  magnet,  devised  by 
Messrs.  Siemens  and  Halske,  seen  in  elevation  in  m,  and  in 
plan  in  n  9,  to  the  left  of  Fig.  109.  By  means  of  an  alumi- 
nium wire  the  magnet  is  attached  to  a  mirror  s,  and  the 
whole  suspended  by  a  long  fibre  of  unspun  silk,  hanging 
inside  a  glass  tube  r.    The  fibre  can  be  raised  or  lowered 
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by  means  of  the  rei'tical  pin  at  the  top  of  the  tube,  and  it 

can  be  centred  by  means  of  the  three  horizontal  ecrewK 

^two  only  of 

which      are 

seen  in  the 

figure)which 

hold  in  poai- 

tion    the 

outer    braas 


tring  ar- 
rangement, 
such  as  in 
shown  in 
Fig.  109,  it 

sary  to  have 
adjustable 
levels,  as 
seen  in  Fig. 
107,becaiUBe, 
when  the  in- 
strument is 
constructed, 
the  base  can 
be  levelled 
withanordi- 


dle  then  centred  by  means  of  the  three  adjusting  screws 
at  the  top  of  the  tube.     On  all  future  occasions  when  it 
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is  desired  to  use  the  galvanometer,  all  that  need  be  done 
is  to  level  the  base,  since  when  this  is  done  we  are  sur^ 
that  the  needle  is  properly  centred. 

This  galvanometer,  as  usually  constructed,  contains  a 
large  copper  ball  inside  the  coils,  which  is  shown  in 
section  in  K,  at  the  upper  right  hand  of  the  figure  ;  but 
this  ball,  which  is  introduced  for  the  purpose  of  damping 
the  vibrations,  must,  of  course,  be  removed  when  it  is 
desired  to  use  the  instrument  as  a  ballistic  galvanometer. 
The  copper  ball  damps  by  the  tiiagnetic  friction  produced 
by  the  attraction  between  the  moving  magnet  and  the 
electric  currents  induced  in  the  copper  by  the  motion. 

When  making  experiments  with  a  ballistic  galvano- 
meter ^  great  care  Tnust  he  taken  that  the  needle  is  absolutely 
at  rest  when  the  discltarge  test  is  made,  otherwise  the  ap- 
preciable momentum,  which  is  possessed  by  the  needle  of 
large  moment  of  inertia,  even  when  moving  slowly,  wiU  be 
added  to,  or  subtracted  from,  tliat  given  to  it  by  the  current, 
and  will  introduce  an  error.  This  necessity  of  waiting 
for  the  undamped  needle  to  come  absolutely  to  rest 
makes  observations  with  a  ballistic  galvanometer  most 
tedious,  and  it  is  well  to  place,  at  some  convenient  spot 
outside  the  galvanometer,  a  small  independent  coil  of 
wire,  in  circuit  with  a  cell  and  a  reversing  key,  by  means 
of  which  small  impulses  may  be  given  to  the  needle  to 
stop  it  when  it  is  swinging. 

Example  85. — With  a  galvanometer,  the  needle  of 
which  executes  11  complete  swings  in  6  J  seconds  1 
DanielFs  cell,  having  an  E.  M.  F.  of  1*07  volts,  and  an 
internal  resistance  of  3  ohms,  produces  a  deflection  of 
127  scale  divisions  when  there  is  a  resistance  of  10,000 
ohms  in  the  circuit,  excluding  the  galvanometer  which 
has  a  resistance  of  7,560,  and  which  is  shunted 
with  the  one  -  thousandth  shunt  "What  number  of 
coulombs  is  discharged  through  the  galvanometer  when 
an  instantaneous  deflection  of  230  scale  divisions  ia 
produced  % 
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The  current  producing  the  steady  deflection  of  127 
scale  divisions,  is 

1  1-07 

X amperes, 


1'^^^       3  +  10,000+1^ 

1,000 

or amperes  approximately, 

10,000,000 

-J.          6-5                    1-07               230       ,      , 
.   .  K  = X X coulombs 

11  X  IT      2  X  10,000,000       127 

approximately. 

Anstver, — 0*0 1822  microcoulombs  approximately. 

Example  86. — What  alteration  could  be  made  in  the 
galvanometer  referred  to  in  the  last  example  other  than 
altering  the  coils,  so  that  one-tenth  of  a  microcoulomb 
should  produce  an  instantaneous  deflection  of  100  scale 
divisions  1 

Answer. — Either  the  sensibility  of  the  galvanometer 
must,  by  slightly  approaching  the 'controlling  magnet,  be 
diminished  in  the  ratio  of  0-01822  x  100  to  01  x  230, 
or  the  needle  must  be  weighted  so  that  the  periodic  time 
is  increased  in  the  ratio  of  0*1  x  230  to  0*01822  x  100. 

Example  87. — Which  galvanometer  would  be  the 
more  sensitive  for  the  measurement  of  quantity,  one 
whose  needle  made  9  complete  vibrations  in  3  seconds, 
and  with  which  a  deflection  of  200  scale  divisions  was 
produced  by  1  DanielFs  cell  when  10,000  ohms  were  in 
circuit,  and  the  galvanometer  was  shunted  with  the  one- 
hundredth  shunt,  or  one  whose  needle  made  11  vibra- 
tions in  7  seconds,  and  with  which  a  deflection  of  85 
scale  divisions  was  produced  by  the  same  Darnell's  cell 
when  6,000  ohms  were  in  circuit,  and  the  galvanometer 
was  shunted  with  the  one- thousandth  shunt  ? 

In  order  to  produce  an  instantaneous  deflection  of 
100  scale  divisions,  there  will  be  required  with  the  two 
galvanometers  respectively. 


296  PRACTICAL   ELECTRICITY.  [Chap.  VIL 

_3  1  E  100 

9^  ^  2  X  100  ^  10,000  ^  200' 

and X X X coulombs, 

11 TT      2  X  1,000      6,000       85 

if  E  be  the  E.  M.  F.  in  volts  of  the  DanielFs  cdl, 

0-08333  E       ,  006238  E      .  ,      , 

or     and  microcoulombs. 

Consequently  the  sensibility  of  the  second  galvanometer 
for  measuring  quantity  bears  to  that  of  the  first  the 
ratio  of  0*08333  to  006238,  or  1336  to  1,  hence  the 
second  is  rather  more  than  one-third  more  sensitive  than 
the  first. 

157.  Correction  for  Damping. — If  it  is  not  possible 
to  remove  the  vane  of  a  galvanometer  so  as  to  diminish  the  damp- 
ing to  a  very  small  value,  or  if  it  is  desired  to  make  very  accurate 
experiments,  in  which  case  the  damping,  however  small,  ought  to 
be  allowed  for,  the  following  formula  should  be  employed  : — 

where  /  is  what  is  known  as  the  "  Napierian  logarithmie  decrement^ 
This  formula  is  correct  when  the  damping  is  too  great  to  be  en- 
tirely neglected,  but  still  not  exceedingly  large,  in  which  case  the 
formula  is  much  more  compUcated. 

158.  Logarithmic  Decrement. — ^When  there  is  damping, 
the  amplitude  of  the  oscillations  of  the  needle  will  g^ow  gitidually 
less  and  less,  and  the  "  decrement "  is  the  name  given  to  the  ratio  of 
the  amplit**de  of  one  oscillation  to  the  amplitude  of  the  succeeding  one, 
and  this  ratio  experiment  shows  is  the  same  for  any  two  successive 
vibrations.  The  Napierian  logarithmic  decrement  ia  the  logarithm 
of  this  ratio  to  the  base  e,  or  2*71828,  and  this  again  equals  the  log- 
arithm of  this  ratio  to  the  base  10,  divided  by  the  logarithm  of 
c  to  the  base  10,  that  is, 

log.,  ratio  =  ^Qgio  ^tio^ 
iog-io« 
log.  JO  ratio 

0-4343 

If  not  merely  the  value  of  log.^o  ratio  be  found  in  a  table  of 
logarithms^  but  if  the  value  of  the  motion  be  also  calculated  by 
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using  logarithms,  care  must  be  taken  to  employ  log.^^  log.^o  ratio, 
that  is,  to  extract  the  logarithm  twice  over,  because 

log.io  log.«  ratio  =  log.j,  log.i^  ratio  —  log-^^  0-4343. 

159.  Determining  the  liOgarithmic  Decrement 
when  the  Damping  is  Very  Slight. — If  the  damping  is 
very  slight,  it  will  be  very  difficult  to  detect  any  difference  between 
the  amplitudes  of  two  succeeding  vibrations,  so  that  the  ratio  or 
decrement  will  appear  to  be  unity,  and  its  logarithm  nought.  The 
decrement  can,  however,  be  determined  as  follows : — Since  the 
ratio  of  the  amplitude  of  the  first  oscillation  to  the  amplitude  of 
the  second  equals  the  ratio  of  the  amplitude  of  the  second  to  the 
amplitude  of  the  third,  &c.,  each  ratio  being  equal  to  the  decre- 
ment, it  follows  that  the  ratio  of  the  amplitude  of  the  first  oscilla- 
tion to  the  amplitude  of  the  nth  oscillation  after  it,  that  is  the 
{n  -f-  l)th  oscillation,  equals  the  nth  power  of  the  decrement,  or 
generally  the  ratio  of  the  amplitude  of  any  oscillation  to  the 
ampUtude  of  the  nth  oscillation  after  it  equals  the  nth  power  of 
the  decrement. 

Consequently, 

,        amplitude  of  any  oscillation «  v  2 

„         „  the  nth  „      after  it 

I 1       ,        .amplitude  of  any  oscillation 

^  »         )>  the  nth  „  after  it 

Now,  although  it  may  be  difficult  to  distinguish  the  decre- 
ment from  unity,  it  is  comparatively  easy  to  measure  the  ratio  of 
the  amplitude  of  an  oscillation  to  the  amplitude  of  the  nth  after  it, 
since  n  may  be  taken  so  large  that  the  ratio  differs  considerably 
from  unity. 

Example  88. — If,  on  causing  the  needle  of  a  galvanometer  to 
vibrate,  the  readings  on  the  scale,  at  which  the  spot  of  light  stops, 
be  -I- 130,  —  120,  -h  106,  -  97,  ■+■  86,  &c.,  the  -|-  and  -  indicating 
deflections  to  the  opposite  side  of  the  zero,  what  is  the  value  of  the 

factor  1  +  -)  the  correction  for  damping  P 

Answer. — ^The  amplitude  of  the  first  oscillation  is  130  -f  120, 
of  the  second  120  -{-  106,  of  the  third  106  +  97,  &c.  Hence,  the 
decrement  equals 

260       _225     ^^-  ojaijQut  i-ui^ 

226        202 

log.,o  1*111 
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00467 


•t 


0-4343 
=  01062. 

Hence,  1  +i.    =  10626. 
2 

Example  89. — What  amount  of  damping  is  allowable  so  that 
the  omission  of  the  factor  employed  to  correct  for  damping  shall 
not  make  an  error  of  more  than  j*  per  cent.  P 

Answer,— I  mast  equal  (X*  01,  consequently  if  d  be  the  decre- 
ment 

log.,  d  =  0-01, 

log.jj,  d  =  0-01  X  0-4343, 

.-.   rf  =  1010, 

or  the  ratio  of  the  amplitude  of  ono  vibration  to  the  amplitude  of 
the  next  must  not  exceed  1-01,  or  the  amplitude  of  one  vibration 
must  not  exceed  that  of  the  next  by  more  than  1  per  cent. 

Example  90. — With  the  value  of  the  decrement  given  in  the 

last  answer,  what  will  be  the  ratio  of  the  amplitudes  of  the  1st 

and  the  16fch  vibrations? 

^  ^,  ,         amplitude  of  1st  vibration 

Answer. —  0*01  =  -^  log., rr-. • 

„  „  lotli 

amplitude  of  1st  vibration  ^.j^ 

„  „  16th      „ 

or  more  simply,  thus : — 

amplitude  of  Ist  vibration  i-oio" 

„         „    16th       „ 

=    1160. 

Example  91. — If  the  ratio  of  the  amplitude  of  the  1st  vibration 
to  that  of  the  21st  is  1-2,  what  is  the  vsdue  of  the  decrement  ? 

Answer, —  1=  -^  log.t  1*2, 

.-.       /=  000912, 
and    d=  1-009; 

or  we  may  say  at  once,  _i 

d  =  1-2^ 
.  • .     d=z  1-009. 

From  this  and  the  previous  examples  we  see  that  the  error  in 
neglecting  the  damping  will  be  about  ^  per  cent,  when  the  ampli- 
tude of  any  vibration  exceeds  the  amphtude  of  the  ftth  vibration 
after  it  by  n  per  cent,  of  the  latter. 
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160.  ConLparing  Qnantities  of  Electricity. — If  two 
quantities  of  electricity  K  and  K'  coulombs  are  to  be 
compared  with  one  another,  it  is  not  necessary  to  deter- 
mine P  nor  a  since,  if  k  and  k'  be  the  number  of  divisions 
on  the  scale  over  which  the  spot  of  light  swings  in  the 
two  cases,  we  have  from  the  complete  formula  in  §  157, 
page  296, 

'K.         k 

K  ~  k' 

The  correction  for  damping  has  also  disappeared, 
hence  when  simply  comparing  two  quantities  of  elec- 
tricity our  galvano- 
meter may  conveni- 
ently, and  without  in 
the  least  complicating 
the  ealculation,  have  a 
certain  »mall  amount 
of  damping. 

ent,  and  clieap  reflect- 
ing galvanometer,  to 
be  used  for  the  simple 
comparison  of  quanti- 
ties of  electricity,  has 
been  arranged  by  Mr. 
Mather,  and  is  shown 
in  Mg.  110.  It  con- 
sists of  two  coils,  cc', 
supported    in  position  pj^.  no. 

by  fitting  into  diannels 

formed  on  the  base,  and  a  veriiical  narrow  strip  of  mica, 
as,  Buspendedbyafibreof  unspun  silk,  F,  carrying  the  mir- 
ror M,and  three  sets  of  magnets,  OTj,  jk^,  and  ntg.the  first  and 
third  of  which  form  an  astatic  combination  with  the  middle 
set,  m^,  which  is  inside  the  coUs  :  •m,^  and  m^,  although  not 
surrounded  witli  wire,  are  nevertheless  deflected  by  the 
current  passing  round  the  adjacent  convolutions  of  the  coil 
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in  the  same  direction  as  m^,  which  is  inside  the  coil,  30 
that  the  magnetic  forces  acting  on  all  three  sets  of 
ma^eta  conjoin  in  their  efiects.  The  damping  arising 
from  the  resistance  of  the  air  to  the  motion  of  the 
mirror  will  be  sufBcient  for  very  accurate  capacity  experi- 
ments, and  the  strip  s  s  ma;  be  replaced  by  an  aluminiunx 
,  wire.  If,  however,  rather  greater  damping  be  desired  it 
can  easily  be  produced  by  using  the  narrow  strip  of 
mica  to  support  the  needles  and  mirror,  as  in  the 
galvanometer  shown  in  Fig.  110.  The  magnets  may  be 
raised  or  lowered  by  the  pin ,  p,  and  to  avoid  torsion 


being  given  to  the  fibre  by  tlie  head  of  the  pin  being 
turned  round  in  an  unknown  way,  there  is  a  vertical  line 
drawn  on  the  pin,  and  a  mark  made  on  the  collar  in 
which  this  pin  slides,  and  by  keeping  the  line  on  the  pin 
always  opposite  the  mark  on  the  collar  when  tlie  pin  is 
raised  or  lowered,  all  turning  of  the  pin  can  be  avoided. 
This  contrivance  is,  of  course,  cheaper  than  the  simplest 
mechanical  arrangement  for  preventing  rotation  of  tlie 
pin  when  it  is  raised  or  lowered. 

161.  Capacity. — When  one  conductor  is  completely 
surrounded  by  another,  the  "capacity"  of  the  inner  one 
is  t/te  wtt/inber  of  coulcrmhs  required  to  be  given  to  the  inner 
to  produce  1  volt  P.  D.  between  the  two.  For  example,  the 
eapacity  of  A  (Fig.  Ill),  is  the  number  of  coulombs  on  A 
when  there  is  1  volt  P.  D.  between  A  and  B. 

The  capacity  of  a  conductor,  therefore,  depends  on  its 
external   ^ape,  and  on   its  position   relatively  to  the 
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conductor  surrounding  it,  since,  as  seen  in  §5  66,  67, 
page  119,  the  potential  of  a  conductor  relatively  to 
another  can  be  varied  without  altering  the  quantity  of 
electricity  on  the  former,  by  varying  either  its  external 
shape  or  its  position  relatively  to  the  latter.  If  a 
metallic  plate  A  (Fig.  112)  be  surrounded  with  a  flat 
metallic  box  b,  the  top  and  bottom  of  the  box  being 
parallel  to  a,  and  very  near  A,  then  the  capacity  of  A  will 
be  very  large,  since  it  will  require  a  very  large  charge  of 


rig:  112. 

electricity  to  be  given  to  A  in  order  to  raise  the  P.  D. 
between  A  and  B  to  1  volt. 

162.  Condenser. — An  arrangement  of  conductors  such 
as  is  shown  in  the  last  figure  is  called  a  "  condenser ^^^  so 
that  a  condenser  may  be  defined  as  two  conductors 
aepamted  by  an  insulator,  and  so  placed  relatively  to 
one  a/nother  that  the  capacity  of  tlie  arrangernent  is  large 
compared  with  tJie  size  of  tlie  conductors. 

A  condenser  having  a  large  capacity  does  not,  of 
course,  mean  that  it  would  hold  a  large  charge  without 
its  insulation  breaking  down,  but  that  it  would  hold  a 
large  charge  for  the  P.  D.  between  its  coatings.  As  far 
as  power  to  hold  a  charge  from  the  non-bi-eaking  down 
of  the  insulation  is  concerned,  a  condenser  of  small 
capacity  may  be  able  to  hold  a  larger  charge  than  a 
condenser  of  much  larger  capacity. 

If  A  (Fig.  112)  be  charged  with  positive  electricity, 
there  will  be  a  charge  of  negative  electricity  on  the 
inside  of  b,  whereas  if  a's  charge  be  negative,  then  the 
charge  on  the  inside  of  b  will  be  positive.  We  have 
further  seen  (§  60,  page  113)  that  the  quantity  of  elec- 
tricity on  A  is  exactly  equal  in  amount  to  the  charge  of 
the  opposite  kind  of  electricity  on  the  inside  of  B.     We 
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may,  therefore,  define  the  capacity  of  the  condenser  either 
as  the  number  of  coulombs  neceeiiary  to  he  given  to  k,  or 
the  number  o/ coulombs  on  tfie  inner  surface  o/b  icAara  (/le 
P.  D.  between  them  is  1  volt. 

If  we  desire  to  make  a  condenser  with  a  very  large 
capacity,  we  may  either  make  the  plates  very  large,  or 
the    distance   between    them    very   small.      There    are 


Ptg.  IIS. 

obviously  practical  difficulties  in  making  the  distance 
separating  the  plates  very  small,  as  the  insulation  is 
liable  to  be  insufficient,  either  from  particles  of  duat 
passing  rapidly  backwards  and  forwards  between  the 
charged  plates,  and  so  discharging  them,  or  from  actual 
sparks  passing  when  the  P..  D.  between  the  plates  is 
high.     On  the  other  hand,  if  the  plate  a  and  the  box  b 


Tig.  Hi. 

{Fig.  112)  be  very  large  in  area  the  apparatus  becomes 
cumbersoma  This  difficulty,  however,  may  be  overcome 
by  making  both  A  and  B  consist  of  a  aeries  of  plates 
(shown  in  section  in  Fig.  113),  and  a  condenser  is  usually 
symbolically  represented  in  this  way,  or,  still  moi^e 
simply,  by  two  lines  drawn  parallel  to  one  anotlier,  aa  in 
Fig.  114,  and  the  sets  of  plates,  a  and  b,  ai'e  called  the 
"  coatings  "  of  the  condenser. 

163.  Capacity  of  a  Condenser  ie  Constant— By 
charging  a  condenser  with  different  P.  Ds.,  and  measuring 
with  a  galvanometer  the   quantity   of   electricity  that 
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enters  one  of  the  coatings,  or  the  quantity  that  leaves 
this  coating  when  the  condenser  is  discharged,  it  can  be 
experimentally  proved  that  this  quantity  is  directly  pro- 
portional to  the  P.  D.  The  capacity  of  a  condenser  may, 
therefore,  be  defined  as  tlie  ratio  of  the  number  oj 
coulombs  in  one  coating  to  t/ie  P.  D,  in  volts  between  the 
coatings,  this  ratio  being  a  constant  for  a  given  condenser. 
Unless  the  galvanometer  employed  be  very  sensitive, 
it  is  better  when  making  the  experiment  just  referred  to, 
for  testing  the  constancy  of  the  capacity  of  a  condenser, 
to  use  a  condenser  of  large  capacity  of  the  type  described 
in  §  ITSj^  page  317. 

164.  Variation  of  the  Capacity  of  a  Condenser  with 
the  Area  of  its  Coatings. — ^That  the  capacity  of  a  con- 
denser is  directly  proportional  to  the  effective  area  of  either 
of  the  coatings  hardly  needs  proof,  because  a  condenser 
with  coatings  of  large  area  may  be  regarded  as  being 
made  up  of  two  or  more  smaller  condensers,  such  that 
the  sum  of  the  areas  of  one  set  of  coatings  of  the  smaller 
condensers  is  equal  to  the  area  of  one  of  the  coatings  of 
the  larger,  the  distance  between  the  coatings  in  the  large 
condenser  and  in  each  of  the  smaller  ones  being  the 
same,  and  it  is  clear  that  the  capacity  of  the  set  of 
smaller  condensers  is  the  sum  of  their  capacities. 

165.  Variation  of  the  Capacity  of  a  Condenser  with 
the  Distance  between  the  Coatings. — If  we  had  a  con- 
denser of  large  capacity,  and  the  distance  between  the 
coatings  of  which  could  be  varied  at  will,  an  examination 
of  the  variation  of  the  capacity,  with  the  distance  between 
the  coatings,  might  be  made  by  fixing  the  coatings  at 
various  distances  from  one  another,  and  measuring  the 
number  of  coulombs,  or  the  fraction  of  a  coulomb,  required 
to  charge  the  -condenser  in  the  different  cases  with  the 
same  P.  D.  But  practically  it  is  found  that  any  condenser, 
the  size  of  whose  coatings  is  not  so  large  but  that  the 
distance  between  them  can  be  conveniently  adjusted,  has 
so  small  a  capacity  that  when  charged  with  even  a  large 
battery  of  galvanic  cells  in  series,  its  charge  cannot  bo 
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measured  with  eyen  a  very  delicate  galvanometer.  Hence 
we  are  compelled  to  use  some  statical  method  for  in- 
vestigating the  variation  of  the  capacity  of  a  condenser 
with  the  distance  between  its  coatings.  One  plan  would 
be  to  give  the  condenser  a  charge,  and  then,  on  varying 
the  distance  between  the  coatings  without  discharging  it, 
to  measure  the  variation  of  P.  D.  between  the  coatings  by 
means  of  a  suitable  electrometer.  From  this  the  variation 
of  the  capacity  could  be  at  onoe  determined,  since,  with 
a  constant  charge  in  the  condenser,  the  capacity  must 
be  inversely  proportional  to  the  P.  D.  between  the 
coatings. 

The  following  method,  devised  by  the  author,  however, 
enables  us  to  ascertain  the  law  of  variation  of  the  capacity 
with  the  distance  between  the  coatings,  without  making 
measurements  either  of  the  various  distances  between  the 
coatings,  or  of  the  various  P.  Ds.  corresponding  with 
these  distances,  bb,  b'b'.  Fig.  115,  are  wooden  boards 
(one  of  which  b'  b'  in  the  figure  is  shown  removed  from  the 
apparatus,  in  order  that  the  interior  may  be  seen)  with 
their  surfaces  opposed  to  one  another,  carefully  planed  so 
as  to  be  parallel,  and  coated  with  tinfoil,  so  as  to  make 
them  conducting.  These  surfaces  together  form  the 
outer  coating  of  a  condenser  corresponding  with  b 
(Fig.  112).  The  inner  coating  consists  of  the  two  sheets 
of  tinfoil,  T  T,  t'  t',  which  are  parallel  to  the  surfaces  of 
b  b  and  b'  b'.  This  tinfoil  is  stuck  on  thin  cloth  to  give 
it  strength,  as  it  has  to  roll  over  the  small  rollers  E  r', 
when  the  rod  n,  to  which  one  of  the  edges  of  each  of  the 
sheets  of  tinfoil  is  attached,  is  pulled  down  by  the  thin 
silk  cord  c  c,  or  when,  on  this  cord  being  slackened,  the 
weight  w  w,  to  which  the  opposite  edges  of  the  two  sheets 
of  tinfoil  are  attached,  pulls  T  T  and  t'  t'  down,  and  the 
rod  n  up.  The  rollers  rr',  which  are  made  of  steel,  are 
only  about  one-tenth  of  an  inch  thick,  and  are  placed 
close  together,  so  that  the  surface  of  the  tinfoil  wrapped 
round  them  may  be  as  small  as  possible,  and  so  that 
there  may  be  no  inductive  action  between  the  tinfoil  on 
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the  vertical  wooden  boards  and  the  inner  surfaces  of  the 
sheets  TT  and  t't'.     The  rollers  are  pointed  at  their 


ends,  where  they  are  supported  hy  the  brass  pieces  b  b , 
which  are  firmly  cemented  to  the  tops  of  the  glass  rods 
G  q'.     The  two  sheets  of  tinfoil  are,  therefore,  insulated 
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from  the  ground.  To  keep  the  glass  rods  dry  they  are 
each  surrounded  with  a  tube  p  p,  inside  which  is  placed 
dry  flannel  which  absorbs  moisture.  The  tubes  are 
hinged  down  their  sides,  so  that  they  can  easily  be  opened 
and  removed,  and  in  the  figure  the  one  belonging  to  the 
rod  g'  has  been  removed.  Swaying  of  the  weight  w  w  side- 
ways, as  well  as  side  attraxjtion  of  the  suspended  sheets 
of  tinfoil  T  T,  t'  t',  are  prevented  by  the  weight  being 
guided  by  the  cord  o  c  passing  through  it. 

The  boards  b  b  and  b'  b',  which  are,  as  seen  in  the 
figure,  strongly  stayed  at  the  back  to  prevent  warping, 
can  be  made  to  recede  from  one  another  by  pushing  in 
the  wedge  w  w,  by  means  of  the  screw  s,  or  to  approach 
one  another  by  turning  the  screw  in  the  opposite  direction, 
when  the  wedge  is  withdrawn,  and  a  spring  pressing 
against  each  plate  pushes  them  together.  In  addition  to 
the  horizontal  boards  h  h',  carrying  b  b  and  b'  b',  being 
always  pressed  by  these  springs  against  the  side  of  the 
wedge  ww,^  pin  on  the  underside  of  each  board  slides  in 
a  groove,  the  groove  g'  g'  seen  in  the  figure  being  that  in 
which  the  pin  attached  to  h'  slides,  b  b  and  b'  b',  there- 
fore, move  parallel  to  themselves,  so  that  in  all  positions 
the  opposed  surfaces  are  parallel.  The  cord  c  c  first 
passes  under  a  little  pulley  p  attached  to  the  base  of  the 
instrument,  then  under  a  second  pulley  p,  moving  with 
the  wedge,  and  its  end  is  attached  to  the  pin  q  (the  wedge 
in  the  figure  being  cut  away  to  show  the  pulleys).  Hence 
on  turning  the  screw  s,  so  as  to  push  in  the  wedge  and 
separate  B  B  and  b'  b',  the  cord  o  c  is  slackened,  and 
consequently  the  rod  n  rises,  and  the  weight  w  w  descends, 
causing  the  area  of  the  surface  of  the  tinfoil  t  t  and  t'  t' 
opposed  to  b  B  and  b'  b'  to  increase,  and  by  selecting  a 
proper  angle  for  the  wedge  w  w,  and  a  proper  pitch  for  the 
screw,  the  area  of  the  two  surfaces  of  the  tinfoil  t  t  and 
t't'  can  be  made  to  increase,  so  as  to  be  exactly  pro- 
portional to  the  distance  separating  them  from  the 
surfaces  of  b  b  and  b'  b'. 

Under  these  conditions,  if  the  inner  coating  of  the 
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condenser  be  connected  with  the  gold-leaves  of  an  electro- 
scope, and  the  outer  coating  of  the  condenser  be  connected 
with  the  outside  of  the  electroscope,  and  if  a  potential 
difference  be  set  up  between  the  coatings,  it  will  l>e  found 
that  no  alteration  of  the  divergence  of  the  gold-leaves 
will  be  produced  by  approaching  or  separating  b  b  and. 
b'  b'.  Now  the  quantity  of  electricity  on  the  outer  sur- 
faces of  T  T  and  t't'  is  a  constant,  since  there  is  no 
electricity  inside  a  conductor  (§  64,  page  118).  Conse- 
quently this  experiment  tells  us  that  if  the  ratio  of  the 
area  of  the  inner  coating  to  the  distance  between  the 
coatings  is  kept  constant,  the  capacity  of  the  condenser  is 
constant.  But  we  have  seen  (§  164,  page  303)  that  the 
capacity  of  a  condenser  is  directly  proportional  to  the 
effective  area  of  either  of  the  coatings,  hence  it  fol- 
lows that  the  capacity  of  a  condenser  vnth  plane  parallel 
plates  is  inversely  proportional  to  the  distance  between  the 
coatings, 

166.  Farad. — ^A  ^^ farad*'  is  the  unit  of  capacity, 
and  a  condenser  has  a  capaAty  of  one  farad  when  a  P,  D, 
of  1  volt  between  its  two  sets  of  plates  cha/rges  ea>ch  of 
them  with  t  cotUomb. 

If  A  be  the  area  in  square  centimetres  of  the  entire 
surface  of  either  of  the  two  sets  of  opposed  parallel 
plates  of  an  air  condenser,  and  t  be  the  distance  in  centi- 
metres separating  them,  and  if  F  be  ihe  capacity  of  the 
condenser  in  farads, 

■p _^ ^ 

^  1131  X  1013  X  t' 

If  A  be  reckoned  in  square  inches,  and  t  in  inches, 

F=  ^ 


4-452  X  10"  X  t 


A  farad  is  rather  a  large  unit  of  capacity  for  ordinary 
purposes,  hence,  one-millionth  of  a  farad,  or  a  '*  micro- 
farad" is  more  commonly  employed.      If    M   be  the 
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cap^xjity  in  microfaArads  of  the  air  condenser,  and  A  and 
^  be  in  square  centimetres  and  centimetres  respectively, 

M= ; 

1-131  X  107  X  < 

whereas,  if  A  and  t  be  in  square  inches  and  inches  re- 
spectively, 

M=   —^ 

4-452  X  10«  X  « 

In  order  that  the  preceding  formulae  may  be  strictly 
correct,  the  linear  dimensions  of  the  plates  must  be  largo 
compared  with  the  distance  between  them.  It  can, 
however,  be  made  rigorously  true  even  when  this  is  not 
the  case  if  a  guard-ring,  described  in  §  44,  page  89,  be 
employed  with  one  of  the  plates,  and  be  at  the  same 
potential  as  this  plate.  In  that  case  A  is  the  area  of 
the  smaUer  plate,  not  including  the  area  of  the  guard-ring, 
and  F,  or  M,  is  the  capacity  of  this  plate,  not  including 
the  capacity  of  the  guard-ring  itself 

167.  Charge  in  Terms  of  Capacity. — If  K  be  the 

charge  in  coulombs  in  an  air  condenser,  having  a 
capacity  of  F  farads,  when  there  is  a  P.  D.  between  the 
coatings  of  V  volts,  it  follows  from  the  definition  of 
capacity,  that 

K  =  F  X  V, 

also  if  M  be  the  capacity  in  microfarads  that 

M  X  V 


K  = 


10^ 


168.  Capacity  of  a  Cylindrical  Condenser. — li  the 
two  coatinffs  of  an  air  condenser  consiflt  of  two  concentric  cylinders 
A  B,  0  D  (Fig.  116),  of  length  /  centimetres,  and  of  radii  or  diameters, 
R  and  r  respectively,  the  capacity  F  in  farads 


2-413  I 

X 


10"        log.io  R-log-io  »• 
As  log.|0  B — log.  10  r  equals   log.io— »  it  is  obyionB  that  it 
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is  quite  immaterial  what  units  of  length  are  employed  in  measur- 
ing R  and  r,  provided  that  the  same  unit  is  employed  in  each 
case. 

If  M  be  the  capacity  in  micro&rads, 
luf        2-413  / 


107  log.joR-log.io^* 

A  common  example  of  a  condenser  having  its  coatings  con- 
centric cylinders  is  a  submarine 
cable  {see  Fig.  98,  §  140,  page 
267),  the  outer  coating  being  the 
water  or  the  iron  sheathing  in 
contact  with  the  insulating  core, 
and  the  inner  coating,  the  sur- 
face of  the  copper  conductor. 
Consequently,  if  R  be  the  radius 
of  the  core,  and  r  the  radius  of 

the  conductor,  and  if  n  be  the  length  of  the  cable  in  knots,  the 
capacity  in  microfarads 

T^,       2-413  X  2029  X  91-44  n 

107  log.ioR— log.jor 

4-476  n 

X 


10*  log.joR— log.ior 

169.  Specific  Inductive  Capacity. — The  capacity  of 

a  condenser  can  be  still  further  increased  by  using,  in- 
stead of  air  for  the  insulator,  glass,  guttapeivha,  india- 
rubber,  paraffin  oil,  or  some  other  solid  or  liquid  insulator. 
If  K  be  the  number  of  coulombs  of  positive  electricity 
required  to  be  given  to  a,  and  of  negative  electricity  to 
B,  so  as  to  produce  1  volt  P.  D.  between  them  when  they 
are  separated  by  air,  then  if  the  air  be  replaced  by  some 
other  substance,  and  no  other  change  bo  made  in  the 
condenser,  the  number  of  coulombs  now  required  to  pro- 
duce 1  volt  P.  D.  between  a  and  b,  will  be 

K  X  "  t?ie  speci/lc  inductive  capacity.^' 

Hence  the  specific  inductive  capacity  of  a  substance  is 
the  ratio  of  the  capacity  of  a  condenser  wJien  its  plates 
are  separated  by  this  substance  to  tlie  capacity  of  the 
same  condenser  when  its  plates  are  separated  by  air. 

The  following  table  gives  a  list  of  the  specific  inductive 
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capacities  of  some  important  substances  as  determined 
by  various  experimenters,  whose  names  are^  given  in  the 
third  oolumn : — 

TABLE  No.  VI. 
Speeyie  Inductive  Capacity, 


Sabsttnoe. 


Vacuum,  air  at  about  0*001 
millimetre  pressure      .     . 

Vacuum,  air  at  about  6  milli- 
metres' pressure      ... 

Hydrogen  at  about  760  milli- 
metres* pressure      .     .     . 

Air  at'about  760  millimetres* 
pressure 

Carbonic  Dioxide  at  about 
760  millimetres'  pressure . 

defiant  Gas  at  about  760 
millimetres*  pressure  .     . 

Sulphur  Dioxide  at  about 
760  millimetres*  pressure  . 


Paraffin  Wax,  Clear  .     .    . 

Paraffin  Wax,  Milky  .     .     . 

[ndiarubber.  Pure  .... 

„  „      Vulcanised.     . 

Besin       

Ebonite 

Sulphur 

Shell-lac 

Guttapercha 

Mica         . 

Flint  Glass,  Very  light  .     . 

»        »       Light     .     .     . 

ft        ),       x^enso     .     •     . 

„        „       Double     extra 

dense 


Specific  IndnctiTe 
Gapaoil^. 


0-94  about. 

0-9985 
0-99941 
0-9997 
0-9998 


1  000356 
10008 

1000722 

1-0037 

n'92 
1-96 
1-977 

L2-32 
2-47 
2-34 
2-94 
2-56 
2-66 
2-76 
3-15 

2-88  to  3-21 
3-84 

2-95  to  3-73 
4-2 
5 

6-57 
6-85 
7-4 


Authority. 


i 


10-1 


Author. 

Author. 
Boltzmann. 
Boltzmann. 
Author. 
Taken    as    the 

standard. 
Boltzmann. 
Author. 

Boltzmann. 

Author. 

Schiller. 
WiiUner. 
Gibson  and  Bar- 
clay. 
Boltzmann. 
Scluller.. 
Schiller. 
Schiller. 
Boltzmann. 
WuUner. 
SchiUer. 
Boltzmann. 
Wiillner. 
Boltzmann. 
WiiUner. 


J.  Hopkinson. 
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Not  merely  is  the  capacity  of  a  condenser  increased 
by  using,  say  glass  instead  of  air,  as  the  ''  dielectric  "  or 
instUating  matericU  th/rough  which  the  indtiction  takes 
placCj  but  the  resistance  to  loss  of  charge  by  sparking  is 
immensely  increased  ;  hence,  with  a  glass  condenser  far 
greater  P.  Ds.  can  be  used  than  with  an  air  condenser  of 
the  same  size.  27ie  resistance  to  sparking  does  not  de- 
pend on  the  insulating  qvMity  of  the  substancCy  but  on 
its  rigidity  and  the  resistance  it  in  consequence  op- 
poses to  rupture. 

If,  instead  of  air,  a  substance  having  a  specific  induc- 
tive capacity  i  be  employed,  in  a  condenser  made  of 
parallel  plates, 


F  =  t  X 


and  M  =  t  X 


A        

M31  X  1013  X  t 


M31  X  107  X  « 


if  A  and  t  are  reckoned  in  square  centimetres  and  centi- 
metres respectively ;  and 

F  =  t  X 

4-452  X  10^2  X  t 

and  M  =  t  X 

4-452  X  10«  X  < 

if  A  and  t  are  reckoned  in  square  inches  and  inches  re- 
spectively. 

Similarly  the  logarithmic  formulae  given  in  §  168, 
page  308,  for  the  capacity  of  a  cylindrical  condenser, 
must  be  multiplied  by  i,  the  specific  inductive  capacity  of 
the  dielectric  when  this  is  paraffin  wax,  glass,  &c.,  or 
when,  as  in  the  case  of  a  submarine  cable,  guttapercha  or 
indiarubber  fills  up  the  space  between  the  two  con< 
ductors. 

Example  92. — If  the  distance  between  the  plates  in 
an  air  condenser  be  1  millimetre,  what  must  be  the  area 
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of  eacli  set  of  plates  in  order  that  the  capacity  may  be  1 
microfarad  1  Answer, — About  1,131,000  sq.  cent. 

Example  93. — How  many  plates  about  1  foot  square 
would  be  necessary  to  produce  the  area  required  in  the 
last  answer,  and  what  would  be  the  exact  size  of  each 
plate  1 

If  we  assume  that  the  plates  were  each  1  square  foot, 
then,  since  the  area  on  both  sides  of  each  plate  is  utilised, 
it  follows  that  the  number  of  plates  required  would  be 

---    '        or  608-7.     We  could,  therefore,  either  use  608 

plates,  each  a  little  larger  than  1  square  foot,  or  609 
plates,  each  a  little  smaller.  The  latter  will  be  nearer  in 
size  to  the  square  foot,  and  using  this  number,  it  is  easy 
to  calculate  that  each  plate  must  be  0*9994  square  feet, 
or  11*99  inches  square.  For  the  other  coating  b  (Fig. 
113,  page  302),  there  must  be,  of  course,  610  plates,  since 
one  surface  of  each  of  the  outer  plates  of  B  will  have  no 
action  as  a  condenser. 

Example  9.4. — If  the  insulating  material  in  a  condenser 
be  paraffined  paper,  and  if  we  assume  that  the  specific 
inductive  capacity  of  the  paraffined  paper  is  the  same  as 
that  of  paraffin  wax,  1*977,  what  must  be  the  thickness  of 
the  paper  in  order  that  the  condenser  may  have  one-third 
of  a  microfarad  capacity  when  the  area  of  each  set  of 
plates  is  205  square  feet]     Answer, — 0*03933  of  an  inch. 

Example  95. — A  cylindrical  glass  jar  one-tenth  of  an 
inch  thick,  and  3  inches  in  diameter,  is  coated  inside 
and  outside  with  tinfoil  on  the  bottom,  and  on  the  sides 
for  a  height  of  3  inches.  If  the  glass  be  extra  dense 
flint,  what  must  be  the  P.  D.  between  the  tinfoil  coat- 
ings so  that  the  charge  may  be  one-millionth  of  a  coulomb  1 

The  glass  being  very  thin,  the  formulas  for  a  condenser 
formed  of  plane  parallel  plates  may  be  used.      The  area 

.    «■  X  32 

of  tinfoil  at  the  bottom  is  — - —  sq.  inches,  that  on  the 
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sides  IT  X   3  X  3  sq.  inches.     If,  therefore,  V  be  the  un- 
known P.  D.  in  volts, 

?-AA^  +  t  X  3  X  3 

-*  4 

=  10-1  X  -TT- TTTz :-  V. 


106  4-452  X  10^2  X  ^ 

.  •.  V  =  1247  Answer.— I2i7  volts. 

Example  96. — What  is  the  capacity  of  the  glass  con- 
denser referred  to  in  the  last  question  1 
If  F  be  the  capacity  in  farads, 

F= ?__. 

10«  X  1,247 

hence  the  capacity  is  0*0008021  microfarads. 

Example  97. — ^The  diameter  of  the  copper  conductor  of  the 
Direct  United  States  cable  being  0*16  of  an  inch,  the  diameter  of 
the  guttapercha  core  0  *446  of  an  inch,  and  its  length  2,443  knots, 
what  is  its  capacity  ? 

From  the  formula)  in  §  168,  page  309,  we  have 

M  =  4*2  X  X 


10*  ,  446 

160 
:=  1031.  Answer,— lOZl  microfarads. 

The  actual  capacity  determined  by  experiment  is  1000*4  micro- 
farads. 

170.  Condensers  for  Large  P.  Ds.— The  charge  in  a 
condenser,  K  coulombs,  equals,  as  we  have  already  seen, 

Fx  V, 

hence  this  charge  can  be  made  great  by  making  one  or 
other,  or  both  of  the  factors,  F  and  V  larga  For  experi- 
ments with  the  old  form  of  *\frictional  electrical  machines  " 
or  with  the  more  modem  form  of  "  influence  machines  " 
(see  §  196,  page  371),  it*  is  V  that  is  always  made  large, 
whereas  when  galvanic  batteries  are  used  as  the  source  of 
the  P.  D.,  it  is  F  that  is  usually  made  large.  In  the 
recent  experiments,  however,  made  by  Dr&  Do  La  Rue 
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and  Hugo  MOller,  with  their  large  Bilver  chloride  battery, 
consisting  of  some  20,000  cells,  the  condensers  have  been 
made  to  stand  the  high  P.  D.  produced  by  this  battery  as 
well  as  to  have  a  large  capacity.  When  thousands  of 
volte  are  to  be  employed,  a  lai^  redstance  to  sparking  is 
therefore  quite  as  important  as  high  specific  inductive 
capacity,  and,  as  already  stated,  requires  tiiatthedielectric 
should  be  rigid.     (See  the  note  to  §  192,  page  358.) 

171.  Leyden  Jar. — Bome  kind  of  glass  is  usually 
employed  in  the  construction  of  condensers  that  are  to  be 
charged  with  a  very 
large  P.  D,,  and  the 
condenser  takes  the 
form  of  a  "■  Leyden 
jar,"  a  type  of  which 
is  seen  in  Fig.  117. 
The  name  is  derived 
from  the  town  of 
Leyden,  at  which  the 
property  of  electric 
capacity  was  accident- 
ally discovered  in 
1746,  by  Musschen- 
broek,  and  his  pupil 
pj^  jjy  Cuneus.     I>eeiring  to 

collect  the  supposed 
electric  fluid,  they  used  a  bottle  partly  filled  with  water, 
into  which  dipped  a  nail,  passing  through  the  cork,  to  carry 
the  fluid  from  the  electric  machine  to  the  water,  and  on 
Guneus  touching  the  nail  with  one  hand,  the  bottle  being 
held  in  the  other,  he  received  a  shock. 

In  the  ordinary  Leyden  jar,  such  as  is  seen  in  Fig. 
117,  the  tin  coatings  are  sheets  of  tinfoil,  one  pasted 
inside  the  jar,  and  the  other  outside.  Electric  connec- 
tion is  made  with  the  inside  coating  either  by  a  metal 
rod  or  rods  resting  on  the  bottom,  or  more  commonly, 
by  a  chain  or  a  flexible  bit  of  wire  banging  from  a 
brass  rod,  which,  in  this  case,  is  supported  by  a  wooden 
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cover  to  the  jar  to  which  the  rod  is  fixed.  But  such  a 
Leyden  jar,  even  when  the  surface  of  tiie  glass,  which  is 
not  covered  with  tinfoil,  is  coated  with  shell-lac  or  other 
varnish,  has  but  a  poor  insulation  in  damp  weather,  and 
requires  the  glass  to  be  constantly  held  in  front  of  the 
fire  to  be  dried.  For  with  the  wooden  cover  in  contact 
with  both  the  metal  rod  and  with  the  edge  of  the  jar, 
in  accordance  with  the  unscientific  form  of  construction 
usually  adopted,  the  interior  of  the  glass  helps  but  little 
towards  holding  the  charge,  seeing  that  if  the  outside  of 
the  wooden  cover  and  of  the  jar  be  dirty  and  moist,  th^o 
is  a  direct  road  for  the  electricity  to  leak  from  the  rod  to 
the  tinfoil  outside,  without  passing  at  all  over  the  glass  on 
the  interior.  Hence,  that  portion  of  the  glass  which  it 
is  most  easy  to  keep  dry  and  clean,  is  rendered  useless  by 
the  presence  of  the  wooden  cover  in  contact  with  the  rod. 
On  this  account  the  form  of  Leyden  jar  shown  in  Fig. 
118,  and  originally  employed  by  Sir  William  Thomson, 
is  much  to  be  preferred.  The  outer  coating  consists  of 
tinfoil  T  T,  as  in  the  ordinary  Leyden  jar,  but  the  inte- 
rior is  formed  of  strong  sulphuric  acid  ss,  into  which 
dips  a  leaden  rod  l,  expanded  at  the  lower  part  into  a 
sort  of  foot  so  as  to  stand  firmly  on  the  bottom  of  the 
glass  jar.  Both  rod  and  foot  are  made  of  lead  so  as  not 
to  be  acted  upon  by  the  acid,  but  the  upper  part  i  of  the 
rod,  which  does  not  dip  into  the  acid,  may  be  conve- 
niently made  of  iron,  being  less  liable  to  bend  than  lead. 
The  mouth  of  the  jar  is  partially  closed  with  a  wooden 
cover  w,  to  keep  out  dust,  and  retard  a  too  rapid  inter- 
change of  the  air  between  the  inside  and  outside,  which 
would  prevent  the  sulphuric  acid  being  able  to  keep  the 
interior  surface  of  the  glass  dry.  A  cork  c,  sliding  on 
the  rod  I,  is  pressed  down  when  the  jar  is  not  in  use, 
but  is  raised  up  to  prevent  electric  contact  between 
the  rod  and  the  cover  ww,  when  the  jar  is  to  be 
charged. 

In  Fig.  118  there  is  seen  carried  by  the  iron  rod  a 
metallic  cone.    This  may  be  used  for  making  experiments 
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in  density  with  the  proof  plane  (see  §  63,  page  118), 
and  the  advantage  of  actaching  the  chaiged  cone,  or 
other  conductor  (the  distribution  of  density  over  whose 
surface   we    desire    to    measure),    to    another    conduc- 
tor of  large  capacity,  is  that  the  amount  of  electricity 
removed   by   the   proof  plane,   ea«h  time   we   touch   the 
Burface  of  the  cone,  does  not  sensibly  diminish  the  poten- 
tial or  the  total  charge  pos- 
sessed by  the  cone.    Without 
the  use  of  the  Leyden  jar, 
the   effect  of   touching  any 
point  A  on  the  cone  with  the 
proof    plane,    and   removing 
the  proof  plane,  is  not  merely 
to    remove    the    amount  of 
electricity  that  was    on  the 
surface  of  the  cone  touched 
by  the  proof   plane,  but    to 
slightly  diminish  the  density 
of   every  other  part  of    the 
surface    of   the    cone,    since 
electricity  has    to  flow  from 
the   rest  of  the   body   to   re- 
charge the  part  touched  by 
the  proof  plane.     Hence,  if 
the  cone  be  first  chai^d  to 
Fig.  lis.  a  given  potential,  and  then 

the  relative  densities  at  any 
points  A  and  B  be  determined  by  tonching  them  sutxies- 
sively  with  the  proof  plane,  slightly  different  results  vill 
be  obtained,  according  to  the  order  in  which  these  two 
points  are  touched.  The  use  of  a  well-insulated  Leyden 
jar  removes  the  difficulty,  which  may  also,  to  a  certain 
extent,  be  overcome  by  first  touching  a,  and  measuring 
the  charge  y,,  taken  away  by  the  proof  plane,  then 
touching  B,  and  measuring  the  charge  q^,  removed, 
and  thirdly,  touching  a  again,  and  measuring  the 
charge  g^,  removed  by  tlie  proof  plane  on  touching  a  a 
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second   time,  because  the  density  at  B  will  be   to  the 
density  at  a  approximately,  as 


..to 


g|  +  ?g 


A  glass  jar,  with  a  contracted  neck,  as  shown  in  Fig; 
119,  would  have  a  much  higher  insulation  as  long  as  the 
interior  of    the  neck  was   clean,  but   tliere    would    be 
greater  difficulty  in  introducing  the 
acid  without  splashing  the  neck,  and 
in  cleaning  the  inside  of  the  neck 
when  it  became  dirty,  even  if  we  took 
out  the  metal  rod  whicli  fits  into  a 
tiibnlui-e  at  tlie  bottom  of  the  vessel, 
as  does  the  glass  rod  in  the  insulating 
stand.  Fig.  40,  -psLge  112. 

172.  Battery  of  Leyden  Jars.— 
If  a  greater  capacity  is  desii-ed  than 
can  be  obtained  with  one  such  Ley- 
den jar,  when  the  glaas  is  made  as 
thin  and  as  large  as  is  practicable, 
then  a  "battery  of  Leyden,  jars,"  that 
is,  a  number  of  sulphuric  acid  Leyden 

jars  in  parallel,  ebould  be  employed.  Fig.  lis. 

173.  OonBtmcting  CondenEers  of 

Very  Luge  Capacity. — When  a  very  large  capacity  is 
required  the  dielectric  employed  consistB  usually  of  sheets 
of  paper  or  of  mica,  which  have  been  soaked  in  melted 
pa/ra£in  xnax  or  in  a  solution  of  sJteHAac  in  alcohol. 

The  sheets  of  tin-foil  are  shaped  as  ehown  in  a 
(Fig  120),  one  comer  being  cut  off,  and  the  eheets  of 
insulating  material  b  are  made  about  two  inches  wider 
and  two  inches  longer,  and  have  two  comers  cut  off.  On 
a  sheet  of  insulating  material  there  is  first  laid  a  sheet 
of  tinfoil,  as  in  c,  then  a  sheet  of  insulating  material  is 
Iwd  on  the  top,  tlien  a  second  sheet  of  tinfoil  with  its 
uncut  comer  turning  the  other  way,  and  so  on,  so  that 
finally  there  are  a  number  of  alternate  sheets  of  tinfoU 
with  their  cornel's  projecting  over  the  sheets  of  insulating 
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material  to  the  right,  and  the  other  set  of  alternate  sheets 
of  tinfoil,  with  their  uncut  comers  projecting  over  to  the 
left  Each  of  the  exposed  sets  of  comers  ia  soldered 
together,  and  forms  an  electrode  or  terminal  of  the 
condenser. 

When  paraflSned  paper  is  employed  as  the  insulating 
material,  the  paper  ia  first  very  carefully  examined  by 
holding  it,  sheet'  by  sheet,  up  to  the  light,  so  that  the 
existence  of  any  small  holes  may  be  detected,  and  any 
sheet  possessing  such  holes  is  discarded.  The  good 
sheets  are  then  placed  in  a  bath  of  melted  paraffin  wax 


Fig.  m. 

warmed  by  steam  to  about  110°C.,  or  a  little  above  the 
boiling  point,  so  that  all  water  may  be  driven  off.  On  a 
horizontal  slab  of  cost  iron,  also  warmed  by  steam  to 
about  the  same  temperature,  the  shecte  of  paraffined  paper 
and  tinfoil  are  laid  in  the  way  just  described,  the  sheets 
being  carefully  smoothed  with  a  flat  strip  of  wood  as 
they  are  laid  on.  Two  sheets  of  paper  are  placed  be- 
tween each  pair  of  sheets  of  tinfoil  to  avoid  the  possi- 
bility of  a  hole  in  the  paper  causing  leakage,  it  being,  of 
course,  most  improbable,  even  if  there  were  a  minute 
hole  in  each  sheet,  that  the  holes  would  come  exactly 
opposite  one  another.  After  the  condenser  has  been 
built  up  in  this  way  it  is  placed  between  two  warm  metal 
plates,  and  pressed  with  a  weight  of  about  eight  cwta. 
while  it  is  cooling,  in  order  that  the  surplus  paraffin  wax 
may  be  squeezed  out  and  the  whole  consolidated, 
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To  avoid  the  paraffin  wax  being  wasted,  it  is  desirable 
to  have  a  kind  of  gutter  all  round  the  cast  iron  plate,  on 
which  the  condenser  is  built  up,  for  the  paraffin  wax  to 
run  into. 

It  is  not  desirable  to  use  the  paraffin  wax  in  the  baths 
more  than  once,  since  even  when  the  temperature  is  not 
raised  more  than  about  110^  C.  or  120*^  C,  slight  decom- 
position  of  the  wax  may  occur,  which  diminishes  its  high 
specific  resistance.  The  paraffin  employed  for  making 
condensers  is  highly  purified,  and  the  residue  in  the  baths 
is  sold  to  be  used  for  making  candles. 

174.  Comparing^  Capacities. — The  capacities  of  two 

condensers  can  be  easily  compared  by  successively 
charging  each  condenser  with  the  same  P.  D.,  and  ob- 
serving, by  means  of  a  suitable  galvanometer,  the 
amounts  of  electricity  that  rush  into  the  condenser  to 
charge  them,  or  by  charging  them  with  the  same  P.  D., 
and  then  discharging  them  successively  through  a  suit- 
able galvanometer,  the  instantaneous  deflection  produced 
in  either  case  being  dii'ectly  proportional  to  the  capacity. 

If  the  condensers  difier  much  in  capacity,  so  that 
when  the  galvanometer  is  properly  adjusted  and  a  suit- 
able P.  D.  selected  to  obtain  a  convenient  deflection  on 
the  galvanometer  with  the  smaller  condenser^  the  deflec- 
tion obtained  with  the  larger  would  be  much  too  great, 
or  conversely  if  the  sensibility  of  the  galvanometer  were 
arranged,  and  the  P.  D.  selected  with  reference  to  the 
larger  condenser,  the  deflection  obtained  with  the  smaller 
condenser  would  be  much  too  small ;  hence,  in  order  to 
make  the  comparison  of  the  capacities,  either  the  galvano- 
meter must  have  diflerent  sensibilities,  or  the  P.  D.  em- 
ployed must  be  diflerent  in  the  two  cases. 

The  only  easy  way  of  altering  the  sensibility  of  a  gal- 
vanometer by  a  definite  amount  is  by  shunting  it,  and  even 
this  method,  as  was  first  pointed  out  by  Mr.  Latimer 
Clark,  introduces  a  certain  vagueness  when  we  are  deal- 
ing with  instantaneous  deflections  and  "transient  cur- 
rents" or  currents  only  lasting  for  a  very  short  time.    (tSee 
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§  188,  page  349.)  Hence,  it  is  better  to  use  different 
F.  Da.  in  the  two  casea,  and  ihe  simplest  method  of 
obtaining  two  F.  Ds.  of  a  known  ratio  to  one  another 
is  that  described  in  g  150,  page  278. 

Let  F  and  F"  be  the  capacitiea  of  the  two  condensers, 

V  and  V'  the  P.  Da.  employed  in  charging  them,  and  k 

and  k'  the  inatantaneooa  deflections  produced  either  on 

charging  or  on  discharging,  then 

F_  V'       k 

F  ~  V    ^  k'' 

17S.  Charge  and  DiBoharge  Key. — If  it  be  merely 
desired  to  observe  the  instantaneoua  deflection  on  charg- 
ing a  condenser,  anj  simple  key  for  closing  the  circuit 


.-^fTV^ 


may  be  employed,  but  if  we  desire  to  observe  the  dis- 
chaj^e  immediately  after  removing  the  battery,  and 
therefore,  before  the  condenser  has  lost  any  of  its  charge 
by  leakage  from  one  coating  to  the  other,  some  special 
form  of  key  must  be  employed,  and  that  shown  in  Fig, 
121  will  be  found  convenient,  and  has  very  high  insula- 
tioa  If  joined  up  as  shown  in  this  figure,  it  will  be 
Been  that,  on  depressing   the  lever  l,   contact  will  be 
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made  between  the  lever  and  the  lower  stop  a^,  while 
that  between  h  and  the  upper  stop  Bj  will  be  broken. 
This  will  enable  the  battery  B  to  charge  the  condenser  c 
without  deflecting  the  galvanometer  G,  If,  now,  the 
pressure  on  the  bent  lever  l  be  withdrawn,  it  will  fly  up, 
breaking  the  contact  at  s^,  and  so  disconnecting  the 
battery,  while  immediately  afterwards  the  contact  at  s, 
will  be  made  and  the  condenser  discharged  through  the 
galvanometer. 

If  the  key  be  joined  up  as  shown  in  Fig.  122,  the 
galvanometer  will  measure  the  charge  put  into  the  con- 


denser on  depressing  the  key,  but  not  the  discharge  that 
will  take  place  on  liberating  the  key.  If  the  insulation 
of  the  condenser  be  slightly  defective,  so  that  there  is 
a  small  leakage  from  one  coating  to  the  otiier,  the  swing 
of  the  galvanometer  needle  on  charging  the  condenser 
(Fig.  1 22)  will  be  larger  than  it  would  he  were  there  no 
leakage,  while,  on  the  other  hand,  the  swing  on  discharg- 
ing will  be  smaller ;  the  mean  of  the  two  swings  may  be 
taken  as  a  measure  of  the  true  charge  of  the  condenser, 
independently  of  the  leakage,  if  the  efiect  due  to  the 
leakage  is  small. 

When  the  apparatus  is  arranged  as  in  Fig.  123,  both 
the  charge  and  dischai^e  will  be  measured,  producing 
deflections  on  opposite  sides  of  the  zero,  and  therefore 
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producing  practically  no  effect  at  all,  if  made  to  follow 
one  anoUier  faiify  rapidly.  The  effect  of  either  on  the 
galvanometer  can  be  prevented  by  short-circuiting  it 
during  either  the  charge  or  discharge  by  means  of  the 
short-circuit  plug  p. 

176.  Condeusere  are  Stores  of  Electric  Energy,  not 
of  Electricity. — If  a  suitable  galvanometer  be  inserted 
in  each  of  tlie  wires  connecting  the  two  coatings  of  the 
condenser  cwith  the  two  ends  of  the  battery  b(  Fig.  124), 
it  will  be  found  on  completing  the  circuit  by  closing  a  key 


at  K,  that  the  first  swings  on  the  two  galvanometers  are 
such  as  indicate  equal  quantities  of  electricity  passing 
through  them.  And  if  when  the  condenser  is  charged 
the  battery  be  removed,  and  the  condenser  be  discharged 
by  connecting  together  the  wires  p  and  q  coming  from 
the  galvanometer,  then  the  first  swings  of  the  galvano- 
meter needles  will  again  be  such  as  to  indicate  that  equal 
quantities  of  electricity  pass  through  them,  but  in  this 
case  in  the  opposite  direction  to  that  in  which  the  elec- 
tricity passed  during  the  charge.  Henee,  both  on  charg- 
ing and  on  discharging  a  condenser  as  much  electrieity 
■passes  into  one  coating  as  pagtee  out  of  tlie  otlier,  and 
there  is  no  storing,  or  accumulating,  of  electricity.  In 
fact,  as  far  as  the  galvanometer  deflections  during  the 
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charge  show,  we  could  not  eay  -whether  there  was  a  con- 
denser at  c  or  a  resistance,  the  value  of  which  was,  from 
some  cause,  rapidly  increased,  to  practically  infinity,  on 
completing  the  circuit  The  sudden  deflections,  however, 
produced  on  the  galvanometer  when  the  wires  P  and  q 
are  joined  together  after  removing  the  battery,  could  not 
be  produced  if  c  were  a  resistance,  since  no  alteration 
of  the  value  of  a  .resistance  can,  by  itself,  and  without 
any  current  generator,  produce  a  current.  When  the 
condenser  has  a  lai^  capacity,  and  when  the  P.  D.  em- 
ployed in  charging  it  is  large,  the  current  obtained  on 


discharging  it  may  produce  very  powerful  effects.  Hence, 
we  are  led  to  conclude  that,  althotigh  a  charged  condenser 
amtains  no  store  of  ekctricity,  it  contains  a  store  of  electric 
energy,  and  it  can  be  shown  that,  if  the  capacity  of  the 
condenser  be  F  farads,  and  if  it  be  charged  with  a  P.  D. 
of  V  volts,  the  store  of  electric  energy,  or  the  work  this 
store  can  do  when  the  condenser  is  discharged,  ei^uals 

foot  lbs. 

2-712 

Example  98.  —How  many  times  per  second  would  a 
condenser  of  10  microfarads  have  to  be  charged  with 
86  volts,  and  discharged  so  that  it  would  give  out  about 
OQ&-thousaudth  of  a  horse-power  1      Answer. — About  20. 

EceampU  99.— If  a  battery  having  an  E.  M.  F.  equal 
to  E  volts  be  used  to  charge  a  condenser  of  F  farads,  how 
many  foot  lbs.  of  work  are  wasted  in  the  charging? 
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Let  K  be  the  charge  in  coulombs  held  by  the  con- 
denser when  the  P.  D.  between  its  coatings  is  E,  then 

K  =  FE, 

and  the  store  of  energy  equals,  from  §  176,  page  323, 

foot  Iba, 

2-712 

The  work  done  in  t  minutes  by  a  battery  of  E  M.  F. 
equal  to  E  volts,  when  a  current  of  A  amperes  flows 
through  it^  equals,  from  §  115,  page  203, 

44-25  A  E  t  foot  lbs., 
.  *  •     the  work  done  in  t  seconds  is 

if'^^AE^  foot  lbs. 
60 

Now  At  equals  the  number  of  coulombs  that  flow 
thi-ough  the  battery  in  the  time  t,  whether  t  be  short  or 
long,  and  although  when  charging  the  condenser  the 
current  will  at  flrst  be  very  strong,  and  then  will 
gradually  diminish  until  it  becomes  nought,  we  may 
consider  it  to  remain  constant  during  a  small  fi*action  of 
a  second.  Hence,  if  A;  be  the  number  of  coulombs  that 
pass  during  a  time  so  short  that  the  current  may  be 
regarded  as  remaining  constant  during  this  time,  the 
work  done  by  the  battery  during  this  time  equals 

^—itE  foot  Iba, 
60 

and  this  is  true  for  each  short  time  during  the  charging 
Hence,  the  total  work  done  by  the  battery  equals 

it??  K  E  foot  lbs., 
60 

or    1—   FE«footlha. 
60 
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Hence,  the  waste  of  energy  during  the  charging  eqaals 

(1^__1^)f  Effect  lbs., 
\  60  2-712J 

or     A  ll=?  F  E2  foot  lbs., 

or  half  the  energy  expended  by  the  battery  is  wasted, 
no  matter  what  be  its  resistance,  or  the  resistance  of  the 
rest  of  the  circuit. 

Example  100. — If,  instead  of  employing  a  battery 

having  an  E.  M.  F.  of  E  volts  to  charge  the  condenser, 

E 
we  first  charge  it  with  a  battery  of  -  volts ;  then  increase 

2E 

the  E.  M.  F.  of  the  battery  to  and  further  charge 

n 

the  condenser  ;  next  increase  the  E.  M.  F.  of  the  battery 

3E 

to »  and  still  further  charge  ihe  condenser,  and  so 

n 

on,  what  will  be  the  total  waste  of  energy  ? 

The  number  of  coulombs  put  into  the  condenser  in 

the  first  charge  equals 

FE 

n 
and  the  work  done  by  the  first  battery  equals 

44-25       FE2,       „ 
— TT-  X  — —  foot  lbs. 
60  w2 

The  number  of  coulombs  put  into  the  condenser  in  the 
second  charge  equals 

FE 

and  the  work  done  by  the  battery  equals, 

44-25       FE       2E  ,       „ 

--— -  X X foot  lbs., 

60  n  n  ' 
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44-25  o  Tj,     E2  ^    ^  ,^      , 
or     — —   2  P    — ^  foot  lbs.,  Ac. 

So  that  the  total  work  done  in  charging  the  condenser 
equals 

44-25 

X 


60 


— ^|l+24-3+....-|-n| 


44-25       FEK.   ,     .n 
60  w*  2 

44-25 


60 


(271"*'^) 


PE2  f—  4.^1  footlW 


The  store  of  energy  in  the  condenser  equals,  as  before, 

FE8 

foot  lbs., 

2-712  ' 

quite  independently  of  the  way  in  which  the  condenser 
has  been  charged.     Hence,  the  waste  equals 

44-25  1 

F  E^  — —  foot  lbs., 

60  2n  ' 

which  becomes  the  same  as  before  if  n  is  unity,  but  on 
the  other  hand  becomes  as  small  as  we  please  if  n  be 
made  larger  and  larger.  In  fact,  the  more  nearly  we 
make  the  rate  of  increase  of  the  E.  M.  F.  in  charging 
equal  to  the  rate  of  the  decrease  of  the  P.  D.  between 
the  coatings  of  the  condenser  in  discharging,  the  less 
will  be  the  waste  in  charging. 

Example  101.  —If  an  air  condenser  be  formed  of  two 
parallel  metallic  plates,  each  two  square  feet  in  area, 
placed  ij^th  of  an  inch  apart,  and  charged  with  a  P.  D. 
of  250  volts,  what  amount  of  work  must  be  done  in 
separating  the  plates,  so  that  the  distance  between  them 
is  increased  to  ^th  of  an  inch,  if  the  wires  used  in 
charging  the  condenser  be  removed  before  the  plates  are 
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separated,  so  ihat  the  charge  in  the  condenser  remains 

unaltered  during  the  separation  1 

The  capacity  before  separation  equals  from  §    166, 

page  307, 

288 

farads. 

4-452  X  1012  X  A  ' 

or   1-940  X  10-»  « 

and  after  separation. 


288 


f» 


99 


4-462  X  1018  X  A 

or    6-467  x  lO'io 

therefore  if  K  be  the  charge  in  coulombs  in  the  con- 
denser, and  y  the  P.  D.  after  separation  in  volts, 

K  =  1-940  X  10-»  X  250 

=  6-467  X  10-10  X  V, 

.  •.     V  =  750  volts. 

The  store  of  energy,  in  the  condenser  before  separation 

equals 

1-940  X  10-9  X  2503        '„ 

-z-zz-z foot  lbs., 

2-712  ' 

or  4-471  X  10-6  ^^ 

and  the  store  of  energy  after  separation  equals 
6-467  X  10-10  X  7503  ^   ^  ,^ 

zrrzz: foot  lbs., 

2-712 

or  1-341  X  10-*  „ 

hence  the  work  done  in  the  separation  equals 

8-939  X  10-6  foot  lbs. 

177.  Absolute  Measurement  of  a  Capacity. — The 
absolute  capacity  of  a  condenser  can  be  determined  in 
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farads  by  using  a  battery,  wlioae  E.  M.  F,  we  know  in 
volts,  to  cliai^e  it,  when  there  is  in  the  circuit  a 
galvanometer  which  has  been  calibrated  bo  tliat .  the 
number  of  coulombs  or  fraction  of  a  coulomb  that  causea 
any  i>articular  instantaneoua  swing  ia  known.  But  this 
absolute  measurement  of  a  capacity  can  more  easily  be 
effected  as  follows,  the  only  thing  that  ia  required  to  be 
previously  known  being   the    value   of  a  resistance  in 

Let  B  (right  hand,  Fig.   125)  be  a  battery  of  un- 
known  K  M.  F.    and   resistance,   but  of   such    a  large 


number  of  cells,  that  when  it  ia  used  to  charge  the 
condenser  c,  F  farads  in  capacity,  a  suitable  instan- 
taneous deflection  is  obtained  on  a  reflecting  galvano- 
meter G.  In  order  that  we  may  use  two  P.  Da,  whose 
ratio  is  known,  shunt  the  battery  with  a  lai^e  resist- 
ance r,  then  if  a  portion  r'  (right  hand.  Fig.  125)  of 
this  resistance  bears  to  the  whole  r,  a  ratio  equal  to  B, 
it  follows,  without  our  knowing  either  r  or  r'  in  ohms, 
that  V,  the  P.  D.  between  l  and  n,  the  terminals  of  r', 
bears  to  V,  the  P.  I>.  between  L  and  M,  the  terminals  of  r, 
the  same  i-atio  R. 

Charge  the  condenser  with  the  battery  thus  shunted, 

"  by  depressing  the  key  k  {left  hand,  Fig.  125),  and  let 

the   instantaneous    deflection   be   d^.      Kext   using  V 
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(right  hand,  Fig.  125),  send  a  steady  current  through 
the  galvanometer  in  series  with  a  large  resistance  coil, 
and  let  the  value  of  the  resistance  of  these  two  be  o 
ohms.     Let  d^  be  the  steady  deflection  so  obtained,  then 

^       'B        B.       d. 
F=  —  X —  x-J. 
2t        o        d^ 

For  if  K  be  the  unknown  number  of  coulombs  re- 
quired to  charge  the  condenser  to  the  unknown  P.  D.  of 
V  volts, 

K  =  F  X  V, 

also  from  §  155,  page  292,  we  know  that 

^       V       A       d. 
K  =  —  X  —  X  — ^ 

T        2         a 

where  a  is  the  steady  deflection  that  is  produced  by  A 

amperes.      But  since  the  deflection  is  proportional  to  the 

current,  and  since  the  deflection  d^  is  produced  by  a 

V 
current  of  —  amperes. 


a 

Ax 
Rx 

0 
0 

K 

_  P 

jr 

R  X 
2  X 

V 

—  X 

0 

F 

P       R 

=  -— X  — > 

2*-       0 

^t 

If  the  vibrations  of  the  needle  be  damped,  then  the 
above   must  be   multiplied  by  1  4-  — ,  where  I  is  the 

Napierian  logarithmic  decrement  (see  §  157,  page  296),  in 
oixier  to  obtain  the  correct  value  of  F. 
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This  method  vas  employed  by  the  late  Professor 
Fleeming  Jenkin,  in  1867,  in  making  the  first  absolute 
measurements  of  the  capacity  of  a  condenser. 

178.  Statical  Method  of  Comparing  Capacities. — 
Let  F  and  f'  be  the  capacities  of  the  two  condensers  that  are  to  be 
compared.  By  means  of  the  arrangement  shown  to  the  left  (Fig.  126), 
charge  the  two  condensers  with  the  P.  Ds.  between  the  points  l  and 
c,  and  c  and  m  respectively.  Let  these  P.  Ds.  be  called  V  and  V 
Tolts,  the  nomerickl  value  of  which  it  is  not  necessary  to  know. 
Now,  without  discharging  the  condensers,  separate  the  coating  a 
of  the  one  and  the  coating  b'  of  the  other  from  the  resistance  coil, 
and  join  these  coatings  together  as  shown  to  the  right  (Fig.  126),  the 
other  coatings  b  and  a'  being  joined  together  as  before.  Let  Y^  be  the 
resultant  P.  D.  in  volts  between  a  jI  and  b  a',  the  numerical  value 
of  which  also  need  not  be  known,  let  K  and—  K'  be  respectively  the 
numbers  of  coulombs  on  the  plates  a  and  b'  before  discharge,  then 

K=  FV 

and  K'=-F'V', 

also  we  know  that  K— K'  is  the  charge  in  the  compound  plate 
A  b'  of  the  joint  condenser  to  the  right  (^g.  126),  of  capacity  F  -f  F, 

.-.    K-K'  =  (F  +  F)Vi. 

Substituting,  we  have    F  V- F'  V  =  (F  +  F')  Vi, 

.-.     F  _  V^+  Vi 

F'      V  -  Vi' 

In  order  to  compare  V,  V,  and  Vi,  observe  the  deflection  pro- 
duced by  Yi  on  a  suitable  electrometer,  and,  without  altering  the 
arrangement  of  the  battery  and  resistance  coil  shown  to  the  right 
(Fig.  126),  let  two  points,  separated  by  a  resistance  r^  be  found,  by 
trial,  such  that  the  P.  D.  between  them  produces  the  same  deflection 
on  the  electrometer,  then 

V:V':Vi  ::  rrr':!!. 

Consequently,  F ^Mj^i^  • 

If  r'  and  r  be  so  selected  by  shifting  the  connection  c  (Fig. 
126),  in  one  direction  or  other,  that  K  equals  K',  or  Yj  is  nought, 
then  P       y/ 

This  method  of  discharging  one  condenser  into  another,  and 
measuring  the  resultant  P.  D.,  may  be  employed  not  only  when  the 
condensers  are  small,  but  when  one  or  both  of  them  are  long 


Chap.  VII.)        COHPARIKG  CAPACITIES  BTATICALLT.  331 

lengths  ot  0ubiaari[ie  cable,  in  which  case,  owing  to  the  "  retardo' 
■iiott,"  or  time  taken  in  chargiuK  or  dischargii^  the  cable,  the  sim- 
ple galvanometer  method  wouU  give  erroneous  results  iinlesB  the 
p^od  of  Uie  needle  were  made  most  inconveniently  long  ao  as  to 
insure  the  charge  or  discharge  being  completed  before  the  oeedle 

It,  however,  the  method  just  described  ot  discharging  one 
condenser  into  Uio  other,  and  measuring  the  resultant  eHect  bo 
employed,  not  on  account  of  the  smallneBS  of  the  capacities  of  the 
condensers  under  ccmpBrison,  but  because  one  or  both  of  them  have 
considerable  retardation,  then  a  galvanometer  can  be  used  to  measnre 
approximately  the  resultant  P.  D.,  the  tost  giving  perfectly  accurate 
resulta  when  the  point  c  is  so  selected,  by  trial,  that  the  discharge 
o!  the  compound  condenser  through  the  galvanomet^  is  nought. 


If  the  resultant  charge  be  not  absolutely  nought,  we  can,  in- 
stead of  making  a  great  number  of  tosta  to  find  the  point  c,  for 
which  it  would  be  absolutely  nought,  and  which  may  occupy  more 
time  than  is  at  our  disposal,  correct  approximatoly  for  a  small  re- 
sultant discharge  as  follows  :  — 

Let  (f  he  the  reeultant  deflection,  and  let  if  be  the  deflection 
obtained  on  charging  the  compound  condenser  with  the  F.  D.  be- 
tween two  points  in  the  resistance  coil,  separated  by  a  small  re- 
ostance  r, ;  then,  if,  as  before,  ri  be  the  resistance  between  two 
points  in  the  coil  having  a  P.  I>.  between  them  equal  to  V,,  but 
which  we  cannot  now  find  directly,  as  we  are  not  using  an  electro- 
meter, it  follows,  disregarding  the  retardation,  that 
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F       dfr-dr^ 

179.  Heasuring  Specific  Inductive  Capacity.^ — If 
we  know  the  area  A  of  each  of  the  coatings  of  a  con- 
denser in  square  centimetres,  and  t  the  thickness  of  the 
dielectric  in  centimetres,  then,  from  §  169,  page  311,  it 
follows  that  i,  its  specific  inductive  capacity, 

F  X  1131  X  1018  X  t 


where  F  is  the  capacity  of  the  condenser  in  farads,  which, 
if  large  enough,  can  be  measured  either  absolutely  by 
the  method  described  in  §  177,  page  328,  or  relatively 
by  comparison  with  another  condenser,  whose  capacity  is 
known  in  farads,  using  the  method  described  in  §  174, 
page  319. 

Frequently,  however,  we  desire  to  measure  the  specific 
inductive  capacity  of  a  comparatively  small  specimen  of 
an  insulating  material,  too  small  to  be  employed  in 
making  a  condenser  of  large  capacity,  unless  the  dielectric 
were  made  so  thin  that  it  would  be  extremely  difficult  to 
determine  its  thickness  accurately.  In  such  a  case  we 
may  employ  the  statical  method  described  in  §  178, 
page  330,  of  comparing  the  capacity  of  a  condenser 
made  with  the  specimen  of  insulating  material  with  the 
capacity  of  a  condenser  of  somewhat  similar  dimensions, 
but  having  air  for  the  dielectric.  To  use  this  method, 
however,  we  must  have  an  electrometer  of  considerable 
sensibility,  with  its  quarter  cylinders  far  better  insulated 
from  one  another  and  from  the  outside  of  the  instrument 
than  are  those  in  the  instrument  illustrated  in  Figs.  47 
and  48,  §  75,  page  131.  We  also  must  have  a  charge 
and  discharge  key  of  high  insulation,  and  enclosed  in  a 
metallic  box,  so  as  to  be  shielded  from  induction  {see 
§  51,  page  99).  This  statical  method,  therefore,  of 
comparing  the  capacities  of  two  condensers,  each  of  small 
capacity,  although  susceptible  of  giving  extremely  accurata 
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results  when  carried  out  with  the  various  precantiona 
that  would  be  adopted  by  a  skilled  experimenter,  ia  alto- 
gether unsuitable  to  be  employed  by  a  beginner. 

The  following  method,  however,  based  on  a  plan  of 
experimenting  originally  suggested  by  Dr.  Sauty,  has 
been  used  by  the  author  with  good  results,  c  and  c' 
(Fig.  127)  are  the  two  condensers  of  small  capacity,  M 
and  M',.  that  we  desire  to  compare  ;  a  and  b  are  two  ad- 
justable resistances  wound  double  in  the  ordinary  man 
employed  in  constructing  resistance  coils  {gee  Fig.  7,  g 


page  28),  K  is  a  key,  turning  about  its  centre  and  making 
contact  either  at  it,  or  at  k^,  so  that  by  moving  the 
handle  down  and  up  the  two  condensers  can  be  charged 
by  the  battery  b  or  discharged,  and  t  is  an  ordinary 
Bell  telephone  connecting  the  points  p  and  q,  and 
which  is  an  extremely  delicate  instrument  for  detecting 
small  rapid  fluctuationsin  the  strength  of  a  current  passing 
through  it.  If  the  key  K  be  alternately  moved  up  and 
down  there  will  be  a  succession  of  currents  in  opposite 
directions  through  the  telephone,  unless  the  potentials  at 
p  and  q  always  remain  e([tial  to  one  another,  and  m 
order  tliat  the  P.  D.  between  these  two  points  may  be 
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always  nought,  the  rise  or  fall  of  potential  at  each  of 
theee  points  must  be  the  same  in  the  eame  time.  This 
condition  will  be  fulfilled  when  the  quantities  of  elec- 
tricity that  flow  into,  or  out  of,  the  two  condensers  in 
the  game  time,  are  directly  proportional  to  their  capaci- 
ties, and  when  there  is  no  sensible  retardation.  Further, 
if  the  potentials  at  P  and  Q  are  equal  to  one  another,  the 
quantities  of  electricity  that  flow  through  the  two  wires, 
O  P  and  o  Q  respectively,  must  be  inversely  proportional 
to  their  reHistances  a  and  b.  Hence,  combining  these 
two  conditions,  no  sound  will  be  heard  in  the  telephone 
if  a  and  b  are  adjusted  until 

M  _^ 

The  substance  of  which  we  desire  to  measure  the 

specific  inductive  capacity,  as,  for  example,  a  sheet  of 

glass  or    a  sheet  of   guttapercha, 

J  should  have-  pasted  on  each  side  of 

it  sheets  of  tinfoil  of   equal  size, 

and   about    one    inch    smaller   all 

round  than  the  sheet  of  dielectric, 

'  so  as  to  secure  little  surface  leakage. 

If  the  sheet  of  dielectric  be  itself 

Fte  las.  small,  the  space  left  uncovered  with 

tinfoil  must  be  less  than  one  inch  in 

width,  but  in  that  case  the  uncovered  portion  should  be 

earf/ully  cleaned  and  dried.     It  is  also  desirable  for  the 

purpose  of  diminishing  this  surface  leakage  to  rest  tlie 

condenser  on  a  block  b,  as  shown  in  Fig.  128,  so  as  to 

keep  the  underneath  portion  of  the  sheet  of  dielectric  d 

that  is  not  covered  with  a  sheet  of  tinfoil,  corresponding 

with  T  above,  from  touching  anything. 

180.  Btandard  Air  Condenser. — The  standard  tur 
condenser  may  be  conveniently  constructed,  as  Shown 
in  Fig.  129,  of  thin  slabs  of  plate  glass  about  one-e^hth 
of  an  inch  thick,  coated  on  both  sides  "with  tinfoil. 
These  sheets  of  glass  do  not  act  at  the  dieleclric,  but 
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merely  form  convenient  supports,  with  very  plane  sur- 
foces,  for.  the  sheets  of  tinfoil,  hence  the  two  sheets  of 
tinfoil  on  the  two  sides  of  any  one  of  the  slabs  of  glass 
must  be  electrically  connected.  With  every  alternate 
slab  1,  3,  5,  ice,  the  sheets  of  tinfoil  are  pasted  over  the 


Vig.iS9. 

whole  surface  of  the  glass,  and  may  be  each  about  one 
square  foot  in  area,  while  in  the  case  of  the  other  set 
2,  4,  6,  &o.,  there  is  one  inch  left  aU  round  the  glass  not 
coated  with  tinfoil,  as  seen  on  the  top  plate  f  f  of  the 
condenser  in  the  figure.  This  is  in  reality  the  top  plate 
but  one,  the  top  plate  tt,  which  is  wholly  coverwl  with 
tinfoil,  having  been  removed  to  enable  the  plate  p  p  to  be 
seen.     The  first  set  form  t<^ether  the  outer  coating,  and 
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their  terminal  A  is  connected  with  s  (Fig.  127),  while  all 
the  smaller  sheets  of  foil  form  the  inner  coating,  and 
their  terminal  B,  mounted  on  a  block  of  ebonite,  is  con- 
nected with  p.  The  glass  slabs  are  piled  one  on  the 
top  of  the  other,  but  separated  by  fragments  of  glass 
FF,  all  of  the  same  thickness,  conveniently  about  one- 
tenth  of  an  inch ;  and  there  is  one  more  of  the 
slabs  with  the  larger  sheets  of  tinfoil  on  it  than  of  the 
others,  so  that  there  is  one  of  the  former  both  at  tho 
bottom  and  at  the  top  of  the  condenser  when  it  is  thus 
built  up.  The  glass  plates  are  prevented  from  sliding 
over  one  another  when  the  condenser  is  moved,  by  their 
comers  fitting  into  grooves  in  the  four  ebonite  pUlara 

■^  ^i£  cai^city  of  the  stand^d  condenser,  in  fan^is. 
oquals 

A 

4-452  X  low  X  i 

where  A  is  the  sum  of  the  areas^  reckoned  in  inches,  of  all 
the  smaller  sheets  of  tinfoil,  and  t  is  the  thickness  of 
one  of  the  little  glass  fragments. 

The  capacity  of  the  experimental  condenser  equals 

A' 
tX -, 

4-452  X  1012  X  <^ 

where  A'  is  the  area  of  one  of  the  tinfoil  coatings,  ^  the 

thickness  of  the  sheet  of  dielectric  under  test,  and  i  its 

specific  inductive  capacity.     Hence,  if  the  resistances  a 

and  h  (Fig.  127)  are  so  adjusted  that  no  sound  is  heard 

in  the  telephone, 

.       a       A        <' 
» =  7  X  -•    X  -. 
h       A'       i 

The  construction  of  the  Bell's  telephone,  such  as  may 
be  used  in  the  previous  experiment,  is  shown  in  Figs.  130 
and  131,  where  m  is  a  permanent  magnet,  terminated  at 
the  right-hand  end  (Fig.  130)  by  a  piece  of  soft  iron  of 
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tJie  Bame  thickneas.  Bound  this  piece  of  iron  is  a  coil  of 
wire  b  b,  the  ends  of  which  d  d  are  led  to  the  terminals 
V  V.  Cloee  to  the  end  of  the  piece  of  soft  iron,  but 
not  touching  it,  is  a  thin  plate  of  ferrotype  iron  c  e.    The 


piece  of  soft  iron  is  magnetised  by  the  permanent  magnet 
m,  and  thus  attracts  the  centre  of  the  thin  plate  of  iron, 
and  the  amount  of  this  attraction  is  varied  by  any  cur- 
rent that  passes  round  the  coil  b.  Hence,  if  there  be 
rapid' fluctuations  iu  the  strength  of  the  current  passing 
round  this  coil,  and  still  more,  if  there  be  rapid  alterna- 


tions Id.  the  direction  of  the  current  passing  round  this 
coil,  the  thin  iron  plate  will  be  set  in  mpid  vibration, 
and  a  sound  will  be  emitted.  If  the  telephone  be  well 
made,  and  if  the  ear  be  placed  near  the  opening  shown 
at  the  right  band  in  Fig.  1 30,  and  at  the  left  hand  in 
Kg,  131,  the   sound  produced  by  even  extremely  smaH 
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alterations  in  the  current  strength,  can  be  heard,  if  they 
follow  one  another  with  sufficient  rapidUy. 

181.  Every  Cbarged  Body  fomu  One  Coatin|>  of  a 
CondenBer. — In  practice,  aa  already  explained,  a  con~ 
denser  is  the  name  given  to  two  sete  of  sheete  of  metal 
80  arranged  that  the  one  set  has  a  large  capacity  rela- 
tively to  the  other ;  but,  in  reality,  every  charged  body 
forms  a  condenser  with  some  other  body;  it  may  hewiUi 
the  walk  of  the  room,  or  the  ceiling,  or  the  table,  or  the 
body  of  the  experimenter,  or  with  all  of  them  ;  hence 
we  see  that  the  statement  made  at  the  foot  of  page  109, 
that  when  one  conducting  body  A  is  entii-ely  surrounded 
by  another  conducting  body  b,  the  quantity  of  electricity 
on  A  is  directly  proportional  to  the  P.  D.  between  A  and 
E  as  long  as  the  position  of  A,  relatively  to  B,  is  abso- 
lutely fixed,  is  only  another  way  of  saying  that  the 
capacity  of  a  relatively  to  B  is  constant  as  long  as  their 
relative  positions  are  unchanged. 

In  §  67,  page  120,  it  was  explained  that  the  poten- 
tial of  the  charged  metal  plate  p  could  be  diminished  by 
bringing  near  it  the 
metal  plate  m,  connected 
with  the  earth.  We 
now  understand  that 
this  arises  from  the 
capacity  of  p  relatively 
to  M  being  increased  by 
approaching  them,  in 
consequence  of  which 
the  potential  of  p,  cor- 
responding with  a  given 
charge  on  it,  is  dimin- 
ished (see  §  167,  page 
Fig,  132.  308). 

183.  Capaoit;  of  a 
Spherical  CondenBer. — If  a  metallic  sphere  a  (Fig.  132) 
of  a  centimetres'  radius  be  insulated  concentrically  inside 
another  hollow  metallic  sphere  b  of  6  ceatiinetree'  radiu^ 
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and  if  the  dielectric  separating  them  be  air,  the  capacity 
of  A,  relatively  to  b,  can  be  proved  to  be 

ab 

farads. 


9  X  10"  (b-a) 
This  last  expression  can  be  written  in  the  form 

a 


"('-D 


9x  10 


from  which  we  see  that  as  b  grows  greater  and  greater, 
the  capacity  of  A  grows  smaller  and  smaller.  Con- 
sequently, although  we  have  no  experience  of  a  single 
charged  body  insulated  alone  in  space,  we  can  see  what 
is  the  limit  to  which  the  capacity  of  A  approaches,  as  b 
becomes  larger  and  larger.  The  value  of  this  limit  is 
obtained  by  making  b  equal  to  infinity,  when  the  capacity 
of  A  becomes 

— r-—  farads, 

9  X  10"  ' 

and  this  is  practically  the  capacity  of  a  sphere  when,  as 
in  the  case  of  A,  Fig.  43,  page  121,  it  is  so  far  away  from 
other  bodies  as  to  be  practiccUlt/  beyond  the  range  of 
their  inductive  action. 

But  because  we  can  calculate  the  capacity  of  a  body 
when  it  is  so  far  away  from  other  bodies  as  to  be  practp 
cally  beyond  the  range  of  their  inductive  action,  it  must 
not  be  imagined  that  we  can  have  a  charged  body  exist- 
ing (done  in  space.  Indeed,  as  seen  in  §  60,  page  115, 
we  cannot  produce  only  a  single  quantity  of  electricity, 
since  equal  and  opposite  quantities  are  produced  simul- 
taneously, therefore  it  is  impossible  to  have  one  body 
charged  positively  or  negatively  without  some  other 
body  existing  with  an  equal  and  opposite  charge  on  it. 

And  just  as  we  have  no   experience  of  a  single 
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charged  body  existing  by  itself,  so  it  is  equally  impossible 
to  obtain  two   bodies  charged  with  the  same  kind  ot 
electricity  without  a  third  one  oppositely  charged.     Al- 
though, therefore,  we  are  accustomed  to  speak  of  two 
positively  or  of  two  negatively  electrified  bodies  repelling 
one  another  as  if  this  action  could  take  place  without  the 
presence  of  any  third  body,  we  must  not  allow  this  very 
convenient  form  of  ex- 
pression to  cause  ub  to 
forget  that  all  our  ex- 
perience of  the  action 
of  electrified  bodies  is 
derived     from     experi- 
ments   made    inside  a 
room,  the  wnlls,  ceiling, 
and  floor  of  which  are 
more  or  less  good  con- 
ductors,     and      which 
form    condensers    with 
the  electrified  bodies  in- 
side the  room.    For  ex- 
ample, if  A  and  c  (Fig, 
133)    be    two    spheres 
electrified       positively, 
and     placed    inside     a 
Tie.  1^  conducting    room    b  b, 

the  distribution  of  the 
density  will  be  roughly  as  in  the  figure,  the  density  being 
greah«t  where  the  plus  or  minus  signs  are  nearest  ta- 
gether.  If  A  and  c  be  free  to  move,  then,  as  is  well 
known,  tbey  will  separate  from  one  another,  and  ap- 
proach the  sides  of  the  room,  This  action  is  usually 
regarded  as  being  caused,  partly  by  the  repulsion  of  the 
positive  electricities  on  a  and  c,  and  partly  by  the  at- 
traction of  the  positive  electricity  on  each  of  the  bodies 
by  the  negative  electricity  on  the  side  of  the  wall  ad- 
jacent to  the  two  bodies  respectively.  But  as  we  have  no 
experimental  evidence  of  what  would  happen  if  a  and  o 
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could  exiat  with  their  positive  charges  apart  from  b  b,  it 
may  be  that  it  is  the  attraction  of  the  opposite  elec- 
tricities that  causes  a  and  C  to  separate,  and  that  there 
ia  no  repulsion  at  all  between  the  similarly  electrified 
bodies  a  and  c ;  and  this,  of  course,  is  true  whethfer  a  and 
C  be  spheres  inside  a  conducting  room  with  flat  walls, 
ceiling,     and     floor,     or 
whether  they  be  conduc- 
tors of  any  shape  inside 
another     of     any    other 
shape,  as  shown  in  Fig. 
134. 

Example  102.— What 
is  the  capacity  of  the 
earth  regarded  as  a  sphere 
insulat^  in  space  t  ^'?-  '^ 

Atisieer. — The    mean 
radius  of  the  earth  is  63703x10*  centimetres,  hence  its 
capacity  is  O'0007078  farads,  or  roughly  708  microfarads, 
which  is  the  capacity  of  about  2,000  miles  of  ordinary 
submarine  telegraph  cable. 

183.  CondenBer  Ifetbod  of  Comparing  the  E.lI.Fs. 
of  Oorrent  OeneratOTs. — We  have  already  seen  {§  132, 
page  234)  that  with  cells  which  polarise,  as  it  is  called, 
the  ordinary  galvanometer  methods  of  comparing  KM.Fs. 
cannot  be  employed  to  obtain  accurate  results,  and  that 
a  null  method  like  that  of  Poggendorff's  is  much  to  be 
ptef erred.  When,  however,  a  condenser  and  a  suitable 
reflecting  galvanometer  for  measuring  capacity  are  at 
hand,  the  following  method  may  be  employed  instead  of 
Poggendorff's.  Charge  the  condensers  successively  with 
the  two  current  generators,  and  in  each  case  measure  the 
charge  or  discharge  with  the  galvanometer,  then,  since 
the  deflections  are  proportional  to  the  chaises  cr  dis- 
charges (§  160,  page  299),  and  since  these  charges  are 
proportional  to  the  E.  M.  Fs.  employed,  it  follows  that 
the  E.  M,  Fs.  are  proportional  to  the  deflections. 

If  the  plates  of  the  cell  have  only  a  very  smalt  snrfaoe 
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in  contact  with  the  liquid,  the  polarisation  arising  from 
the  flow  of  electricity  into  the  condenser  to  charge  it 
may  be  sensible  if  the  condenser  have  a  large  capacity. 
Hence,  in  such  a  case,  it  is  important  to  use  a  condenser 
of  as  small  a  capacity  as  can  be  employed  to  give  a 
satisfactory  deflection  with  the  most  delicate  galvano- 
meter available.  Such  a  precaution  is  especially  neces- 
sary when  experiments  on  the  K  M.  Fs.  of  cells  made 
of  simple  pieces  of  wire  dipping  into  various  liquids  are 
performed. 

184.  Condenser  Method  of  Heasuring  the  Besistance 
of  a  Current  Generator. — ^We  have  seen,  §  115,  page  204, 
that  if  a  current  generator  having  a  fixed  E.  M.  F.  equal 
to  E  volts,  and  a  resistance  of  b  ohms,  be  shunted  with  a 
resistance  of  r  ohms,  the  P.  D.  at  the  terminals  will  be 

**      X  E  volts. 


r  +  b 


If,  then,  we  employ  first  the  generator  unshunted  to 
charge  the  condenser,  and  obtain,  on  charging  or  on  dis- 
charging through  a  suitable  galvanometer,  a  first  swing  di 
of  the  spot  of  light ;  second,  if  the  generator  be  shunted 
with  a  resistance  r  ohms,  and  we  obtain,  on  charging  or 
on  discharging,  a  first  swing  d^y  we  know  that 

^  =  E-— ^.E, 
d^  r  -f  6 

With  cells  that  polarise  it  is  very  important  that  the 
battery  should  be  shunted  with  the  resistance  r  only  (U  the 
moment  of  charging  the  condenser,  and  that  the  act  of 
disconnecting  the  battery  from  the  condenser  should  also 
disconnect  the  shunt.  This  may  be  conveniently  effected, 
without  the  employment  of  any  special  key,  by  joining 
up  the  arrangement  as  shown  in  Fig.  135,  the  key  in  the 
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figure  being  exactly  the  same  in  principle  as  that  shown 
in  Fig.  121,  page  320,  but  not  possessing  such  high 
insulation,  as  this  is  unnecessary  with  the  present  experi- 
ment. One  pole  q  of  the  battery  b  ia  permanently  con- 
nected with  one  end  of  the  resistance  r,  with  one  coating 
0|  of  the  condenser,  and  with  the  npper  screw  s^  of  the 
key ;  the  other  pole  P  of  the  battery  is  insulated  as  long 
as  the  contact  at  s,  is  broken.  On  depressing  the  lever 
the  contact  at  Bj  is  broken  and  that  at  8[  made ;  this  has 
the  effect  of  connecting  the  pole  p  of  the  battery  to  the 


other  end  of  the  resistance  r  and  to  the  other  coating  Cj 
of  the  condenser  through  the  galvanometer  g,  hence  the 
condenser  is  chained  through  the  galvanometer  with  the 
cell  shunted.  On  liberating  the  key,  which  sltovld  be 
done  directly  tkejirst  swing  «  completed,  the  contact  at 
S[  is  broken  and  that  at  s^  made ;  p  is  therefore  discon- 
nected from  the  shunt  and  the  galvanometer,  and  the 
condenser  is  discharged  through  the  galvanometer. 

To  observe  the  charge  witli  the  battery  unahunted,  the 
infinity  ping  in  r  must  be  withdrawn,  or  one  of  the  ends 
of  the  resistance  r  must  be  disconnected  from  the  rest  of 
the  circuit. 
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r  •  _ 

185.  Measuring  a  Besistance  by  the  Rate  of  Ixoss 
of  Charge. — ^When  a  resistance  of  not  merely  thousands  of 
megohms,  but  of  millions  of  megohms  has  to  he  measured,  the 
galvanometer  method  described  in  §  161,  page  278,  is  not  sensitive 
enough,  unless  an  enormously  large  battery  be  employed,  and  a 
mode  of  testing  depending  not  on  measuring  the  rate  of  leakage 
but  on  measuring  the  amount  that  has  leaked  in  a  given  time  has 
to  be  resorted  to,  as  follows: — If  a  charged  condenser  have 
its  two  coatings  connected  by  a  resistance,  it  will  be  discharged 
with  more  or  less  rapidity  depending  on  the  magnitude  of  the 
resistance,  and  the  capacity  of  the  condenser.  If  F  farads  be  the 
capacity,  r  ohms  the  resistance,  and  if  the  P.  D.  between  the  coat- 
ings be  y  volts  at  a  certain  time,  and  V  volts  t  seconds  afterwards, 
then  we  can  prove  that 

0*4343 1 

hence  the  resistance  r  may  be  ascertained  if  we  know  F,  V,  V, 
and  t. 

To  prove  this  formula  we  shall  assume  that  the  whole  interval 
t  seconds,  during  which  the  discharge  is  observed,  is  subdivided  into 
a  gfreat  number  n  of  very  small  equal  intervals  of  time  r,  so  small 
that  during  the  whole  of  any  one  of  these  small  intervals,  the  P.  D. 
between  the  coatings  may  be  supposed  to  remain  constant,  so  that 
instead  of  the  P.  D.  falling  gradually  from  Y  volts  to  V  volts,  we 
suppose  it  to  fall  by  n  small  jumps,  one  jump  being  made  at  the 
end  of  each  interval.  The  same  sort  of  approximation  to  the 
truth  is  made  when  a  curve  is  supposed  to  be  formed  of  a  very 
great  number  of  very  short  straight  lines,  each  two  adjoining 
straight  lines  differing  very  slightly  from  one  another  in  direction, 
since,  instead  of  the  gradual  change  of  direction  which  occurs  in 
going  along  a  real  curve,  we  have  a  discontinuous  change  in 
moving  along  the  succession  of  short  straight  lines. 

At  the  commencement,  the  number  of  coulombs  in  one  coating 
of  the  COD  denser  is 

FV, 

and  during  the  first  interval  the  quantity  in  coulombs  that  flows 
out  of  the  one  coating  into  the  other  is 

V 

10  that  the  quantity  that  will  remain  in  this  coating  is 

FV-XrorFvA  ^  ^\\ 
r  \        Fr/ 
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henoe,  the  P.  D.  between  the  coatings  at  the  end  of  the  first 
interval  equak 

Daring  the  second   interval   of  r  seconds  the  number  of 
coulombs  t£at  will  flow  from  one  coating  into  the  other  equals 

r\         Fr" 
80  that  the  quantity  that  will  remain  in  each  coating  will  be 

"(■-f;)-K'-i)" 


»  ('^-J-K'-f;) 


or    F  V I  1 ^  I  coulombs. 


('  -  0 


Similarly,  the  number  of  coulombs  remaining  on  each  coating  at 
the  end  of  the  third  interval  equals 

and  at  the  end  of  the  »,  the  interval  that  is  at  the  time  i^ 

lut  this  is  equal  to  F  V, 

.-.    Fv/i*_  J!L\*  =  PV', 

or  dividing  both  sides  \>y  F,  and  substituting  —  for  r,  it  follows 
that 


^         F  r  «  / 
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and  this  is  more  and  more  trae  the  laroer  n  be  made.    But  it  oaa 
be  sLown  mathematically  that  when  n  is  infinitely  g^reat 


\        Yrnf 


t 


when  c  stands  for  2*71828.    So  that 


•  •     f  = 


Consequently,  converting  the  logarithm  to  the  base  c  to  a 
logari&m  to  the  base  10,  by  the  method  given  in  §  158,  page  296, 
we  have 

0-4343 1 


r  = 


Plog-io|, 


If  an  electrometer,  with  well-insulated  quarter  cylinders,  be 
available,  then  the  loss  of  potential  can  be  easily  observed  by 
attaching  the  two  coatings  of  the  condenser  to  the  opposite  pairs 
of  quarter  cylinders,  giving  the  condenser  a  charge,  and  observing 
the  times  at  which  the  spot  of  light  passes  two  definite  positions  on 
the  scale,  for  Y  and  V  may  be  measured  in  any  units,  since  we 
have  merely  to  deal  with  the  ratio  of  Y  to  Y'.  In  this  way  the 
insulation  of  even  a  short  length  of  well-insulated  cable  can  be 
measured.  For,  as  the  cable  is  shorter,  and  r  is  larger,  F  is  pro- 
portionately smaller,  so  that  the  time  the  P.  D.  takes  to  fall  from 
one  given  value  to  another  is  independent  of  the  lengfth  of  the 
cable. 

186.  Rate  of  IjOSS  of  Charge  fi*o]n  Iieakage  through 
the  Mass  depends  on  the  19'ature  of  the  Dielectric 
only,  and  not  on  the  Shape  or  Size  of  the  Condenser. 
— Not  merely  is  the  time  the  P.  D,  takes  to  fall  from  one  given 
value  to  another  independent  of  the  area  of  the  coatings  of  the 
condenser,  but  it  is  independent  of  the  thickness  of  the  dielectric. 
Take  the  case  of  a  condenser  with  flat  parallel  plates.  Then,  if  A 
be  the  area  of  one  of  the  coatings  in  square  inches,  d  the  distancf* 
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between  them  in  inches,  and  a  thd  "  8p0e\fie  renatance,*^  or  resistanoe 
per  cubic  inch  of  the  dielectric. 

d  X  9 

and  from  §  169,  page  Sll,  if  i  be  the  specific  inductive  capacity  of 
the  dielecmc, 

4-462  X  1013  X  rf* 

.  *  •  if  ^  be  the  time  in  seconds  during  which  the  P.  D.  falls 
from  V  to  V, 

dX8       0-4343  t  X  4-462  x  lO^^  d 

■T"== V ' 

»  A  log.io  — 
^og'io  V      1.934  X  10« 

t  "-  8%  * 

the  right-hand  expression  depending  only  on  the  specific  re- 
sistance, and  specific  inductive  capacity  of  the  dielectric,  and  not 
on  its  shape  or  size. 

So  in  the  same  way  with  a  cylindrical  condenser  the  capacity 
in  farads,  as  we  have  seen  from  §  168,  page  308,  and  §  169,  page 
311,  is 


10"       log.ioD-log.jorf 

where  t  is  the  specific  inductive  capacity  of  the  dielectric,  I  the 
length  of  the  condenser  in  centimetres,  and  D  and  d  the  diameters 
of  the  coatings.  It  may  also  be  shown  that  if  f'  be  the  resistance, 
in  ohms,  per  cubic  centimetre  of  the  dielectric,  r,  the  resistance  of 
length  I  of  the  cylindrical  condenser  is 

/ 

(log.iol>-log.io<0- 


0-8686  T  / 
Consequently, 


log-io  v         4-912  X  10» 


t  « 
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It  has  to  be  remembered  that  whereas  for  the  condenser  with 
flat  parallel  plates,  8  was  the  resistance  per  eubie  inch  of  the  dielec- 
tric, here  /  is  the  resistance  per  cubic  centimetre.  Hence,  since  the 
resistance  is  proportional  to  the  thickness,  and  inversely  as  the 


sectional  area, 


-  2^  ^ 
"  2-642     ' 

or    »*  =  ^-54  8  ; 


that  is,  the  resistance  per  cubic  centimetre  of  any  substance  is  2*54 
times  the  resistance  per  cubic  inch.  The  specific  inductive  capacity, 
f ,  is  independent  of  the  unit  of  length  or  area.  Hence,  substi- 
tuting the  value  for  s^,  we  obtain 


°^*  ^^  V  1-934  X  lOM 

Z =    : ' 

t  St 


which  is  the  same  expression  as  that  obtained  with  flat  parallel 
plates. 

187.  Galvanometrio  Method  of  Measuring  Resist- 
ance by  Ijoss  of  Charge.^In  the  formula  given  in  §  185, 
page  344,  we  may  substitute  for  V  and  V  the  number  of  cou- 
lombs K  and  K',  on  one  of  the  coatings  of  the  condenser  when  the 
P.  D.  between  the  coatings  is  Y  and  Y'  volts,  so  that 


0*4343  t 
r  =  


Flog-..  I 


If  the  capacity  of  the  condenser  be  sufficiently  large,  K  and 
K'  can  be  measured  by  charging  the  condenser  through  a  gal- 
vanometer at  a  certain  moment,  and  discharging  it  again  at  the 
end  of  t  seconds,  using  the  arrangement  shown  in  Fig.  123,  page 
322.  To  enable  the  lever  L  of  the  key,  seen  more  plainly  in  Fig. 
121,  page  320,  to  be  left  without  completing  the  contact  at  S| 
or  at  Sa  during  the  time  the  condenser  is  left  insulated,  the  screw 
which  makes  the  upper  contact  S^  should  be  screwed  out  so  far 
that  it  would  require  a  slight  upward  pressure  to  be  given  to  the 
lever  to  cause  it  to  make  this  upper  contact.  If  the  resistance  to 
leakage  be  very  large,  K  and  K'  will  be  nearly  equal  to  one 
anotiier  unless  t  be  taken  inconveniently  long.  This  difficulty 
may  be  overcome  by  using  a  large  battery,  and  charging  the  con- 
denser with  the  galvanometer  shunted  at  the  beginning  of  the 
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time  t,  and  then  charging  it  again  with  the  galvanometer  un- 
shunted,  and  therefore  in  a  much  more  sensitiye  condition  at  the 
end  of  Ihe  time  t.  In  this  way  K  and  K  -  K'  will  be  measured,  and 
by  properly  choosing  the  shunt,  the  second  test  may  be  made  as 
delicate  as  the  first.  Since,  however,  as  mentioned  in  §  174,  page 
319,  a  difficulty  is  introduced  when  comparing  two  quantities  of 
electricity  if  the  galvanometer  be  shunted  in  one  case  and  not  in 
the  other,  this  method  is  not  a  perfectly  ac-curate  one  unless  the 
following  correction  be  introduced. 

188.  Multiplying  Power  of  a  Shunt  used  in  Mea- 
suring a  Disoharge. — ^When  a  quantity  of  electricity  is 
passed  through  a  shunted  galvanometer,  the  quantities  that  pass 
respectively  through  the  galvanometer  and  shunt  are  inversely  as 
their  resistances  exactly  as  in  the  case  of  a  steady  current ;  but 
when,  after  the  discharge  has  been  completed,  the  needle  begins 
to  move,,  its  motion  induces  a  current  in  the  galvanometer  and 
flhunt  in  such  a  direction  as  to  tend  to  stop  its  motion.  This  in- 
duced current,  therefore,  damps  the  motion  of  the  needle,  and  we 
have,  therefore,  to  use  the  formula  for  damped  vibrations  given  in 
§  167,  page  296.  It  can,  however,  be  proved  mathematically  that 
with  a  given  galvanometer,' and  with  a  given  ac^uatment  of  the  eon- 
trolling  magnety  ^a,  the  damping  in  this  ease  has  simply  the  effect  oj 
increasing  the  resistance  of  the  galvanometer  by  a  definite  amount^  i#i- 
dependently  of  the  resistance  of  the  shunt.  So  that  if  ^  be  the  actual 
galvanometer  resistance,  and  s  that  of  the  particular  shunt  em- 
ployed, the  multiplying  power  for  a  discharge  is 

's ' 

where  /  has  a  definite  value,  independent  of  that  of  «,  for  a  given 
galvanometer  with  a  given  adjustment  of  the  controlling  magnet, 
&c.  Instead,  therefore,  of  employing  the  formula  for  damped 
vibrations,  to  do  which  we  must  measure  the  decrement  when  its 
vibrations  are  damped,  we  may  simply  determine  the  constant  /  in 
the  following  way : — 

Charge  a  condenser  with  a  small  P.  D.,  say  of  Vj  volts, 
through  the  galvano*neter  unshunted,  obtiEiining  a  first  swing  d^, 
say.  Next,  having  discharged  the  condenser,  &unt  the  galvano- 
meter with  any  convenient  shunt  of  resistance  «,  increase  the  P.  D. 
to  a  suitably  larger  value  V,  volts,  and  charge  the  condensei 
through  the  shunted  galvanometer,  obtaining  a  first  swing  d^. 
Then,  since  the  quantities  which  pass  into  the  condenser  are  pro- 
portional to  Yi  and  Y,, 

Vi  _  •±g±/   ^  4i 
Vi  •  it 
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or  the  multiplying  power  of  the  shunt, 

and    ^  +  /=,(^    V«-lY 

As  Vi  and  Y,  only  occur  in  a  ratio,  we  do  not  require  to 
know  their  absolute  vi&ues  in  volts,  and  the  simplest  method  of 
obtaining  two  P.  Ds.  haying  a  known  ratio  is  that  given  in  §  160, 
page  278. 

Example  103.  —  On  charging  a  slightly  leaky  condenser 
through  a  galvanometer  of  1,000  ohms'  resistance,  shunted  with  the 
f^th  shunt,  a  deflection  of  230  scale  divisions  is  obtained.  The 
condenser  is  then  insulated,  and  at  the  end  of  half  a  minute  it  is 
again  charged  but  with  the  galvanometer  unshunted,  and  a  deflec- 
tion of  112  scale  divisions  is  obtained.  What  is  the  resistance  of 
the  condenser  ? 

To  ascertain  the  value  of  the  first  deflection  in  farads,  as  well 
as  to  find  the  increased  multiplying  power  of  the  shunt  for  a  dis- 
charge, let  us  charge  a  well-insulated  condenser  of  known  capacity, 
say  ^rd  of  a  microfarad,  with  the  same  P.  D.  as  was  used  in  the 
previous  experiment;  let  this  give  a  defiection  of  175  scale  divi- 
sions with  the  galvanometer  unshimted.  Next  discharge  the  con- 
denser, shunt  the  galvanometer  with,  say,  the  same  shunt  as 
was  used  before,  increase  the  P.  D.  employed,  and  again  charge 
the  condenser,  obtaining,  say,  a  deflection  of  295  scale  divisions. 
Let  these  two  P.  Ds.  be  those  between  the  points  S  and  T,  Fig.  101, 
page  278,  and  L  and  M,  and  let  the  ratio  of  tiie  resistances  of  q 
and  j9  be  in  the  ratio  of  10  to  1,736. 

The  multiplying  power  of  the  shunt  for  a  discharge  equals 

#-f^H-/  _.  1736  ^   m 
•  10  295* 

=   103, 

therefore  the  capacity  of  our  slightly  leaky  condenser  is 

103  ^x— farads. 

175      3  X  10« 

or    45*12  microfarads. 

Next,  K  being  the  number  of  ooulombs  in  one  coating  of  our 
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slightly  leaky  condenser  at  the  moment  of  charging,  and  K  the 
quantity  at  the  end  of  half  a  minute, 

— — -  =  112 -r- 230  X  103, 
.  • .  log.  10  ^^   =  0-0021. 


Hence, 

0-4343  X  30 


f  = 


t^  X  00021 


ohms. 


10« 

Answer. — 137*5  megohms. 

Lakge  Potential  Differences. 
189.  Prodaction  of  Large  Potential  DifFerences. — 

When  any  two  dissimilar  substances  are  brought  into 
contact,  there  is  a  certain  P.  D.  set  up  between  them  in 
consequence  of  what  is  known  as  the  "  contact  potential 
differen/ieJ*  The  two  substances,  therefore,  become 
charged,  like  the  two  coatings  of  a  condenser,  with 
equal  and  opposite  amounts  of  electricity,  depending  on 
the  cmvULci  P,  2).,  the  proximity  of  the  1>wo  bodies  and 
their  size.  If  either,  or  both,  of  these  bodies  be  an  in- 
sulator, or  be  held  by  an  insulating  handle,  some,  or  all, 
of  the  charge  will  remain  when  the  bodies  are  separated. 
If  the  bodies  be  separated  in  such  a  way  that  practically 
oM  the  points  of  contact  are  broken  at  the  same  time, 
then  all  the  charge  will  remain  on  each  of  the  bodies  if 
they  be  properly  insulated.  As  the  distance  between 
the  bodies  increases  the  capacity  of  the  condenser  rapidly 
diminishes,  hence  the  P.  D.  between  the  bodies  rapidly 
increases.  In  this  way  a  P.  D.  of  many  hundreds,  or 
thousands,  of  volts  can  easily  be  produced  by  bringing  a 
piece  of  dry,  clean  glass  into  close  contact  with  a  piece 
of  silk,  or  a  piece  of  dry,  clean  ebonite  into  close  contact 
with  a  piece  of  cat's-skm^  and  then  separating  them ;  and 
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just  as  work  has  to  be  done  in  separating  the  two  plates 
of  a  charged  condenser  (see  Example  100,  page  326),  work 
has  to  be  done  in  separating  the  glass  from  the  mlk,  or 
the  ebonite  from  the  cat's-skin,  and  the  power  that  the 
glass  or  ebonite  has  to  give  a  spark  when  the  knuckle  is 
brought  near  it,  arises  from  the  condenser  possessing  a 
store  of  potential  energy.  (See  §  176,  page  322.)  The 
ebonite  forms  one  of  ^e  coatings  of  this  condenser,  and 
the  surface  of  the  room  the  other,  because,  as  the  cat's- 
skin  is  not  a  good  insulator,  the  charge  of  positive  elec- 
tricitv  induced  on  it  when  it  is  in  contact  with  the 
ebonite,  spreads  itself  over  the  walls,  ceiling,  and  floor  of 
the  room  on  the  separation.  As  explained  in  §  61,  page 
115,  the  object  of  rubbing  the  glass  with  the  silk  is  to 
bring  all  parts  of  the  surface  of  the  insulating  glass  into 
successive  contact  with  the  silk. 

The  well-known  cylindrical  and  plate-glass  frictional 
electrical  machines  are  merely  contrivances  for  bringing 
different  portions  of  the  surface  of  a  cylinder,  or  a  sheet 
of  glass,  successively  into  close  contact  with  a  silk  rubber, 
and  separating  them  again.  The  electrical  energy  pro- 
duced by  such  an  apparatus  depends  simply  on  the  work 
required  to  perform  the  separation  of  the  positively  elec-, 
tritied  portions  of  glass  from  the  negatively  electrified 
rubber,  whereas,  the  actual  power  expended  in  turning 
such  a  machine  is  mainly  wasted  in  overcoming  friction 
and  producing  heat.  Hence,  stbch  frictional  mo/chi/n/es  a/re. 
extremely  inefficient  converters  of  mecha/nioal  energy  into 
electrical  energy ^  and  they  are,  therefore,  rapidly  becoming 
obsolete,  and  being  replaced  by  the  much  more  efficient; 
influence  machines,    (See  §  194,  page  361.) 

190.  Condensing  Electroscopa  —  The  increase  of 
P.  D.  between  the  two  coatings  of  a  charged  condenser, 
produced  by  separating  the  plates,  may  be  employed  to 
cause  an  ordinary  gold-leaf  electroscope  to  indicate  the 
P.  D.  existing  at  the  terminals  of  two  or  three  cells  in 
series.  For,  let  the  plate  m.  Fig.  42,  page  120,  be  con^; 
nected  electrically  with  the  tinfoil  coating  of  the  gold* 


Chap.  VIl;j  CONbBKSiNO   fiLECTROSCOPB.  353 

leaf  electroscope,  and  placed  close  to  the  plate  p  ;  then 
let  them  be  connected  with  the  terminals  of,  say,  three 
Daniell's  cells  in  series,  which  will  cause  them  to  be 
charged  with  a  P.  D.  of  about  3*3  volts.  Now,  discon- 
nect p  from  the  cells,  and  remove  M  altogether,  then  the 
P.  D.  in  volts  between  the  gold-leaves  and  the  tinfoil 
coating  of  the  electroscope  will  become  3*3  multiplied  by 
the  ratio  of  the  capacity  of  p  when  M  was  close  to  it,  to  its 
capacity  when  M  has  been  removed  far  away,  that  is,  when 
p  forms  a  condenser  with  the  walls  and  ceiling  of  the 
room,  and  with  the  tinfoil  coating  of  the  electroscope ; 
since,  with  a  given  charge  on, the  coatings  of  a  condenser 
the  P.  D.  between  the  coatings  is  inversely  as  the 
capacity  (see  §  167,  page  308).  This  ratio  will  be  the 
greater  the  nearer  m  was  brought  to  p  during  the  charg- 
ing, and  may  easily  be  made  100  or  more  (so  that  the 
P.  D.  between  the  gold-leaves  and  the  tinfoil  coating  is 
now  between  300  and  400  volts)  by  having  the  surfaces 
of  the  plates  carefully  coated  with  a  layer  of  shell-lac, 
and  by  simply  resting  M  on  p.  Strictly  speaking,  the 
ratio  of  capacities  to  be  considered  is  that  of  p  plus  that 
of  the  gold-leaves  when  m  is  close  to  P,  to  that  of  p  plus 
that  of  the  gold-leaves  when  m  is  far  away ;  and  although 
the  capacity  of  the  goldrleaves  is  insignificant  in  compari- 
son with  that  of  p  when  M  is  very  near  p,  it  is  not  so 
when  M  has  been  removed.  The  above  will  be  practi- 
cally the  same  whether  m  be  disconnected  or  not  from 
either  the  tinfoil  coating  or  the  cells,  before  it  is  re- 
moved. 

In  order  that  the  distances  separating  aU  parts  of  m 
and  p  may  be  very  small,  their  surfaces  must  be  made 
quite  plane,  and  it  is  difficult  to  do  this  unless  the  plates 
be  fairly  thick.  But  if  they  are  thick  they  will  be  too 
heavy  to  rest  on  the  stem  of  the  electroscope,  hence  it  is 
better  to  support  p  as  the  plate  A  (Fig.  29,  page  88),  is  sup- 
poi*ted,  by  means  of  an  insulating  stand  having  a  fairly 
strong  glass  rod,  and  to  connect  it  with  w  of  the  electro- 
scope by  a  thin  piece  of  wire. 
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191.  Calibrating:  a  Oold-Leaf  Electroscope. — If  the 

ratio,  r,  say,  that  the  sum  of  the  capacities  of  P  and  of 
the  gold-leaves  when  m  is  placed  in  a  fixed  position  near 
p  bears  to  the  sum  when  M  is  far  away,  be  accurately 
known,  then  a  gold-leaf  electroscope,  which  will  not  in- 
dicate directly  a  P.  D.  of  less  than  100  or  200  volts,  may 
be  calibrated  for  any  divergence  of  the  leaves  by  the 
employment  of  some  ten  or  twelve  cells.  For  if  P  and 
M,  when  near  together,  be  charged  with  one  cell,  and 
then  M  be  removed,  and  the  divergence  of  the  gold-leaves 
di  noted,  then  p  and  M  be  charged  with  two  cells,  m  be 
removed,  and  the  divergence  d^  noted,  &c.,  these  diver- 
gences di,  c?2>  ^^'f  ^ill  correspond  with  a  P.  D.  between 
the  gold-leaves  and  the  tinfoil  coating  of  r  E,  2  r  E,  &c., 
volts,  where  E  is  the  E.  M.  F.  of  one  cell,  and  which  is 
I'lOi  volts  if  the  cells  be  DanielFs  cells  made  with 
equidense  solutions  of  copper  and  zinc  sulphate,  and  if 
py/re  zinc  and  copper  plates  be  employed  (see  §119, 
page  211). 

It  would  be  practically  impossible  to  determine  this 
ratio,  r,  by  calculation,  owing  to  the  difficulty  of  calcu- 
lating the  capacity  of  p,  and  the  gold-leaves  when  M  was 
removed.  To  determine  it  experimentally  would  be 
nearly  as  difficult  as  calibrating  the  gold-leaf  elec- 
troscope directly  by  experiment.  We  must,  therefore, 
employ  some  condenser,  the  capacity  of  which  can  be 
made  to  have  two  very  distinct  values,  both  of  which  are 
large  compared  with  the  capacity  of  the  gold-leaves, 
having  a  known  ratio  to  one  another  of  about  100 ;  or  we 
may  employ  the  arrangement  suggested  by  Sir  William 
Thomson,  in  1885,  for  increasing  a  P.  D.  in  a  known 
ratio,  and  which  is  shown  symbolically  in  Fig.  136.  A, 
B,  c,  (fee,  are  well-insulated  condensers  of  not  necessarily 
equal  capacities,  joined  up  in  series,  the  outer  coating  of 
the  first  a  being  connected  with  the  outside  of  the  electro- 
scope, and  the  inner  coating  z  of  the  last  with  the  gold- 
leaves.  A  well-insulated  battery,  ss,  of  a  convenient 
number  of  cells,  having  an  R  M.  F.  equal  to  E  volts,  has 
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its  terminals  connected,  first  with  a  and  6,  then,  instead, 
with  h  and  Cy  then  with  c  and  c?,  &c.  On  the  battery  ter- 
minals being  connected  with  a  and  6,.  the  coatings  of  the 
first  condenser  will  have  a  P.  D.  of  E  volts  produced 
between  them,  and  similarly  on  the  battery  terminals 
being  connected  with  h  and  c  a  P.  D.  of  E  volts  will  be 
produced  between  h  and  c,  therefore  the  P.  D.  between  a 
and  c  will  be  2  £  volts. 
Again,  on  connecting  the 
battery  terminals  with  c 
and  €?,  the  P.  D.  between 
a  and  d  will  become  3  E 
volts,  <kc.  Hence,  if  there 
be  100  condensers  in  series, 
and  if  the  battery  be  moved 
along  so  that  its  terminals 
make  successive  contacts 
with  the  pairs  of  coatings 
of  eaoh  of  the  condensers, 
the  P.  D.  between  a  and  z, 
that  is  between  the  outer 
coating  of  the  electroscope 
and  the  gold -leaves,  will 
become  100  E,  and  by 
making  E  first,  say  2  volts, 
next  3  volts,  and  so  on, 
the  electroscope  can  be  calibrated  with  P.  Ds.  of  200, 
300,  &c.,  volts. 

In  the  last  paragraph  it  is  stated  that  the  coatings  of 
the  condensers  are  well  insulated  from  one  another,  but 
if  the  battery  terminals  s  s  be  rapidly  moved  backwards 
and  forwards  so  as  to  make  rapid  successive  contacts  with 
the  coatings  of  the  various  condensers,  ib  will  only  be 
necessary  for  the  insulation  of  the  condensers  to  be  fairly 
good,  as  there  will  be  no  time  for  leakage  to  take  place 
between  the  successive  contacts  of  the  coatings  of  each 
condenser  with  the  battery  terminals. 

The  following  gives  the  result  of  the  approximate 
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calibration  of   a  gold-leaf   electroscope,  the  gold-leaves 
being  about  1 J  inch  long : — 

P.  D.  between  the  leaves  and 
the  tiufoil  coating 
in  volts. 

500 
750 


Angle  between  the  gold- 
leares. 


26*^ 
42«-6 


60*'-2 
92''7 


1,000 
1,500 


192.  ElectrophoruB.— The   oldest  form  of  influence 
machine  is  the  **  electropluyrus,^^  which  consists  of  a  plate  of 

some  insulating  sub* 
stance  i  (Fig.  137), 
usually  ebonite  in  the 
modern  electropho- 
nis,  fastened  into  a 
metal  backing  b,  and 
a  movable  metal  plate 
p,  into  which  screws 
a  metal  ferrule  at- 
tached to  an  insu- 
lating rod  or  handle 
R.  The  electrophorus 
can  be  made  to  give 
a  succession  of  either 
positive  or  negative 
charges  of  high  po- 
tential by  the  varior 
tion  of  capacity  of  the 
condenser  formed  of 
the  ebonite  and  the 
plate  P,  produced  by 
altering  their  distance 
^^-  '^^'  from  one  another 

The  ebonite,  on  being  rubbed  with  a  piece  of  cat's- 
skin,  becomes  negatively  charged,  and  forms  a  condenser 
of  fixed  capacity  with  the  uninsulated  backing  B,  the  upper 
surface  of  which  is  therefore  charged  positively.  Further, 
this  condenser-action  causes  the  negative  charge  produced 
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on  the  upper  surface  of  the  ebonite  to  be  attracted  a  small 
distance  downwards  into  the  insulating  substance  of  the 
ebonite,  and  so  prevents  the  charge  being  easily  removed 
by  the  metal  plate  P  when  it  is  laid  for  a  short  time 
on  the  ebonite.  If  this  plate  be  held  by  the  insulating 
handle  r,  and  placed  on  the  ebonite,  the  potential  of 
the  ebonite  will  be  slightly  diminished  numerically — that 
is,  become  less  negative — (see  §  67,  page  120),  and  the 
plate  p  wiU  be  raised  to  a  fairly  high  negative  potential, 
the  density  on  its  lower  surface  being  positive,  and  on 
its  upper  negative  {see  §  69,  S,  page  124) ;  p,  in  fact, 
forms  a  condenser  with  the  ceiling  and  walls  of  the  room. 
If  now,  by  means  of  the  insulating  handle,  held  at  tlie 
extreme  end  to  diminish  the  surface  leakage  as  much  as 
possible,  p  be  removed  again  without  being  touched,  its 
negative  potential  will  grow  less  and  less  as  its  distance 
from  the  ebonite  grows  greater  and  greater,  and  the 
density  on  its  upper  and  lower  surfaces  will  also  be 
diminished,  until  at  last  when  p  is  beyond  the  range  of 
the  inductive  action  of  the  ebonite  it  will  be  simply  an 
uncharged  body  at  a  potential  nought. 

But  if,  on  the  other  hand,  while  P  is  resting  on  the 
ebonite,  it  be  connected  with  the  backing,  b,  or  with  the 
earth,  by  means  of  a  wire,  or  more  simply  by  touching 
it  with  one's  finger,  its  potential  will  be  reduced  to 
nought,  and  the  potential  of  the  ebonite  will  be  numeri- 
cally diminished.  Hence,  some  of  the  positive  charge 
previously  induced  in  the  backing  will  flow  away,  all  the 
negative  charge  on  the  upper  surface  of  P  will  also  dis- 
appear, and  some  more  positive  electricity  will  be 
attracted  to  the  lower  side  of  p,  the  density  on  its  upper 
surface  will  become,  therefore,  nought,  and  on  its  lower 
surface  more  positive  than  before,  p  and  b  together 
now  form  the  earth  coating,  and  the  ebonite  the  insu- 
lated coating,  of  a  condenser.  On  removing  p  by  means 
of  the  insulating  handle  R,  its  potential  rapidly  rises 
positively;  and  that  of  the  ebonite  increases  negatively. 
When  p  has  been  removed  some  little  distance  from  the 
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ebonite,  its  potential  becomes  high  enough  to  enable  it 
to  give  a  positive  spark"^  to  a  conductor  brought  near  it. 
And  as  the  ebonite  is  not  sensibly  discharged  by  the 
action  of  placing  p  on  its  surface  and  removing  it,  the 
operation  of  inductively  giving  p  a  large  positive  charge 
can  be  repeated  again  and  again;  and  we  may  thus 
charge  an  insulated  conductor  with  even  a  large  capacity 
to  a  high  positive  potentiaL 

To  save  the  trouble  of  having  to  electrically  connect 
p  with  B  each  time  p  is  laid  on  the  ebonite,  it  is  desirable 
(if  an  electrophorus  is  made  simply  for  practical  use  and 
not  also  for  the  purposes  of  instruction,  as  is  the  case 
with  the  one  shown  in  Fig.  137)  to  drill  a  hole  through 

I  __  the  backing  b  (Fig.  138)  and  the 
ebonite  i,  and  insert  a  small  brass 
screw  s  into  it  of  such  a  length 
that,  when  screwed  in,  its  point  is  a 
liUle  below  the  upper  surface  of  the 
ebonite,  for  with  this  arrangement  a  spark  passes 
across  the  small  air  space  when  p  is  laid  on  the  ebonite 
in  consequence  of  the  high  negative  potential  induced 
in  p;  but  no  spark  passes  on  raising  p,  since  its  posi- 
tive potential  only  becomes  large  when  p  is  raised 
so  far  from  the  ebonite  that  a  spark  cannot  pass  to 
the  screw.  The  presence,  therefore,  of  this  screw, 
with  its  slightly  countersunk  point,  has  precisely  the 
same  effect  as  connecting  p  with  b  when  p  is  resting 

*  When  the  P.  D.  between  two  conductors  reaches  a  certain  value, 
depending  on  their  shapes,  their  distance  apart,  and  the  insulating 
material  separating  them,  a  crack  or  hole  is  found  in  the  insulator, 
and  a  spark,  produced  by  the  burning  of  minute  particles  of  the  sur- 
faces of  the  conductors,  passes  along  the  crack  or  hole.  The  P.  D.  re- 
?[uired  to  produce  a  spark  through  air  is  given  in  §  196,  page  370,  but 
or  paraftined  paper,  guttapercha,  glass,  &;c.,  it  is  much  greater. 
While  the  air  is  momentarily  cracked,  during  the  passage  of  a  spark, 
its  resistance  is  comparatively  small,  but  after  the  spark  has  passed, 
the  crack  closes  up,  and  the  resistance  regains  its  original  value  ;  if, 
however,  the  spanc  has  passed  through  paper,  a  small  hole  may  be 
seen,  differing,  however,  from  a  hole  made  by  a  pin,  in  that  the  former 
is  burred  on  l^th  sides,  as  if  the  electric  force  making  it  had  acted  from 
the  centre  of  the  paper  outwards  towards  each  side. 


Chap.  VII.]   NEGATIVE  CHARGES  WITH  ELECTROPHORUS.     359 


on  the  ebonite^  and  removing  this  connection  before  p 
is  raised. 

If  it  be  desired  to  charge  an  insulated  conductor  of 
large  capacity  to  a  high  negative  potential,  we  might  use 
an  electrophorus  with  i  (Fig.  137)  made  of  glass,  which 
becomes  charged  positively  on  being  rubbed  with  silk ; 
but  as  glass  is  a  much  more  hygroscopic  body  than  ebonite, 
and  therefore  much  more  difficult  to  keep  electrified  when 
exposed  to  the  air,  it  is  better  to  use  an  ebonite  electro- 
phorus in  the  following  manner. 

193.  Ebonite  Electrophorus  arranged  to  give  Nega- 
tive Charges. — Unscrew  the  handle  from  the  plate  p  and 
screw  it  into  the  back- 
ing (Fig.  139).  Excite 
the  ebonite  by  rubbing 
it  with  cat's-skin,  and 
suppose  that  the  back- 
ing has  been  brought 
to  a  potential  nought 
by  connecting  it  for 
a  moment  with  the 
ground  when  it  was 
held  at  some  distance 
from  p,  which  is  lying 
on  the  table.  The 
ebonite  is  now  the  in- 
sulated coating  of  a 
condenser,  the  uninsu- 
lated one  being  b  and 
the  walls  of  the  room. 
Next  holding  the  back- 
ing and  ebonite  by  the 
insulating  handle  R, 
place  the  ebonite  on  p 
(Fig.  UO).      The  po-  Fig.  139. 

tential  of  the  ebonite 

will    then    become  less  negative,    the    potential  of    B 
will  be  raised  to  a  high  positive  value,  the  density  on 
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its  upper  side  will  become  positive,  the  density  on  its 
lower  side  less  positive  than  before,  and  the  density  of 
the  upper  surface  of  p  positive.  Connect  B  with  P,  the 
potential  of  b  will  be  reduced  to  nought,  the  potential  of 
the  ebonite  will  be  made  still  less  negative,  the  density 
on  the  upper  surface  of  p  made  less  positive,  the  density 
on  the  upper  surface  of  b  nought,  and  on  its  lower  sur- 
face more  positive  than  before. 
Raise  the  backing  and  the  ebonite 
by  the  handle,  the  potential  of  the 
ebonite  will  become  more  negative, 
and  that  of  B  will  become  negatwe 
and  will  reach  a  high  negative  value 
when  the  backing  and  ebonite  are 
removed  some  little  distance  from 
p,  so  that  a  spark  of  negative  elec- 
tricity can  be  taken  from  b  by  a 
conductor  brought  near  it. 

In  the  preceding  we  have 
considered  the  various  electrical 
changes  that  take  place  on  all  the 
parts  of  an  electrophorus  when  in 
use,  but  probably  the  simplest  way 
of  looking  at  the  action  of  the 
electrophorus,  whether  it  be  used 
to  give  positive  or  negative  charges 
to  some  conductor,  is  to  remember 
that  when  p  is  in  contact  with  the  ebonite  plate,  and 
p  and  B  are  electrically  connected  together  and  with 
the  earth,  there  are  charges  of  positive  electricity  on 
the  surfaces  of  p  and  b  facing  the  ebonite,  and  these 
charges  may  in  each  case  be  regarded  as  being  due  to 
the  excess  of  the  inductive  action  of  the  ^negative  charge 
on  the  ebonite  over  that  of  the  positive  charge  on  the 
other  metal  plate,  the  effect  of  the  negative  charge  in 
each  case  preponderating.  Consequently  if  both  p  and  b 
could  be  separated  from  the  ebonite  by  means  of  insu- 
lating handles,  both  would  be  found  to  have  a  positive 
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potential,  and  to  be  in  a  condition  to  give  a  positive 
charge  to  some  other  conductor.  And  if  the  ebonite  and 
backing  be  removed  without  separation,  p  will,  as  before, 
have  a  positive  potential ;  but  the  action  on  b  will  now 
be  quite  diferent  from  before,  for,  instead  of  the  induc- 
tive action  of  the  positive  electricity  on  p,  together  with 
the  preponderating  inductive  action  of  the  negative 
electricity  on  the  ebonite,  being  removed  simultaneously, 
only  the  former  is  removed.  Hence  the  inductive  effect 
on  B  of  this  negative  electricity  on  the  ebonite  will  pro- 
duce an  effect  greater  ^uin  before,  B  will  therefore  have 
a  negative  potential,  and  be  in  a  condition  to  give  a 
negative  charge  to  some  other  conductor. 

In  the  electrophorus  shown  in  the  figures  the  ebonite 
is  held  to  the  backing  by  three  pins  jt)/?,  instead  of  being 
cemented  to  it  as  is  usual  in  an  electrophorus,  and  can 
be  removed  by  withdrawing  these  pins.  JHence  we  can 
examine  the  electrification  of  the  ebonite  or  of  the 
backing  in  any  stage  of  the  experiments  described  above. 
To  charge  a  body  of  large  capacity  with  a  simple  electro- 
phorus is  a  slow  process,  and  hence  a  "  rotatory  electro- 
phorus "  has  been  devised  by  Bertsch  for  enabling  the 
operations  described  in  §  192  to  be  rapidly  performed, 
but  even  this  apparatus  is  inferior  to  the  machines 
described  in  the  following  sections. 

194.  Accumulating  Influence  Machines. — ^With  the 
electrophorus  we  can,  as  we  have  seen,  increase  the 
potential  of  an  insulated  body  until  it  is  equal  to  that 
of  p,  when  p,  with  its  induced  charge  in  it,  has  been 
removed  far  away  from  the  ebonite,  but  we  have  no 
means  of  increasing  the  charge  in  the  ebonite  itself; 
and  so,  in  order  to  use  an  electrophorus,  it  is  necessary 
to  commence  by  charging  the  ebonite  by  rubbing  it  with 
a  piece  of  cat's-skin.  With  an  "  accumulating  influence 
nmchins"  on  the  other  hand,  we  are  able  to  increase  the 
charge  on  the  inductor,  and  hence  to  start  such  a  machine 
with  practically  little  or  no  charge  on  the  inductor.  The 
action  of  all  such  machines  depends  on  the  folic  wing  pria- 
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ciple  : — If  A  and  b  (Fig.  141),  be  two  insnlated  metallic 
pota  posseasing  a  smiUl  P.  D.  between  them,  the  poteatial 
of  A  being  the  higher,  and  it-  c  and  d  be  two  uncharged 
conductors,  o  being  placed  near  the  outside  of  a,  and  d 


near  the  outside  of  b,  the  potential  of  c  will  be  a  little 
higher  than  that  of  D ;  hence  if  c  and  d  be  connected  by 
a  piece  of  wire  w,  or  other  conductor,  a  small  quantity 
of  positive  electricity  will  flow  from  c  to  d,  so  that  there 
will  be  a  small  charge  of  positive  electricity  on  d,  and  of 
negative  on  C.  If,  now,  the  wire  be  disconnected  from  c 
and  D,  and  by  means  of  insulating  threads  o  be  put  in- 
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side  B  and  be  made  to  touch  B  neaf  the  bottom,  vhile  d 
is  put  inaide  a,  and  is  mode  to  touch  A  near  the  bottom 
(Fig.  142),  the  negative  charge  on  c  will  be  given  up 
entirely  to  B,  and  the  positive  charge  on  D  entirely  to  a 
{see  §  64,  page  118) ;  hence  the  F.  D.  between  A  and  B 


Kg.  1*2. 

will  be  increased.  C  and  d  are  now  withdrawn,  totally 
discharged  from  b  and  a,  and  on  being  put  agiun 
into  the  position  shown  in  Fig.  141,  the  operation  is 
repeated.  If  this  be  performed  a  sufficient  number  ol 
times,  the  P.  D.  between  a  and  b  may  be  made  as  lai^ 
as  we  like ;  and  as  the  charges  induced  in  C  and  d  depend 
on  the  P.  D.  already  existing  between  A  and  b,  it  foUowa 
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that  the  increase  of  P.  D,  goes  on  more  and  more  rapidly 
according  to  the  "  compoimd  interest  late." 

196.  Thomson's  Beplenisher. — An  accumulatiDg  in- 
fluence machine  for  rapidly  performing  the  operations 


described  in  the  last  section  was  devised  by  Sir  William 
Thomson  about  1867,  and  haa  been  much  employed. 
The  bails  c  and  d,  in  Fig.  141,  are  replaced  by  two  gilt 
brass  "  carriers  "  c,  D,  seen  in  perspective  in  Figs.  143, 145, 
and  in  plan  in  Fig.  144.  These  are  carried  eccentrically 
at  the  ends  of  an  ebonite  rod  b,  fixed  to  an  ebonite 
spindle  e,  and  by  turning  this  spindle  by  means  of  the 
milled  head  h  at  the  top  {Fig.  145),  the  carriers  are 
rapidly  carried  roand.  The  metal  pots  a  and  b,  of  Fig.  141, 


ciuip.  m.1  Thomson's  replbnibbbb.  S65 

become  the  gilt  brass  "inductors"  ab  (Figs.  143,  144, 
1 45),  and  the  wire  w  is  replaced  by  two  springs  s  h',  con- 
nected by  a  strip  of  brass  u  fixed  round  the  edge  of  the 
piece  of  ebonite  p.  This  ebonite  carries  the  springs  and 
also  the  end  of  the  spindle,  and  is  itself  supported  as  seen 
inFig.  145.     When,  the  carriers  cd  simultaneously  touch 


the  springs  a  s',  they  are  practically  in  the  same  electric 
condition  as  are  c  and  d  (Fig.  141),  and  are  acted  on 
inductively  by  the  charges  in  the  inductors  A  fi  ;  while, 
on  the  other  hand,  when  they  have  been  turned  round 
further  in  the  direction  of  the  arrow  (Fig.  144)  until  they 
touch  the  springs  8  s,  which  ore  connected  respectively 
with  the  two  inductors,  the  carriers  are  electrically  in  the 
same  condition  as  are  c  and  D  (Fig.  142) — that  is,  they 
are  nndor  cover  of  the  inductors,  and  so  part  with  their 
charges  to  these  inductors. 

It  is  found  that  there  is  always  a  sufficiently  large 
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F.  D.  betveen  die  inductors  a  b  (Fig.  143),  no  nuitter 
how  well  they  may  have  been  previously  tlischai^ed,  to 
start  the  action  of  the  "  Thomson's  rephnUher,"  and  to 
enable  the  apparatus  (if  it  be  well  constructed,  and  also 
clean  and  dry)  to  rapidly  produce  sparks  on  the  componnd 
interest  principla 

To  prevent  the  earriera  C  d  causing  the  inductors  a  b 
to  lose  electricity  by 
being  left  in  contact 
with  them,  or  by  being 
electric^y  attracted 
round  so  as  to  come 
into  contact  with  them, 
when  the  repleniaheris 
not  in  use,  the  milled 
head  u  (Fig.  145)  is 
fixed  in  the  position 
seen  in  this  figure  by 
B  pin  attached  to  the 
farther  side  of  tiie 
square  head  h,  fitting 
into  a  hole  In  tjie  head 
H.  On  turning  the 
head  h,  this  pin  is 
withdrawn  from  the 
milled  head  h,  which 
is  then  free  to  turn, 
and  the  spring  k  press- 
ing against  the  square 
Fig.  145.  bead  H  is  for  the  pur- 

pose of  holding  the 
head  in  one  or  other  of  two  definite  positions — in  one 
of  which  the  pin  locks  the  milled  head  »,  and  in  the 
other  leaves  it  quite  free. 

The  earliest  machine  in  which  this  compound  interest 
principle  of  electrophoric  action  was  used,  was  the  "  re- 
volving  dovbler  "  invented  by  Nicholson  more  than  one 
hundred  years  i^p.     This  apparatus,  however,  seems  to 
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have  remained  practically  unknown,  and  unused.  In 
1860  0.  F.  Yarlej  invented  a  somewhat  similar  appa- 
ratus, and  still  later  a  well-known  machine  was  devised 
by  Holtz,  which,  however,  required  an  initial  P.  D.  to 
be  set  up  between  the  inductors  by  a  piece  of  rubbed 
ebonite  in  order  to  start  the  action.  So  far  the  Holtz 
machine  resembles  the  electrophorus,  but  while  in  a 
simple  electrophorus,  or  even  in  Bertsch's  rotatory  dec- 
trophoros,  the^  is  no  contrivance  for  even  maintaining 
the  P.  D.  between  the  inductors,  the  Holtz  machine 
is  so  designed  that  the  P.  D,  is  increased  by  the  action 
of  the  machina  This  machine  differs,  however,  from 
Thomson's  replenisher :  first,  in  that  the  carriers  are 
practically  infinite  in  number ;  secondly,  in  the  connect- 
ing wire  w  (Figs.  141,  142),  aiid  ss'  (Figs.  143,  144), 
having  a  break  in  it  so  that  it  is  divided  into  two  parts, 
and  the  P.  D.  that  is  set  up  between  these  two  parts  when 
any  pair  of  carriers  are  simultaneously  in  electrical  contact 
with  Uiem,  being  the  P.  D.  that  is  practically  made  use  o£ 

The  next  improvement  was  made  by  Yoss,  who  pro- 
duced an  accumulating  Influence  machine  which  com- 
bined the  advantages  of  the  Thomson's  replenisher  and 
of  the  Holtz's  machine,  in  that  it  required  no  initial 
P.  D.  to  be  given  to  the  inductors  to  start  the  action,  and 
produced  considerable  quantities  of  positive  and  negative 
electricity  for  an  influence  machine.  It  is,  however,  un- 
necessary to  describe  either  this  or  the  Holtz  machine  in 
detail,  because  the  latest  accumulating  influence  machine 
constructed  by  Mr.  Wimshurst  is  not  only  extremely 
simple  in  construction,  but  is  probably  the  most  perfect 
machine  of  this  type  that  has  yet  been  devised. 

196.  Wimshurst  Influence  Hachine. — This  machine 
consists  of  two  circular  discs  of  ordinary  window  glass 
(Fig.  146),  each  attached  to  the  end  of  a  hollow  boss  of 
wood,  or  ebonite,  upon  which  is  turned  a  small  pulley. 
These  bosses  are  mounted  on  a  fixed  horizontal  steel 
spindle,  so  that  the  glass  discs  are  about  one-eighth  of  an 
inch  apart^  and  are  rotated  in  opposite  directions  by  the 
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cords  which  pass  over  the  pulleys  at  the  baae  of  the  in 
Btroment,  one  of  the  driving  corda  being  crossed  for  this 
purpose.  The  glass  discs  are  carefully  coated  with  shell- 
lac  rarnish,  and  on  the  outside  of  each  of  them  there  are 
cemented  as  equal  uumber  of  radial,  sector-shaped  plates  of 


Fig,   !«, 

thin  metal  at  equal  distances  apart,  which  act  the  part  not 
only  of  the  carriers  c  D  (Figs.  143,  144,  pages  364,  365), 
but  also  of  the  inductors  A  B,  the  carriers  on  arte  disc 
acting  as  the  inductors  for  the  carriers  on  the  otlier.  If 
only  t«n  sectors  be  stuck  on  each  of  the  glass  discs,  it  is 
found  that  the  machine  will  only  excite  itself  under  veiy 
favourable  circumstances,  whereas  if  there  be  sixteen  or 
eighteen,  it  will  excite  itself  under  all  atmospheric  con- 
ditions.    Two  curved  brass  rods,  terminating  at  their 
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ends  in  fine  wire  brushes,  are  placed,  as  seen  in  the 
figure,  one  at  the  front  of  the  machine,  and  one  at  the 
back,  making  an  angle  of  about  90°  with  one  another, 
and  about  45 S  with  the  horizontal  "  collecting  combs,** 
These  rods  act  like  the  springs  s  s'  (Figs.  143, 144)  in  con- 
necting a  pair  of  carriers  when  they  are  under  the  induc- 
tive action  of  the  inductors,  which  in  this  machine  are 
the  adjacent  carriers  on  the  other  plate.  The  combs  are 
four  in  number,  two  being  placed  at  the  front  of  the 
machine,  as  seen  in  the  figure,  and  two  at  the  back,  the 
points  of  the  combs  being  directed  towards  the  discs. 
The  two  combs  at  the  left  hand  are  connected  together, 
and  form  one  terminal  of  the  machine,  while  the  two  at 
the  right  hand  form  the  other.  These  combs  are  sup- 
ported in  position  by  the  brass  cylinders  to  which  they 
are  attached,  and  which  stand  on  glass  legs.  These 
cylinders  carry  the  two  "  discha/rging  rods "  which 
terminate  in  two  balls,  and  in  order  to  charge  any  two 
bodies  (the  inside  and  outside  of  a  Leyden  jar,  for  ex- 
ample) to  a  high  P.  D.,  they  must  be  connected  with 
pieces  of  wire  to  the  brass  cylinders,  and  the  balls  at  the 
ends  of  the  discharging  rods  separated. 

It  does  not  appear  that  the  collecting  apparatus  takes 
any  important  part  in  the  inductive  action  of  the  Wims- 
hurst  machine,  for  if  it  be  removed  and  the  glass  discs 
made  to  spin  round  in  opposite  directions,  their  whole 
surface  is  seen  to  glow  with  a  luminous  discharge,  and  a 
sharp  crackling  sound  is  heard.  The  collection  of  the 
positive  and  negative  charges  might  be  effected  by  attach- 
ing springs  to  the  horizontal  rods  so  as  to  touch  the  car- 
riers as  they  pass  instead  of  using  the  combs  which  collect 
by  a  " brush*  discharge**  but  the  combs  introduce,  of 
course,  far  less  frictional  resistance  to  the  motion  of  the 
plate,  and  act  very  well,  because  when  a  carrier  comes 

*  If  the  P.  D.  between  two  conductors  be  raised,  it  is  found  that 
before  it  reaches  the  value  that  will  cause  a  spark  to  pass  between 
the  conductors,  a  hissing  sound  is  heard,  and  a  ^* brush"  or  "glow 
discharge  "  takes  place,  rendering  the  space  between  the  conducton 
luminous  in  the  dark. 

Y 
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between  a  pair  of  combs,  it  is  practically  inside  a  con- 
ductor ;  and  we  have  seen  that  when  a  body  is  inside  a  con- 
ductor, no  charge  that  the  conductor  may  have  can  prevent 
the  body  discharging  itself  into  the  conductor,  and  as, 
in  addition,  the  density  is  very  great  at  a  point  (see  §  63, 
page  118),  the  charge  easily  passes  across  the  small  air 
space  separating  tlie  points  of  the  teeth  of  the  comb 
from  the  surface  of  a  carrier  when  it  is  passing  the  comb. 
Hence,  in  all  modem  frictional  or  influence  machines, 
such  combs  have  been  used  as  the  collectors. 

By  attaching  the  inner  coatings  of  Ley  den  jars  to  the 
sets  of  collecting  brushes,  the  outer  coatings  of  the  jars 
being  connected  together,  the  capacity  of  the  collectors 
is  much  increased,  hence  the  brightness  of  a  spark  and 
the  noise  that  it  makes  in  passing  from  one  of  the  balls 
to  the  other  is  also  much  increased.  As,  however,  we 
cannot  augment  the  rate  of  work  done  by  the  machine  in 
this  way,  and  as  the  work  given  out  by  each  spark 
equals 

foot  lbs., 

2-712 

(see  §  176,  page  323),  where  F  is  the  capacity  in  farads  of 
one  of  the  Ley  den  jars  that  is  discharged,  and  V  the 
P.  D.  between  their  inner  coatings,  it  follows  that  for  a 
given  influence  machine  and  for  a  given  rate  of  turning, 
the  rapidity  of  producing  sparks  will  be  diminished  by 
connecting  Ley  den  jars  with  the  collecting  combs. 

The  P.  D.  produced  between  the  terminals  of  an  m- 
fluence  machine  can  send  a  spark  from  one  of  the  balls 
to  the  other  when  they  are  separated  by  a  distance  of 
several  inches.  When  the  surfaces  of  two  metallic  balls 
are  separated  by  more  than  about  one-tenth  of  an  inch, 
the  experiments  made  by  Drs.  De  la  Rue  and  Hugo 
Miiller,  show  that  the  P.  D.  required  to  produce  a 
spark  is  nearly  proportional  to  the  distance  between 
their  surfaces,  and  increases  at  the  rate  of,  roughly, 
10,000   volts    per   one-tenth    of    an    inch,    so    that    it 
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would  require  a  P.  D.  of  about  100,000  yolts  to  start 
a  spark  between  two  metal  balls  separated  by  a  distance 
of  one  inch.  If  the  bodies  between  which  the  spark 
passes  be  a  point  and  a  plate,  the  "  striking  distance  "*  is 
greater  for  the  same  P.  D.,  being  at  the  rate  of  one  inch 
for  every  23,400  volts  P.  D.  between  the  point  and  the 
plate.  From  this  it  will  be  seen  that  an  influence 
machine  can  produce  a  P.  D.  between  its  terminals  of 
some  hundreds  of  thousands  of  volts ;  consequently, 
the  quantity  of  electricity  that  passes  in  the  sparks  must 
be  very  small,  since  the  work,  in  foot  pounds,  done  per 
minute  by  the  machine,  equals 

44-26  A  V, 

(see  §  114,  page  201),  where  A  is  the  mean  value  in 
amperes  of  the  current  passing,  and  Y  the  mean  P.  D.  in 
volts  between  the  terminals,  and  this  product  cannot  ex- 
ceed about  5,000,  the  greatest  work,  in  foot  pounds  per 
minute,  that  a  man  can  do  in  turning  the  machine.  Hence, 
although  brilliant  sparks  and  powerful  shocks  can  be  pro- 
duced with  such  a  machine,  we  cannot  expect  that  it 
will  produce  any  visible  decomposition  in  a  voltameter 
used  to  join  its  terminals,  or  that  it  will  cause  a  de- 
flection of  the  needle  of  even  a  sensitive  galvanometer. 
A  galvanic  cell  of  small  resistance  can  produce  a  cur- 
rent of  many  amperes  through  a  small  external  resist- 
ance, and  yet  can  only  produce  a  maximum  P.  D. 
of  a  volt  or  two,  whereas  an  influence  machine  is,  to  a 
certain  extent,  like  a  very  large  number  of  cells  in  series, 
each  cell  having  a  very  high  resistance,  for  such  a  bat- 
tery can  produce  a  very  high  P.  D.  between  its  terminals 

*  The  striking  distance  is  the  distance  that  sepMurates  two  conduc- 
tors when  a  spark  is  started  between  them.  To  maintain  a  continuous 
'*  dectric  arc  ^  between  two  conductors  requires  a  much  smaller  P.  D. 
than  to  start  a  spark  between  them  ;  for  example,  to  maintain  an  arc 
one  inch  long  between  two  carbon  rods  only  reqidres  a  P.  D.  of  about 
118  volts  if  the  carbons  be  hard,  and  a  less  P.  D.  if  they  be  soft  (See 
"The  Resistance  of  the  Electric  Arc'*  Phil  Mag.,  Mb,j,  188^.)  Hence 
in  all  **  arc  lamps  **  there  must  be  some  mechanism  for  first  bringing 
the  carbons  into  contact,  to  start  the  arc,  and  then  separating  them. 
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if  iihey  be  insulated,  but  only  a  very  weak,  steady  current^ 
even  if  its  terminals  be  joined  together  with  a  short 
thick  piece  of  wire,  and  the  battery  short-circuited. 
The  low  resistance  cell  is  in  fact  analogous  with  a  h/rge 
shallow  reservoir  of  water  which  is  constantly  kept  filled 
with  a  big  supply  tap,  while  an  influence  machine  with 
the  balls  at  some  distance  apart  is  analogous  with  a  very 
tall,  very  narrow  tube,  into  which  water  slowly  but 
steadily  trickles.  If  a  tap  at  the  side  of  the  former  be 
opened  and  left  open,  there  will  be  a  large,  steady  stream 
of  water,  but  the  distance  through  which  the  stream  will 
spurt  from  the  side  of  the  reservoir  toill  he  small ^  whereas 
if  a  tap  at  the  side  of  the  tall,  narrow  tube,  near  the 
bottom,  be  opened,  the  water  will  spurt  out  through  a 
distance  of  many  feet,  but  the  stream  wiU  rapidly  fall  off 
as  the  tube  empties,  and  the  spurt  can  only  be  repeated 
by  keeping  the  tap  at  the  bottom  of  the  tube  closed, 
while  the  tube  is  refilling. 

The  distance  at  which  the  balls  of  an  influence 
machine  are  separated^  determines  the  maximum  P.  D. 
that  can  be  set  up  between  the  discharging  rods,  or  be- 
tween any  two  conductors  connected  with  them ;  hence, 
by  placing  the  balls  at  a  given  distance  apart,  and  then 
turning  the  machine  until  a  spark  is  just  going  to  pass 
between  them,  we  know  approximately  the  P.  D,  set  up 
between  two  conductors  connected  with  them. 

197.  Dry  Pile. — When  it  is  desired  to  maintain  a 
high  P.  D.  between  two  conductors  that  are  well  insu- 
lated from  one  another,  as,  for  example,  the  outside  of 
an  electrometer,  and  the  needle  inside  {see  §  75,  page 
130),  a  battery  consisting  of  a  large  number  of  cells  in 
series,  each  cell  having  a  high  resistance,  may  be  em- 
ployed, since,  as  the  resistance  external  to  the  battery  is 
infinite,  the  P.  D.  at  its  terminals  will  be  simply  the 
E.  M.  F.  of  the  battery,  no  matter  how  high  may  be  the 
resistance  of  each  cell.  Fig.  147  shows  a  section  of  such 
a  battery,  consisting  of  a  large  number  of  small,  simple 
voltaic  elements,  joined  up  in  series.     The  liquid  part 


Chip,  vn.i  DRr  FILE.  373 

of  each  cell  may  be  made  smaller  and  smaller  without 
affecting  the  P.  D.  at  the  terminals  of  the  battery,  pro- 
vided that  it  is  not  required  to  Bend  any  current,  and  it 
may  be  reduced  to  simply  the  moisture  which  exists  in 
ordinary  paper  when  exposed  to  the  air.  In  that  case 
the  zinc  and  copper  plates  may  be  pieces  of  metallic  foil 
stuck  on  to  the  two  sides  of  each  piece  of  paper,  or  the 
cell  may  be  formed  simply  of  a  piece  of  paper  with  a 
little  powder  rubbed  on  each  side.     In  Zamboni's  con- 


Fig.  1*7. 

struction  of  &  dry  p3e,  sheets  of  paper  are  prepared  by 
pasting  Jinelj/  lamvnated  zinc  or  tin.  on  one  side,  and  rub- 
bing mangatieae  p&omde,  or  what  is  sometimes  called 
black  oxide  of  manganese,  on  the  other.  Discs  are  punched 
out  of  this  paper,  and  several  hundred  of  them  are  piled 
up  into  a  colamn,  with  their  similar  sides  all  facing  the 
same  way,  inside  a  glass  tube  tt  (Fig.  148),  which  has 
been  carefully  coated  inside  and  out  with  shell-lac 
varnish.  The  discs  are  kept  in  contact  with  one  another, 
and  electric  connection  is  made  with  the  two  outside  ones 
by  their  being  pressed  between  the  brass  plate  p  and 
the  brass  cap  b,  cemented  to  the  bottom  of  the  tube. 
The  plat«  f  is  pressed,  down  by  the  wii-e  w,  which  is  held 
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in  position  by  a  small  pinching  screw  s  (Fig.  H9),  which 
fixes  it  in  a  collftr  c  solderol  to  the  inside  of  the  other 
brass  cap  a,  which  ktter  ia  cemented  to  the  tube  at  the  top. 
The  diy  pUe  may  be  conveniently  hung  by  one  of  its 
tenuinal  wires  from  the  outside  of  the  Edehnann  electro- 


Fig.  148.  Bg.  140. 

met«r  seen  in  Fig.  48,  page  132,  and  its  lower  wire  con- 
nected with  the  wire  p  of  the  electrometer.  Although 
the  pile  will  bring  any  two  insulated  bodiee  attached  to  its 
ends  to  a  fixed  P.  D,,  its  resistance  is  too  high  to  enable 
it  to  instantly  supply  the  electricity  necessary  to  do  this  if 
the  capacity  of  one  of  the  bodies  be  suddenly  changed, 
therefore,  to  avoid  the  capacity  of  the  brass  end  of  the 
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pile,  which  is  electrically  connected  with  p,  being  suddenly 
increased  by  some  conductor  in  connection  with  the  earth 
being  brought  near  it,  which  would  have  the  effect  of 
momentarily  lowering  the  potential  of  this  end,  and  there- 
fore of  the  electrometer  needle  attached  to  it,  it  is  desir- 
able to  enclose  the  pile  in  a  brass  tube  tt  oi  somewhat 
larger  diameter  than  the  glass  one,  and  to  support  the  pile 
inside  this  metal  "gtiard  tube"  This  may  be  done  by 
fixing  the  end  of  one  of  the  terminal  wires  by  a  pinching 
screw  «  to  a  collar  c,  soldered  to  the  outside  of  the  end  of 
the  guard  tube  as  seen  in  section  in  Fig.  149.  The  brass 
cap  B  at  the  bottom  of  the  pile  forms  a  condenser  of 
fixed  capacity  with  the  brass  tube,  and  must  not,  of  course, 
even  momentarily,  touch  this  tube.  The  whole  apparatus 
may  then  be  conveniently  supported  from  the  outside  of 
the  electrometer,  by  placing  a  lug  l  projecting  from  the 
metal  top  of  the  guard  tube,  under  the  clamping  nut  N 
of  one  of  the  levelling  screws  of  the  electrometer  (Fig.  1 49). 
A  dry  pile  is  much  more  simple  and  compact  than  a 
battery,  consisting  of  some  hundreds  of  cells,  but  expe- 
rience shows  that  when  considerable  accuracy  is  desired, 
it  is  better  to  use  some  form  of  battery  (such  as  that 
illustrated  in  Fig.  147,  for  example)  than  a  dry  pile  to 
keep  the  electrometer  needle  charged. 
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CHAPTER    VIII. 

COMMERCIAL   AMMETERS   AND  VOLTMETERS. 

198.  Defect  of  Permanent  Magnet  Meters — ^199.  Siemens*  Electro- 
D3mamometer — 200.  Cunynghame's  Ammeter  and  Voltmeter — 
201.  Instruments  with  Magnifying  Gearing  —  202.  Magnifying 
Spring  Ammeter  and  Voltmeter — ^203.  Gravity  Control  Meters — 
204.  Grompton  and  Kapp's  Meters — 205.  Paterson  and  Cooper^s 
Electro-magnetio  Control  Meters — ^206.  Testing  Ammeters — 207. 
Test  for  Accm-acy  of  the  Graduation — 208.  Test  for  Residual  Mag- 
netism— ^209.  Test  for  Error  on  Beversing  the  Current — ^210.  Test 
for  Error  Produced  by  External  Magnetic  Disturbance— 211.  Test 
for  Permanent  Alteration  of  Sensibmty — 212.  Testing  Voltmeters 
— 213.  Test  for  Accuracy  of  the  Graduation — 214.  Latimer  Clark's 
Cell— 215.  Standard  Darnell's  Cell— 216.  Test  for  Heating  Error 
— 217.  Variation  of  the  Sensibility  of  a  Galvanometer  with  its 
Resistance — ^218.  Rate  of  Production  of  Heat  in  Galvanometer 
Coils— 219.  Standard  Voltmeter— 220.  Cardew's  Voltmetei>-22L 
Commutator  Ammeter  and  Voltmeter — 222.  Calibrating  a  Com- 
mutator Ammeter — 223.  Calibrating  a  Commutator  Voltmeter 
— 224.  Best  Resistance  to  Give  to  a  Galvanometer. 

Commercial  instruments  for  the  accv/rate  direct  measure- 
ments of  amperes  and  volts  are  quite  a^  important  as 
boxes  of  resistance  coils  accurately  graduated  in  ohms ; 
but  while  the  construction  of  resistance  coils  has  engaged 
the  attention  of  manufacturers  for  the  last  twenty  years, 
it  is  only  since  about  1880  that  the  construction  of  com- 
mercial ammeters  and  voltmeters  has  been  considered. 
This,  combined  with  the  fact  that  it  is  far  more  easy  to 
construct  a  coil  of  wire  that  will  have  a  perfectly  con- 
stant resistance  at  a  fixed  temperature,  and  even  a  fairly 
constant  resistance  within  a  considerable  range  of  tem- 
perature, than  a  measuring  instrument  that  will  be  con- 
stant in  its  indications,  makes  it  desirable  to  devote  a 
cha^Dter  to  commercial  ammeters  and  voltmeters, 

198.  Defect  of  Permanent  Magnet  Meters. — The 
ammeters  and  voltmeters  described  in  §g  36,  72,  pages 
73  128,  have  the  disadvantage  that,  if  they  be  placed  too 
near  a  large  powerful  magnet,  such  as  a  dynamo  machine 
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or  an  electromotor^  not  only  is  the  strength  of  the  con- 
trolling field,  and  consequently  the  sensibility  of  the  in- 
strument, temporarily  varied,  but  the  permanent  magnet 
of  the  ammeter,  or  voltmeter,  may  have  its  magnetism 
permcmently  altered,  in  inrhich  case  the  sensibility  of  the 
instrument  will  also  be  permanently  altered  without  the 
user  being  in  many  cases  aware  that  any  such  change  has 
taken  place. 

To  avoid  the  possibility  of  this  very  serious  error 
arising,  the  permanent  magnet  must  be  dispensed  with, 
and  the  controlling  force  produced  in  some  other  way. 
Three  forms  of  controlling  force  not  produced  by  perma- 
nent magnets  have  been  made  use  of,  namely  : — 

1.  The  pull  of  a  spring ; 

2.  The  attraction  of  gravity ; 

3.  The  attraction  of  an  electro-magnet  temporarily 
magnetised  by  the  whole  or  a  portion  of  the  current  to 
be  measured. 

Spring  Control  Meters. 

199.  Siemens'  Electro-Dynamometer. — Probably  the 
oldest  foim  of  commercial  current  measurer,  employing 
a  spring  to  produce  the  controUing  force,  is  "  Siemens* 
electro-dynamometer"  shown  in  perspective  in  Fig.  150, 
and  symbolically  in  Figs.  151  and  152.  It  consistis  of  a 
fixed  coil  A  ROD  (Fig.  151),  and  a  movable  coil  bfg, 
which  latter  is  frequently  made  of  a  single  stiff  wire.  The 
current  passes  round  the  fixed  coil  and  through  the 
movable  coil  or  wire  in  series,  electric  connections  with 
the  two  ends  of  the  latter  being  maintained  by  their  dip- 
ping into  mercury  cups  mm'  (Fig.  151). 

The  movable  coil  is  suspended  by  a  thread  and  by  a 
delicate  spiral  spring  N  (Fig.  151),  which  latter  can  be 
twisted  by  turning  the  milled  head  t  (Figs.  151  and  152) 
through  an  angle,  which  is  measured  by  the  pointer  u 
attached  to  the  head  t,  turning  over  a  scale  gradu- 
ated in  degrees,  or,  instead,  in  400  equal  divisions, 
and  seen  in  Fig.    152.      The   instrument  having  been 


378  fRACTICAL  ELECTHICm.  [Clap.  Vm. 

levelled  b^  means  of  tite  plumb-line,  seen  to  the  right 
of  Fig.  I.IO,  the  head  t  is  turned  until  the  plane  of  the 
movable  coil  efo  is  at  right  angles  to  that  of  Uie  fixed 
ooil  A  B  c  D,  which  is  indicated  by  the  pointer  P  attached 
to  the  movable  coil  (Figs.  151  and  152)  coming  opposite 


Fig.  ISO. 

the  0°  on  the  dial.  Should  the  pointer  n  not  now  also 
point  to  the  0°,  a  Kmall  pinching  screw  which  clamps 
the  pointer  H  to  the  head  T  is  loosened,  and  h  is  turned 
to  the  0°  without  turning  the  milled  head  t,  or  twisting 
the  spring  N.  If  a  current  be  sent  through  the  instru- 
ment entering  at  the  left-hand  binding  screw  (Fig.  151), 
and  following  tie  path  ABCpmEFGm',  and  leaving 
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therefore  by  the  right-hand  binding  screw,  the  movable 
coil  turns,  tending  to  place  ita  plane  parallel  with 
that  of  the  fixed  coil,  until  the  pointer  p  cornea  up 
against  the  right-huid  atop  g  (Fig.  162).  On  tnndi^  tiie 
head  t,  and  the  pointer  m  attached  to  it,  through  an  angle, 
say,  of  60°,  p  can  be  again  brought  to  0°.  The  couple 
exerted  between  the  coils  is  balanced  by  the  couple 
exerted  by  the  twisted  spring,  and  the  moment  of  the 


latter  is  proportional  to  the  angle  through  which  u  has 
been  turned. 

To  compare  the  current  now  passing  through  the 
dynamometer  with  some  other  current,  exactly  the  same 
adjustment  is  made  when  the  other  current. is  passing, 
and  since  the  movable  wire,  or  coil,  is  always  brought 
back  to  the  same  poailion  relatively  to  t/ie  fixed  oik,  the 
couple  exert«d  between  the  coils  is  proportional  simply 
to  the  product  of  the  current  passing  through  one  coil 
into  the  current  passing  through  the  other — that  is,  to 
the  iquare  of  the  current  passing  through  them  in  »eries. 
Hence,  the  angle  through  which  u  Itaa  to  be  twnedfrom 
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the  zero  pasUum  to  bring  the  pointer  v  to  0^,  is  propar- 
Uonal  to  ths  equa/re  of  tihe  cwrrent. 

In  the  actual  instrument,  as  seen  in  Fig.  150,  there 
are  two  fixed  deflecting  coils  having'a  different  number 
of  convolutions,  and  either  of  which  can  he  employed 
by  using  the  middle  and  the  right-hand  binding  screw,  or 
the  middle  and  the  left-hand  ona  The  two  coils  have 
usually  the  one  about  fire  times  as  many  convolutions  as 
the  other,  so  that  the  sensibility  of  the  instrument  when 


using  the  one  is  about  five  times  as  great  as  when  using 
the  other. 

The  advantages  of  this  instrument,  in  addition  to  the 
one  already  mentioned  that  it  contains  no  permanent 
magnet^  are  : — Mrst,  since  the  fitted  and  moving  parts 
between  which  the  electric  attraction  is  exerted  always 
occupy  exactly  the  same  position  relatively  to  one  another 
when  an  observation  is  being  made — that  is,  since  the 
dynamometer  is  a  *^zero  instrument " — one  experiment  is 
all  that  it  is  necessary  to  make  to  enable  the  graduation 
of  the  whole  scale  to  be  effected  with  great  accuracy, 
since  the  law  of  the  instrument  is  known  eaxictly,  arising 
from  the  fact  that  as  long  as  two  wires  occupy  exactly 
the  same  relative  positions  the  force  exerted  by  each  on 
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the  other  is  directly  proportional  to  the  product  of  the 
currents  passing  through  them  respectiyely  ;  second,  this 
dynamometer  can  be  used  with  considerable  Accuracy  to 
measure  an  aUemating  current — that  is,  one  the  direc- 
tion of  which  undergoes  rapid  reversals,  since  the  direc- 
tion of  the  current  in  both  the  moving  and  stationary 
coils  will  be  reversed  simultaneously,  and  the  force  be- 
tween them  will  therefore  remain  the  same  as  before  the 
reversal 

The  disadvantages  of  the  Siemens*  dynamometer  are  : 
— First,  the  instrument  being  one  in  which  the  moving 
coil  has  always  to  be  brought  to  zero,  cannot  show  at 
once,  without  adjustment,  the  strength  of  a  current,  and 
as  a  little  time  is  necessary  to  enable  this  adjustment  to 
be  made,  the  instrument  cannot  be  used  for  measuring 
sudden  variations  in  the  strength  of  a  current ;  second, 
owing  to  the  moment  of  inertia  of  the  suspended  coil 
being  rather  large,  the  instrument  is  not  dead-beat; 
third,  the  readings  are  much  affected  by  neighbouring 
magnets,  or  wires  conveying  currents  ;  indeed,  the  wires 
leading  the  current  into  and  out  of  the  dynamometer 
must  be  carefully  twisted  together,  so  that  their  mean 
distance  from  the  moving  coil  may  be  the  same,  and  the 
action  of  the  current  in  ike  one  leading  wire  balanced  by 
the  action  of  the  equal  and  opposite  current  flowing  in 
the  other ;  further,  as  the  suspended  coil  when  traversed 
by  a  current  is  acted  on  by  the  earth's  magnetism,  the 
instrument  must  always  be  placed  so  that  the  plane 
of  the  suspended  coil,  when  F  is  a,t  0°y  ie  at  right  angles  to 
tlie  plane  of  the  eartKs  magnetic  meridian,  since  this  is 
the  position  in  which  the  coil  desires  to  place  itself  as 
far  as  the  action  of  the  earth's  magnetism  is  concerned 
when  a  current  is  passing  through  it;  fourth,  as  the 
instrument  must  be  placed  in  this  particular  position 
before  use,  also  as  it  must  be  levelled  and  mercury  poured 
into  the  cups  m  and  m'  (Fig.  151)  if  it  has  been  spilt 
when  the  instrument  is  carried  about,  it  is  not  very 
portable ;  fifth,  the  movable  coil  being  quite  uncovered. 
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18  blown  aboQt  by  draughts  of  air,  and  the  spring  is 
liable  to  be  accidentally  damaged  by  things  being  knocked 
against  it ;  sixth,  the  scale,  being  graduated  in  degrees^ 
or  arbitrary  divisions,  is  not  direct-reading ;  and  lastly, 
the  instrument  gives  no  indication  of  the  direction  of 
the  current,  which,  in  electroplating,  electrotyping,  the 
charging  of  accumulators,  &c.,  is  as  important  as  the 
strength  of  the  current.  ' 

Shortly,  therefore,  we  may  say  that  the  Siemens' 
dynamometer  is  an  extremely  valuable  atanda/rd  inatrw- 
ment  when  it  can  be  kept  and  used  in  2k  fixed  position  in 
a  laboratory  far  away  from  all  moving  magnets,  or  wires 
in  which  strong  currents  are  passing,  &c.,  and  its  con- 
stant experimentaUy  determined  in  that  fixed  position ; 
but  for  a  portable  instrument  to  be  carried  about  in  a 
workshop  or  room  containing  dynamos  in  motion,  and 
used  wherever  required,  there  are  other  instruments 
more  convenient 

200.  Ounynghame's  Ammeter  and  Voltmeter. — 
These  zero  instruments  are  a  modification  of  the  Siemens' 
d3mamometer,  an  electro-magnet  eb  (Fig.  154)  being 
substituted  for  the  stationary  deflecting  coil,  and  a 
pivoted  soft  iron  needle  N  (Figs.  153  and  154)  for  the 
movable  one,  the  magnetic  axis  of  the  needle,  as  seen 
in  Fig.  153,  which  shows  a  sectional  plan  of  the  in- 
strument, making  an  angle  of  about  30°  with  the  line 
joining  the  poles  ff  of  the  electro-magnet,  when  a 
pointer  attached  to  the  moving  needle  is  at  0°.  The 
so/t  iron  core  c  c  of  the  electro-magnet,  seen  in  sectional 
elevation  in  Fig.  154,  is  made  massive,  in  order  that  a 
considerable  magnetic  force  may  be  produced  by  it  for  a 
comparatively  small  magnetic  action  of  the  current^  be- 
cause experiment  shows  that  when  the  core  of  an  electro- 
magnet is  only  slightly  magnetised,  the  strength  of  the 
magnet  is  directly  proportional  to  the  ciirrent,  the  strength 
of  the  magnet  being  measured  by  the  force  with  which  it 
attracts  or  repels  one  end  of  a  hard  steel  permanent 
magnet,  put  in  a  given  position  relatively  to  the  electro- 
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magnet ;  whereas  if  the  tn(^Q«tic  action  of  the  coil  bo 
great,  the  soft  iron  core  becomes  "  taturated,"  and  its 


strength  hardly  increases  with  an  increase  in  the'currenf^ 
The  soft  iron  needle  is  mi^netised  inductively  by  the 
electro-mf^et,  and  for  a  given  relative  position  of  the 


S84  PRACTICAL   BLECTBICITT.  [Chup,  VIIL 

two  th«  amount  of  mftgnetism  induced  in  the  iron  needle 
will  be  directly  proportional  to  the  Btrength  of  the  electro- 
magnet, provided  tie  needle  ia  ao  miusive  that  it  ia  far 
from  being  "  gatwaUd  "  (gee  page  388).  Under  these  cir- 
cumstances the  cofiple  exerted  by  the  electro-magnet  on  the 
needle  wtH  be  proportional  to  the  square  of  (Ae  cttrrwit 


Kg.  151. 

This  couple  Ib  balanced  by  the  twist  given  to  the  spiral 
spring,  as  in  the  Siemens'  dynamometer,  and  therefore  is 
also  proportional  to  the  angle  through  which  the  point«r  m, 
attached  to  the  milled  head  t,  has  been  turned.  As  long, 
therefore,  aa-we  are  dealing  with  currents  not  strongenough 
to  saturate  the  iron  core  and  the  iron  needle,  the  angle 
through  which  the  pointer  attached  to  the  milled  head  has 
to  be  turned  to  bring  the  pointer  attached  to  the  moving 
iieedle  to  0°  is  proportional  to  the  square  of  the  current 


Chap.  VIII.)  CUNYNGHAME*S    METERS.  385 

The  scale  is,  therefore,  graduated  not  in  degrees,  but  in 
numbers  proportional  to  the  square  roots  of  the  number 
of  degrees,  and  the  adjustable  pole-pieces  p  f  enable  the 
instruments  to  be  made  direct-reading  (see  §  37,  page  76). 
The  wires  leading  the  current  to  and  from  the  instrument 
are  fastened  to  the  binding  screws  bb  (Fig.  153). 

The  advantages  of  this  type  of  instrument  are  : — 
First,  the  controlling  force  not  being  produced  by  a  per- 
manent magnet,  the  sensibility  cannot  be  permanently 
changed  by  placing  the  instrument  near  a  powerful 
magnet ;  second,  its  indications  are  but  little  affected  by 
an  outside  magnet,  as  the  mass  of  soft  iron  in  the  core 
and  pole-pieces  of  the  electro-magnet  shields  the  needle 
to  a  great  extent  from  external  magnetic  disturbance  (see 
§  52,  page  102) ;  third,  it  is  direct-reading ;  fourth,  it  is 
dead  beat ;  fifth,  it  has  no  mercury  cups,  does  not  require 
levelling,  can  be  used  in  any  position,  is  not  likely  to  be 
damaged,  as  the  pointers  and  spring  are  all  boxed  in ; 
and  hence  the  Cunynghame  instruments  are  very  portable. 

The  disadvantages  are : — First,  being  a  zero  instru- 
ment, an  adjustment  has  to  be  made  before  the  value  of  a 
current  can  be  read,  and  therefore  the  magnitude  of  sudden 
changes  in  a  current  cannot  be  measured ;  second,  it  can 
only  be  used  to  measure  currents  in  one  direction ;  third, 
in  spite  of  the  mass  of  iron  the  cuiTent  is  not  quite  pro- 
portional to  the  square  root  of  the  angle,  and  therefore 
the  reading  is  a  little  too  small  for  large  currents  (see 
§208,  page  401);  fourth,  in  consequence  of  ^^  residual 
magnetism,*^*  the  value  of  a  current  corresponding  with 
a  particular  reading  depends  somewhat  on  whether  the 
curi'ents  previously  passing  through  the  instrument  were 
larger  or  smaller  than  the  one  being  measured  (see  §  208, 
page  401) ;  fifth,  in  consequence  also  of  residual  magnetism, 
a   reverse   current   sent   for   a  short  time  through   the 

*  ** Residual  magnetism"  is  the  name  given  to  the  magnetism  that 
remains  in  a  substance  after  the  magnetising  force  has  ceased.  With 
verv  soft  iron  the  amount  of  residual  magnetism  is  small,  whereas 
witn  hard  steel  it  is  very  large. 

Z 
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instrument  diminishes  the  subsequent  indications  for  small 
direct  currents  {see  §  209,  page  403). 

Shoi*tly,  therefore,  we  may  say  that  while  the  instru- 
ment has  not  an  eotxict  law,  and  cannot,  therefore,  like  a 
Siemens'  dynamometer,  be  used  as  a  standard  instrument, 
it  is  far  more  convenient  for  general  use  in  the  workshop 
and  in  an  electric  lighting  establishment. 

201.  Instruments  with  Ma^ifying  Gearing. — We 
have  seen  (§  20,  page  46)  that  if  all  the  deflections  of  a 
galvanometer  are  s'maU,  the  deflections  will  be  directly 
propm'tional  to  the  current  whatever  be  the  shape  of  the 
coil  and  needle  ;  hence,  attempts  have  been  made  by  M. 
Deprez  to  use  a  form  of  portable  current  galvanometer, 
in  which  the  needle  could  only  deflect  through  a  small 
angle,  and  to  magnify  this  deflection  by  attaching  the 
pointer  to  a  small  grooved  pulley  geared  by  a  tine  end- 
less thread  to  a  much  larger  grooved  wheel  attached  to 
the  needle.  A  similar  result  has  been  attained  by  the 
author  by  using  instead  of  the  small  and  large  grooved 
wheels  a  small  toothed  wheel,  or  pinion,  attached  to  the 
pointer,  and  a  larger  toothed  wheel  to  the  axle  or  staff*  of 
the  needle.  Such  contrivances,  however,  for  magnifying 
the  motion  by  means  of  pivoted  gearing  cannot  be  recom- 
mended, as  they  introduce  friction  as  well  as  add  to  the 
moment  of  inertia  of  the  moving  parts,  and  so  diminish 
the  dead  beat  character  of  the  apparatus.  These  diffi- 
culties, however,  have  been  overcome  in  the  following 
apparatus  : — 

202.  Magnifying  Spring  Ammeter  and  Voltmeter. 
— In  these  instruments,  devised  by  the  author,  a  special 
form  of  spring  is  employed,  shaped  like  a  narrow  shaving 
curled  up  into  a  cylinder  of  very  small  diameter  (Fig. 
155).  Such  a  spring,  quite  unlike  an  ordinary  spiral 
spring,  has  the  peculiarity  that  for  a  small  increase  in 
length  along  the  aocis  there  is  large  rotation  of  one  end  of 
the  spring  relatively  to  the  other j  the  angle  of  rotation 
being  directly  proportional  to  the  axial  extension.  Hence, 
if  one  end  of  the  spring  be  flxed  and  the  other  be  slightly 
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pulled  axially,  a  pointer  attached  to  tbia  end  will  turn 
through  ii  large  angle,  and  so  will  measure  in  a  very 
magnified  way  the  axial  extension  of  the  spring,  without 
the  employment  of  a  rack  and  pinion,  or  oi  levers,  or  of 
any  other  magnifying  arrangement, 
and  without,  therefore,  the  coat  or 
the   friction    attending  the   tise   of 
such  magnifying  arrangements. 

The  instrument  is  shown  in  Fig. 
156,  where  tt  is  a  thin  tube  of 
charcoal  iron,  attached  at  its  lower 
end  to  a  brass  cap  c,  tei'niinated  in 
a  brass  pin  Pj  guided  at  the  bottom 
in  the  way  shown.  To  c  is  attached 
the  lower  end  of  the  spring  s  (made 
of  hard  phosphor-bronze),  the  upper 
end  of  which  is  attached  rigidly  to 
a  brass  pin  p,  passing  through  a  hole 
in  the  glass  top  of  the  apparatus 
G  G,  and  fastened  by  means  of  a 
screw  and  nut  to  the  brass  milled 
head  H  outside  the  glass  top.  This 
pin  p,  to  which  the  upper  end  of  the 
spring  is  attached,  also  serves  as  a  rig.  155. 

guide  to  the  top  of  the  iron  tube. 
In  the  space  w  w  a  "  solenoid  "  *  wire  or  strip  is  wound, 
its  ends  being  attached  to  the  terminals  shown.  Hence, 
when  a  current  is  passed  through  this  solenoid,  the  iron 
tulie  is  sucked  down  into  the  solenoid,  and  its  lower  end 
c,  to  which  the  spring  is  attached,  receives  a  large 
rotatory  motion,  which  is  communicated  directly  to  the 
pointer  attached  to  the  top  of  the  iron  tube.  Parallax, 
in  taking  readings  of  the  pointer,  is  avoided  by  the 
horizontal  scale  having  a  piece  of  looking-glass  let  in  it 
in  the  well-known  way.     {See  §  12,  page  28.) 

By  making  the  iron  tube  t  t  very  thin,  so  that  it  is 
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"  viagnelically  saturated"  tov  &  comparatively  weak  cur- 
rent—that is,  so  that  a  current  passing  round  the  coils 
mucli  weaker  than  the  instrument  is  intended  to  n 
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is  able  to  impart  to  the  ii'ou  as  much  magnetism  as  it  is 
possible  for  any  current  to  give  to  it — also  by  fixing  the 
iron  tube  bo  that  it  projects  into  the  solenoid  a  definite 
distance,  which  has  been  carefully  determined,  partly  by 
calculation  and  partly  by  experiment,  and  lastly  by  con- 
structing the  spring  so  as  to  produce  a  large  rotation 
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with  the  minimum  pull,  and  with  not  too  much  axial 
motion  of  the  free  end  of  the  spring,  deflections  up  to 
270°  can  be  obtained  directly  proportional  to  tits  current^ 
excepting  for  the  first  15°,  where  the  scale  is  not  gra- 
duated. 

This  instrument  being  direct-reading  has  to  be  pro- 
vided with  an  adjustment  for  sensibility,  and  this  is  ob- 
tained partly  by  the  amount  of  wire  or  strip  that  is 
wound  on  the  bobbin,  and  partly  by  means  of  a  small 
movable  bobbin,  wound  with  a  coil  of  fine  wire  of  the 
same  length  as  that  employed  in  winding  the  main  coil, 
joined  up  in  parallel  with  the  main  coil.  This  movable 
coil  slides  up  and  down  on  the  main  bobbin,  and  by 
trial  a  position  is  found  for  it  such  that  the  readings 
on.  the  dial  are  correct,  and  in  that  position  this 
auxiliary  coil  is  permanently  fixed  by  the  maker  of  the 
instrument. 

The  pointer  will  deflect  in  the  same  direction,  no 
matter  which  way  the  current  passes  through  the  in- 
strument, and  owing  to  the  softness  of  the  iron  used  in 
making  the  tube  T  T,  and  the  smallness  of  its  mass,  there 
is  but  very  little  residual  magnetism  left  in  it ;  hence 
the  pointer  indicates  the  correct  strength  of  the  cun-ent, 
no  matter  which  way  it  passes  through  the  instrument 
To  ascertain  the  direction  of  the  current,  a  small  compass 
needle  is  let  into  the  base  of  the  instrument,  as  seen  in 
Fig.  156,  which  is  deflected  when  the  current  passes 
through  the  instrument  in  such  a  way,  that  when  the  blue- 
coloured  end  of  the  compass  needle  points  inwards,  the 
current  enters  at  that  one  of  the  binding  screws  that 
has  an  A  marked  on  it,  the  nearer  binding  screw  in  this 
figure. 

Ab,  however,  experience  shows  that  the  compass  needle 
may  have  its  magnetism  reversed  by  a  sudden  very  strong 
current  sent  through  the  ammeter  (in  spite  of  the  needle 
being  surrounded  by  iron  to  partially  shield  it  from  the 
action  of  the  current),  and  as,  in  addition,  its  position  can- 
not be  very  easily  seen  by  an  observer  unless  close  to  the 
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instrument,  the  direction  of  the  currents  in  the  latest 
magnifying  spring  instruments  is  indicated  by  a  much 
larger  magnet,  suspended  on  a  horizontal  axis  in  front 
of  the  instrument,  which  points  to  the  binding  screw 
at  which  the  current  enters. 

The  advantages  of  this  instrument  are  : — First,  owing 
to  the  controlling  force  not  being  produced  by  a  perma- 
nent magnet,  the  sensibility  of  the  instrument  cannot  be 
permanently  affectad  by  placing  it  near  a  powerful  mag- 
net ;  secondly,  the  sensibility  will  not  be  even  temporarily 
affected,  no  matter  how  strong  this  outside  magnet  may 
be,  provided  that  it  is  so  far  away  that  the  magnetic  field 
is  uniform  throughout  the  small  space  in  which  the  little 
iron  tube  tt  moves  {see  §  15,  page  36).  For  example, 
although  an  ordinary  compass  needle  is  turned  round  by  a 
uniform  magnetic  field,  there  is  no  force  tending  to  pull  the 
compass  needle  bodily  along,  as  may  easily  be  proved  by 
floating  a  compass  needle  on  a  piece  of  cork  in  a  basin  of 
water,  when  it  will  be  found  that  while  the  needle  will 
place  itself  at  once  so  that  its  axis  points  north  and  south, 
it  will  not  move  towards  the  side  of  the  basin  as  it  would 
if  it  were  pulled  as  a  whole  in  some  direction.  Or  the 
experiment  may  be  tried  thus  : — suspend  a  bar  of  unmag- 
netised  hard  steel  by  one  of  its  ends  from  the  pan  of  a 
delicate  balance,  so  that  the  bar  hangs  vertically  down- 
wards, and  weigh  it,  then  magnetise  the  bar,  and 
weigh  it  again,  when  it  will  be  found  that  its  weight  is 
neither  increased  nor  diminished  in  the  slightest  by  the 
magnetic  action  of  the  earth.  This  fact  is  expressed  by 
saying  that  a  uniform  mxignetic  field  can  produce  a 
motion  of  rotation,  hv^  not  a  motion  of  translation  of  a 
magnet  Now,  the  magnet  that  is  moved  in  the  magni- 
fying spring  instrument  is  the  soft  iron  tube  T  T,  which 
has  a  north- seeking  pole  induced  on  its  lower  end,  say, 
and  a  south-seeking  pole  on  its  upper  end,  or  vice  versdy 
by  the  current  passing  round  the  coil  of  wire  or  strip, 
and  this  tube  is  simply  -  pulled  downwards  by  the 
attraction  of  the  current  passing  round  this  coil.    Hence, 
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this  pulling  action  is  neither  increased  nor  diminished  by 
the  magnetic  action  of  the  earth,  nor  by  the  action  of 
any  magnet,  no  matter  how  strong  it  may  be,  if  the  field 
it  produces  is  uniform  over  the  space  in  which  the  iron 
tube  moves  ;  second,  by  using  the  magnification  introduced 
by  the  special  form  of  spring,  the  distance  moved  through 
by  the  attracted  iron  tube  is  not  large,  so  that  the  in- 
strument has  much  of  the  advantage  of  a  zero  instrument 
{see  §  199,  page  380),  that  is,  the  force  depends  simply 
on  the  current,  and  is  practically  unafibcted  by  the 
motion  of  the  attracted  soft  iron  tube.  This,  combined 
with  the  small  mass  of  iron,  causes  tlie  increase  of  force 
to  he  di/rectly  proportional  to  the  increase  of  current  The 
scale  is  therefore  hngj  and  the  distances  corresponding 
with  a  given  fraction  of  an  ampere  or  of  a  volt  are 
equal  throughout  the  wJiole  length  of  the  scale,  which 
not  only  facilitates  the  manufacture  of  the  scale,  but 
greatly  increases  the  power  of  estimating  by  eye 
the  decimal  parts  of  a  division.  Hence,  a  current,  or 
a  P.  D.,  can  be  read  to  a  very  small  fraction  of  its  total 
valne. 

The  main  disadvantage  of  the  instrument  is  that 
currents  or  P.  Ds.  less  than  about  one-fifth  of  the 
maximum  current  or  P.  D.  that  the  instrument  is  in- 
tended to  be  used  for  cannot  be  measured,  since  for 
currents  under  this  value  the  iron  tube  is  not  mag- 
netically saturated. 


Gravity  Control  Meters. 
203.  Gravity    Control    Meters.  —  Instruments  in 

which  the  controlling  force  is  produced  by  a  weight  at- 
tached to  the  needle  have  been  devised  by  Sir  William 
Thomson,  Messrs.  Schuckert,  Edelmann,  Statter,  and 
others. 

:  The  advantages  of  such  instruments  are  :  first,  as  the 
controlling  force  is  absolutely  constant y  the  sensibility  ol 
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the  instrument  cannot  vary  from  time  to  time  on  account 
of  a  variation  in  the  force ;  second,  the  price  is  low, 
arising  from  the  simplicity  of  construction. 

The  disadvantages  are :  first,  the  readings  usually  are 
easily  varied  by  extraneous  magnetic  disturbance ;  second, 
there  is  generally  a  certain  want  of  quickness  of  action, 
so  that  any  small  temporary  change  in  the  strength  of  the 
current  or  P.  D.  that  is  being  measured  is  not  instantly 
recorded.  For  this  purpose  the  needle  and  pointer  must 
not  only  be  veiy  light,  but  the  controlling  force  must  be 
great  (see  §  38,  page  78).  Now,  if  gravity  be  used,  the 
only  way  to  obtain  a  large  controlling  force  is  to  use  a 
large  mass  to  be  attracted,  but  if  a  large  mass  be 
attached  to  the  needle  and  pointer,  the  moment  of  inertia 
will  be  seriously  increased,  and  slow  motion  will  be  the 
result ;  whereas,  by  using  a  powerful  controlling  magnet 
or  a  compai-atively  strong  spring,  we  obtain  a  dead-beat- 
ness  so  great  that  the  number  of  times  the  joint  in  the 
driving-belt  passes  over  the  dynamo  pulley  can  be  easily 
counted,  every  adjustment  in  the  carbons  on  an  arc  lamp 
be  seen  on  the  ammeter  and  voltmeter,  and  even  the  effect 
on  an  arc  lamp  produced  by  whistling  may  be  instantly 
observed  on  the  distant  ammeter. 

The  gravity  control  meters  of  Sir  William  Thomson 
not  yet  being  in  common  use,  the  author  has  had  no  ex- 
perience with  them,  and,  therefore,  cannot  speak  of  their 
advantages  or  disadvantages. 


Electro-]£Agketic  Control  Meters. 

R04.  Crompton  and  Eapp's  Meters. — The  thiixl  de- 
vice, which  consists  in  using  for  the  controlling  force  that 
produced  by  an  electro-magnet,  round  which  flows  the 
whole  or  a  portion  of  the  cun^ent  to  be  measured,  appears 
at  first  sight  to  be  the  best ;  but  it  is  attended  with  very 
serious  practical  difiiculties.  The  possibility  of  using  a 
current  to  deflect  a  needle,  and  the  very  same  current  to 
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resist  its  being  deflected,  without  obtaining  the  same  de- 
flection for  all  currents  (a  result  which  would  occur  if  the 
deflecting  and  controlling  forces  varied  proportionally  to 
one  another  as  the  current  was  increased),  arises  from  the 
fact  that  whereas  the  magnetic  force  exerted  on  a  mag- 
netic pole  at  a  particular  point  by  a  current  flowing  round 
a  coil  of  wire  is  directly  propoi-tional  to  the  current,  the 
force  exerted  on  the  same  magnetic  pole  by  the  iron  core 
of  an  electro-magnet  round  which  the  current  is  flowing 
increases  nearly  proportionately  to  the  current  when  the 
current  is  small,  but  becomes  nearly  constant  for  all 
values  of  the  current  above  a  certain  value,  in  conse- 
quence of  the  magnetic  saturation  of  the  iron  core.  Hence, 
by  using  the  force  due  to  a  coil  without  an  iron  core 
for  the  deflecting  force,  and  the  force  due  to  the  iron 
core  of  the  electro-magnet  for  the  controlling  force, 
Messrs.  Crompton  and  Kapp  have  made  extremely  in- 
genious current  and  P.  D.  metera,  which  require  the 
employment  of  neither  permanent  magnets,  springs,  nor 
weights. 

The  coil  of  the  electro-magnet  has  a  magnetic  action 
as  well  as  its  iron  core,  and  as  the  former  increases  in 
direct  proportion  to  the  current,  its  action  must  be  neu- 
tralised if  we  wish  the  controlling  force  to  be  constant. 
This  can  be  done  either  bv  the  use  of  a  third  coil  of  a 
suitable  size  and  number  of  convolutions,  placed  in 
such  a  position  that  when  the  current  flowing  round 
the  electro-magnet  also  flows  round  this  coil,  its  action 
exactly  neutralises  that  of  the  electro-magnet  coil,  or  the 
neutralisation  may  be  more  simply  effected  by  placing  the 
deflecting  coil  in  such  a  position  that  it  is  equivalent  to 
two  coils,  one  the  deflecting  coil,  and  the  other  a  coil 
whose  eflect  neutralises  tbat  of  the  coil  round  the  electro- 
magnet. 

205.  Paterson  and  Cooper's  Electro  -  magnetic 
Control  Meters. — ^These  are  the  same  in  principle  as  those 
invented  by  Messrs.  Crompton  and  Kapp,  witb  the  addi- 
tion of  movable  pole-pieces  similar  to    those  shown  in 
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Fig.  25,  page  74,  for  adjusting  the  sensibility  of  the  in- 
strument. 

The  advantage  of  electro-magnetic  control  meters  ia 
that,  as  neither  permanent  magnets  nor  springs  are  em- 
ployed in  their  construction,  their  sensibility  cannot  be 
affected  by  variations  in  their  strength,  and  hence  their 
behaviour  from  year  to  year  remains  exactly  the  same. 

The  disadvantage  arises  from  the  fact  that  as  the 
entire  controlling  force,  corresponding  with  that  produced 
by  the  powerful  permanent  magnet  in  the  apparatus 
shown  in  Fig.  23,  page  70,  for  example,  has  to  be  produced 
by  an  iron  core  of  the  electro-magnet,  the  mass  of  iron 
must  not  be  too  small,  otherwise  any  external  piece  of 
iron  or  magnet  will  affect  the  indications  of  the  instru- 
ment. But  it  is  found  by  experiment  that  unless  the 
iron  be  not  only  very  soft,  but  also  be  very  small  in  masSf 
there  is  considerable  resid/aal  magnetism^  which  causes  the 
magnetic  force  exerted  by  the  iron  to  depend  not  merely  on 
the  strength  of  the  current  passing  round  it  at  any  par- 
ticular time,  but  also  on  the  strength  of  the  previous  cur-  , 
rents,  and  this  is  the  case  even  when  the  iron  is  still  too 
small  to  prevent  very  serious  variations  in  the  reading 
of  the  instruments  being  produced  by  the  presence  of  a 
neighbouring  magnet  (see  §  210,  page  407).  The  read- 
ings, therefore,  in  the  lower  part  of  the  scale,  instead  of 
corresponding  with  definite  values  of  the  current^  or  of 
the  P.  D.,  correspond  with  currents  or  P.  Ds.  differing  in 
some  of  these  electro-magnetic  control  instruments  by  as 
much  as  thirty  per  cent.,  depending  on  whether  it  is  an 
increasing  current  or  a  decreasing  current  that  is  being 
measured.    {See  §  208,  page  402.) 

206.  Testing  Ammeters. — The  faults  to  be  looked  for 
in  an  ammeter,  and  for  which  it  must  be  carefully  tested, 
are  : — 

1.  An  error  arising  from  the  ampere-standards  em- 
ployed by  different  makers  diffeiing  from  one  another. 

2.  An    error   arising   from   a   current   producing   a 
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different  deflection,  depending  on  whether  the  previous 
currents  passing  through  the  instrument  were  much 
smaller  or  much  larger  than  the  current  being  measured. 

3.  An  error  arising  from  the  instrument  indicating  a 
different  number  of  amperes  for  the  same  current  when  it 
is  reversed  in  direction. 

4.  An  error  arising  from  the  sensibility  of  the  instru- 
ment being  temporally  varied  by  external  magnetic  dis- 
turbance. 

5.  An  error  arising  from  a  permanent  alteration  of 
sensibility,  due,  for  example,  to  the  demagnetisation  of  a 
steel  magnet. 

207.  Test  for  Accuracy  of  the  Graduation. — It  has 
been  explained  in  §  6,  page  11,  that  the  standard  ampere 
is  that  which  deposits  0-00111815  grammes  of  silver  per 
second.  Makei*s  of  commercial  instruments,  however,  do 
not  calibrate  each  ammeter  by  comparing  it  with  a  silver 
voltameter,  but  only  compare  it  with  some  standard 
current  meter  which  has  at  some  previous  time  been  com- 
pared with  a  silver  voltameter,  but  which  may  have 
changed  its  sensibility  in  the  interval.  To  check  the 
accuracy  of  any  ammeter,  therefore,  it  is  desirable  to  com- 
pare it  directly  with  a  silver  voltameter,  and  in  Fig.  157 
the  apparatus  is  shown  arranged  for  calibrating  a  magni- 
fying spring  ammeter  A,  in  this  way.  D  is  a  platinum 
dish,  containing  a  25  per  cent,  solution  of  silver  nitrate, 
into  which  is  placed  a  thick  silver  disc  p,  wrapped  in  filter- 
ing paper,  to  prevent  particles  of  oxide  of  silver  which  may 
become  detached  from  the  silver  plate  dropping  on  to  the 
platinum,  and  making  the  weight  appear  to  be  too  great. 
It  is  better  to  use  a  platinum  dish  than  a  silver  one,  be- 
cause the  silver  deposited  at  the  bottom  of  the  platinum 
dish  can  be  removed,  and  re-formed  into  silver  nitrate  by 
pouring  a  little  nitric  acid  into  the  dish.  This  could  not 
be  done  with  a  silver  dish,  as  the  nitric  acid  would  prob- 
ably burn  holes  in  it ;  hence  the  silver  dish  would  gradu- 
ally grow  thicker  and  heavier.  The  platinum  dish  should 
be  made  as  thin  and  as  light  as  possible,  so  that  it  may  be 
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accurately  weighed ;  with  a  diameter  of  4  inches,  and  a 
depth  of  rather  more  than  IJ  inches,  It  need  not  weigh 
more  than  78  grammes. 

This  silver  disc  is  held  in  position  by  a  strip  s,  at- 
tached to  it,  held  in  a  clamp  C,  the  two  sides  of  which 
are  pressed  together  by  'turning  the  nut  N.  The  disc 
and  the  strip   s  are  in  one  piece,  cut  out  of  a  thick. 


flat  sheet  of  silver,  the  strip  being  bent  up  at  riglit  angles 
to  the  disc  after  it  is  cut  out. 

Electric  connection  is  made  with  the  platinum  dish  d, 
by  its  resting  on  three  metal  pins  p,  connected  with  the 
wire  Wn,  and  connection  in  made  with  the  silver  disc  by  the 
wire  soldered  to  c,  the  other  end  of  which  is  connected 
with  one  terminal  of  the  ammeter.  The  other  terminal 
of  the  ammeter  is  connected  through  an  adjustable  carbon 
resistance  r  with  the  wire  w„  and  the  circuit  is  closed 
by  putting  the  metallic  bridge-piece  b  into  the  small 
mercury  cups  H  H.      The  current  produced  by  a  current 
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generator,  the  terminals  of  which  are  attached  to  ihe 
wires  w,  and  Wj,  can  he  conveniently  varied  within  wide 
limits  by  screwing  or  unscrewing  the  nut  at  the  top  of 
H,  shown  at  n  (Fig.  158),  separated  from  the  rest  of  the 
apparatus.     Screwing  this  nut  n,  presses  down  more  or 


less  a  wooden  washer  e,  which,  in  its  turn,  compresses 
more  or  less  a  pile  of  discs  of  carbonised  cloth,  some  of 
which,  c,c,  c,  c,  are  seen,  in  Fig.  158,  separated  from  the 
carbon  resistance.  This  cloth  is  specially  prepared  by  Mr. 
Varley,  by  heating  ordinary  doth  to  an  extremely  hiffh 
teniperalvre  in  a  vacuum,  which  carbonises  the  cloth 
without  destroying  its  flexibility  and  elasticity.  The 
carbon  discs  are  piled  up  in  a  heap  by  slipping  them  over 
a  thin  wooden  tube  which  surrounds  the  brass  rod  A,  ter- 
minated at  the  top  in  a  screw  thread  for  the  nut  n  to 
screw  on,  and  contact  is  made  with  the  discs  by  one  or 
other  of  three  plates  of  brass,  p„  p^  p^,  one  of  which, 
Pi,  is  seen  separated  in  Fig.  158.      These  plates  of  brass 
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are  of  about  the  same  size  as  the  carbon  discs,  and  tlie 
hole  in  the  centre  of  each  is  sliaped  like  the  section  of 
the  rod  h — that  is,  not  quite  round,  so  that  p^  and  p^ 
can  slide  up  and  down  this  rod  without  being  able  to 
turn  round  it. 

Starting  with  a  pressure  sufficiently  great  to  keep  the 
discs  fairly  well  in  contact,  so  that  they  cannot  shake 
about  and  thus  produce  a  varying  resistance,  and  gra- 
dually increasing  this  pressure,  but  not  to  such  an 
extent  as  to  damage  the  discs,  the  resistance  of  the  whole 
column  can  be  varied  from  about  ^  to  9J  ohms  when  the 
discs  are  about  IJ  inch  in  diameter,  and  when  the 
height  of  the  column  of  them  is  about  3  inches.  A  re- 
sistance still  less  can  be  obtained  by  attaching  the  wires 
to  the  plates  p^  and^^g  (Fig.  158),  instead  of  to  the  top 
and  bottom  plates  as  in  Fig.  157. 

When  adjusting  the  carbon  resistance  B  so  as  to 
obtain  the  desired  current,  it  is  desirable  that  no  decom- 
position should  take  place  in  the  silver  voltameter,  for 
in  that  case  the  drying  and  weighing  of  the  platinum 
dish  D  would  have  to  be  carried  out  after  the  carbon  re- 
sistance was  adjusted,  and  it  would  probably  be  found 
that  a  fresh  adjustment  was  required  when  it  was  desired 
to  start  the  decomposition.  To  avoid  this  difficulty,  the 
circuit  through  the  silver  voltameter  should  not  be  closed 
during  the  adjustment,  but  Wg  and  the  left-hand  terminal 
of  the  ammeter  should  be  joined  instead  by  a  piece  of 
German  silver  wire,  having  the  same  resistance  as  the 
voltameter.  A  third  mercury  cup,  not  shown  in  the 
figure,  but  which  we  may  call  h',  may  be  easily  arranged 
so  that  when  the  bridge-piece  B  is  put  into  the  holes  H  and 
h',  the  circuit  through  the  German  silver  wire  is  closed, 
whereas  when  one  of  its  ends  is  shifted  from  h'  to  h, 
the  other  being  left  in  the  other  hole  H,  the  circuit 
through  the  voltameter  is  closed. 

At  the  commencement  of  the  experiment  the  platinum 
dish  D  (Fig.  157)  should  be  caref\illy  washed  with  distilled 
water,  to  remove  any  dust  or  dirt,  then  dried  over  a 


Cbup.Vin.,  CALIliUATlNG    AMMETERS.  399 

spirit  lamp,  and  placed  on  the  triangle  T  over  the  vessel 
V  of  strong  sulphuric  acid,  and  the  glass  cover  G  left 
over  while  the  platinum  dish  is  cooling.  When  it  is 
cool  it  should  be  carefully  weighed.  The  dish  is  now 
put  in  position  on  the  pins  jp,  the  silver  di^c  placed  so 
that  its  edges  are  equally  distant  from  the  sides  and 
bottom  of  the  dish,  and  the  solution  of  silver  nitrate 
poured  in.  Next,  a  current  is  sent  through  the 
carbon  resistance  R,  the  ammeter  A,  and  the  German 
silver  wire  above  referred  to,  and  the  carbon  resistance 
adjusted  until  the  current,  as  observed  on  the  ammeter, 
has  the  right  value.  The  maximum  value  that  may  be 
given  to  the  current  so  as  to  obtain  a  good  adherent 
deposit  with  a  particular  platinum  dish  is  (as  stated  in 
the  foot-note,  §  6,  page  11)  one  ampere  per  six  square 
inches  of  surface.  At  a  time  noted  on  a  watch 
the  current  is  sent  through  the  voltameter  instead  of 
through  the  German  silver  wire,  and  its  strength  is  kept 
constant  by  slightly  turning  from  time  to  time  the  nut  n 
(Fig.  158)  at  the  top  of  the  carbon  resistance  so  as  to  keep 
the  ammeter  deflection  constant,  and  at  a  noted  time,  at 
the  end  of  from  ten  to  thirty  minutes,  depending  on  the 
current  used,  the  circuit  is  interrupted.  The  silver 
nitrate  solution  having  been  put  back  into  the  bottle, 
the  platinum  dish,  with  the  layer  of  deposited  silver  in 
it,  is  carefully  rinsed  out  with  distilled  water ;  next  it  is 
filled  with  distilled  water,  and  left  standing  for  ten  or 
fifteen  minutes  to  remove  traces  of  the  silver  nitrate 
solution,  then  having  been  rinsed  out  again  with  distilled 
water,  it  is  rinsed  out  with  alcohol  to  remove  the  water, 
and  with  ether  (which  evaporates  with  great  rapidity)  to 
remove  the  alcohol,  and  finally  it  is  dried  over  a  spirit 
lamp,  and  left  to  cool  under  the  desiccator  o,  when  it  is 
again  carefully  weighed.  Then,  if  W  be  the  increase  in 
weight  in  grammes  produced  in  t  seconds  by  a  current  of 
mean  strength,  A  amperes, 

A  W 

00011181 5  «* 
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It  is  desirable  to  repeat  this  test  for  two  or  three 
very  different  currents  that  the  ammeter  is  adapted  to 
measure,  as  the  calibration  may  be  right  in  even  two 
very  different  parts  of  the  scale,  and  not  at  some  inter- 
mediate part,  arising  from  the  law  of  the  instrument  not 
being  exactly  what  the  maker  has  supposed ;  for  ex- 
ample, he  may  have  determined  accurately  the  currents 
corresponding  with  two  points  of  the  scale,  and  have 
interpolated  the  intermediate  graduations  on  the  assump- 
tion that  the  increase  of  deflection  was  directly  propor- 
tional to  increase  of  current,  which  may  not  be  quite 
true  with  the  particular  instrument. 

208.  Test  for  Residual  Magnetism. — In  order  to 

ascertain  whether  a  current  produces  the  same  deflection 
on  an  ammeter,  independently  of  whether  the  currents 
previously  passing  through  the  instrument  were  much 
smaller  or  much  larger  than  the  j)articular  current  in 
question,  the  instrument  should  be  joined  up  in  series 
with  a  Siemens'  dynamometer,  or  other  cuiTent  meter 
containing  absolutely  no  iron  or  steel,  and,  therefore, 
having  no  error  due  to  residual  magnetism,  together  with 
an  adjustable  carbon  resistance,  care  being  taken  to  put 
the  dynamometer  so  far  away  from  the  other  instrument 
that  any  magnetism  produced  in  the  latter  will  not  affect 
the  dynamometer.  Then,  starting  with  the  carbon  re- 
sistance unscrewed,  so  that  its  resistance  is  great,  the 
circuit  should  be  closed,  and  successive  simultaneous 
readings  of  the  two  instruments  taken;  first,  as  the. 
carbon  resistance  is  gradually  screwed  down,  and  the 
current  increased  up  to  the  maximum  current  the 
instrument  is  intended  to  measure ;  then,  as  the  carbon 
resistance  is  gi^adually  unscrewed,  and  the  current  di- 
minished again. 

The  following  are  the  results  of  such  tests  made  with  a  strongly 
magnetised  permanent  magnet  ammeter,  like  that  shown  in  fig. 
26  page  76 ;  with  a  spring  control  meter,  like  that  shown  in  Fig. 
164,  page  384 ;  with  a  magnifying  spring  ammeter,  like  that 
shown  in  Fig.  156,  page  388  ;  and  with  an  electro-magnetic  control 
meter. 
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Amperes  as  measured  by  a  "Per-  *  «««««.  -«  «.««-«««^  v-  « 

ni^«nt  JtoipMe  Ammeter;  ^SSS?T?JSf™^2l/ 

reading  from  0  to  25  amperek  Siemens  Dynamometer. 

6-1  ►  6-58 

12*2 1  12*31 

18-3 1  18-32 

About    24*4  d  Not  read 


18-3  O  18-3 

12*2 1  12-3 

6*1  I  6-4 


OQ 


Amperes  as  measured  by  a  Spring 

Control  Meter,  with  maMtM  iron  Amperes  as  measured  by  a 

needle,  and   deflectmg  electro-  Siemens'  Dynamometer, 

magnets   with    masnee    cores ;  w»oi*icwo  ^jmuuvuivuci. 

reading  from  0  to  100  amperes. 

20     ^  19-6 

25     8  25-3 

35     I  36-2 

45     &  471 

55    ^  68-1 

58-5  61-4 

55     M  57*4 

45     I  46-0 

35     I  34-4 

25     I  23*2 

20    8  17-2 

That  it  required  a  smaller  current  at  the  end  of  the  experiment 
to  produce  the  same  deflection  as  was  produced  at  the  beginning, 
showed  that  the  iron  core  of  the  deflecting  electro-magnet  retained 
some  of  the  magnetism  put  into  it  when  the  strong  current  was 
flowing  round  it. 

Lsnred  hv  the 

Amperes  as  measured  by  a 
Siemens'  Dyoamometer. 

4-95 
9-9 
15 
20-4 
24-45 

20-85 
15 
9-87 
4-85 


Amperes  as  measured  l>v  the 
Mogni/ytng  Spring  Amme- 

ter ;  reading  from  4*5  to 

25  ami)eres. 

0 

10 

I 

15 

t5 

20 

B 

23 

• 

20 

$ 

15 

s 

10 

B 

5 

K 

kk 
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Amperes  as   measured  by 
the  EUetro-Magntitie   Con-  Amperes  as  measured  by  a 

trol  Meter ;  reading  from  0  Siemena*  Dynamometer, 

to  100  amperes. 

10  8-82 

25  t  27-6 

30  I  32 

40  g!  41*9 

60  §  52-3 

60  *  63-5 

60  M  64*4 

60  I  63-6 

40  I  44-3 

30  I  34-7 

20  I  24-9 

10  *  11-6 

That  it  required  a  much  higher  current  at  the  end  of  the 
experiment  to  produce  the  same  deflection  as  was  produced  at  the 
beginning,  showed  that  the  iron  core  of  the  controlling  electro- 
magnet retained  some  of  the  magnetism  put  into  it  when  the 
strong  current  was  flowing  round  it. 

209.  Test  for  Error  on  Reversing  the  Current. — 

Certain  instruments,  such  as  the  spring  instrument  of 
Mr.  Cunynghame,  and  the  electro- magnetic  control  instru- 
ments of  Messrs.  Crompton  and  Kapp,  are  intended  to  be 
used  only  when  the  current  flows  through  them  in  one 
direction,  and  therefore  they  ought  not  to  be  inten- 
tionally used  with  the  current  flowing  through  them  in 
the  wrong  direction.  As,  however,  in  the  charging  and 
discharging  of  accumulators,  <fec.,  the  current  is  liable  to 
be  reversed,  it  is  desirable  to  try  experimentally  the  kind 
of  error  that  would  be  produced  if  the  current  were  re- 
versed, and  then  reversed  back  again  so  as  to  as^ain  flow 
through  the  instrument  in  the  proper  direction.  To 
make  the  experiment,  the  instrument  to  be  tested 
should  be  joined  in  a  series  with  some  standard  instru- 
ment, like  a  Siemens'  dynamometer,  and  the  direction 
of  the  current  through  the  former  instrument  only 
should  be  reversed,  to  avoid  the  possibility  of  any  error 
being  introduced  into  the  readings  by  the  reversal  of 
the  current  through  the  latter.     The  two  instruments 
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must,  of  course,  be  placed  so  far  apart  that  the  reversal 
of  the  magnetic  action  of  the  one,  when  the  current 
passing  through  it  is  reversed,  does  not  affect  the  other 
directly. 

With  instruments  having  much  iron,  it  is  found  that 
not  merely  are  the  readings  which  are  obtained  with  the 
same  current  when  flowing  in  different  directions  very 
different,  but  that  even  when  the  current  has  been  twice 
reversed,  so  as  to  flow  again  in  its  original  direction,  the 
value  of  a  small  current,  as  determined  from  the  indication 
of  the  instrument,  is  very  different  from  its  true  value, 
and  this  is  especially  the  case  when  a  strong  current 
was  used  in  the  flrst  revei*sal,  and  only  a  weak  one  in 
the  second. 


Amperes  as  measured  by  a  Spring  Control  Meter, 
with  nuunw  soft  iron  needle  and  deflecting 
electro-magnet  with  massive  cores;  reading 
from  0  to  100  amperes. 


Amperes  as  mea* 
snred  by  a  Sie- 
mens' Dynar- 
mometer. 


At  first  21. 

A  reverse  current  of  100  amperes  was  now 
sent  through  the  instrument  for  30  seconds, 
then  the  original  current  in  the  original 
direction,  the  deflection  now  was 

18-8. 
A  reverse  current  of  85  amperes  was  next 
sent  for  30  seconds,  next  the  original  current 
in  the  original  direction,  the  deflection  was 
still 

18-8. 
A  direct  current  of  100  amperes  was  sent 
for  30  seconds,  and  then  the  original  current 
the  deflection  now  became 

19-76, 
and  slowly  increased  to 
,     ■  20. 


20*8 


20-8 


20-8 

20-8 
20-8 


210.  Test  for  Error  Produced  by  External  Magnetic 
Disturbance. — To  test  this  a  steady  current  should  be 
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sent  through  the  instruments,  and  the  readings  taken 
first  with  no  outside  magnet  near,  then,  when  a  fairly 
strong  bar  magnet  is  moved  round  in  a  plane  passing 
through  the  centre  of  the  instrument,  the  magnet  being 
held  so  as  to  always  point  towards  the  centre  of  the  in- 
strument, and  with  its  end  at  always  the  same  distance 


\a 


d 


HorizontaZ  Plane 


Pig.  159. 

from  the  centre.  A  foot  is  found  to  be  a  convenient 
distance  to  take,  and  the  plane  in  which  the  bar  magnet 
is  moved  should  be  that  in  which  the  magnet  must  pro- 
duce the  greatest  disturbance ;  for  example,  with  an  in- 
strument having  a  needle  turning  round  on  a  vertical 
axis,  the  plane  in  which  the  magnet  is  moved  should 
be  horizontal,  as  shown  in  Fig.  159,  whereas  with  a 
magnifying  spring  instrument  in  which  the  soft  iron  tube 
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T  T  (Fig.  156)  is  pulled  downwards,  the  plane  should  be 
a  vertical  one,  as  seen  in  Fig.  160. 

The  experiment  should  be  made  with  a  weak  current 
passing  through  the  instrument,  and  also  with  a  strong 
one,  as  frequently  the  magnetic  disturbance  differs  in 


a 


d 


h 


Vertical  Plan» 


Pig.  160. 

amount  for  different  currents,  and  in  both  cases  the  con- 
stancy of  the  current  during  the  experiment  should  be 
assured  by  its  passing  also  through  some  other  instru- 
ment, such  as  a  Siemens'  dynamometer,  placed  so  far 
away  that  the  motion  of  the  magnet  does  not  affect  it. 


4oa 
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The  following  show  the  results  of  this  test  made  with  several 
instruments,  always  using  the  same  permanent  magnet  to  produce 
the  disturbance  at  the  same  distance  from  the  centre  of  the  instra^ 
ment. 

Magnet  moved  round  a  Permanent  Magnet  Ammeter  in  a  Horizontal 

Plane. 


Amperes    as 

mea- 

sored  by  the  Per- 

Amperes   as 

manent 

Magnei 

meaanred    by 

Ammeter ; 

read- 

a  Siemens' Dy- 

ing from  ( 

}  to  25 

namometer, 

amperes. 

22-2 

220 

No  magnet  near. 

22-1 

220 

Magnet  in  position  a 

^ 

22-4 
22-3 

22-0 
220 

a                  it          * 
It               tt        ^ 

[  Fig.  169. 

220 

22-0 

it               it        d 

) 

22-2 

22  0 

No  magnet  near. 

Magnet  moved  round  a  Magnifying  Spring  Ammeter  in  a  Vertical 

Plane, 


Amperes    as    mea- 
sured by  the  Mag- 
nifying  Spring  Am- 
meter ;      reading 
from  4*5  to  25  am- 
peres. 

Amperes       as 
measured  by  a 
Siemens'   Dy- 
namometer. 

6 
6 
6 
6 
6 
6 

6-69 
6-59 
6-69 
6-69 
5-69 
6-69 

No  magnet  near. 
Magnet  in  position  a 

It                It        * 
tt                It        c 

it                it        d 
No  magnet  near. 

Fig. 

160. 

21 
21 
21 
21 
21 
21 

21-5 
21-6 
21-6 
21-6 
21-6 
21-6 

No  magnet  near. 
Magnet  in  position  a 

»»                tt        * 

a                   it          ^ 

it                it        d 
No  magnet  near. 

Fig. 

160. 
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Magnet  moved  round  an  Electro-magnetie  Control  Meter  in  a 

Horizontal  Flane. 


Amperes  as  measured 

by  the  Electro-mag- 

Amperes  as  measured] 

nebie  Control  Meter ; 

by  a  Siemens' 

Dy- 

reading  from  0  to  100 

namometer. 

. 

amperes. 

10 

9-2 

No  magnet  near. 

lO'l 

9-2 

Magnet  in  position  a. 

14-6 

9<2 

ft                It        *• 

10-9 

9-2 

1 »                »>        **• 

7-9 

9-2 

»>                ft        ^* 

9-6 

9-2 

No  magnet  near. 

82 

90 

No  magnet  near. 

81-8 

90 

Magnet  in  position  a. 

84-6 

90 

»                »         *• 

84-6 

90 

»>                »         ^' 

81-3 

90 

i»                ft        d. 

82-2 

90 

No  magnet  near. 

211.  Test  for  Permanent  Alteration  of  Sensibility. — 

This  test  is  one  that  must  necessarily  extend  over  a  long 
period,  as  permanent  magnets  are  found  to  slowly  de- 
magnetise, springs  to  become  permanently  strained,  or, 
as  it  is  called,  get  a  •* permanent  set"  <fec.  Frequent  com- 
parisons should,  therefore,  be  made  between  the  readings 
of  an  ammeter,  and  the  amount  of  silver  deposited  in  a 
given  time  by  the  currents  giving  these  readings. 

Errors  in  Voltmeters. 

212.  Testing  Voltmeters. — In  addition  to  the  five 
errors  given  in  §  206,  page  394,  and  which  affect  volt- 
meters equally  with  ammeters,  there  is  a  most  important 
sixth  eiTor  arising  from  the  sensibility  of  a  voltmeter 
varying  with  its  resistance,  and,  therefore,  with  its  tem- 
perature. This  change  of  resistance  is  due  partly  to  the 
variation  of  the  temperature  of  the  room,  and  partly  to 
tho   coils  of   the  instrument  becoming  heated   by   the 
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passage  of  the  current  through  them.  Voltmeters  in  this 
respect  differ  entirely  from  ammeters;  an  increase  of 
resistance  of  an  ammeter  may  diminish  the  current  in 
the  circuity  but  the  ammeter  will  accurately  measure  the 
current  so  diminished  ;  consequently,  the  sensibilUy  of  cm 
ammeter  is  imchanged  by  a  change  in  the  resistance  alone. 
For  example,  if  two  exactly  similar  ammeters  be  wound, 
the  one  with  copper,  and  the  other  with  German  silver 
wire  of  the  same  gauge,  and  with  the  same  number  of 
convolutions,  the  sensibility  of  the  one  will  be  exactly 
the  same  as  that  of  the  other,  in  spite  of  the  resistance 
of  the  latter  instrument  being  thirteen  times  that  of  the 
former;  whereas  an  increase  in  the  resistance  of  a 
voltmeter  causes  a  less  current  to  pass  through  it  for  the 
same  P.  D.  at  its  terminals,  and  hence  tlue  sensibility 
of  a  voltmeter  varies  vnth  cJiange  in  its  resistance. 

213.  Test  for  Accuracy  of  the  X^raduation.  — 
From  the  definition  of  a  volt  (§81,  page  141),  it  follows 
that  if  we  know  the  current  in  amperes  passing  through 
a  resistance,  the  value  of  which  is  known  in  ohms,  we 
know  the  P.  D.,  in  volts,  at  its  terminals,  since  this  is 
equal  to  the  product  of  the  number  of  amperes  into  the 
number  of  ohms.  This  leads  to  a  very  simple  and  accu- 
rate method  for  calibrating  voltmeters,  and  which  is 
shown  symbolically  in  Fig.  161.  v  is  the  voltmeter  to 
be  calibrated,  r^  a  resistance  formed  of  a  long  coil  of 
fairly  thick  copper,  or  better  of  platinoid  wire  wound 
double  so  as  not  to  produce  any  external  magnetic 
action,  and  coiled  up  loosely  so  as  to  cool  fairly  quickly. 
A  is  an  ammeter  which  has  been  accurately  graduated, 
and  w  a  Wheatstone's  bridge,  or  differential  galvanometer, 
with  battery  complete  for  measuring  the  parallel  resist^ 
ance  between  the  points  c  and  B,  and  which  is  made  up 
of  r^  and  of  v.  Between  the  terminals  Tj  and  Tg,  there  is 
some  suitable  current  generator,  not  shown  in  the  figure, 
which  will  send  a  current  through  the  arrangement 
on  inserting  the  plug  p^ ;  r^  is  an  adjustable,  but  not 
necessarily  a  known,  resistance  for  varying  this  current, 
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and  Pj  is  a  plug  key  for  completing  or  interrupting  the 
circuit  through  the  measuring  apparatus  w. 

The  experiment  is  performed  thus  : — p,  being  opened 
and  P[  closed,  r^  is  adjusted  so  that  a  convenient  deflec- 
tion is  obtained  on  v.  This  deflection  ie  read  hy  one 
observer,  and  simultaneously  the  deflection  on  A  by 
another  observer,  when,  on  a  signal  being  given  at  which 
the  time  is  noted,  P,  is  opened,  P^  is  closed,  and  timemea- 
gwremefnts  of  the  parallel  resistance  between  c  and  b 
taken.     These  resistances  being  plotted  as  ordinates  on 


a  sheet  of  squared  paper  with  the  times,  from  the  moment 
of  opening  p„  as  abscissee,  a  curve  can  be  drawn,  and  on 
producing  it  backwards  it  is  easy  to  ascertain  what  was 
the  exact  resistance  in  ohms  and  fraction  of  an  ohm  of 
the  circuit  between  c  and  B  at  the  vumtenl  the  simul- 
taneous readings  on  v  and  A  were  taken,  then  the  product 
of  this  resistance  into  the  number  of  amperes  gives  the 
exact  number  of  volts  corresponding  with  tlie  deflection 
on  V.  rj  is  now  varied  so  as  to  produce  a  difierent  deflec- 
tion on  the  voltmeter  v,  and  tie  number  of  volts  corre- 
sponding with  it  ascertained  as  before,  and  so  on  for 
as  many  readings  as  it  is  necessary  to  take  to  determine 
the  absolute  calibration  of  the  voltmeter. 

If  the  coil  r,  be  made  of  very  thin  German  silver 
wire,  and  the  current  sent  through  it  be  only  a  nnall 
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one,  the  resistance  may  not  alter  by  the  passage  of  the 
current ;  but  if  it  be  desired  to  produce  a  P.  D.  of 
100  or  more  volts  between  the  points  c  and  B,  and  to 
use  an  ordinary  ammeter  a,  graduated  up  to,  aay,  20 
amperes,  the  resistance  r,  would  have  t«  be  something 
like  10  ohms,  and  able  to  take  a  current  of  10  amperes 
without  heating  at  all.  Such  a  wire  would  have 
to  be  very  long  and  thick,  and,  therefore,  expensive, 
whereas  the  device  of  taking  titne  meosieranenta  of  the 
resistance  enables  the  coil  to  be  made  of  even  copper 


The  preceding  method  is  based  on  oar  knowing  the 
exact  value  of  a  current  and  of  a  resistance,  but  we  may 
calibrate  a  voltmeter  by  comparing  its  readings  with  the 
K  M.  F.  of  a  cell,  if  this  K  M.  F.  be  accurately  known 
ill   volts.     The  cells  best  suited  for  this  purpose  are  a 
"  Latimer  Clarka  cell,"  or 
some     form      of      gravity 
Daniell,  in  which  the  cop- 
per sulphate  and  zinc  sul- 
phate solutions   mix   very 
slowly. 

214.  Latimer  Clark's 
Cell. — These  cells  are  made 
in  a  variety  of  forms,*  but 
probably  what  is  called  the 
H  form,  shown  in  Fig.  162, 
is  the  best  One  of  the 
legs  is  partially  filled  with 
an  "  amalgam  of  zinc  "  a, 
formed  by  putting  some 
pure  zinc  into  pure  mer- 
Fig-.lsa.  cury,  which  has  been  previ- 

ously distilled  in  a  vacitum, 
the  other  with  pure  mercury  M,  which  has  been  similarly 
distilled,  covered  with  a  layer  of  "mercurous  sulp/uUe"  M  a 
•  PhiL  Trans.  Koy.  Soc,  voL  ivii.,  p.  411.    Part  II.,  1884. 


Chap-YIILJ  LATIMEB   CLAEK's   CELL.  411 

The  whole  is  then  filled  up  above  the  level  of  the  cross  tube 
with  pure  satvrcUed  zinc  sulphate  z,  and  a  few  crystals  of 
zinc  sulphate  are  added.  Evaporation  is  prevented  by  the 
insertion  of  paraf&ned  corks  c,  and  electrical  contact  is 
made  with  the  amalgam,  and  with  the  pure  mercury,  by 
platinum  wires  w  w,  sealed  into  the  glass.  Marine  glue 
may  be  employed  instead  of  paraffin  wax  to  make  the  corks 
G  air-tight)  or,  best  of  all,  the  upper  ends  of  the  tubes 
may  be  hermetically  sealed  (see  note,  page  20).  If  the 
zinc  sulphate  be  saturated,  hut  not  "super-sattMra^d,'** 
the  experiments  of  Lord  Rayleighf  show  that  when 
this  cell  is  not  allowed  to  send  currents,  its  K  M.  F.,  after 
it  has  been  set  up  for  some  weeks,  is  extremely  constcmt 
for  the  same  temperature,  and  has  a  very  exact  value 
for  any  particular  temperature ;  its  value  in  legal  volts 
being  equal  to 

1-438  {1-0-00077  (<- 16°)}, 

where  t  is  the  temperature  of  the  cell  in  degrees  Oenti- 
grada 

As  in  the  DanielFs  cell  {see  §  119,  page  211),  a 
diminution  in  the  density  of  the  zinc  sulphate  solution 
increases  the  E.  M.  F.  of  the  Latimer  Clark's  cell. 

215.  Standard  Danieirs  Cell. — In  spite  of  the  great 
value  of  the  Latimer  Clark's  cell,  it  has  two  defects,  the 
one  that  it  polarises  rapidly,  and  its  E.  M.  F.  temporarily 
falls  off  if  a  current  be  allowed  to  pass  through  the  cell, 
the  other  that  the  variation  of  its  R  M.  F.  with  tempera- 
ture is  considerable,  and  therefore  for  accurate  work  the 
temperature  of  the  cell  must  be  accurately  known.  These 

*  When  a  ttUurtUed  solution  of  a  salt  is  cooled,  some  crystals  are 
formed  so  as  to  leave  the  liquid  simply  saturated  at  the  lower  tem> 
perature ;  but  if  the  liquid  be  closed  up  so  that  the  air  does  not  get  to 
it,  and  if  it  be  cooled  without  shaking,  crystallisation  may  not  take 
place,  and  the  liquid  is  thensaid^to  be  '*  super-saturat^f"  for  on  dropping 
a  crystal  of  the  salt  into  it,  crystallisation  immediately  occurs.  The 
presence,  therefore,  of  crystals  in  a  liquid  is  a  proof  that  it  is  satu- 
rated  and  not  super-saturated. 

t  Proo.  Koy.  Soc,  voL  zL,  p.  79. 
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objectioDS  are  overcome  by  the  employment  of  a  form  of 
gravity  Diuiiell,  in  which  the  solutions  can  only  mix 
very  slowly.  If  the  plates,  or  i-ods,  be  formed  of  clean, 
pure  zinc,  and  of  freshly  "  ehctrotyped  "  copper — that  is, 
copper  on  the  surface  of  which  a  layer  of  copper  Las 
been  deposited  by  putting 
the  plate,  or  rod,  iato  a 
bath  of  copper  sulphate, 
luid  sending  a  current 
through  the  bath,  so  that 
it  leaves  by  the  plate  or 
rod — and  if  the  solutions 
used  in  the  Dauiell'a  cell 
be  formed  of  pure  crystAls 
of  copper  sulphate  and 
zinc  sulphate,  then  the 
E.M.P.  will beM04 volts 
when  the  solutions  are 
equally  dense,  and  1-074 
volts  if  the  copper  sulphate 
solution  has  a  specific 
gravity  of  MOO  at  15°C., 
and  the  zinc  sulphate  so' 
tion  1-400  at  the  sa 
temperature.  A  form 
gravity  Daniell's  cell,  s 
cially  designed  by  ] 
Fleming,*  to  be  used  as  a 
standard,  is  shown  in  Fig. 

J      163,  and  consists  of  a  U- 

Fig,  1«3.  tube  J  inch    in   diameter, 

and  8  inches  long,  provided 
with  glass  taps,  itc.,  as  shown.  To  use  the  cell,  the  tap 
A  is  opened,  and  the  whole  U-tube  filled  with  the  denser 
zinc  sulphate  solution ;  the  zinc  rod  which  is  kept  in  the 
teat  tube  L,  when  the  cell  is  not  in  use,  is  now  inserted  in 
the  left-hand  tube,  and  its  indiarubber  stopper  p  fitted 
•  Phil.  Hag.,  S.  G,  vol.  u.,  p.  126. 
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tightly  into  this  tub©.  Now,  on  opening  the  tap  c,  the 
level  of  the  liquid  will  begin  to  fall  in  the  right-hand 
limb,  but  no  liquid  will  flow  out  of  the  left-hand  one. 
As  the  level  commences  to  sink  in  the  right-hand  limb, 
copper  sulphate  solution  can  be  allowed  to  flow  in  gently 
to  replace  it  by  opening  the  tap  b  ;  and  this  opera- 
tion can  be  so  conducted  that  the  surface  of  demarcation 
of  the  two  liquids  remains  quite  sharp,  and  gradually 
sinks  to  the  level  of  the  tap  c.  When  this  is  the  case, 
all  the  taps  are  closed  and  the  copper  rod  is  removed  from 
the  test  tube  m,  in  which  it  is  kept,  and,  after  having  been 
freshly  electrotyped,  is  fitted  into  the  right-hand  tube  Q. 

It  is  impossible  to  stop  the  liquids  mixing  together 
at  the  surface  of  contact,  but  whenever  the  surface  of 
contact  ceases  to  be  sharply  defined,  the  mixed  liquid  at 
the  level  of  the  tap  c  can  be  drawn  off,  and  fresh  solu- 
tions supplied  from  the  reservoirs  above. 

Experiment  shows  that  the  effect  of  oxidation  of 
the  zinc  is  to  lower  the  E.  M.  F.,  while  oxidation  of  the 
copper  raises  it. 

In  order  that  the  E.  M.  F.  of  a  Latimer  Clark's  cell 
should  be  quite  constant,  it  is  absolutely  necessary  that 
the  cell  should  not  be  allowed  to  send  any  appreciable 
current,  and  even  with  the  Daniell's  cell  better  results 
will  be  obtained  if  the  cell  be  not  sending  a  current  when 
the  test  is  made,  since  in  that  case  the  P.  D.  at  its 
terminals  will  be  equal  to  the  E.  M.  F.,  independently  of 
the  internal  resistance  of  the  cell,  which  will  be  rather 
high  if  it  be  so  constructed  that  the  solutions  can  only 
mix  slowly.  Hence,  Poggendorff's  method  (see  §  132, 
page  234),  or  the  condenser  method  (see  §  183,  page  341), 
must  be  employed,  care  being  taken  to  determine  accu- 
rately the  multiplying  power  for  a  discharge  of  the  shunt 
employed  (see  §  188,  page  349). 

The  complete  arrangement  for  calibrating  a  voltmeter 
by  Poggendorff's  method  is  shown  in  Fig.  164,  the 
figure  being  somewhat  distorted  so  that  the  details  of 
the   key   can   be   ea^ly   seen.     In   actual   practice   the 
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board  and  the  wires  on  it  are  much  longer  than  they 
appear  to  be  in  the  figure.  J  k  is  a  long  German 
silver,  or  platinum-silver,  or  platinoid  wire,  very  care- 
fully drawn  so  as  to  have,  tis  nearly  as  possible,  the 
same  diameter  everywhere,  and  as  it  ia  very  difficult,  if 
not  impossible,  to  draw  a  long  wire  having  exactly  the 
same  diameter  at  all  points  in  its  length,  the  resistance 
of  each  five  or  six  inches  of  the  wire  should  be  carefully 


measured  and  recorded.  B  isa  lai'ge  battery  of  any  kind 
of  cells  that  will  send  through  r„  and  the  wire  J  K,  a 
current  that  will  remain  constant  for  at  any  rate  a  few 
seconds,  a  is  a  sensitive  high  resistance  galvanometer, 
a  the  standard  cell,  and  r^  is  a  high  resistance  inserted  in 
this  circuit  to  keep  the  current  that  would  flow  through 
the  cell  on  closing  the  key  quite  a  weak  one,  even  if 
the  point  of  contact  of  the  key  with  the  wire  j  k  be  far 
away  from  the  position  that  gives  no  current  through  the 
galvanometer.  The  test  is  made  by  inserting  the  plug  P, 
the  handle  H  of  the  key  being  up,  and  adjusting  r,  until 
the  F.  D.  between  the  points  J  and  K,  that  is,  between 
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the  tenninals  of  the  voltmeter  v,  produces  about  the 
desired  deflection ;  the  key  is  then  closed  for  a  moment, 
when,  if  there  be  any  deflection  on  G,  the  key  is  slid,  in 
the  proper  direction,  along  the  wire  J  K,  and  contact 
again  made,  and  so  on  until  a  point  m  is  found  such  that 
no  current  passes  through  G ;  the  reading  on  v  is  taken 
at  that  moment,  and  we  know  that  it  corresponds  with  a 
P.  D.  equal  to 

resistance  of  jk        ^  ,,  „     «  ,  ,     ,      „ 

— : X  E.  M.  F.  of  the  standard  cell. 

resistance  of  jm 

In  order  to  enable  the  contact-maker  c  to  touch  any  one 
of  the  Ave  wires  composing  J  E,  c  can  be  slid  along  the 
slot  in  the  lever ;  and,  to  prevent  the  platinised  knife- 
edge  attached  to  the  lower  part  of  c  being  pressed  too 
hard  against  the  stretched  wire,  and  damaging  it,  the 
flat  spring  8  is  made  rather  weak.  Hence,  on  depressing 
H,  the  knife-edge  attached  to  c  first  comes  into  contact 
with  the  wire,  and,  on  stiU  further  depressing  h  until  it 
comes  against  the  stop  placed  underneath  it,  the  lever 
turns  about  the  knife-edge. 

216.  Test  for  Heating  Error. — The  various  errors 
found  in  ammeters  occur,  as  already  explained,  also  in 
voltmeters,  and  may  be  tested  for  in  the  same  manner  by 
using  a  voltmeter  with  no  iron  employed  in  its  construc- 
tion, as  the  instrument  of  compaiison,  instead  of  an 
ammeter.  As,  however,  the  heating  error  (see  §  212, 
page  408)  is  one  peculiar  to  voltmeters,  and  may  exist 
in  the  voltmeter  which  we  use  as  our  standard  when 
testing  for  the  other  errors,  it  is  desirable  to  consider 
how  it  may  be  reduced  to  a  minimum,  since  the  existence 
of  this  heating  error  in  the  standard  voltmeter  might 
easily  mask  all  the  other  errors  in  the  voltmeters  that 
are  being  tested.  The  first  point  to  determine  is  the 
way  in  which  the  sensibility  of  a  galvanometer,  with 
coils  of  a  given  shape  and  size,  and  with  a  given  needle 
and  controlling  force,  varies  with  the  resistance  of  the 
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wire  employed  in  winding  it ;  next,  how  the  rate  of  pro- 
duction of  heat,  when  a  given  deflection  is  produced,  also 
varies  with  the  resistance  of  the  wire  employed  in  wind- 
ing the  galvanometer,  because  it  may  be  that  by  winding 
it  with  some  special  form  of  wire,  we  may  obtain  con- 
siderable sensibility  with  but  little  heating  of  the  coils. 

217.  Variation  of  the  Sensibility  of  a  Galvano- 
meter with  its  Resistance. — When  all  the  convolutions 
of  wire  occupy  the  same  position  relatively  to  the  needle, 


we  nave  seen  (§  22,  page  51)  that  the  sensibility  of  a 
galvanometer  is  directly  proportional  to  the  number  of 
convolutions — that  is,  to  the  length  of  wire  employed  in 
winding  the  bobbin.  This  conclusion  is  also  true,  no 
matter  what  be  the  shape  of  the  coil,  or  what  the 
distances  of  the  various  convolutions  from  the  needle, 
provided  that  the  coil  is  Jixed  in  size  and  shape ;  for 
let  A  B  c  D,  a'  b'  c'  d  '  (Fig.  165),  be  a  sirwll  bit  of  a  sec- 
tion of  a  galvanometer  coil  taken  through  the  axis  p  Q 
of  the  coil ;  A  B  c  D  being  so  small  that  all  the  three 
wires  that  pass  through  it  are  at  practically  the  same 
distance  from  the   needle,  and  therefore   produce   the 
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same  magnetic  effect  when  the  same  current  passes  through 
each  of  them.  Now,  if  the  bobbin  were  wound  with 
wire  of  half  the  diameter,  there  would  be  four  wires  for 
each  of  the  three  wires  that  pass  through  abcd,  or 
twelve  altogether,  as  in  Fig.  166,  hence  the  magnetic  effect 
due  to  the  wires  that  pass  through  the  small  bit  A  b  c  d, 
a'  b'  c'  d'  would,  for  the  same  current,  have  been  increased 
four  times.  And  so  for  the  wires  passing  through  any 
other  bit  R  s  T  u,  r'  s'  t'  u'  of  the  section.  Hence,  although 


the  magnetic  effect  of  one  convolution  passing  throogti 
ABCD,  a'  b'  c'  d'  may,  for  the  same  current,  be  very 
different  from  the  effect  of  a  convolution  passing  through 
R  s  T  u,  r'  s'  t'  u',  we  may  say  that  the  whole  magnetic 
effect  for  the  same  current  is  directly  proportional  to 
the  number  of  convolutions,  or  to  the  length  of  the  wire  j 
and  it  will  be  observed  that  this  result  remains  true  even 
if  the  diameter  of  the  wire  at  different  parts  of  the  coil 
be  quite  different,  provided  that  the  law  of  winding-  be 
maintained  when  the  gauge  is  changed — that  is  to  say, 
the  diameter  of  the  wire  used  in  winding  the  three  con- 
volutions  passing  through  abcd  may  be  quite  different 
b  b 
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from  that  employed  in  winding  the  three  convolu- 
tions passing  through  R  s  T  u,  and  yet  the  whole  magnetic 
effect  for  the  same  current  will  be  directly  prc^rtional 
to  the  length  of  the  wire,  provided  that  when  we  halvei 
double,  or  treble  the  diameter  of  one  set  of  wires,  we  do 
the  same  for  every  other.  We  may  conclude,  therefore^ 
that  when  we  have  a  galvanometer  with  coils  of  a 
given  shape  and  size,  wound  according  to  a  given  law, 
and  fitted  with  a  given  needle,  or  set  of  needles, 
and  controlled  by  a  given  force,  the  sensibility  of  the 
galva/nometer  is  directly  proportional  to  the  number  of 
convolutions^  or  to  the  length  of  wire  used  in  imnd- 
ing  it. 

But  the  resistance  of  the  wire  used  in  winding  a 
given  coil  is,  for  the  same  material^  copper,  German 
silver,  <kc.,  proportional  to  the  square  of  the  number  of 
convolutions — that  is,  to  the  square  of  the  length — ^be- 
cause when  we  replace  each  convolution  by  four,  we 
make  the  length  of  the  wire  used  in  winding  the  bit 
.  A  B  c  D,  a'  b'  c'  d'  four  times  as  great,  and  the  sectional 
area  of  each  wire  one-quarter,  therefore  the  resistance  of 
the  wire  passing  through  A  b  c  D,  a'  b'  o'  d'  becomes  six- 
teen times  as  great,  and  so  for  the  wire  used  in  winding 
any  other  small  bit  R  s  T  u,  r'  s'  t'  u',  hence  the  sensibility 
of  a  galvanometer  is  directly  proportional  to  the  square 
root  of  its  resistance,  and  the  magnetic  eject  is  directly 
proportional  to  the  product  of  the  cv/rrent  into  tfie  square 
root  of  the  resistance. 

Therefoi*e,  with  coils  of  a  given  shape  and  size^ 
wound  according  to  a  given  law,  with  wire  of  a  given 
material,  and  fitted  with  a  given  needle,  or  set  of  needles^ 
controlled  by  a  given  force,  the  current  reqidred  to  pro- 
duoe  a  given  deflection  is  inversely  proportional  to  Hhb 
squa/re  root  of  tlie  galvatwmster  resistance. 

And  since  the  current  passing  through  a  galvanometer 
is  equal  to  the  P.  D.  maintained  at  its  terminak,  divided 
by  its  resistance,  it  follows  that  the  P.  D.  required  to  be 
mmntained  at  ^le  terminals  qfa  given  voltmateTf  wound 
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with  wi/re  of  a  given  mcUerialy  to  produce  a  given  deflection 
is  direcUy  proportional  to  the  square  root  <f  the  resistance 
of  the  voUmeter. 

And  these  two  last  conclusions  may  be  shown  to  be 
true  whether  the  needle  be  a  hard  steel  magnet  or  a 
piece  of  soft  iron  magnetised  by  the  current  passing 
round  the  coils  of  the  instrument. 

218.  Rate  of  Production  of  Heat  in  OalYanometer 

Coils. — We  have  seen  in  the  last  section  that  the  cur- 
rent required  to  produce  a  given  deflection  is  inversely 
proportional  to  the  square  root  of  the  galvanometer  re- 
sistance, and  this  is  the  same  thing  as  saying  that  to  pro- 
duce a  given  deflection  the  product  of  the  current  into  the 
square  root  of  the  resistance  must  be  constant  But  the 
rate  of  production  of  heat  in  the  galvanometer  is,  by  §  1 13, 
page  198,  proportional  to  the  product  of  the  square  of 
the  current  into  the  resistance  of  the  galvanometer. 
Hence,  with  coils  of  a  given  shape  and  size,  wound  ac- 
cording to  a  given  law,  with  wire  of  a  given  material, 
and  fitted  with  a  given  needle,  or  set  of  needles,  controlled 
by  a  given  force,  the  rate  of  production  of  heat,  wJien  a 
given  deflection  is  being  produced,  is  a  constant  a/nd  is  in- 
dependent of  the  gauge  of  voire  used  in  winding  the  coils. 
Hence,  we  see  that  if  the  following  things  be  fixed  in 
a  voltmeter : — 

1.  The  shape  and  size  of  the  coils ; 

2.  The  material  of  which  the  wire  is  made ; 

3.  The  law  of  winding,  t.e.,  the  variation  of  the 
thickness  of  the  wire  with  the  diameter,  or  position,  of  a 
convolution ; 

4.  The  needles  and  the  controlling  force ; 

we  cannot  diminish  the  error  arising  from  the  heat- 
ing  of  the  coils  when  a  current  passes  round  them  by 
winding  the  instrument  with  finer  or  with  thicker  wire. 

We  have  next  to  consider  whether  it  may  be  diminished 
by  varying  2,  3,  or  4.  As  to  4,  it  is  quite  clear  that  the 
smaller  the  controlling  force,  and  the  more  astatic  the 
system  of  needles  (see  §  152,  page  282),  the  smaller  will 
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be  the  current  required  to  produce  a  given  deflection,  and 
therefore  the  less  the  heating  error.  As  to  the  material, 
if  we  are  merely  concerned  with  variations  of  resistance 
of  the  voltmeter  arising  from  changes  of  temperatoie  of 
the  room,  then  it  is  better  to  use  German  silver,  platinum- 
silver,  or  platinoid  wire  {see  §  94,  page  160),  or  we  may 
add  a  small  piece  of  carbon  in  series  with  the  voltmeter 
coils  of  such  a  length  and  size  that  its  diminution  of  re- 
sistance for  an  increase  of  the  temperature  exactly  balances 
the  increase  of  resistance  of  the  coils ;  but  if  it  is  the 
increase  of  resistance  due  to  the  heating  of  the  coil  by 
the  passage  of  the  current  that  we  wish  to  have  as  small 
as  possible,  then  it  is  easy  to  show  that  it  is  better  to 
wind  the  whole  of  the  coils  with  copper  wire  than  with 
German  silver.  For,  since  the  resistance  of  German 
silver  for  the  same  length  and  thickness  is  about  thir- 
teen times  as  great  as  that  of  copper,  it  follows,  if  two 
exactly  similar  voltmeters  be  wound,  the  one  with  Ger- 
man silver  wire,  and  the  other  with  copper  wire  of  th^ 
same  length  and  thickness,  that  the  rate  of  production  of 
heat  when  there  is  the  same  deflection  in  the  two  instru- 
ments (which  will  be  produced  by  the  same  current) 
will  be  about  thirteen  times  as  great  in  the  one  that 
is  wound  with  German  silver  wire,  as  in  the  one 
that  is  wound  with  copper  wire,  whereas  for  the  same 
rise  of  temperature  the  increase  of  resistance  of  copper 
is  only  about  8*8  times  that  of  German  silver  {see  §  94, 
page  160).  We  cannot,  of  course,  say  that  the  rise  of 
temperature  is  proportional  to  the  rate  of  production  of 
heat  {see  §  111,  page  194),  but  it  is  probable  that  the 
rise  of  temperature  of  the  German  silver  coils  will  be 
more  than  8*8  times  that  of  the  copper  ones,  and,  there- 
fore, as  far  as  the  heating  due  to  the  passage  of  the  cur- 
rent is  concerned,  copper  is  to  be  preferred  to  Geinnan 
silver  wire. 

The  law  of  winding  that  will  give  a  minimum  heat- 
ing error  will  depend  on  the  dimensions  of  the  instru- 
ment,  and   for  a  magnifying   spring  voltmeter  of  the 
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dimensions  shown  in  Fig.  156,  and  where  the  radius  of 
the  central  part  not  wound  with  wire  is  one-eighth  of 
the  radius  of  the  cylinder  formed  by  the  outside  of  the 
wire,  it  may  be  shown  that,  if  a  be  the  sectional  area  of 
the  copper  wire  at  any  distance  d  from  the  axis  of  the 
instrument,  and  Uq  the  sectional  area  of  the  first  layer  of 
the  copper  wire  nearest  the  central  portion,  to  have  a 
minimum  heating  error  the  following  condition  should 
be  satisfied  : — 

80  that  the  sectional  area  of  the  outside  wire  should  be 
2*395  times  the  area  of  the  inside  wire. 

The  particular  sectional  area  given  to  the  innermost 
wire  must  depend  on  the  strength  of  the  spring  and  the 
P.  D.  that  it  is  desired  shall  produce  a  particular  deflec- 
tion. 

A  method  that  is  frequently  employed  for  diminish- 
ing the  heating  en*or,  is  to  wind  the  voltmeter  so  that  a 
comparatively  small  P.  D.  maintained  at  its  terminals 
will  produce  a  large  deflection,  and  then  to  add  a  separate 
resistance  coil  joined  in  series  with  the  voltmeter,  when 
the  practical  terminals  of  the  instrument  become  the  free 
end  of  this  resistance  coil  and  the  free  end  of  the  volt- 
meter. If  Yi  be  the  P.  D.  in  volts  required  to  produce 
a  defljBction  of,  say,  100°  when  applied  directly  to  the 
terminals  of  the  voltmeter  of  resistance  rj,  and  Vj  be  the 
P.  D.  required  to  produce  the  same  deflection  when  a 
coil  of  resistance  r,  is  put  in  series  with  the  voltmeter, 

V,    n-f-r, 


_2_ 

Hence,  by  giving  a  proper  value  to  r„  we  can  make  V, 
have  any  value  we  like,  but  what  is  even  more  important, 
the  temperature  error  arising  from  changes  of  tempera- 
ture of  the  room  as  well  as  from  the  heating  of  the  coils 
by  the  passage  of  the  current  round  them,  will  depend 
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not  merely  on  the  variation  of  r^,  but  on  the  variation  of 
Vi  +  r„  and  this  we  can  keep  as  small  as  we  like  by 
making  r,  large  compared  with  r^,  and  by  constructing 
the  extra  resistance  of  thick  German  silver  wire,  so  that 
the  proportional  increase  in  the  total  resistance  r^  +  r, 
shall  be  small,  even  if  the  increase  in  r^  alone  be  con- 
siderable. It  might  be  asked,  why  not  make  the  volt- 
meter itself  large,  and. wind  it  with  such  thick  wire  that 
the  heating  would  bo  small.  The  answer  is  that  if  we  did 
so  we  should  remove  the  outer  layers  of  wire  so  far 
away  from  the  attracted  needle,  that  the  eflfect  of  a  cur- 
rent passing  round  them  would  be  very  small,  and  hence 
we  i^ould  seiiously  diminish  the  sensibility  of  the  in- 
strument The  separate  resistance  coil  has  to  produce  no 
magnetic  action,  hence  the  objection  to  using  very  thick 
German  silver  wire  in  it,  and  making  it  very  large,  is 
merely  increase  in  cost  and  diminution  in  portability. 

There  is,  however,  one  objection  to  making  r,  large 
compared  with  r^y  and  that  is,  that  the  energy  expended 
in  the  voltmeter  itself,  and  which  is  equal  to  44*25  AV^ 
footpounds  per  minute  {see  §  114,  page  201),  is  only  a 
smaU  fraction  of  the  energy  expended  in  the  extra  re- 
sistance,  and  which  is  equal  to  44*25  AV,  foot  pounds 
per  minute.  The  former  waste  we  cannot  help,  as  it  is  a 
constant  depending  on  the  construction  of  the  spring  and 
the  shape  of  the  voltmeter  (see  §  218,  page  419),  but  the 
latter  is  a  large  waste  introduced  solely  to  diminish  the 
heating  error.  Hence,  a  voltmeter^  vrith  a  powerful  con- 
trolling force,  wound  with  thick  wire  of  low  resistance, 
and- fy/mished  with  a  separate  coil  of  high  resistance,  can 
only  he  v^ed  in  electric  light,  or  power,  installations  where 
a  small  wa^ste  of  energy  is  unimportant. 

219.  Standard  Voltmeter. — But  if  the  controlling 
force  be  weak,  then  the  total  waste  of  energy  will  be  so 
small  as  to  be  negligible,  and  hence  we  are  led  to  the 
best  form  to  give  to  a  standard  voltmeter :  suspend  the 
needle  as  delicately  as  possible,  and  use  a  controlling 
force  as  weak  as  is   compatible  with   the  instrument 
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retainiiig  a  fixed  constant,  wind  the  instrument  with  not 
very  fine  copper  wire,  and  place  in  series  with  it  a  large 
resistance  made  of  as  thick  platinoid  wire  as  is  obtain- 
able. When^  as  explained  in  §  11,  page  23,  a  galva- 
nometer has  a  single  suspended  magnetic  needle,  the 
alteration  of  its  strength  will  not  affect  the  sensibility  of 
the  instrument ;  but  if  there  be  an  astatic  combmation, 
an  increase  or  diminution  of  strength  of  either  of  the 
needles  will  affect  the  sensibility  of  the  instrument,  hence 
it  is  better  to  use  a  single  needle  galvanometer  when  we 
desire  great  constancy  in  the  sensibility,  as  in  a  standard 
voltmeter. 

9SIQ.  Cardew's  Voltmeter.— This  voltmeter,  designed 
by  Captain  Oardew,  R.E.,  differs  from  all  the  instruments 
previously  described  in  that  the  heating  and  not  the 
magnetic  action  of  a  curr^it  is  employed,  and  the  eleva- 
tion of  temperature  of  the  conductor  is  measured  by 
its  expansion.  The  conductor  consists,  in  the  newest 
form  of  the  instrument,  the  back  of  which  is  seen  in 
Fig.  167,  of  about  thirteen  feet  of  platinum  -  silver 
wire  0'0025  inch  in  diameter.  This  wire,  which  is  fixed 
at  one  end  to  a  screw  a«  passes,  at  the  top  of  the  instru- 
ment, over  a  pulley  p^,  made  of  bone  so  as  to  be  an 
insulator,  then  down  under  a  small  bone  pulley  p^y  then 
up  again  over  a  bone  pulley  p^  and  lastly  is  fastened  to 
a  screw  B.  The  pieces  of  brass  into  which  the  screws  a 
and  B  are  fastened,  are  connected  with  the  terminals  Ti 
and  T„  and  on  a  P.  D.  being  set  up  between  these  ter- 
minals a  cun-ent  flows  through  the  stretched  wire,  the 
strength  of  which  depends  on  the  P.  D.  maintained  be- 
tween the  terminals  of  the  voltmet^,  and  on  the  resist- 
ance of  the  wire.  The  wire  becomes  hot  and  expands, 
and  as  it  is  very  iki/ay  it  very  quickly  acquires  the 
temperature  corresponding  with  the  particular  current 
pasaing  through  it  The  support  carrying  the  little 
pulley  />„  is  pulled  down  by  a  thread  wrapped  round  the 
grooved  wheel  w  and  fastened  to  the  spring  s^;  hence 
when  the  wire  lengthens,  and  the  little  pulley  p^  descends, 
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the  wheel  w  is  turned.  The  staff  (or  little  shaft)  carry- 
ing the  wheel  w  also  carries  a  toothed  wheel  l,  geared 
into  a  small  pinion  M,  hence  when,  by  a  slight  lengthening 
of  the  wire,  w  is  turned  through  a  small  angle,  the  pinion 
turns  through  a  large  one.  On  the  farther  end  of  the 
staff  carrying  the  pinion  there  is  fixed,  in  the  front  of 
the  instrument,  a  pointer  moving  over  a  dial  graduated 
in  volts,  the  back  of  which  is  seen  in  the  figure;  con- 
sequently the  pointer  is  caused  to  move  right  round  the 
scale  by  a  comparatively  small  descent  of  the  pulley  pi. 

It  will  be  observed  that  the  pull  of  the  spring  s^  is 
balanced  by  twice  the  tension  in  the  stretched  wire,  and 
that  the  descent  of  the  pulley  pi  is  due  to  the  expansion 
of  only  half  the  total  length  of  wire  employed,  that  is, 
the  expansion  of  only  about  six  feet  six  inches  of  wira 
The  advantage,  however,  of  using  a  long  wire,  fixed  in 
the  way  shown,  instead  of  a  wire  half  as  long,  and  of 
twice  the  sectional  area,  which  would  enable  the  same 
spring  Hi  to  be  used  and  cause  the  same  motion  of  the 
pointer  for  the  same  elevation  of  temperature,  is  that  the 
fine  wire  heats  and  cools  much  more  rapidly  than  the 
thicker  one,  and  so  makes  the  voltmeter  much  more  dead- 
beat.  If  the  P.  D.  to  be  measured  is  between  30  and 
120  volts,  the  stretched  wire  alone  may  be  used,  but  for 
larger  P.  Ds.,  an  extra  resistance  (see  §  218;  page  421)  is 
added,  and  the  terminals  of  the  voltmeter  are  now  T| 
and  Ts.  If  the  extra  resistance  be  equal  to  that  of  the 
voltmeter  itself,  not  merely  when  the  wires  are  cold,  but 
also  when  they  are  heated  by  the  passage  of  the  current, 
the  readings  on  the  scale  will  correspond  with  exactly 
twice  the  number  of  volts ;  or  a  double  scale  somewhat 
similar  to  that  seen  in  Fig.  26,  page  76,  can  be  employed, 
the  numbers  on  the  one  being  twice  the  corresponding 
ones  on  the  other.  To  insure  the  resistance  of  the 
added  wire  being  always  exactly  equal  to  that  of  the 
voltmeter  itself,  Captain  Cardew  uses  for  the  extra  cir- 
cuits a  stretched  wire  of  the  same  length  and  section,  and 
placed  under  similar  conditions  as  regards  coolinj4  as  the 
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wire  ci  the  voltmeter  itself,  both  sets  of  wires  being  sur- 
rounded with  metal  tubes,  as  will  be  described  farther  on, 
and  the  tubes,  like  the  metal  rods  supporting  the  pulleys 
Pj,  p„  Pg,  P49  being  lamp-blacked  on  the  surface.  This  extra 
wire,  which  has  one  end  attached  to  the  screw  c,  passes 
over  a  bone  pulley  Pj  at  the  top  of  the  instrument,  then 
down  and  under  the  little  bone  pulley  Pf,  then  up  and 
over  the  bone  pulley  P4,  and  lastly  is  attached  to  the 
spring  s,.  Hie  support  carrying  ike  puUey  p^  is  also 
attached  to  a  spring  Sg,  hence  the  stretching  of  the 
second  wire  which  occurs  when  the  current  passes 
through  it  is  taken  up  by  the  contraction  of  both  the 
springs  s,  and  s,,  and  the  wire  is  kept  tight.  To  prevent 
draughts  of  air  cooling  the  stretched  wires  they  are  en- 
closed in  metal  tubes  t  ty  if  t\  shown  in  the  figure  separated 
from  the  rest  of  the  apparatus.  The  internal  diameter 
of  these  tubes  is  only  a  little  greater  than  that  of  the 
circular  metal  plates,  n  i:,  f  6,  carrying  the  bearings  on 
which  the  pulleys  p^,  p„  p,  and  P4  turn,  so  that  when  the 
tubes  are  dipped  over  the  plates  and  screwed  on  to  j  k, 
the  top  of  the  box,  they  prevent  these  plates  having  any 
lateral  motion. 

To  prevent  the  rods  which  support  i^e  pulleys  p^,  p„ 
Pa,  P4  expanding  and  contracting  more  or  less  than  the 
stretched  wires  when  the  temperature  of  the  room 
changes,  which  would  cause  the  pointer  to  move,  these 
rods  may  be  composed  partly  of  brass  and  partly  of  iron, 
BO  that  their  mean  co-efficient  of  expansion  is  the  same 
as  that  of  platinum-silver. 

The  mechanism  contained  in  the  wooden  box  in  the 
lower  part  of  the  instrument  is  protected  from  damage 
by  the  box  being  closed  with  a  wooden  back  (not  shown 
in  the  figure)  which  turns  on  the  hinges  h  h. 

The  two  ^eaJk  advantages  of  this  instrument  are  : — 
First,  it  has  no  heating  error,  since  the  «)levation  of  the 
temperature  produced  by  the  passage  of  the  current  ia 
the  property  of  the  current  made  use  of;  second,  it 
can  be  used  for  measuring  alternating  P.  Ds.  (^e  §  113, 
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page  198).  As  already  stated  (§  100,  page  174),  when  a 
current  is  started  round  an  electro-magnet,  it  takes  a 
certain  time  to  reach  its  maximum  value,  so  that  with  an 
alternating  current,  which  is  continually  being  started  in 
opposite  directions,  the  effect  of  the  self-induction  of  the 
coil  is  to  practically  increase  its  resistance  by  an  amount 
which  varies  with  the  rapidity  of  the  alternations ;  hence, 
apart  from  the  fact  that  the  rapid  reversals  c^  magnetism, 
which  are  produced  by  an  alternating  current,  prevent 
an  ordinary  galvanometer  being  used  for  measuring  such 
a  current,  even  a  high  resistance  dynamometer,  which 
can  be  used  for  measuring  an  alternating  current  {see 
%  199,  page  381),  cannot  be  used  for  measuring  an 
alternating  P.  D.,  for  its  self-induction  would  cause  it 
to  practically  have  a  variable  resistance,  and  we  have 
seen  (§212,  page  408)  that  any  variation  in  the  resist- 
ance of  a  voltmeter  varices  its  sensibility.  But  as  the 
self-induction  of  a  straight  wire  bent  back  on  itself  is 
very  small,  the  error  in  Captain  Cardew's  voltmeter, 
arising  from  self-induction,  is  negligible,  and  so  this  in- 
strument is  much  used  for  measuring  an  alternating 
P.  D.  It  is  also  dead-beat^  direct-reading,  not  disturbed 
by  magnets,  and  fairly  portable,  although  large. 

The  disadvantages  of  the  instrument,  as  usually  made, 
are  : — First,  it  absorbs  a  good  deal  of  energy  ;  second,  it 
cannot  be  used  for  measuring  a  small  P.  D.,  for  we  can- 
not make  it  of  thicker  wire  as  we  should  do  in  the  case 
of  an  ordinary  voltmeter  intended  to  measure  small 
P.  Ds.,  as  this  would  render  it  sluggish,  since  a  thick 
wire  traversed  by  a  current  heats  and  cools  slowly  on 
starting  and  stopping  the  current;  third,  there  is  con- 
siderable vagueness  in  the  readings  near  the  zero  point, 
and  sometimes  inaccuracy  in  the  upper  parts  of  the  scale. 

^1.  Commutator  Ammeter  and  Voltmeter. — ^With 

any  of  the  magnetic  instruments  already  described,  the 
following  commutating  device,  due  to  the  author,  may  be 
employed,  and  which  enables  the  same  instrument  to  be 
used  with  two  degrees  of  sensibility,  the  one  exactly  a 
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certain  known  number  of  limea  tlie  other.  This  arnmge- 
ment  is  very  conveaient  when  an  ammeter  has  at  one 
time  to  be  iiHed  to  accurately  measure,  say,  the  current 
passing  through  an  arc-lamp,  which  may  be  20  or  more 
amperes,  and  at  another  time  to  measure  with  equal 
accuracy  that  passing  through  an  incandescent  lamp, 
which  will  most  probably  be  lees  than  one  ampere,  or 
when  the  same  voltmeter  is  to  be  employed  to  measure 


the  P.  D.  at  the  terminals 
which  may  be  100  or  more 
terminals  of  five  or  six  cells.  Further,  this  power  of 
varying  the  sensibility  in  a  knovm  ratio  is  of  especial  c 
venience  in  enabling  an  ammeter  which  is  to  b 
for  measuring  strong  cun-ents,  or  a  voltmeter  that  is 
for  measuring  large  P.  Ds.,  to  be  acmirately  calibrated 
by  using,  in  the  one  case,  known  currents,  and  in  the 
ot^er  known  P.  Ds.  only  one-tenth  aa  large  as  the  instru- 
ment can  be  employed  to  measura  The  device  consists 
in  winding   the  instalment   with  a  strand  of  separate 
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irires  instead  of  merely  one  wire,  and  employing  a 
"  commutator,"  by  means  of  which  the  current  can  be 
made  to  go  either  through  all  the  wires  in  paralhl,  as  if 
through  a  single  thick  wire,  or,  instead,  through  the  wires 
one  after  the  other  in  series,  as  if  the  instrument  were 
wound  with  one  long  fine  wire.  Such  a  commutator  is 
seen  under  a  cover  at  the  back  of  the  ammeter  shown  in 
Fig.  26,  page  76,  and  the  commutator  with  the  cover 


removed  is  shown  in  Fig.  168,  part  of  the  side  and  some 
of  the  springs  being  removed  to  show  the  remainder  more 
clearly.  One  end  of  each  of  the  wii-es  is  permanently 
attached  to  the  upright  springs  s^  a^,  e^,  &a.  (Fig.  169), 
on  one  side  of  tlie  ebonite  barrel  of  the  commutator 
cc,  and  the  other  end  of  each  of  the  wires  to  one  of 
the  upright  springs  «'„  s'g,  3\,  &a.,  on  the  other  side 
of  the  barrel.  In  one  of  the  positions  of  the  commu- 
tator, all  the  springs  on  one  side  are  electrically  con- 
nected together  by  a  platinised  strip  of  brass  b  b,  in- 
serted in  tlie  barrel  of  the  commutator  parallel  to  its 
axis  of  rotation,  and  all  the  springs  on  the  farther  side 
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are  also  connected  by  a  similar  piece  of  metal  b'b', 
inserted  in  the  other  side  of  the  ebonite  barrel,  the 
tips  of  the  springs  being  also  platinised  to  insure 
good  contact  The  temiinals  marked  p,  p  s,  seen  at  the 
back  of  Fig,  26,  are  permanently  connected,  by  pieces  of 
thick  wire  in  the  base  of  the  inatrument,  to  the  first  of 
each  of  the  springs  s„  e'l,  on  the  two  sides  of  the  barrel, 
hence  the  connections  are  now  ea  shown  symbolically 


in  Fig.  169.  If,  however,  the  barrel  of  the  commutator 
be  turned  through  a  right  angle,  the  metal  bars  b  b,  b'  b' 
are  removed  from  the  position  in  which  they  touch  the 
springs,  and,  instead,  pina  p^,  p„  p^,  &c.,  inserted  through 
the  barrel  at  right  angles  to  its  axis,  now  make  the  follow- 
ing connections  as  seen  in  Fig,  1 70  ;  the  broad  spring  s,  is 
connected  with  s'.,  the  spring  Sj  with  g\,  &c.,  so  that  the 
coils  are  connected  in  series,  and  a  current  entering  the 
instrument  at  the  terminal  p  S  leaves  it  by  that  marked 
8,  which  is  connected  with  »'„,  having  passed  through  all 
tie  wires  in  succession. 

The  terminal  s  in  the  symbolical  Sgures  169.  170  is 
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drawn  inside  the  wires  in  the  po&ition  that  the  needle 
would  occupy  in  the  actual  instrument.  This  is  merely 
to  prevent  the  wire  which  connects  s  with  the  spring 
8\^  having  to  cross  the  oth^  wires,  and  so  producing  con- 
fusion  in  the  figures. 

If  all  the  coils  were  far  away  from  the  needle,  and  all 
occupied  practically  the  same  position  relatively  to  it, 
the  sensihUUy  of  the  instrument  wJien  all  the  wires  were 
in  series  would  hear  to  the  sensihUity  when  tliey  were  aU 
in  parallel,  a  ratio  simply  equal  to  the  number  of  separcUe 
wires  employed,  quite  independently  of  the  way  the  cur- 
rent divided  itself  among  the  wires  when  they  were  in 
parallel.  But  if  to  obtain  greater  sensibility  they  be 
wound  on  the  bobbin  close  to  the  needle,  some  of  them 
will  be,  on  the  whole,  nearer  to  it^  and  therefore  have  a 
greater  magnetic  effect  for  the  same  current  than  the 
rest,  and  it  will  be  necessary,  in  order  that  the  simple 
ratio  of  the  sensibilities  given  above  shall  exist,  that  the 
current  shall  divide  itself  equally  among  the  wires  when 
in  parallel  For^  since  the  same  current  passes,  of  course, 
through  each  of  the  wires  when  they  are  in  series,  it 
follows  that,  if  matters  be  so  arranged  Idiat  equal  curr^its 
also  pass  through  them  all  when  in  parallel,  any  particu- 
lar coil  will  produce  the  same  proportion  of  the  total 
magnetic  effect  whether  the  commutator  be  turned  to 
series  or  to  parallel.  Now,  to  insure  that  when  the 
commutator  is  turned  to  parallel,  equal  currents  shall  pass 
through  all  the  ccnls,  it  is  necessary  that  they  should  be  of 
exactly  the  same  resistance,  and  this,  therefore,  is  tiie  con- 
dition fufilled  in  constructing  commutator  instruments. 

In  the  ammeter  seen  in  Fig.  26,  page  76,  ten  coils  of 
equal  resistance  have  been  wound  on  the  bobbin,  and 
hence  the  ratio  of  the  instrument  in  the  two  positions  of 
the  commutator  are  as  1  to  10;  the  scale,  therefore, 
has  two  sets  of  graduations,  the  angular  deflection  on 
the  oae  to  be  used  when  the  commutator  is  turned  to 
parallel,  correi^nding  with  ten  times  the  number  of  am- 
peres indicated  by  the  other. 
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The  binding  screws  p  and  p  s  are  made  so  that  a  thick 
wire  can  be  attached  to  them,  while  s  has  so  small  a 
hole  in  it  that  only  a  fine  wire  can  be  put  in  it ;  hence 
the  wires  used  to  convey  large  currents,  which  come 
from  a  dynamo  machine,  for  example,  can  only  be  at- 
tached to  p  and  p  s,  and  not  to  s,  hence  there  is  no  fear 
of  either  of  them  being  attached  to  the  wrong  binding 
screw  ;  and,  further,  as  will  be  seen  from  Figs.  169, 170, 
the  strong  current  can  only  pass  through  the  instrument 
when  the  commutator  is  turned  to  parallel.  Hence,  even 
if  it  be  accidentally  turned  to  series  while  the  instru- 
ment is  connected  with  a  dynamo,  for  example,  or  a  large 
battery  of  cells,  the  current  will  be  interrupted  instead 
of  being  allowed  to  pass  through  all  the  cods  in  series, 
which  would  probably  bum  them  up,  or  would,  at  any 
rate,  in  consequence  of  the  sensibility  of  the  instrument 
being  increased,  say  ten  times,  knock  the  pointer  violently 
against  the  stops,  which  are  inserted  to  limit  its  motion, 
and  damage  it. 

222.  Calibrating  a  Commutator  Ammeter. — First 
plan :  Turn  the  commutator  to  series  so  that  only  a 
small  current  is  required  to  produce  a  fairly  large  deflec- 
tion, place  the  ammeter  in  series  with  a  silver  voltameter, 
and  calibrate  by  the  method  described  in  §  207,  page  395. 
Second  plan  :  Turn  the  commutator  to  series,  connect 
the  terminals  of  a  cell  of  which  the  E.  M.  F.  is  known 
accwrcUelyj  with  the  binding  screws  s  and  p  s  (Fig.  26, 
page  76).  Let  it  be  E  volts,  and  let  a  reading  o^  on 
the  ammeter  be  obtained.  Take  out  the  plug,  seen  to 
the  left-hand  side  of  Fig.  26,  which  has  the  effect 
of  introducing  a  resistance  of  one  ohm  into  the  circuit 
when  the  commutator,  as  at  present,  is  turned  to  series. 
Let  the  reading  on  the  ammeter  be  now  a^.  The  am- 
meter we  will  suppose  to  be  so  constructed  that  the 
angular  deflection  is  proportional  to  the  current  {see  §  35, 
page  71),  and  to  have  been  originally  direct-reading ;  but  k 

from  the  permanent  magnet  having  become,  say,  weakened  ' 

since  the  instrument  was  adjusted,  the  readings  are  now 
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too  large,  so  that  K  times  the  reading  gives  the  current 
in  amperes  where  K  is  a  constant,  less  than  unity,  the 
value  of  which  we  have  to  determine.  If  r  be  the  re- 
sistance of  the  cell,  together  with  that  of  the  instrument 
(both  of  which  may  be  unknown),  when  al)  the  ooils 
are  in  series,  the  current  in  the  first  case  is 

E 

—  amperes, 


and  in  the  second  case 

£ 


r+1 


amperes, 


E 

J     E 

and =  Ka^ 

r-f  1  ^ 

Eliminating  the  unknown  resistance  r,  we  have 

The  soft  iron  cores  p  (Fig.  27,  page  77)  should  now  be 
adjusted  until,  on  making  the  preceding  experiment,  K  is 
found  to  equal  unity,  when  the  instrument  will  be  pro- 
perly adjusted  for  both  the  "series"  and  '* parallel" 
scales  (Fig.  26,  page  76). 

Of  these  two  plans  of  calibration  the  first  is  more  ac- 
curate than  the  second. 

823.  Oalibrating  a  Commutator  Voltmeter.  —  A 

voltmeter  is  more  sensitive  when  all  the  coils  are  in 
parallel  than  when  they  are  in  series ;  hence,  turn  the 
commutator  to  parallel,  and  attach  to  the  proper  binding 
screws  the  terminals  of  a  cell  of  known  £.  M.  F. ;  then, 
if  6  be  the  resistance  of  the  cell,  and  r  that  of  the  volt^ 
00 
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meter  when  dJl  the  coUs  are  in  parallel  (both  of  which 
resistances  may  be  unknown),  the  P.  D.  maintained  at 
the  terminals  of  the  voltmeter  will  be 

E  volts  {see  §  128,  page  224). 


Remove  the  plug,  which,  in  the  case  of  a  commutator 
voltmeter,  inserts  a  resistance  equal  to  that  of  the  in- 
strument when  all  the  coils  are  in  parallel.  The  P.  D. 
maintained  at  the  terminals  of  the  voltmeter  is  now 

2r 

E  volts, 


2r  +  6 

but  the  P.  D.  at  the  terminals  of  the  coils  of  the  volt> 
meter,  which  is  sending  the  current  through  them,  is  only 

r 


2r-f  6 


E  volts. 


Hence,  if  o^  and  a^  be  the  deflections  produced  in  the  tw6 
cases  on  the  direct-reading  voltmeter,  and  if  we  suppose 
that  they  require  multiplying  by  an  unknown  constant 
K  to  convert  them  into  volts, 

E  =  Kai, 


r  -\-h 
r 


E  =  "^o^ 


2r  -\-h 

.  * .  eliminating  the  unknown  resistances  r  and  6,  we 
have 

and,  as  in  the  case  of  the  ammeter,  the  soft  iron  cores  F 
(Fig.  27,  page  77)  must  be  adjusted  until  K  equab 
unity. 
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224.  Best  Resistance  to  give  to  a  Galvanometer. 

— ^The  considerations  given  in  §  217,  page  418,  enable  us 
to  solve  this  question,  for  it  was  shown  there  that  the 
magnetic  effect  produced  by  the  coils  of  a  galvanometer 
of  given  shape  and  size  is  proportional  to  G  -v/^  where 
G  is  the  current  flowing  through  the  galvanometer,  and  g 
the  resistance  of  the  coils.  Our  object,  now,  is  to  see 
what  should  be  the  value  of  ^,  or,  in  other  words,  what 
gauge  of  wire  should  be  used  in  winding  the  galvano- 
meter, in  order  that  G  */g  may  be  a  maximum.     To 

solve  this  problem  we  must  consider  what  are  the  condi- 
tions as  to  the  rest  of  the  circuit. 

1st  Let  the  circuit  be  a  simple  one,  consisting  of  a 
battery  of  fixied  E.  M.  F.  equal  to  E  volts,  and  resistance 
of  h  ohms  in  series  with  si.  fixed  resistance  of  r  ohms,  and 
the  galvanometer,  then 

0  -\-r  -\-  g 

The  expression  on  the  right-hand  side  is  of  the  same 
form  as  the  expression  in  §  136,  page  244,  the  s  of  that 
expression  being  replaced  by  ^  in  the  above.  Con- 
sequently the  value  of  »/g  that  will  make  the  above  ex- 
pression a  maximum,  can  be  found  by  giving  fixed 
numerical  values  to  E  and  h  -{-  r,  and  then  drawing  a 
curve  similar  to  that  shown  in  Fig.  93,  page  245,  having 
for  its  abscissae  values  of  ^g^  and  for  its  ordinates  the 
corresponding  values  of 

E  .- 

From  this  curve  we  should  see  that  g  equal  to  b  -\-  r 
makes  the  ordinate  a  maximum,  and  hence  to  obtain  the 
maximum  m^agnetic  effect  with  a  galvanometer  in  a  simple 
circuitj  the  gauge  of  wire  wound  on  the  coils  of  the 
galvanom/eter  should  be  such  as  will  make  the  resistance 
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of  ik€  fmhtmameier  ^qual  to  that  <^ike  retti^tke  circuit. 
Wlien  measuring,  therefore,  a  resistaDoe  of  many  m^- 
ohms  by  tlie  method  desoibed  in  §  149,  {m^  277,  tibue 
wire  used  in  winding  the  galTan<Hneter  coils  should  be  as 
fine  as  can  be  oonv^iiently  wound  on. 

2nd.  Let  the  galvanometer  be  a  differential  one,  the 
resistance  of  each  of  its  coils  being  g  ohms ;  let  the  re- 
sistance of  the  portion  ▲  (Fig.  59,  page  149)  be  fixed 
and  equal  to  r  ohms,  and  that  of  the  portion  b  equal  to 
r  4-  />  ohms,  p  having  a  veiy  smaU  fixed  value  relatively 
to  r,  since  it  is  only  when  balance  is  nearly  established, 
and  the  deflection  on  the  galvanometer  is  very  small, 
that  it  is  pf  interest  to  determine  what  is  the  best  value 
to  give  to  the  galvanometer  coila  Let  £  volts  be  the 
R  M.  F.  of  the  battery  inserted  between  the  points  P 
and  Q,  and  b  ohms  its  resistance. 

Then  fiK>m  §  137,  page  253,  the  current  through  the 
circuit  A  is 

(r-hy+/?)E 

^ ^-^ amperes. 

6(2r  +  2sF  +  p)  +  (r  +  iy)(r  +  y+p)       ^ 

and  that  through  the  circuit  b  is 


6  (2r  +  2^  +  ;>)  -h  (r  +  ^)(r  +  ^  +  p) 


amperea 


Hence  )  e  magnetic  effect  on  the  needle,  which  is  equal 
to  the  difference  of  the  magnetic  effects  of  the  two 
coils,  is 

yEy/y 

b  (2r  -{-  2  g  +  p)  -^  (r  -\-  g)  {r  +  g  -^  p) 

Since  p  is  very  small  compared  with  r,  this  is  approxi- 
mately equal  to 

26(r  +  y)  +  (r  +  y)«' 
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wliicb  m^y  be  written  in  the  form 

To  determine  the  value  of  g  that  makes  this  a  maxi- 
mum, we  may  give  fixed  numerical  values  to  p,  E,  r,  and 
6,  and  draw  a  curve.  Generally,  however,  6,  the  battery 
resistance,  is  small  compared  with  r  and  ^,  hence  for  all 
practical  purposes  we  may  regard  the  magnetic  effect  on 
the  needle  of  a  differential  galvanometer  as  being  ap- 
proximately equal  to  the  simple  expression 

yE  ^g 

(^  +  9f ' 

Drawing  a  curve  with  values  of  g  for  abscissae,  and  the 
corresponding  values  of  the  expression  for  ordinates,  we 
find  that  the  maximum  ordinate  corresponds  with  the 

value  of  y  equal  to  -«.     Hence,  to  obtain  the  maacimum 

magnetic  effect  with  a  differential  galvanometerj  the  two 
coils  should  he  wound  loith  such  a  gauge  of  wire  thai  the 
resistance  of  each  of  them  equals  one-third  of  tlie  resist- 
ance to  he  tested, 

3rd.  Let  the  galvanometer  be  that  used  on  a  Wheat- 
stone's  bridge.  This  problem  is  more  difficult  to  solve, 
but  the  mode  of  determining  the  value  of  g  that  makes 
the  magnetic  effect  a  maximum  for  a  fixed  small  in- 
equality in  the  ratios  of  the  resistances  of  the  pairs 
of  arms,  is  given  in  §  237,  page  466,  and  the  result  has 
already  been  indicated  in  §  98,  page  172. 

Eocample  104. — ^An  ammeter  has  been  constructed  so 
as  to  measure  currents  varying  between  10  and  60  am- 
peres, and  it  is  desired,  without  altering  anything  but 
the  gauge  of  wire  used  to  wind  it,  to  adapt  it  to  measure^ 
instead,  currents  varying  between  3  and  15  amperes. 
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What  should  be  the  resistance  of  the  instrament  after 
re-winding  compared  with  its  present  resistance  f 

Let  a  be  the  present  resistance  in  ohms,  and  x  the 
required  resistance  after  re-winding,  then  from  §  217, 
page  418, 

3  V^=  10  v^ 
X       100 


a 


Answer. — The  resistance  after  re- winding  should  be 
11*11  times  the  present  resistance. 

Example  105. — ^An  ammeter  so  constructed  that  the 
deflections  are  proportional  to  the  currents,  and  having  a 
resistance  of  0*0016  ohm,  gives  a  deflection  of  40°  when 
a  current  of  22  amperes  passes  through  it.  What  should 
be  the  resistance  of  another  ammeter  in  every  way 
similar  to  the  former  one,  except  as  to  the  gauge  of 
wire  employed  in  winding  the  coils,  so  that  it  may  be 
direct-reading,  degrees  corresponding  with  amperes  1 

We  wish  that  a  deflection  of  40°  shall  be  produced 
by  40  amperes  instead  of  by  22  amperes,  therefore,  if  x 
be  the  required  resistance  in  ohms, 

40  V^  =  22  ^00015, 
.  • .     a?  =  00004536. 

Answer, — 453*6  microhms. 

Example  106. — When  a  P.  D.  of  120  volts  is  main- 
tained at  the  terminals  of  a  certain  voltmeter  having  a 
resistance  of  1,235  ohms,  the  pointer  is  deflected  to  the 
end  of  the  scale.  The  instrument  has  to  be  re- wound  with 
wire  of  such  a  resistance  that  the  same  deflection  shall  be 
produced  with  a  P.  D.  of  170  volts.  What  should  be  the 
resistance  after  re- winding  1 

The  current  that  deflects  the  pointer  to  the  end  of  the 

scale  in  the  first  case  is  amperes,  and  after  re-winding 

l|2oD 


Okap.  Tm.]  EXAHPLB8.  439 

it  will  be amperes,  if  a;  be  the  new  resistance  of  the 

X 

instrument  in  ohms,  therefore 

120      y——        170    ^ 

120         170 
or  — — ==.  =  -— ^ . 

^/l,235      Vx 
Hence  x  =  2,477. 

Answer, — 2,477  ohm& 

Example  107. — With  a  voltmeter  wound  according 
to  a  certain  law  as  regards  variation  of  thickness  of  wire 
with  the  radius  of  the  convolution,  and  having  wire  0'012 
of  an  inch  thick  for  the  innermost  convolution,  the  pointer 
deflects  over  the  portion  of  the  dial  that  is  graduated 
when  the  P.  D.  varies  from  30  to  150  volts.  If  the  in- 
strument be  re- wound  according  to  the  same  law,  but  with 
the  innermost  layer  consisting  of  wire  0*015  of  an  inch 
thick,  what  will  be  the  range  of  the  instrument  ? 

If  r  be  the  resistance  of  the  voltmeter  before  re- wind- 
ing, and  r'  that  after  i-e-winding, 


j/  _  /O^ 

r        \0' 


012  Y 
015/' 

and  if  V  be  the  P.  D.  in  volts  required  to  deflect  the 
pointer  to  the  higher  end  of  the  scale  after  re- winding, 

V        160 


/0;012\ 
^0  015/ 


=  96  volts. 


440  PRAcricsAii  UiicnrRioiTT.  (CkAv.  yul 

Similarly  the  P.  D.  corresponding  with  the  lower  end  of 
the  scale  will  be 


/0;012  y^  3Q  ^^  JQ.2  ^^j^ 
V  0-015/ 


Answer. — After  re-winding,  the  range  of  the  voltmeter 
will  be  from  19*2  to  96  volts. 

Example  108. — ^When  a  P.  D.  that  will  deflect  the 
pointer  to  the  end  of  the  scale  is  maintained  at  the  ter- 
minals of  a  voltmeter,  it  is  found  that,  due  to  the  heating 
of  the  coil  by  the  passage  of  the  current,  the  reading 
diminishes  by  5  per  'cent,  at  the  end  of  a  considerable 
time.  If  the  resistance  of  this  voltmeter  be  100  ohms, 
and  if^  instead  of  using  the  voltmeter  alone,  it  be  put  in 
series  with  an  outside  resistance  of  1^000  ohms  made  of 
platinoid  wire,  by  how  much  per  cent,  will  the  voltmeter 
reading  fall  off  on  account  of  the  heat  produced,  when  the 
platinoid  wire  is  of  Efuch  a  thickness  that  its  resistance  is 
only  increased  by  -rijth  per  cent,  on  a  current  being  kept 
for  a  considerable  time  passing  through  it  strong  enough 
to  deflect  the  voltmeter  pointer  to  the  end  of  the  scale  T 

When  the  pointer  is  deflected  to  the  end  of  the  scale, 
the  voltmeter  resistance  increases  by  5  per  cent.,  that  is, 
from  100  to  105  ohms,  while  the  resistance  of  the  out- 
side coil  of  platinoid  wire  increases  by  only  -^th  per  cent., 
that  is,  from  1,000  to  1,001  ohms.  Therefore  the  total 
increase  of  resistance  is  from  1,100  to  1,106,  or  an  in- 
crease of  0*55  per  cent. 

Answer. — ^With  the  outside  resistance  the  maximum 
deflection  wOl  fall  off  by  0*55  per  cent. 

Example  109. — If  the  voltmeter  referred  to  in  example 
106  be  re-wound  so  that  the  pointer  is  deflected  to  the 
end  of  the  scale  when  a  P.  D.  of  3  volts  is  maintained 
between  the  voltmeter  terminals,  by  how  much  will  the 
E.  M.  F.  of  an  accumulator  having  a  resistance  of  0*001 
of  an  ohm  appear  to  be  lowered  if  it  be  measured  with 
the  voltmeter  so  re-wound  ? 
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Let  X  ohms  be  tke  reBistanee  of  the  t'oUmeter  after 
c&-winding,  then 

S    _     120 

v^       V1235' 
.-.  a?=  0-77B. 

If  £  volts  be  the  E.  M.  F.  of  the  accnmnlator,  and  Y 
the  P.  D.  between  its  terminals  when  they  are  joined  bj 
ike  voltmeter,  then 

0-7716 

"  0-7716  +  0001 
Answer, — ^The  £.  M.  F.  is  diminished  by  0-12  per  cent 


CHAPTER    IX. 

POWER  AND  ITS   MEASUREMENT. 

225.  Power  —  226.  Watt  —  227.  Wattmeter  —  228.  Distribation  ol 
Power  in  a  Circuit — ^229.  Current  that  Develops- the  Alaximnm 
Useful  Powei^— 230.  Efficiency — 231.  Measuring  the  Efficiency  of 
an  Electric  light — ^232.  Dispersion  Photometer— 233.  Efficiency 
and  life  of  bicandescent  Lamps. 

225.  Power. — "Potoer"  is  the  name  given  to  the 
r(Ue  of  doing  work,  and  it  must  be  carefully  distinguished 
from  the  amount  of  work  done,  there  being  the  same 
sort  of  difference  between  power  and  work,  that  there  is 
between  a  velocity  and  a  distcmce.  When  a  constant 
current  is  flowing  through  a  circuit,  at  the  terminals  of 
which  a  constant  P.  D.  is  maintained,  the  power  given  to 
that  circuit  and  expended  in  its  circuit  is  constant,  and 
is  measured  by  the  raUo  of  the  work  done  in  any  time, 
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divided  by  the  time  in  which  the  work  is  done.  I^ 
however,  either  the  current  or  the  P.  D.  be  fluctuating, 
the  power  is  also  varying  in  amount,  and  the  rate  of 
doing  work  at  one  moment  is  greater  or  less  than  that  at 
a  subsequent  one.  In  such  a  case  we  mean  by  the  power 
expended  at  any  moment,  not  the  actual  work  done  in  a 
minute  or  even  in  a  second,  but  the  following  : — Measure 
the  work  done  in  a  ver^  short  time,  a  portion  of  which 
precedes,  and  the  remainder  of  which  follows  the  in- 
stant at  which  we  wish  to  measure  the  power,  divide 
the  work  done  in  the  very  short  time  by  that  time,  then 
the  ratio  more  and  more  nearly  represents  the  power 
being  expended  at  the  moment  in  question  as  we  make 
the  very  short  time  shorter  and  shorter. 

Whether,  however,  the  power  given  electrically  to  a 
circuit  and  expended  in  it  be  constant  or  not,  it  is  very 
easily  measured,  for  the  work  done  in  t  minutes  in  a 
circuit  through  which  A  amperes  flow,  and  at  the  ter- 
minals of  which  a  P.  D.  of  Y  volts  is  maintained,  is 

44-25  AYt  foot  pounds 

{see  §  114,  page  201),  therefore  it  follows  that  the  power, 
measured  in  foot  pounds  per  minute,  equals 

44-25  A V; 
or,  measured  in  foot  pounds  per  second,  equals 

0-7375  A  V; 

or,  measured  in  horse-power,  equals 

AV 
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or    000134  AV, 


A  and  Y  being  the  amperes  and  volts  obtained  by 
sinvulta/neoiM  measurement  of  the  current  and  P.  D. 
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226.  Watt. — A  "  tocUt "  is  the  power  developed  in  a 
circuit  when  one  ampere  flows  through  it,  and  when  the 
P.  D.  at  its  terminals  is  one  volt,  hence  the  number  of 
watts  developed  in  any  circuit  equals  the  product  of  the 
current  in  amperes  flowing  through  it  into  the  P.  D.  at 
its  terminals  in  volts.     Therefore 

1  watt  is  the  power  developed  when  44-25  foot 
pounds  are  done  per  minute. 

1  watt  is  the  power  developed  when  0*7375  foot 
pounds  are  done  per  second. 

1  watt  equals  -rrstla,  of  a  horse-power. 

Example  110. — If  an  incandescent  lamp  give  an 
illumination  of  16  candles  when  0*7  ampere  passes 
through  it,  and  110  volts  are  maintained  at  itis  terminals, 
how  many  watts  are  required  per  candle  1 

Answer, — 4*8. 

Example  111. — How  many  watts  must  be  expended 
to  send  a  current  of  5  amperes  through  a  resistance  of 
10  ohms  1 

If  y  be  the  P.  D.  maintained  at  the  terminals  of  the 
resistance, 

V  =  5  X  10, 


■ 


the  power  =  5  x  60. 

Answer, — 250  watta 

This  question  may  also  be  solved  thus : — If  a  circuit 
consist  simply  of  a  conductor  of  resistance  r  ohms,  and 
in  which  there  is  no  R  M.  F.,  so  that  the  power  is  simply 
expended  in  heating  the  conductor,  the  work  done  in  i 
minutes  equals 

44-25  A»r< 

{see  §  114,  page  201).  Hence,  in  such  a  case,  the  number 
of  watts  equals 

A2r. 
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Hence,  in  the  present  example, 

the  power  =  25  x  10. 

Answer, — 250  watts. 

Example  112. — K  each  incandescent  lamp  require 
3  watts  to  make  it  glow  properly,  how  many  such  lamps 
can  be  illuminated  by  the  expenditure  of  one  horse-power 
in  the  circuit  1 

Answer,— 2^%  lamps  if  a  very  little  too  bright,  or 
249  if  a  very  little  too  dull. 

Example  113. — If  an  electric  horse-power  cost  £15 
per  annum  for  5  hours  per  night,  what  is  the  value  of 
one  watt-hour  ? 

One  watt  being  the  y^a*^  P*^^  ^^  *  horse-power, 
and  one  hour  the  ttst^^  P^**^  ^^  *^®  iiuiB  during 
which  the  horse-power  is  supplied,  it  follows  that  the 
value  of  one  watt  hour  is 

^  irr:. T7::rz  >  or  about  the  Trnrth  of  a  farthing. 

746  X  1825 '  ^^  ^ 

227.  Wattmeter. — ^The  watts  being  expended  in  any 
circuit  can,  as  we  have  seen,  be  ascertained  by  a  sirmd- 
ta/ne(yu8  measurement  of  current  and  P  D.,  and  since  we 
generally  desire  to  know  the  current  and  the  P.  D.  as 
well  as  the  watts,  the  simtdtaneovs  measurement  of  the 
two  former  is  usually  employed  to  give  us  the  latter.  By 
the  employment,  however,  of  a  "  wattmster"  it  is  possible 
to  measure  the  watts  directly.  This  instrument  consists 
of  two  coils,  one  of  thick  wire  placed  in  the  main  circuity 
like  c  (Fig.  71,  page  190),  and  therefore  traversed  by  the 
whole  current,  the  other  oifine  wire  put  like  c,  as  a  shunt 
to  0,  the  part  of  the  circuit  in  which  we  wish  to  ascertain 
the  expenditure  of  power.  Instead,  however,  of  the  cur- 
rents passing  through  these  two  coils  acting  on  a  needle  as 
they  do  in  the  ohmmeter,  t?iey  act  an  one  another  in  a 
wattmeter  in  the  same  way  as  do  the  currents  flowing 
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through  a  Siemens*  dynamometer  (§  199,  page  377).  In 
fact,  if  one  of  the  coils  in  a  Siemens'  dynamometer  be 
made  of  fine  wire,  and  if  instead  of  the  two  coils  being 
connected  in  series  with  one  another  they  be  placed  as 
are  the  coils  c  and  c  relatively  to  o  (Fig.  71,  page  190), 
the  instrument  becomes  a  ivattTneter,  for  the  couple  mea- 
sured by  the  rotation  of  the  pointer  M  (Figs.  151,  152, 
pages  379,  380)  will,  in  this  case,  measure  the  product 
of  the  whole  current  passing  through  o  into  the  P.  D. 
maintained  at  its  terminals  —  that  is,  the  number  of 
watts  expended  in  o. 

Instruments  of  this  kind  have  been  made  by  M. 
Deprez,  the  author.  Sir  William  Thomson,  and  the  late 
Sir  William  Siemens. 

The  main  error  in  wattmeters  is  the  heating  error 
that  occurs  in  voltmeters  (see  §  212,  page  407),  and  it 
may  be  overcome  by  using  the  same  means  as  are  em- 
ployed for  obviating  this  defect  in  voltmeters  (see  §  218, 
page  421). 

228.  Distribution  of  Power  in  a  Circuit. — Of  the 
power  developed  by  a  current  generator,  say  P  watts, 
when  it  is  sending  a  current  through  an  external  circuit, 
one  portion,  say  P^  watts,  is  wasted  in  heating  the  gene- 
rator itself,  and  the  remainder,  say  P^  watts,  is  utilised 
in  the  external  circuit.     And  in  all  cases 

P  is  equal  to  the  product  of  the  current,  in  amperes, 
into  the  E.  M.  F.  of  the  generator,  in  volt& 

Pi  is  equal  to  the  product  of  the  square  of  the  current, 
in  amperes,  into  the  resistance  of  the  generator, 
in  ohms. 

Pg  is  equal  to  the  difference  between  P  and  P^. 

If  the  outside  circuit  consist  simply  of  a  conductor 
having  resistance,  but  containing  no  voltameters  nor 
electromotors  in  motion — in  fact,  nothing  that  can  pro- 
duce an  E.  M.  F. — the  power  P  developed  by  the  generator 
will  be  divided  between  the  generator  and  the  outside 


V[ 
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be  319  olims  Therefore  the  number  of  watts  absorbed 
in  the  voltmeter  equals 

1108 

t^  or  37-93  watts. 

319 

The  number  of  watts  used  in  the  lamp  is  77,  therefore 
about  half  as  many  watts  are  absorbed  in  the  voltmeter 
as  are  used  in  this  lamp. 

229.  Current  that  Develops  the  Maximum  Usefol 
Power. — The  power  used  in  heating  a  current  genera- 
tor is  generally  entirely  wasted,  and,  in  addition,  if 
allowed  to  become  excessive,  will  prevent  the  generator 
working  properly,  whereas  all  the  power  given  to  the 
outside  circuit  may  be  utilised  with  proper  arrangementa 
The  problem  of  ascertaining  the  current  that  will  develop 
maximum  useful  power  may  be  solved  either  on  the 
assumption  that  the  generator  is  fixed  and  the  external 
circuit  variable,  or  on  the  assumption  that  it  is  the  exter- 
nal circuit  that  is  fixed,  and  the  generator  is  the  thing  to 
be  varied. 

1st.  Let  the  generator  have  fixed  values  of  E  and  R 
(which  will  be  the  case  for  a  battery,  a  set  of  accumula- 
tors, or  a  magneto-electric  machine  running  at  a  constant 
speed,  but  not  usually  for  a  dynamo  machine),  then  the 
equation 

P3  =  A(E-AR) 

shows  us  that  we  must  determine  the  value  of  A  that 
makes  this  expression  a  maximum,  in  order  to  find  the 
current  that  develops  the  maximum  useful  power.  To 
do  this,  give  numerical  values  to  E  and  K,  and  plot  a 
curve,  having  the  values  of  A  for  abscissae,  and  of  Pg 
for  ordinates.  Such  a  curve  is  shown  in  Fig.  171,  the 
values  of  Pg  being  calculated  on  the  supposition  that  E 
and  K  are  equal  to  2  and  3  respectively,  and  it  will  be 
seen  that  the  value  of  A  that  makes  Pg  a  maximum  is 

A  =  A. 
2B 


that  is,  a  cwrrent  generator  having  a  fixed  E.  M.  F.  and 
resista/nce  gives  masdmum  power  to  the  ext«r7ud  circuit, 
wh^i  that  circuit  ie  euch  that  ike  current  that  flows  is 
half  the  current  that  would  flow  if  the  generaior  were 
short-ciretiited. 

We  do  not  say  that  the  condactor  must  have  a  resist- 
ance equal  to  that  of  the  generator,  since,  although  this 


will  undoubtedly  reduce  the  current  to  one-half  if  the  out- 
side circuit  be  a  simple  conductor,  there  are  other  ways  of 
reducing  the  current  lo  one-half,  such  as  the  insertion  of 
an  opposing  E.  M.  F.  eijual  to  half  that  of  the  generator. 
When  A  has  the  value  given  by  the  last  equation, 
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Pi 

= 

4R* 

p* 

= 

4R' 

and 


therefore,  with  a  current  generator  having  a  fioced 
E.  M,  F.  and  resistance,  maximum  power  tmll  be  given  to 
the  outside  circuit  when  the  poioer  developed  by  the  gene- 
rator is  expended  half  in  the  outside  circuit  and  half  in 
heating  the  generator  itself. 

On  the  other  hand,  maximum  power  will  be  deve- 
loped by  the  generator  when  maximum  current  flows 
through  it — that  is,  when  the  generator  is  short-cir- 
cuited. 

2nd.  Let  the  external  circuit  consist  of  a  simple  con- 
ductor, and  let  its  resistance  be  fixed  and  equal  to  r 
ohms ;  also  let  the  current  generator  be  a  battery  con- 
sisting of  a  flxed  number  of  cells  N,  each  having  an 
K  M.  F.  of  e  volts,  and  a  resistance  of  6  ohms.  Then, 
since  the  power  developed  in  the  external  circuit  equals  the 
square  of  the  current  into  r,  and  since  r  is  a  constant^  it 
follows  that  the  arrangement  of  cells  that  will  give 
maximum  power  to  the  external  circuit,  is  that  which 
will  produce  the  maximum  current.  Now,  this  arrange- 
ment we  have  seen  (§  136,  page  245),  is  that  which 
makes  the  resistance  of  the  battery  equal  to  the  ex- 
ternal resistance.  Hence,  the  a/rrangement  of  a  given 
nv/mher  of  cells  that  gives  maadmum  power  to  a  simple 
conductor  having  a  fixed  resista/nce,  is  that  which  mc^kes 
tlie  resistance  of  the  battery  eqv^  to  the  resistance  of  the 
conductor. 

With  this  arrangement  of  cells,  it  is  easy  to  see  that 
the  power  developed  by  the  battery  will  be  tunce  that 
given  to  the  external  circuit,  one-half  being  wasted  in 
heating  the  battery.  But  this  arrangement  of  cells  will 
not,  as  a  rule,  make  the  power  developed  by  the  battery 


< 
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a  maximum.     For,  as  shown  in  §  136,  page  244,  the  cur- 
rent equals 

— ^^  amperes, 


r  + 


N 


and,  therefore,  the  power  developed  by  the  battery 
equals 

—  watts, 

r-f  — 

N 

which  equals watts, 

r         h 

and  this  obviously  has  its  least  practical  value  when  s 
equals  unity,  that  is,  when  all  the  cells  are  in  parallel, 
and  has  its  largest  practical  value  when  a  equals  N,  that 
is  when  all  the  cells  are  in  series.  Hence,  &  the  resist- 
ance of  the  outside  circuit  be  less  than  that  of  the 
battery,  putting  all  the  cells  in  series  will  not  only  give 
less  power  to  the  outside  circuit  than  if  the  cells  be  so 
arranged  that  the  battery  resistance  is  equal  to  that  of 
the  outside  circuit,  but  it  will  waste  much  more  power, 
since  the  total  power  produced  by  the  battery  will  be 
greater. 

280.  Efficiency. — The  ^'efficiency**  of  a  system  con- 
sisting of  a  current  generator  supplying  power  to  an  out- 
side circuit,  is  the  ratio  of  the  power  given  to  the  outside 
circuit  to  that  developed  by  the  generator. 

From  the  equations         P  =  A  E, 

P3=  A(E-AE), 

we  see  that  in  all  cases  the  efficiency  equals 

E-AR 
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hence,  the  efficiency  will  be  the  greater  the  larger  we 
make  E,  and  the  smaller  we  make  A  and  E.. 

From  §  229  we  see  that  if  we  wish  a  current  genera-  ] 

tor  having  a  giren  K  M.  F.  and  resistance  to  develop  cu 
tnuch  power  as  possible  in  the  outside  circuit,  we  arrange 
matters  so  that  the  current  is  half  that  which  would  be 
produced  if  the  generator  were  short-circuited,  or,  what 
is  the  same  thing,  so  that  half  the  power  is  wasted 
in  the  generator  itself ;  hence,  when  a  Grove's  battery  is 
employed  to  produce  a  hrigkt  electric  light,  we  regulate 
the  lamp  so  that  the  P.  D.  at  its  terminals  is  half  the 
E.  M.  F.  of  the  battery.  Whereas  we  have  just  seen 
that  if  we  wish  a  current  generator  to  give  power  eoono- 
mically  to  the  outside  circuit,  we  employ  a  generator 
having  a  very  large  E.  M.  F.,  and  allow  it  to  produce  only  a 
small  current ;  hence,  in  the  recent  electric  transmission 
of  50  horse-power  by  M.  Deprez  from  Creil  to  Paris,  a 
distance  of  about  37  miles,  he  employed  an  E.  M.  F.  of 
between  6,000  and  7,000  volts,  and  a  current  of  only  10 
amperes. 

231.  Uea^uring  the  Efficiency  of  an  Electric  Light 

— The  **  efficiency  of  an  electric  light ''  is  <Ad  ratio  of  the 
illuminating  power  of  the  light  to  the  watts  supplied  to  it. 
To  measure  the  illuminating  power  we  use  a  ^^ photo- 
meterj'*  the  simplest,  and  at  the  same  time  one  of  the 
most  accurate,  being  that  designed  by  Rumford.  A  form 
of  "  Rvm\f(yrd!s  photometer  ^^  is  seen  in  Fig.  172,  E  being 
the  electric  light,  an  incandescent  lamp,  for  example,  held 
in  a  convenient  adjustable  holder  H,  and  c  a  "  standard 
candle,**  which  is  a  special  form  of  candle  made  so  as  to 
bum  120  grains  of  spermaceti  wax  per  hour.*  The 
lamp  is  placed  at  a  convenient  distsuice  e  from  the 
screen  s,  which  is  covered  with  a  sheet  of  white  blotting 

*  For  rough  experiments  on  illuminating  power,  No,  8  sperm 
candles,  costing  lid.  per  pound,  may  be  used  satisfactorily  instead  of 
standfljrd  candles  costing  2s.  9d.  per  pound,  since  expenments  show 
the  No.  8  sperm  candles  do  not  differ  much  more  from  one  another,  or 
from  a  standard  candle,  in  illuminating  power,  than  standard  candles 
are  said  to  differ  among  themselves. 
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paper,  and  the  candle  is  moved  backwards  and  forwards 
along  the  graduated  arm  o  o,  until,  by  trial,  a  position  for 
it  ia  found,  at  a  distance,  c,  aaj,  from  the  screen,  such 
that  the  two  ehadowB  cast  by  a  vertical  rod  of  blackened 
wood  R,  about  the  thickness  of  an  ordinary  pencil,  and 
fixed  at  about  two  inches  from  the  screen,  appear  to 


Pig.  17iL 

be  equally  dark.  Under  these  circumstances,  as  the 
portion  of  the  screen  not  in  shadow  is  illuminated  by 
both  simivei  of  light,  whereas  the  two  parts  in  shadow 
are  each  illuminated  by  only  one,  and  as  the  screen  s  and 
the  rod  R  are  so  placed  that  lines  drawn  through  the 
rod  and  through  each  of  the  lights  make  equal  angles 
with  the  screen,  it  follows  that,  when  the  shadows  are 
equally  dark,  the  quantities  of  light  falling  on  a  square 
inch  of  the  screen,  due  to  each  of  the  lights,  are  equal  to 
one  another,  hence 

the  illuminating  power  of  the  electric  light       e^ 

„  ,,  „  „       standard  candle       <^ 
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The  correct  position  of  the  candle  which  produces 
equality  in  the  darkness  of  the  shadows  can  be  best 
detected  not  by  gi'adually  moving  the  candle  continuously 
towards  or  away  from  the  screen,  but  by  trying  to  find  a 
position  such  that,  if  the  candle  be  put  a  little  nearer,  one 
of  the  shadows  becomes  distinctly  too  dark,  whereas  if 
it  be  put  a  little  farther  away,  that  one  of  the  shadows 
becomes  distinctly  too  light 

The  current  passing  through  the  lamp  is  measured 
by  an  ammeter  A,  and  the  P.  D.  maintained  at  the  lamp 
terminals  by  the  voltmeter  v,  the  product  of  the  amperes 
and  the  volts  giving  P,  the  watts  furnished  to  the  lamp. 
Hence,  the  efficiency  of  the  lamp  equals 

e3 


C3P 


232.  Dispersion  Photometer. — In  the  preceding  sec- 
tion we  have  spoken  of  one  type  of  electric  lamp — the 
incandescent  one.  This  consists  of  a  hermetically  sealed 
glass  bulb  (see  note,  §  10,  page  20)  containing  usually  a 
very  fine  filament  of  carbon,  which  becomes  luminous 
when  a  suitable  current  passes  through  it,  but  does  not 
bum  away  as  there  is  a  very  perfect  vacuum  inside  the 
glass  bulb.  But  there  is  a  much  more  powerful  electric 
light — the  arc  light,  in  which  the  light  is  produced  by 
a  current  passing  between  two  pieces  of  carbon  slightly 
separated  from  one  another,  the  resistance  of  the  heated 
air  between  the  carbons  taking  the  place  of  that  of  the 
carbon  filament  in  the  incandescent  lamp*  As  an  arc 
light  has  often  an  illuminating  power  of  several  thousand 
candles,  it  would  have  to  be  put  many  feet  away  from 
the  screen  of  the  photometer  in  order  that  the  light  cast 
by  it  on  a  given  area  should  be  equal  to  that  produced 
by  the  standard  candle.  To  avoid  the  inconvenience  of 
having  to  put  an  arc  light  so  far  away  from  the  screen, 
the  *^  dispersion  photometer  *^  shown  in  Fig.  173  was  de- 
vised by  the  author.      Instead  of  the  light  from  the 
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electric  lamp  being  allowed  to  fall  directly  on  the  screen, 
it  13  aUowed  to  pass  througit  a  donble  concave  lena  L,* 
which  disperses  the.  light,  bo  that  the  screen  ia  illumi- 
nated by  only  a  small  fraction  of  the  light  t^t  would 
come  to  it  from  the  powerful  electric  lamp  if  the  lens  L 


Fij.  173. 

were  removed.  Let  the  electric  light  and  the  lens  be  at 
distances  e  and  I  respectively  fi-om  the  screen,  and,  when 
the  standard  candle  is  at  a  distance  c  from  the  screen,  let 
the  shadows  be  equally  dark,  then  the  light  from  the 
electric  lamp  which  would  have  illuminated  an  area  A 
(Fig.  174)  is  n»w  dispersed  so  as  to  illuminate  a  much 
larger  area  A',  so  that 

the  illaminating  power  of  the  electric  light  A'     ^ 

„  „  „  „      standard  candle      A     c^ 

To  find  the  ratio  of  A'  to  A,  let  a  be  the  area  of 
*  Dr.  J,  HopkinBOQ  usis  a  doable  convei  lens,  uid  fomu  t,  real 
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the  double  concave  lens  filled  hy  the   pencil  of  light- 
which  would  have  illuminated  the  area  A,  &nd  let  the 


light  after  daspereion  appear  to  come  from  a  distance  s 
behind  the  lens,  then 


-  I 


where  /  ia  the  "focal  length "  of  the  lens — that  is,  the 
distance  from  the  lens  of  the  point  from  which  light, 
after  passing  through  the  lens,  would  appear  to  come  if 
the  source  of  light  were  very  far  away,  like  the  sun. 
Hence,  eliminating  a  and  x  from  the  preceding  three 
equationB,  we  have 

the  illaminating  power  of  the  electric  light       _ 
„  „  IT  91     standard  candle 


Chap.  IX.]  DISPERSION  PHOTOMETER.  457 

A  great  difficulty  in  coniparing  an  electric  Hght  with 
a  candle  arises  from  the  difference  in  colour  of  Uiese  two 
sources  of  light,  an  a/rc  light  being  much  bluer  than  d 
candle.  To  partially  overcome  this  difficulty,- two  dis- 
tinct comparisons  of  the  electric  light  with  the  candle 
should  be  made  when  the  screen  is  looked  at  succes- 
sively through  green  and  red  glass.  Pieces  of  what  are 
known  in  the  trade  as  signal  green  and  ruby  red  answer 
very  well  for  this  purpose,  but  they  should  be  selected  so 
that  a  bright  light  is  hardly  visible  when  looked  at  through 
the  two  pieces  placed  one  over  the  other,  as  then  the 
green  glass  allows  practically  no  red,  and  the  red  glass 
practically  no  green  light  to  pass.  The  two  comparisons 
made  with  green  and  red  glass  wUl  give  very  different 
results  for  the  illuminating  power  of  a  powerful  arc  light 
in  terms  of  that  of  a  candle,  because  the  ratio  of  green 
to  red  rays  in  the  former  is  so  much  lai^er  than  in  the 
latter. 

It  is  important  to  be  able  to  measure  the  illuminating 
power  of  tui  arc  lamp,  not  merely  in  a  horizontal  plane, 
but  for  rays  making  various  angles  wifch  the  horizontaL 
This  can  be  conveniently  done  by  placing  the  arc  lamp 
so  that  its  rays  come  in  any  desired  direction  to  the 
mirror  m  (Fig.  173),  and  turning  the  mirror,  with  the  gra>- 
duated  disc  D  attached  to  it,  until  the  rays  pass  through 
the  concave  lens  L,  and  fall  properly  on  to  the  screen  s. 
The  angle  that  the  beam  of  light  under  observation  now 
makes  with  the  horizontal  plane  at  the  electric  light, 
can  be  read  off  directly  by  the  position  of  the  graduated 
disc.  By  causing  the  mirror  M  to  turn  about  an  axis 
which  makes  an  angle  of  45°  with  its  plans,  the  light 
reflected  from  it  always  makes  the  same  angle  with  its  sur- 
face when  it  passes  after  reflection  through  the  lens,  hence 
the  portion  of  the  light  absorbed  by  the  mirror  is  conr 
stanty  and  may  be  determined  once  for  all  experimentally. 
So  also  the  portion  of  the  light  absorbed  by  the  lens  will 
be  constant,  and  may  be  determined  experimentally,  and 
both  these  fractions  can  easily  be  allowed  for  in  any 


I 

I 

I 

I 
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moasurementB  made  of  the  illnminating  power  of  an  arc 
lampi 

283.  Efficiency  and  Life  of  Incandescent  Lamps. — 

The  heat  produced  per  second  in  a  conductor  is  propor- 
tional to  the  square  of  the  current  passing  through  it 
(see  §  113,  page  198),  and  is  therefore  proportional  to  the 
product  of  the  current  into  the  P.  D.  maintained  at 
the  ends  of  the  conductor — ^that  is,  to  the  number  of  watts 
given  to  it.  The  temperature  of  the  conductor  will  de- 
pend on  the  heat  produced  in  it  per  second,  and  on  its 
facility  for  cooling  (see  §  1 1 1,  page  1 95).  But  experiments 
show  that  the  light  emitted  by  a  body  increases  very 
much  more  rapidly  than  the  heat  given  to  it  per  second ; 
for  example,  the  heat  given  to  a  kettle  of  boiling  water 
per  second  may  be  considerable,  but  is  not  sufficient  to 
cause  the  kettle  to  emit  any  light  at  all,  whereas  if  the 
metal  of  the  kettle  be  made  a  good  desd  liotter,  it  will 
begin  to  glow  and  commence  emitting  lights  and  when  it 
becomes  white-hot,  the  light  emitted  will  be  considerable. 
So  it  is  found  that  the  light  emitted  by  an  electric  lamp 
increases  mu^h  more  rapidly  than  the  watts  given  to  it — 
that  is,  the  efficiency  increases  wUh  the  power  supplied  to 
it.  As  far  then  as  the  cost  of  producing  the  power  is  con- 
cerned, it  is  more  economical  to  cause  the  carbon  of  an 
electric  lamp  to  have  an  intensely  white-hot  temperature 
than  merely  to  allow  it  to  glow  at  a  dull  red  heat.  But^ 
on  the  other  hand,  the  number  of  hours  during  which  an 
incandescent  lamp  can  be  used  before  the  carbon  filament 
breaks,  depends  on  the  temperature  of  the  filament.  If 
the  temperature  be  kept  always  low  enough,  the  filament 
will  last  for  several  thousands  of  hours,  the  lamp  emitting 
light  all  the  time,  whereas  if  the  temperature  be  too  high, 
the  life  wiU  be  reduced  to  a  few  hundred,  or  less  number 
of  hours.  Hence  it  is  an  important  question  to  decide 
how  bright  we  should  make  the  filament  of  an  incandes- 
cent lamp  when  in  use,  or,  in  other  words,  what  P.  D.  we 
should  maintain  at  its  terminals.  This  question  is  one 
that  must  be  solved  for  each  particular  case^  depending  on 
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the  efficieiu^  and  life  of  the  ktmp  for  different  P.  Ds., 
on  the  cost  of  a  new  lamp,  and  on  the  cost  of  power 
at  the  particular  place  where  the  lamp  is  used.* 

JSxcmiple  117.— If  power  cost  £16  per  horse-power 
per  annum  supplied  for  5  hours  per  nighty  and  if  a  new 
incandescent  lamp  cost  «3s.,  further,  if  when  used  so  as 
to  require  only  2^  watts  per  candle  it  lasts  for  500 
hours,  whereas  when  used  with  a  lower  P.  D.  at  its  ter- 
minals it  requires  3^  watts  per  candle,  but  lasts  1,500 
hours,  determine  which  is  the  more  economical  of  the 
two  modes  of  using  the  lamp  1 

First  case : — 

Cost  for  patoer  per  candle    __  15  x  20  x  2^   hillinffa 
per  hour  ~  746  x  5  x  366  ^         ^ 

Cost  for  lamp  renewals  per  ^      vmi- 

candle  per  hour  =  5^  shillmgs, 

Totaljost  per  candle  per   ^  ^^^^^  shillings 

Second  case : — 

Cost  for  power  per  candle    _   15  x  20  x  3^  ghiUinffa. 
per  hour  ""  746  x  5  x  365  ^ 

Cost  for  Urnip  renewals  per  3 

candle  per  hour  =   T^  ^^^'^^'^S^' 

Total^cost  per  candle  per    ^  ^.^^^^g  ^^^^^^^ 

therefore  using  the  smaller  P.  D.,  and  the  larger  number 
of  watts  per  candle,  is  much  the  more  economical  arrange- 
ment. 

Hxample  118. — An  arc  lamp  through  which  8  am- 
peres are  passing,  and  at  the  terminals  of  which  50  volts 

*  See  "The  Most  Economical  Potential  Difference  to  employ  witk 
Incandeicent  Lampa.**    Pkil»  Mag.t  April,  1886. 


460  PRACTICAL  ELBCTRICmr.  [Chap. 

are  maiiitained,  produces  750  candles,  while  an  incandea* 
cent  lamp  through  which  0*6  of  an  ampere  is  passing, 
and  at  the  terminals  of  which  70  volts  are  maintained, 
produces  17  candle&  Compare  the  efficiency  in  the  two 
cases, ' 

„      ,  ,  1      «,  .  750   or  about  l-9candle 

For  the  arc  lamp  the  efficiency  is  g"^^        per  watt 

For  the  incandescent  lamp  the      17       or    about    0*45 
efficiency  is  0*6  x  70  ca^^dle  per  watt^ 

therefore  the  efficiency  of  the  arc  lamp  is  more  than  four 
times  that  of  the  incandescent. 

JExample  119. — A  battery  having  a  resistance  of  4 
ohms,  and  an  E.  M,  F.  of  30  volts,  is  sending  a  current 
through  an  outside  circuit  consisting  of  leading  wires 
having  a  resistance  of  1  ohm  and  4  incandescent  lamps 
suranged  in  parallel,  and  at  the  terminals  of  which  12 
volts  are  maintained.  If  each  lamp  produces  3^  candles* 
calculate  the  efficiency  of  the  arrangement. 

rru               4.                                             30-12 
The  current  =   

4+  1 
=  3*6  amperes. 
The  power  produced  by  the  battery  =  3*6  X  30 

> 

=  108  watts. 
The  power  wasted  in  the  battery       =  (3*6)^  x  4 

=  51-84  watts. 

The  power  wasted  in  the  leading  wires  =  (3*6)^  X  1 

=  12-96  watta 
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The  power  given  to  the  4  lamps  in  _  o.g  ^  10 
parallel  ~ 

=  43-2  watts. 

Therefore,  of  the  108  watts  produced  by  the  battery, 
64*8  watts,  or  60  per  cent.,  are  spent  uselessly  in  heating 
the  battery  and  leading  wires;  43*2  watts,  or  40  per 
cent  of  the  total  power^  are  given  to  the  lamps ;  and,  as 
4  X  3|  or  14  candles'  illumination  is  produced,  the  effi- 
ciency of  the  lamps  is  0*324  candles  per  watt. 

When  a  power  of  1  watt  is  being  developed  the  vfork 
done  per  second  is  sometimes  called  a  *^ joule**  Hence 
1  j&uie  equals  0*7375  foot  pounds*     And 

1  watt-second  =  1  joule. 
1  watt-minute  =  60  joules. 
1  horse-power  hour  =  1,980,000  foot  pounds. 
„       ,,        V    ss  2,685,600  joulea 
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Appendix  to  the  Section  on  Shunts. 

234.  Kirchhors  First  Law— 235.  Kirohhoff's  Second  Law^23ej 
Gturent  throup^h  the  Galvanometer  of  a  Wheatstone's  Bridge — 
237.  Beit  Renstance  for  the  Galvanometer  with  a  Wheattttone's 
Bridge — ^238.  Best  Arrangement  of  the  Battery  and  Galvanometer 
with  a  Wheatstone*8  Bridge — 239.  Measuring  a  Besistanoe  contain- 
ing an  E.  M.  F. 

In  the  case  of  even  a  somewhat  complicated  circuit 
like  that  shown  in  Fig.  175,  there  is  no  difficulty  in  cal- 
culating the  current  flowing  in  every  part,  if  we  use  the 
principles  developed  in  §  103,  page  177,  and  in  §  137^ 
page  253,  to  solve  the  problem  step  by  step.  Let  capital 
letters  stand  for  the  currents  flowing  in  the  several 
branches,  and  small  letters  for  the  resistances  of  these 
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branches ;  let  x  be  the  resistance  between  the  points  1 
and  2,  and  y  that  between  3  and  4,  and  let  E  be  the 
E.  M.  F.  of  the  battery ;  then 


X  = 


y  = 


-     98 


9-^8 

t(x+  r) 
f^  x  +  r* 
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B  = 


T  = 


R  = 


a  = 


E 


X  +  r 


X  -^  r  -{-  t 

t 
X  ■\'  r  -\-  t 

8 


B, 


8  -\-  g 


R, 


s  = 


_      9 


8  -\-  g 


R 


Hence,  the  currents  B,  T,  R,  G,  and  S  are  expressed  in 

terms  of  E,  and  the  various  resistances  5,  p,  q,  t,  r,  g,  and  s. 

But  if  we  try  to  do  the  same  thing  for  the  circuit 

shown  in  Fig.    176,  and  which  at  first  sight   appears 


Pig.  17«. 

equally  simple,  it  will  be  seen  that  the  method  previously 
employed  is  inapplicabla     We  may  say  that 

E 


B  = 


h  -|-  resistance  between  1  and  4 
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but  how  are  we  to  expresB  the  resistance  between  the 
points  1  and  4  in  terms  of  p,  q,  r,  8,  and  g.  To  do  this 
we  require  to  use  what  are  known  as  ''  Kirckhoff'a  ji/rst 
amd second  laws" 

234.  EirohhoflTB  First  Law. — ^This  is  very  simple, 
and  merely  expresses  the  fact  that  if  there  is  one  current 
B  (Fig.  176)  that  flows  towards  a  point  1,  and  two 
currents  P  and  Q  that  flow  away  from  this  point 

B  =  P  +  Q  .  .  .  .  (1) 

Similarly,         P  =  G+  R  .  .  .  .  (2) 

S  =  G-hQ  .  .  .  .  (3) 

B  =  R-hS 

These  equations  are  not,  however,  all  independent^ 
as  any  one  could  be  obtained  from  the  other  threa 

Kirchhoff's  first  law  is  sometimes  stated  thus  : — The 
algebraical  sum  of  all  the  currents  meeting  a/t  a  point  is 
nought^  the  ''  algebraical "  sum  meaning  that  the  currents 
that  flow  away  from  the  point  must  be  taken  with  a 
negative  sign  if  those  flowing  towards  it  be  taken  with  a 
positive  sign,  or  vice  versd, 

235.  EirohhofTs  Second  Law.— /n  any  closed  cir- 
cuit the  algebraical  swm  of  the  prodiicts  of  the  currents  into 
the  resistances  equals  the  E,  M.  F,  in  the  circuit.  In  using 
this  law  the  currents  are  to  be  taken  with  a  positive  or  a 
negative  sign  according  as  they  flow  in  the  same  or  in 
opposite  directions  round  a  circuit ;  and  the  E.  M.  F.  is 
to  be  taken  with  a  positive  or  a  negative  sign  according 
as  it  assists  or  opposes  the  currents  that  are  arbitrarily 
taken  as  positive. 

Let  Vj,  Vg,  V3,  (fee,  be  the  P.  Ds.  at  the  points 
1,  2,  3,  &c.,  then  from  Ohm's  law  {see  §  74,  page  130)  it 
follows  that 

Pp  =  Vi  -  Vj. 

G<?  =  V,  -  Vj, 

Qy=  Vi-Vj, 

.-.      Pp  +  Gjr-  Qg-rr   0  .  ,  .  .         (4) 
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Similarly,  R  r  =  Vg  -  V4, 

S»  =  V3  -V4, 
.-.     G^  +  S«- Rr  =  a        .        .        .        .       (6) 

As  to  the  circuit  containing  the  battery  and  the  points 
1,3,4, 

Qg=   Vi-  V^ 

S«  =  V3  -  V^ 

B  6  =  E    -  (Vj  -  V^),   {see  §  116, 

[page  206). 

.-.      Qg  +  S«  -h  B6  =  E     .        .        .        .         (6) 

Three  independent  equations  (1),  (2),  (3),  therefore, 
may  be  obtained  by  using  Kirchhors  first  law,  and  three 
more  (4),  (6),  (6),  by  using  his  second  law,  or  six  equa- 
tions altogether.  From  these  the  six  currents  B,  P,  Q,  R, 
S,  and  G  can  be  found  in  terms  of  E,  the  E.  M.  F.  of  the 
battery,  and  the  six  resistances  6,  p,  g,  r,  «,  and  g, 

236.  Current  through  the  Galvanometer  of  a 
Wheatstone's  Bridge. — ^The  current  of  most  interest  to 
us  is  G,  because  this  is  the  current  that  will  pass  through 
the  galvanometer  in  a  Wheatstone's  bridge  when  balance 
is  not  obtained.     The  value  of  G*  so  obtained  is 

E  (g  r  —  J»  «) 

H9(jf>  +  9'  +  »•  -f«)-f  0?  +?)(r  +  8)}  +  ^(1?+  r){q^8) 
•^r(p^-q){q^-8)  -q(qr  -ps) 

And  this  we  see  equals  nought  when 

qr=  p8y 

*  A  very  oonvenient  method  based  on  Eirchhoff*8  lawB,  but  in- 
Tolving  the  iiae  of  determinantB  for  solving  such  questions,  iros  sug- 
gested by  the  late  Professor  Clerk  MaxweU,  and  has  been  recently 
extended  by  Dr.  Fleming  in  the  Proo.  Phys.  Soo.,  voL  vii,  part  3, 
page  215. 

B  B 
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ii 


i.«.     when  ^=  — 
q        8 

This  result  for  the  law  of  the  Wheatstone's  bridge  was 
much  more  simply  obtained  in  §  97,  page  167,  but  the  . 

method  there  employed  for  arriving  at  the  bonnection  I 

that  existed  between  the  resistances  when  no  current  was  ' 

passing  through  the  galvanometer,  gave  us  no  indication  ^ 

as  to  what  the  current  would  be  if  this  connection  between 
the  resistances  were  not  fulfilled.  1£  qr  equals  p  8  there 
will  be  no  current  through  the  galvanometer,  whatever  be 
its  resistance,  or  however  it  be  constructed ;  but  as  our 
only  method  of  insuring  that  qr  shall  be  equal  to  j9  8,  is  by 
varying  one  or  more  of  the  resistances  until  no  visible  de- 
flection is  observed  on  the  galvanometer,  it  is  important  to 
construct  the  galvanometer  so  that  the  needle  will  deflect 
even  when  there  is  a  very  small  difierence  between  q  r 
and  p  8,  The  proper  wire  to  wind  on  the  galvanometer 
bobbins  may  be  calculated  from  the  formula  given  in 
§98,  page  171 ;  and  that  formula,  as  will  be  seen  in  the 
next  section,  con  be  obtained  by  multiplying  the  ^/~g 
(which  we  know  from  §  217,  page  418,  is  proportionjJ 
to  the  sensibility  of  the  galvanometer)  by  the  value  of  G 
given  above  when  qr  ~  p8  has  a  fixed  small  value,  and 
seeing  what  is  the  relationship  between  g  and  p,  q,  r, 
and  8  that  makes  G  ^g  a  maximum. 

237.  Best  Resistance  for  the  Galvanometer  with  a 
Wheatstone's  Bridge. — If  G  be  the  current  passing 
through  the  galvanometer  of  a  Wheatstone*s  bridge,  and 
g  be  its  resistance,  the  magnetic  effect,  which  is  propor- 
tional  to  Gy^  is,  from  the  last  section,  proportional  to 

E  {qr—ps)  v^ 

^  (P  -\-  q)  ir  +  »)  +  r  (p  -\-  q)  {q  -\-  8)  —  q  {qr  ^  ps) 
+  {  ^  (/>  -H  3^  -I-  »•  4-  «)  -h  (P  +  ^)  (?  +  «)} 

Now  this  expression  is  of  the  form 

ax 

h  -f-  c»* 
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where  a^  b,  and  c  are  constants,  and  x  is  the  variable, 
and  such  an  expression  we  saw  in  §  136,  page  245,  is  a 
maximum  when 

c 
Therefore  it  follows  that  G  ^g  will  be  a  maximum  when 

_  b{p  '\-q)(r  +  8)  +  r(p  -\-q)(q  -\-8)  —  q{qr  —  p8) 
"  h(p-\'q-\-r'{'8)  +  {p-\-r){q-\-8) 

But  we  want  to  find  the  best  value  to  give  to  g  when 
balance  is  nearly  established,  that  is,  when  g  r  is  nearly 
equal  to  p8,  since  that  is  when  it  is  most  important  to 
have  the  galvanometer  sensitive,  hence  we  may  assume 
that  q  r  equals  p  8  in  the  preceding  expression  for  g. 
Under  these  circumstances  we  find  that 

__    hq{r  +  g)g  -\-  qr  (r  +  8)  (q  -{-  8) 
^  ""       b(r  +  8)(q-{-8)  +  r{q  +  8y 

_  „    r  -\-  8      b  (r  -i-  8)  -\-  r(q  -h  8) 
q  +  8      b  {r  +  8)  +  r(q  -\-  8) 

And  this  when  q  r  equals  p8  ia  the  same  as 

(p  +  q)  (r  +  8) 
P  +  q  '\-  r  +  8^ 

which  is  therefore  the  best  resistance  to  give  to  the  gal- 
vanometer. 

238.  Best  Arrangement  of  the  Battery  and  Oalvano- 
meter  with  a  Wheatstone's  Bridge. — We  have  seen,  in 
§  97,  page  167,  that  when  balance  is  obtained  the  battery 
and  galvanometer  may  be  interchanged  without  disturbing 
the  balance.  But  when  balance  has  not  been  obtained 
a  greater  current  will  pass  through  the  galvanometer  when 
it  and  the  battery  are  arranged  one  way  than  will  pass 
when  the  galvanometer  and  the  battery  are  interchai4;ed. 


468  PBAOTIOAL  BLSGTRICITT. 

In  other  words,  one  arrangement  is  more  sensitive  than 
the  other,  and  the  object  of  the  following  is  to  ascertain 
which  is  the  more  sensitive  arrangement 

As  we  are  dealing  with  a  definite  galvanometer  of 
fixed  resistance,  we  are  merely  concerned  with  the  current^ 
and  need  not  consider  the  magnetic  effect.  Let  G^  be 
the  current  passing  through  the  galvanometer  when  it 
and  the  battery  are  placed  as  shown  in  Fig.  176,. page 
463,  and  let  G^  be  the  current  when  the  galvanometer 
and  battery  are  interchanged^  then 

and  the  value  of  G|  is  given  in  §  236,  page  465« 
Hence 

where  D|  and  Do  stand  respectively  for  the  denominators 
of  G^  and  G2.     Simplifying,  we  have 

1st. — Let  g  he  greater  than  h.  Then  G^  —  Gg  wiU  be 
positive,  that  is,  the  first  arrangement  will  be  more  sen- 
sitive than  the  second,  when  p  and  r  are  respectively 
both  greater  or  both  less  than  8  and  q.  Therefore  the 
gidvanometer  8h(yidd  connect  thejtmction  qfthe  twogreaier 
re8i8tance8  with  the  junction  ofihe  two  le88, 

2nd.  Let  b  be  greater  than  g.  Then  G^  —  G^  will  be 
positive,  or  the  first  arrangement  will  be  more  sensitive 
than  the  second,  when  p  is  greater  than  «,  and  r  is  less 
than  ^,  or  when  p  is  less  than  «,  and  r  is  greater  than  q. 
Therefore  the  battery  ehotUd  connect  the  jtmction  of  ih& 
two  gretUer  retietancee  wWi  thejtmction  qf  the  two  Uee. 
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239.  Heasnring  a  Besistanoe  containing;  an  E.  H.  7. 
— If  in  one  of  the  branches  3  4  of  the  Wheatetone'a  bridge 
(Fig.  I77)there  be  an  opposing  E.  M.  F.of  evolts,  Kirch- 


hofi's  second  law  tells  us  that  equation  (5)  (§  235,  p^;a 
465)  becomes 

Gff  +  S»  -  R)-=  -  e, 

and  equation  (6)  becomes 

Qy  +  Sb  +  BJ  =  E  -  e; 

the  other  four  equations  remaining  as  before.     Using 
these  equations  we  nov  find  that 

q^       ^(qr  -  ps)  -  e  {b(p  +  g)  +  q(p  +  r)} 

biff{p  +  q  +  r+s)  +  ip+q){r  +  8)} 
+  ff(P  +  ^}(q  +  »)  +  'ip  +l)(q  +  ")  -  q(.qr  ~  pj>) 

This  current  is  obviously  the  difference  of  two  currents, 
the  one  the  current  that  would  exist  if  e  were  nought — 
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that  is,  if  there  were  no  K  M.  F.  in  the  branch  3  4  of  the 

bridge — the  other  the  current  that  would  exist  if  E  were 
nought — that  is,  if  the  testing  battery  had  no  E.  liL  F» 
This  is  expressed  by  saying  that  each  E,  M,  F.  O/cts  inde- 
pendently y  a  result  that  is  wnivereaUy  tnia 

If        qr  =  ps, 

the  expression  given  above  for  Q  reduces  to  simply 

P^ 

9(P  +  r)  +  r(p  +  q)* 

the  negative  sign  meaning  that  the  current  tfarougli 
the  galvanometer  is  now  in  the  opposite  direction  to  that 
shown  in  the  figure.  This  current  is  independent  of  E 
and  of  b — that  is  to  say,  if  the  resistances  be  so  adjusted 
that  q  r  equals  ps,  no  change  will  he  made  in  the  current 
through  the  galvanometer  by  altering  the  value  of  E,  or 
of  bf  or  of  both.  This  leads  us  to  a  very  simple  test  for 
measuring  a  resistance  8  containing  an  R  M.  F.,  and 
which  is  : — Adjust  the  resiata/nces  />,  q,  and  r  until  on 
making  a/nd  breaking  the  circuit  containing  the  testing 
battery f  no  change  is  proditced  in  the  galvanometer  deflec- 
tion. Or,  the  testing  battery  may  be  dispensed  with 
altogether,  and  a  wire  of  any  convenient  resistance  sub- 
stituted for  it,  the  E.  M.  F.  in  the  branch  3  4  being  the 
only  E.  M.  F.  employed.  In  that  case  the  resistamcee  p, 
g,  and  r  must  be  adjusted  untUj  on  connecting  and  discoTi- 
necting  this  wire^  no  change  is  produced  in  the  galvano- 
meter deflection.     Then 

P 

This  latter  is  known  as  "  Mamcf^s  test "  for  measuring  the 
resistance  of  a  conductor  containing  an  E.  M.  F.  such  as 
a  battery,  a  long  telegraph  line  in  which  an  E.  M.  F.  is 
produced  by  atmospheric  causes,  or  by  there  being  a 
F.  D.  between  the  ground  at  the  two  ends  of  the  line,  &e. 
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Althou^  connecting  and  disconnecting  the  .'wire  that 
is  used  to  join  the  points  1  ^d  4  produces  no  change  in 
the  cnrrent  passing  through  the  galvanomeber  vhen  s 

eqnah  —  ,  the  current  Bent  through  the  circuit  by  e  is 

increased  on  connecting  the  auxiliaiy  wire  used  to 
join  the  points  1  and  4.  Hence,  this  test  can  only  be 
employed  when  e,  the  S.  M.  F.  in  the  branch  3  4,  is  not 
altered  by  varying  the  cuiTent  sent  by  this  E.  M.  F, 
through  the  circuit. 

Example  120. — Prove  directly  the  formula  employed 
in  Manege  test  for  measuring  the  resistance  of  a  conductor 
containing  an  E.  M,  F. 

From  Fig  178,  which  shows  the  distribution  of  cur- 


rente  when  the  wire  used  to  join  the  points  1  and  4  is 
disconnected,  we  have 

R=  P+G (1) 

P(p  +  ,)_G?=  0 (2) 

R(r  l-8)  +  Gff=    e    .    .     .    .    .     .     (3) 


472  PRACnCAL   ELBCTTBICITT. 

Wbva  Uiis  wire  is  joiued,  all  the  ciureDts  will  be 
altered  except  O.  Let  tJieni  now  be  F,  Q',  R',  S'  (Fig. 
179).  then 

8'    =  Q'  +  G     .    .    .     .    (*) 
R'   =  F  +  G     .    .    .    .     (5) 

P'p  +  Ci'q-Gg=  0 (6) 

Kr  +  S^  +  Gff=  e (7) 


Kg.  179. 

From  eqnatioiu  (2)  and  (6)  we  bave 

(P-F)p=  (Q-P)5    .    , 

and  from  equations  (3)  and  (7) 

(R-R')r  =  (S'  -E)«    .     . 

From  equations  (1)  and  (S)  it  follows  that 

p  -  p'  =  R  -  r; 

and  from  equations  (1)  and  (i)  that 

Q'  -  P  =  S'  -  B, 


therefore  Bubstitutiiig  these  Ttdues  in  eqaatioDS  (8)  atid 
(9)  we  have 


Example  121.— A  battery  having  an  E.  M.  P.  of  3J 
volts  and  a  reaistanoe  of  2|  ohms,  is  employed  in  sending 
a  current  through  a  circuit  consisting  of  a  resistance  of 
1,234  ohms  in  series  with  a  galviuiometer  of  52  ohms' 


resiatance,  shunted  with  a  shunt  of  4J  ohms'  resistance, 
containing  an  opposing  E.  M.  F  of  1  volt.  What  is  the 
current  flowing  through  the  galvanometer  1 

The  arrangement  of  the  circuit  is  shown  in  Fig,  180, 
and  if  B,  G,  and  S  be  the  currents  in  amperes  flowing 
respectively  through  the  battery,  the  galvanometer,  and 
the  shunt,  we  have  by  Kirchhofl's  fir^t  and  second  laws, 

B=S  +  G. 
(2J  +  1,234)  B  + 52  G  =  3J, 
52  G  -  4J  S  =  1. 
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Eliminating  B  and  S  from  these  three  equations,  we 
find 

G  5=  0-01786. 

Answer. — 0*01786  amperes. 

Example  122. — What  E.  M.  F.  must  be  inserted  in 
the  shunt  in  the  last  question  so  that  no  current  shall 
pass  through  the  shunt  ? 

Let  e  be  this  E.  M .  F.  in  volts,  then  we  must  find  the 
value  of  e  that  makes  S  equal  to  noiught  in  the  following 
equations : — 

B  =  s  +  a, 

1,236J  B  +  52  G  =  3J, 
52  G  -  4J  S  =  «. 

Patting  S  equal  to  nought  we  have 

1,288JG=  3J, 
d2  G  =  e, 

•  • .    «  =   2.  volts. 

l,288i 

Anstoer, — 0*1413  volts. 

This  question  may  be  solved  differently  .thus : — If  no 
current  passes  through  the  shunt^  the  K  M.  F.  must  be 
equal  and  opposite  to  the  P.  D.  that  would  be  produced 
between  the  terminals  of  the  galvanometer  if  there  were 
no  shunt  circuit  at  all,  and  this  we  know,  from  §  115, 
page  204,  is  equal  to  the  E.  M.  F.  of  the  battery  multi- 
plied by  the  ratio  of  the  resistance  of  the  galvanometer 
to  that  of  the  whole  of  the  circuit,  or 

^^       X  ^  volts. 


l,288i 
the  same  expressicm  that  m  given  above  for  e. 
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Example  123. — Does  the  presence  of  the  shunt  in 
i^xample  121  increase  or  diminish  the  current  that  would 
pass  through  the  galvanometer  if  there  were  no  shunt 
circuit,  and  by  what  amount  is  the  galvanometer  current 
varied) 

If  there  were  no  shunt  the  current  through  the 
galvanometer  would  be 

^J_,  or  0-002717  amperes. 


l,288i 


We  see,  therefore,  that  the  shunt  in  this  particular 
case,  in  consequence  of  the  E.  M.  F.  in  it,  actually  in- 
creases the  galvanometer  current  by 

001786  —  0002717,  or  15-thousandths  of  an  aippera 
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CITY  AND  GUILDS  OF  LONDON  INSTITUTE. 

CENTRAL   INSTITUTION. 


PHYSICAL    DEPARTMENT. 


To  oomparethe  amount  of  CHEMICAL  DECOMPOSITION 
produced  per  second  by  a  current  with  the  corre- 
sponding DEFLECTION  of  a  TANGENT  GALVANO- 
METER. 

Fbeliminabt. — The  ctirrent  passing  through  the  volta- 
meter and  galvanometer  can  be  varied  by  altering  the 
resistance  in  circuit.  The  value  of  the  resistance  need 
not  be  known. 

When  the  clip  is  firmly  fixed  on  the  small  piece  of 
indiarubber  tube,  the  gas  evolved  by  passing  a  current 
through  the  voltameter  cannot  escape,  and  so  the  pressure 
inside  becomes  greater  than  the  atmospheric  pressure, 
and  forces  the  Hquid  up  the  glass  tube.  The  rate  at 
which  the  liquid  rises  in  the  tube  is  a  measure  of  the 
amount  of  gas  evolved  per  second.  Beleasing  the  clip 
allows  the  gas  to  escape.  The  volume  of  the  tube  be- 
tween the  two  marks  0  and  7  is  2*284  cubic  centimetres. 

Experiments. — (I.)  Adjust  the  needle  of  the  galva- 
nometer to  zero  by  slightly  turning  the  instrument. 

(2.)  Send  a  current  through  the  apparatus  by  pressing 
the  key,  and  open  the  clip  so  that  the  gas  escapes.  Keep 
the  key  pressed  for  a  few  minutes,  until  the  liquid  be- 
comes thoroughly  saturated  with  gaa     Now  close  the 
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clip,  and  note  the  interval  of  time  it  takes  for  the  liquid 
to  rise  from  the  lowest  to  the  highest  mark  on  the  tube ; 
also  note  the  steady  deflection  of  the  galvanometer.* 

(3.)  Vary  the  current  by  altering  the  resistance  in 
circuit,  and  repeat  the  observation  mentioned  in  (2). 

(4.)  Repeat  (3)  with  as  many  different  strengths  of 
currents  as  possible 

(5.)  Tabulate  your  results  in  a  convenient  form. 

(6.)  Draw  a  curve  having  for  abscissse  the  quantity 
of  gas  evolved  per  second,  and  for  ordinates  the  tangents 
of  the  corresponding  deflections  of  the  galvanometer. 

Deductions. — Write  out  clearly  all  the  inferences 
which  can  be  drawn  from  this  experiment,  assuming  that 
the  strengths  of  currents  are  proportional  to  the  amount 
of  chemical  decomposition  which  they  produce  per  second. 

Determine  the  constant  a  of  the  galvanometer  such 
that 

A  =  a  taiL  df 

where  A  is  the  current  in  amperes  and  d  the  deflection  it 
produces,  having  given  that 

1  ampere  liberates  0*1738  c.c.  of  mixed  gas  per  second, 
when  measured  at  0°  0.  and  760  m.in.  pressura 

State  clearly  the  corrections  which  would  have  to  be 
applied  in  making  accurate  determinations  of  current 
strength  by  this  method. 

,   *  It  is  desirable  to  make  two  or  three  determiDations  with  each 
particular  current,  and  take  the  mean- 
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CENTRAL   INSTITUTION. 


PHYSICAL    DEPARTMENT. 


EXPERIMENTS  on  SHUNTS. 

Pbeliminart. — When  the  current  to  be  measured  in 
any  circuit  is  too  larc^e  for  the  ealvanometer  available  to 
mLure  it.  only  a  kifown  fra^^of  the  current  is  passed 
through  the  galvanometer,  the  remainder  being  passed 
from  one  terminal  of  the  galvanometer  to  the  other 
through  a  "  by-pasa  "  or  "  shunt "  circuit.  As,  however, 
the  introduction  of  this  shunt  circuit  lessens  the  resist- 
ance between  the  terminals  of  the  galvanometer,  and 
therefore  the  total  resistance  used  in  the  experiment,  the 
rnain  current  is  increased.  Thus  it  may  happen  that  the 
effect  of  shunting  a  galvanometer  is  to  scarcely  diminish 
the  current  passing  through  it 

The  following  experiments  have  been  devised  to  maktt 
the  student  practically  acquainted  with  the  effect  of 
shunting  a  galvanometer,  and  the  manner  in  which  the 
effect  of  a  given  shunt  depends  on  the  resistance  in  the 
other  parts  of  the  circuit. 

The  resistance  of  the  galvanometer  circuit  unshunted 
is  about  200  ohms. 

Experiments. — (L)  Using  one  cell  of  the  battery, 
and  with  no  resistance  in  the  main  circuit  excepting  that 
of  galvanometer,  battery,  and  connecting  wires,  send  a 
current  through  the  unshunted  galvanometer  and  note 
the  deflection  d  produced. 

(2.)  Place  various  resistances  from  the  highest  avail- 
able down  to  0  in  the  shunt  circuit,  and  note  all  the 
corresponding  deflections. 

(3.)  Tabulate  your  results  in  some  convenient  form. 
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(4.)  Plot  a  curve  having  for  abscissae  the  resistances 
in  the  shunt  cii-cuit,  and  for  ordinates  the  corresponding 
currents  passing  through  the  galvanometer. 

(5.)  Join  up  two  cells  of  the  battery,  and  introduce 
such  a  resisteBce  into  the  main  circuit  ^  will  give  the 
same  deflection  d  as  was  obtained  in  (1)  when  the  galva- 
nometer was  unshunted. 

(6.)  Bepeat  (2),  (3),  (4),  drawing  the  curve  on  the 
same  sheet  of  paper. 

(7.)  Kepeat  (5)  and  (6),  using  four  and  six  cells  re- 
spectively. 

DBDU0TI0N& — Write  out  a  clear  account  of  the  in- 
ferences which  you  can  draw  from  these  experiments. 

Also  determine  algebraically  the  general  equation  to,  and  charac- 
ier  of,  the  curves  obtained  in  these'  experiments,  and  show  how  the 
results  obtained  exi>erimentally  could  be  deduced  from  this  equation. 
ProYe  that  the  curves  have  a  commcn  aajmptote,  and  find  the  limits 
between  which  the  other  asymptotes  lie. 
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PHYSICAL    DEPARTMENT. 


To  CALIBRATE  an  AMMETER  by  the  CALORIMETRIG 

METHOD. 

Pbeliminabt. — ^The  calorimeter  provided  ooncdsts  of 
a  thin  copper  vessel  supported  within  an  air  space,  and 
sei'eened  from  external  radiation  by  a  lai^  water  jacket. 
A  coil  of  German  silver  wire  is  inserted  in  the  calori- 
meter, and  surrounds  the  bulb  of  a  delicate  thermometer. 
This  thermometer  serves  to  show  the  rise  of  temperature 
of  the  water  and  calorimeter  caused  by  passing  a  ci^rrent 
through  the  wire.  Another  thermometer  indicates  the 
temperature  of  the  large  water  jacket  in  which  it  is  im- 
mersed. 

Experiments. — (1.)  Carefully  dry  and  weigh  the 
small  copper  calorimeter,  the  approximate  weight  of 
which  is  24 '8  grammes. 

(2.)  Partly  fill  the  calorimeter  with  distilled  water  by 
means  of  the  pipette  provided,  and  determine  the  weight 
of  the  water  added. 

(3.)  Keplace  the  calorimeter  within  the  water  jacket 
and  connect  the  wires  to  the  ends  of  the  coiL  Adjust 
the  pointer  of  the  ammeter  to  zero  (if  necessary)  by  turn- 
ing the  small  milled  head  at  the  top. 

(4.)  Complete  the  circuit,  and  adjust  the  carbon  re- 
sistance till  a  suitable  deflection  is  obtained  on  the  am- 
meter, say  0*8,  which  must  be  maintained  constant. 
Keep  the  water  weU  agitated  by  means  of  the  stirrer, 
and  take  "  time  readings  "  (about  every  half-minute)  of 
the  temperatures  of  the  inner  and  outer  vessels,  until  the 
inner  thermometer  has  risen  several  degrees  Break  the 
circuit 
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(5.)  Tabulate  your  results  in  a  convenient  form. 

(6.)  Plot  a  curve  having  times  for  abscissae  and  tem- 
peratures of  the  calorimeter  for  ordinates. 

(7.)  Repeat  (4),  (5),  (6),  using  successively  currents 
which  produce  deflections  of  about  1*1,  1*4,  1*7,  and  2*0 
on  the  ammeter. 

(8.)  When  all  the  heating  observations  have  been 
taken,  break  the  circuity  and  allow  the  calorimeter  to 
cool  to  nearly  its  initial  temperature,  and  take  time 
readings  of  its  temperature,  keeping  the  water  well 
stirred  all  the  while. 

(9.)  Plot  a  "  cooling  cv/rve "  from  the  observations 
obtained  in  (8). 

(10.)  Correct  the  heating  curves  obtained  in  (6)  and 
(7)  by  the  cooling  curve  (9),  and  determine  the  corrected 
rise  of  temperature  in  a  given  time  (say  five  minutes). 

(11.)  Calculate  the  strength  of  current  passing  in 
each  of  the  above  experiments  from  the  formula 

A=\/(W-hi^)T 
"V    0-24  xri 

where  A  stands  for  the  current  in  amperes, 

„     r       „  „       resistance   of   the   coil  in  ohms, 

which  is  10306  at  15°-6C. 
„    W      „  „       weight  of  the  water  in  grammes, 

,,     ty      „  „       water-equivalent   of    the   calori- 

meter, thermometer,  <fec.,  which 
equals  2*778  grammes, 
„     T      „  „      corrected  rise  of  temperature  in 

t  seconds, 
„      i      „  „       time  in  seconds, 

and  compare  the  values  so  obtained  with  the  gi*aduations 
of  the  ammeter. 

Deductions. — State  clearly  how  the  heating  curves 
are  corrected  from  the  cooling  curve  so  as  to  show 
what  would  have  been  the  true  rise  of  temperature  if  no 
cooling  had  taken  place  during  the  experiment. 

F  F 
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CITY  AND  GUILDS  OF  LONDON  INSTITUTE 

CENTRAL   INSTITUTION. 


PHYSICAL    DEPARTMENT. 


To  CALIBRATE  an  AMMETER  by  means  of  a  SILVER 

VOLTAMETER. 

Preliminary. — The  voltameter  consists  of  a  platinum 
dish  containing  a  25  per  cent,  solution  of  silver  nitrate, 
and  in  which  a  silver  plate  is  immersed.  An  adjustable 
carbon  resistance  is  provided,  by  means  of  which  the  cur- 
rent passing  through  the  voltameter  can  be  maintained 
constant  during  each  experiment,  and  can  be  varied  in  the 
different  experiments. 

Experiments. — (1.)  Carefully  clean,  dry,  and  weigh 
the  platinum  dish,  the  approximate  weight  of  which  is  78 
grammes. 

(2.)  Pour  the  solution  of  silver  nitrate  into  the  dish 
and  place  it  on  the  three  brass  pins  provided  for  its  re- 
ception, and  which  are  electrically  connected  with  the 
left-hand  binding  screw  on  the  board.  Immerse  the 
silver  plate  in  the  solution,  and  clamp  it  in  such  a  posi- 
tion that  its  edges  are  equally  distant  from  the  sides  and 
bottom  of  the  dish. 

(3.)  Turn  the  small  milled  head  at  the  top  of  the 
ammeter  so  that  the  pointer  of  the  ammeter  comes  oppo- 
site the  zero  on  the  scale,  if  not  there  already.  Place  the 
copper  connecting  wire  in  the  mercury  cups  marked  A 
and  C  (which  cuts  out  the  voltameter),  and  adjust  the 
carbon  resistance  until  a  convenient  current  iiows  round 
the  ammeter.     Remove  the  connecting  wire. 

(4.)  Quickly  insert  the  connecting  \^dre  in  the  mer- 
cury cups  marked  A  and  B,  carefully  noting  the  instant 
at  which  the  circuit  was  completed.      Allow  the  current 
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to  pass  for  a  convenient  time  (10  to  30  minutes,  accord- 
ing to  the  strength  of  current  used),  and  keep  the  current 
constant  by  the  adjustable  resistance.  Note  the  tem- 
perature of  the  room  during  the  experiment,  and,  at  the 
end  of  the  interval  decided  on,  quickly  break  the  circuit. 

(5.)  Empty  the  solution  from  the  dish  into  its  bottle 
and  carefully  wash  the  deposited  silver  with  distilled 
water.  Then  fill  the  dish  with  distilled  water  and  allow 
it  to  stand  10  to  15  minutes.  Again  wash  with  water, 
alcohol,  and  ether,  dry  over  the  spirit-lamp,  and  cool  in 
the  desiccator. 

(6.)  Carefully  determine  the  increase  of  weight  due 
to  the  silver  deposited  on  the  dish. 

(7.)  Calculate  the  strength  of  current  used  in  the 
experiment,  assuming  that  one  ampere  deposits  1*11815 
milligrammes  of  silver  per  second. 

(8.)  Repeat  the  experiment  with  several  different 
strengths  of  current. 

(9.)  Tabulate  your  results  in  some  convenient  form 
and  write  them  with  your  name  on  the  card,  on  which 
you  will  find  recorded  the  results  of  previous  experiments. 
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A  BSOLUTE   CaUbration,    Galva- 

*^  nometers  with  Invariable, 

57 

——  Calibration  of  Galvanometers, 
30,395-400 

Calibration  of  a  Galvanometer, 

Meaning  of,  22 

Calibration  of  Potential  DiiTer. 

enoe  Galvanometers,  127, 
408—415 

Calibration,  Portable  Galvano- 
meter with  Approximate, 
09—71 

Electrometer,  93 

Measurement  of  Capacity,  327 

Units,  141 

Accnmulating  Influence  Machines, 
301 ;  Holtz's,  367;  Nichol- 
son's, 366;  Thomson's,  364 ; 
Varley's,  367;  Voss,  367; 
Wimshiust,  367.  (See  also 
Inflaenoe  Machines.) 

Accumulator,  Measuring  Besistanoe 
of,  206 

Accumulators,  Small  Internal  Be- 
sistance  of,  206,  261 

Accuracy  of  Graduation,  Testing 
Ammeters  for,  395 

of  Graduation,  Testing  Volt- 
meters for,  406 

of  Beadings  with  Tangent  and 

Degree  Scales  Conapared,40 

Acid,  Dilute  Sulphuric,  £ffect  of 
Electrolysis  of,  15 

Sulphuric,    Voltameter.     (See 

Sulphuric  Acid  Yolta- 
meter.) 

Action,  Inductive,  87 

of  the  Electrophorus,  356—361 

Adjustment  for  Sensibilitv  in  Mag- 
nUMng  Spring  Ammeters 
and  Voltmeters,  380 

——of  Coil  of  Tangent  Galvano- 
meter, 46 

Advantage  of  PoggendorfTs  Method 
of  Comparing  Electro- 
motive  Ix>rces,  236 

Advantages  of  Cardew's  Voltmeter, 
426 

— —  of  Cunynghame's  Ammeter  and 
Voltmeter,  385 

— —  of  Electro-Magnetio  Control 
Meters,  304 


Advantages  of  Gravity  Control 
Meters,  391 

of  Magnifying  Spring  Ammeter 

and  Voltmeter,  390 

of  Permanent  Magnet  Meters,78 

of  Shielded,  Dead -Beat,  Di- 
rect-Beading (Galvanome- 
ters, 78 

of  Siemens'  Electro-Dynamo- 
meter, 380 

of  Thomson's  Large  Current 

Gkdvanometer,  53 

Belative,  of  Voltameters  and 

Gkdvanometers,  20 

Air  Condenser,  Standard,  334 

Specific  Inductive  Capacity  of, 

at  Different  Pressures,  310 

Alternating  Currents,  Definition, 
and  Measurement  of,  198, 
381 

Potential  Difference  Increases 

Practical  Besistance  of 
Voltmeter,  427 

Potential  Difference,  Measur- 
ing, 426 

Aluminium,  Besistance  of,  for  Given 
Length  and  Disuneter,  or 
for  Given  Length  and 
Weight,  157 

——  Besistance  of,  per  Cubic  Centi- 
metre, and  per  Cubic  Inch, 
154 

Amalgam,  Definition  of,  218 

Amalgamate,  How  to,  218 

Ammeter,  Advantages  and  Disad- 
vanti^es  of  Cunynghame's, 
38o 

Advantages  and  Disadvantage 

of  Permanent  Magnet,  78, 
376 

Advantages  and  Disadvant  <ge 

of  Magnifying  Spring,  3w 

Adjustment  for  Seiuibility  in 

Magnifying  Spring,  389 

Calibrating  Commutator,  432 

Commutator,De8cription  of  ,427 

Commutator,  Safety  Arrange- 
ment witii,  482 

Cunynghame's  Description  of, 

382 

Gradiiation  of  Cunynghame's, 

385 

for    Large   Currents,  Use    of 

Commutator  in  Calibrating, 
428—131 


i8G 


PRACTICAL   BLECTRICITT. 


Ammeter,  Indication  of  Direction 
of  Current  in  Magnifying 
Spring,  389 

ICagnifjing  Spring,  Deeoription 

of,  386 

——  Permanent  Magnet,  Descrip- 
tion of,  76 

— —  Permanent  Magnet,  Proiior- 
tional,  71 

• —  Ratio  of  Sensibilities  of  Com- 
mutator  in  Parallel,  and  in 
Series,  431 

AmmeterB,76— 70,  382,  886.  (See  also 
Meters.) 

Calibratintr,  bj  the  Silver  De- 
posit Method,  385-^00 

Testing,  894 

Testing,  for  Accuracy  of  Gra- 
duation, 895— 400 

—  Testing,  for  Error  on  Reversing 

Current,  402 

—  Testing,  for  Error  Produced 

by  External  Ma^nietic  Dis- 
turbance. 403-407 

— —  Testing,  for  Permanent  Altera- 
tion of  Sensibility,  407 

Testing,  for  Residual  Mag- 
netism, 400 

— »  with  Magnifying  Gearing,  386. 
(See  also  Dynamometer, 
Galvanometer.) 

Amount  of  a  Body's  Electrification, 
109 

— —  of  Electricity,  Dependence  of 
Potential  of  Conductor 
Partly  on,  119 

—  of  Ueat  produced  per  Minute 

by  Given  Current  Flowing 
through  Given  Resistance, 
199 

—  of  Heat  produced  per  Minute, 

Measurement  of  Currents 
bv,  197 

Ampere,  Definition  of  the,  11 

Amperes,  Values  in,  of  Deflections 
of  Tangent  Galvanometer, 
Controlled  only  by  Earth's 
Magnetism,  55 

Angles,  Finding,  from  their  Tan- 
gents by  means  of  Squared 
Paper,56 

—^Finding  Tangents  from,  by 
means  of  Squared  Paper, 
57 

Angular  Deflection  of  a  Mirror, 
Connection  between,  and 
Motion  of  Image  on  Plane 
Scale.  107 

•-»  Deflection  Proportional  to  Cur- 
rent, Construction  of  Qal- 
Tanometers  with,  71--78 

—  Motion  of   Reflected  Ray   is 


Twice  Angnilar  Motion  of 
Mirror,  106 

Antimony,  Change  of  Resistance  of, 
with  Tempemture,  160 

Resistance  of,  for  Given  Ijength 

and  Diameter,  and  for 
given  Length  and  Weight, 
157 

Resistance  of,  per  Cubic  Centi- 
metre, and  T>er  Cubic  Inch, 
154 

Apparatus  for  Measuringr  Variation 
of  Current  and  Potential 
Diiference  at  Battery  Ter- 
minals with  Variation  of 
External  Resistance,  205 

— —  Static  Electric,  Necessary  En- 
closure of,  in  MetcUlic  Case, 
108 

Apparent  Increase  of  Resistance 
in  a  Galvanometer  Due  to 
Damping,  349 

Approximate  Absolute  Calibration, 
Portable  Galvanometer 
with,  69—71 

Arc,  Electric,  Description  of.  188, 
454 

Electric,  Measuring  Illuminat- 
ing Power  of,  in  Any  Plane, 
457 

Light,  How  to  Overcome  Differ- 
ence in  Colour  between  it 
and  Candle  when  Measur- 
ing. 457 

Light,  Measuring  the  Efficiency 

of,  455 

Potential  Difference  Required 

to  Maintain  an  Electric, 
between  Two  Carbons,  371 

Area,  Sectional,  Variation  of  Re- 
sistance with,  146 

Arms  of  lyheatstone's  Bridge,  Defi- 
nition of,  172 

Arrangement  for  Shunting  Battery 
while  Charging  Condenser 
on{y,343 

— —  of  Cells,  giving  Maximum  Use- 
ful Power  to  Conductor  of 
Fixed  Resistance,  450 

•—of  Given  Number  of  Cells  to 
produce  Maximum  Current 
through  Given  External 
Resistance,  243 

Arrangements  of  CeUs,  239 — 253 

Astatic  Combination  of  Magnets, 
283 

Galvanometer,    Advantage   of 

Putting  Minor  Outside 
Coils,  284 

Galvanometer,  Simple  Method 

of  Damping,  284,  300 

Galvanometer,  Mather's,  290 
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Astatic  OalTaDometer,  Mndford's, 
105 

(Galvanometer,  Thomson's,  283 

Galvanometer,    Thomson's 

M<^iified.  284 

Attaching  Leyden  Jars  to  Collect- 
mg  Combs  of  Electrical 
Mikchines,  370 

Attracting  Force,  Potential  DiiTer- 
enoe  and  Distance  between 
Two  Parallel  Plane  Con- 
ductors, 87 

Axis,  Magnetic,  of  a  Needle,  Defini- 
tion of,  37 

B 

'PALANCE,  Wheatstone's,    106— 

''^  177.  (Sm  also  Wheatstone's 

Bridge.) 

Ballistic  Galvanometer,  292 

Batteries,  209;  Bunsen^'s,  219;  Cal- 
laad,  213;  Dauiell's,  211; 
Gravity,  212 ;  Grove's,  218 ; 
Leclanditf ,  220 ;  Lockwood, 
213;  Meidinger,  212;  Min- 
otto's,  211 ;  Potash  Bichro- 
mate, 222;  Secondary,  206, 
261.    (Sm  also  CeUs.) 

— —  Compatitoon  of  Electromotjye 
Forces  of,  by  Observing 
tbeir  Joint  and  Opposed 
Currents,  232 

•— ^  Compairison  of  Electromotive 
Faroes  of,  by  Observing 
Besistance  through  which 
they  send  Equal  Currents, 
231 

'—  Comparison  of  Electromotive 
Forces  of.  Condenser  Me- 
thod of,  3^1 

—  Comparison  of  Electromotive 
Forces  of,  Pi>ggeudorff*8 
Method  of,  241 

Local  Action  iu,  217 

— —  Measuring  Resistances  of,  205, 
225,342 

— —  Polarisation  in,  216 

- —  Figures  of,  230 

——Symbolical  Bepresentatlon  of, 
173.240 

Battery  and  Galvanometer  in  Wheat- 
stone's Bridge,  Best  Ar- 
rangement of,  172,  467 

— —  Arrangement  for  Shunting 
while  Charging  Condenser 
onlv,  343 

-^—  of  Leyden  Jars,  317 

of    Simple  Voltaic    Elements 

for  Charging  Electrometer 
Needle,  373 

R.  A.  Unit  of  Beeistaiice,  141 


B.  A.  Units  and  Legal  Obms,  Equa- 
tion Connecting,  142 

Bell  Telephone,  Description  of, 
336 

Bertsch*s  Rotatory  Electrophorus, 
361 

Best  Arrangement  of  Battery  and 
Galvrtuometer  in  Wheat- 
stone's Bridge,  172,  467 

— — >  Deflection  to  use  y^ith.  Tangent 
Galvanometer,  41 

Besistance  for  Coils  of  Wheat 

stone's  Bridge,  170 

Besistance  for  Differeatial  Gal- 
vanometer, 436 

Besistance  for  G^vanometer  in 

Simple  Circuit,  435 

— —  Resistance  for  Gkdvanometer  in 
Wheatstone's  Bridge,  171, 
466 

Resistance  to  Give  to  a  Galvano- 
meter, 435 

Bichromate  of  Potash  Cell,  Descrip- 
tion of,  222 

of  Potash  Cell.  Chemical  Action 

in,  223 

of  Potash  Cell,  Composition  of 

Liquid  for,  222 

of  Potash  Cell,  Klectromotive 

Force  of,  2S8 

Bismuth,  Change  of  Resistance  of, 
with  Temperature,  160 

-i —  Electric  and  Heat  Conductivi- 
ties of.  Compared,  159 

——  Besistance  of,  for  Given  Length 
and  Diameter,  and  for 
Given  Lengrth  and  Weight, 
157 

Resistance  of,  per  Cubic  Centi- 
metre, and  per  Cubic  Inch, 
1&4 

Bobbin  of  Tangent  Galvanometer, 
Proportions  of  Channel  in, 
when  Tangent  Law  is  most 
Accurately  Fulfilled,  51 

Yariation  of  Magnetic  Effect  of, 

with   Current   and   Resist- 
ance, 418 

Yariation  of  the  Sensibility  of 

a  Tangent  Gkklvanomeier, 
with  Diameter  of,  48—51 

Bridge,  Wheatstone's,  166—177 

Wheatstone's,  Best  Arrange- 
ment of  Battery  and  (Gal- 
vanometer with,  172,  467 

Wheatstone's,  Best  Resistance 

of  Gralvanometer  for,  171, 
466 

Wheatstone's,  Best  Resistance 

of  Coils  for,  171 

— —  Wheatstone's,  British  Associo- 
ticm  Form  of,  168 


488 


PRACTICAL   ELECTBICITT. 


Bridge,  Wheatotone's,  Commeraial 
Form  of,  172 

— —  Wheatstone'fl,  Conditions  Af- 
fecting Sensibility  of « 171 

Wheatstone's,  Key  for,  174 

«— -  Wheatstone's,  Meaning  of  De- 
flection of  Qalvanometer 
of,  176 

-~-  Wheatstone's,  Metre  Form  of, 
168 

—  Wheatstone's,  Snperiority    of, 

over  Differential  Qalvano- 
meter, 171 

Wheatstone's,   Use   of   Shunt 

with,  176 

British  Association  Absolute  Units, 
141 

-—  Association  Bridge.  168 

—  Association  Unit  of  Besistanoe, 

Ul 
Brush  Discharge,  369 
Bunsen's  Cell,  JDesoription  of,  219 

Cell,  Carbon  for.  220 

'——  Cell,  Chemical  Action  in,  219 

—  Cell,  Electromotive  Force  of, 


Butt  Joint,  79 

0 

QABLE,  Capacity  of  a  Submarine, 

^■^  909 

'—  Sealing  up  One  End  of,  when 
Testing,  268 

Calibrating  Ammeters  by  the  Silver 
Deposit  Method,  895—100 

—  Ammeters  for  Large  Currents, 
Use  of  Commutator  for,  428 

Commutator  Ammeter,  432 

Commutator  Voltmeter,  433 

Qalvanometer  by  Direct  Com- 
parison with  Tangent  Qal- 
vanometer, 58 

— ^  Qalvanometer  by  Employinsr 
Known  Besistances  and 
Cell  of  Constant  E.  M.  F., 
2S8 

— '—  Gkdvauometer  by  Employing 
Known  Benstances  and 
Fixed  Potential  Differ- 
ence, 164 

Qalvanometer  by  Sine  Method, 

64 

— —  Ghklvanometer,  by  Sine  Method, 
Higher  Farts  of  Scale  of,  65 

— —  Qalvanometer  by  Sine  Method 
with  Constant  Current,  67 

Ghilvanometer,    Belatively    or 

Absolutely,  Meaning  of,  22 

— —  Qalvanometer,  Belatively  or 
Absolutely,  Mode  of,  27— 30 

- —  Qold-Leaf  Electroscope,  354 


Calibrating  Yoltmeter  by  Compari- 
son with  Standard  Cell, 
410—415 

Yoltmeter    by     PoggendorfTs 

Method,  413 

Yoltmeter  with  a  Known  Cur- 
rent and  Besistance,  406 

Calibration,  Absolute,  of  Potential 
Difference  Qalvanometer, 
127,  406-415 

— —  of  Gkilvanometer  Unaffected  by 
Change  in  Strengthjof  Poles 
of  Needle,  28 

Qalvanometers  with  Invariable 

Absolute,  57 

Portable  ,  Ghilvanometer    with 

Approximate  Absolute,  69 

Callaud  Cell,  Description  of,  213 

Candle,  Description  of  Standeurd,  452 

Candles  instead  of  Standard  Can- 
dles for  Bough  Experi- 
ments, 452 

Capacities,  Comparison  of,  319 

Statical  Method  of  Comparing, 

330 

Capacity,  Absolute  Measurement 
of,  327 

Chai^  in  Terms  of,  SOS 

Construction  of  Condensers  of 

Yery  Large,  317 

Definition  of,  900 

Measuring  Specific  Inductive, 

332 

of  Condenser  is  Constant,  302 

of  Condenser,  Yariationof,  with 

Area  of  its  Coatings,  303 

of  Condenser,    Yariatioa     of, 

with  Distance  between  its 
Coatings,  303 

of     Condenser,     with     Plane 

Parallel  Plates,  varies  in- 
versely as  Distance  be- 
tween its  CoatinfiTS.  307 

of  Cylindrical  Condenser,  303 

of  Sphere  in  Space,  339 

of  Spherical  Condenser,  338 

of  Submarine  Cable,  309 

!    of  Collectors  of  Influence  Ma- 
chines, Increasing  the,  370 

—~  of  Two  Bodies  Constant  while 
their  Belative  Positions  are 
Constant,  338 

Unit  of,  307 

Specific  Inductive,  309 

Carbonic  Dioxide,  Specific  Indao- 
tive  Capacity  of,  310 

Carbonised  Cloth,  Preparation  of, 
for  Yarley's  Besistances,  397 

Carbons  for  Bunsen's  Cells,  Mode 
of  Making,  220 

Cardew's  Voltmeter,  Description  of 
the  Latest  Form  of,  423 
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Cardew's  Voltmeter,  Advantages  of, 

426 
——Voltmeter     Arranged     for 

Measuring  Large  Potential 

Differences,  425 
Voltmeter,     Construction     of 

Bods  in,  to  Prevent  Change 

of  Length  with  Tempera* 

tare,  426 
Voltmeter,  Diameter  of  Wire 

nsed  in,  423 
Voltmeter,  Disadvantages    of 

427 

—  Voltmeter,    Length   of    Wire 

used  in  the  Latest  Form 
of,  423 
——Voltmeter,  No  Heating  Error 
in,  426 

—  Voltmeter,   Small   Self-induc- 

tion in,  427 
Cell,  Bunsen's,  219 

Callaud,  213 

Danieirs,  210 

—  Flemings  Standard  Daniell's, 

412 

Gravity  Daniell's,  212 

Grove's,  218 

Leolanch^.  220 

Latimer  Clark's,  410 

——  Lockwood's,  213 

Meidinger's,  212 

Minotto's,  211 

Potash  Bichromate,  222 

Standard  Daniell's,  411 

Chemical  Action  in  a  Bonsen's, 

220 

—  Chemical  Action  in  a  Daniell's, 

214 

—  Chemical  Action  in  a  Grove's, 

219 

—  Chemical  Action  in  a  Leclanch^, 

221 

—  Chemical  Action  in  a  Potash 

Bichromate,  223 

Carbon  for  Bunsen's,  220 

Comi>osition  of  Liquid  for  Pot- 
ash bicbromatie,  222 

Constancy    of   E.  M.  F.    of    a 

Daniell's,  216 

Constancy    of    E.  M.  F.    of    a 

Latimer  Clark's,  411 

E.  M.  F.  of  a  BunsenX  220 

£.  M.  F.  of  a  Daniell's,  211 

£.  M.  F.  of  a  Standard  Daniell's, 

412 

—  E.  M.  F.  of  a  Grove's,  218 
^—  E.  M.  F.  of  a  Latimer  Clark's, 

411 

E.  M.  F.  of  a  Leclanch^.  222 

E.  M.  F.    of.    Independent    of 

Size  and  Shape,  211,  236 

—  E.M.F.,   Temperature  Varia- 


tion of,  in  Latimer  Clark's, 
411 

Cell,  E.  M.  Fs.  of.  Comparison  of, 
231,  232,  234,  341 

Local  Action  in,  217 

How  to  prevent  Local  Action 

in  a  Daniell's,  217 

— ^  Polarisation  in  a  Daniell's, 
216 

Resistance  of  a  Daniell's,  211 

Resistance  of  a  Grove's,  218 

Resistance  of,  Measuring,  205, 

225,342 

Cells,  Arrangement  of,  239 

Arrangement  of  a  Given  Num- 
ber of,  to  produce  Maxi- 
mum Current  through  a 
Given  External  Resistance, 
243 

——Arrangement  of  for  Giving 
Maximum  Usefiil  Power 
to  Conductor  with  Fixed 
Resistance,  450 

Gkdvanic,  209 

in  Parallel,  E.  M.  F.  of,  241 

Figure  of,  239 

Symbolical  Representation  of, 

240 

in  Series,  E.  M.  F.  of,  241 

in  Series,  Figure  of,  239 

in  Series,  Symbolical  Repre- 
sentation of,  240 

Partly  in  Parallel  and  Partly 

in  Series,  E.  M.  F.  of,  241 

Partly  in  Parallel  and  Partly 

in  Series,  Figure  of,  239 

Partly  in  Parallel  and  Partly 

in  Series,  Symbolical  Repre- 
sentation of,  240 

Standard,  410 

Change  in  Strength  of  Poles  of 
Needle  of  Galvanometer, 
Calibration  Unaffected  by, 
23 

of  Resistance  with  Tempera- 
ture, Results  of  Mattnies- 
sen's  Experiments  on,  160 

Charge.    (See  Quantity.) 

and  Discharge  Key,  Descrip- 
tion of,  320,  343 

and   Discharge   Key,  Various 

Modes  of  attaching  to  Con- 
denser, Battery,  and  Gal- 
vanometer, 320—322 

—  Bate  of  Loss  of.  Depends  on 
Dielectric  Alone,  346 

Electric,  Meaning  of,  109 

Galvanometric  Method  of  Mear 

suring  Resistance  by  Loss 
of,  34§ 

in  Condenser  in  Terms  of  C«k- 

pacity,  308 
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Cbarye,  Keasnring  Bemstance  by 

Bate  of  Loss  of,  343 
— —  Bemainmg  on  Two  Bodies  after 

Contact,  115,  351 
Charged  Body  cannot  Exist  Alone, 

339 
Charges   induced   in   Hollow  Con- 

dactor  by  placing  a  Charged 

Body  inside  it,  113 
*— -  on  Two  Covductors  Enclosed 

by  a  Third.  110 
^on  Two  Bodies  not  Measured 

by    the    Potential   Differ- 
ence, 85 
Chemical  Action  in  the   Bunsen's 

CeU,  220 

Action  in  the  DaniellVCell,  814 

Action  in  the  Grove's  Cell,  219 

Action  in  the  Leclanch^  Cell, 

221 
— —  Action  in  the  Potash  Biohzo- 

mate  Cell,  223 

Property  of  a  Current,  Uses  of,  4 

"—  Pzoporty  of  a  Current,  WhT 

used  to  Measure  Strength 

of  Current,  9 
Circuit,  Law  Connecting  Currents 

in  a  Closed,  464 

Wires  Joined  in  Parallel,  136 

Circuits  in  Parallel,  Independence 

of  Currents  in,  260 
Clark's,  Latimer,  Differential  Qal- 

vanometer,  150 

Latimer,  Cell,  410 

Latimer.    CeU,    Constancy    of 

E.M.F.  of,  411 
— ^  Latimer,     Cell,    E.  M.  F.    of, 

411 
-—  Latimer,  CeU,  Polarisation  of, 

411 
— —  Latimer,     Cell,    Temperature 

Yariatiou   of   E.  M.  F.  of, 

411 
Closed   Circuit,    Law     Connecting 

Currents  in,  464 
Conductor,  Density  Nought  on 

Inner  Surfttce  of,  118 
— —  Conductor,     Distribution     of 

Density  in.  Altered  by  In- 
sertion of  Metal  Bod,  119 
— ^  Conductor,    Potential    Inside, 

98 
Cloth,  Preparation  of  Carbonised, 

for   Varley's   Besistances, 

397 
Coating    Insulating    Stems    with 

Paraffin  Wax  or  Shell-lac 

Varnish,  267 
—  of  a  Condenser,  Every  Charged 

Body  forms  One,  338 
Coalings  of  a  Condenser,  Definition 

of.  808 


CoH  of  Tangent  Qalranometer,  Ad* 
justment  of,  46 

Coils,  Besistance,  Construction  and 
Use  of,  28. 145 

Besistance,     Construction    of 

Standard,  162 

Besistance,  Materials  Used  in 

Winding,  159 

Besistance,  German  Silver,  160 

Besistance,  Iron,  162 

Besistance.  Platinoid,  160 

Besistance,  Platinum-Silver,  160 

Besistance,  Mode  of  Winding, 

163 

•^—Besistance,  Ordinary,  Cannot 
be  Used  with  Strong  Cur* 
rents,  192 

Besistance,      of      MagnilSdng 

Spring  Voltmeters,  Best 
Law  of  Gauge  of  Wire  for, 
421 

Besistance,  Temperature  Va- 
riation of ,  153 

Proportional,  of  Wheatstone's 

Bridge,  172 

Bate  of  Production  of  Heat  in 

Galvanometer,  419 

Collecting  Combs  of  Wimshurst  In- 
fluence Machine,  369 

Collectors  of  Influence  Machines, 
Attaching  Leyden  jars  to, 
370 

of  Influence  Machines,  Increas- 
ing Capacity  of,  370 

Combination,  Astatic,  283 

Combined  Besistance,  178 

Commercial  Form  of  Wheatstone's 
Bridge,  172 

Instmmentsfor  Measuring  Cur- 
rent, 79,  376 

Commutator  Ammeter  and  Volt- 
meter, 427 

Ammeter,  Calibrating,  432 

Ammeter,  Batio  of  Sensibili- 
ties of,  in  Parallel  and  in 
Series,  431 

Ammeter,  Safety  Arrangement 

with,  432 

Use  of,  in  Calibrating  Amme* 

ters  for  Lai^  Currents,  428 

Use  of,  in  Calibrating  Voltme- 
ters, for  large  Potential 
Differences.  428 

Voltmeter,  Calibrating  a,  432 

Comparing  Capacities,  Galvanome* 
trio  Method  of,  319 

Capacities,  Statical  Method  of, 

330 

•—  Electromotive  Forces  of  Bat- 
teries by  Observing  theii 
Joint  and  Opposed  Cur* 
rents.  238 
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OAmparing  Eleotromotiye  Foroeii  of 
Batteries  by  Obaerving  the 
Besistanoes  through  which 
they  send  Equal  Currents, 
231 

Electromotiye  Forces,  Conden- 
ser Method  of,  341 

Electromotive  Forces,  Poggen- 

dorfF's  Method  of.  234 

Quantities  of  Electricity,  Fun- 
damental Statical  Method 
of.  111 

Quantities  of  Electricity,  Oal- 

▼anometric  Method  of,  299 

Besistanoes,  Equality  of  Cur- 
rent Method  of,  136 

Besistanoes,  Potential  Differ- 
ence Method  of,  140 

Besistanoes,  Simple  Substitu- 
tion Method  of,  138 

Besistances,  Use  of  Differen- 
tial Qalvanometer  for,  148 

Besistances,  Use  of  Wheat- 
stone's  Bridge  for,  97 

Comparison  of  Difference  of  Poten- 
tial with  Difference  of 
Level  in  Liquids,  86 

of  Difference  of  Potential  with 

Difference  of  Pressure  in 
Gases,  86 

of  Electric  and  Heat  Conduc- 
tivities, 158 

of  Measurement   of  Potential 

with  Measurement  of  Tem- 
perature, 85 

of  Resistance  per  Cubic  Centime- 
tre, and  per  Cubic  Inch,  348 

— ^—  of  Static  and  Current  Methods 
of  Measuring  Potential  Dif- 
ferences, 125 

of  Use  of  Liquid  and  Wire  Be- 
sistances, 194 

Component,  Horizontal,  of  the 
Eairth's  Magnetic  Force, 
Definition  of,  tudet  ^ 

Composition  of  Liquid  for  Potash 
Bichromate  Cell,  222 

Compound  Interest  Law  of  Electio- 
phoric  Action,  366 

Interest  Law  of  Electropboiic 

Action,  when  flrstfUsed,  366 

—T- Interest  Law  of  Influence  Ma- 
chines, 364 

Gondeiiser,  Arrangement  for  Shunt- 
ing Battery  only  while 
Charging,  343 

—  Capacity  of,  302 

Capacity  of  Cylindrical,  306 

Capacity  of  Spherical,  338 

Coatings  of,  302 

Constancy  of  Capacity  of,  908 

Definition  of,  901 


Condenser,  Eyery  Charged  Body 
forms  One  Coating  of  a^339 

Method  of  C(  mpiring  E.M.Fs., 

341 

Method  of  Measuring  Besist- 

'  ance  of  a  Current  Genera- 
tor. 342 

Standard  Air.  334 

Variation  of  Capacity  of,  with 

Area  of  Coatings,  303 

Variation  of  Capacity  of,  with 

Distance  oetween  Coat- 
ings, 303 

with  Plane  Parallel  Plates,  Ca- 
pacity of.  Varies  Inversely 
as  Distance  between  Coat- 
ings, 307 

Condensers  for  Large  Potential  Dif- 
ferences, Construction  of, 
313 

for  use  with  Frictional  and  In- 
fluence Machines,  313 

not  Stores  of  Electricity,  322 

of  Very  Large  Capacity,  Con- 
struction of,  3l7 

Stores  of  Electric  Energy,  322 

Condensing  Electroscope,  35^2 

Conditions  affecting  Sensibility  of 
Wheatstone's  Bridge,  171 

General,  for  Sine  law  to  be 

True.  62 

General,  for  Tkngent  Law  to  be 

True,  43 

for  Sine  Law  being  Fulfllle*? 

in  a  Gkklvanometer,  62 

for  Tangent  Law  being  Fu  filled 

in  a  Ghdvanometer,  43 

—^  of  an  Experiment,  Necessit}*  for 
Changing  only  One  at  a 
Time,  146 

to  be  Fulfilled  in  Making  Tan- 
gent Galvanometer,  36 

to  be  Fulfilled  in  Making  Very 

Sensitive  Galvanometer ,2^ 

Conduction  and  Induction,  Distinc- 
tion between,  97 

Definition  of,  97 

of  Heat.,  n(y^,  195 

Conductivities,  Comparison  of  Elec- 
tric and  Heat,  158 

Conductivibr,  9 

Exact  Definition  of,  155 

Electric,     Diminidiing     More 

Baldly  than  Heat,  159 

Conductor,  Closed,  Density  Nought 
on  Inner  Surface  of,  118 

Closed,  Distribution  of  Density 

in.  Altered  by  Insertion  of 
Metal  Bod,  119 

— —  Closed,  Hollow,  No  Force  in- 
side, due  to  Exterior  Eleo- 
trifloation,99 
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Copdaetor,Co«i«1,  Electric 

Grait  at  Pomted  End 
118 

—  Dependence  of  Potential  dt,  on 

Amoont  of  ElecCriettr  on 
it,  119 

l>ependenoeor  Potentinlof,on 

Position,  119 
Dependence  of  PotentMl  of,  on 

Shape,  119 

Electric,  Heat  erolred  in,  3, 199 

Electricitj  at  Beat  raaides  only 

on  ftniace  of,  119 
^—  of  Pized  Besiatance,  JLnangi^ 

ment  of  CeDa  giTini?  Maxi- 

mom  Uaef  nl  'Power  to,  450 

Potential  inaide  a  doaed,  96 

Potential  of,   eouipared  with 

Pieaaiue  of  €(aa,  121 

Unifonn  Potential  on  a,  88 

Waya  in  which   Potential  of, 

canbeYazied,121 
Condocton,9 
Chargea  on  Two,  Enclosed  br  a 

'nurd,UO 
-^of  Diiferent  Potential,  Tudxna- 

Ure  Action  l)etweeB,  87 
Conical  Conductor,  Electric  Denaitr 

Chfeat  at  Pointed  End  <a^ 

118 
Connection  between  Angular  Motion 

of   Beflected  Bay  and   of 

MiTror,  106 
'        between  Motion  of  Image  on 

a  Plane  Scale  and  Angnlar 

Deflection  of  Mirror,  107 

—  between  Poles  of  Magnet  and 

Direction  of  Current  cir- 
culating round  Magnet,  17 

Con8tan<7  of  Capacity  of  Condenser. 
302 

of  Capacity  of  Two  Bodies  while 

their  Belatiye  Positions 
remain  Constant,  338 

of  E.M.F.  of   Daniell's  Cell, 

216 

—  of  E.  M.  P.  of  Latimer  Clark's 

CeIl,4U 
-^  of  Bate  of  Production  of  Heat 
in  a  Wire  by  Constant  Cur- 
rent, 197 
Constant  Current,    Calibration  by 
Sine  Method  with,  67 

of  a  Qatranometer,  278 

Total,  Current  Shunts^  257 

Constructing  Voltameters,  Objec- 
tions to  usual  Mode  of,  17 
Contact  Potential  Difference.  351 
Controlling  Field,  Galvanometer 
ha™r  Uniform,  in  which 
Deilection  Yariea  as  Cur- 
ientk72 


^  Galvanometen  hnTxnir.  73 

CouTeetion  of  Heat,  noi«,  196 
Cooling  Coneetioaof  Otnerred  tth^ 

^Tempentove  Cnre.  IX 
Copper,  Change  of  Besistnaoe  o^ 

with  Tempeiataze,  160 
Electrie  and  Heat  Coadnctiri. 

tiea  of.  Compared,  159 
Beaistanee  of,  for  Given  length 

and    Diaineter,     and     for 

Given  Length  and  Weight, 

Beaistanee  o^  per  Cubic  Ceatl- 

metre,  and  per  Cubic  Tii^»i>^ 

Voltameter,  Description  of.  6.  U 

Voltameter,  Diiectian  aiCm- 

rent  in,15 

Voltameter,     Piecantioiis     in 

Using,  mate  11. 

Voltameter,  Weight  of  Copper 

deposited  on  Phite  of,  per 

^  «  second,  1^  one  Ampere,  U 

Cores,  Soft  Iron,  naed  in  Galrano- 
meter8,73 

CoiKciing  Besnlts  of  Ezperimenta 
by  Drawing  Curves,  34 

Correction,  Cooling,  of  Observed 
Biae  of  Temperature 
Curve,  196 

Correction  for  Dunping;  296 

Corrugating  Sides  of  Ebonite  Pil- 
lars, 272 

Coulomb,  Definition  of  the,  289 

Couple,  Definition  of,  note,  283 

Definition    of  Moment   of   a. 

noU,  283 

Crompton  and  Kapp's  Electro-Mag- 
netic Control  Meters,  392 

and   Kapp's  Electro-Magnetic 

Control  Meters,  Advant. 
ages  and  Disadvantages  o^ 
394 

Cunynghame's  Ammeter  and  Volt- 
meter, 382 

Animet.fflr  and  Voltmeter,  Ad- 
vantages and  Disadvant- 
ages ol^  385 

Ammeter      and       Voltmeter. 

Graduation  of  .  385 

Current,  Alternating,  De&iition  of. 
198 

Altemata]^,  Measurement  of, 

Amount  of  Heat  Generated  by 

Electric.  192 
Amount  of  Heat  produced  per 

Minute  by  given,  in  given 

Beaistanee.  199 
Arrangement  <^  given  Numbci 
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of  Cells  to 'produce  Maxi- 
mTun,  through  given  Ex- 
ternal Besistanoe,  243 

Cnirent  and  Besistauce,  Variation  of 
Magnetic  Effect  of  Bobbin 
with,  418 

and  Static  Methods  of  Measu- 
ring Potential  Differences 
Compared,  125 

Calibration   by   Sine    Method 

with  Constant,  67 

Commercial    Instruments   for 

Measuring,  79,  376 

Connection  between  Direction 

of,  and  Poles  of  Magnet 
produced,  17 

Constancy  of  Bate  of  Produc- 
tion of  Heat  in  a  given 
Coil  by  Constant,  197 

Definition  of  Direction  of,  14' 

Developing    Maximum  Useful 

Power  in  Generator  with 
Fixed  E.M.F.  and  Besist- 
anoe, 448 

Direction  of,  in  Acid,  'Copper, 

and  Zinc  Voltameters,  15 

Direction  of,    round   Magnet, 

and  Poles  produced,  17 

Electric,  Compared  uith  Cur- 
rent of  Water  /,  80 

Electric,  Heat  is  Cvolved  by,  3 

Electric,  Liquid  is  Decomposed 

by,  3 

Electric,  Magnet  is  Deflected 

by,  3 

Elecbric,  Properties  of,  3 

Electric,  What  is  Meant  by,  2 

Electric,  When  said  to  Plow  in 

a  Conductor,  3 

Flowing  in  Plat  Coi^  Direction 

of  Magnetic  Force  pro- 
duced by,  43 

Generator,  Definition  of  Effi- 
ciency of,  461 

Generator,     Measurement     of 

E .  M.  F.  of ,  224, 231, 23i,  341 

Generator,  Work  done  by  a,  202 

Generators,  208.    (See  also  Cell 

and  Batteries.) 

Increase  of  Total,  by  Shunting, 

183 

Indication  of  Direction  of,  in 

Magnifying  Spring  Amme- 
ter and  Voltmeter,  389 

Measuring  Alternating,  198 

Measuring,  by  Bate  of  Produc- 
tion of  Meat,  197 

Measuring  Strength  of,  4, 8 

-— ^  Measuring  with  Siemens'  Dy- 
namometer, 379 

•— -  Measuring  Besistauce  during 
Passage  of  Strong,  187 


Current  of  Water  in  Pipe  Compared 
with  Electric  Current,  80 

Properties  of,  3 

Proportional   to    Tangent    of 

Angle  in  Tangent  GkJva* 
nometers,  43 

Batio  of,  to  Potential  Differ* 

ence  Constant  for  Given 
Conductor,  130 

—^Besistanoe  Coils  Heated  by 
Strong,  192 

— —  BeversiDg,  without  Altering  its 
Value,  47 

Strength,  Why  Measured  Fun. 

damentaUy  by  Chemical 
Property,  10 

Testing  Ammeters  for  Error  on 

Beversing  the,  402 

that  Develops  MaTimum  Use- 
ful Power,  448 

through  the  Galvanometer  of 

Wheatstone's  Bridge,  465 

Unit  of,  11 

Variation  of,  with  Variation  of 

Potential  Difference  at 
Battery  Terminals,  204 

Variation  of,  produced  in  Total, 

by  Shnntii^  Part  of  Cir- 
cuit, 253 

What  is  Meant  by,  2 

Currents  in  Closed  Circuit,  Law  Con- 
necting, 464 

-^—  in  Network,  462  ■ 

in  Various  Circuits  in  Parallel, 

Condition  of  Independence 
of,  260 

Sevend,  Meeting  at  a  Point*  464 

Thomson's    Galvanometer   for 

Lai^e,  53 

Curve,  Cooling  Correction  of  Ob- 
served Bise  of  Tempera- 
ture, 196 

Definition  of  Elastic,  34 

— —  Finding  the  Maximum  for  an 
Expression  bv  means  of,  244 

'—  Interpolation  of  Besults  by 
means  of,  34 

——Law  connecting  Two  Sets  of 
Facts  detenoined  by  means 
of,  35 

Curves,  Drawing,on  Squared  Paper, 
81 

Drawing,  to  Correct  Besults  of 

Experiments,  34 

——  on  Squared  Paper,  Meaning  of 
Apparent  Inaccuracies  in, 
33 

Value-  of,  for  Graphically  Be- 

cording  Besults  of  Experi- 
ments, 33 

Cylindrical  Condenser,  Csnacdty  of, 
308 
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-*^ Apparent  Increase  in  Re- 

■utance  of  a  Gktlvanometer 
doe  to,  849 

Correction  for,  296 

Definition  of,  284 

Daniell's  Cell,  Description  of,  210 

Cell,  Chemical  Action  in,  214 

Cell,  Constancy  of  E.  M.  F.  in, 

216 

CeU,  B.  M.  P.  of,  211 

Cell,  E.  M.  F.  of  Standard,  411 

Cell,  Gravity,  212 

Cell,  Flemiog's  Standard,  412 

Cell,  How  to    Prevent    Local 

Action  in,  217 

Cell,  Polarisation  in,  216 

Cell,  Resistance  of,  211 

Cell,  Standard,  411 

Dead-Beat,  Shielded,  Direct-Read- 
ing Ghilyanometers,  Ad- 
vantages of,  78 

Decrement,  Determination  of  Log- 
arithmic, when  Damping 
is  Yer^  Slight,  297 

Logarithmic,  296 

Definition  of  Alternating  Corrent, 
196 

of  the  Ampere,  11 

of  Brush  Discharge,  369 

of  Capacity,  300 

of  Capacity  of  Condenser,  302 

of  Condenser,  801 

of  Conductivity,  155 

of  Contact  Potential  Difference, 

851 

of  the  Coulomb,  289 

of  Couple,  283 

of  Difference  of  Potentials,  80 

of  Damping,  284 

of  Dielectric,  311 

of  Direction  of  Current,  14 

of  Efficiency  of  Current  Gene- 
rator, 451 

of  Efficiency  of  Electric  Light, 

452 

of  Elastic  Curve,  84 

of  Electric  Density,  117 

of  Electromotive  Force,  202 

of  the  Farad,  307 

of  Galvanometer,  note,  21 

of  Gkdvanosoope,  note,  21 

of  Glow  Discharge,  note,  369 

of  HermetioEdly  SeaJing,  note,  20 

— -  of  Horizontal  Component  of 
Earth's  Magnetic  Force, 
note,  55 

— ^  of  Hypotenuse,  note,  88 

^—  of  Induotdve  Action,  87 
»—  of  the  Jouk«,  461 


Definition  of  Lines  of  Force,  48 

of  Logarithmic  Decrement,  296 

of  Mi^etio  Axis  of  a  Needle, 

37 
—-^  of  Magnetic  Saturation,  388 
— •  of  Moment  of  Couple,  note,  283 

of  Moment  of  Inertia,  78 

— ^  of  North-seeking  End  of  Mag- 
net, 16 

of  the  Ohm,  140 

of  Parallax,  note,  28 

of  Periodic  Time  of  YihratioiL, 

291 
— ^  of  Plane  of  Magnetic  Meridian, 

note,  45 
—^  of  Potential  Difference,  80 

of  Power,  441 

— -  of  Quantity  of  Electricity.  109 
•— >-  of  Residual  Magnetism,  385 
— —  of  Retardation,  331 

of  the  Saturation  of  Liquid,  411 

of  Short-Circuited,  217 

of  Sine,  note,  38 

of  Solenoid,  note,  387 

^—  of  Spedfio  Inductive  Capacity, 
309 

—  of  Striking  Distance,  note,  371 

of  Super-saturation,  note,  411 

of  Tangent,  note,  87 

of  the  Volt,  Legal,  141 

—  of  the  Volt,  Provisional,  89 

of  Uniform  Magnetic  Field,  86 

of  Water  Equivalent,  198 

of  the  Watt,  442 

Definitions  of  Conduction  and  In- 
duction, 97 

Deflecting  Field,  Magnetic,  73 

Deflection,  Angular,  of  Minor,  Con- 
nection between,  and  Mo- 
tion of  Image  on  Plane 
Scale,  107 

Best,  to  use  with  Tangent  Gal- 
vanometer, 41 

with  Galvanometer  of  Wheat- 
stone's  Bridge,  Mea:  Jng  of, 
176 

•-—  Proportional  to  Current,  Con- 
struction of  Galvanometers 
with.  71 

Deflections  of  Tangent  Gkdvanometer 
Controlled  Only  by  Earth's 
j^ignetiBm,  Values  in  Am- 
peres of,  84 

Degree  andTangent  Scales,  Accuracy 
of  Readings  Compared,  40 

Delicate  Galvanometers,  281.  (See 
also  Galvanometer.) 

Galvanometers,  Importance  of 

being  Well  Insulated,  286 

Density,  Distribution  of,  ia  Closed 
Conductor  Altcored  by  In- 
sertion of  Metal  Rod.  lid 
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Density  Electric,  Definition  of,  117 
Electric,  Great  at  Pointed  End 

of  a  Conical  Condactor,  118 
Electric,  Greater  near  Edges  of 

Flat  Sheet  of  Metal,  IIB 

—  Electric,  Measuring,  bj  means 

of  Proof  Plane,  117 

Electric,  Nought  on  Inner  Sur- 
face of  Closed  Conductor, 
118 

— —  Electric,  Potential,  and  Quan- 
tity, Examples  showing 
Difference  between,  121 

Dependence  ci  Bate  of  Loss  of 
Charge  on  Dielectric  Only, 
346 

Deprez,  E.  M.  F.  used  by,  in  Trans- 
mitting Power  Thirty- 
seven  Miles,  452 

Detector,  58 

Determination  of  Logarithmic  De- 
crement when  Damping  is 
yery  Slight,  297 

Diameter  of  Bobbin,  Variation  of 
Sensibility  of  Galyanome- 
ter  with,  48 

Dielectric,  Definition  of,  311 

Only,  Dependence  of  Bate  of 

Loss  of  Charge  on,  347 

Difference  between  Saturation  and 
Super-saturation,  mote,  411 

^—  in  Colour  between  Candle  and 
Arc  Light,  How  to  Over- 
come, in  Measuring  Arc 
Light,  457 

——of  Potenidal,  Adjusting  Balls 
of  Electrical  Machine  to 
produce  Given  Maximum, 
372 

-^of  Potential,  Alternating,  In- 
creases  Practical  Besist- 
ance  of  Voltmeters,  427 

-—of  Potential, Alternating, Mea- 
suring, ^ 

•^— of  Potenml  at  Battery  Termi- 
nals, Variation  of,  with 
Change  of  Current,  204 

—  of  Potential     between      Two 

Conductors  not  Measaring 
Difference  in  their  Electric 
Charges,  85 

•—of  Potential  between  Two 
Plane  Conductor8,Formula 
connecting,  with  Distance 
and  Attniotion  betweoa 
them,  87 

— —  of  Potential  between  Two 
Points  in  a  Uniform  Wire 
Conveying  Current  Pro- 
portional to  Distance  be- 
tween them,  83 

— —  of  Potential,  Chai  get  on  Two 


Conductors  Vary  as,  while 
their  Belative  Positions  re- 
main Constant,  110 
Difference  of  Potential  Compared 
wit^  Difference  cd  Level  in 
Liquids,  86 

Potential  Compared  with 
Difference  of  Pressure  in 
Gases,  86 

Potential  Compared  with 
Difference  of  JPressure  of 
WB.Ua  Flowing  in  a  Pipe, 
81 

Potential,  Contact,  351 

Potential,  Definition  of,  80 

Potential  Ghilvanometer  Ab- 
solutely Calibrated,  127, 
408,415 

Potential  Galvanometer, 
Long  Fine  Wire  Used  in, 
127 

Potential  Ghilvanometer, 
When  it  may  be  Employed, 
127 

Potential,  Increasing  a,  in 
Known  Batio,  354 

Pot^itial,  Lai^e,  351 

Potential,  Measuring,  by 
Weighing,  88 

Potential  Method  of  Com- 
paring Besistanoes,  140 

Potential,  Batio  of,  to  Cur- 
rent, Constant  for  Given 
Conductor,  130 

Potential,  Batio  of,  to  Car- 
rent  is  Besistance,  130 

Potential  Bequired  to  Mun- 
tain  Electric  Arc  between 
Two  Carbons,  note,  371 

Potential  Bequired  to  Pro- 
duce Spark  between  Point 
and  Plate,  871 

Potential  Bequired  to  Pro- 
duoe  Spark  between  Two 
Metallic  Balls,  370 

Potential,  Static  and  Cur- 
rent Methods  of  Measur- 
ing, Compared,  125 

Potential,  Sub-dividing  into 
Known  Fractions,  278 

Potential,  Unit  of,  89, 141 

Potential,  Variation  of,  with 
Besistance  of  Given  Volt- 
meter to  Produce  Given 
Deflection,  419 
Differences  between  Electric  Poten- 
tial and  Pressure  of  Water 
Flowing  in  a  Pipe,  83 
Differential  Galvanometer,  Best  Be> 
sistance  for,  436 

Galvanometer,  Constmotion  of, 
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DUfefeDtial  OalTMioineter,  Latbuer 
Clark'1,150 

OalTanometer,  Mode   of   Ad- 

jnstiag,  150 

— —  Gblranometer,  Principle  oi,  148 

— —  QalTanometer,  Saperiority  of 
Wbeststone't  Bridge  oTer, 
171 

•—  OalTanometer,  Uw  of  Shimts 
with,  183 

Dilate  Salphoric  Acid,  Effect  of 
Elecbx>l7Bis  of,  15 

Dindnation  of  Beststance  of  In* 
ralaAora  with  Increase  of 
Temperature,  271 

Direct  Comparison  with  Tangent 
GalTanometer,  Calibrating 
OaJyanometer  by,  58 

Beading  GalTanome^ra,  76 

Beading,  Shielded,  Dead-Beat 

GaTyanometers,  Advant- 
ages of,  78 

Direction  of  Cnrrent,  Definition  of, 
U 

^— of  Current  in  Add,  Copper, 
and  Zinc  Yoltameters,  15 

^— ■  of  Current  in  Magnifying 
Spring  Ammetersand  Volt- 
meters, Indication  of,  389 

— —  of  Cnrrent  round  Magnet, 
Connection  between,  and 
Poles  produced,  17 

^— of  Flow  ol  Electric  Current, 
What  is  Meant  by,  2 

——of  Magnetic  Force  produced 
by  Current  in  Flat  Coil, 
43 

Disadvantage  of  Magnifying  Spring 
Ammeter  and  YcMtmeter, 
391 

Disadyantages  of  CardeVs  Volt- 
meter. 385 

— —  of  Cunyngname's  Ammeter  and 
Voltmeter,  427 

—  of  Electro  -  Magnetic     Control 

Meters,  385 

—  of    Orayity    Control    Meters, 

892 
— •  of  Permanent  Magnet  Meters, 

876 
of  Siemens'  Eloctro-dynamome- 

tor,  381 

—  of  Thomson's   Large   Current 

Galyanometer,  54 
Discharge,  Brush,  369 

Glow,  note,  309 

-^  Multiplyixig  Power  of  Shunt 

used  in  Measuring,  349 
Dispersion  Photometer,  454 
Distance  Spark  can  be  sent  between 

Balls  of  Influence  Machine, 

871 


Distinction    between    Conduction 

and  Induction,  97 
between      Galyanometer    and 

Galyaaoeoope,  noitf,  21 
DistrfliulJou  of  Magnetism  in  Per* 

manent  Magnet^   Measur> 

ing,24 

CH  Power  in  a  Circuit,  445 

Disturbance,   Magnetic,   Shielding 

Galyanometers  from   Ex- 
traneous, 73 
Drawing  Curyes  on  Squared  Paper, 

31 
Curyes  to  Correct  Besnlts  of 

Experiments,  34 
Dry  Pile,  372 
Duplex      Telegraphy,      Besistanoe 

Boxes  used  in,  186 
Dynamometer,  Measuring  Currents 

with  Siemens'  ifiectro-,  379 
Siemens'  Electro-,  377.  (See  also 

Siemens'  Electro-I^ynamo- 

meter.) 

E 

1?ABTH,  Potential  of.  Arbitrarily 

-^    taken  as  Nought,  84 

Earth's  Magnetic  Force,  Definition 
of  the  Horizontal  Compo- 
nent of,  note,  55 

Ebonite  Electrophorus  for  giving 
Negative  Chaxges^  359 

'—  Electarophorus  for  giving  Posi- 
tive Charges,  357 

Pillars,  Corrugating  Sides  of, 

272 

'—  Pillars,  Common  Fault  in  Con- 
structing, 272 

Besistanoe  oi,  271 

—  Specific  Inductive  Capacity  of, 
310 

Edelmann's  Electrometer,  Sug- 
Improvements  in. 


Sf^- 


— —  Modification  of  Thomson's 
Quadrant  Electrometer,  130 

Effect  of  Electrolysis  of  Dilute  Sul- 
phuric Acid,  15 

Efficiency  Increases  with  Power  in 
Electric  Lamps,  458 

of  Arc  Light,  Measuring,  455 

— —  of  Current  Generator,  Defini- 
tion of,  451 

——of  Electric  Light,  Measuring, 
45i 

of  Incandescent  Lamps,  458 

Elastic  Curve,  Definition  of,  34 

Electric  and  Heat  Conductivities, 
Comparison  of,  158 

Apparatus,  Static,  shotdd  be  En- 
closed in  MetaUio  Case,  lOB 
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Electric  A.rc,  IXescription  of,  188, 454 

Arc,    Meaaariug   niaminating 

Power  of,  in  any  Plane,  457 
Arc,  Potential  DUl'erence  Re- 
quired to  maintain,  be- 
tween Two  Carbons,  note, 
871 

Charge,  109.    (See  Charge.) 

Circuit,  Work  done  in,  199 

— —  Conductivity  Diminishes  more 
Kapidly  thaa  Heat   Con- 
duotivi^,  159 
——  Current.    (See  Current.) 
— —  Density.    (See  Density.) 
Energy.     (See  Energy.) 

—  Lamps,  Description  of  Arc  and 

Incandescent,  454 

Lamps,  Efficiency  of,  Increasing 

with  Power,  458 

Light,  Measuring  Efficiency  of, 

452 

Potential.    (See  Potential.) 

Quantity.    (See  Quantity.) 

Bparks.    (See  Sparks.) 

Electrical  Macoines,  Frictional.  {See 
Machines.) 

— —  Machines,  Influence.  (See  Ma- 
chines.) 

—  Units,    Ohm    only    one    yet 

LegaliFed,  140 

Electricity  at  Best  Besides  only  on 
Surface  of  Conductor,  119 

——Comparing  Quantities  of,  QeA- 
vanometrically,  299 

— —  Comparing  Quantities  of.  Stati- 
cally, lU 

— —  Condensers  not  Stores  of,  but 
of  Electric  Energy,  322 

—  Measuring  Quantity  of.  Abso- 

lutely, 289 

Positive  and  Negative,  85 

——  Potential  of  Conductor  Depends 

partly  on  Amount  of,  119 

Quantity  of.  Defined,  109 

Unit  of  Quantity  of,  289 

Quantity  of,  produced  by  Bub- 

bing  Two  Bodies  t<^ether, 

115 
Electrification,  Amount  of  a  Body's, 

109 
— —  Exterior,     No    Force     inside 

Closed  Hollow  Conductor 

due  to,  99 
-^  Object  of  Subbing  Two  Bodies 

together  to  produce,  115 
Electro  -  Dynamometer,     Sie  mens', 

377.      (See    also    Siemens* 

Electro-Dynamometer. ) 
Electrode,  Definition  of,  note,  131 
Electrolysis,  Effect  of,   of   Dilute 

Sulphuric  Acid,  15 
Electro-Magnet,  Description  of,  6 

O  O 


Electro-Magnet,  Strength  oi,  when 
Core  is  Slightly  Mag- 
netised, 382 

Magnet,  Saturation  of,  888 

Magnetic  Control  Meters,  392 

— ~  Mag^netic  Control  Meters,  Ad- 
vantages of,  391 

Magnetic      Control      Meters, 

Crompton  and  Kapp's,  392 

Magnetic  Control  Meters,  Dis- 
advantages of,  391 

Magnetic      Control      Meters, 

Paterson  and  Cooper's,  393 

Electrometer,  Edelmann's  Modifi- 
cation of  Thomson's,  130 

— —  Suggested  Improvements  in 
Edelmann's,  134 

- —  Use  of,  for  proving  Ohm's  Law, 
134 

Bough,  94 

Thomson's  Absolute,  Portable, 

and  Quadrant,  93 

—  Weight,  Lecture-room   Model 

of,  88 

Guard  Bing  for  Weight,  89 

Weight,  Increasing  Sensibilitv 

of,  by  using  Auxiliary  High 

Potential,  91 
Electromotive  Force,  Definition  of, 

201 

—  Force,      C!onstancy      of,      in 

DanieU's  Cell,  218 

—  Force,   Measuring   Besistance 

Containing,  469 
— -  Force  of  Cell  Independent  of 
its  Size  and  Shape,  211,  236 

Force  of  Bunsen's  Cell,  220 

Force  of  DanieU's  Cell,  211 

Force  of  Grove's  Cell,  218 

Force  of  Leclanch^  Cell,  222 

Force  of  Latimer  Clark's  Cell, 

411 

Force  of  Latimer  Clark's  Cell, 

Variation  of,  with  Tempera- 
ture, 411 

Force    of    Standard   DanieU's 

Cell,  412 

Force  of  Cells  in  PoraUel,  241 

Force  of  Cells  in  Series,  241 

Force  of  Cells  partly  in  Series 

and    partly     in    Parallel, 
241 
Force  Used  by  Deprez  in  Trans- 
mitting Power  37    Miles, 
452 

—  Forces  of  Batteries,  Compari- 

son of,  by  observing  Resist- 
ance through  which  they 
send  Equal  Currents,  231 

—  Force  of  Batteries,  Comparison 

of,  by  observing  tbfir  Joint 
and  Opposed  (Jun-ents,  282 
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ElectxomotiTe  Foioe  of  Current 
Oeneraton,  Condenser 
Method  of  Comparing,  341 

Force,  Measuring,  224 

Electrophorio  Action,  Compound 
Interest  Law  of.  361—372 

Electrophorus,  Action  of,  360 

Bertsoh's  Botatory,  361 

Description  of,  35i6 

^—Ebonite,  giving  Negative 
Charges,  359 

Ebonite,     giviog      Positive 

Charges,  357 

Electroscope,  Calibrating  Gold-Leaf , 
354 

Condensing,  352 

Gold-Leaf ,  Improved  Form  of, 

94 

-—  Indicates  Potential  DifTerenoe, 
95 

Varnishing  Shade  of  Ordinary 

Gold  Leaf,  97 

Electroscopes,  Objections  to  Ordi- 
nary Gold-Leaf,  96 

Element,  Simple  Voltaic,  209 

E.  M.  F.,  Meaning  of,  204.  (See  also 
Electromotive  Force.) 

Enclosiire  of  Static  Electric  Appa- 
ratus in  Metallic  Case 
Necessary,  108 

Energy,  Condensers  Stores  of  Elec- 
tric, 822 

—  Produced  by  Frictional  Elec- 

trical Machine,  352 

—  Waste  of,  in  Voltmeters  with 

High  External  Besistance, 
422 

Equivalent  of  Heat,  Mechanical,  201 

Error  in  Ammeters  on  Reversing 
the  Current,  Testing  for,  402 

— —  in  Ammeters  Produoea  by  Ex- 
ternal Magnetic  Disturb- 
ance, Testing  for,  408 

^—  in  Ammeters  Produced  by  Be- 
sidual  Magnetism,  Testing 
for,  400 

-— —  in  Ammeters  Produced  by  Time, 
Testing  for,  407 

——  Testing  Voltmeters  for  Heat- 
ing, 415 

Errors  in  Voltmeters,  Different 
Kinds  of,  407 

•~—  in  Wattmeters^  445 

Examples :  i,  12;  ii.— vii.,  13 ;  viii., 
14  ;  IX.,  X.,  52 ;  xi.,  53 ;  xii. 
xiii.,55^  xiv.,56;  xv.,  xvi., 
57;  xvii.,  89;  xviii,  xix., 
90;  XX.,  91;  xxi. — xxiv., 
142;  XXV.,  143;  xxvi.— 
xxviii.,  155;  xxix.,  156; 
XXX.— xxxiii.,  158;  xxxiv., 
182;    XXXV.— jxxvii.,    163; 


xxxviii.— xl.,  180;  xll.— 
xliii.,  201 ;  xUv.,  202 ;  xlv^ 
206;  xlvi.— xlix.,  207;  L, 
li.,  227;  lii.,  liii.,  228;  Uv., 
232;  Iv.— lvii.,233;  iviii.— 
Ix.,  242;  Ixi.,  243;  Ixii.. 
247;  Uiii.,  Ixiv.,  248;  trv., 
240;  Ixvi.,  250;  Ixvii.^ 
Ixix.,  252;  lxx>,  Ixxi.,  255; 
Ixxii,  Ixxiii.,  256;  IxxIt., 
259;  Ixxv.,  260;  Ixxvl, 
262;  Ixxvii.,  263;  Ixxviii., 
264 ;  Ixxix.,  Ixxx.,  265 ; 
Ixxxi.,  280 ;  Ixxxii.— Ixxxiv., 
281;  Ixxxv.,  294;  Ixxxvi., 
Ixxxvii.,  295 ;  Ixxx  viii.,  297 ; 
Ixxxix. — xci.,  298;  xcii., 
311 ;  xciii.— xcv.,  312 ;  xcvi., 
xcvii.,  313 ;  xcviii.,  xcix., 
323;  c,  325;  d.,  326;  cii., 
ail;  ciii.,  350;  civ.,  437; 
cv.,  cvi.,  438;  cvii.,  439; 
cviii.,  cix.,  440;  ex.,  cxi«, 
443;  cxii.,  cxiii.,44&;  cxiv., 
446  {  cxv.,  cxvL,  417  ;  cxvii., 
cxviii.,  459;  cxix.,  460; 
cxx.,  471 ;  cxri.,  473;  cxxii., 
474 ;  cxxiii.,  475 

Examples  showing  Difference  be- 
tween Electrio  Potential, 
Density,  and  (Quantity,  121 

Explanation  of  Electric  Sparking, 
note,  358 

External  Besistance,  Variation  of, 
with  Current  and  Poten- 
tial  Difference  at  Battery 
Terminals,  204 

Equality  of  Charges  on  Two  Bodies 
obtained  by  Bubbing  them 
together,  115 

F 

PABADAY'S  En>eriment  on  Force 
'''  in  Closed  Conductor  due  to 

Exterior  Electrification,  99 
Farad,  Definition  of  the,  307 
Fault,  Common,   in   Constructing 

Ebonite  Pillars,  272 
Fibre  and  Pivot  Suspensions,  60 
Suspension  used  in  Thomson's 

Marine  Gkilvanometer,  60 
Field,  Uniform  Magnetic,  36 
Finding  Angles  from  their  Tang«ita 

bv  means  of  Squared  Paper, 

Tangents   from   their  Angles 

with  Squared  Paper.  57 

the  Maximum  for  an  Expre:^ 

sion  by  means  of  Curve,  241 

Fixed  E.  M.  F.  and  Besistance,  Cur- 
rent Developing  MpxiquoiB 
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Usefnl  Power  with  Gene- 
rator with,  448 

Fixed  Bern  stance.  Arrangement  of 
Cells  nving  Mazimnm 
Useful  Power  to  Condao- 
tor  with,  450 

Flat  Coil,  Direction  of  Mt^pietic 
Force  prodnced  by  Cur- 
rent flowing  in,  43 

Flemintr'B  Standard  Daniell's  Cell, 
412 

Flint  Glass,  Besistance  of,  271 

Specific  Inductive  Capacity  of, 

310 

Flow,  What  is  meant  by  Direction 
of,  of  Electric  Current,  2 

of  Electric  Current  comx>ared 

with  that  of  Water,  3,  80 

Focal  Length  of  Lens,  Defimtion  of, 
456 

Force,  AttraotiTe,  between  Two 
Plane  Conductors,  For- 
mida  Connecting,  with 
Potential  Difference  and 
Distance  between  them,  87 

—  Definition  of  Lines  of,  43 

—  Definition  of  HorisEontal  Com- 

ponent of  Earth's  Mag- 
netic, note,  55 

i— Direction  of  Magnetic,  pro- 
duced by  Currant  flowing 
inFhLtCoil,43 

—— Electromotive.  (Sm  Electro- 
motive Force. ) 

None    Inside   Closed    Hollow 

Conductor  due  to  Exterior 
Electrification.  99 

Foster's,  Prof.  G.  C,  Simplification 
of  Sine  Gkdvanometer,  61 

Frictional  Electrical  Machines,  352 

Electrical     Maohinee,     Con- 

densers for  use  witn,  813 
Fulfilment  of  Conditions  for  Tan- 
gent Law  in  Tangent  Gal- 
vanometer, 43 

G 

flALYANIC  Cells,  209.    (£feea]so 

^    Cells.) 

Jalvanometer.  Definition  of,  21 

Compared  with  GkdvanoBcope, 

n<ftet  21 
— —  Constant  of,  278 

—  Absolute,  57 

—  Astatic,  Advantage  of  Putting 

Mirror  Outside  Coils,  284 
-^  Astatic,  Definition  of,  282 
Astatic,  Thomson's,  283 

—  Astatic,  Modified  Thomson's, 

284 
-^-  Astatic.  Mather's,  299 


Galvanometer,  Astatic,  Mndford'i, 
105 

—  Astatic,    Damping    of    Vibra- 

tions of  Needle  of,  284,  300 

Ballistic,  292 

——  Ballistic,  Siemens*  and  Halske's 
Galvanometer  Used  as,  292 

Dead-Beat,  78 

Delicate,  281 

Delicate.  Importance  of  being 

Well  Insulated,  286 

Delicate,  Necessity  for  Many 

Convolutions  of  Wire,  281 

Differential,  Principle  of,  148 

Differential  Construction  of,  14S 

Differential,I<atimerClark*B,150 

Differential,    Best   B^istance 

for,  436 

Differential,  Inferiority  of.  to 

Wheatstone'B  Bridge,  171 

Differential,  Mode  of  Adjust- 
ing, 150 

——Differential,  Use  of  Shunts 
with,  183 

Direct-Beading,  76 

Direot-Beading,  Adjustment  to 

make,  75,78,385,389 

•^— Large  Cmrrent.  Advantage  of 
Low  Besistance  for,  136 

Large  Current,  Deprez's,  69 

—^  Large  Current,  Electro-Mag- 
netio  Control,  892 

Large  Current,Gravity  Control, 

391 

Large     Current,     Magnifying 

Spring,  386 

Large  Current,Perman6nt  Mag- 
net Proportional,  75 

— —  Large  Current,  Thomson's  Per- 
manent Magnet,  53 

—^  Large  Current,  Spring  Con- 
trol, 377 

Marine,  103 

Marine,  Fibre  Suspension  for, 

103 

Marine,  Shielding,  from  Mag- 
netic Disturbance,  103 

Portable,    with    Approximate 

Absolute  Calibration,  69, 71 

Potential  Difference,  126 

Potential  Difference,  Electro- 
Magnetic  Control,  892 

Potential   Difference,   Gravity 

Control,  891 

Potential  IMfference,  Magnify- 
ing Spring,  386 

Potential  i)ifference,Permanent 

Magnet  Proportional,  75 

Potential     Difference,    Spring 

Control,  382 

—  Potential  Difference,  Long  Fine 

Wire  used  in,  127 
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OalTanometer,  Potential  IMJferenoe, 

when  it  may  be  Employed, 

127 
Potential  Difference,  Testing, 

407 
— —  Proportional,  71 
— '  Proportional,  with  Permanent 

Magnet  Control,  73 
Proportional,    with     Uniform 

Controlling  Field,  72 
'—-  Quantity,      Mather's      Simple 

Form  of,  299 

Befleeting,  103,  281,  293,  299 

Reflecting,  Deflection  Propor- 
tional to  Current  with,  106 
Reflecting,  Mode  of  Using  Lens 

with,  105 
— —  Reflecting,  Lamps  for,  106 

Reflecting,  Mirror  for,  105 

Reflecting,  Mather's  Form  of, 

299 
Reflecting,  Mndford's  Form  of, 

284 

Reflecting,  Spirit  Level  for,  285 

»—  Sine,  62 

Sine,    Foster's    Simplification 

of,  61 

Shielded,  67,  73, 108,  390 

Tangent,  36 

Tangent,  Simple  Form  of,  27 

——  Tangent,Ad1astmentof  Coil  of, 

46 
•—  Tangent,   Best    Deflection  to 

Use  with,  41 

—  Tangent,   Conditions    that    a 

Qalvanometer  may  be,  36 

—  Tangent,   Conditions   of   Tan- 

gent Law  Fulfilled  in,  43 

Tangent,  Controlled  Only  by 

Earth's  Magnetism,  Values 
in  Amperes  of  Deflections 
of.  55 

— ^  Tangent,  Proportions  of  Chan- 
nel  in  Bobbin  of,  when 
Tangent  Law  is  Most  Ac- 
curately Fulfilled,  51 

Tangent,  Scale  for,  38 

Tangent,  Sensibilit]r  of.  Alter- 
ing, by  Removing  Needle 
from  Plane  of  Coil,  52 

Tangent,    Sensibility    of,    Al- 

t*»red  by  Varying  Number 
of  Windings  or  Diameter 
of  Bobbin,  48 

Calibrating,  Relatively  or  Abso- 
lutely, 22,  27,  39&-400 

Calibrating,     by     Comparison 

with  Tangent  Qiilvano- 
meter,  68 

Calibrating,  by  Sine  Method,  64 

— —  Calibrating,  by  Sine  Method  in 
Higher  Parts  of  Scale,  65 


Galvanometer,  Calibrating,  by  Sine 
Method  with  Constant 
Current,  67 

Calibrating,   by  using   Known 

Resistances  and    Cell    of 
Constant  E.  M.  F.,  238 

Calibrating,  by  using  Known 

Resistances  and  Constant 
Potoitial  Difference,  164 

Calibration  of.   Unaffected  by 

Change    in     Strength    of 
Poles  of  Single  Needle,  23 

Sensibility  of,    Licreasing,  by 

Diminishing  Diameter  of 
Wire  used  in  Winding,  22 

Sensibility  of.  Modes  of  Vary- 
ing. 229 

Sensibility  of.  Variation  of,  with 

Length  of  Wire  Used  in 
Winding.  418 

Sensibility  of , Variation  of,  with 

Resistance,  416 

Sensibility    of.     Shunting    to 

Diminish,  229 

Sensibility  of  Tangent,  Varia- 
tion of,  48 

for  Wheatstone's  Bridge,  Best 

Arrangement  of,  and  Bat- 
tery, 171,  487 

for  Wheatstone*s  Bridge,  Best 

Gauge  of  Wire  for.  172, 466 

for  Wheatstone's  Bridge,  Cur- 
rent through,  465 

for  Wheatstone's  Bridge,  Mean- 
ing of  Deflection  of,  176 

Apparent  Increase  of  Resist- 
ance of,  Due  to  Damping, 
319 

Best  Resistance  to  give  to,  435 

Coils,  Rate  of  Production  of 

Heat  in,  419 

Method  of  Measuring  Resist- 
ance by  Loss  of  Charge,  348 

Shielding,    from     Extraneous 

Magnetic  Disturbance,  57, 
73, 108,  390 

^^  in  Simple  Circuit,  Best  Resist- 
ance for,  435 

and  Shunt,  Combined  Resist- 
ance of,  178 

Soft  Iron  Core  Used  in,  73 

Use  of  Minor  with,  to  Avoid 

Parallax,  28 

and  Voltameter,  Relative  Ad- 

vanta^ies  of,  20 

Galvanometer.  (See  also  Ammeter 
Electro  •  Dynamometer 
Voltmeter.) 

Galvanos  ope.  Definition  of,  noUf  2J 

Description  of,  6 

Gas-Bumer,  Albo-Carbon,  for  Gal' 
vanometers.  notct  106 
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Ghuih  Burner,  BegeneratiTe,  for  Qal> 
Tanometers,  106 

Generated  in  Voltameter  Inde- 
pendent of  Shai>e,  Size,  aud 
Distance  of  Plates,  10 

Bate  of  Production  in  Sul- 
phuric Acid  Voltameter  by 
One  Ampere,  12 

Gflsesy  Dliference  of  Pressure  Com- 
pared with  Difference  of 
Potential,  86, 121 

Specific  Inductive  Capacity  of, 

310 

Gearing,  Ammeters  and  Voltmeters 
with  Macrnifying,  386 

Generation  of  Heathy  Eleotric  Cur- 
rent, 192 

Generator,  Current,  Definition  of 
Efficiency  of,  451 

Current,      Measurement      of 

E.  M.  F.  of,  224, 231, 234, 341 

Current,  Measurement  of  Re- 
sistance of,  205,  225.  342 

Current,    Power    Wasted     in 

Heating,  445 

Current,  Work  done  by,  202 

Current,  with  Fixed  B.  M.  F. 

and  Besistance,  Current 
Developing  Maximum  Use- 
ful Power  with,  418 

Generators,  Current,  Forms  of,  208. 
(See  also  Cell,  Batteries.)    • 

German  cUlver,  Change  of  Resist- 
ance of,  with  Temperature, 
100 

Silver,  Besistanoe  of,  for  Given 

Length  and  Diameter,  and 
for  Given  Length  and 
Weight,  157 

— <->  Silver,  Resistance  of,  per  Cubic 
Centimetre  and  per  Cubic 

Inch.  IM 
Silver,  Whv  Besistanoe  Coils 

are  made  of,  160 

GiuMS,  Flint,  Resistance  of,  271 

Glow  Discharge,  note,  369 

Gk>ld,  Change  of  Resistance  of,  with 
Temperature,  160 

Electric  and  Heat  Conductivi- 
ties of,  Compared,  150 

Resistcuioe  of,  for  Given  Length 

and  Diameter,  and  for 
Given  Length  and  Weight, 
157 

Resistance  of,  per  Cubic  Centi- 
metre and  per  Cubic  Inch, 
154 

Leaf  Electroscope,  94 

Leaf  Electroscope,  Calibrating, 

354 

—  Ijeaf  Eleotrosoope,  Objectiona 
to  Ordinary,  96 


Gold-Leaf  Electroscope,  Varnishing 
Shade  of  Oroinaiy,  97 

Graduation  of  Ammeters,  Test  for 
Accuracy  of,  895 

—^  of  Canynghame's  Ammeter  and 
Voltmeter,  385 

of  Voltmeters.  Testing  for  Ac- 
curacy of,  406.  (See  also 
Calibrating.) 

Graphically  Beoordiug  Besults  of 
Experiments,  30 

Beoording  Besnlte,  Value  of,  83 

Gravity  Control  Meters,  dQl 

Darnell's  Cell,  212 

Grove's  Cell,  218 

Cell,  Chemical  Action  in,  219 

CeU,  B.  M.  F.  of,  218 

Cell,  Besistanoe  of,  218 

Guard  Bing,  89 

Tube,  375 

Guttaperdia,  Besistanoe  of,  271 

dpecilic  Inductive  Capacity  of, 

310 

H 

~pJBAT,  Amount  of,   per  Minute 

"■■^  Produced  by   Given  Cur- 

rent flowing  through  Given 
Besistanoe,  199 

Amount    of.     Produced     per 

Second  in  Coil  by  Constant 
Carrent,  Constancy  of,  197 

and    Electric    Conductivities, 

Comparison  of,  158 

Conductivity  Diminishes  more 

Bapidly  than  Electric,  159 

Evolution  of,  in  Conductor,  by 

Electric  Current,  8 

Generated    by    Electric    Culr- 

rent,  Amount  of,  192 

Measuring  Current  by  Bate  of 

Production  of,  197 

Mechanical  Equivalent  of,  201 

Badiation,     Conduction,     and 

Convection  of,  note,  195 

Bate  of  Production  of,  in  Gal- 
vanometer Coils,  419 

Heating  Error  in  Voltmeters  Di- 
minished by  Use  of  Outside 
Besistanoe,  421 

Error,  None  in  Cardew's  Volt- 
meter, 426 

Error,  Testing  Voltmeters  for, 

415-422 

Gun-ent      Generator,     Power 

Wasted  in,  415 

Property  of  Current,  Practical 

Uses  of,  4 

Hermetically  Sealing,  Definition  of, 
note,  20 

High  Besistanoes,  Measuring,  277 
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of  Seale,  CaKhnOion 
of»  I17  Sine  Method,  C5 

Poiential,  Uefinxtum  o4  85 

Holbnann's  Tottameter,  15 

Holtx'8  Infiueiioe    Electiieia    ]f»- 
chme^  387 

■  YnleaniBed   Indiambber, 
BeBisteoce  of  ,  271 

Componeiit  of  faith's 
ICagnetio  Force,  Defini- 
tion oi,  note,  55 

Hone-Power,  201, 443 

Hydrogen,  Specific   IndnctiTe   Ga- 
paci^of,8IO 

HTpotennse,  I>efinition  0^  note,  37 


TLLUMINATING  Power  of  Arc 

-*-  Lempi,  Measnringr,  454 

Power  of  Are  Lamps  in  any 

Plane,  Measoring,  457 

Power  of  Incandescent  Lamps, 

Measuring,  45S 

Image,  Connection  between  Motion 
of,  on  Plane  Scale  and 
Angular  Defiection  of  Mir- 
ror, 107 

Incandescent  Lamp,  Description  of, 
454 

■  Lamp,  Measuring  £fficien<7  of, 
452 

^—  Lamp,  Measuring  Illuminating 
Power  of,  452 

— ^Lamp,  Efficiency  and  Life  of,  458 

Indiarubber,  Besistance  of  Hooper's 
y  nlcanised,  271 

Specific  Inductive  Capacity  of, 

810 

Indication  of  Direction  of  Current 
in  Magnifying  Spring  Am- 
meters andYoltmetors,  389 

Induction,  Definition  of,  97 

and  Conduction  Compared,  97 

Self,  174,  427 

Inductive  Action,  87 

Action  between  Conductors  of 

Different  Potentials,  87 

Capacity,  Specific,  309 

Inefficiency  of  IVictional  Electrical 
Machines,  352 

Inertia,  Definition  of  Moment  of, 
note,  78 

Infinity  Plug,  151 

Influence  Machine,  Adjusting  Balls 
of,  to  Produce  Given  Maxi- 
mum Potential  Difference, 
372 

•~—  Machine,  Attaching  Leyden 
Jars  to  Collectors  of,  370 

Machine,   Compound    Interest 

Law  of,  8M,  806 


Comdettaen  for 

Use  with,  313 
MacJifne,  Distance  Spark  can  be 

sent  between  BaJQs  of,  370 

Machine,  Woric  done  by,  371 

Machine,  Bertaeh,  361 

Machine,   Accmnnlating,   361; 

Holtz's,  867;  Nicholson's. 

366;  Thomson's,  364;  Var- 

ley's,     367;      Voss,     867; 

Wimshnrst)  367 
In  Parallel,  Wires  Joined,  Defini- 

tionof,  136 
In  Series,  Wires  Joined,  DefinitioB 

<rf,140 
Instmctions  for  Experiments,  Spe- 
cimens of,  4^ 
Instmments,  Commercial,  for  Mear 

snring  Current,  79,  376 
Tnsolating  Stand,  Construction  oL 

268 
Stems,  Coating,  with  Paraffin 

Wax  or  Shell-lac  Varnish, 

267 
Yamish,  How  to  Make,  noU^ 

268 
Insulation,    Importance   of   Grood, 

and  Mode  of  obtaining,  in 

Delicate      Galvanometers, 

286 
Insulator,  Definition  of,  9 
Insulators,  Diminution  of   Besicct- 

ance  of,  with  Increase  c^ 

Temperature,  271 
Obtainable  for  Electricity,  nut 

for  Heat,  159 

Table  of  Besistances  of,  271 

•  Telegraph,  274 

Testing,  during  Manufacture, 

275 
International  Electrical   Congress, 

Unit  of  Besistance  Adopted 

by,  140. 141 
Interpolation  of  Besults  by  Means 

of  Curve,  34 
Invariable     Absolute    Calibration, 

Gfalvanometers  with,  57 
Iron  Box,  Partial  Magnetic  Screen, 

101 
Change  of  Besistance  of,  with 

Temperature,  160 
Electric  and  Heat  Conductivi- 
ties of.  Compared,  159 
Besistance,  of  for  Given  Lengtb 

and    Diameter,     and    for 

Given  Leng^  and  Weight, 

157 
Besistance  of,  per  Cubic  Centi- 
metre, and  per  Cubic  Inch, 

154 
Cores,  Use  of,  in  Galvanoi 

tars,  73 


INDEX. 


503 


Iron  Magnetiflod  by  Eleotrlo 

rmtfS 
BesiBtanoe  Coils,  162 


Cor- 


TAB,  "Lejden,  314.    (Sm  also  L^- 
^  den  Jar.) 

Used  for  Darnell's  Cell,  210 

Joints,  Lap  and  Bntt,  79 
Jonle,  Definition  of  the,  461 
Joule's  Mechanical  Eqaivalent  of 
Heat,  201 


XTEMFE'S  ConstantTotalCorrent 

-'^  Shunts,  257 

Key,  Bridge,  174 

Charge  and  Discharge,  820 

Charge  and  Discharge,  Simple 

Form  of,  343 

— —  Charge  and  Discharge,  Various 
Modes  of  Connecting,  with 
Condenser,  Battery,  and 
Gkilyanometer,  320—322 

-—  Make  and  Break,  Simple  Form 
of,  19 

Ping.  Description  of,  139 

Eirchhoff's  First  Law,  M4 

Second  Iiaw,  464 


T  ALANDE  Chaperon  Cell,  210 

■*^  Lamps,  Description  of  Arc  and 
Incandescent,  454.  {See 
also  Arc,  Incandescent.) 

Lamps  Used  with  Beflecting  Galva- 
nometer, 105 

Lap  Joint,  79 

Large  Potential  Differences,  Pro- 
duction of,  351 

Latimer  Chirk's  Cell,  410 

Clark's     Cell,     Constancy    of 

E.  M.  F.  of,  411 

Clark's  Cell,  E.  M.  F.  of,  411 

Clark's  Cell,  Temperature  Va- 
riation of  E.  M.  F.  of,  411 

Clark's  Differential  Galvanome- 
ter, 150 

Law  connecting  Two  Sets  of  Facts 
Determined  by  means  of 
Curve,  35 

of  Differential  Galvanometer, 

149, 183 

Experimental  Proof  of  Ohm's, 

130 

Kirchhoff's  First,  464 

Kirchhoff's  Second,  464 

Ohm's,  ISO 

Tangent,  Fulfilment  of  Condi- 


tions  for,  in  Tangent  Gal- 
vanometer, 48 

Law,  Tangent,  When  True,  41 

Sine,  When  True,  61 

of  Wheatstone's  Bridge,  167 

Laws  of  Surfoce  Leakage  ana  Leak- 
age through  uie  Mass,  270 

Lead,  Change  of  Besistance  of,  with 
Temperature,  160 

— ^  Electric  and  Heat  Conducti- 
vities of.  Compared,  150 

Besistance  of,  for  Given  Length 

and  Diameter,  and  for 
Given  Length  and  Weight, 
157 

Besistance  of,  per  Cubic  Centi- 
metre, and  per  Cubic  Inch, 
154 

Leakage,  Dependence  of  Bate  of 
Loss  of  Charge  from,  on 
Dielectric  Only,  346 

Surface,  266 

Surface,  Law  of,  270 

through  the  Mass,  266 

through  the  Mass,  Law  of,  270 

Leclanch^  Cell,  220 

Cell,  Chemical  Action  of,  221 

CeU,  E.M.F.  of,222 

Legal  Ohms  and  B.  A.  Units,  Equa- 
tion Connecting,  142 

Unit  of  Besistance,  140 

Length,  Variation  of  Besistance 
with,  143 

Lens,  Definition  of  Focal  Length 
of,  456 

——  Mode  of  Using,  with  Beflecting 
Galvanometer,  104, 105 

Levels,  Spirit,  for  Beflecting  Gal- 
vanometer, 285 

Lejden  Jar,  Attaching,  to  Collecting 
Combs  of  Electrical  Ma- 
chines, 370 

— '-  Jar,  Construction  of,  314 

Jars,  Battery  of,  317 

Life  of  Incandescent  Lamps,  458 

Light,  Measuring  Efficiency  of  Elec- 
tric, 452 

Measuring  Illuminating  Power 

of  Electric,  452 

Lines  of  Force,  Definition  of,  43 

Liquid  and  Wire  Besistances,  Com- 
parison of  Use  of,  194 

Decomposed  by  Electric  Cur- 
rent, 3 

Saturation  of,  twte,  411 

Super-saturation  of,  noUf  411 

Liquids,  Difference  of  Level  in.  Com- 
pared with  Difference  of 
Potential,  86 

Local  Action  in  Cell,  217 

Action  in  Daniell's  Cell,  How 

to  Prevent,  217 
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Lockwood  Cell,  218 

Logarithmic  Deorement,  296 

Decremeut,  Determination  of, 

when    Damping    is    Very 

Slight,  297 
Lord  JUtyleiflrh,  Silver  Voltameter 

uBea  hy,  11 

M 

llf  ACHINES,  Electrical,  Adjnat- 

**"•  ing  Balls  to  Produce  Given 

Potential  Difference,  872 

Electrical,  AttHchiog    Leyden 

Jars  to  Collectors  of.  370 

— —  Electrical,  Condensers  for  Use 
with,  313 

Electricat,  Frictional,  852 

Influence,  Bertsch's,  861 

~-^-  Influence,  Accumulating,  861 ; 
Holtz,  867;  NichoUon's, 
366;  ThomsonV,  864  J  Var- 
ley's,  367;  Voss,  8j7; 
Wimshurst,  867 

——  Influence,  Accumulating,  Con- 
densers for  Use  with,  813 

"^  Influence,  Accumulating,  Com- 
pound Interest  Law  of, 
H61,  866 

Influence,     Accumulating, 

Work  done  by,  871 

Magnet,  Connection  between  Poles 
of,  and  Diioction  of  Cur- 
rent round,  17 

—  Definition  of  North-Seeking 
End  of,  note,  16 

Deflected  by  Current,  8 

llectro.  (See ElectroMagnet. ) 

•—  Motion  of,  Produced  by  Uni- 
form Magnetic  Field,  890 

-—  Permanent,  Measurement  of 
Distribution  of  Magnetism 
in,» 

•——  Permanent,  Proportional  Gal- 
vanometer Controlled  by, 
73 

Mngucts,  Position  of  Poles  In,  23 

Mai^netic  Axis  of  Needle,  Defiuitiou 
of,  37 

Disturbance,  Shielding  Galva- 
nometers from  Extraneous, 
57,  73, 103,  390 

< Effect  of  Bobbin,  Variation  of, 

with  Current  and  Resist- 
ance, 418 
Field,  Motion  of  Magnet  pro- 
duced by  Uniform,  390 

Force,  Definition  of  Horizontal 

Component     of     Earth's, 
note,  55 
—  —  Force,  Direction  of,  produced 
hi  Current  in  Flat  Co:l,  (3 


Magnetic  Meridian,  DeftnitioA  uC 
Plane  of,  ncU,  45 

Property  of  Current,  Practical 

Uses  of,  4 

Saturation,  388 

Screen,  Thick  Iron  Box,  101 

Magnetised,  Iron,  by  Current,  3 

Magnetism,  Measurement  of  Di»> 
tribntion  of,  in  Permanent 
Magnet,  24 

Residual,  Definition  of,  385 

Residual,    Testing    Ammeten 

for,  400 

Magnifying  Gearing,  Ammeten  and 
Voltmeters  with,  386 

——  Spring  Ammeter  and  Volt> 
meter,  886 

Spring  Ammeter  and  Volt- 
meter, Ac^ustment  for  Sen- 
sibility in,  389 

— —  Spring  Ammeter  and  Volt- 
meter, Advantages  of,  390 

Spring  Ammeter  and  Volt- 
meter, Disadvantage  of,  391 

Spring  Ammeter  and-  Volt- 
meter, Indication  of  Di- 
rection of  Current  in,  389 

Spring  Voltmeter,  Best  Law  of 

Variation  for  Gauge  of 
Wire  in,  42L 

Making  Sine  Scale,  Mode  of,  68 

Tangent  Scale,  Mode  of,  38 

Ifanoe's  Test  for  Resistance  Goc 
taining  E.  M.  F.,  470 

Marine  Galvanometer.  108 

Galvanometer,   Fibre  Suspend 

sion  used  in,  60 

(Galvanometer,  Shielding,  from 

Magnetic  Disturbance,  108 

Mass,  Law  of  Leakai^e  through,  270 

Leakage  tl^x>ugh,  266 

Material  for  Outside  Resistauoe  for 
Voltmeters^  422 

for  Wire  for  Voltuicter  Coils, 

420 

^— •  used  in  Resistance  Coils,  150 

Variation  of  Resistance  with, 

146 

Mather's  Mode  of  Calibrating  Gal- 
vanometer with  Constant 
Current,  67 

Proportional        Galvanometer 

with  Uniform  Controlling 
Field,  72 

Reflecting  CkdvaDometer,  280 

Matthiessen's  Eqm^tion  Connecting 
Resistance  with  Tempera- 
ture, 153 

Experiments,   Tables  deduced 

from,  154. 157 

Maximum,  Finding,  by  meaas  of 
Curve,  244 
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M aximom  Potential  DiflTerenoe  of 

Electrical  Machine,  Deter- 

Diination  of,  372 
*——  Useful   Power,  Current    tbat 

Develops,  448 
——  Useful    Power    in    (Generator 

with  Fixed  E.M.F.   and 

BesistaDoe,  Conrent   that 

Develope,  448 
Measuring  Arc  Light,  Effidenoj  of, 

455 

—  Arc  Light,  lUuminating  Power 

of.  in  any  Plane,  457 
— >  Arc  Light,  Illuminating  Power 
of,  How  to  Oyeroome  Dif- 
ference in  Colour  between 
it  and  Candle  when,  457 

—  Effioiraicyof  Electric  Light,  458 

—  Efficiency      of     Incandescent 

Light,  452 

Current,  Alternating,  196 

——Current,    Commercial    Instru- 
ments for,  79,  376 

—  Current  by  Bate  of  Production 

of  Heat,  197 

Current  with  Siemens'  Dynar 

mometer,  379 

—  Small  Curreots,  Disadyantage 

of  nsiuff  Yoltameters  f or,20 
——  Strength  of  Current,  4 

—  Distritmtion  of   Magnetism  in 

Permanent  Magnet,  24 

Electric  Density  by  means  of 

Proof  Plane,  117 

—  Electromotiye  Force  of  Cur- 

rent Generators,  224,  2?1, 
234,341.   (Sm  also  Electro- 
motiye  Force.) 
Potential  DifTerence  by  Weigh- 
ing, 88 

—  Potential    Differences,    Alter- 

nating, 426 
Potential    Differences.   Static 

and  Current  Methods  of. 

Compared,  125 

Power,  442 

Resistance  of  Batteries,  205, 225 

Resistance  of  Batteries  using 

Known  Besistances,  226 
— —  Besistanoe  of  Batteries  using 

Known    Besistances    ana 

Shunt,  226 

—  Besistanoe   of  Current  Gener- 

ator,  Condenser    Mtthod 

of.S42 
— —  Besistanoe  by  Bate  of  Loss  of 

Charge,  314 
^—  Resistance  by  Bate  of  Loss  of 

Charge,        Gkdyanomeirio 

Method  of,  348 
— X-  Besistanoe  Contaiuiug  E.M.F., 

409 


Measuring  Besistanoe  during  P« 
sage  of  Strong  Current,  187 

High  Resistances,  277 

Speciflc    Inductive    Capacity, 

—— Quantity  of  Electricity,  111, 
289,299 

MeasuremAnt  Absolute,  of  Capa- 
city, 827 

of   Po  e.itial    Compared  with 

Measurement  of  Tempera- 
ture, 85 

Mechanical  Equivalent  of  Heat,  201 

Meidinger  GeU,  212 

Mercury,  Change  of  Besistanoe  of, 
with  Temperature,  100 

Resistance  of,  for  Giren  Lenrth 

and  Diameter,  and  for 
Given  Length  and  Weight, 
157 

—  Resistance  of,  per  Cubic  Centi- 
metre, and  per  Cubic  Inch, 
154 

Meridian,  Definition  of  Plane  of 
Magnetic,  note,  45 

Metal  having  Least  Change  of  Re- 
sistance with  Tempera- 
ture, 160 

Metals,  Change  of  Resistance  of, 
with  Temperature,  160    < 

Electric  and  Heat  Conducti- 
vities of.  Compared,  159 

^•^  Resistance  of,  for  Given  Length 
and  Diameter,  or  for  Given 
Length  and  Weight,  156 

Resistance  of,  per  Cubic  Centi- 
metre, ana  per  Cubic  Inch, 
153 

Metallic  Case,  Necessary  Enclosure 

of  Electric  Apparatus  in. 

•      108  *  -^ 

Meters,  Electro-Magnetic  Control, 


—^Electro-Magnetic  Control, 
Cronipton  and  Kapp's,  SK3 

-«»  Electro-Magnetic  Control,  Pa- 
terson  and  Cooper's,  ^ 

Electro-Magnetic  Control,  Ad- 
vantages of,  394 

— —  Electro  -  Magnetic  Control, 
Disadvantages  of,  394 

Gravity  Control,  391 

Spring  Control,  377 

Spring  Control,  Cunynghame'f , 

sen  I  Magnifying,  386; 
Siemens',  377 

Meters.  (S«e  also  Ammeter,  Dyna* 
mometer.  Galvanometer, 
Photometer.  Voltmeter, 
Wattmeter.) 

Metre  Bridge,  168 

Mica,  Reaistanoe  of,  271 
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Mica,  Speoiflo  Indaotive  Capacity 
of,  310 

ICicrometer  Sozew,  Description  of, 
note.  24 

Minotto'B  Cell.  211 

Mirror,  Angalar  Motion  of.  Half 
that  of  Beflected  Sajr,  106 

-^Connection  between  Angnlar 
Deflection  of,  and  Motion 
of  Image  on  a  Plane  Scale, 
107 

——in  Galvanometer,  Use  of,  to 
Avoid  Parallax,  28 

for  Reflecting  OalTanometer,105 

Moment  of  Couple,  Definition  of, 
note,  283 

of  Inertia.  Definition  of,  note,  78 

Motion,  Angular,  of  Refiected  Bay, 
106 

of  Image  on  Plane  Scale,  Con- 
nection between,  and  Angu- 
lar Deflection  of  Mirror,  107 

of  Magnet  produced  bj  Uni- 
form Magnetic  Field,  380 

Multiples  of  Ohm,  Conatmction  of, 
145 

Multiplying  Power  of  Shunt,  178 

Power    of     Shunt     uaed     in 

Measuring  a  Discharge,  340 

N 

'M'APIERIAN    Logarithmic    De- 

-^^  crement,  296 

Negative  Charges,  Ebonite  Electro- 
phorus  Arranged  to  Give, 
358 

Electricity,  85 

Network,  Currents  in,  462 

Nicholson's  Revolving  Doubler,  366 

Nickel,  Resistance  of,  per  Cubic 
Centimetre,  and  per  Cubic 
Inch,  154 

North-seeking  end  of  Magnet,  Defi- 
nition of,  note,  16 

Nought,  Potential  of  Earth  Arbi- 
trarily taken  as,  84 

Null  Methods,  Meaning  of,  236 

O 

r)HM,  89, 140, 141 

^^    Construction  of  Multiples 

of,  145 

— —  Definition  of  ]>efl»l,  140 

Only  Electrical  Unit  yet  Legal- 
ised, 140 

Ohmmeter,  Description  of,  190 

Ohms,  L^al,  and  B.  A.  Units,  Equa- 
tions connecting,  142 

Wires    having    Resistance    of 

abont  Ten,  143 


Ohm's  Law,  130 

Law,  Experimental  Proof  of,  ISO 

Oleflant    €hu3.    Specific    Inductive 
Capacity  of,  310 


PARAFFIN  WAX,   Coating  In- 

-^  sulating  Stems  with,  267 

Wax,  How  to  Prevent  Over- 

heating  when  Melting,  note, 
267 

Wax,  Resistance  of,  271 

— —  Wax,  Specific  ^ductive  Capa- 
city of,  310 

Parallax,  Definition  of,  note,  28 

Mirror  Used  in  Galvanometer 

to  Avoid,  28 

ParsJlel.  Cells  in.  Figure  of,  239 

Cells  in.  Symbolical  Repre- 
sentation of,  240 

Circuit,  Wires  Joined  in,  136 

Circuit,  Independence  of  Cur> 

rents  in,  260 

E.  M.  F.  of  Cells  in,  241 

Resistance,  179 

Patersonand  Cooper's  Electro-Mag- 
netic Control  Meters,  393 

P.  D.,  Meaning  of,  230 

Periodic  Time  of  Vibration,  Defini- 
tion of,  291 

Permanent  Magnet,  Proportional 
Galvanometers  Controlled 
by,  73 

Magnet,  Measurement  of  Dis- 
tribution of  Magnetism  in, 
24 

Magnet  Meters,  69 

Magnet    Met^,    Advantages 

of,  78 

Magnet  Meters,  Direct-Read- 
ing, 76 

Magnet  Meters,  Disadvantage 

of,  376 

Magnet  Meters,  Proportional, 

71 

Photometer,  Dispersion,  454 

Rumford's,  452 

Pivot  and  Fibre  Suspensions,  60 

Plane  of  Magnetic  Meridian,  Defini- 
tion of,  note,  45 

Proof,  116 

Platinoid,  160 

Resistance  of,  161 

Resistance,  Coils  of,  161 

Platinum,  Electric  and  Heat  Con- 
ductivities of.  Compared, 
158 

Resistance  of,  for  Given  Length 

and  Diameter,  and  for 
Given  Length  and  Weightb 
lfi7 
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Platinum,  Befdstanoe  of,  per  Oubio 
Centimetre,  and  per  Cnbic 
Inch,  154 

Silver  Alloy,  Change  of  Becdst- 

anoe  of,  with  Temperature, 
160 

— —  Silver  Alloy,  BesiBtanoe  of,  for 
Given  ijenffth  and  Dia- 
meter, and  for  Qiven 
Length  and  Weight,  157 

Silver  AUoy,  Besistanoe  of  per 

Cubic  CentinuBtre,  and  per 
Cubic  Inch,  IM 

Plug,  Infinity,  151 

Key,  Description  of,  188 

Becnstonoe  Soxes,  Construction 

of,  151 

Poggend(»rff'8  Method  of  Compar- 
ing £.  M.  Fs.,  234 

Method,  Use  of,  for  Calibrating 

Yoltmeters,  413 

Polarisation  of  Daniell's  Cell,  216 

of  Latimer  Clark's  Cell,  411 

Poles  of  Magnet,  Connection  be- 
tween, and  Direction  of 
Curroit  round  Magnet, 
17 

of  Magnets,  Positions  of,  23 

•Portable  Electrometer,  93 

——  Qalvanometer  with  Approxi- 
mate Absolute  Calibration, 
69 

Positive  Electricity,  85 

Potential,  85 

Potash  Bichromate  CelL  222 

Bichromate  Cell,  Cnemical  Ac- 
tion in,  223 

— —  Bichromate  Cell,  Composition 
of  Liquid  for,  222 

Bichromate  Cell,  E.  M.  F.  of, 

223 

Bichromate  Cell,  Form  of  Zinc 

for,  223 

Potential  of  Conductor  Compared 
with  Pressure  of  Ghis,  121 

of  Conductor,  -Ways  in  which 

it  can  be  Varied,  121 

of  Conductor  Depends  partly 

on  Amount  ox  Electricity 
on  it,  119 

of  Conductor   Depends  partly 

on  its  Position,  119 

of  Conductor  Depends  partly 

on  its  Shape,  119 

Density,  and  Quantity,  Exam- 
ples showing  Difference  be- 
tween, 121 

Difference,  80 

— ^  Difference,  Adjusting  Balls  of 
Electrical  Machine  to  Pro- 
duce   Qiven     Maximum, 


Potential  Diiference,  Altematingf 
Increases  Practical  BMist- 
anoe  of  Voltmeters,  427 

—  I>ifference,Altematii^,Mea8ar- 

ing,  426 

Difference  between  Two  Con- 
ductors does  not  Measure 
Difference  in  their  Electric 
Charges,  85 

— —  Difference  between  Two  Points 
in  Uniform  Conductor  Con- 
veying Current  Propor- 
tional to  Distance  between 
Points,  83, 143 

—  Difference,    Charges    on   Two 

Conductors  vai^  as,  for 
Constant  Relative  Posi- 
tions, 100 

— -  Difference  Compared  with  Dif- 
ference of  Level  in  Liquids, 
86 

Difference  Compared  with  Dif- 
ference oc  Pressure  in 
Gases,  86 

Difference  Compared  with  Dif- 
ference of  Pressure  of 
Water  Flowing  in  Pipe, 
80,81 

Difference,  Contact,  351 

——Difference,  Distance  and  At- 
traction between  Two  Par- 
allel Plane  Conductors,  87 

— —  Difference  Ghdvanometer,  Ab- 
solutely Calibrated,  127, 
408-428 

——Difference  Oalvanometers, 
Long  Fine  Wire  Used  in, 
127 

—  Difference  Galvanometer,  when 

it  may  be  Emplopred,  127 
-^—  Difference,    Increasmg    a,    in 

known  Batio,  354 
Difference,  Lai^e,  Arrangement 

of  Cardew^a  Voltmeter  for 

Measuring,  425 

—  Difference,  I^iirge,  Production 

of,  351 

Difference,Measuringby  Weigh- 
ing, 88 

Difference  Method  of  Com- 
paring Bosistamces,  140 

Difference,  Ratio  of,  to  Current 

Constant  for  Given  Con- 
ductor, 130 

Difference,  Batio  of,  to  Current 

is  Resistance,  130 

Difference  Bequired  to  Main- 
tain Electric  Arc  between 
Two  Carbons,  note,  371 

Difference  Bequired  to  Pro- 
duce Spark  between  Point 
and  Plate.  371 
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Potential  Differenoe  Beqnired  to 
Produce  Spark  between 
Two  MetalUc  Balls,  370 

1^—  Differenoe,  Static  and  Cunent 
Method  of  Measuring, 
Compared,  125 

<— -  Differenoe,  Sub-diridinff  into 
Known  Fractions,  2^ 

——  Difference.  Variation  of,  at  Bat* 
tery  Terminals,  with  Varia- 
tion of  Current,  204 

DlfferenoeL  Variation   of,  with 

Resistance  of  Oiven  Volt- 
meter to  Produce  Given 
Deflection,  419 

— —  Higher,  and  Lower,  Positive, 
and  Negative,  Definition 
of,  85 

•—  Increasing  Senaibility  of 
Weight  Electrometer  by 
Using  Auxiliary  High,  91 

—-—  Inside  Closed  Conductor,  96 

"»>  Measurement  of,  Compared 
with  Measuremeutof  Tem- 
perature, 85 

— —  of  ifarth  Arbitrarily  taken  as 
Nought,  84 

Uniform  on  Conductor,  86 

Uniform  in  Conductor,  98 

Power,  Arrangement  of  Cells  Giv- 
ing Maximum  Useful,  to 
Conductor  of  Fixed  Resist- 
ance, 450 

— ~  Current  Developing  Maximum 
Useful,  with  Generator  of 
Fixed  E.  M.  F.  and  Resist- 
ance, 448 

DefipHion  of,  441 

Distribution  of,  in  Circuit,  445 

E.  M.  F.  used   by  Deprez    in 

Transmitting,     87    Miles, 
452 

Horse,  201,  443 

Measurement  of,  442 

Unit  of.  442 

-^  Utilisea  in  Circuit  Outside  Ge- 
nerator, 445 

Wasted  in  Heating  Generator, 

416 

Preparation  of  Varley's  Carbonised 
Cloth,  397 

Pressure,  Difference  of,  in  Gases, 
Compared  with  Difference 
of  Potential,  86 

— ~  of  Gas  Compared  with  Poten- 
tial of  Conductor,  121 

— —  of  Water,  Difference  of,  in  Pipe 
Compared  with  Difference 
of  Potentials,  81 

Proof  of  Ohm's  Law,  Experimental, 
130 

Proof-plane,  116 


Proof-phine,     Measuring    Electrjfl 

Density  by  means  of,  117 
Properties  of  Eleclxic  Current,  3 

of  Electric  Current,  Practical 

Uses  of,  4 
Proportional  Coils  of  Wheatstone'a 
Bridge,  172 

Galvanometer,  71,  75, 108, 389 

Proportions  of  Channel  in  Bobbin 
of  Tangent  Galvanometer, 
when  Tangent  Law  is  Most 
Accurately  Fulfilled,  51 

Q 

QUADRANT  Electrometer,  Thom- 
son's, 03 

Electrometer,  Edelmann's  Mo- 
dification of  Thomson's, 
130 

Electrometer,  Edelmann's  Mo- 
dification of  Tuomson's, 
Defects  in,  134 

Electrometer,  Edelmann's  Mo- 
dification of.  Dry  Pile  for. 
133,372 

Electrometer,  Edelmann's  Mo- 
dification of.  Needle  for, 
132 

Electrometer,  Formula  for,  134 

Quantities  of  Electricity,  Compari- 
son of,  HI,  299 

Quantity  of  Electricity,  Definition 
of,  109.    (See  also  Charge.) 

of  Electricity,  Unit  of,  289 

of    Electricity    Produced    by 

Rubbing  Two  Bodies  To- 
gether, 113 

Potential,  Density,    Examples 

showing  Difference  be- 
tween, 121 

Unit  of,  289 

R 

T>  ADIATION  of  Heat,  Explanation 

-'-*'  of,  note,  195 

Rate  of  Loss  of  Charge,  Measuring 
Resistance  by,  344 

of  Production  of  Heat  in  Gal- 
vanometer Coils^  419 

of  Production  of  Bleat,  Mea- 
suring Current  by,  197 

Ratio  of  Potential  Differenoe  to 
Current  Constant  with 
Given  Conductor,  130 

of  Potential  Difference  to  Cur. 

rent  is  the  Resistance,  130 

of  Sensibilities  of  Commuta- 
tor Ammeter  in  Parallel 
^d  in  Series,  431 
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Ratio  of  Sensibilities  of  Yoltmeter  in 
Parallel  and  in  Series,  433 

Eajleigb,  Lord,  Silver  Voltameter 
Used  by,  U,  895 

—  Lord,  Temperature   Variation 

of  E.  M.  F.  of  Clark's  Cell 
Determined  by,  411 
Becordingr  Besults  of  Experiments 
araphically,  30 

—  Results  of  Experiments   Gra- 

phically, Value  of  Curves 
for,  33 

Reflected  Bay,  Angpilar  Motion  of  ,106 

Reflecting  Galvanometer,  103,  281, 
293,  299.  (See  also  Galva- 
nometer, Reflecting.) 

— —  Ghdvanomet^,  Different  Ways 
of  Forming  Image  with,  105 

Gkdvanometer,    Lamp    Used 

with,  106 

Galvanometer,  Modes  of  Using 

Lens  with,  105 

— —  Galvanometer,  Spirit  Level 
for,  285 

Relative  Calibration  of  Qalvano- 
meter.  Meaning  of,  22 

Relatively  Calibrating  Galvanome- 
ters, 27 

Replenisher,  Thomson's,  364 

Representation  of  Batteries,  Sym- 
boUcal,  173,  240 

Residual  Magnetism,  Definition  of 
not0,  388 

—  Magnetism,  Testing  Ammeters 

for,  400 

Resin,  Specific  Liductive  Capacity 
of,  310 

Resistance,  9, 129 

— —  Amount  of  Heat  produced  per 
Minute  by  Given  Current 
flowing  through  Given,  199 

»—  and  Current,  Variation  of  Mag- 
netic Effect  of  Bobbm 
with,  418 

^-—  Api>arent  Increase  of,  in  GkJ- 
vonometer,  Due  to  Damp- 
ing, 349 

of  Battery,  Measuring,  205, 225, 

342 

——  Best,  for  Differential  Galvano- 
meter, 436 

— —  Best,  for  Galvanometer  in  Sim- 
ple Cirouit,  485 

^—  Best,  for  Galvanometer  of 
Wheatstone's  Bridge,  172, 
466 

— —  Best,  for  Coils  of  Wheatstone's 
Bridge,  171 

o—  Best,  to  Give  to  Galvanometer, 
435 

— —  Box,  Description  of,  28 

— -  Bo9(,  Conatmotion  of  Plug,  161 
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Resistance  Box,  Construction  of 
SUdiug.  186 

Box  used  in  Duplex  Tel^^raphy, 

187 

Resistances,  Calibrating  (Galvano- 
meter by  Using  Known,  and 
Constant  Potential  Differ- 
ence, 164 

Calibrating    Galvanometer  by 

Using  Known,  and  Cell  of 
Constant  E.  M.  F.,  238 

Change  of,  with  Temperature, 

Riesults   of    Matthiessen'fi 
Experiments  on,  160 

-^—  Comparing,  136 

Comparing,  Differential  Galva^ 

nometer  Method  of,  148 

Comparinfr,    Potential    Differ- 

enoe  Method  of,  140 

— —  Comparing,  Simple  Substitu- 
tion Method  of,  138 

Comparing,     IVheatstone'a 

Bridge  Method  of,  166 

Comparing  Use  of  Liquid  and 

Wire,  194 

Resistance  Containing  E.M.  F., 
Measuring,  469 

Coils,  28, 145,  151, 153, 159, 163 

Coils,  Accurate  Standard,  162 

Coils,  Construction  of,  145 

Coils  Heating  with  Strong  Cur- 
rent, 192 

Coils,  German  Silver,  160 

Coils,  Iron,  162 

Coils,  Platinoid,  161 

Coils,  Platinum-Silver  Alloy,160 

Coils,  Materials  used  in,  150 

Coils,  Modes  of  Winding,  163 

Colls,  Temperature  Variation 

oM58 

Increase  of,  by  Self-induction. 

427 

of  Current  Generator,  Conden- 
ser Method  of  Measuring, 
342 

of  Daniell's  Cell,  211 

of  Grove's  Cell,  218 

of  Insulators,  Diminution  o^ 

with  Increase  of  Tempera- 
ture, 271 

of  Insulators,  Measuring,  275 

of  Insulators,  Tftble  of,  271 

-^  of  Insulator  to  Sparldng,  311, 
370,  note,  358 

.Law  of  Variation  of,  with  Tem- 
perature, 152 

Measuring,  by  Bate  of  Loss  of 

Charge,  844,  31S 

Measuring,  Containing  E.M.F., 

469 

Measuring,  during  Passage  ol 

Strong  Current,  187 
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— —  Metal  lukTiiig  Least  Change  of, 
with  Tempetatue,  160 

PaiaUel.  179 

of   GalTanometer  and    Shunt 

Combined,  178 

^—  of  Metals  for  Given  Lei^h  and 
Diameter,  or  for  Given 
Length  and  Weight,  156 

-^  of  Metals  per  Cnbic  Cratimetre, 
and  per  Cable  Inch,  153 

of  Platinoid,  161 

per  Cable  Centimetre,  and  per 

Cubic  Inch  Compared,  348 

Proportional  to  Katio  of  Poten- 
tial IHiferenoe  to  Current, 
130 

——should  be  High  in  Potential 
Difference  Oalyanometers; 
137 

—  should  be  Low  in  Current  Gal- 
▼anometfflrs,  136 

Unit  of,  British  Association,  141 

Unit  of.  Legal,  140 

Unit  of,  Siemens',  142 

Variation  of,  with  Length,  143 

>—  Variation  of,  with  Material,  146 
*— Variation  of,  with  Sectional 
Area,  146 

—  Variation  oi,  with  Temperature, 

147,152 

Variation  of  Sensibility  of  Gal- 
vanometer with,  416 

Variation     of    Sensibility    of 

Voltmeter  with,  407,  418 

Voltmeters  with  Outside,  421 

Results  of  Experiments  Corrected 
by  Drawing  Curves,  34 

^—  of  Experiments,  Graphically 
Recording,  30 

—  of    Experiments,     Value     of 

Curires  in  Graphically  Re- 
ccMrding,  33 

Interpolation  of,  from  Curve,  34 

Retardation,  Definition  of,  331 

Reversing  Current  without  Alter- 
ing its  Value.  47 

Revolving  Doubler,  Nicholson's,  366 

Rhig,  Goard,  89 

Roes  Cell,  210 

Rotatory  Electrophoms,  361 

Rough  ExjMriments,  Candles  to  use 
in  the  place  of  Standard 
Candles  for,  452 

Rubbing  Two  Bodies  together. 
Quantity  of  Electricity 
Produced  by,  113 

-^Two  Bodies  together  to  Pro- 
duce Electrification,  Ob- 
ject of,  115 

—  Two  Bodies  together,  Equalily 

of  Charges  Obtained  by,  115 


Romford's  Photometer,  458 
Rymer  Jones'  Constant  Total  Cur- 
rent Shunts,  2S9 

8 

CATURATION,  Magnetic,  388 

^   of  Liquid,  Definition  of,  411 

Safety  Arrangement  with  Com- 
mutator Ammeter,  432 

Scale,  Connection  between  Motion 
of  Image  on  Plane,  and 
Angular  Deflection  of  Mir- 
ror, 107 

for  Tangent  Qalvanomet«r,  39 

Mode  of  Making  Tangeot,  39 

Scales,  Accuracy  of  Readings  with 
Degree  and  Tangent  Com- 
pared, 40 

Screen.  Magnetic,  Thick  Iron  Bos* 
101 

Screw,  Micrometer,  Description  of, 
note,  24 

Sealing  Hermetically,  Definition  of, 
nota,  20 

^— up  One  End  of  Cable  when 
under  Test,  268 

Seoondairy  Batteries,  Small  Litemal 
Resistance  of.  206,  261 

Batteries,  Use  of,  in  Electrie 

Lighting.  261 

Sectional  Area,  Variation  of  Resist- 
ance with,  146 

Self-InduoUon,  174,  427 

Induction,  Sxnall,  in  Cardew's 

Voltmeter.  427 

Sensibilities  of  Commutator  Am- 
meter, Ratio  of,  in  Parallel 
and  in  Series,  431 

—  of  Commutator  Voltmeter, 
Ratio  of,  in  Parallel  and 
in  Series,  433 

Sensibility,  Adjustment  for,  in 
Magnifying  Spring  Am- 
meters and  Voltmeters,  889 

of  Galvanometer,  Variation  of, 

21,48,229 

Gl  Galvanometer,  Variation  of, 

with  Length  of  Wire  used 
in  Winding,  418 

— —  of  Galvanometer,  Variation  oi, 
with  Resistance,  416 

of  Tangent  Galvanometer  Al- 
tered by  Removing  Needle 
from  Plane  of  Coil,  52 

——of  Tangent  Galvanometer  Al- 
tered by  Varying  Number 
of  Windings  or  Diameter 
of  Bobbin,  48 

ot   Voltmeters,  Variation    of, 

with  Change  of  Resistanoob 
407,418 
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Bensibilify  of  Wheatstone's  Bridge, 
Conditions  affec(3ng,171,406 

— —  of  Wheatstona's  Bridge,  Mode 
of  Increasing,  168 

of  We^rllt  Electrometer,  In- 
creasing, by  Using  Anxili- 
Bxj  High  Potential,  91 

—  fflinntmg     Qalvanometer     to 

Diminish.  229 
— ~  Testing  Ammeters  for  Perma- 
nent Altepttion  of,  407 

Two  Degrees  of,  in  Commutator 

Ammeter   and  Voltmeter, 
427 
Series,  E.  M.  F.  of  Cells  in,  241 

Cells  in.  Figure  of,  239 

Cells    in.    Symbolical    Repre- 
sentation of,  240 
— —  Wires  Joined  in,  140 
Several    Currents    Meeting    at    a 
Point,  Law  Connecting,  464 
Shell-lac,  Beaistance  of,  271 
——•loo  Specific  Indactive   Capa- 
city of,  310 
— .  .lac    vamish.   Coating    Insu- 
lating Stems  with,  267 
— — -lao  Varnish,  Preparation  of, 

fu>e«,268 
Shielded,  Dead-Beat,  Direct-Bead- 
ing Qalvanometers,  Advan- 
tages of,  78 
Shielding  Galvanometers  from  Ex- 
traneous Magnetic  Disturb- 
ance, 57,  73, 108,  390 
Short-Circnited,  Definition  of,  217 
Shunts,  50, 177, 183,  253 
Shunt  Box,  Construction  of,  181 
Shunts,  Constant  Total  Current,  257 
Shuntand  Qalvanometer^Combined 
Besislanoe  of,  178 

—  Increase  of  Total  Current  pro- 

duoed  by  Use  of,  183,  2d3 
^—  Measuring  Besistanoes  of  Bat- 
teries by  means  of,  226 
Multiplying  Power  of,  178 

—  Multiplying   Power  of,  when 

Used  In  Measuring  Dis- 
charge, 349 

Shunts,  Use  of,  with  Differential 
Galvanometer,  188 

Shunt,  Use  of,  with  Wheatstone's 
Bridge,  176 

Shuntii^  Battery  only  while  Charg- 
ing  Condenser,  Arrange- 
ment for,  843 

-~—  Galvanometer  to  make  it  Less 
Sensitive.  229 

Siemens'  Electro-Dynamometer,  377 

——Electro-Dynamometer,  Advan- 
tages of,  380 

<to—  Electro-Dynamometer,  Disad- 
irimtag«s  of ,  381 


Siemens'  Electro  -  Dynamometer, 
Measuring  Current  with, 
379 

Electro-Dynamometer  as  Stan- 
dard Jjxstmment,  382 

Siemens'  Unit  of  Besistanoe,  142 

Silver,  Change  of  Besistance  of, 
with  Temperature,  160 

Electric  and  Heat  Conductivi 

ties  of.  Compelled,  159 

Besistance  of,  for  Given  Length 

and  Diameter,  and  for 
Given  Length  and  Weurht, 
157 

Besistance  of,  per  Cubic  Centi- 
metre, and  per  Cubic  Inch, 
154 

Chloride  Battery  of  De  la  Bue 

and  Hugo  Mailer,  314 

Voltameter,     Description     of, 

noU.JLl,  395 

— —  Voltameter,  Precautions  in 
Using,  note,  11 

—  Voltametor,  Use  in  Calibrating 

Ammeters,  395—400 

Voltameter    Used     by    Lord 

Bayleigh,  11, 395 

—  Voltameter,  Weight  of  Silver 

Deposited  on  Plate  of,  per 
Second,  by  One  Ampere,  11 

Similarly  Chanred  Bodies ;  Beason 
they  Fly  from  One  An- 
other, 840 

Simple  Substitution  Method  of 
Comparing  Besistanoes,  138 

Voltaic  Element,  209 

Sine,  Definition  of,  not»,  38 

Galvanometer,  62 

Qalvanometer.  Foster's  Simpli- 
fication of,  61 

— •  Law,  Conditions  under  which  it 
is  True,  61 

—Law,  How  Conditions  of,  are 
Fulfilled  in  Sine  Galvano- 
meter, 62 

Method,  Calibrating  Galvano- 
meter by,  64 

—  Mettiod  of  Calibrating  Gkdvano- 

meter  with  Constant  Cur- 
rent, 67 

Method  of  Calibrating  Higher 

Parts  of  Sctde,  65 

Scale,  Metbod  of  Making,  68 

SUding  B^istanoe  Boxes,  186 
Small    Current,    Disadvantage    of 
using  Voltameter  to  Mea- 
sure, 20 
Soft  Iron  Cores  used  in  Chdvano- 

meters,  78 
Solenoid,  Definition  of,  note,  387 
Sparking,  Besistance  to,  of  liisa* 
jators,  311,  noto,  8SB 
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Table  of  Resistances  of  Metals  per 
Cubic  Centimetre,  and  per 
Cubic  Inch,  154 

——  of  Si>ecific  Inductive  Capaci- 
ties, 310 

of    Temperature  Variation   of 

Resistance,  IGO 

showing     Potential,    Density, 

and  Qudiitity  of  Electricity 
un  ConductKM.*  in  Different 
Conditions,  123 

showiog  Variation  of  External 

Resistance,  Current,  and 
Potential  Difference  at 
Battery  Terminals,  205 

Tangent  of  Angle  of  Deflection 
Proportional  to  Current  in 
Tangent  Qalyanometer,  43 

—  Definition  of,  no'e,  37 

—  and  Degree  Scales,  Accuracy  of 

Readings  Compared,  40 

Galvanometer,  36 

»—  Galvanometer,  Alteration  of 
Sensibility  of,  by  Altering 
Position  of  Needle,  51 

Galvanometer,  Adjustment  of 

Coil  of,  46 

— —  GMvanometer,  Best  Deflection 
to  Use  with,  41 

Galvanometer,    Calibration    of 

Galvanometer  by  Direct 
Comp:)rison  with,  58 

•—  Galvanometer,  Conditions  to 
be  Fultilled  in,  36 

— —  Galvanometer,  Controlled  Only 
by  the  Earth's  Magnetism, 
Values  in  Amperes  of  De- 
flections of,  55 

^—  Galvanometer,  Fulfilment  of 
Conditions  for  Tangent 
Law  in,  43 

— —  Galvanometer,  Proportions  of 
Channel  in  Bobbin  of , when 
Tangent  Law  is  Most  Ac- 
curately Fulfilled,  51 

Galvanometer,  Scale  for,  39 

—  Galvanometer,    Simple    Form 

of,  27 
Law,  How  Conditions  of,  are 

Fulfilled  in  Tangent  Gal- 

vanometers,  43 

Law,  When  True,  41 

Scale,  Mode  of  Making  88 

Tangents,  Finding  Angles  irom,  by 

means  of  Squared  Paper,  56 
Telegraph  Insulators,  274 
Insulators.     Testing      during 

Manufacture,  275 
Telegraphy,  Resistance  Boxes  used 

in  Duplex,  187 
Telephone,  Description  of  the  Bell, 

336 

H  H 


Temperature,  Change  of  Resistance 
with,  Results  of  Matthies- 
sen's  Experiments  on,  160 

Curve,   Cooling  Correction   of 

Observed  Hiae  of,  196 

Diminution  of  Resistance   of 

Insulators  with  Increase 
of,  271 

Equation  connecting  Variation 

of  Resistance  of  Metals 
with,  153 

Law  of  Variation  of  Resistance 

with,  152 

Measurement    of,     Compared 

with  Measurement  of  Po- 
tential, 85 

Variation  of  E,  M.  F.  of  Lati- 
mer Clark's  Cell,  411 

Variation  of  Resistance  with, 

147 

Testing  Ammeters,  394 

Ammeters    for    Accuracy     of 

Graduation,  395 

Ammeterd  for  Error  on  Re- 
versing the  Current,  402 

— •  Ammeters  for  Error  Produced 
by  External  Magnetic  Dis* 
turbance,  403 

— —  Ammeters  for  the  Permanent 
Alteration  of  Sensibility, 
407 

Ammeters  for  Residual  Mag- 
netism, 400 

—^  Cables,  Sealing  up  One  End 
while.  268 

Insulators    during     Manufao- 

ture,  276 

Voltmeters,  407 

Voltmeters    for   Accuracy    of 

Graduation,  408 

Voltmeters  for  Heating  Error, 

415 

Testing.  (See also  Comparing,  Mea- 
suring.) 

Thompson's,  Prof.  Silvanus  P.,  Rule 
for  Best  Dimensioas  of 
Channel  of  Bobbin  cf  Tan- 
gent Galvanometex,  51 

Thomson  s.  Sir  WiUiam,  Arrange- 
ment for  Increasing  a 
Potential  Difference  in 
Known  Ratio,  354 

'——  Astatic  Galvanometer,  283 

Astatic  Galvanometer,  Modi- 
fied Form  of.  284 

Electrometers,  93 

Electrometer,         Edelmann's 

Form  of,  130 

Lai^e  Current  Galvanometer. 

53 

— —  Leyden  Jar,  815 

Marine  Galvanometer,  103 
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ThomMOm'n,  Sir  William,  Marine 
Oalnmometer,  Fibre  Sna- 
penaion  need  in,  60 

^—Marine  Galvanometer,  Shields 
iag,  from  Magnetic  Dia- 
tarbanc%  108 

— -  Beflectin<  Oalvanometer,  283 

Beplenisher,  364 

Time  ffiae  of  Temperature  due  to 
Paaaage  of  Current,  195 

Tin,  Change  of  Besistance  of,  with 
Temperature,  160 

— —  Electric  and  Heat  Conductiri- 
ties  of.  Compared,  150 

— »-  Seaistanoe  of , for  Qiven  Length 
and  Diameter,  and  for 
Given  Length  audWeight, 
167 

— —  Beaistanoe  of,  per  Cubic  Cen- 
timetre, and  per  Cubic 
Inch,  154 

U 

TTNITOBM     Controlling     Field, 
^  Proportional*(Hlvanometer 

with,  72 

Magnetic  Field,I>eflnition  of,  96 

Magnetic    Field,    Motion    of 

Ma^et  Proauoed  in,  300 

Potential  on  Conductor,  86 

Unit  of  Capacity,  907, 
——  of  Current,  11 

of  Density,  117 

of  Potential  Difference,  89, 141 

of  Power.  442 

of  Quantity,  289 

of  Keaistance,  B.A.,  141 

of  Besiatance,  British  Associa- 
tion, 141 
•——  of  Besistance,  Legal,  140 

of  Besiatanoe,  Sieiuena',  142 

of  Besistance,  B.  A.  and  J^egal, 

Comj^ared,  142 
Units.   Selection   of,   Suitable    en. 
Squared  Paper,  92 


"yALUES  in  Amperes  of  Defleo- 
^  tions  of  Tangent  Galvsno- 

meter  Controlled  OnW  by 
Earth's  Magnetism,  55 

Variable  Besistance  in  Voltmeters 
caused  by  Self-induction 
vdth  Alternating  Potential 
Diiferences,  427 

Variation  of  Capacity  of  Condenser 
with  Area  of,  and  Distance 
between,  its  Coatings,  903 

—  of  External  Besistance,  Cur- 
rent,  and  Potential  Dif- 


fersnoe  at  Battery  Term!* 
nals,  204 

Variation  of  Maxnetic  Effect  of 
Bobbin  with  Currmt  and 
Besistance,  418 

'——  of  Besistance  with  Length,  143 

'-—  of  Besistance  with  Material,  146 

of   Besistance  with  Sectional 

Area.  146 

-^of  Besistance  with  Tempera- 
ture, 147 

of  Besistance  with  Tempera- 
ture, Law  of,  152 

— —  oi  Sensibility  of  any  Galvano- 
meter by  Altering  Di»- 
meter  of  Wire,  22 

-—  of  Sensibility  of  any  Galvano- 
meter with  Length  of  Wire 
used  in  Winding,  418 

—  of  Sensibility  of  any  Galvano- 
meter by  fehuntrng,  229 

— —  of  Sensibility  of  Galvanometer 
with  its  Besistance,  416 

of  Sensibility  of  Tangent  Gal- 
vanometer, 48 

of  Sensibility  of  Voltmeterwith 

Chanee  of  its  Besistance, 
407,418 

Produced    in    Total    Current 

by    Shunting   Portion    of 
Circuit,  259 

— —  with  Temperature  of  E.  M.  F. 
of  Daniell's  Cell,  211 

— —  with  Temi>erature  of  E.  M.  F. 
of  Latimer  Churk's  CeU.  411 

Varley's  Accumulating  Influence 
Machine,  367 

Varnish,  Coating  Insulating  Stems 
with  Shell-lac,  267  i 

How  to  make  Insulating,  nots. 


Varnishing  Shade  of  Ordinary  Gold- 
Leaf  Electroscope  97 

Varying  Potential  Differeaoe  in 
Known  Batio,  278,  954 

Vibration,  Definition  of  Periodio 
Time  of,  291 

Voltaic  Element,  209 

Voltameter  cannot  Measure  Alter- 
nating Current,  198 

——  Copper,  Description  of,  6,  11. 
(Se9  also  Copper  Volta- 
meter.) 

Hoffmann's,  15 

Silver,  Used  by  LordBayleigh, 

11,995 

Sulphuric  Add,  Construction 

of.  18 

Sulphuric  Acid,  Description  of,  i 

Sulphuric  Acid.  Volume  of  Qaa 

produced  m,  per  Beconrt, 
by  One  Ampere,  12 
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Voltameter,  Sulphnric  Acid,  Weight 
of  Qts  produced  in,  per 
8(>c»nd,  Dy  One  Ampere, 
22 

Zinc.    {8e0  Zinc  Voltameter.) 

Voltameters,  Objections  to  osnal 
Mode  of  Constracting,  18 

•— ^  and  Qalvanometers,  Belative 
AdvHntKges  of,  20 

——Direction  of  Current  in  Acid, 
Copper,  and  Zinc,  15 

— —  Disadvantage  of,  20 

ludependenceof  Qss  Generated 

and  of  Metal  Deposited  of 
8liai>e,  Sise,  and  Distance 
Apart  of  Plates,  10 

^>—  Precautions  in  Usinig,  nott,  11 

-^—  Silver,  note,  11 

—  Silver,  Use  of,  in  Calibrating 

Ammeters,  S85— 400 
——'Weights  of  Metals  Deposited 
on  Plates  of,  per  Second, 
by  One  Ampere,  11 

—  Why  Only  Used  in  Measuring 

Large  Currents,  20 
Volt,  The,  86 
Practical    Definition    of    the, 

Ul 

Provisional  Definition  of  the,  80 

Voltmeters,  128,  376 

Voltmeter,  Cardew's  Latest  Form 

of,  423 
— >  Cardew's,  Advanti^es  of,  426 

—  Cardew's,  Arranged  for  Measur- 

mg  ijarge  Potential  Dif- 
ferences, 425 

Csrdew's,   Diameter    of  Wire 

Used  in,  423 

Tardew's,  Disadvantage  of,  427 

— —  Cardew's,  Length  of  Wire  Used 
in  Latest  Form  of,  423 

—  Cardew's.  No   Heating   isirror 

in,  426 

—  Oaardew'B.  Self-Liduction  Small 

in.  427 

—  Commutator,  427 

— ^  Commutator,  Calibrating,  433 

Cnnyngtiame's,  382 

^—  Cnnynghame's,  Advantages  and 
Disadvantages  of,  3^ 
Cnnynghame's,  Graduation  of, 


— -  Electro-Magnetic  Control,  392 

—  Electro- Magnetic  Coutrol, 

Crompton  and  Kapp's,  392 

—  Electro-Magnetic  Control, 

Patersdn    and    Cooper's, 
393 
^—  Electro-Megrnetic  Control,  Ad- 
vantage and  Disadvantage 
of  394 

—  Gravity  Control,  8B1 


Voltmeteiv  Gravity  Control.  Ad- 
vantages of,  391 

—  Ghravity  Control,  Disadvantages 

of,  394 

Magnifying  Spring,  386 

Magrnifying  Sprmsr,  Adjust- 
ment for  Sensibility  in,  389 

Magnifying  Spring,  Advantaisea 

of.  390 

Magnifying  Spring,  Best  Law 

of  Gauge  of  Wire  for  Coils 
of,  421 

——  Magnifying  Spring,  Disadvan- 
tage of,  391 

—  Magnifying  Spring,  Lidicatlon 

of  Direction  of  Current  in, 

389 

Permanent  Magnet,  69 

Permanent  Magnet,  Advantages 

of,  78 
Permanent  Magnet,  Defect  of, 

376 
^^  Permanent     Magnet,    Direot- 

Beading,  76 

Spring  Control,  877 

Standard,  422 

with  Magnifying  Gearing,  386 

Beet  Material  for  Coils  of,  420 

Best  Material  for  Cotls  of  Ex. 

temal  Besistance  for,  422 
^—  Beat  Law  of   Gauge  of  Wire 

for,  4&1 
Calibrating  by  Comparison  with 

Standard  Cell,  410 
Calibrating,  by    PoggendorlTs 

Method,  413 
—^  Calibrating,  with  Known  Cur* 

rent  and  Besistance,  408 

Errors  in,  407 

with  External  Besistance,  421 

—  Waste  of  Energy  in,  with  High 

External  Besi&tancf ,  422 

Testing.  407 

Testing,  for  A,xmracy  of  Gradu- 
ation, 408 

Testing,  for  Heating  Error,  415 

Variation  of  Sensibility  of,  with 

Change  of  its  Besistance, 
407,418 

Variation  of  Sensibility  of,  with 

External  Besistance,  42L 

Vaxiation  of  Sensibility  of,  with 

Speed  of  Alternation  of 
Potential  Difference,  427 

Volume  of  Gas  Produced  per 
Second  in  Sulphuric  Acid 
Voltameter  by  One  Am- 
pere, 12 

Voss'  Accumulating  Influence  Mv 
chine,  367 

Vulcanised  Indiarubber,  Hooper's, 
~    •  of,  271 
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TO'ASTE  of  Energy  in  Voltmeters 
^^  with  Hijfh   External   Ee- 

Bistauoe,  422 

of  Energy  in  Frictional  Elec- 
trical Machines,  352 

Water,  Current  of,  in  Pipe  Compared 
with  Electric  Current,  3, 80 

Difference  between  Pressure  of, 

Flowing  in  a  Pipe,  and 
Electric  Potential,  81 

Equivalent,  Definition  of,  198 

Jacket,  Use  of,  193 

Watt,  Definition  of  the,  i42 

Work  done  in  One  Mmute  and 

One  Second,  when  One,  is 
Develoi)ed,  443 

Wattmeter,  Construction  of,  444 

Errors  in,  4i5 

Wax,  Coating  Insulating  Stems  with 
Parafiin,  267.  (See  also 
Paraffin.) 

Weighing,  Measuring  Potential  Dif- 
ference by,  88 

Weight  Electrometer,  88 

Electrometer,  Increasing  Sen- 
sibility of,  by  using  Aux- 
iliary High  Potential,  91 

——of  Gas  Produced  per  Second, 
in  Sulphuric  Acid  Volta- 
meter, by  One  Ampere,  12 

Wheatstone's  Bridge  or  Balance,  166 

Bridge,  Arms  of,  172 

Bridge,  Best  Arrangement  of 

Battery  and  Galvanometer 
with,  171,  467 

Bridge,    Best    Resistance    for 

Arms  of,  171 

Bridge,  Commercial  Form  of, 

172 

Bridge,    Conditions    Affecting 

Sensibility  of,  171 

Bridge  Galvanometer,  Best  Re- 
sistance for,  172,  466 

Bridge  Galvanometer,  Current 

through,  465 

Bridge  Galvanometer,  Meaning 

of  Deflection  of,  176 

Bridge,    Mode   of    Increasing 

Sensibility  of,  168 

Bridge,  Key  for,  174 

Bridge,    Superioritv    of,    over 

Differential  Galvanometer, 
171 

—  Bridge,  Use  of  Shunt  with,  176 


Wiedemann  and  Franz's  Table  of 
Heat  Conductivities  -  of 
Metals,  159 

Wimshurst  Influence  Machine,  367 

Influence  Machine,  Attaching 

Leyden  Jars  to  Collectors 
of,  370 

Influence  Machine,  Collecting 

Combs  of,  369 

— —  Influence  Machine,  Work  done 
by,  371 

Winding  Resistance  Coils,  Mode  of, 
163 

Windings,  Variation  of  Sensibility 
of  a  Galvanometer  witn 
Number  of,  48 

Wire  and  Li(}uid  Resistances,  Com- 
parison of,  194 

— ^  Best  Gauge  of,  for  Differential 
Galvanometer,  436 

Best  Gauge  of,  lor  Galvano- 
meter in  Simple  Circuit,  435 

Best  Gauge  of,  for  Galvano- 
meter of  Wheatstone's 
Bridge,  172,  466 

Wires  Joined  in  Parallel,  136 

Joiued  in  Series,  140 

Work  done  by  Current  Generator, 
202 

done  by  Wimshurst  Influence 

Machine.  371 

done  in  Electric  Circuit,  199 

— —  done  per  Minute,  and  per 
Second,  when  One  Watt  ia 
Developed,  443 

z 

y^AMBONI'S  Construction. of  Dry 

^  Pile,  373 

Zero  Instrument,  Definition  of,  380 

Zinc  Amalgam,  218 

How  to  Amalgamate,  218 

Resistance  of,  for  Given  Length 

and  I^iameter,  and  for 
(viven  Length  and  Weight, 
157 

Resistance  of,  i)er  Cubic  Centi- 

nietfe,  and  x>er  Cubic  Inch, 
154 

Temperature  Variation  of  Re- 
sistance of,  160 

Voltameter,  Direction  of  Cur- 
rent in,  15 

Voltameter,    Weight    of    Zinc 

Deposited  on  Plate  of,  per 
Second,  by  one  Ampere,  11 
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\ 


Sekeiions  from  Ctustll  ^  Company s  PuilicaHons, 

Metxerott,  Shoemaker.    Cr.  8vo,  58. 

Modem  Europe,  A  History  of.    By  C.  A.  Fypfb,  M.A.     Complete  In 
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by  the  leading  Artists  of  the  Day.    Vol.  I.    £a  as. 
Pigeon  Keeper,  The  Practical.  By  Lewis  Wright.  Illustrated.  38.  fid. 


SeUetioHS  from  Cassell  #  Company s  Publications, 


Pifl^eons,  The  Book  o£    By  Robert  Fulton.    Edited  and  Arranged  by 

L.  Wright.    With  50  Coloured  Plates,  31s.  6d. ;  half-morocco,  £3  as. 

Poems,  Aubrey  de  Vere's.  A  Selection.   Edited  by  J.  Dennis.  3s.  6d. 

Poets,  Cassell^  Miniature  Library  of  the  :— 


Burns.    Two  Vols.    ss.  6d. 
Byron.    Two  Vols.    as.  6d. 
Hood.    Two  Vols.    as.  6d. 
Longfellow.  Two  Vols.  as.  6d. 

Shakespeare.    Illustrated. 


Milton.    Two  Vols.   as.  6d. 
Scott.  Two  Vols.  as.  6d.  [as.  6d. 
Sheridan  and  Goldsmith.  2  Vols. 
Wordsworth.    Two  Vols.   as.  6d. 
In  x3  Vols.,  in  Case,  xas. 
Police  Code,  and  Manual  of  the  Criminal  Law.    By  C.  E.  Howard 

Political  Questions  of  the  Day,  A  Manual  of.    Bv  Sydney  Buxton, 

M.P.    Fourth  Edition,    Paper  covers,  zs. ;  or  cloth,  is.  6d. 
Polytechnic  Series,  The. 

Forty  Lessons  in  Carpentry  Workshop  Practice.    Cloth  arilt,  is. 

Practical  Plane  and  Solid  Geometry,  includinj^  Graphic  Arithmetic.    VoL  L, 

Elementary  Stajre.    Cloth  eilt,  3s. 
Forty  Lessons  in  Entfineering;  Workshop  Practice,    zs.  6d. 
Technical  Scales.  Set  of  Tenln  cloth  case,  zs.  Also  on  Celluloid  in  Case.  zos.  6d. 

the  set 

Elementary  Chemistry  for  Science  Schools  and  Classes.    Crown  8vo,  is.  6d. 

Buildins^  Construction  Plates.  A  Series  of  40  Drawings.  Royal  fdio  size.  i4d.  each. 

Portrait  Gallery,  The  Cabinet.    Containing  36  Cabinet  Photographs  of 

Eminent  Men  and  Women.  With  Biographical  Sketches.  First  Series.  153. 

Poultry  Keepei:,  The  Practical.     By  Lewis  Wright.    With  Coloured 

Plates  and  Illustrations.    38.  6d. 
Poultiy,  The  Book  of.     By  Lewis  Wright.    Popular  Edition.    ios.6d. 
Poultry,  The  Illustrated  Book  of.     By  Lewis  Wright.    With  Fifty 

Coloured  Plates.    New  and  Revised  Edition.    Cloth,  3X8.  6d. 
Queen  Victoria,  The  Life  and  Times  of.  By  Robert  Wilson.  Com- 
plete in  Two  Vols.    With  numerous  Illustrations.    9s.  each. 
Rabbit- Keeper,  The  Practical.    By  Cuniculus.    Illustrated.    3s.  6d. 
Railway  Guides,  Official  Illustrated.     With  Illustrations,  Maps,  &c. 
Price  zs.  each ;  or  in  cloth,  as.  each. 


Great  Western  Railway. 
Great  Northern  Railway. 
London,  Brighton  and   South 

Coast  Railwav. 
London    and    North-Westbrn 

Railway. 


London     and     South-Western 

Railway. 
Midland  Railway. 
South-Eastern  Railwat. 
Great  Eastern  Railway. 


Railway  Library,  Cassell's.    Crown  8vo,  boards,  as.  each. 


The  astonishing  History  of  Troy 
Town.    By  Q. 

The  Admirable  Lady  Biddy  Fane. 
By  Frank  Barrett. 

Commodore  Junk.  By  G.  Manvillb 
Fenn. 

St.  cuthbert's  Tower,  By  Flor- 
ence Warden. 

The  Man  with  a  Thumb.  By  Bar- 
clay North. 

By  right  not  Law.  By  R. 
Sherard. 

Within  sound  op  the  Weir.  By 
Thomas  St.  e.  Hake. 

Under  a  Strange  Mask  By  Frank 
Barrett. 

The  coombsberrow  mystery.  By 
James  Colwall. 

Dead  Man's  Rock.    By  Q. 

A  queer  Race.    By  W.  westall. 

Captain  Trafalgar.  By  Westall 
and  Laurie. 

The  phantom  City.  By  W.  Westall. 


Jack  Gordon,  knight  Errant, 
Gotham,  1883.  By  Barclay 
North. 

THE  Diamond  Button.  By  Barclay 
North. 

Another's  Crime.  By  Julian  Haw- 
thorne. 

The  yoke  of  the  Thorah.  By 
Sidney  Luska. 

Who  is  JOHN  NOMANI     By  CHARLES 

henry  Beckett. 
THE  Tragedy  of  Brinkwater.   By 

Martha  i..  moodey. 
An  American  Penman.    By  Julian 

Hawthorne. 
Section  668;  or,  the  Fatal  Letter. 

By  JULIAN  HAWTHORNE. 

The  Brown  stone  Boy.    By  W.  H. 

BISHOP. 

A    Tragic    Mystery.     By  Julian 

Hawthorns. 
The   Great   Bank   Robbery.    By 

Julian  Hawthorne. 

Memoir.    Compiled  from  his  Diary. 


Redgrave,  Richard,  C.B.,  R.A. 
By  F.  M.  RbdCravb.    xos.  6d. 
Richard,  Henry,  M.P.    A  Biography.    By  Charles  S.  Mialu    7s.  6d. 


SilalioHs  frot. 


tall  ^  Cemfan/i  Pub. 


Riven  of  Qreit   Brilsio,    The:     Descnplive,    Historical,    Ficlarial. 

RiVHRS  OF  THE   EaST  CoAST.     4M. 

Rouetti,    Dante   Gabriel,    as   Dcglgncr   >nd   Writer.      Notei  br 

WtLLIAM   MlCHABL  Ro'LSBTTI.      js.  6(1. 

Royal  River,  The  i  The  Thames,  from  Source  to  Sea.  With  Descrip- 
Roasia,  Through,  on"  Mustane-    By  Thouas  ^iivehs.    ja.  fid. 
Biuio-Turkiah  War,  CaBiell's  History  of.    With  about  sso  lllui- 

tralioni.    Two  Volj.',  as.  eich. 
Saturday  Journal,  Caasell'a.    Vorly  Volninc,  cloth.  7a.  U. 
Science  Tor  All.     Edited  by  Dr.  Robert  Bbowh.     Rtviud  EJiHon. 

Illuttraled.     FiveVolE.    gs,  each. 
ScuIpture.A  Primer  of.  By  E.RoscoiMuLLiNS. With  III<i«Ii-i;oiis.3s.6d. 
Sea,  The :  Its  SiitrEni;  Story  of  Adventure,  Peril,  ai  d  Heroism. 

By  F.  Whthfer.    With  400  lIluHtalioiu.    Four  Vob.,  7s.  6d.  each. 
SecretoftheLamai.The.    A  Tale  of  Thibet    Crowo  S>o,  5s.. 
Shafteabury,  The  Seventh  Eari  of,  K.O.,  The  Life  and  Work  of.  B* 

Edwin  Hodder.  Three  Vols.,  3BS.  Psfular  Edilinn,  One  Vol.,  7a.  Od. 
Shakespeare,  The  Plays  of.    Edited  by  Professor  Hkhbv  Mokuv. 

Complete  10  13  Vols.,  cloth,  lla. ;  hsir-msrocco,  cloth  Hdes,  4ts. 
Shaksapeare,  Cassell-a  Quarto  Edition.    ContiiniaE  about  600  Illub 

IratioTuby  H.  C.  Sblous.    Complets  in  Three  Vols.,  clolti  gill,  £331. 
ShakcspcBie,  Miniature.    Illuslniled.    In  Twelve  Vols.,  in  box,  t».  1 

or  in  Red  Paste  Ctaio  (box  to  malcn),  with  spring  cstcli.  Ha. 
Shakeapeare,  The  England  o£    By  E.  Goadbv.    Illustiaced.    m.  Sd. 
Shakspere,  The  International.    &dUi<,K  lU  Luxt. 

lied  by  Frank  DicKSEE,AR,A.    £3  n 


"KING  HENRV  IV.'' 
"AS  YOU  LIKE  IT."    Illoiti 
"ROMEO  AND  JULIET. '■Jill 
Shakapere,   The   Leopold. 


KS-a  CkU 


".£3  to 


edbyF.D 


Vl'd,^. 


,..    Illustrations.    Ckiaf  Eililii 

3a.  M.    Cloth  j)ilt,  gilt  edfes,  5s. ;  Roxburgh,  7s.  6d. 

'  iper*    The    Royal.    With  Steel   Plates  and  Wood  Engravini 


Harry  Lonaqua'. 


Selections  from  Cassell  #  Company* s  PublicaHons, 

Sports  and  Pastimes,  Casseirs  Complete  Book  of.  Cheap  Edition, 
With  more  than  900  lUustratioas.  Medium  8vo,  992  pages,  cloth,  3s.  6d. 

Stanley  in  East  Africa,  Scouting  for  :  a  Record  of  the  Adventures 
of  Thomas  Stevens  in  Search  of  H.  M.  Stanley.  With  14  Illus- 
trations.   Cloth,  7s.  6d. 

Star-Land.  By  Sir  Robbrt  Stawbll  Ball,  LL.D.,  F.R  S.,  F.R.A.S. 
Illustrated.    Crown  8vo,  6s. 

Steam  Engine,  The.     By  W.  H.  Northcott.  C.E.    3s.  6d. 

Storehouse  of  General  Information,  Cassell's.  Fully  Illustrated  with 
Hizh  Class  Wood  Engravings,  and  with  Maps  and  Coloured  Plates. 
In  vols.,  5s.  each. 

Strange  Doings  in  Strange  Places.    Complete  Sensational  Stories.   5s. 

Teachmg  in  Three  Continents.  Personal  Notes  on  the  Educational 
Systems  of  the  World.    By  W.  C.  Grassy.    6s. 

Technical  Education.    By  F.  C.  Montagus.    6d. 

Thackeray,  Character  Sketches  from.  Six  New  and  Original  Draw- 
ings by  Frbdbrick  Barnard,  reproduced  in  Photogravure,    ais. 

Treasure  Island.    By  R.  L.  Stbvbnson.     Illustrated.    5s. 

Treatment,  The  Year- Book  of.  A  Critical  Review  for  Practitioners  of 
Medicine  and  Sur;i:ery.    Greatly  EnUuved,    500  pages.    7s.  6d. 

Trees,  Familiar.  By  G.  S.  Boulger,  F.L.S.  Two  Series.  With  40 
full-page  Coloured  Plates  by  W.  H.  J.  Boot.     xss.  6d.  each. 

Two  women  or  One  ?     By  Henry  Harland.    is. 

**  Unicode" :  the  Universal  Telegraphic  Phrase  Book.  Desk  ot 
Pocket  Edition.    3s.  6d. 

United  States,  Cassell's  History  of  the.  By  the  late  Edmund 
Ollier.    With  600  Illustrations.    Three  Vols.    9s.  each. 

Universal  History,  Cassell's  Illustrated.    Four  Vols.    gs.  each. 

Vicar  of  Wakeneld  and  other  Works  by  Oliver  Goldsmith. 
Illustrated.    3s.  6d.  \  cloth^  gilt  edges,  5s. 

Waterloo  Lrctters.  Kdited.  with  Explanatory  Notes,  by  Major-Gbnbral 
Sibornb,  C.B.     With  Plans  and  Diagrams..    Demy  8vo.  x6s. 

Web  of  Gold,  A.     By  Katharine  Pbarson  Woods.  .  Crown  8vo,  6s. 

What  Girls  Can  Do.    By  Phyllis  Browne,    as.  6d. 

Wild  Birds,  Familiar.  By  W.  Swaysland.  Four  Series.  With  40 
Coloured  Plates  in  each.     zss.  6d.  each. 

Wild  Flowers,  Familiar.  By  F.  E.  Hulmb,  F.L.S.,  F.S.A.  Five 
Series.    With  40  Coloured  Plates  in  each.    zas.  6d.  each. 

Wood,  Rev.  J.  G.,  Life  of  the.  By  the  Rev.  Theodorb  Wood. 
Demy  8vo,  cloth,  price  xos.  6d. 

Work.  An  Illustrated  Magazine  of  Practice  and  Theory  for  all  Work- 
men, Professional  and  Amateur.    Yearly  Vol.,  7s.  6d. 

World  of  Wit  and  Humour,  The.    With  400   Illustrations.    7s.  6d. 

World  of  Wonders.     Two  Vols.    With  400  Illustrations.    7s.  6d.  each. 

Yule  Tide.    Cassell's  Christmas  Annual,  is. 


ILLUSTRATED  MAGAZINES. 
The  Quiver,    Enlarged  Series.    Monthly,  6d. 
CasoelVs  JFamily  Magazine,    Monthly,  7d. 
•*lAtUe  Folhe'*  Magazine,    Monthly,  6d. 
The  Magazine  of  Art,    Monthly,  xs. 
CasselVs  Saturday  Journal.    Weekly,  id. ;  Monthly,  6d. 
Worh.    Weekly,  xd. ;  Monthly,  6d. 

Oataloffues  of  Cassell  &  Company's  publications,  which  may  be  had  at  an 

Booksellers',  or  will  be  sent  po->t  free  on  apphcation  to  the  Publishers : — 

CASSELL'S  Complete  Catalogue,  cootainin^  particulars  of  upwards  of 

One  Thousand  Volumes. 
CASSELL'S  classified  CATALOGUE,  in  which  their  Works  are  arranged 

a  cordine  to  price,  from  Threepettm  to  Fifty  Guineoi. 
Cassell's  Educational  Catalogue,  containing  pardculan  of  CaSaBll 

&  COMPANY'S  Educational  Weeks  and  Students'  Manuals. 

CASSELL.  &  COMPANY,  Limitbd«  LudgaU  Hill,  London. 


SeiecHotu  from  Cassell  dt  Company  s  Publications, 

§ibUj8  anir  fUIt0ixrtui  tBKorka. 

Bible,  Cassell's  Illustrated  Family.    With  900  Illustrations.    Leather, 

gilt  -edges,  £a  los. 
Bible  Dictionary,  Cassell's.    With  nearly  600  Illustrations.    7s.  6d. 
Bible  Educator,  The.  Eldited  by  the  Very  Rev.  Dean  Plumptrb,  D.D., 

Wells.    With  Illustrations,  Maps,  &c.     Four  Vols.,  cloth,  6s.  each. 
Bible  Student  in  the  British  Museum,  The.     By  the  Rer.  J.  G. 

KiTCHIN,   M.A.     IS. 

Biblewomen  and  Nurses.    Yearly  Volume.    Illustrated.    3s. 
Bunyan's  Pilgrim's  Progress  and  Holy  War.    With  200  Illustrations. 

With  a  New  LifeofBunyan  by  the  Rev.  John  Brown,  B.A.,  D.D. 

Cloth,  x6s. 
Bunyan's  Pilgrim's  Progress  (Cassell's  Illustrated).     4to.    7s.  6d. 

Bunyan's  Pilgrim's  Progress.    With  Illustrations.    Cloth,  ss.  6d. 

Child's  Bible,  The.    With  200  Illustrations.     150/A  Thousand,    7s.  6d. 

Child's  Life  of  Christ,  The.    With  300  Illustrations.    7s.  6d. 

"Come,  ye  Children."    Illustrated.    By  Rev.  Benjamin  Waugh.    58. 

Conquests  of  the  Cross.  With  numerous  lUostrations.  Vols.  I.  and  II., 
gs.  each* 

Dor^  Bible.  With  238  Illustrations  by  Gustavb  Doai.  Small  folio^ 
best  morocco,  gilt  edges,  £15. 

Early  Days  of  Christianity,  The.  By  the  Ven.  Archdeacon  Farrar, 
D.D.,  F.R.S.  Library  Edition.  Two  Vols.,  S48. ;  morocco,  £a  as. 
Popular  Edition.  Complete  in  One  Volume,  cloth,  68. ;  dotn,  gilt 
edges,  7s.  6d. ;  Persian  morocco,  xos.  6d. ;  tree-calf,  15s. 

Family  Prayer-Book,  The.  Edited  by  Rev.  Canon  Garbett,  M.A., 
and  Rev.  S.  Martin.    Extra  crown  4to,  cloth,  53.  ;  morocco,  z8s. 

Gleanings  after  Harvest.  Studies  and  Sketches  by  the  Rev.  John  R. 
Vernon,  M.A.    68. 

"  Graven  in  the  Rock."  By  the  Rev.  Dr.  Samuel  Kinns,  F.R.A.S., 
Author  of  "  Moses  and  Geology."    Illustrated.    las.  6d. 

**  Heart  Chords."  A  Series  of  Works  by  Eminent  Divines.  Bound  in 
cloth,  red  edges,  One  Shilling  each. 


My  Bible.   By  the  Right  Rev.  W.  BOYD 

Carpenter.  Bishop  of  Ripon. 
My  Father.    By  the  Rieht  Rev.  Ash- 

TON  OXENDBN,  late  Bishop  of  Mon- 

treaL 
My  work  for  God.     By  the  Right 

ReT.  Bishop  COTTBRILL. 
My  Object  in  life.    By  the  Yen. 

Archdeacon  FaRRAR,  D.D. 
MY  Aspirations.     By  the  Rev.  G. 

Matheson,  D.D. 
My  Emotional  life.    By  the  Rev. 

Preb.  CHAOWICK.  D.D. 
MY   BODY.    By  the  Rev.  ProC  W.  G. 


My  Growth  in  Divine  Life.  By  tho 
Rev.  Preb.  REYNOLDS,  M.A. 

MY  SOUL.  By  the  Rev.  P.  B.  POWER, 
M.A. 

MY  Hereafter.    By  the  Very  Rev. 

Dean  BICKERSTETH. 

MY  Walk  with  Goo.  By  the  Veiy 
Rev.  Dean  MONTGOMERY. 

My  Aids  to  the  divine  Life.  By 
the  Very  Rev.  Deau  BOYLE. 

MY  SOURCES  OF  Strength.  By  the 
Rev.  E.£. Jenkins.  M.A.,  Secretary 
of  Wesleyan  Missionary  Society. 


ay  to 
BLAIKIE,  D.D. 

Helps  to  Belief.  A  Series  of  Helpful  Manuals  on  the  Religious 
Difficulties  of  the  Day.  Edited  by  the  Kev.  Tsignmouth  Shore,  M.A., 
Canon  of  Worcester,  and  Chaplain-in-Ordinary  to  the  Queen.  Cloth, 
IS.  each. 


Creation.     ^  tiie  Lord  Bishop  of 

Carlisle 
The  Divinity  of  Our  Lord.   By 

the  Lord  Bishop  of  Derry. 
The  Morality  of  the  Old  Testa* 

MENT.       By    the     Rev.    Newman 

Smyth,  D.D. 


MIRACLES.      By  tiM    Rer.   Brownlow 

Maitland,  M.A. 
PRAYER.    By  the  Rev.  T.  Teignmouth 

Shore,  M.A. 
THE  ATONEMENT.    By  William  Connor 

Magee,  D.D.,  Late  Archbishop  of 

York. 

5:  B.  6.9s 


Selections  from  Cassell  ^  Companies  PubltcaHons. 

Holy  Lrand  and  the  Bible,  The.  By  the  Rev.  Cunningham  Gsikib, 
D.D.    Two  Vols.,  with* Map,  24s. 

Lectures  on  Christianity  and  Socialism.  By  the  Right  Rev.  Alfred 
Barry,  D.D.    Cloth,  38.  6d. 

Life  of  Christ,  The.  By  the  Ven.  Archdeacon  Farrar,  D.D,,  F.R.S. 
Illustrated  Edition,  morocco  antique,  42s.  Library  Edition. 
Two  Vols.  Cloth,  948. ;  morocco,  435.  Popular  Edition,  in  One 
Vol.,  8vo,  cloth,  6s. ;  cloth,  gilt  edges,  78.  6d. ;  Persian  morocco,  gilt 
edges,  IDS.  6d.  ;  tree-calf,  158. 

Marriage  Ring,  The.  By  William  Landbls,  D.D.  New  and 
Cheaper  Edition.    38.  6d. 

Moses  and  Geology ;  or.  The  Harmony  of  the  Bible  with  Science. 
By  the  Rev.  Samuel  Kinns,  Ph.D.,  F.R.A.S.  Illustrated.  Cheap 
Edition^  6s.  » 

My  Comfort  in  Sorro^v.  By  Hugh  Macmillan,  D.D.,  LL.D., 
F.R.S.E.,  &C.    Cloth,  IS. 

New  Testament  Commentary  for  En^iah  Readers,  The.  Edited 
by  the  Rt.  Rev.  C  J.  Ellicott,  D.D.,  Lord  Bishop  of  Gloucester 
and  Bristol.  In  Three  Volumes,  ais.  each.  Vol.  I. — The  Four  Gospels. 
Vol.  II.— The  Acts,  Romans,  Corinthians,  Galatians.  VoL  III.— The 
remaining  Books  of  the  New  Testament. 

New  Testament  Commentary.  Edited  by  Bishop  Ellicott.  Handy 
^  Volume  Edition.  St  Matthew,  3s.  6d.  St.  Mark,  38.  St.  Luke, 
3s.  6d.  St.  John,  3s.  6d.  The  Acts  of  the  Apostles,  38.  6d.  Romans, 
as.  6d.  Corinthians  I.  and  II.,  3s.  Galatians,  Ephesians,  and  Philip- 
pians,  3s.  Colossians,  Thessalouians,  and  Timothy,  3s.  Titus, 
Philemon,  Hebrews,  and  James,  38.  Peter,  Jude,  and  John,  38. 
The  Revelation,  3s.     An  Introduction  to  the  New  Testament,  3s.  6d. 

Old  Testament  Commentary  for  English  Readers,  The.  Edited 
by  the  Rieht  Rev.  C.  J.  Ellicott,  D.D.,  Lord  Bishop  of  Gloucester 
and  Bristol.  Complete  in  Five  Vols.,  sis.  each.  Vol.  I. — Genesis  to  Num- 
bers. Vol.  II. — Deuteronomy  to  Samuel  II.  Vol.  III.-^Kings  I.  to 
Esther.    Vol.  IV. — Job  to  Isaiah.    Vol.  V.  —Jeremiah  to  Malachi. 

Old  Testament  Commentary.  Edited  by  Bishop  Ellicott.  Handy 
Volume  Edition.  Genesis,  3s.  6d.  Exodus,  38.  Leviticus,  38. 
Numbers,  as.  6d.     Deuteronomy,  as.  6d. 

Protestantism,  The  History  of.  By  the  Rev.  J.  A.  Wylie,  LL.D. 
Containing  upwards  of  600  Original  Illustrations.    Three  Vols. ,  gs .  each. 

Quiver  Yearly  Volume,  The.    250  high-class  Illustrations.    7s.  6d. 

Religion,  The  Dictionary  o£    By  the  Rev.  W.  Benham,  B.D.    ai8. ; 

Roxburgh,  353. 
St.  George  for  England  ;  and  other  Sermons  preached  to  Children.    By 

the  Rev.  T.  Teignmouth  Shore,  M.A.,  Canon  of  Worcester.    5s. 

St.  Paul,  The  Life  and  Work  of.  By  the  Ven.  Archdeacon  Farrar, 
D.D.,  F.R.S.,  ChapIain-in-Ordinary  to  the  Queen.  Library  Edition. 
Two  Vols.,  cloth,  a4s. ;  calf,  4as.  Illustrated  Edition,  complete 
in  One  Volume,  with  about  300  Illustrations,  £1  is.  ;  morocco,  £a  as. 
Popular  Edition.  One  Volume,  8vo,  cloth,  68. ;  cloth,  gilt  edges, 
7s.  6d. ;  Persian  morocco,  ids.  6d. ;  tree*calf,  X5s. 

Shall  We  Know  One  Another  in  Heaven  ?  By  the  Rt.  Rev.  J.  C 
Rylb,  D.D.,  Bishop  of  Liverpool.    Cheap  Edition,     Paper  covers,  6d 

Signa  Christi:    Evidences  of  Christianity  set  forth  in  the  Person  and 

Work  of  Christ.    By  Jambs  Aitchison,  Minister  of  Erskine  Church, 

Falkirk.  5s. 
"  Sunday,"  Its  Origin,  History,  and  Present  Obligation.     By  the 

Ven.  Archdeacon  Hessey,  D.C.L.    Fi/th  Edition.    7s.  6d. 
Twilight  of  Life,  The.    Words  of  Counsel  and  Comfort  for  the 

Aged.    By  the  Rev.  John  Ellerton,  M.A.    is.  6d. 


SeUcHons  from  Cassell  ^  Company s  Publications. 

(Eituattmal  morks  antr  jlttttrents'  jltatmals. 

Alphabet,  Cassell's  Pictorial.    38.  6d. 

Arithmetics,  The  Modern  School.     By  Gborgs  Ricks,  B.Sc.  Lend. 

With  Test  Cards.    {List  on  application,) 
Atlas,  Cassell's  Popular.    Containing  34  Coloured  Maps.    3s.  6d. 
Book-Keeping.     By  Theodore  Jones.     For  Schools,  as. ;  cloth,  3s. 

For  the  Million,  28. ;  cloth,  3s.     Books  for  Jones's  System.  2s. 
Chemistry.  The  Public  School.    By  J.  H.  Anderson,  M.A.    as.  6d. 
Classical  Texts  for  Schools,  Cassell's.  {A  List  post  free  on  application.) 
Copy-Books,  Cassell's  Graduated.    Eighteen  Books,    ad.  each. 
Copy-Books,  The  Modem  School.    Twelve  Books,    ad.  each. 
Drawing  Copies,  Cassell's  Modern  School  Freehand.    First  Grade, 

IS. ;  Second  Grade,  as. 
Drawing  Copies,  Cassell's  "New  Standard."    Complete  in  Fourteen 

Books,    ad.,  3d.,  and  4d.  each. 
Electricity,  Practical.    By  Prof.  W.  E.  Ayrton.    78.  6d. 
Energy  and  Motion.    By  William  Paicb,  M.A.    Illustrated,    is.  6d. 
English  Literature,  First  Sketch  of.    By  Prof.  Morley.    7s.  6d. 
English  Literature,  The  Story  of.    By  Anna  Buckland.    38.  6d. 
Euclid,  Cassell's.    Edited  by  Prof.  Wallace,  M.A.    is. 
Euclid,  The  First  Four  Books  of.  New  Edition.  In  paper,  6d. ;  cloth,  gd. 
Experimental  Geometry.    By  Paul  Bert.    Illustrated,    is.  6d. 
French,  Cassell's  Lessons  in«    New  and  Revised  Edition.    Parts  I. 

and  II.,  each  as.  6d. ;  complete,  4s.  6d.    Key,  xs.  6d. 
French- English  and  English- French    Dictionary.   '  Entirely  New 

and  Enlarged  Edition.    x,x5o  pages,  8vo,  cloth,  3s.  6d. 
French  Reader,  Cassell's  Public  School.   By  G.  S.  Conrad,  as.  6d. 
Galbraith  and  Haughton's  Scientific  Manuals:— 

Plane  Trigonometry^  as.  6d.— Euclid,  Books  I.,  II.,  III.,  as. 6d.— Books 

IV.,  v.,  Vl.,as.  6d.— Mathematical  Tables,  3s.  6d. — Mechanics,  3s.  6d. 

— Natural  Philosophy,  38.  6d. — Optics, as.  6d. — Hydrostatics,  3s.  6d. — 

Astronomy,  5s. — Steam  Engine,  38. 6d. — Algebra,  Part  I.,  cloth,  a8.6d. : 

Complete,  7s.  6d. — ^Tides  and  Tidal  Currents,  with  Tidal  Cards,  3s. 
Gaudeamus.    Songs  for  Colleges  and  Schools.    Edited  by  John  Farmer. 

5s.    Words  only,  paper  covers,  6d.  ;  cloth,  gd. 
German    Dictionary^    Cassell's    New.       German-English,    English- 

German.     Cheap  Edition.    Cloth,  3s.  6d.* 
German  of  To- Day.    By  Dr.  Heinemann.    xs.  6d. 
German  Reading,  First  Lessons  iui    By  A.  Jagst.    Illustrated,    xs. 
Hand-and-Eye  Training.  By  G.  Ricks,  B.Sc.  9  Vols.,  with  16  Coloured 

Plates  in  each  VoL  Cr.  410, 6s.  each.  Cards  for  Class  Use,  5  sets,  xs.  each.- 
Handbook  of  New  Code  of  Regulations.    New  and  Revised  Edition. 

By  John  F.  Moss.    xs. ;  cloth,  as. 
Historical   Cartoons,  Cassell's   Coloured.      Size  45  in.  x  3%  in.,  as. 

each.     Mounted  on  canvas  and  varnished,  with  rollers,  5s.  each. 
Historical  Course  for  Schools,  Cassell's.    Illustrated  throughout. 

I. — Stories  from  English  History,   xs.     II. — The  Simple  Outline  of 

English  History,  xs.  3d.     III. — The  Class  History  of  England,  as.  6d. 
Latin-English  Dictionary,  Cassell's.  By  J.  R.  V.  Marchant,  3s.  6d. 
Latin  Primer,  The  First.    By  Prof.  Postgate.    xs. 
Latin  Primer.  The  New.    By  Prof.  J.  P.  Postgate.    Crown  8vo,  as.6d. 
Latin  Prose  tor  Lower  Forms.    By  M.  A.  Bayfield,  M.A.    as.  6d. 
Laundry  Work  (How  to  Teach  It).    By  Mrs.  E.  Lord.    6d. 
Laws  of  Every-Day  Life.    By  H.  O.  Arnold-Forster.    xs.  6d. 
Little  Folks*  History  of  England.    Illustrated,    xs.  6d.  . 
Making  of  the  Home,  The :  A  Book  of  Domestic  Economy  for  School 

and  Home  Use.    By  Mrs.  Samuel  A.  Barnett.    xs.  6d. 
Map-Building  Series,  Cassell's.     Outline  Maps  prepared  by  H.  O. 

Arnold-Forstbr.    Per  Set  of  Twelve,  xs. 


StttOant  firtm  CaittU  t  Cat^ufi  PublitatiaMi. 


If  Kbuiciiuid  UncSlnc  Dca^.  Numeriul  Euraple*  io  Pi 
ByI(.G.  BLAIHI.M.E.    With  Dbcrami.    Oolh,  «.  Cd.  _ 


□r  Camplcie  in  Oik  Vd].,  dolh.  IL  6d. 
Populu  Edautor,  CumU'i  N£W.   Wilh  Reviled  Ten,  Ncv  HlK 

New  Colouicd  FLalci,  Nc- Tfpe,  Sec  Tobc  complelcd  in  a  VolL  jLach. 
Popular  Educator.  CaaacU'a.    CompLeiE  in  Sii  Vols.,  ji.  each. 
Keadeia.  CaaKlI's  "Hi(bcr  Clau."     iLitl  hi  affticatistt.') 


Cr.8vo.I(.M. 
if  C.  Favnaa 


or  Omament, 
wd.  M.  ucii.' 
LI.D.    u. 


'f^Ja^-M^'S 


■  Volt.,  s».  och. 
K,  F.k.S..  iDd 


mUd,  by  W,  S. 
byT.  R.Aihca- 
U.E.,  31.  ed.— 
^Snutfa,  31.  6d. 


CASSELL  *  COUPANY,  Luano,  Zwftafi,  Hill.  L^ulm^ 


SeUcHons  Jrwii  Cassell  %  Compan/s  PubHcaHons, 


§o0k«  for  t|mttt0  ^tOflt. 

"Little  Polks  **  Half- Yearly  Volume.  Containins 43a  4to pages,  with 
about  SCO  Illustrations,  and  Pictures  in  Colour.  Boards,  38.6d. ;  cloth,  58. 

Bo- Peep.  A  Book  for  the  Little  Ones.  With  Original  Stories  and  Verses. 
Illustrated  throughout  Yearly  Volume.  Boards,  as.  6d. ;  cloth,  3s.  6d. 

Casseirs  Pictorial  Scrap  Book,  containing  several  thousand  Fictures 
beautifully  printed  and  handsomely  bound  in  one  larg^e  volume. 
Coloured  boards,  158. ;  cloth  lettered,  axs.  Also  in  Six  Sectional  Vols., 
38.  6d.  each. 

Wanted— a  King:  or,  How  Merle  set  the  Nursery  Rhymes  to 
Rights.  By  Maggie  Browns.  With  Original  Designs  by  Harry 
FuRNiss.    3s.  6d. 

The  Marvellous  Budget:  being  65,536  Stories  of  Jack  and  JilL 
By  the  Rev.  F.  Bbnnbtt.    IllustratedT  as.  6d. 

Schoolroom  and  Home  Theatricals.  By  Akthuk  Waugh.  Illus- 
trated,   as.  6d. 

Magic  at  Home.    By  Prof.  Hoffman.    lUustsated.    Qoth  gilt,  58. 

Plora*8  Peast.  A  Masque  of  Flowers.  Penned  and  Pictured  by  Waltbe 
Cranb.    With  40  Pages  in  Colours,    s^. 

Legends  for  Lionel.  With  40  Illustrations  in  Colour  by  Waltbr  Cranb.  58. 

**  Little  Polks  *'  Painting  Book,  The  New.  ^  Contauung  nearly  350 
Outline  Illustrations  suitable  for  Colouring.  Price  is. ;  post  free,  xs.  ad. 

Little  Mother  Bunch.  By  Mrs.  Molbsworth.  Illustrated.  Cloth,  3s.  6d. 

Ships,  Sailors,  and  the  Sea.  By  R.  J.  Cornbwall-Jonbs.  Cheap 
Edition.    Illustrated.    Cloth,  as.  6d. 

Famous  Sailors  of  Former  Times.  By  Clbmbnts  Markham .  Illus- 
trated,   as.  6d. 

The  Tales  of  the  Sixty  Mandarins.  Bv  P.  V.  Ramaswami  Raju. 
With  an  Introduction  by  Prof.  Hbnry  Morlet.    Illustrated.    5s. 

Books  for  Young  People.    Illustrated.    Cloth  gilt,  5s.  each. 

B  Otaampion  of  Odlnj  or.  Viking 
liife  in  the  Days  or  Old.    By  J* 


The  King's  Command:  A  Story 
for  GirlB.  By  Maggie  Symingtoo. 
I's   Banner.    By 


Fred.  Hodgetts. 
Bound  by  a  spell;  or.  The  Hunted 


Under    Bayard' 

Henry  Fnth. 
The    B.omanoe   of   Invention. 

By  James  Buroley. 

Books  for  Young  People.    Illustrated.    Price  3s.  6d.  each. 


The 


Witoh  of  the  Forest.    By  the 
Hon.  Mis.  Greene. 


Polly:  A  Kew-Faehioned  GMrL 

By  L.  T.  Meade. 
Tor  Fortune  and  &lory :  A  Story 

of  the  Soudan  Wsr.  By  Lewis 

Hough. 
**7ollowKyXieader."  By  Talbot 

Baines  Reed.  [Pitt 

The  Cost  of  a  Mistake.  By  Sarah 
A  World  of  Girls :  The  Story  of 

a  SchooL    By  L.  T.  Meade. 


Iiost  smong  White  Africans.  By 
David  Ker. 

The  Falaoe  BeautiftLL  By  L.  T. 
Meade. 

On  Board  the  "Esmeralda.**  By 
John  C  Hutcheson. 

In  Quest  of  Gold.  By  A  St  John- 
ston. 

For  Queen  and  King.     By  Henry 


Books  for  Young  People.    Price  as.  6d.  each. 


Heroes  of  Erery-day  Lifb.   By 

Laura  Lane.    Illustrated. 
DeoiBive  Brents  in  History.  By 
Thomas  Archer.     With  Original 
Illustrations. 
The  True  B.obin8on  Orusoes. 

Barly  Explorers.    By  Thomas  Frost 
The  "  Cross  and  Crown  "   Series.     Illustrated,    as.  6d.  each. 


Home  Chat  with  our  Young  Folks. 

Illustrated  throughout 
Jungle,  Peak,  and  Plain.  Illustrated 

throughout 
The  world's  Lumber -Boom.    By 

SelinaGaye. 


Strong  to  Suifer:  A  Story  of 
the  Jews.    By  E.  Wynne. 

Heroes  of  the  Indian  Empire: 
or.  Stories  of  Valour  and 
Viotory.    By  Ernest  Foster. 

In  Zietters  of  Flame  t  A  Story 
of  the  Waldenses.  By  C  L. 
Matdaux. 

Through  Trial  to  Triumph.  By 
Madeline  B.  HuaL 


By  Fire  and  Sword:  A  Story  of 
the  Huguenots.  By  Thomas 
Archer. 

Adam  Hepburn's  Vow:  A  Tale  of 
Kirk  and  Covenant.  By  Annie 
S.  Swan. 

No.  xni^  or.  The  Story  of  the 
Lost  Vestal.  A  Tale  of  Early 
Christian   Days.      By   Emma    Mat^ 


Selections  from  Cassell  ^  Company's  PubliaiHoms, 


**  Golden  Mottoes  "  Series,  The.   Each  Book  containing  ao8  pages,  with 
Four  full-page  Original  Illustrations.   Crown  8vo,  cloth  gilt,  as.  each. 

**  Honour  is  my  Ghuide."    By  Jeanie 

Herinff  (Mrs.  Adams- Acton). 
**  Aim  at  a  Sure  End.**    By  EmUy 


"Nil   Desperandum.**      By   the 
Rev.  F.  LAgbridge.  M.A. 

**  Bear  and  Forbear.*    By  Sarah 
Pitt. 

"Foremost  if  I  Can."    By  Helen 

Atteridge. 


Searchfield. 
'  He  Conquers  who  Endures."   By 
the  Author  of  "May  Cunninshani's 
Trial,-  ic. 


Cheap  Editions  of  Recent  Popular  Volumes  for  Young  People. 


Wild  Adventures  in  Wild 
Flaoes.  By  Dr,  Gordon  Stables, 
R.N.    Illustrated.    Price  2S.  6d. 

Freedom's  Sword :  a  Story  of  the 
Days  of  Wallace  and  Bruce.  By 
Annie  S.  Swan.    Price  as.  6d. 


Ferlls  Afloat  and  Brifi^ands  Ashore. 
By  Alfred  Elwes.    Pnce  ss.  6d. 

Pictures  of  School  lilfe  and  Boy- 
hood. Selected  from  the  best  Au- 
thors. Edited  by  Percy  Fit^erald, 
M.A.    Price  2S.  6d. 


Modem  Explorers.    By  Thomas  Frost    Illustrated.   Price  as.  6d. 

Casseirs  Picture  Story  Books.     Each  containing  about  Sixty  Pages  of 
Pictures  and  Stories,  &c.    6d.  each. 


LltUe  Talks. 
Bright  Stars. 
Nursery  Toys. 
Fet's  Fosy. 
Tiny  Tales. 


Daisy's  Story  Book. 
Dot's  Story  Book. 
A  Nest  of  Stoi'ies. 
Oood-Nlg-ht  Stories. 
Chats  for  Small  Chatterers. 


Auntie's  Stories. 
Birdie's  Stcnry  Book. 
Ijittle  Chimes. 
A  Sheaf  of  Tales. 
Dewdrop  Stories. 


Cassell's    Sixpenny    Story    Books.      AH  Illustrated,  and  containing 
Interesting  Stories  by  well-known  writers. 


The  Smuirgler's  Cave. 
Little  liissie. 

liittle  Bird,  Life  and  Adven- 
tures o£ 
Luke  Bamicott. 


The  Boat  Cluh. 

Lltae  Fiokles. 

The  Elohester  College  Bojs. 

My  First  Cruise. 

The  Little  Feaoemaker. 


The  Delft  Jug. 

Cassell's  Shilling  Story  Books.  All  Illustrated,  and  containing  Interest- 
ing Stories. 


Bunty  and  Uie  Bojrs. 

The  Heir  of  Elmdale. 

The     Mystery     at     ShonoUff 

School. 
Claimed    at    Last,  and    Boy's 

Reward. 
Thorns  and  Tangles. 
The  Cuckoo  in  the  B,obin's  Nest. 
John's  Mistake. 
The   History    of    Five    Little 

Pitchers. 
Diamonds  in  the  Sand. 


Surly  Bob. 
The  Qiant's  Cradle. 
Shaff  and  Doll. 
Auxit  Lucia's  Locket. 
The  Magic  Mirror. 
The  Cost  of  Kevenge. 
Clever  Frank. 
Among  the  Bedskins. 
The  Ferryman  of  Brill. 
Harry  MaxwelL 
A  Banished  Monarch. 
Seventeen  Cats. 


Illustrated  Books  for  the  Little  Ones.     Cont^ning  interesting  Stories. 
All  Illustrated,     xs.  each  ;  cloth  gilt,  xs.  6d. 
Scrambles  and  Scrapes.  Wandering  Ways. 


Tittle  Tattle  Tales. 
Up  and  Down  the  Oarden. 
All  Sorts  of  Adventures. 
Our  Sunday  Stories. 
Our  Holiday  Hours. 
Indoors  and  Out. 
Some  Farm  Friends. 


Dumb  Friends. 

Those  Gk>lden  Sands. 

Little  Mothers  &  their  Children. 

Our  Pretty  Pets. 

Our  Sohoolday  Hours. 

Creatures  Tame. 

Creatures  Wild. 


Albums  for  Children.    Price  3s.  6d.  each. 


The  Album  for  Home,  School, 
and  Flay.  Containing  Stcries  by 
Popular  Authors.  Set  in  bold 
type,  and  Illustrated  throu«;houL 

My  Own  .Album  of  Animals. 
With  Full-page  Illustrationji. 


Picture  Album  of  All  Sorts.     With 
Full-page  lUuBtrations. 


The   Chit-Chat  Album, 
throughout 


Illustrated 


Silaliens  fivm  Cassell  f  Company s  Pvbliea 


Earl  of  BluftHbniy.    Bir 


I>svid  lATi^Aoaa^  "ij  Robcn 


HlCbtlBciilf 

Dr.    Ch'thdp, 

Btlolui  W.  KfrHnJ  LL."^ 
r  HsDTT  HuTeiook  i 
CwDpbiiU  I^rd  Olyde 


UUflb,  FrtkHOH  BdlUOF  Hi 
KUldl  AJuSdn. 


•••  niatntWcrlaUtllaJOiI  RlCK^DD  COBDENI  an  alls  il  Jlail  T 
Oni  t/ti.,  ilir*.  lia  i4eii,  JF. 

l-ibrary   of  Wonden.    IlLuilnted  Ginboalu   foi    Bays.    Pa| 
clolh,  IB.  6d. 

CiBj^ell'^Elfiiteenpenny  Story  Baoks.    lllusltatcd. 

i^Bsn^nfrtoDI. 

Gift   BoQka   for   Youoe  Fiople.      By  PopaUr  Auttaots.      With  Four 


^^™.    B; 
CasteH'g  Two-ShiUin|r  Slary  Books.    Uiu^i 


HBr  OnunlubAm^' Trial. 
Tlu  ChlLdnu  or  tba  Court. 


TtaTDW ta  Tvtil  to 


